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Summary 


The  objective  of  this  report  is  to  provide  the  user  with  a  guide  for  the  measurement  of  transient  aero  thermodynamic  performance 
parameters  of  aircraft  gas  turbine  engines  or  components.  It  is  hoped  it  will  be  helpful  to  a  variety  of  gas  turbine  users 
—  including  engine  developers,  test  agencies,  certifying  authorities  and  operators  of  overhaul  facilities  and  aircraft. 

This  report  may  be  treated  as  an  extension  of  AGARD  Advisory  Report  AR-245.  which  was  prepared  as  a  guide  to  the 
recommended  practices  for  the  measurement  of  steady-state  pressures  and  temperatures,  and  AGARD  AR-248,  which  treated 
other  steady-state  parameters  important  to  gas  turbine  performance  assessment.  This  current  report  includes  discussion  of 
recommended  procedures  for  the  transient  measurement  of  pressures,  temperatures,  flows,  component  geometry  including 
rotational  speed  and  clearances,  thrust,  torque,  and  the  use  of  the  engine  control  system  for  transient  parameter  measurements. 
Examples  of  typical  transient  measurement  techniques  are  presented  for  each  parameter.  A  section  on  data  acquisition  and 
ptvicessing  is  also  included. 

A  transient  is  defined  in  this  report  as  a  deliberately  included  variation  of  machine  operation  from  one  steady-state  condition  to 
another.  Examples  of  test  procedures  fitting  this  definition  and  appropriate  to  potential  users  of  this  report  are  listed.  Higher 
frequency  dynamic  measurements,  in  which  the  spectral  behaviour  characteristics  are  usually  required,  are  excluded. 

This  report  includes  a  comprehensive  discussion  of  the  concepts  and  piocedures  for  the  uncertainty  estimation  of  transient 
measurements.  The  report  concludes  with  a  detailed  discussion  of  two  examples  —  (i)  the  measurement  of  compressor  ratio  and 
air  flow  at  surge,  which  would  be  of  primary  interest  to  engine  designers  and  developers,  and  (ii)  a  measurement  of  engine 
acceleration  time,  which  would  be  of  particular  interest  to  engine  overhaul  facilities  and  operators. 


Sommaire 


'  e  present  rapport  a  pour  but  de  foumir  4  lutilisateur  un  guide  sur  la  niesure  dcs  parainetrcs  dc  performance 
a  Tothermodynamique  en  Iransiloirt  des  turbomachines  d’aironef  ou  de  leurs  composants.  Nous  evpirons  qu'il  pourru  aider  les 
divers  utilisatcurs  de  turbines  4  gaz,  y  compns  les  entreprises  de  mise  au  point  de  mouteurs.  les  organismes  d'essais.  les  aulorites 
charges  de  I' homologation  ainsi  que  les  esploitants  d  installations  de  revision  el  d  acronefs. 

Le  present  rapport  peut  etre  consider  comme  un  prolongemcnt  du  rapport  consultatif  AR  245  de  I' AGARD,  qui  a  etc1  prepare 
sous  la  forme  de  guide  des  pratiques  recommantRes  pour  la  me  sure  des  pressions  et  des  temperatures  en  regime  permanent,  et 
AGARD  AR-248,  qui  traitait  d'autres  parameters  en  regime  permanent  qui  sont  important  pour  Devaluation  des  perlorniam 
des  turbines  4  gaz  Le  present  rapport  comprend  une  elude  ties  procedures  rccummandees  pour  111  niesure  iransitoire  des 
pressions,  des  temperatures,  des  flu\,  de  la  geometric  des  composants,  y  compris  de  la  vitesse  de  rotation  et  des  tolerances,  dc  la 
poussec.  du  couple  et  de  I  utilisation  du  systeme  dc  comntande  moteur  pour  la  niesure  iransitoire  de  parametres.  Des  csemplev 
de  techniques  typiques  de  mesure  transitoire  sont  ptesentes  pour  chaque  parametre  Une  section  potte  egalcmcnt  sur  I'acquisition 
et  le  traitement  des  donnees. 

Un  phenomenc  iransitoire  est  defini  dans  le  present  rapport  comme  etant  une  sanation  delibereuienl  induiie  dans  le 
fonctionncment  d'une  machine,  d'un  regime  permanent  4  un  autre.  Des  exemples  de  procedures  d'essais  qui  repondcnl  it  cette 
definition  et  qui  sont  approprifs  aux  utilisatcurs  eventuels  du  present  rapport  sont  enumeres  Ires  mesures  dsnannques  4 
frequence  plus  eicvee,  dans  lesquelles  les  caractenstiques  specuales  de  coniportetncm  sont  habituellement  neccssaires.  sont 
exclues. 

Le  prtsent  rapport  comprend  une  etude  complete  des  concepts  et  des  procedures  d  cstuiiation  dinccrtitudc  des  mesures 
transitoires.  II  se  termine  par  une  etude  dflaillee  de  deux  exemples:  (i)  la  mesure  du  Unix  de  compression  et  du  debit  d'air  au 
pompage,  qui  serai!  d'un  interet  primordial  pour  la  conception  et  le  developpemem  de  moteurs,  et  Oil  la  mesure  du  temps 
d'acceierxtioo  moteur.  qui  serait  d’un  interet  particulier  pour  les  insullations  de  revision  de  moteur  et  les  exploitants. 
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Nomenclature 


Parameters 

Definitions 

Text  Reference1 

a 

Velocity  of  sound 

Eq.  4.2-2 

a 

Constant 

Eq.  4.4-17 

A 

Area,  Geometric 

Eq.  4.2-2 

& 

Swirl-chamber  inlet  port  area 

Eq.  4.4-13 

Blade  aspect  ratio 

Eq.  4.4-2 

b 

Elemental  bias  error 

Eq.  3-1 

b 

Constant 

Eq.  4.4-17 

B 

Total  bias  error 

Eq.  3-1 

B 

Flux  density 

Page  4-171 

cr 

Specific  heat  at  constant  pressure 

Eq.  4.3-1 

Specific  heat  at  constant  volume 

Eq.  4.3-1 

C*r 

Correction  between  PS3 1  and  P3 

Eq.  5-1 

c. 

Flow  coefficient 

Eq.  4.4-11 

c. 

Correction  factors 

Eq.  4.4-6 

d 

Diameter 

Eq.  4.3-3 

D„ 

Orifice  diameter 

Eq.  4.4-11 

D. 

Swirl  chamber  diameter 

Eq  4.4-12 

e 

Emissivity 

Eq.  4.3-4 

EMF 

Electromotive  Force 

Eq.  4.5-1 

fN 

Nyquist  frequency 

Page  3-11 

h 

Breakpoint  frequency 

Eq.  4.4-5 

'a 

Resonant  frequency 

Eq.  4.2-1 

fS 

Sampling  frequency 

Page  5-5 

F 

Centrifugal  force 

Eq.  4.5-1 

Fa 

Thermal  expansion  factor 

Table  4  4-2 

FG 

Gross  thrust 

Eq.  4.6-1 

FN 

Net  thrust 

Eq.  4.6-2 

FR 

Rare  drag 

Eq.  4.6-2 

FS 

Scale  force 

Eq.  4.6-4 

G(0 

Power  spectral  density  of  noise 

Eq.  5-2 

b 

Damping  ratio 

Eq.  4.6-7 

■>< 

Convective  beat  transfer  coefficient 

Eq.  4.3-3 

H 

Enthalpy 

Eq.  4.4-20 

H(0 

Sinusoidal  frequency  response  transfer  function  of  filter 

Eq.  5-2 

i 

V-l 

Eq.  3-16 

1 

Moment  of  inertia 

Eq.  4.4-1 

k 

Thermal  conductivity 

Eq.  4.3-3 

K 

Order  of  curve  fit 

Eq.  3-12 

K. 

Calibration  constant 

Eq.  3-16 

K. 

Spring  rate 

Eq.  4.6-6 

L 

length 

Eq.  4.2-2 

i 


Equation,  Table  or  Figure  of  fint  u*e 


Lc 

Blide  mein  chord 

Eq.  4.4-2 

• 

• 

# 

• 

m 

Miss 

Eq.  4.3-7 

Mi 

F  nmary  meisurand  to  determine  s 

Eq.  3-3A 

Mi 

Mich  number 

Eq.  4.3-1 

D 

No.  of  pulses  per  revolution 

Eq.  4-5-2 

n 

nth  component 

Eq.  3-3A 

nm 

No.  of  tests  to  define  average  value  of  i  primary  meisurand 

Glossary 

• 

N 

Rotation  speed 

Eq.  4.5-2 

N 

Number  of  repetitions  of  the  defined  measurement  process 

Eq.  3-1 

nb 

Number  of  blades 

Eq.  4.4-2 

P 

Pressure 

Eq.  3-3D 

PR 

Pressure  ratio 

Eq.  2-1 

Prw 

Pressure  ratio  it  the  engine  operating  point 

Eq.  2-1 

• 

Ps.  PS 

Static  pressure 

Table  2-3 

PT.  PT,  P 

Total  pressure 

Table  2-3 

Pv 

Vapour  pressure 

Table  4.4-2 

q 

Heat  flow  rate 

Eq.  4.4-20 

q(iu) 

Fourier  component  of  Q(t)  it  a 

Eq.  3-19 

Ql(<) 

Instrument  input  is  a  function  of  time 

Eq  3-19 

• 

Qo(0 

Instrument  o  itput  as  a  function  of  time 

Eq.  3-22 

r 

Radius 

Eq.  4.4-2 

r 

Recovery  factor  (thermocouple  probes) 

Eq.  4.3-1 

R 

Gas  constant 

Eq.  4.4-20 

Rd 

Reynolds  number 

Table  4.4-2 

S 

Elemental  precision  index  -  estimate  of  standard  deviation 

Eq.  3-1 

•  • 

s 

Total  precision  index 

Eq.  3-1 

SEE 

Standard  error  of  estimate 

Eq  3  -12 

SH 

Specific  (or  Absolute)  humidity 

Table  4.4-2 

t 

Time 

Eq.  3-1* 

95th  percentile  point  of  the  Student's  V  distribution 

Eq.  3-1 

T 

Temperature 

Table  2-3 

• 

T 

Elapsed  time 

Eq.  3-23 

T 

Torque 

Eq.  4.4-1 

TOu) 

Transfer  function 

Eq.  3-16 

U 

Uncertainty  of  measurements 

Eq.  3-29 

UADD 

Additive  uncertainty 

Eq.  3-1 

URSS 

Root-sum-square  uncertainty 

Eq.  3-2 

• 

V 

Velocity 

Eq.  4.4-2 

V 

Voltage 

Eq.  4.3-13 

V 

Volume 

Eq.  4.4-20 

v, 

Volume  between  measurement  device  and  engine  inlet 

Eq.  4.9-14 

V, 

Value 

Eq.  4.9-1 

w 

Man  flow  rate 

Eq.  2-3 

• 

X.  Y 

Derived  or  inferred  parameter 

Eq.  3-3A 

Yt 

Adiabatic  expansion  factor 

Table  4.4-2 

y* 

Conduction  error 

Eq.  4.3-3 

Y« 

Radial  >oe  error 

Eq.  4.3-4 

Yt 

Time  constant  error 

Eq.  4.3  * 

Yv 

Velocity  error 

Eq.  4.3-1 

• 

Z 

Compressibility  factor 

Table  4  4-2 

Blade  effective  angle  of  attack 

Eq.  4.4-2 

k 

• 

•  • 

0 

Phase  lag 

Eq.  4.3-15 

0 

Frequency  ratio 

Eq.  4.6-11 

0 

Area  ratio 

Table  4.4-2 

i 

Natural  log  of  amplitude  ratio 

Eq.  4.6-8 

y 

Ratio  of  specific  heats 

Eq.  4.3-1 

«L 

Lag  error 

Eq.  4.2-5 

Oscillatory  error 

Eq.  4.2-6 

1 

Efficiency 

Eq.  4.4-2 

9 

Angular  displacement 

Eq.  4.4-! 

P 

Absolute  viscosity 

Table  4.4-2 

» 

Kinematic  viscosity  (jilp ) 

Fig.  4.4-9 

i 

Damping  constant 

Eq.  3-17 

p 

Density 

Eq.  4.4-2 

a 

Stefan-Boltzmann  constant 

Eq.  4.3-4 

a 

Standard  deviation 

Fig.  3-1 

r 

Time  constant,  response  time 

Eq.  3-16 

* 

Sonic-flow  function 

Table  4.4-2 

* 

Generalized  engine  performance  parameter 

Fig.  2-10 

* 

Phase  angle  change  due  to  filter 

Table  4.9-1 

(•) 

Angular  frequency 

Eq.  3-16 

Natural  (resonant)  frequency 

Eq.  3-17 

Subscripts 

<bs 

absolute 

•mb 

ambient 

•V 

average 

A 

air 

B 

bead  (thermocouple) 

calc 

calculated 

cor 

corrected 

C 

common 

D 

duct 

F 

fuel 

FR 

afterburner  fuel 

H 

high  pressure  rotor 

i.J 

primary  meaaurands 

1 

input 

J 

junction  (thermocouple) 

L 

low  pressure  rotor 

M 

metal 

n 

natural 

N 

Nyquitt 

0,  o 

output,  value  at  Ums  a  0,  reference 

P 

phonic  wheel 

P 

probe 

rad 

radiation 

ref 

reference 

s 

•ample 

S 

static 

w 

wire 

W 

wall 

u 


WP 

operating,  or  working,  point 

x,  Y 

derived  or  inferred  parameter 

Superscripts 

SS 

steady  state 

T 

transient 

Descriptive  Symbols 

A/B 

Afterburner 

AC 

Al'eraating  current 

A/C 

A'rcraft 

A/D 

Analogue  to  digital 

ADC 

i  julogue  to  digital  convertor 

AIS 

Analogue  input  system 

AR 

Aspect  ratio 

ATF 

Altitude  test  facility 

BP 

Bypass 

BCD 

Binaty  coded  decimal 

CARS 

Coherent  anti-stokes  Raman  scattering 

CDP 

Compressor  discharge  pressure 

CIVV 

Compressor  inlet  variable  vanes 

CLP 

Collective  pitch 

DAS 

Data  acquisition  system 

DC 

Direct  current 

DVM 

Digital  voltmeter 

EGT 

Exhaust  gas  temperature 

FADEC 

Full  authority  digital  electronic  control 

FCU 

Fuel  control  unit 

FFT 

Fast  Fourier  transform 

FM 

Frequency  modulated 

FOD 

Foreign  object  damage 

GL 

Ground  level  facility 

HP 

High  pressure 

HPC 

High  pressure  compressor 

ID 

Inside  diameter 

iFM 

Interface  module 

IMRA 

Infra-red  monochromatic  radiation  and  absorption 

LDA 

Laser  doppler  anemometer 

LOD 

Light  off  detector 

LP 

Low  pressure 

LVDT 

Linear  variable  differential  transformer 

L2F 

Laser-two-focus  anemometer 

NP1 

Nozzle  position  indicator 

OD 

Outs'de  diameter 

PCM 

Pulse  code  modulated 

PLA 

Power  lever  angle 

PPH 

Pounds  per  hour 

Prop 

Propeller 

RF 

Radio  frequency 

RPM 

Revolutions  per  minute 

RTD 

Resistance  temperature  device 

•  • 


ui 


•  • 


RTVD 

Rotary  variable  differential  transformer 

RVT 

Rotary  variable  transducer 

TEC 

Test  environmental  control 

VDU 

Visual  display  unit 

VIGV 

Variable  inlet  guide  vanes 

VSV 

Variable  stator  vanes 

ZOC 

Zero,  operate,  calibrate  system 

Glossary 

(The  definitions  in  this  glossary  are  based,  generally,  on  those  of  AGARD  Report  AR245.  Some  additions  and 
adjustments  have  been  made  to  clarify  the  application  of  specific  terms  to  transient  measurements.) 


Accuracy 


Acquisition  Time 


Aliasing 


Analog  Output 
Aperture  Time 


Average  Value 


The  closeness  or  agreement  between  a  measured  value  and  a  standard  or  true  value; 
uncertainty  as  used  herein,  is  the  maximum  inaccuracy  or  error  that  may  reasonably 
be  expected  (see  measurement  error). 

The  time  taken  for  a  track  and  hold  circuit  to  acquire  the  input  signal  (cf.  Figure  4.9- 
26). 

Introduction  of  error  into  the  computed  amplitudes  of  the  lower  frequencies  of  a 
Fourier  analysis  of  a  function  carried  out  using  discrete  time  samplings  whose  interval 
does  not  allow  the  proper  analysis  of  the  higher  frequencies  present  in  the  analyzed 
function. 

Measurement  system  output  which  is  a  continuous  function  of  the  measurand. 

The  time  interval  during  which  the  hold  system  is  exposed  to  the  measurand  for  the 
purpose  of  data  acquisition  (cf.  Figure  4.9-26) 

The  arithmetic  mean  of  nm  readings.  The  average  value  is  calculated  as; 


x  "average  value 


E*. 

i-t 


Bias  (8) 


Blockage 


Blockage  Effects 


Calibration 


Calibration  "On-Une" 


The  difference  between  the  average  of  ail  possible  measured  values  and  the  true  value. 
Also  called  the  systematic  error  or  fixed  error  which  chara-ierizes  every  member  of 
•  set  of  measurements. 

The  ratio  of  the  frontal  area  of  a  probe  or  a  set  of  probes  at  a  given  station  to  the  total 
flow  area  at  that  station. 

General  term  referring  both  to  measurement  errors  and  real  component  performance 
effects  caused  by  probe  blockage. 

The  process  of  comparing  and  correcting  the  response  of  an  instrument  to  agree  with 
a  standard  instrument  over  the  measurement  range  in  a  specified  environment. 

Calibration  of  a  measurement  system,  in  situ,  during  the  period  that  data  is  being 
taken. 


Calibration  Drift  When  an  instrument  is  recalibrated,  this  refer*  to  the  recording  of  the  difference 

between  the  present  calibration  before  adjustment  and  the  previous  calibration.  It  is  a 
measure  of  the  stability  of  the  instrument  between  successive  calibrations.  (Instrument 
Stability) 


Calibration  Hierarchy 

Calibration  Uncertainty 
Compensation 

Conduction  Error 

Confidence  Interval 
Conversion  Time 
Cut-off  Frequency  (fc) 
Damping 

Damping  Factor 

Damping  Ratio 

Defined  Measurement 
Process 

Differential  Amplifier 
Drag  Coefficient 
Droop  Rate 

Elemental  Error 

Estimate 

Excitation  (electrical) 

Filtering 

Isolation 

Isolation  Amplifier 


The  chain  of  calibration  which  links  or  provides  the  trace  of  a  measuring  instrument 
to  a  national  standards  institution. 

The  estimated  error  in  the  output  values  shown  in  a  calibration  record. 

The  utilization  of  supplemental  devices,  materials  or  processes  to  minimize  known 
sources  of  error. 

The  error  in  a  temperature  transducer  due  to  heat  conduction  between  the  sensing 
element  and  the  mounting  of  the  transducer. 

A  range  within  which  the  true  value  is  expected  to  lie  with  a  specified  confidence. 

The  time  taken  for  an  Analogue  to  Digital  converter  to  digitise  a  given  signal. 

That  frequency  where  the  signal  attenuation  exceeds  a  prescribed  value  (e.g.  3  dB). 

Action  or  influence  that  extracts  energy  from  a  vibratory  system  in  order  to  suppress 
the  vibration  or  oscillation. 

The  ratio  of  the  amplitude  of  any  one  damped  oscillation  to  that  of  the  following  one. 

The  ratio  of  actual  damping  to  the  damping  required  for  critical  damping. 

A  detailed  description  of  a  measurement  including:  objective,  test  procedure,  elemental 
measurement  systems  including  calibration  hierarchy  and  methods,  and  mathematical 
models. 

An  amplifier  whose  output  is  proportional  to  the  difference  between  the  voltages 
applied  to  its  two  inputs. 

Coefficient  used  to  calculate  the  fluidynamic  drag  force  imposed  on  an  object  immersed 
in  a  flow  stream. 

The  change  in  output  voltage  while  a  track-and-bo’d  system  is  in  the  hold  mode  (cf. 
Figure  4.9-26). 


The  bias  and/or  precision  error  associated  with  a  single  component  or  process  in  a 
chain  of  components  nr  prores9ea. 

A  value  calculated  from  a  sample  of  data  as  a  substitute  for  an  unknown  population 
constant. 


<s> 


•  • 


The  external  electric  voltage  and/or  current  applied  to  a  transducer. 

Elimination  of  disturbing  signals  that  are  superimposed  on  the  signal  of  interest. 
Isolation  ia  a  reduction  in  the  ability  of  a  system  to  respond  to  an  excitation. 

An  amplifier  used  to  mini  mi  re  the  effects  of  a  following  circuit  on  the  preceding 
circuit. 
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Kiel  Probe 

Laboratory  Standard 
Map,  Performance 

Match 

Mathematical  Model 

Measurand 

Measurement  Acquisition 
Measurement  Channel 
Measurement  Error 

Multiplexing 

Noise 

Nozzle,  Exhaust 
Nyqurit  Frequency 

Outlier 

Parameter 

Parameter,  Derived 

Parameter,  Inferred 


A  total  pressure  sensor  in  which  a  shield  is  placed  around  the  sensor  to  increase  the 
tolerance  to  changes  in  air  angle.  Includes  generic  forms  of  the  original  Kiel  Frobe 
design. 

An  instrument  which  is  calibrated  periodically  at  a  national  standards  institution.  The 
laboratory  standard  may  also  be  called  an  interlaboratory  standard. 

One  or  more  curves  of  a  gas  turbine  component  performance  parameter  or  parameters 
presented  as  a  function  of  one  or  more  other  parameters.  For  example,  compressor 
pressure  ratio  is  presented  as  a  function  of  referred  compressor  inlet  flow  and  referred 
compressor  rotor  speed. 

A  term  used  to  denote  the  process  of  causing  a  gas  turbine  engine  component  to 
operate  at  a  particular  point  01  mints  on  its  performance  map,  usually  by  the  control 
of  one  or  more  operating  para  me  ers  such  as  rotor  speed,  and  sizing  of  the  downstream 
geometry. 

A  mathematical  description  of  a  system.  It  may  be  a  formula,  a  computer  program,  or 
a  statistical  model. 

An  elemental  physical  quantity  which  is  the  objective  of  a  specific  measurement. 

The  recording  and/or  display  of  information  coming  from  a  sensor. 

The  route  followed  by  a  signal  from  a  sensor  to  the  recording  media. 

The  collective  term  meaning  the  difference  between  the  true  value  and  the  measured 
value.  Includes  both  bias  and  precision  error  -  see  accuracy  and  uncertainty.  High 
accuracy  implies  small  measurement  error  and  small  uncertainty. 

The  recording  of  signals  from  multiple  sensor  inputs  on  to  a  single  recording  channel. 

Noise  is  any  undesired  signal 

Device  for  providing  a  desired  match  of  upstream  ccmionents  of  a  gas  turbine  engine 
and  for  converting  the  engine  exhaust  energy  into  tfc.  .  n  an  efficient  manner. 

If  a  continuous  bandwidth-hmiled  signal  contains  no  frtq  components  higher  than 
fc ,  then  the  original  signal  can  be  recovered  without  disio  on  if  it  is  sampled  at  a  rat- 
equal  to  or  greater  than  the  Nyquist  Frequency  «  2fc. 

A  data  point  which  does  not  seem  consistent  with  the  rest  o '  the  data.  A  'wide'  or 
'rogue'  point.  Various  schemes  for  treatment  or  rejection  o.  outliers  are  used. 

An  unknown  quantity  which  may  vary  over  a  certain  set  of  values.  In  statistics,  i: 
occurs  in  expressions  defining  frequency  distributions  (population  parameters). 

A  performance  parameter  calculated  from  two  or  more  primary  parameters.  Pressure 
ratio  is  an  example  of  a  derived  parameter. 

A  parameter  having  either  primary  or  derived  parameters  as  inputs  and  obtained  as  a 
result  of  calculations  involving  modelling  and/or  fitting  of  experimental  data. 
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Component  efficiency  is  an  example  of  an  inferred  parameter. 


Parameter,  Primary 

Perturbing 

Precision  Error 

Precision  Index 

Pressure,  Total 

Pressure,  Static 

Probe 

Pulse  Code  Modulation 

Pulse  Rise  Time 

Rake 

Random  Error 

Recovery  Factor 

Resonance 


An  expression  of  the  physical  state  actually  being  measured.  Primary  measurement 
systems  have  a  single  measurand  as  an  input  and  deliver  a  single  (may  be  time-varying) 
output  which  is  interpretable  using  a  single  calibration  factor  to  convert  to  engineering 
units.  Pressure  is  an  example  of  a  primary  parameter. 

The  technique  used  to  determine  sensitivities  of  one  dependent  variable  to  other 
independent  variables.  The  value  of  one  independent  variable  is  changed  slightly  and 
the  change  in  the  dependent  variable  is  noted.  This  is  often  done  where  the  partial 
derivatives  are  too  complex  to  evaluate. 

The  random  error  observed  in  a  set  of  repeated  measurements  in  a  Defined 
Measurement  Process.  This  error  may  be  the  result  of  a  large  number  of  small  effects. 

The  precision  index  is  defined  herein  as  the  estimate  of  the  standard  deviation  for  e  set 
of  nm  measurements. 


S  =  “ - 
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(Stagnation,  Impact)  The  pressure  sensed  by  a  probe  which  is  at  rest  with  respect  to 
the  system  boundaries  and  which  locally  stagnates  the  fluid  isentropically. 

(Stream)  The  actual  pressure  in  a  fluid  independent  of  its  state  of  motion.  The 
pressure  that  would  be  measured  by  a  pressure  sensor  moving  with  the  fluid. 

An  assembly  containing  a  single  sensor  or  combination  of  sensors,  such  as  temperature 
or  pressure  sensors. 

Modulation  in  which  the  peak-to-peak  amplitude  range  of  the  signal  to  be  transmitted 
is  divided  into  a  number  of  standard  values,  each  having  its  own  code;  each  sample  of 
the  signal  is  then  transmitted  as  the  code  for  the  nearest  standard  amplitude  (abbiev 
PCM). 

The  interval  of  time  required  for  tbe  leading  edge  of  a  pulse  to  nse  from  some 
specified  email  fraction  to  some  specified  larger  fraction  of  the  maximum  value. 

A  probe  assembly  containing  two  or  more  similar  sensors  or  combinations  of  sensors, 
or  an  aerodynamic  probe  consisting  of  a  single  support  with  an  array  of  sensors 

attached. 

Random  put  of  the  measurement  in  a  Defined  Measurement  Process  (see  Precision 
Error). 

The  ratio  of  the  actual  to  the  total  thermal  energy  that  will  be  available  from  the 
isentropic  deceleration  of  tbe  gas  stream  at  the  temperature  measuring  junction. 

A  resonance  of  a  system  in  forced  vibration  exists  when  any  change  m  the  frequency 
of  excitation  causes  a  decrease  in  the  response  of  tbe  system 


Root-Sum-Square  (RSS) 


Sample  Size 
Sampling 

Sensor 

Settling  Time 
Signal  Conditioning 
Signal  Processing 
Signal-to-Noise  Ratio 

Standard  Dcviatiun 

Standard  Error  of  Estimate 

Student's  V  Distribution 


Switching 

Systematic  Error 
Time  Constant 


The  method  of  combining  bias  errors  and  precision  errors.  Note  that  in  this  document, 
lowercase  notation  always  indicates  elemental  errors,  e.g.  s  and  b  for  elemental 
precision  and  bias,  and  uppercase  notation  indicates  the  Rcot-Sum-Square  (RSS) 
combination  of  several  errors,  e.g. 

s  =  ±/i? 


B-± 


The  number  of  repeated  observations  or  measurement  used  to  estimate  a  given  statistic. 

The  selection,  for  a  given  parameter,  of  an  acquisition  frequency  and  a  measurement 
time,  dependent  on  the  physical  process  and  the  performance  of  the  measurement 
system. 

That  part  of  the  instrument  intended  to  sense  or  respond  directly  to  the  physical 
quantity  being  measured. 

The  time  for  the  output  of  a  track -and-hold  system  to  settle  to  its  final  value  following 
the  end  of  the  aperture  period. 

Operations  that  are  necessary  to  make  the  sensor  output  signal  compatible  with  the 
recording  devices. 

All  the  operations  on  the  signal  between  the  output  of  the  sensor  and  the  conversion 
into  engineering  units. 

The  ratio  of  the  amplitude  of  a  desired  signal  at  any  point  to  the  amplitude  of  the  noise 
signals  at  that  same  point  (for  random  noise,  the  rms  valu^  is  usually  used). 

A  measure  of  the  dispersion  of  a  frequency  distribution.  Soe  Precision  Index:  s  is  an 
estimate  of  <r  calculited  from  a  sample  of  data. 

The  measure  of  dispersion  of  the  dependent  variable  (output)  about  the  least-squares 
line  in  curve  fitting  or  regression  analysis.  It  is  the  precision  index  of  the  output  for 
any  fixed  level  of  the  Independent  variable  input.  Sec  Equation  3-11. 

The  ratio  of  the  difference  between  the  population  mean  and  the  sample  mean  to  the 
sample  standard  deviation  (multiplied  by  a  constant)  in  samples  from  a  normal 
population.  It  is  used  to  set  confidence  limits  for  the  population  mean;  t,j  percent 
confidence  range.  It  depends  on  the  number  of  degrees  of  freedom  or  sample  size.  For 
large  (>30)  samples,  ',5  has  a  value  of  2.  For  small  sample  sizes,  it  is  much  greater 
than  2. 

Connection  by  electric  or  electronic  devices  of  several  instrumentation  channels  to  a 
single  amplifier. 

see  Bias 

The  time  required  for  an  instrument  to  indicate  63  #  of  the  final  reading  of  an  input 


Traceability 

Transfer  Function 
Transducer 
Transient  Condition 

Uncertainty 


Variance  (o2) 


Working  Standard 


signal. 

The  ability  to  trace  the  calibration  of  a  measuring  device  through  a  chain  of  calibrations 
to  a  national  standards  institution. 

The  mathematical  relationship  between  the  output  of  a  system  and  its  input. 

A  device  which  converts  the  measurand  into  an  electrical  signal. 

A  transient  condition  is  one  in  which  a  variation  of  machine  operation  from  one  steady 
state  condition  to  another  steady  state  condition  is  deliberately  induced  (e.g.  engine 
acceleration). 

The  error  reasonably  expected  from  the  defined  measurement  process.  Usually 
expressed  as  UADD  (Additive  Uncertainty)  or  URSS  (Root-sum-square  uncertainty) 
at  confidence  levels  of  99%  and  95%  respectively. 

UADD  -  *(B  ♦  t-j— ) 


URSS  -  i 


Th;  square  of  the  standard  deviation;  it  is  a  measure  of  the  scatter  or  spread  of  a  data 
distribution.  It  is  estimated  by 

2  !(*;'* )! 
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from  a  sample  of  data.  . 

An  instrument  that  is  calibrated  in  a  laboratory  against  an  interlaboratory  or  transfer 
standard  and  is  used  as  a  standard  in  calibrating  measuring  instruments. 
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List  of  Acronyms 

AEDC  Arnold  Engineering  Development  Center  (USA) 

AGARD  Advisory  Group  for  Aerospace  Research  &  Development  (NATO) 

A1AA  American  Institute  of  Aeronautics  and  Astronautics 

AIR  Aerospace  Information  Report 

ANSI  American  National  Standards  Institute 

ARC  Aeronautical  Research  Council  (UK) 

ARP  Aerospace  Recommended  Practice  (USA) 

ASME  American  Society  of  Mechanical  Engineers 

ASTM  American  Society  for  Testing  Materials 

CEPr  Centre  d’Essais  des  Propulseurs  (France) 

1PTS  International  Practical  Temperature  Scale 

ISA  Instrument  Society  of  America 

ISO  International  Standards  Organization 
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1.  INTRODUCTION 


1.1  BACKGROUND 

The  accurate  quantification  of  the  steady-state  operating 
conditions  of  engines  and  components  is  a  very  necess¬ 
ary  part  of  gas  turbine  research  and  development. 
However,  for  many  years  it  has  been  recognized  that 
the  operating  conditions  within  each  component  also 
need  to  be  understood  when  moving  between  steady- 
state  operating  points.  Control  sy:‘ems  may  then  be 
timed  to  enable  a  safe  and  swift  response  to  changes 
when  demanded.  The  measurement  of  transient  rig  and 
engine  parameters  during  such  manoeuvres  can  involve 
significantly  different  methods  of  instrumentation, 
recording  and  analysis  from  the  steady-state  measure¬ 
ments  of  similar  parameters. 

AGARD  Advisory  Report  No.  245  on  "Recom¬ 
mended  Practices  for  Measurement  of  Gas  Path  Pres¬ 
sures  and  Temperatures  for  Performance  Assessment 


of  Aircraft  Turbine  Engines  and  Components"  (Refer¬ 
ence  1.1),  provided  a  rigorous  treatise  on  the  steady- 
state  determination  of  pressure  and  temperature.  The 
authors  of  AR-245  considered  that  the  other  steady- 
state  engine  performance  parameters,  such  as  thrust, 
airflow  and  fuel  flow  were  treated  adequately  in 
AGARD  AR-248,  "The  Uniform  Engine  Test  Pro¬ 
gramme"  (Reference  1.2).  The  authors  of  AR-245 
agreed,  that  when  dealing  with  component  tests,  tem¬ 
perature  and  pressure  were  the  two  most  difficult,  but 
critical  measurements,  that  needed  to  be  accurately 
determined.  AR-245  was  specifically  aimed  at  the 
engine  development  phase,  where  the  development  team 
was  mainly  concerned  with  isolating  and  correcting 
deficiencies  in  engine  performance. 


1.2  OBJECTIVE 

The  objective  of  this  document  is  to  provide  the  user 
with  a  guide  for  the  measurement  of  transient  aero- 
thermodynamic  performance  parameters  of  aircraft  gas 
turbine  engines  or  components.  Topic  areas  covered 
include  typical  types  of  transients,  sensed  parameters, 
frequently  used  sensors  and  transducers,  and  the  desired 
level  of  accuracy.  Data  acquisition  and  reduction 
procedures,  measurement  uncertainty  and  worked -out 
examples  are  presented  as  aids  for  the  user.  For  the 
experienced  user,  it  is  hoped  that  this  document  will  act 
as  a  reference  manual  on  particular  aspects  that  may 
require  clarification. 

In  this  document,  the  'user'  is  defined  as  a 
fully  qualified  engineer.  Technicians,  with  specialised 
training  and  suitable  experience,  will  also  find  the 
information  quite  useful,  as  the  ex  ampler  in  particular, 
are  meant  to  complement  technical  operating  instruc¬ 
tions. 

In  keeping  with  the  concept  of  a  'user's  guide', 
the  specific  objectives  of  a  transient  investigation  will 
be  closely  related  to  the  type  of  user.  Four  broad 
categories  of  user  can  be  identified: 
o  Engine  developer/designer 


o  Test  agency/test  subcontractor 
o  Certifier/licensing  authority  or  aircraft  cus¬ 
tomer 

o  Operator/aircraft  user 

Engine  developer/designer 

Of  the  four  categories  above,  the  engine  developer  will 
usually  have  the  most  comprehensive  requirements  since 
the  developer  will  be  dealing  with  a  potentially 
unknown,  new  test  article  and.  hence,  will  need  to 
investigate  a  large  range  of  transient  characteristics. 
Three  requirements  will  cover  the  effective  behaviour 
of  each  component  (aerodynamic  and  mechanical)  and 
determine  safe  handling/operating  margins  including 
safe  rates  of  change.  The  development  of  the  control 
system  and  variable  geometry  schedules  will  also  form 
a  major  part  of  transient  testing  as  will  accelerated  life 
cycle  assessment  programmes.  Obviously,  there  will  be 
many  other  requirements  for  detailed  transient  testing, 
some  of  which  will  he  directly  related  to  a  specific 
engine  -  aircraft  installation  or  flight  environment. 

Tet i  egtnry/na  subcontractor 

The  test  agency  or  test  subcontractor  will  normally 

have  at  its  disposal  a  dedicated  and  comprehensively 
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developed  test  facility  backed  up  by  an  in-depth  knowl¬ 
edge  of  test  procedures.  It  will  thus  be  capable  of 
undertaking,  on  behalf  of  the  engine  developer,  certifier 
or  operator,  a  wide  range  of  investigations. 

Certf/Ur 

The  certifier  or  equivalent  agency  will  normally  be 
interested  in  carrying  out  limited  but  well  defined  tests. 
These  tests  will  need  to  be  very  carefully  controlled  to 
the  high  standard  demanded  by  the  licensing  authority. 
The  test  article  in  this  case  usually  has  a  well  under¬ 
stood  transient  behaviour  history  and  is  only  required  to 
demonstrate  a  compliance  with  certification  require¬ 
ments. 

Operator 

Most  operators,  both  civil  and  military,  have  a  vital 


interest  in  engine  performance  testing  as  pre-delivery 
and  post-overhaul  handling  checks  are  an  essential 
requirement.  The  test  procedure  will  normally  be 
specified  in  the  ’operating  manual*  produced  by  the 
manufacturer  and,  in  part,  take  the  form  of  a  handling 
check.  These  tests  must  rely  on  a  limited  number  of 
instruments  and  the  test  procedure  may  vary  from 
customer  to  customer  and  engine  to  engine.  In  some 
cases,  throughout  the  production  life  of  a  particular 
engine,  operational  problems  may  arise  and  it  is  often 
necessary  for  the  operator  to  carry  out  diagnostic  tests 
in  the  field  using  simple  test  facilities,  production 
engine  instrumentation  or  instrumentation  inserted 
through  existing  engine  openings. 


1.3  SCOPE 

The  scope  of  this  document  is  limited  to  tiansient  tests 
on  engines  that  would  be  earned  out  in  ground-based 
test  facilities;  these  could  be  ground-level  test  beds 
(commonly  referred  to  as  sea-level  cells)  or  altitude 
chambers.  Although  rig  tests  are  not  specifically 
addressed,  in  general  many  of  the  techniques  described 
are  applicable.  Flight  tests  are  not  considered  as  this 
would  considerably  broaden  the  scope. 

Thus  far,  the  word  transient  has  been  used 
without  definition.  In  general  terms,  measurements  fall 
into  one  of  three  different  classifications  that  describe 
the  degree  of  unsteadiness  of  the  measurand:  steady- 
state,  transient  and  dynamic.  The  classifications  used  in 
this  report  are  consistent  with  those  of  AGARD  AR-245 
(Reference  I .  I ).  The  definitions  of  these  classifications 
are  reprinted  below  for  completeness. 

Steady-state  conditions  are  those  where  the 
machine  is  running  at  a  nominally  fixed  operating  pcint 
and  the  measurand  is  essentially  constant  with  tine. 
Even  in  steady-state  conditions  it  must  be  recognize '1 
that  there  may  be  substantial  unsteadiness  due  to  the 
presence  of  rotor  passage  wakes,  turbulence  etc  . .  which 
could  significantly  influence  the  performance  and 
calibration  characteristics  of  the  probe  system  itself. 
Also,  the  machine  under  test  cannot  he  held  at  a 
precisely  constant  condition  and  so  over  a  period  of 
tune  a  sequence  of  slow  venations  mutt  be  expected. 
These  factors  should  be  considered  when  assessing  the 
uncertainty  of  the  results. 

Included  in  this  concept  of  steady-state  condi¬ 
tions  ta  the  requirement  that  the  machine  should  he 


allowed  time  to  reach  equilibrium  conditions  in  terms  of 
stable  aerodynamic  and/or  structural  temperature 
gradients,  and  stable  component  operating  point  or 
engine  match  point,  before  the  definitive  measurements 
are  recorded. 

The  term  transient  conditions  are  those  in 
which  a  variation  of  machine  operation,  from  one 
steady-state  condition  to  another,  is  deliberately  induced 
(e.g.  engine  acceleration)  The  discussion  in  the  follow¬ 
ing  sections  is  timed  si  describing  instrumentation 
capable  of  accurately  quantifying  transient  behaviour. 
The  instrumentation  system  must  be  capable  of  detect¬ 
ing  the  boundaries  of  instability  (e.g.  surge,  rotating 
stall,  etc. .)  and  changes  in  performance  due  to  transient 
operation. 

Dynamic  measurements  are  those  in  which  the 
">*«surtads  are  varying  at  a  high  frequency  and  for 
which  an  instantaneous  point  measurement  or  spectral 
behaviour  characteristics  are  required  to  adequately 
define  the  parameter.  Soccial  instrumentation  is  usually 
required  for  this  fHirpose.  The  specific  problems 
associated  with  the  measurement  under  dynamic  condi¬ 
tions  will  not  he  considered  in  this  document. 

Although  this  document  is  specifically  aimed  at 
transient  assessment,  steady-slate  measurements  are 
generally  a  pre-requisite  in  defining  the  bounds  of  the 
transient  manoeuvre.  Consequently,  steady-state  measu¬ 
rement  systems  will  be  discussed  to  some  degree. 

Consideration  was  given  to  include  vibration 
and  acoustic  sensors,  but  as  the  bandwidth  of  the  data 
fall  into  the  dynamic  range,  they  fall  outside  the  scope 


•  • 


1-3 


of  this  report.  Nevertheless,  vibration  and  acoustic  sens¬ 
ors  csn  be  important  for  sit  four  classes  of  user. 

This  document  purports  to  be  a  guide  to  assist 
a  user  in  obtaining  meaningful  transient  measurements 
from  turbo  machinery  under  test.  Detailed  descriptions 
of  sensors  and  their  application,  along  with  expected 
measurement  uncertainty,  should  enable  each  class  of 
user  to  select  the  most  appropriate  sensor  for  a  given 
situation.  Although  inferred,  test  planning,  test  pro¬ 


cedures  and  system  setup  are  not  specifically  addressed. 
These  are  recognized  as  very  important  elements  of  My 
test  programme  which  are  generic  in  nature,  but 
application  specific.  The  use  of  component  Md  engine 
models  cm  be  a  powerful  tool  to  define  estimates  of 
expected  results  for  measurement  range  Md  frequency 
content.  However  desirable,  time  Md  available 
resources  did  not  permit  these  importMt  issues  to  be 
included  in  this  document. 


# 
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1.4  HOW  TO  USE 

This  document  provides  guidelines  along  with  worked 
examples  on  the  application  of  measurement  systems  to 
transient  data  capture.  The  text  is  organized  to  provide 
the  user  with  a  self-contained  document  that  should  be 
read  essentially  in  its  entirety.  Some  emphasis  has  been 
placed  on  measurement  uncertainty  Md  is  the  subject  of 
theoretical  treatment  in  Section  3.  For  a  first  review 
only  the  introduction  in  Section  3  need  be  covered  prior 
to  entering  Section  4,  the  heart  of  the  report.  The  more 
experienced  user,  seeking  reference  material  only,  cm 
refer  to  a  particular  chapter  to  obtain  detailed  informa¬ 
tion  on  a  particular  measurand  or  application  concept, 
such  as  measurement  uncertainty  methodology.  In  the 
sections  dealing  with  the  individual  measurands, 
worked-out  examples  have  been  provided  which  illus¬ 
trate  typical  procedures  for  application.  For  consist¬ 
ency,  two  typical  examples  of  text  procedures  of 
common  interest,  one  for  an  engine  developer  and  the 
other  for  an  engine  operator,  are  fully  defined  in 
Section  S.  Md  are  used  to  demonstrate  the  instrumenta¬ 
tion  details,  including  measurement  uncertainty,  in  each 
section  as  appropriate.  In  this  manner,  detailed  treat¬ 
ment  of  the  measurands.  globally  used  in  Section  S,  cm 
be  found  in  the  individual  sections.  The  glossary  and 
nomenclature  from  AR-245  (Reference  1.1)  have  been 
used  hut  modified,  where  appropriate,  to  avoid  potential 
confusion  with  multiple  terminology. 

The  organization  and  content  of  Sections  2  through  S 
are  summarized  as  follows: 

Section  2  -  General  requirements  for  measurement  of 
engine  and  component  transients 
Section  2  lays  out  the  groundwork  of  requirements  for 
transient  measurements  it  is  a  general  summary  of  the 
engine  test  process  that  servos  as  a  reminder  of  the 
many  and  often  competing  factors  that  go  into  planning 
a  teat  programme.  Described  are  typical  types  of 


transients,  the  requirements  for  the  engine  test  facility, 
examples  of  test  methods,  Md  the  general  parameters  to 
be  recorded  during  a  transient.  A  general  quMtitative 
definition  of  a  transient  in  terms  of  frequency  response 
Md  discrete  time  sequences  is  not  possible  as  it  is 
parameter  Md  event  dependent.  Also  introduced  is  the 
concept  of  a  defined  measurement  process,  which,  if 
followed  in  the  plMning  stages,  will  greatly  enhance  the 
probability  of  success. 

Section  3  -  Measurement  uncertainty  methodology 
A  section  is  devoted  to  a  theoretical  treatment  of 
Measurement  Uncertainty  Methodology  (Section  3),  an 
essentia!  step  in  the  plMning  process.  The  model 
describes  a  process  that  cm  be  used  for  instrumentation 
design.  Application  of  measurement  uncertainty  to  real 
engineering  problems  is  already  a  matter  of  consider¬ 
able  debate  in  the  steady-state  measurement  community, 
and  no  doubt  will  provide  even  more  discussion 
amongst  experts  in  its  application  to  transient  measure- 
menu.  A  clear  understanding  of  bias  and  precision 
errors,  combined  with  the  stated  experimental  objec¬ 
tives,  should  determine  the  relative  or  absolute  accuracy 
of  the  parameters.  A  method  is  proposed  that  depends 
on  separating  the  error  sources  into  steady-state  anJ 
transient  components,  which,  when  combined,  will 
yield  the  total  uncertainty. 

Section  4  •  Transient  measurement  systems 
Section  4  is  (be  bulk  of  the  report,  and  is  meant  to 
stand  alaoe.  Starting  out  with  general  definitions  of 
measurement  systems,  including  the  integration  of  dau 
in  space  and  lime,  the  novice  and  the  expert  alike  are 
then  given  detailed  information  on  pressure,  tempera¬ 
ture.  fuel  and  air  flow,  geometry,  force  and  torque,  and 
control  system  parameters  Generally  a  uniform  format 
has  been  adopted  for  each  sensor  type,  where  possible, 
that  coven  basic  theory,  advantages  and  disadvantages. 
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signal  conditioning,  calibration  procedures,  and  specific 
design  examples.  There  is  no  general  agreement  in  the 
industry  on  a  unified  approach  to  dealing  with  transient 
measurements  in  the  context  implied  in  Section  3.  Each 
sensor  technology  is  handled  a  bit  differently  but  all 
have  some  form  of  transient  response  model.  A  chapter 
on  data  acquisition  and  processing  completes  this 
section.  Each  sensor  type,  with  its  own  unique  signal 
conditioning,  produces  a  voltage  level  that  is  routed  to 
the  data  acquisition  system;  from  this  juncture,  data 
handling,  processing,  time  correlation  and  display  are 
considered  as  a  common  requirement  for  any  transient 
measurement  problem. 

Section  5  -  Examples  of  a  measurement  system  uncer¬ 
tainty  analysis  for  two  test  cases 
Two  design  examples  of  instrumentation  systems, 
required  for  two  different  types  of  tests  spanning  the 
range  of  interest,  are  described  in  Section  5.  The  first 


example,  applicable  to  both  engine  developers  and 
overhaul  agencies  who  have  a  requirement  to  determine 
compressor  pressure  ratio  at  surge,  is  a  complex  one 
requiring  specialized  instrumentation.  The  second 
example  is  directed  at  an  engine  overhaul  agency  or 
operator  who,  as  part  of  an  acceptance  test,  must  record 
the  acceleration  time  from  idle  to  100%  of  rated  engine 
thrust.  This  is  a  common  test  procedure  employing 
conventional  instrumentation. 

This  section  guides  the  reader  in  implementing 
the  complete  process,  from  the  statement  of  need, 
through  sensor  selection,  test  techniques,  measurement 
uncertainty,  up  to  data  display.  In  following  the  pro¬ 
cedures  developed  for  these  examples,  and  referring 
back  to  Section  4  for  details  on  the  individual  measu- 
rands,  the  user  should  gain  a  thorough  understanding  of 
the  process,  and  be  able  to  apply  the  methodology  to 
any  parameter. 
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2.  GENERAL  REQUIREMENTS  FOR  MEASUREMENT  OF  ENGINE  AND 
COMPONENT  TRANSIENTS' 


2.1  INTRODUCTION 


s 


In  assessing  the  suitability  of  a  powerplant  to  provide 
the  energy  to  enable  an  aircraft  to  meet  its  mission 
requirement,  two  important  aspects  must  be  considered- 

(a)  The  powerplant’s  performance  at  steady  state  condi¬ 
tions  (i.e.  its  thrust  and  fuel  consumption  at  a  fixed 
flight  condition  and  power  lever  setting). 

(b)  The  satisfactory  behaviour  of  the  powerplant  while 
undergoing  a  change  in  flight  condition  or  power  lever 
setting  or  both  (i.e.  transient  operation). 

As  stated  in  Section  1,  it  is  item  (b),  transient  oper¬ 
ation,  which  is  the  main  subject  of  this  report.  How¬ 
ever,  before  proceeding  further  it  is  necessary  to  outline 
the  character  of  the  measurand  and  range  of  conditions 
anticipated  so  that  the  requirements  of  the  measurement 
techniques  and  instrumentation  can  be  established. 

In  AGARD-AR-245  (Reference  2.1)  it  was  found 
convenient  to  consider  three  arbitrary  operating  condi¬ 
tions  -  steady  state,  transient  and  dynamic.  As  all  flow 
systems  exhibit  a  degree  of  unsteadiness,  completely 
separate  and  unambiguous  definitions  of  these  three 
states  are  not  possible.  However,  for  the  purposes  of 
this  guide  to  transient  measurement  techniques,  the 
definition  from  Section  1.3  is  used  throughout  the 
report,  via.: 

Transient  conditions  are  those  in  which  a  variation  of 
machine  operation  from  one  steady  state  condition  to 
another  steady  state  condition  is  deliberately  induced 
(e  g.  engine  acceleration). 

Implied  m  this  definition  is  an  imposed  (measured! 
rate  of  change  of  input  control  or  eavucnmant.  The 
response  of  the  machine  is  moMUtcd  by  a  sensor-trans¬ 
ducer  system  which  will  not  respond  imrcediudy  to  the 
measurand.  This  time  related  response  is  usually  quan¬ 
tified  by  an  instrumentation  'time  constant'  or  'fre¬ 
quency  response*.  Also,  the  data  acquisition  system  will 
impose  further  time  related  response  characteristics, 
sampling  rate  requirements  and  frequency  range  limita¬ 
tions. 

The  total  elapsed  time  spanning  the  transient 
also  needs  to  be  considered.  The  main  response  to  a 


transient  input  (e  g.  throttle  movement)  will  take  place 
over  an  initial  short  period  but  performance  changes 
will  continue  to  take  place  until  full  steady  state  equilib¬ 
rium  has  been  achieved.  This  may  take  several  minutes. 
Thus  it  will  be  necessary  to  refer  to  the  objective  of  the 
test  to  ascertain  what  defines  the  transient  duration. 

So  that  the  reader  of  this  report  will  have  a 
clear  understanding  of  the  conditions  covered  by  the 
above  definition  an  expanded  discussion  of  the  concept 
of  transient  operation  is  given  below. 

Consider  the  operating  condition  where  the 
input  control  setting  is  changed  from  one  steady  state 
setting  X,  to  another,  Y  (Figure  2-1  (a)).  This  will 
induce  changes  in  the  measured  output  parameter  as 
shown  in  Figure  2-1  (b). 

Using  pressure  as  an  example,  the  three  condi¬ 
tions  -  steady,  dynamic  and  transient  -  may  be  defined 
with  reference  to  Figures  2-l(a)  and  2-1  (b)  as  follows: 
Steady  stale  (mean)  pressure 

The  pressure  obtained  at  a  constant/fixed  control  setting 
after  the  pressure  fluctuations  uave  been  smoothed 
either  by  a  data  acquisition  system  which  has  a  long 
time  constant  or  through  a  defined  data  reduc- 
tion/analysis  process. 

Dynamic  (fluclualing/oscillating)  pressure 
These  are  pressure  perturbations  about  tbe  mean  value 
and  which  may  vary  in  both  magnitude  and  frequency 
ts  a  function  of  time.  For  dynamic  measurements  an 
instantaneous  point  value  or  spectral  behaviour  charac¬ 
teristics  are  required  to  adequately  define  the  flow.  To 
be  properly  Irtr  winced  the  measuring  cystem  range  of 
flat  resncc.sc  muji  he.  wide  enough  to  encompass  the 
full  fruqtMocy  rung:  of  the  fluctuations. 

Transient  pressure 

A  pressure  which  varies  as  a  result  of  a  control  action 
such  as  a  fuel  spike,  slow/fast  slam  acceler- 
alion/deceleration  or  as  the  result  of  tome  other  specific 
event,  e.g.  surge.  It  is  normally  a  nan-repetitive  func¬ 
tion  of  time  and  represents  a  transition  from  one  operat¬ 
ing  point  to  another.  To  be  accurately  transduced  the 
response  time  of  the  measurement  system  must  be  such 
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(bat  it  is  possible  to  evaluate  and  follow  the  ‘mean* 
pressure  level  throughout  the  transient  period  as  illus¬ 
trated  in  Figure  2- 1(b).  It  is  therefore  essential  in  all 
transient  investigations  to  record  all  measurements 
against  a  common  time  base. 

From  the  above  discussion  it  will  be  seen  that  it  is  not 
realistic  to  quote  a  specific  frequency  boundary  (or 
more  appropriately  response  time)  which  would 
encompass  all  types  of  transient  operation,  as  the 
frequency  boundary  would  depend  on  the  objective  of 
the  test,  the  event  under  consideration,  engine  dimen¬ 
sions,  etc.  Hence  each  set  of  test  conditions  must  be 
considered  on  its  merits  and  reviewed  to  define  the 
appropriate  measurand  requirements. 

2.1.1  Planning  the  Test  and  Instrumentation 
The  starting  point  of  a  transient  performance  investiga¬ 
tion  must  be  a  clear  statement  of  the  objectives  of  the 
test.  These  could  take  various  forms: 

Examples  of  General  Objectives  for  Transient  Tests 

o  to  determine  the  time  dependance  of  the 
measured  quantity; 

o  to  determine  the  peak  value  or  stability 

margin; 

o  to  relate  two  or  more  quantities  or  events 
with  respect  to  time. 

Using  the  specified  objective  it  will  be  possihle  to 
define  the  instrumentation  configuration,  data  acquisi¬ 
tion  requirements,  test  procedures,  and  data  reduction 
and  analysis  methods  to  be  followed.  An  essential  part 
of  this  pre-test  planning  is  to  review  the  path  chosen 
and  to  confirm  that  the  collected  data,  when  finally 
analysed  will  be  of  sufficient  quality  to  meet  the 
customer's  original  objective.  This  assessment  will 
usually  involve  a  pre-test  uncertainty  analysis  as 
described  in  Section  3. 

The  nature  and  objectives  of  the  investigation  will  be 
closely  related  to  the  type  of  user: 

The  development  engineer  will  need  to  define  the 
transient  conditions  under  which  it  is  required  to 
nvestigate  the  test  article  behaviour.  This  may  well 
include  specifying  the  following  conditions: 
o  simulation  of  flight  environment 
o  engine  power  manoeuvre 
o  test  geometry  requirement 

Having  specified  the  transient  conditions  the 
next  step  is  to  identify  the  transient  measurements 
necessary  to  investigate  the  test  article  behaviour  during 


the  transient  and  to  estimate  the  anticipated  rates  of 
change  of  both  input  control  and  output  response.  The 
strategy  should  be  such  as  to  ensure  that  enough  infor¬ 
mation  is  collected  to  give  an  understanding  of  the 
machine  characteristics  in  order  to  make  it  possible  to 
develop  the  test  article. 

When  the  general  list  of  measurement  parame¬ 
ters  have  been  identified  it  will  be  necessary  to  specify 
the  more  precise  and  detailed  measurements  needed  to 
achieve  the  general  parameter.  If,  for  example,  fuel 
flow  is  the  general  measurement  objective  it  will  be 
necessary  to  identify  the  measurements  needed  to 
achieve  this  objective: 

Fuel  mass  flow  - 
o  volume  flow  rate 
o  meter  calibration 
o  density 
o  fuel  temperature 

The  process  of  specifying  the  detailed  list  of 
measurements  will  have  identified  the  instrument 
response  rates  and  measurement  process  needed  to 
achieve  the  data.  The  quality  of  the  items  in  this 
process  now  need  to  be  specified  and  an  uncertainty 
analysis  carried  out  to  ensure  that  the  output  meets  the 
accuracy  requirements  necessary  to  understand  and 
develop  the  machine  characteristics.  The  uncertainty 
analysis  will  reveal: 
o  if  the  test  objective  is  satisfied 
o  if  the  measurement  process  needs  improvement 
o  if  the  process  can  be  relaxed  with  a  cost  benefit 
o  the  sample  rate  necessary  to  capture  the  frequency  of 
the  event 

There  is  often  an  added  complication  that 
sensors  are  shared  between  the  steady  state  and  transi¬ 
ent  measurement  systems.  Where  this  is  the  case  it  will 
be  necessary  to  assess  the  impact  on  each  system  of  the 
dual  role. 

It  should  be  emphasised  that  the  steps  outlined 
above  are  dependent  on  the  test  objectives  and  therefore 
the  process  will  have  to  be  repeated  for  each  case.  It  is 
also  generally  true  that  test  objectives  have  a  significant 
effect  on: 

o  choice  of  parameters 
o  range  of  measurement 
o  instrumentation  response  rates  required. 

In  the  case  of  a  test  agency  a  similar  situation  to  the 
engine  developer  exists  and  therefore  the  procedure 
above  applies  equally  well  in  meeting  the  test  objec¬ 
tives.  However,  there  are  sometimes  added  problems, 
for  example,  the  measurement  process  might  be  split 
between  the  agency  and  the  engine  manufacturer. 
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Where  this  is  evident  it  is  important  to  consider  tne 
calibration  needs  of  the  split  responsibilities.  Often  the 
sensor  is  in  the  domain  of  the  engine  manufacturer  and 
the  electronic  conditioning  and  data  gathering  equipment 
is  the  responsibility  of  the  agency. 

If  tests  are  being  done  in  more  than  one  facil¬ 
ity,  care  is  needed  to  ensure  compatibility  and 
traceability  to  enable  tree  cioss  correlations  to  be  made. 
Sometimes,  testing  on  more  than  one  facility  will  be  the 
only  way  of  determining  "unkown  bias",  e.g.  "bed"  vs 
"outdoor". 

The  cenifjer/licensine  authority  has  the  task  of  deter¬ 
mining  that  the  test  vehicle  meets  whatever  certification 
requirements  are  laid  down  for  the  particular  applica¬ 
tion.  He  is  not  as  interested  in  the  detail  a  developer 
may  require  since  he  is  not  attempting  to  determine 


component  performance  boundaries  that  need  extending 
but  simply  checking  that  set  requirements  are  met. 
However,  the  need  for  a  good  understanding  of  the 
whole  transient  measurement  field  is  important  in  order 
to  ensure  that  each  new  vehicle  is  properly  tested. 

The  eneine  operator  again  has  a  different  transient  test 
requirement.  The  most  likely  test  is  a  pass-off  test  for 
engines  that  have  been  overhauled,  or  a  test  to  confirm 
a  problem  reported  in  service.  The  operator  is  unlikely 
to  have  a  sophisticated  instrumentation  need  or  capabil¬ 
ity.  He  will  be  reliant  on  production  instrumentation 
standards  plus  the  capability  to  insert  sensors  into  the 
engine  through  normally  blanked  openings.  Often  the 
sensor  is  in  the  domain  of  the  engine  manufacturer  and 
the  electronic  conditioning  and  data  gathering  equipment 
is  the  responsibility  of  the  agency. 


THE  NEED  FOR  TRANSIENT  MEASUREMENTS 


2.2 

The  number  and  type  of  transient  tests  and  associated 
measurements  (Reference  2.2)  will  depend  upon  the 
user's  objectives  as  described  in  Sect' on  2. 1 .  The  most 
comprehensive  range  of  transient  lest  requirements 
would  include,  for  the  engine  developer: 
o  verifying  engine  operability /handling, 
o  determining  engine  structural  changes  during  transi¬ 
ent  operations. 

o  verifying  engine  control  settings  and  schedules, 
o  analysing  differences  between  actual  engine  behav¬ 
iour  and  the  design  cycle  model, 
o  accelerated  life  cycle  assessment. 

2.2.1  Verifying  Engine  Operability  &  Handling 
During  transient  engine  operation  the  effective  operating 
point  of  each  component  will  nove  away  from  its 
steady  state  condition.  The  magnitude  of  these  excur¬ 
sions  will  depend  upon  many  factors,  but  they  may  be 
large  enough  to  extend  beyond  stable  operating  bound¬ 
aries  with  a  corresponding  effect  on  engine  stability. 
The  most  well  known  illustration  of  a  transient  trajec¬ 
tory  is  an  acceleration  -  deceleration  excursion  on  a 
compressor  map.  Figure  2-2.  The  rate  of  acceleration 
of  the  engine  will  be  limited  by  the  surge  margin.  One 
important  transient  test  will  therefore  be  to  establish  the 
minimum  margin  between  the  transient  operating  line 
and  the  surge  line.  If,  unfortunately,  engine  surge 
should  occur,  assessment  of  the  post  stall  behaviour  and 


recovery  procedure  may  tie  necessary  and,  if  so,  the 
appropriate  instrumentation  and  data  acquisition  system 
will  need  to  be  defined.  Similarly  engine  starting 
boundaries,  relight  envelope,  afterburner  operation,  and 
thrust  reversal,  etc.,  will  also  form  part  of  transient 
handling  investigations. 

2.2.2  Determining  Engine  Structural  Changes 
Another  major  aspect  of  transient  testing  is  the  detection 
and  assessment  of  the  effects  of  geometrical  changes 
due  to  the  influence  of  differential  temperatures,  loads 
etc.  These  changes  could  affect  both  the  aerodynamic 
performance  and  the  mechanical  integrity  of  the  engine. 
These  structural  changes  are  over  and  above  the 
changes  due  to  steady  state  operation  and  should  include 
the  influence  of  active  controls. 

Measurement  techniques  to  cover  such  items  as 
variations  in  blade  tip  and  seal  clearance,  actuator 
movements,  etc.,  will  be  described  in  Section  4.5. 

2.2.3  Engine  Control  System  Development 
Engine  control  systems  require  development  testing  in 
order  to  maximite  engine  performance  capabilities 
without  transgressing  damaging  operational  limits. 
These  control  systems  can  vary  in  complexity  from  the 
relatively  simple  mechanical  through  hydromecbanical 
to  fully  variable  digital  electronic  systems.  The  ease 
with  which  electronic  systems  can  be  tailored  to 
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maximise  engine  performance,  by  software  changes  to 
the  control  laws,  means  transient  tests  are  an  important 
step  in  the  development  of  the  control  unit-engine 
combination.  These  tests  may  be  used  to  explore,  for 
example: 

o  surge  free  operation 
o  widest  relight  envelope 
o  minimum  acceleration  time 
o  optimum  afterburner  augmentation 
o  buzz  and  screech-free  afterburner  operation 

Testing  of  mechanical  or  hydromechanical 
systems  should  follow  similar  practices  although  their 
flexibility  is  unlikely  to  match  that  of  the  electronic 
variety. 

2.2.4  Validation  of  Engine  Cycle  Model 
At  some  stage  in  an  engine  design  and  development 
programme  a  mathematical  model  of  the  cycle,  includ¬ 
ing  both  aerodynamic  and  mechanical  simulation,  will 
be  devised.  The  purpose  of  these  theoretical  models  is 
to  enable  cycle  manoeuvre  and  transient  operation 
studies  to  be  carried  out  with  a  minimum  of  engine 
testing  and  to  study  the  effect  of  component  characteris 


tic  changes  on  the  engine  performance.  These  engine 
modelling  exercises,  in  the  main,  are  undertaken  in 
parallel  with  engine  development  and  could  have  a 
significant  input  into,  for  example,  control  system 
design  and  development.  As  experimental  testing 
proceeds,  the  mathematical  model  can  be  updated  and 
revised  to  make  it  more  representative  of  actual  (real) 
engine  behaviour.  As  with  all  mathematical  models  care 
must  be  taken  in  interpreting  the  results  as  the  simula¬ 
tion  can  only  be  as  good  as  the  model,  which  at  the  best 
is  a  simplified  representation  of  the  real  engine. 

2.2.5  Accelerated  Life  Cycle  Testing 
Testing  of  this  type  will  normally  take  the  form  of 
repeated  engine  cycles,  relatively  rapidly,  through  a 
series  of  carefully  controlled  predetermined  operating 
conditions.  The  control  scheduling,  instrumentation  and 
data  recording  systems  will  all  need  to  have  transient 
capabilities.  It  is  important  for  such  tests  to  be  repre¬ 
sentative  of  actual  engine  usage  in  the  field  so  that 
maintenance  schemes  can  be  configured  to  achieve 
minimum  ownership  costs  within  safe  working  prac¬ 
tices. 


2.3  TYRES  OF  TRANSIENT  CONDITIONS  IN  AIRCRAFT  ENGINE  TESTING 


The  various  forms  of  transient  investigations  described 
in  Section  2.2  could  be  carried  out  in  a  range  of  differ¬ 
ent  external  engine  environments.  Five  such  sets  of 
environments  are  described  below  in  Sections  2.3.1  to 

2.3.5. 

Note  that  in  all  transient  events  structural 
thermal  gradients  will  be  introduced  and  considerable 
changes  in  clearance,  etc.,  will  continue  to  occur  long 
after  the  input  disturbance  has  ceased.  Thus  engine  or 
component  performance  will  continue  to  change  until 
equilibrium  is  achieved  or,  in  the  case  of  cyclic  events, 
a  hysteresis  is  established. 

2.3.1  Steady  Environmental  Conditions,  Homo¬ 
geneous  Intake  Flow,  Transient  Engine  Operation 
Tests  within  this  type  of  environment  could  be  aa 
follows: 

o  Acceleration  and/or  deceleration  between  a  range 
of  engine  power  ratings  in  a  fixed  mode  (e.g.  dry 
or  reheat)  or  combined  with  a  change  of  mode 
(e  g.  dry  to  reheat  to  dry). 

o  Starting  from  rest  (or  windmilling)  to  idle  covering 
a  range  of  steady  environmental  conditions  (e.g. 
starting  after  a  cold  soak)  and  restarting  in  simu¬ 


lated  flight  conditions  (e.g.  windmilling,  starter 
assisted,  immediate  relight  before  deceleration  of 
spool). 

o  Shut  down  from  high  operating  point  to  rest  or 
windmilling  (e.g.  avoidance  of  engine  damage  due 
to  structural  changes  resulting  from  thermal  gradi¬ 
ents). 

o  Effects  of,  and  recovery  from,  compressor  surge. 
Violent  loads  resulting  from  engine  surge  may 
contribute  towards  engine  damage.  Also  following 
surge  a  special  sequence  of  control  operations  may 
be  neceasary  to  re-establish  stable  engine  running, 
o  Influence  of  sudden  changes  in  engine  power 
demand.  This  manoeuvre  is  similar  to  the  first 
type  except  it  often  includes  an  engine  geometry 
change  (e.g.  thrust  reversal  or  vectoring,  main 
shaft  power  as  in  helicopter  lift  off  or  turboprop 
reverse  thrust). 

2.3.2  Steady  Environmental  Condition*,  Notv- 
Homogeneous  Intake  Flow,  Transient  Engine  Oper¬ 
ation 

This  type  of  environment  is  of  interest  when  it  is 
required  to  simulate  the  inflow  distortion  due  to  oper- 
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ation  behind  a  Don-symmetrical  intake,  or  due  to  high 
incidence  flight,  etc.  The  transient  testing  procedures 
and  objectives  would  be  similar  to  those  of  Section 
2.3.1.  However  a  more  comprehensive  array  of  instru¬ 
mentation  may  be  essential  to  quantify  the  influences  of 
the  non-uniform  flow,  although  data  storage/channel 
availability  may  be  a  limiting  factor. 

2.3.3  Transient  Inlet  and  Exhaust  Conditions, 
Fixed  Power  Setting 

Transient  change  of  environmental  condition  can  be 
caused  by  a  wide  range  of  factors  and  will  cover  a 
significant  band  of  magnitudes  and  of  rates  of  change. 
These  causes  could  be;  aircraft  incidence  variation, 
speed  or  altitude  change,  plume  crossing  (rocket 
weapon  exhaust),  hot  gas  re-ingestion  (VTOL  or  thrust 
reversals,  or  helicopter  or  turboprop  operation).  The 
simulation  of  these  types  of  manoeuvre  in  test  facilities 
is  difficult,  in  particular  rates  of  change  in  temperature 
are  difficult  to  control  to  prescribed  schedules. 

In  altitude  facilities  special  care  is  required  to 
compensate  for  plant  operating  characteristics.  The 
plant  settling  times  must  be  monitored  to  verify  satis¬ 
factory  stability  of  both  inlet  and  exhaust  conditions. 

2.3.4  Variation  of  Bleed  and  Auxiliary  Power 
Extraction,  Homogeneous  Inlet  and  Exhaust  Condi¬ 
tions  and  Fixed  Power  Setting 

As  well  as  transient  conditions  related  to  variations  in 
main  engine  parameters,  auxiliary  engine  services  can 


also  induce  transient  response  and  behaviour.  The  type 
and  range  of  testing  in  this  field  will  be  very  much 
dependent  upon  the  engine  type  and  application. 

2.3.5  Combination  of  the  Above  Described  Cases 
In  engine  operation  the  above  described  conditions 
seldom  occur  in  isolation  and  a  combination  of  several 
of  the  above  conditions  is  the  more  likely.  Concurrent 
cases  are  seldom  of  the  same  effective  order  of  magni¬ 
tude  or  rate  of  change  but  the  detrimental  effects  on 
engine  performance  and  stability  are  additive.  Gen¬ 
erally,  neither  test  capability  nor  measurement  capabil¬ 
ity  exists  to  impose  simultaneous  realisitic  combinations 
of  these  four  transient  conditions.  It  has  been  shown  to 
be  acceptable  to  test  the  conditions  separately,  and 
estmate  the  combination  effect  by  superposition. 

Combination  cases  will  therefore  not  be  evalu¬ 
ated  in  this  report  but  the  possibility  of  combination 
cases  or  events  should  be  borne  in  mind  when  planning 
a  test. 

2.3.6  Single  Event  Tests 

Single  event  tests  which  are  required  for  certification, 
safety,  and  structural  integrity,  although  they  may 
exhibit  aspects  of  transient  behaviour,  are  not  treated  in 
this  report.  These  tests  include  such  events  as  ice 
ingestion,  bird  ingestion  and  blade-off. 


GENERAL  REQUIREMENTS  FOR  AN  ENGINE  TEST  FACILITY 


2.4 

2.4.1  Introduction 

The  objectives,  needs  and  requirements  for  measure¬ 
ments  related  to  the  various  types  of  transients  have 
been  outlined  in  Sections  2.1.  2.2  and  2.3.  For  any 
particular  test  the  objectives  will  have  been  defined  by 
the  customer  (engine  developer  through  to  engine 
operator)  and  from  this  specification  the  required  test 
programme,  instrumentation  configuration,  type  of  test 
facility  and  analysis  methods  necessary  will  be  defined. 
Note  that  it  is  important  to  ensure  that  the  complete 
chain  from  objective  to  analysed  results  is  compatible 
and  of  adequate  standard  to  meet  the  customer's  requ¬ 
irements  with  an  acceptable  level  of  confidence. 

In  this  section  some  typical  lest  facilities 
suitable  for  transient  measurement  will  be  described, 
flight  testing  being  excluded.  Also,  some  coi  unseats 
regarding  the  test  vehicle  itself  and  some  typical  test 


procedures  will  be  outlined  in  order  to  provide  a  back¬ 
ground  to  the  following  Sections  3  to  S.  It  is  not  the 
intention  to  describe  in  detail  methods  of  testing,  but 
only  to  give  sufficient  outline  so  that  a  suitable  instru¬ 
mentation  configuration  and  data  acquisition  system  can 
be  designed. 

2.4.2  Station  Identification  Codes 
In  order  that  a  universal  and  systematic  set  of  station 
identification  codes  be  used  it  is  recommended  that 
those  of  References  2.3  and  2.4  be  adopted  The  reader 
is  also  referred  to  Reference  2. 1  from  which  Figure  2-3 
has  been  taken.  Note  also  that  Reference  2.1  recom¬ 
mends  sensor  station  identification  nomenclature. 

In  some  test  cases  it  will  be  necessary  to  ident¬ 
ify  conditions  external  to  the  engine  which  may  not  be 
described  in  the  above  references  and.  if  so,  clear 
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definitions  will  need  to  be  made  when  planning  the 
tests.  Also  station  numbering  (and  geometric  position) 
will  be  necessary  in  other  external  systems,  ;.g.  fuel 
supply  lines,  at  which  measurements  are  made.  Another 
example  could  be  stations  in  a  mechanical  linkage  in 
which  case  sufficient  detail  must  be  included  so  that 
proper  accounting  for  flexure,  thermal  expansions,  lost 
motion  etc,  can  be  made. 

2.4.3  The  Test  Facility 

There  are  four  main  forms  of  test  facility; 

(i)  Ground  level  bed  -  with  or  without  aircraft 
intake, 

(ii)  Altitude  test  bed  •  with  or  without  aircraft 
intake, 

(iii)  Ground  level  static  -  engine  in  aircraft, 

(iv)  Flight  test  -  flying  test  bed  or  designated 
aircraft.  (Not  discussed  in  this  report) 

Each  of  these  test  facilities  has  its  own  related 
advantages  and  disadvantages.  The  user-defined  objec¬ 
tives  will  help  in  selecting  which  type  of  test  facility  is 
needed  and  is  the  most  cost  effective  for  the  programme 
envisaged.  Some  of  the  characteristics  of  the  different 
test  facilities  are  listed  in  Table  2-1  and  typical  engine 
installations  are  shown  in  Figures  24  (altitude  test 
facility  (ATF))  and  2-5  (ground  level  cell  (GL.)).  An 
equivalent  arrangement  for  a  turboshaft  engine  is  shown 
in  Figure  2-6.  The  capabilities  of  some  typical  test 
facilities  are  given  in  Table  2-2. 

2.4.4  Test  Cell  Environment  (and  its  instrumenta¬ 
tion) 

It  will  normally  be  the  requirement  of  the  test  cell  to 
simulate  as  nearly  as  possible  a  realisuc/representative 
engine  environment  (or  some  classical  external  condi¬ 
tions),  at  inlet  and  exhaust  to  the  engine  and  have 
instrumentation  capable  of  measuring  these  conditions. 
Typical  test  facilities  are  discussed  in  the  previous 
section  (2.4.3).  The  engine  itself  is  usually  installed  on 
some  type  of  frame  which  is  allowed  to  move  as  freely 
as  possible  over  short  distances  so  that  the  frame  load 
can  be  measured  using  load  cells.  In  the  case  of  power 
turbine  engines,  shaft  power  is  the  primary  measure¬ 
ment  and  thus  thrust  measurement  is  not  normally 
required. 

Unfortunately,  as  with  all  installations,  the  test 
cell  itself  will  have  some  influence  on  the  performance 
of  the  bare  engine  and  to  corrections  will  need  to  be 
made.  These  corrections  could  be  due  to  flow  induced 
around  the  engine  in  the  confined  space  of  the  cell  or 
‘drag*  from  lines  providing  services  to  the  engine.  In 
the  case  of  steady  state  testing,  corrections  and  allow¬ 


ances,  either  from  calibration  or  theoretical  assess¬ 
ments,  can  be  made.  During  transient  testing  there  will 
be  additional  influences  due  to  the  unsteady  nature  of 
the  flow.  It  is  normal  practice  to  apply  any  calibra- 
tion/corTections  determined  in  steady  state  testing  to  the 
results  obtained  in  those  transient  manoeuvres  where  no 
direct  transient  measurement  can  be  made. 

These  ‘cell  effects*  and  methods  for  account¬ 
ing  for  them  are  discussed  in  detail  in  Section  4.6  as 
related  to  thrust  and  torque  measurement. 

2.4.5  Test  Vehicle  and  Instrumentation 
Once  the  range  of  measurements  needed  to  meet  the 
users  objectives  have  been  established,  careful  position¬ 
ing  of  the  sensors  within  the  engine  is  essential.  The 
different  types  of  user  will  need  differing  instrumenta¬ 
tion  arrays;  for  example,  the  developer/designer  will 
require  a  comprehensive  array  while  the  engine  ope 
ator  may  require  only  a  very  simple  arrangement, 
defined  in  the  operating  manual  as  being  necessary  to 
monitor  a  handling  check  following  engine  overhaul.  A 
typical  array  of  instrumentation  for  a  comprehensive 
investigation  (e.g.  a  surge  margin  assessment  by  an 
engine  developer)  is  outlined  in  Table  2-3.  In  some 
cases  a  video  camera  and  recording,  including  the 
associated  common  time  base,  can  provide  valuable 
information. 

In  positioning  instrumentation,  due  account 
must  be  taken  of  the  fact  that  as  well  as  varying  with 
time,  fluid  flow  profiles  will  vary  spatially  as  the  input 
controls  impose  the  required  transient  manoeuvre. 
Figure  2-7  illustrates  the  change  in  fan  exit  profile  at 
four  different  power  settings  along  the  steady  state 
running  line.  It  should  be  noted,  however,  that  a  flow 
profile  variation  during  a  transient  may  be  significantly 
different  from  that  at  the  corresponding  steady  state 
point.  Thus,  if,  for  example,  a  wall  static  pressure  at  a 
station  is  being  monitored  due  allowance  must  be  made 
for  this  variation  in  profile. 

With  transient  investigations  it  is  essential  that 
account  be  taken  of  the  lags  or  delays  in  the  complete 
instrumentation  system  and  that  the  response  rates  are 
adequate.  Also  the  instruments  must  have  adequate 
operating  range  to  cover  the  full  extent  of  the  transient 
excursion  and  the  instruments  themselves  must  be 
sufficiently  robust  to  minimise  mechanical  hazards 
while  not  creating  excessive  flow  disturbance.  Where 
pressure  measurements  are  concerned  it  is  not  always 
possible  to  have  the  transducer  position  at  the  point  of 
measurement  due  to  physical  restraints.  In  these  cases 
careful  design  of  the  sensor-transducer  combination  is 
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essential  (see  Section  4.2),  or  an  allowance  must  be 
made  to  account  for  the  distortion  of  the  measurand. 

In  addition  to  fluid  flow  measurements  a  whole 
range  of  geometric  measurements  will  be  necessary.  A 
knowledge  of  the  changes  in  blade  tip  or  seal  clearances 
due  to  differential  thermal  growths  is  essential  to 
investigate  performance  penalties  and  establish  safe 
running  limits.  Similarly  measurements  of  actuator  and 
linkage  movements  will  be  necessary. 

Also,  as  the  engine  control  system  has  a  major 
influence  on  the  engine  stability,  detailed  consideration 
may  need  to  be  given  to  monitoring  the  behaviour  of 
the  control  system  itself,  i.e.  its  many  inputs,  internal 


’software’,  control  outputs,  etc. 

An  essential  aspect  of  instrumentation  selection 
is  ensuring  that  the  sensor-transducer  system  is  capable 
of  responding  correctly  to  the  measurand  and  that  the 
Data  Acquistion  System  (DAS)  faithfully  records  the 
transducer  output.  In  this  respect,  when  signal 
digitisation  is  used  it  is  essential  to  choose  a  sampling 
rate  appropriate  to  the  expected  event  and  its  rate  of 
change.  These  aspects  are  discussed  in  detail  in  Section 
4.9. 

Details  of  the  instrumentation  (sensors,  trans¬ 
ducers,  data  acquisition)  and  other  special  features  (lags 
and  response  rates)  are  discussed  in  Sections  4.2  to  4.9. 


2.5  EXAMPLES  OF  TRANSIENT  TESTS 

The  purpose  of  this  section  is  to  describe,  in  outline 
only,  some  typical  tests  undertaken  during  a  transient 
programme  so  that  the  instmmentation/data  acquisition 
system  designer  can  have  a  background  view  of  the 
information/measurement  required. 

It  is  usually  a  requirement,  wherever  possible, 
to  make  the  transient  instrumentation  capable  of 
covering  the  requirements  of  steady  state  testing. 

Seven  different  types  of  transient  tests  are 
listed  below  and  each  of  these  will  require  a  different 
array  of  instrumentation  which  in  some  cases  could  be 
relatively  rudimentary  should  that  prove  adequate  to 
meet  the  specified  test  objectives.  These  seven  types  of 
transient  test  are  described  in  outline  in  Sections  2.S.  1 
to  2.5.7.  One  of  these,  'surge  margin  assessment  (for 
an  HP  compressor)',  is  more  fully  described  in  Section 
5.2  to  illustrate  a  suggested  procedure  for  the  selection 
of  instrumentation  array.  Table  2-4  suggests  lists  of 
typical  measurands  which  may  need  to  be  recorded 
during  this  and  other  kinds  of  transient  investigations 
described  in  Section  2.5. 

Types  of  transient  tests  described  in  the  subsections 
below: 

o  Surge  margin  assessment, 
o  Starting  and  relight, 
o  After-burning  ignition, 
o  Control  system  development, 
o  Thrust  modulation  and  reversal,  including  turbo¬ 
props. 

o  Clearance  and  structural  investigations, 
o  Overhaul,  pass-off  and  diagnostic  tests. 
Certification  or  specification  testing  may  encompass  all 
or  some  of  these  transient  tests. 


2.5.1  Surge  Margin  Assessment 
During  an  aircraft  mission  the  engine  will  be  required 
to  operate  over  a  range  of  settings  and  will  encounter  a 
series  of  rapid  accelerations  and  decelerations  and/or 
changes  in  environmental  conditions.  The  track  of 
engine  operation  is  often  illustrated  as  a  trajectory  on  a 
compressor  performance  map  (Figure  2-2)  in  which  the 
performance  at  any  instant  in  time,  during  the  operating 
transient,  is  plotted  on  the  steady  state  compressor 
characteristics.  In  certain  circumstances  the  transient 
operating  line  may  cross  a  component  stability  bound¬ 
ary.  This  instability  can  vary  from  small  scale  flow 
unsteadiness,  with  only  small  performance  penalties  or 
mechanical  hazard,  through  to  major  flow  reversal 
(surge)  and  significant  possibility  of  mechanical  failure. 
As  well  as  surge,  rotating  stall  and  blade  vibration 
could  be  considered  as  major  stability  limits. 

Surge  margin  can  be  defined  in  several  differ¬ 
ent  ways  (see  Figure  2-8). 
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It  is  important  to  note  that  jiany  factors  can 
affect  the  apparent  or  real  surge  margin  of  a  com¬ 
pressor.  Some  of  these  factors  are  indicated  in  Figure 
2-9  and  it  is  important  to  coosider  their  implication 
when  determining  a  surge  margin  and  quoting  its  value. 
Particular  attention  is  drawn  to  the  problems  deter¬ 
mining  meaningful  station  averages  in  the  case  of  split 
flow  fans  or  in  the  presence  of  distorted  flow. 

One  technique  for  assessing  surge  margin  is  to 
supply  a  fuel  spike  in  the  combustion  chamber  thus 
raising  the  back  pressure  on  the  compressor  forcing  it 
up  an  effectively  constant  speed  line  and  hence  into 
surge.  Table  2-3  illustrates  the  typical  list  of  measur- 
ands  that  would  be  monitored  by  an  engine  developer 
conducting  a  surge  margin  assessment  transient  test. 

To  illustrate  the  procedures  which  are  recom¬ 
mended  later  in  this  report,  for  the  selection  of  instru¬ 
mentation,  data  acquisition  system,  test  procedure  and 
analysis  methods,  the  assessment  of  surge  margin  of  an 
HP  compressor  is  taken  as  an  example  and  explained  in 
greater  detail  in  Section  S.2. 

2.5.2  Starting,  Relight  and  Shutdown 

Starting  and  relighting  tests  are  often  conducted  in 
altitude  test  facilities  to  determine  the  boundaries  of  the 
envelope  and  the  control  system  laws  needed  to  expand 
the  envelope  to  its  maximum  limits.  In  an  altitude  cell 
the  environmental  conditions  can  readily  be  adjusted  or 
kept  constant  and  the  engine  starting  or  relighting 
sequence  initiated  to  determine  engine  behaviour. 
Adjustments  to  flight  conditions  on  the  engine  control 
system  can  therefore  be  made  to  maximise  the  operating 
envelope.  Successful  relight  or  starting  is  usually  deter¬ 
mined  by  measurements  of  engine  shaft  speeds,  fuel 
flows  and  jet  pipe  temperatures. 

2.5.3  Afterburning  Ignition 

A  significant  amount  of  testing  is  required  to  establish 
and  expand  the  useabie  augmentor  operating  envelope. 
Light  up  transients  are  evaluated  to  assess  ignition  time, 
flame  stability  and  propagation,  thrust  jump,  control 
system  performance  and  the  resulting  impact  (back 
pressure)  on  engine  compression  system  components. 
Augmentor  fuelling  transients  must  be  accomplished 
without  significant  impact  on  engine  operation  and 


within  the  required  acceleration  and  deceleration  times. 
Cancellation  and  flameout  transients  are  investigated 
relative  to  control  responses  and  liner  pressure  loads. 

2.5.4  Engine  Control  System  Development 

The  configuration  of  a  control  system  can  vary  from  a 
pure  mechanical  system  through  a  hydromechanical  to 
fully  automatic  electronic  system.  The  controller  itself 
performs  the  vital  function  of  sequencing  events  during 
a  transient  operation  and  takes  its  inputs  not  only  from 
the  pilot's  throttle  but  also  from  a  wide  range  of  sensed 
parameters.  Built  into  the  system  is  a  series  of  magni¬ 
tude  and  rate  of  change  limits  so  that  engine  instability 
snd  mechanical  hazards  are  avoided.  A  block  diagram 
of  a  typical  control  system  is  shown  in  Figure  2-10  and 
in  idealised  engine  operational  cycle  in  Figure  2-1 1. 

During  the  design  and  development  of  a 
control  system  the  boundary  limits  to  be  imposed  by 
this  system  must  be  established.  To  support  this 
activity  both  mathematical  modelling  (of  the 
engine/control  system  and  software)  and  transient 
engine  testing  is  essential.  Obviously,  in  carrying  out 
these  tests  the  appropriate  input  and  output  parameters 
and  also  some  internal  parameters  of  the  control  system 
must  be  recorded.  Further  details  relating  to  "control 
system  parameter"  are  given  in  Section  4.7. 

2.5.5  Thrust  Vectoring  and  Reversal  (including 
turboprops) 

The  reversal  of  the  propeller  (prop)  pitch  under  power 
condition,  creates  considerable  stresses  on  the  engine. 
The  process  of  pitch  reversal  puts  the  engine  through 
the  conditions  of  full  forward  load,  no  load  in  fine  pitch 
and  then  full  reverse  load.  It  is  then  subjected  to  the 
reverse  sequence.  In  the  development  cycle,  tests  are 
performed  to  observe  overspeed  margin,  droop  in  prop 
speed,  surge  margin  and  stability  of  the  regulation  of 
accessories  (the  engine  being  fully  loaded  for  these 
particular  tests).  During  endurance  running  on  a  block 
test  over  some  100  hrs.,  the  engine  is  subjected  to  a 
prop  pitch  reversal  every  hour.  The  tests  highlight 
reduction  gearbox  and  prop  bearing  endurance. 

Vectoring  or  reversal  of  turbojet  thrust  can  be 
used  for  vertical  or  short  takeoff  and  landing,  maneuvr- 
wg.  or  for  reduction  in  landing  roll.  This  type  of  engine 
operation  is  largely  transient  in  nature  and  can  often 
involve  reingestion  of  engine  exhaust  flows  with 
consequent  stability  problems  (References  2.2  and  2.5). 
An  example  of  such  a  transient  could  be  the  require¬ 
ment  for  rapid  engine  deceleration  on  wheel  to  ground 
contact  during  a  vertical  landing.  Because  this  type  of 
engine  operation  involves  flows  which  are  external  to 
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the  engine ,  representative  modelling  of  the  aircraft 
installation  is  essential.  Therefore  testing  in  a  prototype 
aircraft  may  be  the  only  option.  However,  for  those 
cases  where  the  flow  deflection  angles  are  small  it  may 
be  possible  to  undertake  testing  in  a  standard  test 
facility  (Reference  2.2).  The  enact  instrumentation 
layout  will  be  dependant  on  the  objective  of  the  test  but, 
as  well  as  engine  mounted  instrumentation,  measure¬ 
ment  of  flow  conditions  external  to  the  engine  will  often 
be  necessary. 

2.5.6  Clearance  and  Structural  Investigations 
During  transient  engine  operation  it  will  be  necessary  to 
not  only  measure  control  actuator  movements  but  also 
those  displacements  resulting  from  differential  tempera¬ 
ture  induced  expansions  and  forces. 

Typical  amongst  these  displacements  is  com¬ 
pressor  blade  tip  clearance  as  illustrated  in  Figure  2-12. 
The  monitoring  of  seal  clearances  will  similarly  require 
measurements  of  the  separation  between  stationary  and 
moving  parts.  Methods  of  measuring  clearances  are 
discussed  in  detail  in  Section  4.5.4  where  methods 
ranging  from  'touch  probes'  and  'capacitance  probes* 
to  X-ray  systems  are  discussed.  Obviously,  many  other 
parameters  such  as  structural  temperatures,  engine 
operating  conditions,  etc.,  will  need  to  be  recorded 
during  these  transient  clearance  investigations. 

Other  forms  of  displacement  measurement  are 
those  associated  with  control  system  actuators,  flow 


areas,  etc.,  and  these  are  discussed  in  Section  4.5.3. 
2.5.7  Overhaul,  Pass-off,  Diagnostic  and  Acceler¬ 
ation  Tests 

One  very  important  type  of  transient  test  is  the  handling 
check  required  after  engine  overhaul.  The  test  pro¬ 
cedure  will  usually  be  carefully  defined  and  probably 
based  on  a  limited  set  of  measurements  using  only  those 
sensors  permanently  incorporated  in  the  engine  and  test 
bed  (or  specially  provided  for  pass  off  testing). 

These  tests  could  be  limited  to  thrust  and  fuel 
consumption  at  specified  spool  rotational  speeds.  Alter¬ 
natively  they  may  require  accel/decel  tests,  in  some 
cases,  incorporating  an  inflow  pressure  distortion. 

Also  during  aircraft  service,  engine  operation 
problems  can  sometimes  arise  and  the  engine  operator 
may  wish  to  carry  out  some  diagnostic  testing  in  order 
to  pin  point  the  cause  of  the  problem.  Such  testing  will 
often  follow  simple  transient  testing  procedures  and 
have  to  rely  on  simple  instrumentation  which  can  be 
introduced  through  existing  access  ports.  With  testing 
of  this  type  it  is  important  to  be  .ware  of  the  same 
requirements  that  apply  to  transient  testing  in  general 
and  to  take  all  reasonable  precautions  with  instrumenta¬ 
tion,  data  recording  and  interpretation,  otherwise 
misleading  conclusions  could  result.  Where  a  'good' 
procedure  can  not  be  adopted  or  where  instrumenta¬ 
tion/recording  compromises  are  made  these  should  be 
clearly  stated. 
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2.6  PARAMETERS  TO  BE  MEASURED  DURING  A  TRANSIENT 


2.6.1  Measurements 

The  objectives  of  each  particular  proposed  investigation 
will  determine  the  parameters  that  need  to  be  recorded, 
the  test  procedure  to  be  followed,  and  the  accuracy  of 
the  required  measurements.  Each  class  of  user  will 
normally  have  a  different  set  of  requirements  and 
instrumentation  options.  The  performance  parameter 
desired  may  be  a  primary  parameter  obtained  through 
a  direct  recording  of  the  measurand.  Alternatively,  it 
may  be  derived  from  two  or  more  primary  parameters 
or  inferred  following  an  analytical  process  incorporating 
measured  data  (see  Sections  3.2  and  4.1.7). 

A  simple  example  of  an  inferred  measurement 
is  the  estimation  of  compressor  mass  flow  using  the 
known  (measured  steady  state)  characteristic  and  the 
values  of  pressure  ratio  and  rotational  speed  recorded 
during  a  transient.  In  some  cases  direct  measurement 
may  not  be  possible  and.  thee,  an  inferred  value  is  the 


only  alternative. 

In  addition  to  all  the  problems  associated  with 
steady  state  measurements,  transient  investigations  must 
correctly  sense  and  record  the  variation  of  each  parame¬ 
ter  to  a  common  time  base.  Thus  each  sensor,  trans¬ 
ducer  and  data  recording  system  must  have  a  rapid 
response  capability  of  known  (calibrated)  characteris¬ 
tics;  these  aspects  will  be  discussed  in  detail  in  Section 
4. 

In  all  cases  uncertainty  analysis  will  establish 
which  parameters  have  the  greatest  influence  on  the 
uncertainty  of  the  final  result  and  will  provide  valuable 
guidance  as  to  which  measurement  procedure  will  be 
the  most  cost  effective  in  meeting  the  test  objectives. 

Also,  where  possible,  the  instrumentation 
system  should  be  designed  to  serve  both  steady  state 
and  transient  investigations. 
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The  following  is  a  list  of  the  measured  para¬ 
meters  considered  in  this  report,  all  measurements 
being  related  to  each  other  through  a  common  time 
base. 

Pressure  (Section  4.2) 
o  Gas 
o  Liquid 

Temperature  (Section  4.3) 
o  Gas 
o  Liquid 
o  Solid  body 
Flow  (Section  4.4) 
o  Gas 

o  Fuel  and  oil 

o  Velocity  and  Mach  number  (derived) 

Geometry  (Section  4.S) 
o  Rotational  speed 
o  Throttle/actuator  position 
o  Structural  movements  and  clearances 
o  Areas 

Thrust  and  Torque  (Section  4.6) 
o  Thrust 
o  Torque 

2.6.2  Calibrations 

All  sections  of  the  data  acquisition  system  from  sensor 
through  to  data  reduction  (output  in  engineering  units) 
will  contain  errors.  Hence,  where  possible,  calibra¬ 
tions,  on  line  or  off  line,  must  be  undertaken  and 
allowed  for  in  data  reduction  systems.  Also  precision 
errors  must  be  considered  (see  Section  3)  and  these  may 
be  assessed  from  data  gathered  from  earlier  (similar) 
engine  transient  testing,  specially  devised  calibration 
tests  (time  constant  determination)  or  an  appropriately 
planned  test  procedure  designed  to  reduce  and  quantify 
precision  error. 

The  detectors  used  to  measure  the  fundamental 
flow  parameters  of  pressure  and  temperature  will  not 
respond  immediately  or  exactly  to  the  measurement;  a 
lag  in  response  and  distortion  of  the  signal  is  inevitable. 
In  the  case  of  pressure  measurement  the  geometry  of 
the  sensor/tubulation  and  the  transducer  frequency 
response  characteristics  will  need  to  be  considered  when 
assessing  the  behaviour  of  the  system.  Similarly  for 
transient  temperature  measurement  the  geometry  of  the 
sensor  and  the  heat  transfer  characteristics  of  the 
thermocouple  or  RTD  must  be  considered. 

In  the  case  of  transient  measurement,  calibra¬ 
tion  correction  to  the  initially  recorded  value  of  the 
measurement  will  depend  to  a  major  extent  on  time 
related  behaviour  of  the  measurement  itself;  this  con¬ 


siderably  complicates  the  application  of  a  calibration 
correction  process. 

It  is  desirable  to  design  instrumentation  which 
directly  measures  and  faithfully  responds  to  the  measur- 
and  and  in  this  way  minimise  the  calibration  corrections 
or  inferred  assumptions.  However,  in  practice,  limita¬ 
tion  of  resources  and  access  to  the  engine  can  lead  to 
many  compromises  but  nevertheless  valuable  data  can 
be  obtained  provided  care  is  taken  with  data  interpreta¬ 
tion.  All  of  these  aspects  will  be  discussed  in  greater 
detail  in  the  sections  related  to  each  type  of  sensor. 

2.6.3  Sampling  in  Space  and  Time 
In  some  cases  it  may  be  adequate  to  investigate  the 
local  behaviour  of  a  measurand  or  assume  that  the 
local  measurement  can  be  related  to  the  steady  state 
mean.  However,  where  the  area  mean  of  fluid  flow  at 
an  interface  plane  is  required,  an  array  of  sensors  will 
be  necessary.  In  this  case  there  arises  the  problem  as  to 
the  number  of  sensors  required  to  limit  the  uncertainty 
to  the  required  level,  the  method  of  averaging,  etc. 
Obviously  the  shape  of  the  flow  profile  will  have  a 
significant  influence  and  it  should  not  be  assumed  that 
transient  flow  profiles  are  directly  related  to  or  similar 
in  shape  to  the  equivalent  steady  state  profile. 

Similarly,  with  geometric  measurements,  it 
may  not  be  wise  to  assume  uniform  or  symmetrical 
levels  of  displacement  or  lost  motion.  It  may  therefore 
be  necessary  to  undertake  measurements  at  an  array  of 
positions. 

Sampling  with  respect  to  time  is  a  fundamental 
requirement  of  any  transient  investigation.  In  some 
cases  it  may  be  necessary  to  merely  establish  which 
element  in  a  sequence  of  events  occurs  first  and  may 
therefore  be  judged  to  be  the  fundamental  cause  of  an 
instability.  On  the  other  hand  more  derailed  information 
in  the  form  of  magnitudes,  rates  of  change,  etc  will  be 
required. 

The  objective  and  form  of  testing  will  have 
established  the  requirements  of  the  data  acquisition 
system  and  in  particular  whether  analog  or  digital  (or 
both)  should  be  used.  In  the  case  of  sequential  sampling 
and  digital  recording,  scanning  sequences  and  rates 
must  be  cboeen  very  carefully  if  a  true  representation  is 
to  be  recorded.  While  the  above  comments  have  been 
addressing  the  recording  pliase  of  the  investigation 
similar  effects  must  be  considered  during  the  signal 
reconstruction  and  data  analysis  phase.  Aspects  of 
sampling  in  space  and  time  are  discussed  further  in 
Sections  3,  4,  and  5. 


2.6.4  Quality,  Editing  and  Uncertainty 
In  any  experimental  measurement  (or  theoretical  predic¬ 
tion)  a  degree  of  uncertainty  will  inevitably  exist  in  the 
final  results  quoted.  It  is  therefore  necessary  to  attempt 
to  quantify  the  uncertainty  level  and  thus  ensure  that  the 
quality  of  the  measured  results  are  adequate  to  meet  the 
objectives  of  the  programme.  Whereas  the  methods  of 
uncertainty  analysis  of  steady  state  measurement  have 
been  firmly  established  (Reference  2.6),  the  correspon¬ 


2.7  DEFINED  MEASUREMENT  PROCESS 

2.7.1  Introduction 

It  is  the  intention  of  this  section  to  provide  guidance 
and  to  outline  a  seque  e  for  planning  a  test  programme 
starting  with  the  objective  of  the  test  through  the  selec¬ 
tion  of  instrumentation  and  acquisition  system,  defi¬ 
nition  of  test  procedure  to  analysis  of  the  results.  It  is 
particularly  important  in  planning  any  programme  that 
all  phases  and  elements  are  considered  and  related  to 
one  another  so  that  any  weak  links  or  excessive  expen¬ 
diture  can  be  identified  and  eliminated.  In  the  follow¬ 
ing  four  subsections  2.7.2  to  2.7.5  these  aspects  are 
discussed  in  more  detail. 

2.7.2  Objective  of  Tests 

At  the  beginning  of  any  investigation  it  is  essential  that 
tbe  objective  of  the  test  be  clearly  defined  and  any 
limitations  (e.g.  resources,  engine  access  or  time  scale) 
be  identified.  It  is  against  these  objectives  and  limita¬ 
tions  that  all  following  aspects  of  the  test  plan  must  be 
judged.  Detailed  consideration  of  the  objective  will  then 
permit  the  definition  of  the  measurements  required, 
their  range  and  type,  the  facility  requirements,  the 
instrumentation  configuration,  the  accuracy  of  measure¬ 
ments  necessary,  the  test  procedure  and  data  acquisition 
system  and  analysis  methods  etc.  It  may  be,  for 
example,  that  the  transient  testing  forms  part  of  a  wider 
steady  state  programme.  In  this  case  it  may  be  possible 
to  select  a  sensor  configuration  which,  while  compro¬ 
mised,  may  be  adequate  to  meet  the  objectives  of  the 
total  programme. 

2.7.3  Definition  of  Instrumentation  and  Acqui¬ 
sition  System 

Once  tbe  desired  range  and  quality  of  measurements 
required  has  been  established  the  instrumentation  arrays 
and  configuration  in  both  the  facility  and  teat  vehicle 
must  be  defined.  Obviously  the  type  of  facility  and  its 
sophistication  must  be  capable  of  meeting  the  test 


ding  methods  for  transient  analysis  are  in  their  infancy. 
Section  3  of  this  report  provides  a  discussion.  As  with 
all  experimental  data  there  will  often  be  some  unex¬ 
plained  recordings  (i.e.  outliers)  and  it  is  usually 
desirable  that  those  values  outside  the  uncertainty  limits 
should  be  removed  from  the  data  base  or  replaced  with 
an  assumed  value.  This  subject  (outliers/editing)  is 
discussed  in  Section  3. 


objectives  and  one  in  which  'cell  effects'  are  well 
understood. 

In  planning  tbe  instrumentation  layout  it  is  often  not 
possible  to  make  a  direct  measurement  of  the  particular 
parameter  required.  In  that  case  the  data  must  be 
inferred  from  measurements  of  related  parameters.  Also 
it  may  be  possible  to  derive  the  data  using  alternative 
procedures  taking  measurements  from  different  sensors 
and  often  with  recourse  to  the  engine  cycle  mathemat¬ 
ical  model.  Thus,  particularly  with  transient  experimen¬ 
tation,  it  will  be  necessary  to  carefully  consider  the 
possible  alternatives  in  order  to  choose  those  which  are 
most  cost  effective. 

Included  in  instrumentation  definition  must  be 
all  aspects  of  data  acquisition  from  sensor  through 
transducer,  signal  conditioning,  analogue  to  digital 
convertor,  recording  methods  etc.  Such  aspects  as 
sensor  positioning  and  array,  pressure  and  temperature 
ranges,  frequency  response  and  rise  times,  scan  rates, 
calibration,  etc.,  for  the  tout  measurement  and  data 
acquisition  chain  must  be  considered.  Further  discussion 
of  the  capabilities  of  the  alternative  forms  of  instrumen¬ 
tation  and  data  acquisition  is  given  in  Section  4. 

2.7.4  Definition  of  Test  Procedures 
The  test  procedure  will  obviously  depend  upon  the  type 
of  testing  being  undertaken  and  the  response  expected 
from  the  vehicle  under  investigation.  For  example, 
when  developing  a  new  engine  or  system  the  lest  plan 
could  be  based  oa  the  known  behaviour  of  previously 
tested  vehicles.  More  often  however  transient  tests  are 
made  to  investigate  a  particular  engine  characteristic 
and  in  this  case  tbe  test  procedure  can  be  planned 
around  tbe  known  behaviour  So,  because  of  the  wide 
field  included  in  transient  testing,  both  aerodynamic  and 
mechanical,  it  is  not  possible  to  summarise  typical 
testing  procedures.  At  this  stage  further  requirements  of 
tbe  data  acquisition  procedure  will  become  apparent. 


e.g.  scan  rates  and  repetition  testing,  if  the  transient 
event  is  to  be  properly  captured.  Finally,  before  com¬ 
mitting  to  test,  it  is  worth  undertaking  a  pretest 
uncertainty  analysis,  as  described  in  Section  3,  in  order 
to  highlight  any  unforeseen  deficiencies  in  the 
measurement  system,  testing  procedure,  including  the 
proposed  analysis  methods. 

2.7.5  Analysis 

Analysis  methods  will  vary  widely  depending  on  the 
test  objective.  They  may  be  a  simple  reconstruction  and 
display  of  the  measurands,  related  to  each  other  through 
a  common  time  base,  so  that  the  sequence  of  events  can 
be  established.  On  the  other  hand  quantified  stability 
margins  (eg  surge  margin)  or  rates  of  change  may  be 


required.  Methods  of  handling  the  data  (acquisition, 
processing  and  conversion  to  engineering  units)  are- 
discussed  in  Section  4.9.  The  additional  problems  of 
editing  data,  interpreting  arrays  of  sensors,  or  assessing 
profile  effects  when  only  a  limited  number  of  sensors 
are  installed,  are  vital  aspects  of  the  analysis  methods 
which  are  discussed  in  the  following  sections. 

Also,  as  the  final  data  analysis  methods  will  be 
dependant  on  the  test  objective  and  they  will  have  a 
significant  impact  on  the  overall  measurement  pro¬ 
cedure,  it  is  important  that  the  final  analysis  methods 
adopted  are  considered  in  planning  the  programme  and 
when  undertaking  a  pre  or  post  test  uncertainty  assess¬ 
ment. 
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Table  2-1  Transient  Engine  Test  Facilities 


Facility 

Advantages 

Disadvantages 

Ground  level  test 
bed 

•  Moderate  Cost 

•  Comprehensive  instrumentation 

•  Good  DAS 

•  Adequate  for  major  part  of  test  pro¬ 
gramme 

•  Real  flight  environment  not 
possible 

Altitude  test  facility 

•  Comprehensive  instrumentation 

•  Classic  environmental  condition  can 
be  created  and  measured 

•  Good  DAS 

•  Can  test  beyond  aircraft  envelope 

•  High  cost 

•  Limited  simulation  of  rate  of 
change  of  environment  poss¬ 
ible 

•  Difficult  to  maintain  constant 
inlet  &  outlet  conditions 

Ground  level  in 

A/C 

•  Moderate  cost 

•  Real  engine  environment  for  static 
A/C 

•  Limited  range  of  tests  and 
conditions 

•  Limited  instrumentation 

•  Difficult  and  limited  DAS 

Flying*  test  bed 

•  Moderate  standard  of  instrumenta¬ 
tion 

•  Cloae  to  teal  environment 

•  Moderate  to  good  DAS 

*  High  cost 

Flight*  test 

•  Real  environment 

•  High  cost 

•  Difficult  and  limited  DAS 

•  Limited  instrumentation 

*  Not  considered  in  thu  text 


DAS  -  data  acquisition  tyitem 
A/C  -  aircraft 


•  • 


•  • 


Table  2-2  Examples  of  Ground  Level  Test  Beds  (GL)  and  Altitude  Test  Facilities  (ATF) 
Suitable  for  Transient  Testin*  -  Typical  Features 


Facility 

Type  &  Cell 
Du. 

Max  Flow 

SL  kf/sec 

Environmental 

Control 

NRCC  Cell  5 

GL 

4.6  m 

140 

None 

CEPr 

GL 

10.2  m 

1200 

None 

TUAF  Turkey 

GL 

10  x  7  m 

- 

None 

NASA  Lewis 

ATF 

340 

1500  to  24400  m 

Cell  PSC  3 

7.3  m 

0  to  3-0  Mach  No 

AEDC  Cell  T2 

ATF 

3.75  m 

360 

0  to  24000  m 

0  to  3.0  Mach  No 

CEPr  Cell  R6 

ATF 

5.5  m 

400 

0  to  25000m 

0  to  4.0  Mach  No 

RAE  Cell  5  ATF  636  0  to  30500  m 

6.1  m  0  to  3.5  Mach  No 
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Table  2-3  Typical  Measurement  Requirements  for  Transient  Test  -  Engine  Developer 
(see  also  Table  2-4) 


STN 

DESCRIPTION 

PRESSURE 

TEMP 

FLOW  | 

STEADY 

TRANSIENT 

STEADY 

TRANS 

& 

|  (See  Fig.2.4-1) 

P 

PS 

P 

PS 

T 

T 

| 

1  0 

Ambient 

mm 

4 

4 

4 

i  i 

Intake- Airmeter 

4 

8 

2 

4 

•  8 

2 

LP  Face 

1  25 

Hp  Face 

3 

6 

1 

1 

3 

1 

+  Rake  | 

|  13 

Fan  Outlet 

3 

6 

1 

1 

3 

1 

3 

HP  Outlet 

3 

6 

1 

1 

3 

1 

1 

|  - 

Bleed 

1 

1 

1 

1 

1 

1 

• 

1  4 

Combustor  Out 

45 

HP  Turb  OUT 

6 

6 

1 

1 

5 

LP  Turb  Out 

3 

6 

1 

3 

6 

1 

16 

BP  Duct  Out 

3 

6 

1 

3 

3 

1 

7 

Nozzle  In 

8 

Nozzle  Throat 

9 

Nozzle  Out 

Cell 

4 

4 

4 

4 

ADDITIO 

NAL  MEASUREME 

NTS  NOT 

STATIO 

N  ORIENT 

ED 

Fuel-Main 

. 

• 

. 

• 

Fuel  -  A/B 

• 

• 

• 

• 

• 

Structure 

• 

• 

|  ADDITIONAL  MEASUREME 

NTS  NOT 

1NVOL’. 

'INC  PRES 

SURE  01 

t  TEMPERA! 

fURE 

Thrust 

• 

Shaft  Torque 

Nr.  Nj 

• 

Prop  Pitch 

PLA 

• 

Power  Offtake 

NF* 

• 

Displacement 

Vane  Angle 

• 

Video 

Note*: 

•  All  measure  menu  are  recorded  as  a  function  of  time 
-  Numbers  refer  to  number  of:- 


P,  T.  rake*  (3  or  5  sensors  per  rake). 
PS.  wall  lappings 
•;  measurement  required. 


•  • 


•  • 
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Table  2-4  Examples  of  Typical  Measurand  Requirements 


Tact  Objective 

User 

Typical  Significant  Transient  Parameter*1 

All 

All 

Nt,  Nh,  PO,  TO,  Time,  Pemb 

Surge  Mergin 

Engine  Developer 

P26,  PS3,  T26,  WA,  WF.  W*_  i 

Aesessment 
e  g.  (HPC  by  fuel  spike) 

Test  egency 

vene  engle,  NPI,  PLA,  PF 

(Section  2.6. 1) 

Certifier 

Pess/Feil  -  throttle  slam 

Operetor 

PS3,  FN,  vene  engle  J 

bleed  valve  poen,  video 

Starting  end  relight 

Engine  Developer 

P6,  W*.  WF,  vene  engle,  W***,  PF,  NPI,  PLA, 

(Envelope  eveluetion) 

(Section  2.6.2) 

Test  egency 

FN,  T6,  LOD,  video 

Certifier 

Operetor 

PLA,  video,  T5,  NR,  PF 

After-burning  ignition 

Engine  Developer 

P6,  WA.  W„  WtAt,  P„  NPI.  PLA,  T6,  LOD,  video 

(Envelope  eveluetion) 

(Section  2.5.3) 

Test  egency 

Certifier 

Oparetor 

PLA,  NPI,  video,  LOD,  P, 

Control  system  development 

Engine  developer 

(Section  2.6.41 

Test  egency 

Dependent  on  type  end  problem 
-  P,  T,  actuator  position  control  system,  electri- 

Certifier 

cel  potentials,  etc. 

Oparetor 

Thrust  vectoring  end 

Engine  developer 

FN,  NPI,  prop  posn,  torque,  WA,  Wt,  PLA,  vene  ij 

revertel.  include  turboprops 
(Section  2.6.6) 

Test  egency 

engle,  LOD,  video,  T6  | 

Cartifier 

I 

Operetor 

Ae  epecified  in  opereting  manual. 

Cleerence  end  etructurel  inveetige 

Engine  developer 

Clearances,  vene  angles,  actuator  position. 

jons, 

(Section  2.6.6) 

Teet  egency 

structure  temps,  X-rey,  PLA 

Certifier 

Static  end  tear  down  inepection 

Operetor 

I 

Overhaul,  pees-off,  diegnoetic,  end 

Engine  developer 

FN,  WF,  W*,  PLA,  NPI,  eccel  time,  T6,  clear- 

ecceleretion  teets. 

(Section  2.6.7) 

Teet  egency 

ence,  video,  tear  down  inspection. 

Certifier 

Operetor 

As  epecified  in  operating  manual. 

•  • 


MEASURED  OUTPUT  -  INPUT  CONTROL 


Figure  2-2  Typical  Transients  for  HP  Compressor  Working  Lines 


0 


1 


7  8  9 


SINGLE  SPOOL  TURBOJET/TURBO  SHAFT 


CELL 


STATION  0  =  FREE  STREAM 

#  INTERMEDIATE  STATION  -  SEE  ARP  755A  OR  AGARD--AR-245 


Figure  2-3  Recommended  Engine  Station  Identification  for  Various  Configurations 


Footurts: 


H bated  and  Unhootod  Air  Supply 

TKroitiobU  kit  and  ExKautf  Airflow  Control  Nfel^i 

TSrotHobU  Bypau  Airflow  Valv« 


Figure  2-4  Optimal  ATF  Configuration  for  Simulation  of  Flight  Transients 


OFFSET  ENGINE  INTAKE 


CASING 


HUB 


STAGE  PRESS  RATIO 
STAGE  MEAN  AT  100  %  No 


0.9  1.0 


Figure  2-7  Variation  of  Last  Stage  Pressure  Ratio  on  Working  Line  of  3  Stage  Fan  (Steady  State) 


100  •/-  NO 
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Datum  Surge  Lin* 


«d  OUVd  3dnSS38d  1V101 


INLET  NON-DIMENSIONAL  AIR  MASS  FLOW. 


Figure  2-10  Outline  of  Engine  Control  System 


Figure  2-11  Typical  Fighter  Air  Combat  Duty  Cycle 


Figure  2-12  Transient  Radial  Clearances  for  High  Compressor 
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3.  MEASUREMENT  UNCERTAINTY1 

I 

3.1  INTRODUCTION 


The  estimation  of  uncertainty  is  an  essential  part  of  all 
measurements  since  it  guides  the  interpretation  of 
results  and  reduces  the  chance  of  confusing  real  results 
with  random  error  or  experimental  bias.  A  pretest 
estimate  of  uncertainty  is  an  important  step  in  test 
planning  because  it  identifies  the  most  significant 
sources  of  error  in  the  plann  '  measurements  and 
therefore  provides  a  tool  for  judgir  ®  whether  or  not  the 
the  required  measurement  accuracy  can  be  achieved  and 
the  test  objectives  met.  When  improvements  are 
ne<  ted,  it  shows  which  components  of  the  test  system 
are  in  most  need  of  improvement  and  which  are 
adequate  as  they  are.  Posttest  analysis  of  uncertainty  is 
used  to  validate  the  pretest  estimates  and  plays  a  key 
role  in  maintaining  the  quality  of  the  test  process.  In 
this  document  we  will  concentrate  on  applying  uncer¬ 
tainty  estimation  to  transient  measurements. 

A  general  method  for  estimating  measurement 
uncertainty  has  been  developed  by  Abcmethy  and 
Ringhiser  in  the  U.S.A.  (Reference  3  1),  Ascough  in 
the  United  Kingdom,  and  others,  which  provides  a 
systematic  procedure,  grounded  in  statistical  principles, 
for  estimating  measurement  uncertainty.  This  method 
has  been  finding  increasing  acceptance  by  professional 
organizations  such  as  the  ISA,  ASME,  SAE,  and  ISO 
and  has  been  applied  in  standards  setting  documents 
(References  3.2,  3.3,  3.4,  3.5).  It  has  also  been 
applied  in  specific  test  programs  such  as  the  Uniform 
Engine  Testing  Program  sponsored  by  the  NATO 
AGARD  Working  Group  I S  (Propulsion  and  Energetics 
Panel)  (Reference  3.6)  and  in  AGARD  Advisory 
Reports  (e.g..  Reference  3.7),  The  method  continues  to 
evolve  under  the  sponsorship  of  national  standards 
laboratories  and  professional  organizations  with  active 
committees  of  both  ISO  and  ANSUASME  now  work¬ 
ing  on  its  development  (References  3.4  and  3.8). 

Two  areas  in  which  the  method  continues  to 
develop  are  of  particular  concern  in  this  document.  The 
first  deals  with  the  question,  presented  by  many  if  not 
oost  measurement  processes,  in  which  the  defined 


measurement  result  requires  one  measured  quantity  to 
be  plotted  as  a  function  of  another  measured  quantity 
both  of  which  are  subject  to  measurement  error. 
Current  approaches  to  combining  these  errors  to  get 
total  uncertainty  are  described  below.  The  second  area 
involves  the  definition  of  bias  and  precision  errors  and 
the  differentiation  of  statistically  based  error  estimates 
from  those  derived  by  other  means.  This  also  is  briefly 
covered  below. 

In  the  past,  the  method  has  been  applied  to 
'steady  state’  measurements,  that  is,  to  measurements 
in  which  the  test  vehicle  is  held  at  a  fixed  operating 
point  and  the  measured  quantities  are  time  independent 
or,  more  precisely,  the  average  values  of  the  measured 
quantities  are  time  independent. 

This  document  is  concerned  with  transient 
measurements  in  gas  turbines  This  includes  the  mea¬ 
surement  of  acceleration  and  deceleration  times,  tran¬ 
sient  trajectories  on  component  maps,  compressor  surge 
margin,  etc.  as  described  in  Section  2  above.  All  of 
these  tests  require  measurement  of  quantities  which 
vary  in  time. 

In  this  discussion,  transient  measurements  are 
defined  as  measurements  made  during  transient  condi¬ 
tions  (as  defined  in  Section  1.3).  The  measurement 
objective  may  be  to  determine  the  time  dependence  of 
the  measured  quantity,  to  determine  the  peak  value  of 
the  measured  quantity,  or  to  correlate  two  or  more 
quantities  in  time  as  for  example  when  determining  the 
ratio  of  two  pressures  at  the  time  of  stall. 

The  time  dependence  of  the  measured  quanti¬ 
ties  are  functions  of  the  transient  behavior  of  the  gas 
turbine  system  in  response  to  a  dynamic  input  such  as 
a  throttle  movement.  In  addition,  the  measured  results 
are  affected  by  the  time  dependent  response  of  the 
measuring  systems.  The  measuring  system  must  be  fast 
enough  to  accurately  record  the  transient  gas  turbine 
performance  parameters  of  interest  to  the  experimenter 
but  not  so  fast  as  to  either  compromise  the  rejection  of 
electrical  or  aerodynamic  'noise'  or  to  excessively 


1  Figures  begin  page  3-1* 


•  • 


•  • 


J-i. 


complicate  the  data  acquisition  system  and  the  data 
reduction  process. 

Because  of  the  importance  of  the  system  time 
response,  the  most  critical  feature  in  designing  and 
using  transient  measurement  systems  is  the  selection  of 
an  appropriate  bandwidth,  or  low-pass  or  high-pass 
cutoff  frequencies,  and  the  related  Alter  characteristics 
and  sampling  rates  which  are  compatible  with  the  test 
objectives.  This  requires  careful  agreement  between  the 


experimenter  and  the  user  of  the  test  data  to  ensure  that 
all  the  useful  data  has  dynamic  characteristics  which, 
for  example,  Ml  below  the  low-pass  cutoff  frequency, 
and  that  all  information  above  that  frequency  can  be 
rejected  and  that  no  significant  time,  amplitude,  or 
phase  distortion  of  the  transient  signal  occurs. 

The  remainder  of  this  section  will  describe  the 
application  of  measurement  uncertainty  methodology  to 
transient  measurements. 
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OVERVIEW  OF  CONCEPTS  AND  DEFINITIONS 


3.2 

In  this  section  the  principles  of  measurement  uncertainty 
estimation  are  summarized.  The  first  section  describes 
the  general  method  and  includes  a  review  of  the  appli¬ 
cation  of  the  method  to  time-independent  (steady  state) 
primary,  derived  and  inferred  measurements  and  also  to 
functionally  related  measurements.  Section  3.3  de¬ 
scribes  the  extension  of  these  methods  to  measu rands 
that  are  functions  of  time. 

The  'Uncertainty  of  a  Measurement'  is  defined 
by  the  ISO  as  'an  estimate  characterizing  the  range  of 
values  within  which  the  true  value  of  a  measurand  I  ies* 
(Reference  3.2).  An  alternative  definition  is,  'the 
maximum  error  which  might  reasonably  be  expected  for 
the  Defined  Measurement  Process.' 

The  basic  concept  underlying  uncertainty 
methodology  is  illustrated  in  Figure  3-1 .  The  frequency 
of  occurrence  of  a  given  value  of  a  measured  quantity 
in  a  series  of  well  controlled  tests  will  tend  to  be 
normally  distributed  about  some  average  value.  The 
standard  deviation  (a)  about  that  value  is  approximated, 
for  a  finite  number  of  tests,  by  calculating  the  precision 
index  (s). 

The  average  value  measured  does  not  in 
general  coincide  with  the  true  value  because  of  system¬ 
atic  errors  that  are  always  present  in  measuring  sys¬ 
tems.  The  aggregate  of  these  systematic  errors  is 
termed  bias  (Figure  3-1).  The  true  value  of  the  mea¬ 
sured  quantity  can  never  be  known  unambiguously.  At 
best,  a  range  can  be  estimated  within  which  the  true 
value  would  be  expected  to  lie.  The  uncertainty  analysis 
is  carried  out  by  carefully  and  completely  defining  the 
measurement  process  in  such  a  way  that  the  measure¬ 
ment  can  be  traced  back  to  well  defined  standards.  This 
traceability  path  is  not  always  strai2hl  '>ovard  but  it  is 
important  that  it  includes  all  significant  sources  of 
error.  For  example.there  is  no  general  standard  for  the 
aerodynamic  quantity,  total  temperature  or  stagnation 


temperature.  It  is  generally  measured  with  a  thermocou¬ 
ple  probe  and,  while  a  clear  traceability  path  to  interna¬ 
tional  standards  can  be  established  for  the  thermocouple 
wire  calibration,  the  thermocouple  junction  cannot  be 
expected  to  read  the  stagnation  temperature  of  the  high 
velocity  gas  stream  because  of  recovery,  radiation,  and 
conduction  corrections.  These  corrections  are  usually 
obtained  by  a  combination  of  additional  calibrations  and 
analytical  corrections  which  must  be  included  in  the 
uncertainty  analysis  (see  Section  4.3.1). 

In  the  process  of  uncertainty  analysis  it  is 
important  to  maintain  the  distinction  between  random 
(or  precision!  errors  and  systematic  (or  biasl  errors. 
One  practical  reason  for  this  is  that  while  repetition  of 
the  same  experiment  can  reduce  the  total  precision 
error,  it  does  not  reduce  the  bias.  It  is  useful  in  addition 
to  distinguish  between  error  source  estimates  which  are 
based  on  statistical  analysis  of  experimental  data,  such 
as  calibration  records  of  thermocouple  wire,  and  esti¬ 
mates  which  are  based  on  a  combination  of  judgement 
and  analysis  such  as  is  most  often  the  case  with  thermo¬ 
couple  conduction  and  radiation  corrections,  and  will 
also  be  the  case  with  many  of  the  transient  uncertainty 
terms  described  in  this  document.  Statistically  derived 
error  estimates  are  sometime*  called  type  A  errors  and 
other  error  estimate*  type  B  errors  (Reference  3.8). 
Again,  as  a  practical  matter,  the  need  for  this  distinc¬ 
tion  becomes  obvious  when  setting  up  an  uncertainty 
analysis  because  some  error  sources  may  be  judged  to 
be  very  important  even  though  little  or  no  experimental 
data  may  be  either  available  or  obtainable.  The  appro¬ 
priate  methods  for  combining  A  and  B  type  errors  are 
still  under  development  by  standards  setting  organiza¬ 
tions  (References  x  4  and  3.8).  In  this  document  it  is 
assumed  that  precision  and  bias  estimates  of  either  type 
can  be  treated  equally  in  the  combining  equations,  3-1 
and  3-2,  described  below. 
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The  steps  required  to  carry  out  as  uncertainty 
analysis  must  begin  early  in  the  test  planning  and 
proceed  generally  as  follows: 

(a)  Study  the  test  objectives  and  define  very  spe¬ 
cifically  the  experimental  results  required  to 
satisfy  the  test  objectives. 

(b)  Define  test  procedures  and  test  vehicle  require¬ 
ments. 

(c)  Define  the  measurements  required  and  analyze 
the  formulae  and  data  reduction  procedures 
whereby  the  measurements  will  be  used  to 
obtain  the  defined  test  result. 

(d)  Select  and  evaluate  the  measurement  systems 
and  for  each  system  make  a  complete  list  of 
error  sources  including  calibration  errors,  data 
acquisition  errors,  data  reduction  errors  and 
any  other  errors  of  method  which  might  affect 
the  measurement.  Tabulations  of  error  sources 
for  all  the  measurements  covered  in  this  docu¬ 
ment  are  included  in  the  parts  of  Section  4 
dealing  with  each  measurement  type. 

(e)  Estimate  each  error  term  and  classify  them 
into  two  categories  depending  on  whether  the 
error  would  be  expected  to  remain  fixed  or  to 
vary  at  random  during  the  Defined  Measure¬ 
ment  Process.  The  magnitudes  of  the  estimated 
errors  should,  insofar  as  possible,  be  based  on 
actual  data  such  as  statistical  analysis  of  cali¬ 
bration  records  or  least  count  of  analogue  to 
digital  converters  (ADCs)  (type  A  errors). 
Less  desirable  but  also  useable  are  the  accura¬ 
cy  specifications  of  the  instrument  manufactur¬ 
er.  These  may  be  statistically  based  but  should 
be  sated  as  type  B  errors  unless  the  instru¬ 
ment  is  being  used  in  an  environment  which  is 
very  close  to  that  in  which  its  calibration 
history  was  developed.  Less  desirable  also  are 
estimates  based  on  a  combination  of  analysis 
and  judgement  as  mentioned  above,  however 
such  estimates  must  be  included  if  they  are 
judged  to  be  significant.  Without  their  inclu¬ 
sion  the  uncertainty  estimate  will  lack  plausi¬ 
bility  and  may  be  quite  misleading. 

The  categories  of  error  used  in  the  current  methodology 
have  the  following  general  explanations: 

(i)  Calibration  Error 

Errors  which  arise  at  each  step  of  the  calibration 
hierarchy  which  establishes  the  traceability  of  the 
working  sensor  and  the  data  acquisition  equipment 
through  working  standards  and  laboratory  standards  to 


the  national  standards  institution.  The  thermocouples  (or 
RTDs)  and  pressure  transducers  in  aerodynamic  probes 
are  traceable  in  this  way. 

(ii)  Data  Acquisition  Error 

Errors  which  arise  from  the  data  acquisition  system, 
that  w  laCIT  voltmeter,  signal  conditioners,  A/D  con¬ 
verters,  recording  devices,  etc. 

(iii)  Data  Reduction  Error 

Errors  arising  from  sources  such  as  calibration  curve 
fits,  computer  resolution,  approximations  in  math 
models,  computational  models  for  obtaining  station 
average  values  from  samples  in  space  and  lime,  etc. 

(iv)  Errors  of  Method 

This  category  covers  error  sources  which  do  not  fit 
obviously  into  the  above  three  categories.  The  important 
thing  will  be  to  identify  all  significant  sources  of  error 
and  then  to  describe  how  estimates  can  be  made  of  the 
magnitude  of  this  error.  Some  examples  of  errors  of 
method  are  errors  arising  from  the  use  of  particular 
probe  and  rake  designs  or  from  the  test  vehicle,  test 
facility,  or  their  environment  such  as  described  below: 
Probe  Errors  -  uncertainty  in  radiation  and  conduc¬ 
tion  corrections,  static  pressure  correction,  block¬ 
age,  streamline  distortion,  response  to  unsteadiness, 
errors  due  to  limited  spatial  sampling,  etc.  These 
errors  can  not  ordinarily  be  obtained  from  calibra¬ 
tion  data  but  are  instead  estimated  by  various 
means. 

Test  Vehicle  Errors  -  uncertainty  in  the  operating 
condition,  speed  control,  blade  tip  clearance,  vane 
angle  settings,  manufacturing  tolerances  for  the 
specific  hardware  used  in  the  test,  etc. 

Test  Facility  Errors  -  uncertainty  in  inlet  flow 
profiles,  duct  area,  leakage,  bleed  flow,  etc. 

For  each  error  source,  a  "bias"  and  "precision" 
must  be  assigned  which  are  measures  of  the  uncertainty 
arising  from  that  source. 

The  consideration  of  test  vehicle  and  facility 
error  sources  is  very  important  in  the  testing  of  gas 
turbine  engines.  One  must  keep  in  mind  that  all  mea¬ 
surements  reflect  a  reality  about  a  specific,  unique  lest 
set  up.  Ordinarily  this  lest  set  up  is  intended  to  repre¬ 
sent  a  generalized  aystem,  design  or  apparatus  but, 
since  any  given  test  set  up  only  approximates  the 
generalized  system,  errors  can  arise  in  interpreting  the 
test  results.  The  magnitude  of  these  errors  can  be 
determined  by  including  in  the  defined  test  process 
steps  such  as:  repetitions  with  different  hardware  built 
to  the  same  design,  repetitions  in  different  facilities  and 
repetitions  with  similar  procedures. 
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3.2.1  The  Uncertainty  of  Primary  Measurements 
As  explained  in  Section  4.1.7,  measurements  can  be 
divided  into  three  classes,  (i)  primary  measurements, 
(ii)  measurements  which  are  derived  from  two  or  more 
primary  measurements,  and  (iii)  inferred  measurements 
which  are  calculated  using  primary  or  derived  values  as 


inputs.  For  primary  measurements,  the  magnitude  of 
the  individual  errors  contributing  to  that  measurement 
are  estimated  and  combined  to  form  an  overall  uncer¬ 
tainty  estimate.  At  present,  the  two  recommended 
methods  for  combining  the  individual  errors  are: 
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bias,  the  fixed  or  systematic  error  associated  with  the  ith  error  source. 

(  E(bi)2)'/S  =  Total  Bias  Error. 

estimate  of  the  standard  deviation  of  the  random  error  associated  with  the  ith  error  source 
(also  called  the  precision  index). 

(£(s;)2)l/i  =  Total  Precision  Error 

number  of  repetitions  of  the  defined  measurement  process.  (Note:  this  is  not  the  number 
of  measurements  used  to  determine  s,  see  tj,  below  and  Glossary.) 
parameter  defining  the  95th  percentile  point  of  the  Student's  V  distribution.  The  value 
of  t,,  depends  on  the  sample  sizes  used  to  estimate  the  S.  If  all  sample  sizes  were  30  or 
more,  t,,  can  be  set  =  2.0.  If  various  smaller  sample  sizes  were  used  to  estimate  the  S, 
then  the  Welch-Satterthwaite  method  (Reference  j.')  must  be  used  to  determine  t,,.  For 
small  sample  sizes  t,,  is  greater  than  2.0  and  the  esii  .~atcd  uncertainty,  as  calculated  from 
Equations  3-1  and  3-2,  is  increased. 


If  b,  or  Sj  are  not  statistically  based  then  it  is 
common  practice  to  assume  that  the  degrees  of  freedom 
are  equal  to  or  greater  than  30  and  use  t,,  =  2.0. 

The  interpretation  of  the  quantities  UADD  and 
URSS  has  been  studied  by  Abemethy  (Reference  3.1) 
using  Monte  Carlo  methods  and  is  as  follows: 

UADD  =  99  percent  of  the  time  the  true  value  is 
expected  to  lie  within  plus  or  minus 
UADD  of  the  measured  value. 

URSS  *=  95  percent  of  the  time  the  true  value  is 
expected  to  lie  within  plus  or  minus  URSS 
of  the  measured  value. 

The  ranges,  plus  or  minus  UADD  or  plus  or 
minus  URSS,  are  frequently  referred  to  as  confidence 
intervals  at  the  99  percent  or  95  percent  level.  They 
are  also  said  to  provide  99  percent  or  95  percent 
"coverage"  of  the  true  value.  The  range  of  uncertainty 


to  be  expected  as  the  result  of  a  measurement  process 
in  which  there  are  N  repetitions  illustrated  in  Fig¬ 
ure  3-2. 

The  "true  value"  resulting  from  a  defined 
measurement  process  is  expected  to  be  within  the  total 
uncertainty  interval  shown.  Note  that  if  the  bias  is  not 
symmetric  it  is  necessary  to  estimate  the  positive  bias 
B  +  and  negative  bias  B-  separately.  Also  since  the 
number  of  repetitions  N  serve  only  to  reduce  the 
precision  error  portion  of  the  total  uncertainty,  and 
because  gas  turbine  testing  is  costly,  N  is  usually  a 
small  number,  often  just  1  in  transient  testing. 

3.2.2  The  Uncertainty  of  Derived  and  Inferred 
Measurements 

Where  a  final  result  is  derived  from  two  or  more 
individual  measurements,  the  uncertainty  of  the  primary 
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measurements  can  be  combined  into  an  overall  uncer¬ 
tainty  by  the  methods  of  error  propagation  (Reference 
3.7).  For  example,  a  pressure  ratio  might  be  derived 
from  two  pressure  measurements  or  a  station  average 
might  be  derived  as  the  weighted  avenge  of  an  array  of 
point  measurements.  In  an  inferred  measurement,  the 
result  is  obtained  from  complex  analytical  models  using 
the  primary  measurements  as  inputs.  The  error  propa¬ 
gation  method  in  either  case  is  based  on  use  of  the  first 
derivative  terms  in  a  Taylor’s  series  expansion  of  the 
derived  quantity  and  the  assumption  that  the  uncertainty 
of  the  elemental  measurements  are  mutually  indepen¬ 
dent.  Detailed  justification  of  the  method  is  given  in 
Appendix  B  of  Reference  3.7. 

Summarizing  the  result,  if  Y  is  derived  or 
inferred  from  several  primary  measurands,  M,,  M-, 
...M„,  then, 

Y  =  Y(M1,M2„..Mb)  3-3A 


The  precision  and  bias  error  in  Y  is  estimated 
from  the  errors  in  the  primary  measurands  as  follows; 
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where  =  Precision  error  in  measurand  M,, 

BMj  =  Bias  error  in  measurand  Mjt 
3Y/3M;  =  Influence  coefficient  of  M,  on  Y. 

In  the  case  in  which  two  or  more  of  the 
measurands  share  common,  nonindependent  error 
sources,  these  error  sources  must  be  treated  separately 
by  direct  substitution  in  the  equation  for  Y,  (Equation 
3-3A).  For  example,  if  a  differential  pressure  is  derived 
from  two  measured  pressures,  P,  and  P2  and  there  is  a 
common  bias  error  term,  Bc,  in  both  due  to  the  fact 
that  the  transducers  for  the  two  measurements  have  a 
common  reference,  then  the  measured  differential 
pressure,  AP  is: 

AP  -  (P2  +  Bc)  -  (P,  +  Bc)  -  P2  -  P,  3-3D 


and  the  common  bias  term  contributes  nothing  to  the 
total  error. 

In  deriving  an  average  pressure  from  two 
measured  pressures: 

B  _  (Pi  +  Bc)+(P2+®c)  _  3-3E 

2  2  c 


and  the  common  bias  term  contributes  a  bias  equal  to 
Bc  to  the  total  error. 

For  a  ratio  of  two  pressures,  PR: 


2+  Bc 
P,  +  B 


and  the  contribution  of  the  common  bias  depends  cn  the 
relative  magnitudes  of  the  measured  pressures. 


In  the  general  case  for  derived  or  inferred 
measurements,  identify  and  determine  the  effects  of  the 
common  error  terms  first  by  direct  substitution  as  above 
and  then  propagate  the  errors  from  all  the  independent 
error  sources  using  equations  3-3B  and  3-3C. 

When  the  error  sources  are  independent, the 
method  can  be  illustrated  by  the  following  example  - 
assume  the  objective  of  the  measurement  process  is  to 
measure  two  pressures  P,  and  P2  and  determine  their 
ratio  PR. 

pR .  p2/p,  y* 


Using  Equations  3-3B  and  3-3C,  the  precision  index  for 
PR  is  then  derived  from  the  precision  indices  for  each 
of  the  primary  measurements  as  follows; 
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where 

Spi  ,  Spj  = 

total  precision  index  for  pressure 
measurements  1  and  2, 

Bpi  .  Bp2  = 

total  bias  for  pressure  measurements 
1  and  2, 

*.  W 

■  influence  coefficient  for  P, 

3Pr  1 

3P2  P, 

■  influence  coefficient  for  P2 

The  above  process  produces  a  pretest  predic¬ 
tion  of  the  uncertainty.  Once  the  test  is  completed,  this 
should  be  compared  with  a  post  test  analysis  of  uncer¬ 
tainty.  The  post  test  analysis  evaluates  the  scatter  in  a 
sequence  of  measured  results  and  compares  this  with 
the  pretest  prediction  of  precision.  If  good  agreement 
is  obtained  one  can  be  reasonably  sure  that  all  error 
sources  affecting  the  precision  of  the  test  have  been 
accounted  for. 

Post  test  analysis  of  data  does  not  however 
yield  any  information  about  the  pretest  bias  prediction. 
A'thougb  the  bias  with  respect  to  the  ‘true*  value  can 
nevt-  be  known,  it  is  possible,  once  agreement  has 
been  obtained  between  ,/re-and  post-test  precision  in  a 
given  facility,  to  test  bias  differences  between  different 
facilities  (Reference  3.6),  between  altitude  and  sea  level 
tests,  and  between  results  obtained  in  individual  compo¬ 
nent  tests  versus  results  obtained  with  the  same  compo¬ 
nent  in  a  full  engine.  Each  of  these  tests  for  bias  would 
require  an  uncertainty  analysis  based  on  a  carefully 
defined  measurement  process  and  mathematical  model 
as  outlined  above. 

In  general,  systematic  error  information  can  be 
obtained  in  practice  via  tbe  following  approaches 
(Reference  3.2): 

(a)  Interlaboratory  or  interfacility  tests  make  it 
possible  to  obtain  the  distribution  of  systematic 
errors  between  facilities. 

(b)  Comparison  of  independent  measurements  that 
depend  on  different  principles  can  provide 
systematic  error  information.  For  example,  in 
a  gas  turbine  test,  airflow  can  be  measured 
with  (1)  an  orifice,  (2)  a  bellmouth  nozzle,  (3) 
compressor  speed-flow  rig  data,  (4)  turbine 
flow  parameters,  and  (5)  jet  nozzle  calibra¬ 


tions.  As  another  example,  the  efficiency  of  a 
turbine  component  can  be  measured  by  deter¬ 
mining  the  real  versus  ideal  gas  properties  at 
the  inlet  and  exit  or  by  measuring  shaft  work 
(torque  and  speed)  and  the  enthalpy  change  per 
unit  time  of  the  gas  (i.e.  mass  flow  and  tem¬ 
perature  change). 

(c)  When  it  is  known  that  a  systematic  error 
results  from  a  particular  cause,  calibrations 
may  be  performed  allowing  the  cause  to  vary 
through  its  complete  range  to  determine  the 
range  of  systematic  error. 

(d)  When  none  of  the  above  are  available,  bias 
must  be  estimated  by  experienced  experiment¬ 
ers. 

3.2.3  Estimating  the  Uncertainty  of  Two  Func¬ 
tionally  Related  Measurements 
A  very  common  test  objective  requires  the  measurement 
of  two  functionally  related  quantities  each  of  which  is 
subject  to  measurement  error.  Two  examples  which  are 
covered  in  Section  S  of  this  document  are,  nozzle 
position  versus  time  and  stall  pressure  ratio  versus  air 
flow.  The  defined  measurement  result  is  a  plot  of  the 
measured  quantity  Y  versus  the  measured  quantity  X. 
A  'best  fit*  is  then  obtained  to  the  data  using  regression 
analysis  or  some  similar  fitting  procedure.  The  relation¬ 
ship  of  this  plot  to  the  'true*  value  is  shown  in  Figure 
3-3.  When  there  is  uncertainty  in  both  X  and  Y,  the 
problem  of  estimating  total  bias  in  Y,  (  By  be¬ 
comes  more  complex.  Methods  bave  been  developed  for 
using  the  estimated  uncertainties  in  X  and  Y  as  weight¬ 
ing  factors  in  the  fitting  procedure  (Reference  3. 10).  In 
these  procedures,  the  total  bias  in  the  curve  fit  at  the 
experimental  point  is  defined  as: 


®r>n 


3-7 


The  weighted  fitting  procedures  are  designed 
to  minimize  this  error  over  the  whole  curve  fit.  As  can 
be  seen,  the  total  bias  error  in  Y  includes  the  experi¬ 
mental  bias  in  the  Y  measurement  itself  but  also  a  term 
which  depends  on  the  bias  in  X  and  the  local  slope  of 
Y  vs  X.  For  any  curve  fit  and  in  general  for  any 
defined  test  result  in  which  one  measurement  is  to  be 
plotted  against  another,  one  must  take  into  account  tbe 
interaction  between  the  uncertainties  of  the  two  mea¬ 
sured  quantities.  This  additional  error,  sometimes  called 
'curve  slope'  error  can  be  estimated  using  Equation  3-7 


for  primary  measurements  which  have  no  common 
error  sources.  When  the  measurements  are  derived  or 
inferred  this  expression  must  be  extended  as  follows 
(Reference  3-10): 

Consider  Figure  3-4.  To  illustrate  the  effect  of  bias 
error,  we  can  construct  a  rectangle  around  each  point 
on  the  curve  fit  with  the  dimensions  of  the  bias  errors 
in  X  and  Y.  We  can  see  immediately  that  the  magnitude 
of  the  effect  will  depend  on  the  slope  of  Y  vs  X  and  on 
the  magnitudes  and  signs  of  Bx  and  By.  If  X  and  Y 
have  no  common  primary  parameters,  positive  and 
negative  biases  are  equally  likely  and  the  total  error  can 
again  be  found  by  root  sum  square  (Equation  3-7).  If 
they  do  have  common  parameters,  the  approach  devel¬ 
oped  by  Price  (Reference  3. 10)  must  be  used  as  fol¬ 
lows: 

The  general  expression  for  the  total  bias  in  Y 
caused  by  a  primary  measurand,  Mi,  is: 


Y,Mi 


-  -  B, 
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For  primary  parameters  which  are  common  to 
both  X  and  Y,  neither  of  the  influence  coefficients 
(3X/3Mi)  or  (3Y/8Mi)  are  zero  and  the  full  expression 
in  Equation  3-8  must  be  used  to  calculate  BYMl.  Finally 
the  total  bias  in  Y  is  obtained  as  the  root  sum  square  of 
the  biases  from  all  the  i  primary  measurements. 


(By)touI  ”  v'^Byj 


Mi 


3-11 


Now  consider  Figure  3-3.  The  precision  error 
in  the  test  manifests  itself  in  the  scatter  about  the  curve 
fit  to  the  data  points.  The  estimated  precision  error  of 
the  measurement  can  be  compared  with  the  standard 
error  of  the  estimate,  SEE,  of  the  curve  fit  which  is 


defined  (References  3-11  and  3-12)  as 

BY,M.  =BMi[£ 

-B  f  3X 
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Here  X  and  Y  are  assumed  to  be  derived  or 
inferred  from  two  or  more  measured  primary  para  me- 

nm-K 

ters  which  are  labelled  M,  and  the  terms  of  the  expres¬ 
sion  are  defined  below: 

By, Mi  =  Net  bias  error  in  the  derived  or  in¬ 
ferred  measurement  Y  due  to  bias  error  in  the  primary 
measurand,  Mi, 

Bm,  =  bias  error  in  primary  measurand,  Mi, 
3Y/3X  =  slope  of  Y  versus  X,  estimated  o  r 
calculated  from  curve  fit, 

3Y/3Mi  =  influence  coefficient  of  primary 
measurand,  Mi,  on  Y, 

aX/3 Mi  =  influence  coefficient  of  primary 
measurand,  Mi,  on  X. 

When  the  primary  measurements  are  unique  to 
the  Y  result,  the  influence  coefficient  (3X/3Mi)  =  0 
and  Equation  3-8  becomes 


where  nm  =  Total  number  of  measured  pairs  X:, 
Yl- 

K  =  the  order  of  the  curve  fit. 

Value  of  Y  obtained  from  the  curve 
fit  at  Xj. 


YQ 


The  precision  index  for  the  curve  fit  at  Xj,  Scj, 
can  be  expressed  as 


(SEE)x 
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Near  the  middle  of  the  curve  fit,  Xj  —  X  and 
SEE 


Sri“  j — 
yrun 
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The  bias  in  Y  which  is  contributed  by  primary 
parameters  Mi  which  are  unique  to  X  is  obtained  from 
Equation  3-8  by  setting  (3Y/3Mi)  =  0  yielding 


If  we  were  to  repeat  the  defined  measurement 
process  N  times  at  a  fixed  Xj,  the  precision  error  of  the 
resulting  average  would  be 


!S 
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'B' 


v/N" 

This  shows  that  Sy,  which  we  recall  is  the 
pretest  estimate,  of  precision  error,  plays  a  role  similar 
to  the  SEE  which  is  calculated  post  test  from  a  curve  fit 
to  the  data  and,  provided  N  is  significantly  larger  than 
K,  the  order  of  the  curve  fit,  the  pretest  estimate  Sy 
should  be  comparable  in  magnitude  to  the  post  test 
SEE.  If  it  is  not,  it  is  likely  that  some  important 
random  error  sources  were  not  accounted  for  in  the 
pretest  estimate. 

3.2.4  Outliers 

All  test  set  ups  and  measurement  systems  occasionally 
yield  'wild'  data  points,  that  is,  data  points  which 
differ  by  an  unexpectedly  large  amount  from  the  mean 
of  the  complete  data  set.  These  may  be  due  to  intermit¬ 
tent  malfunctions,  gross  errors  in  reading  a  gauge  or 
similar  events  which  cause  that  particular  data  point  to 
be  not  within  the  same  control  as  the  remainder  of  the 
data  set.  Such  points  are  called  outliers.  All  data  should 
be  inspected  with,  the  objective  of  eliminating  outliers 


wherever  possible.  A  variety  of  schemes  have  been 
developed  for  the  detection  of  outliers  all  of  which 
depend  on  having  a  good  estimate  of  the  standard 
deviation  of  the  data  set  available.  Where  extensive 
records  have  been  kept  of  prior  test  histories  for  a 
given  measurement  it  is  usually  possible  to  define  the 
standard  deviation  of  the  population  of  those  measure¬ 
ments  with  good  confidence  and  to  set  up  quality 
control  procedures  which  flag  outliers.  One  such 
scheme  is  described  in  appendix  D  of  The  Measurement 
Uncertainty  Handbook  (Reference  3-13).  This  method, 
called  the  AEDC  Outlier  Detection  Method,  applies  to 
steady  state  measurements  only.  Each  data  point  in  a  set 
of  N  points  is  tested  against  the  following  criterion: 

Data  points  outside  the  following  interval  are 
outliers^  X  ±CS 

where  X  is  the  mean  of  the  data  set,  S  is  its  standard 
deviation  and  C  is  a  constant  which  depends  on  the  size 
N  of  the  data  set.  If  Na  65,  C=3.0.  For  smaller  data 
sets,  C<  3.0  .md  can  be  computed  from  the  following 
expression  giver,  in  the  reference. 

-1.6819236  +1.6386898N  -0.00721312N2 

C  =  - 

1.0  +  0.59286772N  -  0.00355709N2 
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3.3  THE  UNCERTAINTY  OF  TRANSIENT  MEASUREMENTS 


3.3.1  The  Transient  Uncertainty  Model 
The  estimation  of  measurement  uncertainty  is  particular¬ 
ly  important  when  carrying  out  transient  measurements 
since  the  dynamic  characteristics  of  the  measurement 
systems  themselves  can  have  a  profound  impact  on  the 
measured  results.  Pressure  measurements  can  be  greatly 
modified  by  the  dynamic  characteristics  of  the  tubing 
connecting  the  probe  to  the  transducer,  peak  tempera¬ 
ture  measurements  in  gases  can  be  drastically  in  error 
due  to  thermocouple  response  time  and  the  use  of 
improper  noise  reduction  or  anti-aliasing  filters  in  the 
data  acquisition  system  can  degrade  the  performance  of 
even  the  fastest  transducers.  The  uncertainty  analysis 
allows  the  most  important  error  sources  to  be  identified 
and  corrected  if  necessary  and  also  allows  a  judgement 
to  be  made  as  to  whether  the  test  planned  is  capable  of 
yielding  results  of  adequate  accuracy. 

The  uncertainty  method  described  in  Section 
3.2  above  is  a  systematic  procedure  for  estimating  the 
precision  and  bias  of  any  measurement.  The  treatment 
of  transient  measurement  uncertainty  expands  on  the 


definition  of  the  usual  uncertainty  terms  by  proposing 
that  the  effects  of  the  dynamic  response  of  the  measur¬ 
ing  system  be  treated  as  additional  known  and  unknown 
bias  and  precision  errors.  These  errors  are  estimated  by 
a  combination  of  calibration  and  analysis  but  in  this 
case, unlike  the  steady  state  case,  the  corrections  and 
their  uncertainty  depend  on  both  the  dynamic  response 
characteristics  of  the  measurement  system  and  also  on 
the  time  behavior  of  the  measurand  itself.  This  depen¬ 
dence  can  be  deduced  from  Equations  3-7  and  3-8  in 
the  last  section  by  equating  the  measurand  X,  with  time. 
The  known  bias  due  to  dynamic  effects  can  be  removed 
by  the  method  to  be  described  below;  the  unknown  bias 
from  this  source  is  the  residual  error  remaining  due  to 
the  uncertainty  in  this  correction. 

The  transient  uncertainty  model  compares  the 
measured  value  in  time  with  the  true  value  in  time. 
The  model  is  illustrated  in  Figure  3-5.  For  purposes  of 
illustration,  the  measured  values  are  shown  as  discrete 
samples  in  time  at  a  uniform  sampling  rate  such  as 
would  typically  be  obtained  from  »  digital  data  acquisi- 
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non  system.  A  similar  argument  holds  however  for 
analog  data  acquisition  systems  as  well  since  such 
systems  are  all  characterized  hy  some  finite  integration 
time.  The  quantities  t„  and  At  represent  the  system 
clock  time  and  the  system  singling  time  interval 
respectively.  The  'true'  value  shown  is  purely  hypo¬ 
thetical  since,  as  in  the  steady  state,  the  true  value  can 
never  be  unambiguously  known.  The  objective  of  the 
transient  data  analysis  is  to  correct,  if  necessary,  the 
measured  value  so  as  to  remove  the  known  bias  of  the 
measuring  system  and  the  transient  uncertainty  analysis 
estimates  the  residual  unknown  bias  in  this  correction. 
In  addition,  the  transient  uncertainty  analysis  must 
estimate  the  precision  of  the  measurement  where  this  is 
defined  hy  analogy  with  the  steady  state  case  and 
represents  the  standard  deviation  of  the  measured  values 
that  one  would  expect  to  obtain  in  repeated  trials  of  the 
same  transient  test.  If  at  all  possible  the  measurement 
systems  should  be  designed  to  be  fast  enough  so  that  the 
anticipated  transient  corrections  are  small;  the  transient 
correction  procedures  are  at  best  approximate  and 
therefore  large  corrections  lead  also  to  large  transient 
uncertainty  estimates.  Small  corrections  on  the  other 
hand  can  be  estimated  and  incorporated  directly  as  hias 
terms  in  the  uncertainty  analysis. 

The  result  of  a  transient  measurement  consists 
of  a  sequence  of  two  pieces  of  information:  the  value 
measured  and  the  time  of  that  measurement.  Each  data 
unit  of  a  transient  measurement  is  a  combination  of  the 
value  measured  and  the  associated  time. 

True  time  can  in  principle  be  defined  as  the 
universal  time  kept  hy  national  standards  organizations 
and  measurahle  with  very  high  accuracy  hut,  in  prac¬ 
tice,  the  time  of  interest  here  is  the  system  clock  time 
of  the  data  acquisition  system.  For  most  transient 
measurements,  time  is  measured  from  an  arbitrary  zero, 
perhaps  defined  by  an  initiating  event,  hy  the  system 
clock  which  can  be  calibrated  against  national  stan¬ 
dards.  It  is  essential  that  all  measurement  systems  in  a 
transient  test  be  referable  to  a  common  system  clock. 
The  output  of  any  transient  measurement  system  is  the 
magnitude  of  measured  quantity  at  a  sequence  of  times, 
that  is,  Q0(tn). 

Figure  3-6  illustrates  the  results  one  might 
expect  to  get  at  one  particular  clock  time,  t,,  from 
repeated  trials  of  the  same  transient  event.  For  purposes 
of  defining  the  uncertainty  which  is  due  to  the  measure¬ 
ment  system,  assume  that  the  repeated  transients  are 
indeed  identical.  The  frequency  distribution  of 
measured  magnitudes  at  time  ta  is  then  a  measure  of  the 
precision  and  hias  of  the  measuring  system.  The  figure 
shows  the  average  of  the  measured  values  and  the  hias 


between  the  ’true  value’  at  t„  and  the  measured  aver¬ 
age.  The  distribution  of  measured  values  of  system 
clock  time  t,,  reflects  both  the  uncertainty  in  the 
measurement  system’s  ability  to  measure  the  magnitude 
of  the  measurand  and  the  uncertainty  in  system  clock 
time.  In  the  hypothetical  experiment  described  here  the 
precision  and  hias  in  time  cannot  be  separately  deter¬ 
mined  since  only  the  system  clock’s  time  and  the 
magnitude  of  the  measurand  are  recorded.  The  preci¬ 
sion  error  and  hias  in  time  illustrated  in  the  figure  must 
be  determined  in  a  separate  evaluation  of  the  data 
acquisition  system.  The  effect  of  this  uncertainty  in  time 
on  the  uncertainty  in  magnitude  is  an  example  of  the 
case  where  two  related  quantities  are  measured  each 
with  some  uncertainty  as  discussed  in  the  last  section. 
The  magnitude  of  the  time  uncertainty  effect  is  sum¬ 
marized  in  Section  3.7  below. 

In  order  to  form  a  conceptual  framework 
suitahle  for  the  prohlem  of  transient  uncertainty  analysis 
it  is  helpful  to  assume  that  the  measurement  system  can 
be  modelled,  at  least  approximately,  hy  linear  time- 
invariant  differential  equations  (Reference  3-14).  The 
measuring  system  can  then  be  described  hy  operational 
transfer  functions  in  the  form  of  impulse  response 
functions  (Reference  3- IS)  or  sinusoidal  transfer 
functions  (Reference  3-14).  The  latter  will  be  used  for 
purposes  of  illustration  in  this  section.  Under  the  above 
assumptions  the  uncertainty  analysis  depends  on  the 
following: 

1 .  The  uncertainty  of  the  ste.dy  state  perform- 
mance  of  the  measuring  system  where  steady 
state  can  be  interpreted  as  V  frequencies 
approaching  or  equal  to  zero’. 

2.  The  dynamic  characteristics  of  the  measure¬ 
ment  system  and  the  uncertainty  in  these 
dynamic  characteristics. 

3.  The  time  behavior  of  the  measurand. 

The  effect  of  the  time  response  of  the  measure¬ 
ment  system  is  a  known  bias  and  can,  in  principle  at 
least,  be  corrected  out.  The  uncertainty  of  these  correc¬ 
tions  is  an  unknown  bias  and  must  be  included  in  the 
uncertainty  analysis. 

3.3.2  Time  Dependent  Effects  of  the  Measuring 
System 

Using  the  sinusoidal  transfer  function  model  T(iui),  each 
component  of  the  measuring  system  can  be  represented 
hy  its  transfer  function.  Here  T(ioi)  is  a  complex 
number  which  determines  the  amplitude  response  and 
phase  effect  of  each  system  component  at  each  frequen¬ 
cy  u.  The  form  of  typical  transfer  functions  is  as 


follows  (Reference  3.14): 

For  a  first  order  instrument  describable  by  a 
single  time  constant,  the  transfer  function  is: 


K, 

(iuT  +  1) 


to  the  transducer  is  an  example  of  such  a  delay.  Pres¬ 
sure  systems  can  be  modelled  approximately  as  the 
product  of  a  first  or  second  order  transfer  function  as 
described  above  and  a  delay  time.  The  transfer  function 
for  the  delay,  T3(ici>),  is  (Reference  3.14): 

T,(iw)  -  K3e-“-  3-18 


where  <■>  =  angular  frequency 
r  =  time  constant 

K,  =  steady  state  calibration  constant 
The  dynamic  behavior  is  entirely  dependent  on 
r.  A  thermocouple  probe  is  an  example  of  a  system 
component  which  is  approximately  first  order.  The 
calibration  constant,  K,  has  units  like  ’degrees  Kelvin 
per  millivolt’  and  is  determined  by  steady  state  calibra¬ 
tion.  The  magnitude  of  T(it>i)  approaches  K  as  the 
frequency,  u,  approaches  zero. 

For  a  second  order  instrument  the  dynamic 
behavior  is  entirely  described  by  a  natural  frequency  uD 
and  a  damping  constant  (,  Equation  3-17  : 


Here  the  dead  time  (r&)  is  the  tube  length 
divided  by  the  sound  velocity  in  the  tube.  (For  a  more 
extensive  discussion  of  tubing  response,  see  References 
3.16,  3.17,  3.18  and  3.19  .  For  thermocouple  reponse 
see  References  3.20  and  3.21) 

The  model  which  might  apply  to  a  pressure 
measurement  system  is  shown  in  Figure  3-7.  This 
figure  illustrates  that  the  input  Q,(t)  is  modified  by  each 
of  the  system  components  ultimately  producing  the 
sampled  output  Q^tJ.  The  overall  system  response  is 
the  product  of  the  transfer  functions  of  the  individual 
components.  To  determine  the  output  given  the  input, 
the  following  steps  would  be  carried  out: 

(i)  Calculate  the  Fourier  transform  components  of 
the  input: 

-  -!i^-  f  Q,(t)e‘1-dt  3-19 

t,-»®  ]  -v 


A  pressure  probe  and  a  short  length  of  tubing 
is  approximately  second  order.  Here  K3  is  the  steady 
state  calibration  constant  usually  expressed  in  millivolts 
per  KPa  per  volt  of  excitation. 

Another  very  useful  transfer  function  is  the  one 
that  represents  a  simple  time  delay  or  dead  time.  In  a 
pressure  system,  the  time  required  for  the  pressure 
signal  to  propagate  from  the  probe  through  the  tubing 


where  Q,(t)  *  input  as  a  function  of  time, 

qj(ic>>)  =  Fourier  component  of  Q(t)  at  w. 

(ii)  Determine  the  Fourier  components  of  the 
output  by  multiplying  by  the  system  transfer  function 
(Equation  3-20): 

Hj(iw)  *  q,(iw)  T(iw)  3-20 
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where  the  subscripts  refer  to: 

P  =  probe, 

T  =  transducer, 

A  =  amplifier/filter, 

(iii)  Calculate  the  output  as  a  (unction  of  time  by  inverse  transform: 


The  magnitude  of  the  sampled  output  at  time  t,,  is  then 

Qo(0- 

The  results  of  a  measurement  are  of  course  the 
output  of  the  measurement  system,  Qg(t).  The  input, 

i.e.  the  true  value  Q,(t),  is  unknown.  The  first  step  in 
the  transient  uncertainty  analysis  is  to  estimate  the 
known  bias  due  to  the  dynamic  response  of  the  measur¬ 
ing  system.  Two  outcomes  are  possible,  either  the  bias 
is  negligibly  small  compared  to  the  desired  accuracy  in 
which  case  the  transient  uncertainty  terms  will  consist 
of  small  unknown  bias  terms  and  precision  terms,  or 
the  bias  will  be  large  and  must  be  corrected  out. 
Whenever  possible,  measurement  systems  should  be 
designed  so  that  no  corrections  are  necessary.  To  do 
this  one  must  know  how  to  estimate  the  magnitude  of 
the  corrections. 

3.3.3  Determining  the  Magnitude  of  the  Correc¬ 
tions  for  Dynamic  Response  of  the  Measuring 
System 

In  general  the  method  for  correcting  for  dynamic 
response  is  the  reverse  of  the  process  used  to  calculate 
the  output  from  the  input.  Now,  however,  one  starts 
with  a  finite  discrete  record  of  the  output  vs  time.  This 
process  is  called  deconvolution  and  can  be  carried  out 
in  either  the  frequency  or  the  time  domain(Referencc 
3.22).  In  the  frequency  domain,  the  discrete  Fourier 
components  of  the  output  can  be  computed  up  to  a 
maximum  frequency  which  is  dependent  on  the  sam¬ 
pling  rate,  that  is.  up  to  the  Nyquist  frequency,  f„  = 
1/(2  At),  where  At  is  the  interval  between  samples 
(Reference  3.23).  In  order  to  insure  that  the  data  is  not 
contaminated  by  higher  frequency  information,  an 
appropriate  anti-aliasing  filter  must  be  included  in  the 
data  system  (See  Section  4.9.4).  Now  the  steps  in  the 
process  are  as  follows: 

1.  determine  the  discrete  Fourier  components  of 
the  output, 

2.  divide  by  the  system  transfer  function  at  each 

w, 

3.  compute  the  input  by  inverse  transform. 

This  yields  the  corrected  magnitude  of  the 


measurand  and  is  illustrated  in  Figure  3-8.  If  the 
magnitude  of  the  correction  is  significant  then  it  is 
necessary  to  estimate  the  contribution  to  transient 
uncertainty  from  the  computational  method  itself  and 
from  the  uncertainty  in  the  £,  and  r  used  in  the 
computation.  The  latter  can  be  done  using  the  same 
computational  method  and  varying  the  dynamic  parame¬ 
ters  over  the  range  of  their  uncertainty.  Again  it  is 
desirable  to  design  the  measurement  systems  to  be  fast 
enough  so  that  transient  corrections  are  small. 

If  the  magnitude  of  the  correction  is  small  then 
it  can  be  used  directly  as  an  estimate  of  the  bias  due  to 
the  transient  response  of  the  system. 

3.3.4  Estimating  the  Correction  for  Simple  Cases 
The  general  method  for  correcting  transient  data  is 
relatively  complex.  Fortunately,  for  relatively  simple 
transients,  it  is  possible  to  obtain  analytical  solutions 
which  allow  the  magnitude  of  the  correction  and  its 
uncertainty  to  be  estimated.  If  the  transient  can  be 
represented  by  a  ramp  which  terminates  at  time  T,  the 
analytical  solution  for  the  error  of  a  first  order  system 
(Reference  3. 14)  is: 

[Qf(t)- Q„(0)  *  ^r(l-e  ")  3-23 


It .  is  significantly  less  than  T,  then  the  maximum  error 
is  the  steady-state  component: 


IQi(t)  -  Q.(0) 


3-24 


The  response  and  maximum  errors  for  a  second  order 
system  under  similar  ramp  input  signal  conditions  are 
also  shown  in  Figure  3-9. 

Analytical  solutions  are  also  available  for  steps, 
sawlooths  and  truncated  sinusoids  and.  where  these 
approximate  the  measu rand's  expected  time  behavior, 


•  • 
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they  can  be  used  to  estimate  corrections.  These  correc¬ 
tions  can  also  be  used  to  estimate  the  uncertainty  by 
calculating  how  much  the  correction  varies  over  the 
expected  range  of  uncertainty  of  the  dynamic  constants, 
w„,  {  and  t  . 

For  example,  assume  the  total  time  T,  for  the 
input  of  a  linear  ramp  of  amplitude  AQ,  is  one  second 
and  a  total  uncertainty  of  1  %  or  less  is  required.  Then, 
for  a  first  order  measuring  system: 


max  error  *  - r  £  0.0 1AQ, 

T 


Therefore 

t  =  £  0.01T  =  0.01  sec  =  10  msec 

Corrections  will  have  to  be  made  for  any  first 
order  components  of  the  measuring  system  which  have 
time  constants  of  the  order  of  10  msec,  or  greater.  In 
addition,  any  uncertainty  in  time  constants  that  approach 
10  msec  will  be  significant  in  the  uncertainty  analysis 
and,  since  there  are  likely  to  be  many  other  error 
sources  present,  it  would  be  prudent  to  ensure  that  time 
constants  are  selected  to  be  about  1/10  of  this  maximum 
(or  one  msec)  to  keep  the  overall  uncertainty  within  the 
desired  limit. 

3.3.5  Dividing  the  uncertainty  analysis  into  a 
Steady  state  and  transient  part 
The  K’s  in  Equations  3-16,  3-17,  and  3-18  are  the 
steady  state  calibration  constants  of  each  component  of 
the  measurement  system.  The  uncertainties  in  the  K's 
are  determinable  using  the  historical  approach  to 
uncertainty  analysis.  The  extension  of  this  methodology 
to  transient  measurements  then  depends  on  estimating 
the  additional  uncertainty  that  accrues  as  a  consequence 
of  the  uncertainty  in  the  time  dependent  characteristics 
of  the  measurement  systems.  As  has  been  shown  above, 
for  most  systems  these  characteristics  include  things  like 
time  constants,  resonant  frequencies  and  damping 
constants  as  well  as  dead  time  effects. 

Within  the  framework  of  the  measurement 
system  model  described  in  Section  3.3.2,  the  uncertain¬ 
ty  analysis  can  be  divided  into  two  parts;  a  steady  state 
part  which  depends  on  the  K’s,  and  a  transient  part 
which  depends  on  the  frequency  dependent  terms  shown 
in  brackets  in  Equations  3-16,  3-17  and  3-18. 

In  general,  the  following  guidelines  are  recom¬ 
mended  for  the  separation  of  error  sources  into  steady 


state  and  transient  bias  and  precision  terms; 

1.  Steady  state  error  sources  are  any  error 
sources  which  are  independent  of  the  time 
response  characteristics  of  the  measuring 
system. 

2.  Transient  error  sources  are  any  error  sourc¬ 
es  which  depend  on  the  time  response  charac¬ 
teristics  of  the  measuring  system. 

3.  Bias  errors  are  those  errors  which  would  be 
expected  to  remain  fixed  during  the  defined 
measurement  process. 

4.  Precision  errors  are  errors  which  are  ex¬ 
pected  to  vary  at  random  during  the  defined 
measurement  process. 

Some  examples;  If  a  working  pressure  trans¬ 
ducer  is  calibrated  against  a  local  standard  prior  to  each 
of  a  series  of  transient  measurements,  the  uncertainty  in 
the  local  standard  is  a  steady  state  bias  error,  the 
uncertainty  in  the  working  transducer  calibration  is  a 
steady  state  precision  error,  the  uncertainty  due  to  the 
dynamic  response  of  the  transducer  and  tubing  is  a 
transient  bias  error. 

Transient  precision  errors  are  principally  due 
to  noise  which  is  superimposed  on  the  measurand  of 
interest  from  aerodynamic,  mechanical  and  thermal 
sources  and  also  from  electrical  sources  influencing  the 
measurement  system.  In  this  document,  our  system 
model  as  exemplified  in  Figure  3.7,  contains  a  filter  in 
the  signal  conditioning  system  which  is  designed  to  cut 
off  frequencies  above  the  highest  frequency  of  interest 
in  the  signal.  All  noise  below  this  cut  off  frequency 
contributes  to  the  transient  precision  error  and  would 
manifest  itself  as  random  fluctuations  in  the  output  of 
the  measurement  system  when  exposed  to  identical 
inputs.  The  magnitude  of  this  error  can  be  obtained  by 
measuring  the  noise  level  in  the  steady  state  signal  prior 
to  initiating  the  transient  provided  it  is  judged  that  the 
noise  levels  during  the  transient  will  be  similar.  Under 
the  assumption  that  the  time  varying  signal  has  station¬ 
ary  random  noise  superimposed  on  it,  the  standard 
deviation  of  the  measurand  prior  to  initiation  of  the 
transient  can  be  used  to  estimate  the  noise  getting 
through  the  filler  during  the  transient.  Alternatively, 
repetitions  of  the  same  transient  can  be  carried  out  and 
the  noise  or  precision  error  estimated  from  the  standard 
deviation  of  the  individual  samples  from  the  ensemble 
average  at  any  given  time  during  the  transient.  There  is 
further  discussion  of  this  question  in  chapter  10  of 
Reference  3.24  where  several  approaches  to  filtering 
out  noise  are  described.  In  all  cases  there  is  a  trade  off. 


since,  as  the  cut  off  frequency  of  the  filter  is  lowered. 


the  noise  is  reduced  at  the  expense  of  increased  bias  in 
the  measured  average  value  of  the  signal. 


3.4  SOURCES  OF  STEADY-STATE  MEASUREMENT  UNCERTAINTY  DATA 


The  estimation  of  measurement  uncertainty  under 
steady-state  conditions  is  extensively  described  in  the 
literature.  For  example,  the  recommended  practices 
document  published  by  AGARD  Working  Group  19 
(Reference  3.7)  covets  pressure  and  temperature 
measurement.  These  and  other  steady-state  measu rands 
are  covered  in  References  3.2,  3.3,  3.6,  and  3.25.  In 
a  transient  measurement  system  the  uncertainty  analysis 
begins  with  an  assessment  of  steady-state  error  sources. 
Each  component  of  a  measurement  system  will  have 
calibration,  data  acquisition,  etc.,  errors  as  described 
above  in  Section  3.2,  which  ire  determined  by  the 
systems  steady-state  response  and  are  a  lower  limit  to 
the  total  uncertainty  when  measuring  a  transient. 


Examples  are: 

o  Pressure  transducer  calibrations  are  normally 
done  steady -state  and  checked  against  fixed 
standards  before  and  after  a  transient  measure¬ 
ment. 

o  Thermocouple  wire  is  calibrated  steady-state 
o  Fuel  flow  meters  are  calibrated  steady-state 
o  Voltmeters  and  A/D  converters  are  calibrated 
steady-state 

The  above  error  sources  contribute  to  the  total 
uncertainty  of  the  transient  measurement  but  do  not  take 
care  of  the  additional  time  dependent  error  sources 
which  arise  when  measuring  transients. 


SOURCES  OF  TRANSIENT  MEASUREMENT  UNCERTAINTY  DATA 


3.5 

The  total  uncertainty  of  a  measurement  system  can  be 
drastically  affected  by  its  dynamic  response  as  previous¬ 
ly  discussed.  Pressure  measurements  are  greatly  affect¬ 
ed  by  the  complex  dynamic  behavior  of  connecting 
tubing.  The  dynamic  response  of  the  transducer  can  be 
obtained  from  the  manufacturer's  specification  sheets. 
The  response  of  the  tubing  must  be  either  calculated  as 
described  in  Section  4.2  or,  for  complex  systems, 
directly  measured.  The  time  response  of  temperature 
probes  is  a  function  of  their  size,  geometry,  and  heat 
transfer  coefficient  as  described  in  Section  4.3.  Fuel 
flow  meters  differ  widely  in  their  dynamic  response 
depending  on  their  mechanical  and  electrical  design. 
Section  4.4  gives  examples  and  references.  In  general, 
the  dynamic  response  of  systems  for  various  specific 
types  of  measurements  are  described  in  the  sections  of 
this  report  covering  that  measurement  and  these  sections 


should  be  consulted  for  details  and  references  on  error 
sources.  Here  the  point  is  made  that  for  each  measure¬ 
ment  system  to  be  used  for  transient  measurements  the 
dynamic  response  must  be  determined  and  used  to 
estimate  the  transient  contributions  to  uncertainty.  Since 
the  operations  required  to  estimate  the  transient  part  of 
the  uncertainty  are  usually  quite  different  than  those  for 
the  steady  state,  we  have  chosen  in  this  document  to 
treat  them  separately.  However,  the  general  measure¬ 
ment  uncertainty  methodology  holds  for  all  the  transient 
error  sources  just  as  it  does  for  the  steady  state.  That 
is,  each  error  source  must  be  categorized  as  bias  or 
precision  and  have  a  well  deftned  process  by  which  it 
is  determined:  such  as  dynamic  calibration,  analytical 
computations,  signal  to  noise  measurements  or,  if  all 
else  fails,  "engineering  judgement*. 


3.6  COMBINING  STEADY-STATE  AND  MEASUREMENT  TRANSIENT  UNCERTAINTY 


Using  pressure  as  an  example,  the  system  model  given 
in  Figure  3-7  lists  the  steady  state  and  transient  error 
sources  for  this  system.  Figure  3-10  is  an  error  source 
diagram  which  lists  in  separate  columns  the  steady  state 


and  the  transient  errors.  This  diagram  is  intended  as  an 
example  only  and  is  not  expected  to  adequately  repre¬ 
sent  all  systems.  In  order  to  carry  out  the  uncertainty 
analysis,  it  is  necessary  to  estimate  the  bias  b,  and  the 
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precision  Sj  contributed  by  each  error  source.  In  general 
the  steady  state  terms  are  those  associated  with  the 
steady  state  or  zero  frequency  calibration  constants  of 
the  system.  The  transient  terms  are  calculated  from  the 
uncertainty  in  the  dynamic  constants  of  the  system,  the 
corrected  time  behavior  of  the  measurand  ,  and  the 
system  noise.  As  previously  described,  the  transient 
bias  errors  can  be  estimated  by  the  discrete  Fourier 
transform  method  or  by  other  appropriate  means.  In 
many  cases  the  transient  uncertainty  will  be  dominated 
by  one  component  of  the  measuring  system  such  as  the 
pneumatic  tubing  in  a  pressure  system  ,  the  thermocou¬ 
ple  in  a  temperature  system,  or  the  rotor  inertia  in  a 
turbine  flow  meter. 

For  both  the  steady  state  and  the  transient 
terms,  bias  errors  are  those  which  are  expected  to  stay 
fixed  during  the  test  and  precision  errors  are  those 
expected  to  vary  at  random.  The  transient  errors  will 
include  the  unknown  bias  resulting  as  a  residual  error 
from  the  correction  process  and  the  precision  terms  are 
obtained  from  noise  level  determinations  or  by  examin¬ 
ing  the  repeatability  of  the  measuring  system  compo¬ 
nents  to  repeated  trials  of  the  same  transient. 

To  obtain  the  total  uncertainty  it  is  recom¬ 
mended  that  the  steady-state  and  the  transient  uncertain¬ 
ty  be  combined  as  follows: 

Referring  to  Figure  3-10, 

Let  b,u  =  bias  error  for  the  ith  steady  state 
error  source, 

S;M  *  precision  index  for  the  ith  steady- 
state  error  source, 

h,T  =  bias  error  for  the  ith  transient 
error  source, 

s,T  =  precision  index  for  the  ith  trans-ient 
error  source. 


Total  Bias  error  is; 


B  =  /(B  ss)2  +  (BT)2 


where 

B  ^-V^M53'26 


Total  Precision  error  is; 


s  =  /(s ss)2  +  (s 


where 

S”-®  S 3'28 

The  total  uncertainty  for  one  repetition  of  the 
defined  measurement  (i.e.  setting  N=1  in  Equations  3-1 
and  3-2)  is  then 

UADD  «  ±(B  ♦  t,,S) 
with  99  %  confidence,  or 
URSS  -  ±/B2  + 

with  95%  confidence. 
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3.7  THE  UNCERTAINTY  IN  TIME 

All  of  the  above  discussion  refers  to  the  uncertainty  in 
magnitude  of  the  measurand  and  would  be  present  even 
if  the  uncertainty  in  the  time  of  the  measurement  were 
zero.  One  must  next  add  the  effect  of  the  uncertainty  in 
time. 

The  precision  and  bias  in  the  system  clock 
time,  illustrated  on  the  time  axis  in  Figure  3-6,  can  be 
determined  by  first  carefully  analyzing  the  defined 
measurement  process  to  identify  the  critical  timing 
factors  and  then  reviewing  the  characteristics  of  the  data 
acquisition  system  components  which  multiplex,  digitize 


and  record  the  signal  amplitudes  and  the  associated  time 
of  occurrence  of  those  amplitudes.  A  simple  example  of 
the  effect  of  the  uncertainty  in  time  can  be  illustrated  by 
reference  to  a  pass-off  test  in  which  the  time  to  acceler¬ 
ate  from  idle  to  takeoff  thrust  is  measured.  If  the 
defined  measurement  process  requires  the  measurement 
to  be  made  by  an  operator  observing  a  thrust  meter  and 
using  a  stop  watch  then,  even  if  the  uncertainties  due  to 
the  thrust  meter  and  the  stopwatch  are  negligible,  there 
will  be  an  uncertainty  due  to  the  response  of  the  human 
operator  who  is  the  data  acquisition  system  in  this  case. 


•  • 
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The  uncertainty  in  time  could  be  determined  using  a 
known  calibrated  transient  signal  and  a  setup  which 
simulates  the  actual  test  situation  and  recording  the 
results  of  many  trials.  This  would  yield  the  precision 
and  bias  for  the  individual  operator  and  the  differences 
between  operators.  Typically  uncertainties  in  time  of 
several  tenths  of  a  second  would  be  expected.  The 
timing  errors  for  automated  systems  are  discussed  more 
fully  in  Section  4.9  below  titled  ’Data  Acquisition  and 
Processing  Systems*.  In  that  section  the  principal 
parameters  which  effect  the  uncertainty  in  time  are 
described.  They  are: 

1.  ’Burst  Sampling  Rate*  of  the  data  acquisition 
system  (see  Section  4.9), 

2.  Sampling  rate  in  each  data  channel, 

3.  Time  lag  between  channels, 

4.  Sampling  time  (aperture  time  and  digitization 
time)  of  the  analog  to  digital  convertor. 

All  of  this  information  should  be  available  as 
part  of  the  design  specifications  of  the  data  system. 
Should  any  doubt  exist  about  the  true  uncertainty  in 
time,  the  data  system  should  be  tested  using  precise 
synthesized  transient  signals  as  inputs  to  the  data 
acquisition  system  multiplexor  and  the  bias  and  preci¬ 
sion  in  its  timing  would  then  be  determined  in  repeated 
trials  of  simulated  transient  events. 

The  data  system  should  be  designed  so  that  the 


uncertainty  in  time  has  a  negligible  effect  on  the 
measurement  process.  The  effect  of  an  error  in  time  is 
illustrated  in  Figure  3-11.  Using  the  approach  described 
in  Section  3.2  for  two  related  measurements  that  have 
no  common  primary  measurands  (see  Equation  3-7),  the 
effect  of  the  uncertainty  in  time,  U,,  on  the  measure¬ 
ment  of  the  time  dependent  quantity  Q  can  be  estimat¬ 
ed.  Then,  requiring  that  this  error  be  small  compared 
to  the  total  uncertainty  limit  for  the  measurement  yields 
the  following  criterion  for  the  tolerable  uncertainty  in 
time: 


«  U 
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where  U  =  UADD  or  URSS  =  total  uncertainty  in 
the  measured  magnitude  of  Q  due  to  the 
steady-state  and  transient  uncertainties  of  the 
measurement  systems,  i.e.  the  total  uncertainty 
in  Q(g,  and  U,  =  Total  uncertainty  in  the 
time  g  and 


Rate  of  change  of  Q(g  at  g 


<§> 
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3.8  CONCLUSION 

This  report  shows  that  measurement  uncertainty  meth¬ 
odology  can  be  applied  to  the  estimation  of  the  uncer¬ 
tainty  of  transient  or  time  dependent  measurements.  The 
method  proposed  depends  on  carefully  separating  the 
error  sources  into  a  steady  state  category  and  a  transient 
category.  The  transient  category  includes  all  error 
sources  which  depend  on  the  dynamic  response  of  the 
measurement  system  and  therefore  also  on  the  time 


behavior  of  the  quantity  being  measured.  The  dynamic 
characteristics  of  the  measurement  system  and  the 
uncertainty  in  these  dynamic  characteristics  must  be 
determined  as  a  prerequisite  to  the  uncertainty  analysis. 
The  steady  state  or  zero  frequency  uncertainly  and  the 
transient  uncertainty  terms  are  separately  estimated, 
then  combined  to  yield  the  total  uncertainty. 
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FREQUENCY  OF  MEASUREMENT 


Figure  3-2  The  Total  Uncertainty  Interval  for  a  Defined  Measurement  Process 


Figure  3-3  Bias  Error  in  an  X-Y  Plot 
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Figure  3-4  Range  of  Bias  Error  in  an  X-Y  Plot  with  Error  in  Toth  X  and  Y 
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Figure  3-6  Frequency  of  Occurence  of  Measured  Values  Q„(y  at  Clock  Time  t„ 
in  Repeated  Trials  of  a  Transient  Event 


MAGNITUDE  OF  MEASURAND 


2nd  Order  System  (Overdamped):  Max  Error 

Ideally  Damped  or  Over  Damped  =  -gj-  a* 

(Underdamped):  Max  Overshoot  -  ^  ^ 


Figure  3-9  Response  to  a  Simple  Transient  -  The  Terminated  Ramp 
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Figure  3-10  Transient  Pressure  Error  Source  Diagram 
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4.  TRANSIENT  MEASUREMENT  SYSTEMS 


The  design  of  optimum  transient  measurement  systems 
is  a  complex  combination  of  science  and  art.  A 
compendium  of  requir.ment -driven  design  and 
operationally-recommended  practices  did  not  exist  at  the 
time  this  study  was  initiated.  In  this  extensive  section, 
the  general  definitionsof  transient  measurement  systems 
for  gas  turbine  engines  are  developed  first  (Section 
4.1).  Then  the  current  state-of-the-art  recommended 
practices  for  the  instrument  portion  of  measurement 
systems,  i.e.  the  sensor,  transducer,  power  supply, 
signal  conditioning  and  calibration,  are  given  in 
Sections  4.2  through  4.8  for  a  number  of  basic 
measurement  parameters.  These  measurement 


parameters  include  all  the  measurements  normally  made 
during  transient  testing  of  gas  turbines.  In  addition,  the 
more  promising  opportunities  for  advancing  the  state-of- 
the-art  of  transient  instrumentation  are  discussed  for 
each  type  of  measurement. 

As  would  be  expected,  the  data  acquisition  and 
processing  portions  of  the  measurement  systems  for  all 
parameters  are  essentially  the  same.  Therefore,  current 
recommended  practices  for  transient  data  acquisition 
and  data  processing  are  grouped  in  Section  4.9. 
Finally,  one  or  more  specific  relevant  design  examples 
are  presented  in  each  of  the  sections  to  provide 
technical  demonstrations  of  the  methodologies. 
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GENERAL  DEFINITIONS  OF  MEASUREMENT  SYSTEMS 


4.1 

4.1.1  Introduction 

The  objective  of  a  proposed  investigation  will  determine 
the  variables  to  be  recorded  and  the  required  accuracy 
of  the  measurement.  In  the  parts  of  Section  4  that 
follow,  various  techniques  and  instrumentation  set  Ups 
are  described  with  sufficient  detail  to  guide  the  reader 
as  how  to  make  the  desired  measurements.  The 
applications  for  different  measurement  systems  range 
from  time-variant  pressure  (liquid  and  gas)  (Section 
4.2),  time-variant  temperature  (gas,  liquid,  and  metal) 
(Section  4.3),  time-variant  flow  (gas  and  liquid) 
(Section  4.4),  geometry  (rotational  speeds,  displacement 
-  linear  and  angular)  (Section  4.S),  to  time-variant 
thrust  and  torque  (Section  4.6).  In  addition,  the 
utilization  of  engine  control  system  parameters  is 
discussed  in  Section  4.7,  and  a  number  of  special, 
miscellaneous,  (e.g.  flame  detector)  measurement 
applications  are  described  in  Section  4.8.  As  noted 
above,  the  data  acquisition  and  data  processing  portions 
of  the  measurement  systems  are  addressed  in  Section 
4.9  for  all  parameters.  Before  proceeding  to  those 
sections,  for  instructions  on  how  to  make  a 
measuiement,  some  definitions  and  basic  issues  on 
measurement  systems  will  be  discussed.  Although  each 
user  will  have  a  different  set  of  requirements,  and  each 
measurement  system  is  different,  there  are  common 
concerns  and  problems.  The  goal  of  Section  4  is  to 
provide  uci'.-l'ions  and  guidelines  which  can  be  used  to 


set  objectively  the  measurement  system  performance 
requirements  and  to  develop  specifications. 

A  measurement  system  is  configured  to 
produce  information  to  make  a  decision.  A  basic  system 
configuration  has  a  number  of  functional  components 
that  comprise  the  major  modules  within  the  overall 
measurement  chain.  The  three  major  modules  of  a 
complete  measurement  system  are  the  instrumental  ion 
system,  the  data  acquisition  system,  and  the  data 
processing  system. 

The  first  step  in  defining  a  measurement 
system  is  the  requirement  for  stating  the  test  objective. 
A  clear  and  written  definition  of  the  objective  starts  the 
planning.  The  planning  is  the  foundation  for  the 
development  of  the  system  specifications.  The 
specifications  define  the  end  users'  needs  as  well  ns  the 
constraints  of  the  transient  phenomena  to  be  measured. 
The  test  objective  guides  the  process  for  planning  the 
design,  and  also  facilitates  the  selection  of  measurement 
systems  best  suited  to  the  requirements.  Careful  pretest 
planning  saves  time  and  ensures  data  quality.  Issues  to 
be  examined  during  the  planning  phase  are: 

o  What  is  to  be  measured? 

o  What  accuracy  is  required  for  each 
measurement? 


•  • 


•  • 


The  identification  of  what  is  to  be  measured 
and  the  stated  accuracy  requirement  initiate  the  activity 
for  definition  of  the  measurement  systems.  The 
subsequent  parts  of  Section  4. 1  develop  the  definitions 
and  discuss  issues  for  the  design  process  to  identify  and 
specify  measurement  system  configurations.  The  focus 
is  on  the  design  for  specific  requirements  addressing 
system  response  and  accuracy.  The  process  begins  by 
defining  the  performance  requirements  for  the  various 
finks  which  join  and  chain  the  measurement  system 
modules.  The  measurement  system  extends  from  the 
instrumentation  system  (discussed  generally  in  Section 
4.1.3  and,  more  specifically,  in  Sections  4.2  through 
4.S)  to  the  data  acquisition  and  data  processing  systems 
(discussed  particularly  in  Section  4.9)  which  acquire, 
record,  and  process  data. 

The  required  measurement  systems  process 
measurands  that  are  varying  with  time.  To  control  the 
system  complexity  and  the  potential  costs,  the  system 
adequacy  must  be  evaluated  hy  examining  system 
requirements  for  response  ann  .ccuracy.  The  evaluation 
requires  repeated  analysis  by  examining  the  system 
properties  (discussed  in  Section  4.1.3)  and  comparing 
them  to  the  required  measurement  uncertainty 
(discussed  in  4. 1 .5).  The  properties  have  both  physical 
and  mathematical  interpretations.  Examining  them  hy 
analysis  during  the  design  phase,  and  by  test  and 
analysis  during  the  application  of  the  measurement 
system,  we  develop  insights  (estimates)  and 
mathematical  representations  for  the  accuracy  of  the 
system.  The  system  operational  transfer  function  relates 
the  system  response  as  a  function  of  inputs  and  outputs, 
and  system  uncertainty  is  quantified  by  the 
mathematical  analyses  discussed  in  Section  3. 

The  control  of  the  accuracy  cannot  be  any 
better  than  the  imposed  control  over  the  system.  The 
issues  of  calibration  and  accountability,  which  control 
the  measurement  system  performance,  are  discussed  in 
Section  4.1.4.  Calibration  envelopes  the  performance 
requirements  of  the  measurement  system,  and 
establishes  the  control  over  the  system  accuracy.  The 
subject  of  calibration  is  key  to  the  maintenance  of 
system  fidelity. 

Measurement  systems  for  transient  testing  can 
be  divided  into  two  general  categories:  (1)  measurement 
systems  to  evaluate  component/rig/engine  performance , 
and  (2)  measurement  systems  that  are  unique  to  facility 
control  and  safety.  The  two  categories  ate  described  in 
reports  issued  by  AGARD  PEP  Working  Groups  19 
(AR-248)  and  15  (AR-245)  (References  4.1.1,  4.1.2). 
Each  category  of  measurement  system  will  have  a 


different  level  of  acceptable  measurement  errors.  This 
report  is  concerned  primarily  with  the  first  category, 
i.e.  measurement  systems  to  evaluate  engine  or 
component  performance,  but  the  principles  and 
techniques  described  can  have  general  application. 

In  summary,  the  objective  of  Section  4.1  is  to 
identify  issues  to  be  considered  in  the  planning  for  the 
main  elements  of  the  measurement  system.  The 
definitions  are  flexible  and  the  reader  should  consider 
the  importance  of  the  performance  requirements  in 
relation  to  the  overall  test  objective.  The  section 
includes  a  discussion  on  the  issue  of  the  integration  of 
data  in  space  and  time,  and  it  concludes  with  definitions 
of  primary,  derived  and  inferred  parameters. 

4.1.2  Measurand 

4.1.2.1  Definition 

A  measurand  is  the  elemental  physical  quantity  which 
is  the  objective  of  a  specific  measurement.  To  the 
measurement  system  it  is  known  as  an  input.  The 
measurand  has  a  measurable  amplitude,  and  phase(time) 
characteristic.  In  a  transient  event  it  is  a  continuous 
time  signal  which  has  an  allocation  of  real  value  for 
every  value  of  real  time. 

The  time  variant  measurands  considered  in  this 
document  are  listed  in  Section  2.6. 1  and  include 
pressure,  temperature,  flow,  geometry,  and  thrust  and 
torque.  It  is  very  important  to  define  the  transient 
characteristics  of  the  measurand  so  that  the  appropriate 
measurement  system  can  be  specified.  A  close 
examination  of  the  requirements  may  indicate  that  the 
desired  data  set  may  be  obtained  from  any  of  several 
different  measurement  system  configurations.  Each 
possible  measurement  system  should  be  examined  to 
determine  whether  it  satisfies  the  requirements  that  have 
been  established  prior  to  making  a  choice. 

4.1. 2.2  Time  Behavior  (Amplitude  and  Phase) 

The  measurands  discussed  in  this  document  are 
explicitly  time  dependent.  A  transient  time  function  is 
one  that  exists  over  a  finite  time  interval  and  is  zero  (or 
at  least  time  invariant)  at  all  other  times.  The  transient 
properties  of  the  measurand  exhibit  complex  phase 
(time)  behaviors,  and  these  properties  need  to  be 
measured  with  defined  amplitude  and  phase(time) 
resolution. 

The  term  transient  implies  a  relatively  slow 
variation  in  engine  operation  or  a  time  dependent 
change  in  rotor  speeds  and  flow  regimes.  The  time- 
variant  characteristics  are  the  lime  dependent  variations 
of  continuous  flow  systems  due  to  an  engine  operational 


mode  change,  to  reactions  to  changes  through  an 
interaction  process  in  the  engine  core,  or  to  transient 
influences  at  the  engine  inlet  or  exit.  The  relevant 
measurands  of  the  time-variant  phenomena  are  the 
magnitude  of  change,  the  time  of  occurrence,  and  the 
distribution  through  the  (axial,  radial,  and 
circumferential)  measuring  stations.  In  addition, 
measurement  stations  and  probes  are  required  for  the 
engine  fuel  and  control  systems.  The  command  and 
response  characteristics  of  the  engine  can  be  very 
important  to  the  investigation.  During  transient  events 
there  are  significant  time  lags  within  the  systems  due  to 
the  inertia  characteristics  of  the  engine  rotor  systems. 
Measurements  of  the  command  and  response 
characteristics  are  keys  to  facilitate  interpretation. 

The  measurement  objective  is  to  determine  the 
amplitude  and  its  time  dependence  and  to  correlate  two 
or  more  measurands  in  time  and  space.  The  amplitude 
of  the  measurands  during  non-steady  events  is 
important,  but,  in  addition,  the  variation  of  the 
amplitude  with  time  is  required  to  characterize  the 
transient  event.  The  amplitudes  of  the  measurands  are 
used  in  calculations  while  interpretation  of  the  transient 
event  is  assisted  by  preserving  the  time  variant 
(transient)  character  of  the  signal. 

The  spectrum  of  a  transient  time  function 
contains  all  frequency  components,  and  not  just  a 
harmonically  related  set  of  discrete  frequencies  as  in  the 
case  of  a  periodic  waveform.  The  spectral  components 
of  a  transient  time  function  can  be  determined 
mathematically  hy  employing  the  Fourier  integral 
transform  method.  A  major  reason  (Reference  4.1.3) 
for  converting  functions  from  the  time  domain  to  the 
frequency  domain  is  to  perform  certain  desired 
operations  which  are  more  revealing  in  the  frequency 
domain  than  in  the  time  domain.  The  method  is  used  to 
resolve  any  transient  function  into  an  infinite  number  of 
individual  sinusoidal  components  each  having  a  discrete 
amplitude  and  phase.  For  example,  the  spectral 
components  are  required  (analysis  of  uncertainty. 
Section  3)  to  correct  for  dynamic  response  of  the 
measuring  system.  The  correcting  process  requires  the 
discrete  Fourier  components  of  the  output.  A  detailed 
discussion  of  the  Fourier  integral  transform  is  beyond 
the  scope  of  this  chapter.  However,  due  the  importance 
of  the  concept,  which  is  fundamental  to  signal 
conditioning,  data  acquisition,  and  processing,  the 
reader  is  directed  to  References  4.1.4  to  4.1.7  for 
additional  information. 

The  measurement  capability  for  studying 
transient  phenomena  must  include  adequate  frequency 


response,  and  the  desired  frequency  response  range 
must  be  considered  during  the  design  phase.  A  paper 
titled  Techniques  for  Determining  Engine  Stall  Recovery 
Characteristics,  from  Engine  Handling.  AGARD 
Conference  Proceedings  No.324  (Reference  4.1.8), 
suggests  frequency  ranges  of  relevance  for  different 
types  of  transient  phenomena.  It  states  that  the  transient 
phenomena  to  be  characterized  may  consist  of  planar 
axial  perturbations  of  low  fundamental  frequency  (2-20 
Hz)  such  as  surge,  and  high  fundamental  frequency 
phenomena  (50-100  Hz)  such  as  rotating  stall. 
However,  to  characterize  surge  dynamics  the 
instrumentation  must  be  capahle  of  measuring 
phenomena  with  frequency  content  of  1000  Hz  or 
greater. 

Pressure  and  flow  disturbances  such  as  wake 
transport  phenomena  through  rotating  hlades  or  pressure 
and  temperature  variations  in  combustors  are  high 
frequency  dynamic  events  and  require  special 
instrumentation.  Although  they  affect  component 
efficiency  the  measurement  of  their  behavior  will  not  be 
considered  in  this  document. 

4. 1.2.3  Spatial  Distribution 

Based  on  stated  objectives,  in  some  cases  it  may  be 
adequate  to  sample  local  behavior  only.  Other  cases, 
such  as  the  determination  of  the  mean  (average) 
properties  at  an  entrance  or  exit  station,  may  require  an 
airay  of  measurements.  Ohviously,  to  facilitate  the 
analysis  and  to  assist  in  the  interpretive  processes,  the 
spatial  distribution  of  the  sampling  stations  is  important. 
If  a  comparative  (component  to  component  huild)  or 
sequential  timing  of  events  is  all  that  is  required,  single 
sensors  may  be  adequate.  However,  if  absolute  values 
are  required,  a  detailed  spatial  array,  or  carefully 
selected  sensor  positions,  may  be  very  important.  The 
design  considerations  for  the  sampling  stations  have  to 
be  catalogued,  based  on  vanous  degrees  of  priority  and 
on  the  desired  results.  It  may  be  necessary  not  only  to 
measure  the  response  with  accuracy  and  phase 
coherence,  hut  to  include  capability  to  define  the  spatial 
boundaries  of  the  transient  event.  An  extensive 
background  of  work  exists  covering  the  measuring 
stations  and  their  identification  codes.  The  reader  is 
referred  to  Section  2.4.2  for  the  recommended  station 
idcntifk  uion  and  nomenclature. 

It  is  not  possihle  to  recommend  an  array  of 
spatial  measurement  stations  to  be  adequate  for  all  test 
cases.  Even  the  testing  of  complete  engines  may  require 
a  minimum  array  of  derived  spatial  stations  while  a 
component  or  rig  test  may  demand  a  generous  array  of 
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instrumentation  aimed  at  achieving  maximum  informa¬ 
tion.  It  will  be  desirable  to  conserve  correlation  by 
using  common  instrumentation  between  the  rig  and  full 
engine  testing. 

4.1.2.4  Acceptable  Uncertainty 
Each  class  of  user  will  have  a  different  set  of 
requirements  for  uncertainty  based  on  the  test  objec¬ 
tives.  The  uncertainty  requirements  are  defined  by  the 
intended  use  of  the  measurements.  Therefore,  the 
uncertainty  is  an  issue  of  confidence  for  the  significance 
of  the  observed  differences  between  a  set  of  measure¬ 
ments.  The  consequences  for  the  required  accuracy  and 
associated  uncertainty  requirements  are  two  fold.  The 
magnitude  of  the  stated  uncertainty  can  not  only 
enhance  the  probability  for  a  well  informed  decision, 
but,  also,  it  affects  the  technical  requirements  for  the 
measurement  system  with  the  associated  impacts  on 
costs  and  schedules.  The  systematic  procedure  for 
uncertainty  analysis  is  grounded  in  statistical  principles 
and  in  engineering  judgements.  The  steady  state 
methodology  has  been  described  in  standard  documents 
(References  4.1.2,  4  1.9,  4.1.10). 

The  methodology  for  the  analysis  of  uncer¬ 
tainty  for  measurement  systems  measuring  explicit  time 
dependent  phenomena  is  presented  in  Section  3  of  this 
document.  The  uncertainty  of  the  measurement  system 
is  affected  by  the  dynamic  response  characteristics  of 
the  measurement  system  attempting  to  replicate  the  true 
value  of  the  measurand  and  its  time  dependence.  In 
addition,  bias  errors  introduce  a  further  level  of 
uncertainty.  In  the  proposed  methodology,  the  bias 
errors  are  estimated  by  a  combination  of  calibration  and 
analy  sis  methods.  However,  for  the  purpose  of  defini¬ 
tion  of  acceptable  uncertainty,  bias  errors  rooted  in 
experience  and  engineering  judgement  are  used  to 
quantify  sources  of  error  associated  with  a  proposed 
measurement  system.  Therefore,  a  familiarity  with 
sources  of  error,  and  how  they  interact,  enables  the 
measurement  system  designer  to  quantify  and  state  an 
acceptable  overall  system  uncertainty.  The  stated 
overall  uncertainty  value  for  the  measurements  not  only 
should  be  realistic  to  the  requirements  of  the  test 
objective  but  also  practical. 

AGARDograph  No.  307  (Reference  4.1.11) 
addresses  test  facility  steady  state  measurement 
uncertainties  as  defined  by  the  Propulsion  and 
Energetics  Panel  Working  Group  15  report  on  "The 
Uniform  Engine  Testing  Programme"  (Reference 
4.1.1).  It  is  a  highly  recommended  document  for 
definition  of  a  single  methodology  for  the  assessment  of 


data  quality  and  for  comparison  of  achievable 
uncertainty  for  steady  state  measurements.  The  expected 
uncertainty  for  a  transient  measurement  will  normally 
be  larger  than  that  for  a  steady  state  measurement 
because  of  the  time  dependent  factors  involved  in  a 
transient  measurement.  Those  factors  that  tend  to 
increase  the  uncertainty  in  a  transient  test  are  indicated 
in  principle  in  Figure  3-10  and  typical  values  are 
provided  in  the  examples  related  to  the  individual 
measurements  described  later  in  Section  4. 

4.1.3  Measurement  Systems 
The  generalized  measurement  system  is  quite  simple. 
The  role  of  the  measurement  system  is  to  provide  the 
means  to  convert  the  measurands  into  usable  informa¬ 
tion  that  can  be  analyzed  and  evaluated.  But  difficulties 
are  encountered  when  the  system  characteristics  are 
matched  for  compatibility  to  the  properties  of  the 
measurand.  The  signal  conditioning  module  has  the 
assigned  responsibility  to  modify  and  convert  the 
measurands  into  usable  signals  for  further  processing. 
In  Figure  4.1-1  (see  page  4-13),  the  major  components 
of  a  generalized  measurement  system  are  illustrated  (see 
also  Figure  3-7).  There  are  variations  in  the  arrange¬ 
ment  of  components  within  a  given  system,  but  the 
main  elements  are  the  sensor,  transducer  and  the  signal 
conditioning,  leading  to  the  data  acquisition  and 
processing.  (The  data  acquisition  which  stores  the 
variable  being  measured,  can  be  either  digital  or  analog 
or  both.  For  clarity  both  systems  are  shown  in  Figure 
4.1-1.  The  characteristics  of  data  acquisition  systems  of 
importance  in  transient  testing  are  discussed  in  Section 
4.9.) 

The  main  theme  cf  this  document  is  how  to 
make  the  desired  measurements  of  time  variant  events 
to  satisfy  the  test  objective.  The  theme  places 
importance  on  techniques  and  applications  for  the 
measurement  of  transient  pressure,  temperature,  flow, 
geometry,  thrust  and  torque,  and  control  system  para¬ 
meters.  This  section  (4.1.3)  introduces  the  generalized 
measurement  system,  and  reflects  on  issues  which  may 
influence  system  performance  and  accuracy.  It  will 
commence  with  the  introduction  of  the  further  parts  of 
Section  4  which  will  inform  and  guide  the  reader  with 
the  required  details  as  how  to  make  the  specific 
measurements.  The  intent  of  this  introduction  is  to 
contribute  a  general  overview  for  the  sections  that 
follow  rather  than  to  give  details  as  how  to  make  the 
measurements. 

Pressure,  Section  4.2 

There  are  limited  options  for  the  selection  of 
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suitable  sensors,  transducers,  and  signal 
conditioning  systems  for  the  measurement  of 
time  variant  pressure.  This  section  provides 
the  required  details  for  the  selection  of  sensors 
and  the  design  of  measurement  systems  for  gas 
and  liquid  pressures  for  events  that  occur 
during  transient  operations  in  gas  turbine 
engines.  It  illustrates  some  of  the  problems 
encountered  in  the  application  of  pressure 
measurement  systems  for  proper  functioning 
during  normal  monitoring  and  during  transient 
events.  The  section  delineates  not  only  the 
issues  of  design  and  application,  but  also 
discusses  calibration  and  system  accuracy,  and 
concludes  with  specific  design  examples. 
Temperature,  Section  4.3 
This  section  reviews  the  complex  requirements 
and  specifications  for  the  measurement  of 
transient  temperatures  for  gases,  solid  surfaces 
and  liquids.  Techniques  for  the  measurement 
of  transient  temperatures  by  thermocouples  are 
discussed  in  some  detail.  Error  sources  in  high 
velocity  and  high  temperature  environments 
and  their  effects  on  the  dynamic  response 
characteristics  are  reviewed.  Resistance 
Temperature  Devices  (RTDs),  hot-wire 
systems  and  a  number  of  advanced  techniques 
are  outlined.  The  section  concludes  with 
design  examples. 

Flow.  Section  4. 4 

The  objectives  of  this  section  are  to  provide 
system  design  and  application  guidelines  for 
flow  measurement  in  gases  and  liquids.  Of  all 
physical  measurements,  transient  flow 
probably  offers  the  greatest  challenges,  mainly 
due  to  the  complexity  of  the  measurement 
systems  that  are  required.  There  are  numerous 
systems  available;  the  five  most  common  types 
are  discussed  in  this  section.  Major  concerns 
for  derived  measurement  systems  (soe  Section 
4.1.7  below),  such  as  inferential  flow 
processing,  primary  measurement  phase 
relationships,  and  flow  uncertainty,  are 
addressed.  The  section  is  structured  to 
discuss  each  of  the  instruments  and  application 
techniques  from  basic  theory  to  the  required 
signal  conditioning.  The  importance  of  system 
calibration  is  stressed  in  association  with 
uncertainty  considerations,  and  the  section 
concludes  wi'h  a  specific  design  example. 
Geometry,  Section  4  5 

The  primary  interest  of  this  section  is  motion 


and  dimensional  measurements.  Measurement 
devices  to  derive  rotational  speeds,  degrees  of 
angular  rotation,  and  linear  position  are 
explained  for  components  regulated  by  engine 
controls,  e.g.,  variable  inlet  guide  vanes.  A 
variety  of  methods  are  described  for  the 
measurement  of  structural  deformations 
introduced  during  transient  testing.  Examples 
and  typical  accuracies  of  various  techniques 
are  presented. 

Thrust  and  Torque,  Section  4.6 
Transient  engine  thrust  and  torque  are 
diagnostic  measurements  which  can  indicate 
events  such  as  augmenter  lightoff  or  can  be 
used  to  characterize  operational  problems  To 
make  the  fundamental  measurements  even  at  a 
stabilized  steady-state  condition  is  a  very 
difficult  task.  In  recognition  of  the  importance 
of  these  measurements  during  transient  engine 
events,  the  section  presents  measurement 
techniques  for  the  assessment  of  engine  thrust 
and  methods  to  quantify  the  variations  with 
time.  The  section  addresses  the  application 
techniques  including  the  basic  theory  of  the 
measurement,  signal  conditioning,  calibration, 
and  error  assessment,  and  concludes  with 
specific  design  examples. 

Control  System  Parameters,  Section  4.  7 
Section  4.7  discusses  the  possible  use  of 
accessible  control  system  parameters  to 
provide  information  on  engine  performance 
during  transient  operation.  The  control  system 
is  often  a  convenient,  and  sometimes  the  only, 
source  of  certain  transient  data.  Typical 
control  parameters  and  the  advantages  and 
disadvantages  associated  with  their  use  are 
identified. 

Miscellaneous,  Section  4.8 
Other  performance  parameters  that  may  be  of 
interest  during  transient  testing  include 
flameout,  accessory  power  extraction,  and 
flow  offtake  or  injection.  The  measurement  of 
each  of  these  parameters  under  transient 
operation  is  discussed  in  this  section. 

Data  Acquisition  and  Processing,  Section  4.9 
The  data  acquisition  and  processing  systems 
provide  the  interface  between  the 
instrumentation  systems  and  the  users  of  the 
data.  These  elements  acquire  the  outputs  from 
the  signal  conditioning  units  and  process  these 
electrical  signals  to  produce  output  information 
in  prescribed  digital  and/or  analogue  formats. 
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The  measurement  system  should  have  the 
capability  to  accommodate  a  variety  of  inputs  including 
both  low  level  and  high  level  signals.  Typical  low  level 
signals  include  thermocouples,  transducers,  and  RTDs, 
while  devices  such  as  Linear  Variable  Displacement 
Transformers  (LVDTs)  produce  high  level  signals.  An 
understanding  of  the  physical,  mechanical,  and 
electrical  characteristics  of  the  instrumentation  in  the 
measurement  chain  is  advantageous  when  considering 
component  compatibility.  Such  an  understanding  also 
affords  an  opportunity  to  objectively  compare  the 
performance  of  the  various  components  and,  using 
manufacturers’  specifications  and  stated  errors,  allows 
a  reasonable  estimate  to  be  made  of  system  accuracy. 

The  main  elements  of  a  measurement  system 
are  the  sensor,  transducer,  signal  conditioning,  signal 
transmission/distrihution  network,  and  the  data 
acquisition  and  processing  systems.  The  following 
definitions  form  the  basis  of  the  generalized 
measurement  system.  Summary  definitions  are  included 
in  the  Glossary  of  this  report. 

4.1.3.!  Sensor 

The  sensor  is  the  element  that  acquires  energy  from  the 
physical  phenomenon  to  be  measured.  In  the  hierarchy 
of  a  measurement  system  the  sensor  is  the  primary 
element  which  receives  the  energy  from  the  physical 
phenomenon,  and  transmits  it  for  either  a  mechanical  or 
electrical  transformation  to  convert  the  energy  into  a 
useable  form.  For  example,  m  aerodynamic  and  flow 
measurements,  pressure  sensors  are  common  items. 
The  sensor  can  be  an  open-ended  tube  facing  into  the 
gas  path  or  a  wall  pressure  Up.  and.  by  means  of  tubes, 
the  pressure  is  transmitted  to  a  transducer  for 
processing  into  a  useable  signal. 

4. 1.3.2  Transducer 

The  transducer  is  the  fundamenUl  link  in  the 
measurement  system  cham  and  converts  the  amplitude 
and  phase  of  the  measurand  received  from  the  sensor 
into  an  electrical  quantity  that  can  be  amplified  and 
conditioned.  The  transducer  performance  characteristic 
which  is  most  significant  is  the  transducer  response  as 
an  input  and  output  relationship  (i.e.  transfer  function). 
Some  other  issues  related  to  accuracy  are,  for  example, 
the  requirements  to  have  adequate  range  to  operate 
satisfactorily  from  minimum  to  maximum  operational 
conditions,  the  linearity,  response,  and  the  ease  and 
repeauhility  of  calibration. 

In  transient  measurements  the  measurands  are 
time  variant.  The  required  transducers  and  sensors 


respond  as  first-order  or  second-order  systems  (see 
Section  3.3.2).  The  response  of  first  or  second-order 
systems  is  defined  hy  time,  frequency,  and  damping 
constants.  The  selection  process  should  examine  the 
properties  of  the  measurand  for  compatibility  with  the 
natural  frequency  and  damping  characteristics  of  the 
transducer. 

Transducer  devices  are  categorized  as  either 
active  (commonly  called  ’self-generating")  or  passive. 
Active  transducers  are  measurement  devices  that 
generate  an  electrical  output  signal  due  to  a  physical 
phenomenon  without  requiring  an  excitation  voltage 
source.  Typical  active  devices  are  piezoelectric 
transducers  and  thermocouples.  The  active  system  is 
simply  an  input-output  device  without  the  need  of 
external  electrical  excitation.  Passive  devices  require 
that  an  external  excitation  be  applied  in  order  to 
produce  an  electrical  output  due  to  a  physical  input. 

4. 1.3.3  Signal  Conditioning 

Signal  conditioning  is  required  to  convert  a  transducer 
output  to  a  signal  suitable  for  an  input  to  a  data 
acquisition  system.  In  a  modem  measurement  system 
the  analog  signal  conditioners  are  available  as  modular 
units;  they  offer  a  number  of  features  and  the  selection 
depends  on  the  needs  of  the  transducer  being 
conditioned.  Some  of  those  features  are: 
o  Provide  electrical  excitation  for  a  passive 
transducer  It  is  generally  in  the  form  of  a 
constant  voltage  or  current  and  can  be  either 
AC  or  DC.  Constant  voltage  excitation  from  a 
DC  source  is  the  most  popular  and  provides 
acceptable  excitation  accuracy.  The  power 
supply  is  critical  because  it  has  the  potential  to 
directly  affect  the  accuracy  of  the 
measurement.  Voltage  regulation  and  noise 
both  directly  affect  the  accuracy  of  the 
measurement. 

o  Provide  completion  networks  for  bridge  or 
potentiometric  devices.  The  basic  bridge 
circuits  are  used  for  the  measurement  of 
resistance,  inductance,  and  capacitance.  The 
completion  networks  provide  the  user  with  the 
flexibility  in  selecting  different  type  of 
transducers. 

o  Provide  for  voltage  amplification  to  normalized 
inputs  to  a  multiplex  system  or  analog  tape 
recorder.  The  output  of  most  transducers  is  in 
the  millivolt  range;  therefore,  some  form  of 
amplification  is  required  to  raise  the  amplitude 
to  a  level  suitable  for  further  processing.  The 
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amplifier  provides  voltage  gain  and  impedance 
matching  between  the  transducer  and  the  other 
parts  of  the  recording  system.  Voltage  inputs 
to  data  acquisition  systems  are  configured  to 
be  either  single-ended  or  differential.  For  large 
signals  the  single-ended  is  suf  ficient  while  for 
small  signals  and  noisy  environments  the 
differential  is  recommended.  An  error  source 
of  significance  is  the  common  mode  voltage 
which  represents  a  voltage  that  is  referenced  to 
a  zero  potential  point  and  is  common  to  both 
input  leads.  The  common  mode  error  calcula¬ 
tions  are  treated  in  detail  in  References  4.1.3 
and  4.1.12. 

o  In  signal  conditioning,  fillers  are  used  to 
remove  undesirable  frequency  components  or 
to  enhance  other  frequency  components  of  the 
signal.  Signal  conditioning  analogue  filers, 
often  called  wave  filters,  are  frequency 
selective  networks  designed  to  ‘pass'  or 
transmit  sinusoidal  waves  in  one  or  more 
continuous  frequency  bands,  and  to  'stop'  or 
reject  sinusoidal  waves  in  other  bands. 
Analogue  filters  with  single  passbands  are 
typically  classified  as  high-pass,  low-pass,  and 
band-pass  or  band-reject  (see,  for  example, 
Reference  4.1.13).  In  Section  4.9.4  methods 
and  techniques  of  filtering  are  discussed, 
including  applications  in  both  real-time  digital 
data  acquisition  and  off-line  data  processing  to 
prevent  data  contamination  such  as  aliasing  of 
the  digitized  signal, 
o  Provide  for  fault  isolation, 
o  Provide  for  interchangeability  to  allow  a  given 

system  channel  to  process  a  number  of 
different  type  of  transducers. 

4.1.3.4  Signal  Transmission/ Distribution 
The  transmission  of  signals  is  a  necessary  part  of  any 
measurement  system.  Transmission  simply  indicates 
that  the  measurement  system  needs  to  make  a  measure¬ 
ment  at  one  physical  location  and  transmit  the  signal  to 
another  place  for  additional  processing  either  for  signal 
conditioning  or  data  acquisition  and  processing.  The 
primary  requirement  is  to  carry  faithfully  the  required 
information  without  allowing  external  influences  to 
degrade  the  validity  of  the  acquired  information.  In  a 
typical  real-time  system  the  signal  transmission  is  by 
cables  for  distribution  to  the  various  components  within 
the  system.  In  an  analog  system  the  properties  of  cable 
resistance  and  capacitance  need  to  be  considered;  in 


addition,  signal  contamination  is  posable  by  the  pickup 
of  noise  voltages  from  a  number  c t  sources.  The 
success  or  failuie  of  measurement  systems  can  be 
illustrated  by  one  expression  -  the  signal-to-noise  ratio. 
It  is  a  good  design  practice  to  focus  on  potential  major 
noise  sources  such  as  signal  cables  and  associated 
shielding,  instrumentation  grounding,  and  power 
supplies.  Successful  techniques  for  noise  reduction  are 
not  well  defined.  However,  noise  is  defined  as  an 
unwanted  signal  that  interferes  with  the  validity  of  the 
acquired  signal  and  noise  in  transmission  lines  can  be 
described  as  having  its  or  n  as  a  spurious  resistance 
change  or  induced  voltag*.  Induced  voltage  is  an  issue 
of  grounding  and  shielding  and  successful  methods  are 
well  described  (Reference  4.1.14).  The  issue  of 
spurious  resistance  changes  is  complex.  It  may  occur 
within  the  bridge  circuit,  in  lead  wires,  in  connectors, 
due  to  rffec-  of  temperature,  and  in  sophisticated 
mechanical  and  electromechanical  switching  and 
scanning  devices.  It  is  vitally  important  to  minimize  any 
noise  present  within  the  measurement  system,  and 
ideally  this  should  be  investigated  during  the  checkout 
phase  prior  to  the  test.  It  is  important  to  minimize 
noise  sources  in  the  early  stages  of  the  measurement 
system  before  the  amplifier  and  recording  elements. 
Filters  can  he  of  help,  but  filters  will  affect  the 
response  of  the  system  and  should  be  used  with  caution 
in  transient  measurements  when  signals  with  fast  rise 
time  are  being  measured. 

Types  of  cables  used  to  transmit  analogue 
signals  are  normally  shielded,  twisted-pair,  coaxial,  or 
multi-conductor  shielded.  Cables  are  susceptible  to 
noise  pickup  and  capacitive  coupling  within  the  cable; 
therefore,  the  designer  must  select  the  best  type  for  the 
application.  In  low-level  signal  environments,  with  the 
potential  for  ground  loops  and  disturbances,  the 
shielded  (screened)  cable  with  a  differential  amplifier  is 
recommended. 

4,1, 3.5  Data  Acquisition  and  Processing 
The  data  acquisition  and  processing  systems  (discussed 
in  Section  4.9)  provide  the  interface  between  the 
instrumentation  systems  and  the  user  of  the  data.  They 
support  the  instrumentation  systems  by  acquiring  and 
processing  the  signals  to  produce  an  output  that  is  in  a 
format  that  the  user  can  use.  The  outputs  from  the 
various  signal  conditioning  systems  are  generally  in  the 
form  o'  "lalogue  electrical  signals  which  allow  for 
conveniem  processing  with  both  analogue  and  digital 
systems.  An  analogue  recording  system  can  be  used  to 
preserve  the  real  time-variant  history  of  the  transient 
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event  as  characterized  hy  the  measured  physical 
phenomena. 

In  view  that  the  measurement  system  for  most 
transient  engine  tests  is  designed  to  support  a  low 
bandwidth  application  (<  200Hz),  a  digital  data 
acquisition  system  is  the  preferred  method.  Digital  data 
acquisition  systems  convert  analogue  voltages  into 
corresponding  digital  values  by  extracting  relevant 
statistical  properties  of  the  real-time  measurements. 
The  incorporation  of  a  sample-and-hold  circuit  is 
recommended  hased  on  the  stated  measurement 
objective  to  correlate  two  or  more  measu rands  in  time 
(Section  4.9.3. 2). 

4.1.4  Calibration 

The  importance  of  calibration  cannot  be  over¬ 
emphasized.  It  is  the  calibration  procedures  and 
methods  that  firmly  establish  control  over  the  accuracy 
of  the  system  components  and,  indeed,  the  whole 
system.  In  the  hierarchy  of  calibration  procedures  it 
starts  with  the  off-line  calibrations  of  instruments 
against  primary  standards.  Traceability  is  the  key  issue. 
ISO  9000  standards  setting  documents  are  required 
reading,  and  metrology  laboratories  which  are  ISO 
accredited  should  be  preferred  providers  of  calibration 
services.  Primary  calibration  services  are  also  available 
from  standards  organizations  in  the  various  NATO 
countries. 

The  accuracy  of  the  instruments  which  quantify 
the  measurands'  properties  is  derived  from  standards. 
Periodically  the  instruments  are  calibrated  in  a 
metrology  laboratory  which  is  guided  hy  the  require¬ 
ments  delineated  in  standard  documentation  (e.g., 
Reference  4.1.15).  The  calibration  procedure  involves 
a  comparison  of  the  particular  transducer  or  instrument 
with  either  a  primary  standard  or  a  secondary  standard 
with  higher  accuracy  than  the  instrument  to  be  cali¬ 
brated.  The  user  is  also  faced  with  the  need  to  calihrate 
the  overall  system. 

The  measurement  system,  from  the  transducer/ 
sensor  output  to  the  data  processing,  must  meet  the  total 
measurement  uncertainty.  The  calibration  and  analysis 
of  a  measurement  system  is  a  complex  one  because  the 
system  response  is  highly  dependent  on  the  system  time 
constant  and  damping  characteristics.  The  system 
calibration  method  establishes  the  corrections  to  be 
considered  in  the  uncertainty  analysis.  Since  the  system 
dynamic  behavior  is  dependent  on  time,  frequency,  and 
camping  properties,  an  appropriate  calibration  method 
is  required  to  describe  the  operational  transfer  functions 
of  the  system. 


Ideally ,  complex  and  multi-component  systems 
should  be  calibrated  by  exposing  the  sensor  and  trans¬ 
ducer  to  a  known  input  signal.  The  recorded  output  is 
then  compared  with  the  known  input,  and  the  inter¬ 
actions  of  all  the  system  components  are  fully  accounted 
for.  This  results  in  a  calibration  of  the  entire  system 
from  the  sensor  input  to  the  data  processing. 
Frequently,  for  example  with  transient  pressure 
systems,  the  sensor  cannot  be  exposed  to  a  suitable 
input  (pressure)  signal.  With  such  systems  an  electrical 
substitution  method  can  be  applied  to  audit  the  degree 
of  accuracy  of  the  system.  In  the  electrical  substitution 
method  a  transient  signal  is  applied  in  place  of  the 
transducer,  allowing  overall  system  accountability  to 
include  system  response  to  a  sinusoidal  transfer  function 
which  determines  amplitude  attenuation  and  phase  shift 
for  each  of  the  input  frequencies.  In  addition,  the 
system’s  sensitivity  from  input  to  output,  time  correla¬ 
tion,  and  signal-to-noise  ratio  is  evaluated.  The 
definition  of  signal-to-noise  ratio  for  any  waveform  is 
the  ratio  between  the  rms  signal  level  within  a  specified 
frequency  band  to  the  rms  value  of  the  electrical  noise. 

4.1.5  Accuracy  of  the  Measuring  System 
Calibration  requirements  and  system  performances 
specifications  enable  the  user  to  make  an  objective 
evaluation  for  accuracy  on  a  specific  measurement 
system.  Errors  arise  from  many  sources,  with  the  errors 
having  tbeir  origins  in  any  part  of  the  measuring  system 
from  the  environment  to  the  data  acquisition  system. 
The  effect  of  some  errors  can  be  reduced  or  eliminated 
hy  proper  calibration.  However,  errors  arising  from 
component  and  system  response  deficiencies  or  from 
transmission  losses  must  he  treated  with  analysis  and 
dynamic  calibration  techniques.  A  calibration  with 
known  standards  can  determi  ae  the  predictable  inherent 
errors  of  the  individual  instruments  and  systems.  The 
links  witnin  the  measurement  chain  can  be  approxi¬ 
mated  generally  as  linear  outputs  of  a  first  older  or 
second  order  system  where  the  output  can  be  approxi¬ 
mated  hy  assuming  time,  frequency,  and  damping 
constants  to  define  the  measurement  systems  response 
(see  Section  3.3.2).  The  output  is  then  evaluated  in 
terras  of  a  transfer  function  modified  by  the  appropriate 
time,  frequency  or  damping  constant  (Figure  3-7).  It  is 
essential  to  be  able  to  identify  the  errors  and  have 
methods  to  analyze  them  to  estihlish  uncertainty, 

4.1.5.1  Measurement  Uncertainty 

The  issue  of  measurement  uncertainty  is  extensively 

covered  in  Section  3.  The  ideal  approach  in  deter- 
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mining  measurement  system  uncertainty  is  to  test  in 
place  the  entire  measurement  system  from  the 
measurand  input  to  the  final  output.  To  test  a 
measurement  system's  dynamic  characteristics  for  the 
time  variant  behavior  of  the  measurands  presents  a 
degree  of  difficulty.  The  system  response  can  be 
described  in  terms  of  an  impulse  response  function  or 
sinusoidal  transfer  function,  provided  that  the  system 
response  is  linear.  In  estimating  uncertainty,  a  linear 
approximation  to  tbe  system  transfer  function  can  be 
employed.  Tbe  significant  dynamic  errors  are  evaluated 
either  from  first  order  dynamic  behavior  which  is 
dependent  on  a  time  constant,  or  from  second  order 
behavior  that  is  dependent  on  frequency  and  damping 
constants  (Section  3.3.2). 

A  complete  accounting  of  the  potential 
elemental  errors  in  a  measurement  system  is  essential. 
The  process  of  identifying  elemental  errors  (References 
4.1.10,  4.1.16,  4.1.17)  has  a  few  steps;  1)  define  the 
system,  2)  consider  the  possible  errors,  3)  note  the 
plausible  errors  for  further  analysis,  and  4)  classify  as 
either  bias  (systematic)  or  precision  (random).  Tbe 
following  information  is  required  for  completeness: 
Description  of  the  measurement  system. 
Equipment  manufacturer’s  specifications, 
Operating  environment, 

Calibration  methods, 

Data  sampling  scheme. 

4. 1.5.2  Data  Validation 

The  test  data  obtained  should  be  subject  to  data 
validation  analysis.  In  gas  turbine  transient  testing  the 
issue  of  data  validation  is  a  complex  one;  therefore, 
criteria  are  identified  to  provide  guidance  for  the 
establishment  of  specific  data  validation  functions  to  be 
used  during  the  fundamental  development  of  the 
measuring  systems.  In  a  typical  test  cycle  the  data 
validation  issue  is  considered  during  the  pre-test,  test, 
and  post-test  phases  of  the  test  program,  Basic 
improvements  in  the  measurement  system’s  uncertainty 
are  possible  by  the  examination  of  various  concerns  in 
each  of  the  phases  of  the  test  program.  The  system 
designer  should  give  careful  thought  to  the  design  of  the 
test  program  by  asking  some  key  questions.  Some 
questions  may  seem  rather  elementary,  but  they  should 
be  asked  frequently  and  throughout  the  progress  of  the 
test  program.  As  a  minimum,  it  is  recommended  that 
the  following  issues  be  examined  by  the  system 
designer: 

Pretest 

Is  the  measurement  system  appropriate  for  the  test 


objective? 

Is  the  measurement  system  calibration  current? 

Is  the  measurement  system  performance  adequate  for 
the  requirements? 

During  Test 
On  site  calibrations 

Comparison  of  predicted  to  measured  responses 

Redundant  parameter  correlation 

Comparison  of  steady  to  non-steady  measurements 

Continuity  and  Polarity  Checks 

Post  Test 

Verify  System  Calibrations 
Measurement  usefulness  to  analytical  needs 
Uncertainty  of  the  result 

4.1.6  Integration  of  Data  in  Space  and  Time 
Transient  data  gathered  from  various  transducers 
throughout  the  engine  can  be  categorized  broadly  as 
periodic  and  non-periodic.  Periodic  behavior  implies 
potential  characterization  by  frequency  domain 
techniques,  i.e.,  by  frequency,  amplitude  and  phase 
relationships.  An  example  of  a  periodic  behavior  noted 
in  turbine  engines  is  that  of  rotor  vibration  occurring 
synchronously  with  rotation  of  one  of  the  rotor  systems. 
Vibration  at  one  location  in  the  system  can  be  related 
through  amplitude  and  phase  to  vibration  at  other 
locations. 

Non-periodic  behavior  can  be  represented  and 
interpreted  in  the  time  domain  only,  i.e.,  characterized 
by  amplitude  and  time.  Periodic  events  as  well  as 
non-periodic  events  in  a  turbine  engine  can  be  related 
in  the  time  domain  through  mathematical  expressions 
Furthermore,  in  many  instances  an  event  occurring  at 
one  location  in  the  engine  can  be  interpreted  and  used 
to  predict  resultant  time-based  behavior  at  another 
location  or  of  the  entire  system.  An  example  of  this 
would  be  tbe  effect  of  an  engine  flame-out.  The 
detection  of  flame-out  by  an  appropriate,  sensor  or 
sensors  is  a  precursor  to  a  series  of  time-related  events 
throughout  the  propulsion  unit:  dropping  of  rotor  speed, 
modulation  of  fuel  flow,  trimming  of  exhaust  nozzles 
and  resetting  of  variable  vanes  typify  engine  reaction  to 
the  flame-out.  These  time  related  phenomena 
throughout  the  engine  are  functions  of  many  variables, 
yet  can  be  characterized  in  the  time  domain  in 
development  testing. 

To  characterize  either  periodic  or  noa-penodic 
behavior  in  a  gas  turbine  engine  requires  accurate  time 
based  data  from  a  strategically  located  array  of  sensors. 
Development  and  rig  test  programs  which  are  typically 
more  amenable  to  extensive  instrumentation  than 


production  engine.1!  should  be  used  to  minimize  this 
array,  This  minimization  requires  that  relationships 
inboth  time  and  space  be  fully  characterized  and 
understood 

Haring  signals  of  interest,  either  periodic  or 
non-periodic,  related  to  a  common  time  base  allows 
characterization  of  a  system's  transient  behavior. 
Consider  a  periodic  phenomena  such  as  rotating  stall 
which  may  exist  in  the  part  speed,  transient  operating 
range  of  a  multistage  compressor.  During  rig  or 
development  testing  a  multitude  of  high  response 
pressure  transducers  located  throughout  the  compression 
system  would  typically  be  used  to  accurately  define  any 
stall  behavior.  The  detailed  knowledge  of  the  relation¬ 
ships  existing  between  the  pressures  measured  by  each 
of  the  transducers  would  be  used  to  determine  locations 
where  rotating  stall  could  best  be  detected  in  the 
compressor.  Using  a  minimal  number  of  high  response 
pressure  transducers  in  the  production  engine,  the 
signals  obtained  could  be  used  to  detect  rotating  stall, 
and  a  definition  of  the  pressures  throughout  the 
compressor  could  be  made  using  the  inferred  relation¬ 
ships  obtained  during  the  rig  and  development  periods. 
This  technique  of  inferring  time-based  behavior  of 
engine  components  using  experimentally  derived  rela¬ 
tionships  forms  the  basis  of  engine  health  monitoring 
systems. 

4. 1.6.1  Adjustment  of  Non-Simultaneous  Samples  to 
a  Common  Time 

The  analysis  of  time-based  signals  requires  that  an 
accurate  amplitude  versus  tim:  characterization  be 
made.  Positioning  and  skewing  of  beads  in  magnetic 
tape  recorders,  switching  times  required  by  analog  to 
digital  converters,  lags  and  attenuation  in  amplifiers  and 
filters  and  other  phenomena  create  contaminated  signals 
relative  to  an  accurate  amplitude  versus  time  charac¬ 
teristic.  In  Section  4. 1 .4,  calibration  was  discussed.  In 
this  section,  particular  attention  will  be  focussed  on 
techniques  which  adjust  or  correct  time-based  data  to  a 
common  time  base. 

Time  based  errors  can  cause  apparent  phase 
shifts  relating  the  harmonics  of  the  periodic  signals. 
Consider  first  the  errors  created  by  head  locations  in  a 
magnetic  tape  recorder.  These  errors  appear  as  a  fixed 
time  error  independent  of  frequency.  Two  techniques 
can  be  used  to  align  signals  to  a  consistent  time.  The 
first  is  to  use  an  input  sinusoidal  voltage  at  the 
frequencies  of  interest  through  all  channels  of  the  tape 
recorder  and  obtain  phase  shifts  as  functions  of  fre¬ 
quency  for  each  of  the  channels  to  be  analyzed.  The 


phase  relationships  between  the  various  signals  can  be 
obtained  accurately  by  using  electronic  techniques  to 
obtain  the  apparent  phase  angles  and  correcting  by  the 
phase  shifts  obtained  in  the  calibration  phase.  The 
second  technique  involves  relating  time  directly  to  phase 
shift  as  a  function  of  frequency.  Since  the  frequency 
can  be  defined  with  a  characteristic  time  and  the  error 
created  by  head  spacing  can  be  defined  in  terms  of  a 
time  interval  through  using  phase  shifts  at  a  known 
frequency,  this  time  interval  divided  by  the  charac¬ 
teristic  time  of  any  frequency  yields  the  apparent  phase 
shift  between  two  signals.  Either  technique  allows 
signals  to  be  examined  at  a  common  point  in  time. 

A  particular  problem  in  referring  periodic 
signals  to  a  common  time  occurs  when  a  sequential 
analog-to-digital  conversion  is  made  of  the  signals.  For 
this  discussion,  a  sequential  analog-to-digital  conversion 
will  be  defined  as  one  in  which  signals  are  sampled 
sequentially  and  at  a  fixed  digitizing  rate,  consequently 
creating  a  small  time  differential  to  exist  between  the 
digitized  data.  This  differential  time  will  appear  as 
apparent  phase  shift  errors  unless  correction  for  the 
digitizing  technique  is  made.  AGARD  Monograph 
No.  298  (Reference  4. 1 . 1 8)  presents  a  more  detailed 
discussion  of  this  method  of  signal  analysis. 

To  relate  non-periodic  signals  requires  a 
definition  of  the  time  errors  or  times  of  acquisition 
between  the  signals.  Phase  cannot  be  used  to  relate 
them.  The  problem  in  correcting  to  a  common  time  is 
more  complex  for  non-periodic  signals.  Errors  induced 
by  head  spacing  in  tape  recorders  and  from  analog  to 
digital  converters  can  be  determined  as  for  periodic 
signals.  However,  the  time  shifts  arising  from  the 
electronic  data  reduction  system  which  are  a  function  of 
freque.Ky  are  difficult  to  obtain.  The  use  of  square 
wave  inputs  delivered  simultaneously  into  the  measuring 
systems  can  be  used  to  obtain  time  relationships 
between  the  signals  and  thus  to  correct  to  a  common 
point  in  time. 

4.1.6.2  Determination  of  Station  Average  from 
Discrete  Number  of  Measurements 
At  several  places  within  the  engine  there  may  be 
variations  across  the  flow  measurement  plane  in  the 
value  of  the  parameter  (temperature,  pressure  or  flow) 
of  importance.  To  accurately  determine  the  total  (or 
mean)  flow  through  the  flow  area  (or  the  temperature 
and  pressure  distributions)  a  number  of  sensors  or 
probes  must  be  placed  across  the  measurement  plane. 
The  recommended  designs  for  such  sensor  rakes,  and 
the  principles  for  effective  averaging  of  the 
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measurements  obtained,  are  described  in  Section  4  of 
Reference  4,1,3. 

4.1.7  Primary  and  Derived  Parameters 
The  described  measurement  systems  with  their 
accompanying  capabilities  and  properties  are  used  to 
provide  primary  measurements  of  specific  states  or 
quantities.  The  definitions  presented  here  seek  to  clarify 
the  difference  between  measured  states  and  the  gas 
turbine  related  parameters  used  to  analyze  engine 
thermodynamic,  aerodynamic  and  mechanical  perfor¬ 
mance.  The  following  three  types  of  parameters  or 
measurements  are  defined: 

A  primary  parameter  is  the  physical  state 
actually  measured.  The  physical  state  is 
captured  by  the  sensor,  and  ‘he  transducer 
transforms  the  physical  state  to  a  voltage  and 
supplies  the  electrical  representation  to  the  data 
acquisition  system.  Primary  measurement 


systems  have  a  single  measurand  as  an  input  and  deliver 
a  single  time-varying  output  which  is  interpretable  using 
a  single  calibration  factor  to  convert  to  engineering 
units.  Pressure  is  an  example  of  a  primary  parameter. 

Derived  parameters  are  performance  para¬ 
meters  calculated  from  two  or  more  primary 
parameters.  In  the  analysis  of  transient 
performance,  derived  parameters  are  typically 
used  as  inputs  to  transient  computer  models  or 
as  comparison  values.  Some  examples  are 
pressure  ratio  and  itation  average. 

Inferred  parameters  have  either  primary  or 
derived  parameters  as  inputs  and  are  obtained 
as  a  result  of  calculations  involving  modelling 
and/or  analytical  fitting  of  experimental  data. 
Examples  of  inferred  parameters  include 
airflow  and  component  efficiency. 
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4.2  PRESSURE1 


4.2.0  Introduction 

The  measurement  cf  gas  and  liquid  pressures  is 
extremely  important  for  monitoring  or  evaluating  the 
transient  operation  cf  g»«  iarfcinc  engines.  The  types  of 
engine  tests  discussed  in  Section  2.2  cause  transients  in 
internal  gas  path  pressures,  inlet/exhaust  pressures,  and 
control  system  liquid  (fuel,  lubricant,  hydraulic) 
pressures.  Transient  pressure  data  can  provide  insight 
to  the  behavior  of  control  and  engine  components, 
correlate  with  overall  performance  parameters  such  as 
airflow  and  thrust,  and  indicate  engine  instabilities. 

Pressure  measurements  for  steady-state 
component  performance  evaluation  are  described  in 
Reference  4.2.1.  The  guidelines  for  steady-state 
pressure  sensor  selection  apply  as  well  for  transient 
measurements  with  special  consideration  given  to  sensor 
location.  Variations  in  mean  flow  direction  and  pressure 
gradients  (discussed  in  Reference  4.2.1)  can  be 
significantly  more  severe  during  transients  due  to 
increased  component  operating  ranges  and  effects  of 
thermal  transients,  control  system  responses,  and 
off-design  or  unbalanced  cycle  operating  conditions. 

Accuracy  requirements  and  the  amount  and 
type  of  transient  instrumentation  will  vary  greatly 
depending  upon  the  specific  test  objectives  and 
resources  available.  Pressure  data  of  a  quantity  and 
quality  sufficient  for  the  determination  of  actual 
component  performance  during  transients  are  extremely 
difficult  to  obtain.  Transient  pressure  data  are  more 
often  used  to  qualitatively  evaluate  component  or  engine 
operation,  to  monitor  for  specific  identifiable  events  like 
light-off/flameout,  stall,  or  instability,  and  to  diagnose 
operational  prohlems  by  establishing  a  sequence  of 
events  and  identifying  cause  and  effect  relationships. 

In  the  following  paragraphs,  the  fundamental 
considerations  for  transient  pressure  measurements  will 
be  discussed  with  regard  to  test  objectives,  availahle 
instrumentation  options,  and  the  advantages- 
disadvantages  of  each.  The  engineer  should  remember 
that  the  measurement  system  in  the  engine  test 
environment  is  typically  exposed  to  vibrations,  fuel,  oil 
and  hydraulic  fluids,  heat  and/or  cold,  and  large 
amounts  of  electro-magnetic  noise.  Unnecessarily 


sensitive  or  delicate  equipment  is  likely  to  fail,  making 
the  best  solution  the  system  that  just  meets  the  user's 
requirements  with  the  highest  reliability  and  lowest 
cost. 

4.2.1  Transient  Pressure  Measurement  Systems 
It  is  important  to  clearly  identify  the  objectives  of  the 
testing  so  that  appropriate  instrumentation  requirements 
can  be  defined.  Objectives  include  the  planned  data 
reduction  and  analysis  procedures,  amplitude  and 
frequency  ranges  of  the  fluctuating  pressures  of  interest, 
required  accuracy  in  amplitude  and  phase  (time),  and 
method  of  data  acquisition  or  recording.  Non-steady 
pressures  of  interest  for  the  types  of  tests  described  in 
Section  2.2  may  be  very  periodic  such  as  result  from 
rotating  stall  or  comhustor  and  augmentor  instabilities. 
For  these  conditions  the  user  must  anticipate  the 
frequency  and  nature  (spectral  content)  of  the  waveform 
to  determine  the  frequency  response  of  the 
instrumentation  necessary  to  meet  the  test  objectives. 
The  more  common  case  is  for  the  non-steady  pressures 
to  be  transient  in  nature  without  significant  periodicity. 
Frequency  response  requirements  are  then  associated 
with  the  minimum  rise  (or  decay)  time  of  the  pressure 
signal. 

The  pressure  sensor  is  defined  in  Reference 

4.2.1  as  an  open-ended  tube  or  port  facing  into  the  gas 
stream  for  total-pressure  measurement  or  flush  with  a 
wall  for  static-pressure  measurement.  The  tube 
transmits  the  pressure  to  a  transducer  which  converts 
pressure  into  a  readable  signal.  The  difference  between 
steady-state  and  transient  pressure  measurement  systems 
is  in  the  required  response  characteristic  (transfer 
function)  of  the  recorded  signal  to  a  time  variant 
pressure  at  the  sensing  end  of  the  tube.  The  tube  length 
and  cross-sectional  area,  and  other  cavities/volumes 
between  the  sensor  end  and  the  transducer  must  be 
sized  considering  the  resulting  amplitude  attenuation, 
phase  shift,  and  resonances  of  the  system.  The 
transducer  must  have  acceptable  response  capability  for 
the  piewure  amplitude  and  frequency  range  of  interest 
and  generate  a  signal  wh.:'h  is  suitable  for  display  or 
recording  as  a  function  of  time.  These  requirements 


1  Table  and  Figures  for  Section  4.2  begin  on  page  4-36 
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generally  lead  lo  the  use  of  transducers  producing 
electrical  signals  and  located  close  to  the  sensing  end  of 
the  tube.  A  schematic  showing  the  instrumentation 
portion  of  the  transient  pressure  measuring  system  is 
shown  in  Figure  4.2-1  (See  also  Figure  3-7). 

The  transient  pressure  instrumentation  system 
shown  in  Figure  4.2-1  consists  of  3  major  functional 
elements:  1)  the  sensor  and  transmission  tube  capture 
and  deliver  the  pressure  signal  to  the  transducer,  2)  the 
transducer  converts  the  pressure  to  an  electrical  signal, 
and  3)  the  signal  conditioning  components  alter  the 
characteristics  of  the  electrical  signal  to  match  the  input 
requirements  of  the  data  acquisition  and  processing 
device(s)  (which  are  discussed  generally  in  Section 
4.9). 

This  section  (Section  4.2.1)  covers  the 
sensor/transmission  tube  and  transducer  including  the 
transducer  reference  pressure.  Signal  conditioning  is 
discussed  in  Section  4.2.4. 

4.2, 1. 2  Pressure  Transducer 
Many  types  of  pressure  transducers  are  available 
including  strain  gauge,  capacitive,  variable  inductance, 
potentiomelric,  and  piezo-electric.  Descriptions  and 
general  characteristics  of  these  devices  are  contained  in 
Reference  4.2.2.  Most  pressure  transducers  currently 
used  for  transient  measurements  are  based  on  either 
piezo-electric  or  semiconductor  (strain  gauge  type) 
components.  Piezo-electric  transducers  produce  small 
electric  charges  when  a  quartz  crystal  is  deformed  due 
to  pressure  fluctuations.  A  primary  drawback  to  these 
devices  is  that  they  respond  to  the  dynamic  portion  of 
the  pressure  signal  only  and  provide  no  information 
about  the  steady  or  slowly  changing  pressure  levels. 
Another  limitation  is  that  piezo-electric  transducers 
have  relatively  large  frontal  areas  and  cannot  be  used 
where  a  miniature  sensor  or  probe  is  required. 

Semiconductor  transducers  are  the  most  widely 
used  today  and  will  be  discussed  exclusively  in  the 
remainder  of  this  section.  Semiconductor  pressure 
transducers  produce  electrical  signals  proportional  to  the 
surface  strains  in  a  mechanical  member  which  deflects 
due  to  a  differential  between  the  pressure  signal  and  a 
reference  pressure  (see  Section  4.2. 2.3).  A  schematic 
of  the  pressure  transducer  is  included  as  Figure  4.2-2. 
The  electrical  output  of  the  transducer  is  generated  by 
excitation  (see  Section  4.2.4. 1 )  of  two  opposite  comers 
of  a  four-arm  strain  gauge  bridge  attached  to  the 
deflecting  mechanical  member.  The  electrical  potential 
or  output  voltage  across  the  remaining  two  comers  of 


the  bridge  will  vary  as  the  resistances  of  the  bridge 
arms  change  with  strain  level. 

The  transducer  output  is  affected  by  installation 
or  mounting-induced  loads  and  thermal  stresses  which 
affect  the  loading  and  strain  on  the  mechanical  member. 
Most  transducers  contain  circuitry  to  reduce  the  impact 
of  thermal  stress  (temperature  compensation).  Careful 
signal  conditioning  and  calibrations  (see  Sections  4.2.4 
and  4.2.5)  can  reduce  measurement  uncertainties 
resulting  from  the  installation.  Requirements  for  high 
frequency  response,  small  transducer  size,  and  low  cost 
often  result  in  compromised  accuracy,  stability,  and 
ruggedness.  It  is  important  to  understand  the  trade-offs 
and  to  select  a  transducer  consistent  with  overall 
measurement  system  characteristics  to  best  meet  the 
user's  needs. 

A  representative  variety  of  transducers  is 
shown  in  Figure  4.2-3.  Table  4.2-1  is  a  typical 
transducer  specification  sheet  provided  by  the 
manufacturer.  The  parameters  in  Table  4.2-1  are 
explained  further  in  Section  4. 2. 2. 2.  Transient 
measurements  generally  require  the  use  of  a  separate 
transducer  for  each  sensor  since  mechanical  scanning 
devices  (scanning  valves)  are  too  slow  for  the  sampling 
rates  necessary.  Compact  systems  are  available 
containing  multiple  transducers  which  are  scanned 
electronically.  Very  high  sampling  rates  can  be 
achieved  and  these  devices  are  well  suited  for  use  with 
a  digital  data  acquisition  system.  An  example  is  shown 
in  Figure  4.2-4. 

4.2. 1.3  Flush  Mounted  System 

When  the  transducer  is  ’flush  mounted",  the  tube  in 
Figure  4.2-1  is  eliminated.  The  transducer  diaphragm 
(deflecting  mechanical  member,  see  Section  4.2. 1 .2)  is 
directly  exposed  to  the  pressure  to  be  sensed,  that  is, 
flush  with  the  wall  for  static-pressure  measurement  or 
forward  facing  (impact  probe)  in  the  total-pressure 
probe  as  shown  in  Figure  4.2-5.  This  configuration 
eliminates  the  transmission  tube  effects,  discussed  in 
Section  4.2.2. 1,  which  result  from  tubing  length  and 
volumes  between  the  sensor  and  the  transducer. 
Drawbacks  to  flush  mounting  are  presented  in  Section 

4.2.3  and  result  primarily  from  space/accessibility 
restrictions  for  installation  and  operating  environment 
effects  on  the  transducer.  High  temperatures, 
contamination,  or  damage  from  the  fluid  or  from  fluid 
borne  particles  and  vibrations  can  be  problems. 
Directional  sensitivity  for  a  total-pressure  probe  must 
also  be  considered  and  should  be  experimentally 
determined. 
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Flush  mounting  eliminates  distortion  of  the 
pressure  signal  seen  by  the  transducer.  It  can  be  a 
desirable  configuration  when  the  installation  problems 
are  not  prohibitive.  The  example  shown  in  Figure  4.2-6 
is  typical  of  this  type  of  installation.  A  high-response 
transducer  (see  Section  4.2. 1 .2)  is  flush  mounted  on  the 
outer  flowpath  wall  of  the  bypass  duct  of  an  augmented 
turbofan  engine.  The  transient  static-pressure  data  can 
be  used  to  evaluate  duct  pressure  variations  resulting 
from  rotor  speed,  nozzle,  or  augmentor  transients.  The 
high-response  transducer  output  recorded  on  analogue 
tape  provides  significant  detail  of  the  duct  pressure 
during  an  engine  surge. 

The  frequency  response  potential  of  a 
flush-mounted  system  is  limited  only  by  the  transducer. 
The  pressure  range  and  temperature  capability  of  the 
transducer  (typically  less  than  about  500K  (450°F))  are 
selected  based  on  operating  conditions  of  the  sensed 
fluid  and  surrounding  environment  to  avoid  transducer 
damage  or  large  uncertainties  caused  by  operation 
beyond  the  rated  limits  of  the  transducer.  Other  major 
considerations  are  the  space  available  for  installation 
checkout  and  repair,  the  effects  of  vibration,  and 
possible  exposure  to  engine  fuel,  lubricant,  and 
hydraulic  fluids. 

Flush  mounted  systems  are  ideal  when  signal 
distortion  cannot  be  tolerated,  for  example,  when 
multiple  pressure  measurements  are  to  be  time 
correlated.  Flush  mounted  systems  are  most  often  used 
in  the  inlet  or  forward  compression  stages  of  the  engine 
where  temperatures  are  relatively  low  and  the  flowpath 
is  generally  more  accessible.  Small  or  miniature 
transducers  may  be  necessary  due  to  space  and 
mounting  considei  itions. 

A  special  case  of  the  flush  mounted  system  is 
the  surface  mounted  transducer  shown  in  Figure  4.2-3. 
This  is  a  low-profile,  miniaturized  transducer  which  is 
bonded  directly  to  or  imbedded  in  the  flowpath  or 
airfoil  surface.  The  electrical  leads  are  also  either 
secured  to  or  imbedded  in  the  surface  until  they  can  be 
routed  externally.  This  arrangement  is  especially  useful 
on  static  parts  such  as  frame  struts  or  stator  vanes 
where  there  is  insufficient  depth  for  a  conventional 
installation  or  when  hardware  modification  required  to 
install  a  conventional  transducer  is  not  possible. 

4.2.1.4  Resonant  System 

A  resonant  system  uses  a  pneumatic  or  hydraulic  tube 
to  transmit  the  pressure  signal  from  the  sensor  to  the 
transducer.  The  length  and  diameter  of  the  tube  will 
vary  significantly  depending  on  the  installation 


constraints  and  user's  data  objectives.  The  advantage  of 
the  resonant  system  is  in  the  installation  flexibility 
gained  by  removing  the  transducer  from  direct  exposure 
to  the  fluid  at  the  sensor.  Figure  4.2-7  shows  a  typical 
(static  pressure)  resonant  system. 

Many  of  the  problems  associated  with  flush 
mounted  systems  can  be  eliminated  with  the  resonant 
configuration.  Most  internal  parts  of  the  engine  can  be 
instrumented  during  buildup  or  with  partial 
disassembly.  A  tube  is  attached  to  the  static  or 
total-pressure  sensor  and  routed  out  to  an  accessible 
location  where  the  transducer  is  mounted.  This  permits 
the  use  of  larger,  more  stable  transducers  and  liquid  or 
gas  cooling  can  be  used,  if  necessary,  to  enhance 
transducer  survivability  and  data  accuracy.  The 
transducer  may  also  be  accessible  for  calibration, 
trouble  shooting,  or  replacement. 

A  second  example  of  a  resonant  system  is 
shown  in  Figure  4.2-8.  The  transducer  is  connected  by 
a  short  flexible  hose  to  a  fitting  on  the  engine  control 
sensor  line  for  compressor  discharge  pressure.  The 
engine  control  sensor  line  is  a  6  mm  (1/4  inch)  tube, 
more  than  a  metre  (several  feet)  in  length,  connecting 
a  static-pressure  tap  in  the  combustor  to  the 
hydromechanical  control  unit.  The  transient  pressure 
measurement  records  control-sensed 
compressor-discharge  pressure  for  monitoring  engine 
operation  as  well  as  for  evaluating  control  system 
response.  Figure  4.2-8  shows  transient  pressure  data 
recorded  on  a  pen  plotter  versus  engine  speed  during 
accel  and  decel  transients. 

The  primary  consideration  when  designing 
resonant  systems  is  distortion  of  the  pressure  signal  by 
the  transmission  tube.  For  transients  such  as  surge/stall, 
combustor  or  augmentor  instabilities,  or  control  system 
responses,  a  frequency  response  up  to  a  hundred  hertz 
or  more  may  be  achieved  with  short  (about  10  cm  (4 
inch))  tube  lengths. 

Response  requirements  on  the  order  of  10  Hz 
for  engine  speed  and  augmentor  fueling  transients 
permit  the  use  of  longer  tubing.  Amplitude  attenuation, 
phase  shift,  and  acoustic  resonances  must  be  evaluated 
to  assure  that  limitations  are  understood  and  the  user's 
data  requirements  are  met.  Analytic  and  experimental 
techniques  for  determining  system  characteristics  are 
presented  in  Sections  4.2.2. 1  and  4.2.5. 

4,2. 1.5  Non-Resonant  System 
When  the  minimum  length  of  tubing  required  for 
installation  results  in  acoustic  resonances  in  the 
frequency  range  of  interest,  a  non-resonant  system  may 


be  necessary.  A  non-resonant  system  places  the 
transducer  as  close  as  possihle  to  the  sensor  hut  the 
transmission  tube  extends  beyond  the  transducer  a 
length  sufficient  to  eliminate  reflected  signals 
(I  ;ngth/diameter  greater  than  about  5000).  Resonances 
are  eliminated  due  to  the  damping  effect  of  the  long 
tube.  A  non-resonant  system  is  shown  schematically  in 
Figure  4.2-9.  The  transducer  is  flush  mounted  to  the 
side  of  the  transmission  tube  which  extends  several 
metres  in  additional  length.  The  tube  may  be  capped, 
connected  to  the  steady-state  data  system,  or  to  the 
reference  side  of  the  transducer  (see  Section  4.2.2. 3). 

Precise  response  characteristics  of  a 
non-resonant  system  are  difficult  to  predict  when  the 
tuhing  length  between  the  sensor  and  transducer  is 
longer  thar  several  centimetres.  Experimental 
evaluation  as  described  in  Section  4.2.5  is 
recommended.  The  length  between  the  sensor  end  and 
the  transducer  should  be  kept  as  short  as  possible  and 
equal  lengths  used  when  phase  relationships  between 
multiple  measurements  are  important.  Resonances  can 
result  from  discontinuities  in  the  tube  cross-sectional 
area,  sharp  bends,  and  defects  which  present  reflection 
surfaces  to  the  pressure  waves.  Attention  to  detail 
during  fabrication  and  bench  testing  can  reduce  the 
chances  of  this  becoming  a  prohlem. 

Two  examples  of  non-resonant  systems  are 
included  to  show  their  application  over  a  range  of  data 
requirements.  Figure  4.2-10  shows  a  radial  rake 
containing  total -pressure  sensors.  A  high-response 
transducer  is  flush  mounted  to  the  side  of  the  tube 
extending  from  each  sensor  and  continuing  out  of  the 
rake  to  the  steady-state  data  system.  The  tube 
connecting  the  sensor  to  the  steady-state  system  acts  as 
the  "infinite"  length  for  the  non-resonant  transient 
system.  In  this  example,  accurate  amplitude  and  phase 
response  are  maintained  up  to  about  500  Hz  as  a  result 
of  the  short  length  between  the  sensor  and  the 
transducer.  Notice  also  that  the  transducer  is  protected 
from  direct  exposure  to  impact  damage  and  can  be 
made  replaceable  without  removing  the  rake.  This 
installation  does  require  a  miniature,  high-response 
transducer  which  is  suhjected  to  the  temperature 
environment  within  the  rake  body  and  flow  path  air  on 
the  diaphragm. 

A  second  example  is  shown  in  Figure  4.2-1 1 . 
In  this  case  the  user's  requirement  is  to  monitor  for  the 
presence  of  augmentor  instability  with  a  known 
characteristic  frequency  on  the  order  of  a  few  hundred 
hertz.  The  precise  amplitude  of  the  instability  is  of 
secondary  importance  so  long  as  refe  operation  can  be 
maintained  based  on  previously  established  limits  for 


this  type  of  measurement.  The  use  of  a  non-resonant 
system  greatly  simplifies  installation  and  allows  the 
transducer  to  be  located  in  a  suitable  (cooled)  operating 
environment.  The  remotely  mounted  non-resonant 
system  works  well  in  this  example  where  uncertainty  in 
phase  is  not  important  and  the  amplitude  attenuation  is 
within  the  established  test  limits. 

4.2. 1.6  Differential  Pressure  System 
The  data  of  interest  may  be  a  differential  pressure 
rather  than  an  ahsolute pressure  level.  Examples  are  the 
difference  between  total  and  static  pressure  or  the 
pressure  drop  across  an  orifice.  When  the  differential 
pressure  is  only  a  fraction  of  the  absolute  pressure 
level,  the  uncertainty  resulting  from  comparing 
individual  measurements  may  be  unacceptably  large. 
Direct  measurement  of  the  differential  pressure  of 
interest  allows  the  instrumentation  system  to  be 
designed  for  the  lower  range  measurement  resulting  in 
significantly  improved  accuracy.  This  approach  is 
analogous  to  treating  one  of  the  pressures  as  the 
transducer  reference  (see  Section  4. 2. 2.3)  and  the  other 
as  the  sensed  pressure. 

An  example  of  the  transient  measurement  of  a 
differential  pressure  is  shown  in  Figure  4.2-12.  The 
measurement  of  interest  is  the  drop  in  fuel  pressure 
across  the  compressor  inlet  temperature  sensor  of  a 
hydromechanical  control  system.  The  pressure  drop  is 
proportional  to  the  temperature  of  the  air  surrounding 
the  sensor  and  represents  the  compressor  inlet  tempera¬ 
ture  input  signal  to  the  hydromechanical  control  unit. 

A  differential  pressure  transducer  is  close 
coupled  to  the  fuel  lines  connecting  the  temperature 
sensor  with  the  control  unit.  The  measured  pressure 
data  are  then  convened  to  temperature  units  using  the 
sensor  manufacturer's  calibration  data  Control  sensor 
response  during  engine  operation  can  be  evaluated  if 
independent  transient  measurements  of  compressor  inlet 
temperature  are  available.  Also,  control  system 
response  to  sensed  temperature  (input)  transients  can  be 
compared  to  the  predicted  behaviour  based  on  the 
known  temperature  input  signal. 

There  are  transducers  designed  specifically  for 
measuring  differential  pressures.  An  example  is 
included  in  Figure  4.2-3.  It  is  important  to  check  with 
the  manufacturer  before  selecting  a  transducer  when 
both  pressures  are  anticipated  to  be  changing  rapidly 
with  time.  The  response  characteristics  of  a  transducer 
to  fluctuating  pressures  on  the  reference  and  sensing 
sides  can  be  quite  different  iron,  the  steady  state 
calibrations. 
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4.2. 1.7  Engine  Control  Sensors 
Internal  engine  pressures  are  used  in  controlling  most 
engines.  These  control  pressures  can  often  be  tapped  as 
a  convenient  source  of  transient  data.  This  is  especially 
important  for  the  user  with  limited  ability  to  modify  or 
rework  engine  hardware  to  add  instrumentation. 

Hydromechanical  controls  use  the  actual 
pressure  signals  as  input  with  tubes  transmitting  the 
pressures  to  the  control  unit.  The  response 
characteristics  of  these  control  sensor  systems  are 
generally  well  understood  and  well  matched  to  engine 
transient  operation.  As  discussed  in  the  example  in 
Section  4. 2. 1 . 4,  transient  pressure  data  can  be  acquired 
by  installing  an  instrumentation  fitting  or  by  temporarily 
replacing  the  engine  control  tube  with  an  instrumented 
'slave*  tube.  Care  must  be  taken  not  to  disrupt  the 
normal  operation  of  the  control  system.  A  flush 
mounted  or  close-coupled  resonant  system,  which  does 
not  add  significant  volume  to  the  sensor  tube,  is  a  good 
choice. 

Engines  with  electrical  or  electronic  controls 
have  transducers  which  convert  pressures  to  electrical 
signals  for  use  within  the  control  unit.  For  these 
engines  it  may  be  possible  to  record  either  the  analog 
electrical  output  of  the  transducer  or  the  digitized  signal 
in  the  case  of  a  digital  control.  Again,  care  must  be 
taken  to  properly  isolate  the  engine  control  from  being 
influenced  by  the  presence  of  the  data  acquisition 
system.  The  user  should  be  aware  of  the  characteristics 
of  the  digital  control  data  such  as  update  rate  and  phase 
relationships  with  other  control  sensed  parameters 
which  may  also  be  recorded. 

Figure  4.2-13  shows  an  example  of  transient 
data  recorded  at  the  data  buss  interface  with  a  digital 
engine  control.  Compressor  discharge  pressure  (PS?)  is 
used  by  the  control  in  limiting  maximum  and  minimum 
fuel  flow  rates.  A  two-pulse  compressor  surge  can  be 
seen  clearly  during  the  initial  accei  from  idle  in  the 
example  of  engine  test  data  shown  in  the  figure.  The 
speed  and  fuel  flow  signals  in  the  figure  were  also 
acquired  from  the  engine  control. 

Control  system  parameters  and  their  use  in 
transient  engine  testing  are  discussed  further  in  Section 
4  7. 

4.2.2  Basic  Theory  of  Transient  Pressure 
Measurement 

4.2.2. 1  Transmission  Tube 

The  transmission  tube  must  transmit  the  pressure  signal, 
withoutunacceptabieamplitudeattenuation/amplification 
or  phase  shift,  from  the  sensor  to  a  transducer. 


Distortions  of  the  pressure  signal  result  from  the  tubing 
length  and  volumes  which  connect  the  sensor  port  to  the 
transducer.  For  the  transients  described  in  Section  2.2, 
the  required  maximum  frequencies  are  typically  less 
than  1  /rev  of  the  rotor  speed  but  the  amplitudes  can  be 
quite  large,  especially  at  the  lower  frequencies. 

4.2.2. 1.!  Amplitude  Attenuation  and  Phase  Shift 
Flush-mounted  systems  described  in  Section  4.2. 1.3 
completely  eliminate  the  transmission  tube.  The 
transducer  and  data  acquisition  system  become  the 
limiting  elements  providing  the  highest  frequency 
response  potential  with  the  minimum  amplitude  or 
phase  distortion.  In  practice  this  arrangement  is  not 
always  practical  due  to  the  limitations  discussed  in 
Sections  4.2.1. 3  and  4.2.3.  The  addition  of  a  tube 
and/or  volume  between  the  sensor  port  and  transducer 
can  result  in  amplitude  and  phase  shifts  in  the  pressure 
signal  at  the  transducer  relative  to  the  true  signal  at  the 
sensor  port. 

For  resonant  and  non-resonant  systems,  the 
time-variant  pressure  travels  as  a  compression  or 
rarefaction  wave  through  the  tube,  and  the  tube  volume 
fills  or  empties  with  large  pressure  changes  at  the 
sensor.  A  schematic  showing  system  elements  and 
effects  to  be  considered  is  given  in  Figure  4.2-14.  The 
behavior  of  all  but  the  simplest  systems  is  difficult  to 
predict  analytically  with  certainty.  Bench  testing  is 
useful  but  often  the  installed  operational  environment 
cannot  be  duplicated.  Therefore,  analytical  and 
experimental  techniques  typically  cannot  provide 
information  suitable  to  completely  “correct'  the 
measured  data.  Analysis  and  bench  test  results  establish 
a  confidence  level  which  can  be  quantified  for  inclusion 
in  the  uncertainty  analysis  described  in  Section  3. 

A  variety  of  analytical  models  have  been 
developed  to  predict  response,  at  the  termination  or 
intermediate  points  of  fluid  systems  made  up  of  tubing 
and  cavities,  to  a  changing  pressure  at  the  entrance. 
The  following  references  are  included  to  aid  the  user  in 
selecting  a  suitable  analytical  approach  for  his  specific 
application.  All  methods  are  based  on  fundamental 
fluids  equations  (Navier-Stokes,  continuity,  energy,  and 
slate  equations)  and/or  analogies  to  other  physical 
systems  (electrical,  mechanical).  Simplifying 
assumptions  are  made  in  all  cases  so  that  practical 
solutions  may  be  obtained.  Many  of  the  references 
include  examples  and  comparisons  with  experimental 
results.  The  user  is  encouraged  to  carefully  review  the 
derivations,  assumptions,  and  limits  of  applicability 
included  in  the  references.  Keep  in  mind  that  the 
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response  of  a  system  will  vary  with  tube  geometry, 
fluid  properties,  and  the  specific  nature  of  the  pressure 
signal  such  as  frequency,  amplitude,  and  shape  of  the 
pressure  waveform.  Whenever  doubt  exists  as  to  the 
suitability  of  the  measurement  system  for  the  specific 
user  requirement,  the  experimental  techniques  discussed 
in  Section  4.2.5  should  be  employed. 

Reference  4.2.3: 

o  Based  on  equations  for  unsteady,  compressible, 
laminar  flow  in  circular  tubes  of  a  constant 
volume  system.  See  Figure  4.2-15  for  sketch 
of  system  and  output  format, 
o  Analog  computer  used  to  solve  equation, 

o  Experimental  verification  presented, 

o  Sped  fic  application  in  the  reference  is  pressure 
measurement  in  intermittent  wind  tunnels. 

Reference  4.2.4: 

o  Based  on  one-dimensional  equations  with 
nonlinear  terms  in  continuity  and  momentum 
equations,  viscous  effects  handled  in  a 
quasi-steady  manner. 

o  Equations  reduced  to  ordinary  nonlinear 

differential  difference  equations, 
o  Experimental  verification  presented. 

Effects  of  line  length  and  diameter,  chamber 
volume,  and  pressure  step  magnitude  and 
direction  are  given.  See  Figure  4.2-16  for 
sketch  of  system  and  output  format, 
o  Specific  application  in  the  reference  is  for  long 
line  lengths  (greater  than  30  metres  (100  ft)). 

Reference  4.2.5  . 

o  Pressure  propagation  through  thin  circular 

tubes  with  connected  volumes.  Based  on 
fundamental  flow  equations.  Explicit  formulae 
are  developed  for  a  single  tube-volume  and  for 
a  tube-volume-tube-volume  system  with  sinu¬ 
soidal  input.  See  Figure  4.2-17  for  sketch  of 
system  and  output  format, 
o  Experimental  venfications  presented, 

o  Specific  application  in  the  reference  is  the 
measurement  of  pressure  distributions  on 
oscillating  windtunnel  models. 

Reference  4.2.6. 

o  Single  tube  and  cavity  systems  filled  with  a 
liquid.  Based  on  energy  methods.  See  Figure 
4.2-18  for  sketch  of  system, 
o  Estimation  of  damping  ratios  and  natural 

frequencies  for  a  first  order  system 


Reference  4.2.7: 

o  Application  of  Reference  4.2.5  equations  to 
short  (2.54  cm  (1  in))  probes.  See  Figure 
4.2-19  for  sketch  of  system  and  output  format, 
o  Experimental  verification  presented, 

o  Effects  of  probe  configurations  for  particle 

impingement  protection  and  variations  in 
entrance  flow  area. 

o  Includes  computer  program  listing  for  solutions 
to  equations. 

Reference  4.2.8: 

o  Steady-state  equations  developed  based  on 

empirical  observations  describing  flow  through 
a  tube  and  then  extended  into  a  quasi-steady 
analysis  of  the  transient  flows  when  the  system 
is  closed  on  one  end. 

o  Comparisons  with  experimental  results  for 

impulse,  continuous,  and  shock-type  inlet 
pressure  transients.  See  Figure  4.2-20  for 
sketch  of  system  and  output  format 
Specific  application  in  the  reference  is  for 
missile  pressure  sensing  systems. 

Reference  4.2.9: 

o  Method  for  predicting  amplitude-frequency 

response  of  blocked  pneumatic  lines  for  signal 
frequencies  higher  than  the  characteristic 
frequency  of  the  system.  See  Figure  4.2-21  for 
output  format. 

o  Based  on  electrical  analogy, 

o  Experimental  verification  presented, 

o  Nomograph  method  is  presented  for  first  order 

approximation. 

Reference  4.2. 10: 

o  Application  of  methods  from  various 

referenced  sources  to  some  specific  problems. 
Solutions  to  time  responses  of  a  capillary 
connected  to  a  relatively  large  volume  and  for 
a  system  of  tubing  only  filled  with  gas  or 
liquid.  See  Figure  4.2-22  for  output  format, 
o  Worked  out  examples. 

4.2.2. 1.2  System  Resonances 
The  natural  or  resonant  frequency  of  the  probe  and 
transmission  tube  must  be  kept  well  above  the  range  of 
interest  to  the  user  so  that  false  indications  and 
amplification  of  the  actual  pressure  signal  are  avoided. 
A  first  approximation  of  the  fundamental  frequency  of 
a  resonant  system  with  no  cavity  (volume)  at  the  end 
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can  be  obtained  using  the  expression  for  a  standing 
wave  in  an  open-closed  pipe. 

f.  -  4.2-1 


where:  f„  =  resonant  frequency 
a  =  speed  of  sound 
L  =  length  of  tube 

Some  sensor/probe  configurations  include  a 
blockage  in  the  tube  ahead  of  the  transducer  to  prevent 
particle  impingement  damage.  The  acoustic  resonance 
due  to  communication  of  the  cavity  created  between  the 
transducer  and  the  blockage  with  the  external  air,  is 
analogous  to  a  spring-mass  system  and  is  called  a 
Helmholtz  resonance.  The  resonant  frequency  for  such 
a  configuration  is  given  in  Reference  4.2. 1 1  by 

f  ,J_  [a  4.2-2 

*  2n  \  LV 

with  the  configuration  as  shown  in  Figure  4.2-23. 

To  assure  a  flat  response,  the  predicted 
resonant  frequency  of  the  system  should  be  kept  at  least 
five  times  above  the  highest  frequency  of  interest  to  the 
user.  Filtering  techniques  should  be  employed  as 
discussed  in  Section  4.2.4. 3  to  remove  data  which  are 
outside  the  flat  response  range  of  the  instrumentation 
system. 

Unexpected  resonances  in  non-resonant  systems 
can  result  from  discontinuities  in  cross-sectional  area, 
sharp  bends,  or  defects  in  the  tubing  which  act  as 
reflection  surfaces.  These  should  be  avoided  through 
care  in  the  design  and  manufacture  of  the  system.  The 
example  shown  in  Figure  4.2-24  is  the  measured 
response  of  two  non-resonant  systems  of  the  type 
discussed  in  Section  4.2. 1.5.  Note  the  expected  rolloff 
(amplitude  attenuation)  above  500  Hz  due  to  the 
damping  effect  of  the  tube.  The  system  made  with 
tubing  which  was  not  deburred  shows  significant 
resonances  in  the  range  below  500  Hz.  This  example 
points  out  the  importance  of  experimentally  verifying 
the  performance  of  the  system  to  avoid 
misinterpretation  of  the  data  obtained. 

4.2.2.2  Tronsductr  Chamcltrisrics 

The  transducer  specification  sheet  shown  in  Table  4.2-1 

is  typical  of  whet  is  available  from  manufacturer's 


literature.  Reference  4.2. 1  gives  good  explanations  for 
many  of  the  characteristics  which  are  important  in  the 
selection  of  a  transducer  for  transient  pressure 
measurements.  A  portion  of  the  text  taken  directly  from 
Section  5.3.4  of  Reference  4.2. 1  is  included  below. 

RANGE:  Most  manufacturers  recommend  a  maximum 
pressure  based  on  a  specified  departure  from  lineai 
response.  Ordinarily,  a  transducer  should  be  selected 
which  will  operate  for  the  given  test  at  50  to  90  percent 
of  its  full  scale  range. 

OVERRANGE:  This  is  usually  the  maximum  pressure 
the  transducer  can  sustain  without  damage.  Overrange 
operation  can  result  in  calibration  shifts  in  some 
transducers.  Where  overrange  operation  is  necessary, 
some  transducers  provide  positive  stops  to  avoid 
distressing  the  diaphragm,  or  other  mechanical  member. 
REFERENCE  PRESSURE:  Arrangements  available 
include:  gauge  -  referenced  to  ambient  through  an  open 
tube,  absolute  -  referenced  to  zero  in  a  sealed  internal 
cavity,  differential  -  referenced  to  a  second  pressure 
source.  Some  transducers  are  provided  with  sealed 
internal  gauge  references. 

SENSITIVITY:  Electric  output  per  unit  pressure  input 
such  as  millivolts  per  kPa  (mv/psi).  [Normally  defined 
for  a  specified  excitation  voltage.]  Usually  refers  to  the 
average  value  over  the  c  perating  range. 

RESONANCE  FREQUENCY.  In  a  diaphragm 
transducer,  the  resonant  frequency  of  the  diaphragm. 
For  non-steady  measurements,  the  resonant  frequency 
should  be  typically  five  times  the  maximum  frequency 
to  be  measured.  In  steady-state  measurements,  it  is  only 
necessary  to  ensure  that  excitation  of  the  transducer 
resonant  frequency  is  avoided. 

OUTPUT  IMPEDANCE:  Important  for  the  design  of 
the  data  acquisition  system.  Affects  input  filter 
characteristics. 

NON-LINEARITY :  A  variety  of  specific  definitions  are 
used  but  typically  refers  to  the  maximum  deviation  of 
any  calibration  points  from  a  beat  straight  line  Ft. 
Where  detailed  calibration  curves  are  used  linearity  may 
not  be  ax  important  as  stability  of  the  calibration. 
HYSTERESIS:  This  is  the  tendency  of  the  transducer 
to  produce  a  different  output  when  a  give  pressure  is 
approached  from  a  higher  value  or  a  lower  value.  It  can 
have  a  number  of  specific  definitions  but  is  typically 
quoted  as  the  maximum  difference  to  be  expected  in 
percent  of  full  scale. 

TEMPERATURE  RANGE:  This  can  mean  either  the 
temperature  range  over  which  the  stated  transducer 
specifications  are  valid  or  alternatively  the  range  over 
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which  the  transducer  can  operate  without  damage,  m 
transducers  having  huilt-in  temperature  compensation, 
the  former  is  frequently  called  the  compensated 
temperature  range  and  the  latter  the  operating 
temperature  range.  The  upper  and  lower  temperature 
limits  are  used  to  specify  the  range;  and,  where  the 
exact  meaning  is  not  clear,  one  should  check  with  the 
manufacturer. 

THERMAL  SENSITIVITY  SHIFT:  All  pressure 
transducers  exhibit  more  or  less  temperature 
dependence  and  most  include  some  huilt  in  means  of 
compensation.  The  remaining  effects  are  specified  as 
percent  change  in  sensitivity  over  the  given  temperature 
range. 

THERMAL  ZERO  SHIFT:  In  addition  to  the  sensitivity 
shift,  most  transducers  exhihit  a  temperature  dependent 
zero  shift  which  requires  internal  compensation.  The 
residual  effect  is  again  typically  specified  as  max.  zero 
shift  over  the  operating  temperature  range. 
ACCELERATION  SENSITIVITY:  Most  transducers 
are  more  or  less  sensitive  to  shock  and  mechanical 
strains.  One  of  several  indicators  of  such  sensitivity  is 
this  specification  given  as  percent  full  scale  per 
acceleration. 

MEDIA  COMPATIBILITY:  Since  some  portion  of  the 
sensitive  part  of  the  transducer  must  come  in  contact 
with  the  medium  in  which  the  pressure  is  to  be 
measured,  restrictions  are  frequently  placed  on  the 
nature  of  this  medium.  In  gas  turhine  applications,  the 
transducer  must  be  tolerant  of  water  and  combustion 
gases.  Transducers  designed  for  use  with  liquid  water, 
fuel,  or  oil  art  sometimes  referred  to  as  'wet' 
transducers. 

ACCURACY:  The  meaning  of  the  term  'accuracy' 
sometimes  specified  by  the  transducer  supplier  should 
be  obtained  from  that  supplier.  It  frequently  is  defined 
as  the  root  sum  square  of  linearity,  hystere-.s,  and 
repeatability  as  obtained  under  sene  prescribed 
conditions  in  the  supplier  laboratory  tests.  The  user 
should  consider  it  as  a  guide  only  and.  in  any  given 
measurement  system,  the  'uncertainty'  attrihutable  to 
the  transducer  should  be  obtained  via  the  defined 
measurement  process  and  calibration  hierarchy  as 
described  elsewhere  in  this  document. 
PRECISION/REPEAT  ABILITY :  Again,  the  transducer 
supplier  should  be  queried  for  the  specific  definition 
when  these  terms  are  included  in  the  transducer 
specification  Within  the  measurement  uncertainty 
protocol  used  in  this  document,  this  normally  should  be 
the  'precision  error'  obtained  by  the  supplier  in  his 
own  evaluations  and  should  V  used  as  a  guide  only. 


TV  transducer  characteristics  listed  above  are 
important  considerations  in  the  selection  of  a  transducer 
hut  are  not  sufficient  in  themselves  to  allow  the 
accuracy  of  a  transducer  to  be  deduced.  The  tiansducer 
sensitivity  and  null  output  are  affected  by  temperature, 
vibration  and  mechanical  loading  so  that  calibrations 
should  be  evaluated  in  the  environment  of  actual  use. 
In-place  calibrations  are  discussed  in  Section  4.2.5  but 
are  usually  not  practical  under  actual  test  conditions 
(engine  running).  The  data  provided  in  the 
manufacturer's  specifications  plus  experimentally 
derived  characteristics  (see  Section  4.2.5)  must  be 
considered  for  the  anticipated  test  environment  to 
determine  the  sources  and  magnitudes  of  calibration 
errors  for  the  uncertainty  analysis  described  in  Section 
3. 

The  selection  of  a  transducer  for  the  transient 
pressure  measurement  system  should  be  made 
considering  the  user's  data  objectives  and  consistent 
with  the  overall  characteristics  of  the  measurement 
system.  The  transducer  generally  will  not  be  the 
limiting  element  for  frequency  response  since  those 
available  (as  indicated  in  Table  4.2-1)  have  resonant 
frequencies  far  above  that  required  for  the  types  of 
transient  tests  described  in  Section  2.2.  Pressure  range, 
installation  considerations,  and  operating  environment 
will  usually  dictate  the  selection.  It  should  be 
remembered  that  the  smaller  and  higher-response 
transducers  are  typically  more  expensive,  less  accurate, 
and  less  rugged  than  larger  units.  Miniature  transducers 
should  be  used  only  when  required  hy  installation 
constraints. 

Over-specification  of  transducer  requirements 
can  actually  compromise  data  quality.  An  example  is 
the  case  where  the  stated  frequency  response 
requirement  is  unnecessarily  high.  The  stated 
requirement  might  lead  to  a  design  using  flush 
mounted,  miniature  transducers  exposed  to  severe 
temperature  excursions  during  the  transient  tests.  This 
instrumentation  would  probably  result  in  data  with  a 
relatively  large  uncertainty  due  to  the  unpredictable 
impact  of  temperature  on  the  pressure  measurement. 
The  complexity  and  cost  of  the  instrumentation  could 
also  be  higher  than  what  it  takes  to  meet  the  actual 
frequency  requirement,  A  realistic  requirement  could 
possihly  be  met  with  a  resonant  or  non-resonant  system 
using  more  accurate  and  lower  cost  transducers  in  an 
accessible  location  where  temperature  can  be  controlled. 

Selection  of  a  transducer  should  be  made  as 
part  of  the  system  design  process  with  full  knowledge 
of  Ihe  data  requirements  and  the  impact  of  the 


4-22 


transducer  characteristics  on  the  system’s  ability  to  meet 
those  requirements. 

4.2.2.3  Reference  Systems 

The  transducer  output  is  proportional  to  the  pressure 
differential  across  a  deflecting  mechanical  member 
(diaphragm).  Thus  far  in  Section  4.2,  discussion  has 
focused  on  the  pressure  on  the  sensing  side  of  the 
transducer  diaphragm.  The  pressure  on  the  reference 
side  is  also  a  key  consideration  in  transient  pressure 
measurement  and  several  options  are  described  in  the 
following  paragraphs. 

4.2.2.3.1  Absolute  Pressure  Transducer 

Many  transducers  are  manufactured  with  an  evacuated 
cavity  (pressure  <  0. 1  kPa)  on  the  reference  side  of 
the  diaphragm.  This  type  is  referred  to  as  an  absolute 
transducer  with  the  output  proportional  to  the  absolute 
level  of  the  sensed  pressure.  The  absolute  transducer 
has  the  advantage  that  the  reference  condition  is  always 
known  and  does  not  change.  The  disadvantage  is  that 
the  transducer  range  must  be  sufficient  to  cover  alt 
pressure  levels  for  the  testing  of  interest  to  the  user. 
This  can  result  in  relatively  lower  output  signal  levels 
when  the  sensed  pressure  is  low  or  when  the  amplitude 
fluctuations  in  the  sensed  pressure  are  small.  These 
conditions  should  be  identified  in  the  user's 
requirements  (see  Section  4.2.3)  and  considered  when 
selecting  the  transducer.  Amplifier  gain  settings  can  be 
adjusted  to  match  the  transducer  output  and  operating 
pressure  level  to  the  recorder  range  for  specific  portions 
of  the  testing.  However,  this  may  disrupt  testing  and 
should  be  considered  only  when  necessary.  The 
maximum  operating  pressure  anticipated  must  also  be 
considered  to  avoid  damaging  the  transducer.  A  shutoff 
valve  in  the  sensing  tube  can  be  used  to  protect  a  low 
range  transducer  during  operation  at  high  pressure 
levels.  Also,  when  required,  transducers  are  available 
with  mechanical  overrange  protection  features.  These 
steps  are  not  required  for  all  applications  and  adequate 
quality  data  can  often  be  obtained  using  absolute 
transducers. 

4.2.2.3.2  Floating  Reference  Pressure 

The  maximum  differential  pressure  across  the 
transducer  diaphragm  can  be  reduced  by  treating  the 
reference  pressure  as  a  variable  in  the  instrumentation 
design  process.  A  transducer  with  this  capability  has  a 
tube  or  fitting  connected  to  the  reference  pressure  side. 
The  reference  side  can  be  connected  to  wnitever  source 
provides  the  desired  characteristic.  The  transducer 


reference  is  often  vented  to  the  ambient  (test  cell) 
environment  which  changes  with  operating  condition  so 
that  the  differential  pressure  across  the  transducer  is 
less  than  the  absolute  pressure  level.  This  works  well 
in  altitude  facilities  when  the  testing  includes  significant 
variations  in  ambient  pressure.  The  disadvantage  is  that 
the  reference  pressure  must  also  be  monitored.  If 
absolute  pressure  is  the  desired  measurement,  it  can  be 
calculated  by  adding  the  sensed  (differential)  pressure 
to  the  independently  measured  reference  pressure.  This 
becomes  more  of  a  problem  when  the  reference  is 
vented  to  an  area  where  pressure  is  not  constant  during 
test  transients.  A  separate  transient  pressure 
measurement  system  may  now  be  required  to  record  the 
reference  pressure.  For  multiple  differential  pressure 
measurements,  the  reference  sides  may  be  manifolded 
together.  This  configuration  assures  that  all 
measurements  are  referenced  to  the  same  pressure  and 
minimizes  the  number  of  measurements  required  to 
monitor  the  reference  pressure. 

When  a  very  small  pressure  differential  must 
be  maintained  across  the  transducer,  the  reference  side 
may  be  connected  to  the  same  pressure  source  as  the 
sensing  side.  A  delay  in  the  reference  side  response  to 
a  changing  pressure  at  the  sensor  results  in  a 
differential  pres  jre  across  the  transducer.  The  delry  is 
achieved  by  use  of  long  tubing  lengths  or  a  volume  and 
orifice  between  the  sensed  pressure  and  the  reference 
side  pressure.  This  configuration  is  in  effect  a 
pneumatic  high-pass  filter.  The  response  characteristics 
of  this  configuration  must  be  evaluated  experimentally 
and  understood  to  avoid  misinterpretation  of  the  data. 
The  advantage  is  that  a  low  range  transducer  can  be 
used  to  sense  small  pressure  fluctuations  at  elevated 
pressure  levels.  An  example  of  this  configuration  is  the 
non-resonant  system  with  the  end  of  the  tube 
downstream  of  the  coils  attached  to  the  reference  side 
of  the  transducer.  This  is  shown  schematically  in  Figure 
4.2-25. 

4.2.2.3.3  Controlled  Reference  Pressure 
Another  advantage  of  the  transducer  with  a  reference 
tube  is  the  potential  to  apply  a  pressure  to  the  reference 
side  with  the  system  installed  on  the  engine  This  is 
beneficial  during  checkout  and  troubleshooting  and  can 
be  used  for  calibration  (see  Section  4.2.5).  An 
extension  of  this  idea  is  to  connect  the  reference  tube  to 
a  source  which  can  be  remotely  adjusted  to  best  meet 
the  requirements  of  specific  test  conditions.  One 
approach  to  this  is  the  "zero-operate-calibrate'  (ZOC) 
system  shown  in  Figure  4.2-26. 


This  system  has  three  remotely  selectable 
operating  modes.  The  "operate'  mode  provides  an 
adjustable  reference  pressure  which  is  set  to  meet  the 
particular  test  requirements.  This  would  normally  be  the 
mode  used  during  testing/data  acquisition.  The  "zero" 
mode  connects  the  sensed  pressure  to  the  reference  side 
as  discussed  in  Section  4. 2. 2. 3.2.  Th  s  mode  can  be 
used  when  pneumatic  AC  coupling  is  desired  or  during 
calibration  to  check  or  adjust  the  null  output  of  the 
transducer  at  a  condition  of  zero  pressure  differential. 
The  "calibrate"  mode  is  a  second  reference  pressure 
level  which  can  be  used  in  conjunction  with  the 
"operate"  and  "zero"  modes  to  establish  the  overall 
system  sensitivity.  This  can  be  done  installed  and  with 
the  engine  operating  at  test  conditions  so  that  all 
elements  of  the  instrumentation  system  are  included. 

Much  simpler  systems  can  be  used  when  the 
complexity  of  a  ZOC  system  is  not  warranted.  The 
simplest  may  be  a  tank  or  manifold  which  is  charged 
with  a  known  pressure  and  to  which  the  reference  tube 
is  connected.  \  potential  problem  with  reference 
pressure  systems  is  leakage.  When  the  reference 
pressure  is  not  equal  to  the  ambient  environment  of  the 
transducer,  leakage  in  the  reference  tube  can  cause  the 
actual  pressure  on  the  reference  side  of  the  transducer 
to  be  different  from  that  measured  in  the  reference  tank 
or  manifold.  This  problem  may  go  unnoticed  and  care 
should  be  taken  to  leak-check  the  system  before  and 
after  testing. 

4.2.3  Advantages  and  Disadvantages 
The  advantages  and  disadvantages  of  the  different  types 
of  transient  pressure  instrumentation  systems  are 
summarized  in  Table  4.2-2  as  an  aid  in  selecting  the 
system  which  best  meets  a  specific  user's  objectives.  A 
flush-mounted  transducer  offers  the  advantage  of  the 
highest  potential  frequency  response  capability.  Signal 
distortions  associated  with  transmission  tubing  and 
volumes  are  eliminated.  The  disadvantages  stem  from 
the  need  to  mount  the  transducer  directly  to  the  sensor. 
Space  and  accessibility  are  typically  constraints  which 
may  be  prohibitive  or  at  least  necessitate  the  use  of 
miniature  transducers.  The  smaller  transducers 
generally  are  more  expensive,  more  fragile,  and  less 
accurate.  Direct  exposure  to  the  fluid  being  measured 
can  present  problems  of  contamination,  corrosion,  or 
particle  impingement  damage  to  the  transducer. 
Temperature  variations  of  the  fluid  contacting  the 
transducer  can  also  impact  measurement  accuracy. 

Most  of  the  disadvantages  of  flush  mounting 
can  be  reduced  with  a  resonant  system  employing  a 
transmission  tube  which  allows  the  transducer  to  be 


located  in  a  more  convenient  place.  Larger,  more 
rugged,  and  more  accurate  transducers  can  often  be 
used  enhancing  system  performance  and  reliability. 
Techniques  for  controlling  the  transducer  operating 
environment  (temperature)  are  more  readily  applied. 
External  mounting  locations  also  allow  access  to  the 
transducer  for  checkout,  calibration,  or  replacement. 
The  disadvantage  with  these  systems  is  the  signal 
distortion  resulting  from  the  transmission  tube  and 
volumes.  Acoustic  resonances  limit  the  useful  frequency 
range  of  systems  with  relatively  short  tubes  where 
viscous  damping  effects  are  not  large.  These  resonant 
frequencies  must  be  determined  by  the  techn; 
discussed  in  Sections  4.2.2. 1  and  4. 2.5. 3  to 
problems  with  interpretation  of  the  data.  Systems  with 
long  tubing  lengths  or  very  small  (capillary)  tubes  and 
volumes  at  the  transducer  can  have  significant  viscous 
damping  effects.  The  response  will  be  like  a  first  order 
system  with  the  disadvantages  of  signal  amplitude 
attenuation  and  phase  shift.  These  effects  must  also  be 
carefully  evaluated  as  discussed  in  Sections  4.2.2. 1  and 
4. 2.5.3. 

Sometimes  the  required  tubing  length  is  too 
long  to  avoid  resonances  in  the  frequency  range  of 
interest  and  additional  damping  from  a  longer  tube 
would  result  in  unacceptable  amplitude  attenuation  and 
phase  shift.  A  non-resonant  system  can  be  employed 
with  the  advantage  of  eliminating  the  acoustic 
resonances  associated  with  the  length  of  tubing  between 
the  sensor  and  transducer.  The  response  characteristics 
of  this  configuration  can  be  evaluated  using  the 
experimental  techniques  of  Section  4. 2.5. 3. 

A  differential  transducer  should  be  used  when 
the  measurement  of  interest  is  a  relatively  small 
difference  between  two  pressures.  A  disadvantage  for 
higher  frequency  data  requirements  is  that  the  response 
characteristics  of  the  two  sides  of  the  transducer  may 
not  be  the  same.  The  manufacturer  should  he  consulted 
if  this  is  a  concern.  Also,  a  second  measurement  is 
required  if  the  absolute  pressure  is  of  interest. 

The  major  advantages  to  using  control  signals 
as  transient  pressure  measurement  sources  are  that  they 
are  in  place,  often  relatively  easy  to  access,  and  their 
response  characteristics  should  be  well  understood.  On 
the  other  hand,  the  response  characteristics  cannot  be 
changed  and  might  not  meet  the  user's  requirements. 
Care  must  be  taken  not  to  alter  the  normal  operation  of 
the  engine  and  control  as  a  result  of  instrumentation 
application. 

The  advantages  and  disadvantages  of  the 
various  types  of  transient  pressure  measurement  systems 
must  really  be  viewed  with  respect  to  the  specific 


requirements  identified  by  the  user.  The  user  must 
specify  the  requirements  in  such  a  manner  that  they  can 
be  used  in  the  process  of  selecting  a  measurement 
system.  The  following  guidelines  are  suggested  for 
specification  of  requirements. 

DESCRIPTION  OF  CONDITIONS  AT  THE  SENSOR: 

1.  Identify  where  in  the  engine  and  what  type  of 
pressure  is  to  be  sensed.  Engine  station  or  axial 
location,  flowpath,  wall  or  immersion,  and  static  or 
total  pressure  must  be  specified.  If  there  is  an  existing 
probe/sensor  or  potential  access  through  a  borescope 
plug,  instrumentation  fitting,  bleed  port  cap,  etc., 
include  this  information.  A  verbal  or  written  description 
of  the  pressure  or  physical  phenomena  of  interest  is 
often  helpful  to  the  instrumentation  designer. 

2.  Describe  the  type  of  testing  planned  and  the  engine 
responses  anticipated.  Provide  a  copy  of  the  test  plan 
or  matrix  and  test  procedures  to  be  used.  Are  the  events 
of  interest  planned  or  is  the  intent  to  monitor  for 
unplanned  events? 

3.  Define  the  anticipated  ranee  of  pressures, 
temperatures,  and  local  Mach  numbers  at  the  sensor 
location.  The  ranges  should  cover  all  conditions 
anticipated  at  the  sensor  location.  Consider  inlet 
temperature  and  pressure  conditions  to  be  tested, 
operating  speed  range  including  shutdown  and 
overspeed  if  appropriate,  and  off-design  operation 
anticipated  such  as  surge,  stall,  flameout,  fuel  steps,  or 
other  severe  transients. 

4.  Define  the  frequency  and  amplitude  of  pressure 
transients  w_h|c(i  will  result  ffPff  the  testmg..dcfiped  in 
3  above.  Generally  each  type  of  test  or  procedure  to  be 
performed  will  have  its  own  representative  transient 
pres*  are  characteristics.  Provide  as  much  detail  as 
possible,  examples  of  previous  test  results  may  be 
helpful. 

DATA  REQUIREMENTS: 

•  Scssify  ■hgw.ili'Ldate-ireJg  h?  doglnsd/rocordyl. 

Indicate  whether  analog  or  digital  data  are  required  and 
what  the  intended  display  and/or  recording  systems  will 
be.  Specify  whether  the  data  must  include  the  DC  (low 
frequency)  component  or  if  it  is  sufficient  to  obtain 
high-pass  filtered  results. 

2.  Specify  the  pressure  raneefs)  of  interest,  The  range 
may  be  less  than  what  is  described  in  3  above  when 
there  are  anticipated  engine  operating  conditions  or 
transients  which  are  not  of  interest  to  the  user.  The  data 
requirements  may  need  io  be  broken  down  into  more 
than  one  pressure  range  such  as  for  starting  and  low 
speed  versus  high  speed  or  high  altitude/low  Mach 


versus  low  altitude/high  Mach  inlet  conditions.  It  can  be 
useful  to  specify  data  ranges  for  the  type  of  testing 
included  in  the  test  plan  mentioned  in  2  above. 

3.  Specify  the  frequency  response  requirements  and 
associated  fluctuating  amplitudes.  Provide  realistic 
amplitude,  phase  shift  and  frequency  requirements 
consistent  with  the  conditions  described  in  4  above  and 
the  intended  use  of  the  data.  Specify  the  desired 
accuracy  and  also  the  maximum  uncertainty  that  may 
be  acceptable.  Give  the  instrumentation  designer 
sufficient  information  for  trade-off  studies  and  decision 
making.  If  requirements  vary  significantly  for  different 
types  of  testing,  then  specify  requirements  individually 
for  each. 

4.  Describe  briefly  how  the  data  are  to  be  used.  The 
instrumentation  designer  is  better  able  to  make  decisions 
and  suggestions  when  he  understands  how  the  data  are 
to  be  used.  Not  only  those  things  which  the  user  sees  as 
requirements  should  be  communicated  to  the 
instrumentation  designer  but  also  any  items  which  the 
user  does  not  consider  important  This  can  prevent 
compromises  in  system  performance  resulting  from 
requirements  which  are  perceived  but  do  not  actually 
exist. 

The  key  advantages  and  disadvantages  of  the 
different  types  of  transient  pressure  measurement 
systems  arc  indicated  in  Table  4.2-2.  The  comments  in 
the  table  i  re  relative  and  should  not  be  interpreted  as 
absolutes.  The  information  in  Table  4.2-2  is  indicative 
of  the  types  of  trade-offs  and  decisions  that  face  the 
instrumentation  designer.  Other  factors  to  be  considered 
are  the  cost  and  availability  of  transducers, 
compatibility  with  available  signal  conditioning, 
durability,  data  display,  terminal  devices,  and  allowable 
engine  modification  or  access.  All  of  these  should  be 
considered  relative  to  the  user’s  requirements,  with 
on-going  communication  during  the  instrumentation 
system  design  process,  to  arrive  at  a  best  solution. 

4.2.4  Signal  Conditioning 
Sections  4.2. 1  through  4.2.3  dealt  with  the  elements  of 
the  transient  pressure  measurement  system  which 
transmit  tbe  pressure  from  the  sensor  to  the  transducer 
and  with  the  transducer  which  converts  the  pressure  to 
an  electrical  signal.  In  this  section,  tbe  additional 
system  elements  shown  in  Figure  4.2-1  will  be 
discussed. 

Signal  conditioning  requirements  for  transient 
pressure  measurements  should  be  considered  as  part  of 
the  overall  system  design.  The  user's  data  objectives,  as 
discussed  in  Section  4.2.3,  available  resources,  and  the 
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extent  of  allowable  engine  modifications  will  guide  the 
designer  in  determining  the  most  appropriate 
instrumentation  configuration.  Selection  of  a  power 
supply,  amplifier,  and  filter(s)  follow  directly  from  the 
user's  data  objectives  or  are  dictated  by  the  selection  of 
other  elements  of  the  system. 

4.2.4. 1  Power  Supply 

A  power  supply  (typically  constant  DC  voltage)  is 
required  for  excitation  of  the  transducer.  In  general  tbe 
selection  of  a  transducer  will  dictate  the  power  supply 
requirements  but  available  resources  and  impact  on 
overall  system  performance  should  be  considered  early 
in  the  design.  The  transducer  output  will  be  directly 
proportional  to  the  excitation  voltage  as  indicated  by  the 
output  level  of  the  transducer  specifications  in  Table 
4.2-1.  As  high  an  output  as  possible  is  generally 
desirable  since  the  amplification  (see  Section  4.2.4.2) 
required  to  match  tbe  full  scale  input  range  of  the 
terminal  device  is  proportionately  reduced.  The 
manufacturer's  specification  should  indicate  the 
allowable  excitation  levels  but  most  transducer 
characteristics  are  given  only  at  one  excitation  voltage. 
The  manufacturer  should  be  consulted  regarding  the 
impact  of  different  excitation  levels  on  the 
characteristics  of  the  transducer. 

The  primary  consideration  in  power  supply 
performance  is  stability  and  noise  level  of  the  excitation 
signal.  A  battery  can  provide  excellent  excitation  since 
it  is  completely  isolated  from  external  noise  sources  and 
provides  essentially  constant  DC  voltage  to  the 
transducer  over  its  useful  life.  However,  a  battery  may 
not  be  suitable  when  battery  life  becomes  limiting  or 
when  current  requirements  exceed  battery  capability. 

Instrument  power  supplies  are  available  with  a 
variety  of  features.  A  typical  example  of  a  transducer 
power  supply  is  shown  schematically  in  Figure  4.2-27. 
The  primary  problem  with  instrument  power  supplies 
which  should  be  avoided  is  capacitive  coupling  to  other 
elements  of  the  system,  primarily  to  the  power  line  and 
ground.  This  subject  (discussed  in  Reference  4.2.12) 
should  be  reviewed  for  each  installation  to  minimize 
noise  in  the  data.  Communication  with  the  power 
supply  manufacturer  is  recommended. 

4.2.4.2  Amplification 

Even  'high-output*  transducer  signal  levels  (usually  in 
the  millivolt  range)  may  be  low  compared  to  typical 
input  voltage  ranges  of  the  terminal  device  (typically  a 
data  acquisition  system).  Amplification  of  the 
transducer  output  signal  may  therefore  be  required  to 


avoid  recording  a  data  signal  which  is  small  compared 
to  the  noise  level  of  the  recording  system.  The  required 
amplification  can  be  calculated  by  dividing  the  recorder 
full  scale  voltage  by  the  transducer  output  at  the  highest 
anticipated  pressure  level.  The  pressure  level  is 
estimated  from  the  user’s  requirements  (see  Section 
4.2.3)  and  the  corresponding  transducer  output  is 
calculated  from  tbe  transducer  output  characteristic 
(transducer  specification)  and  the  excitation  voltage. 
This  relationship  is  indicated  in  the  equation  below: 

AVID_  REC  RANGE  x  1000 
'  TRANS  SENS  x  MAX  PRESS 

4.2-3 

required  amplification 
full  scale  voltage  range 
of  recorder 

transducer  sensitivity 
(mv/unit  pressure)  at  a 
defined  excitation 
voltage  from  power 
supply 

highest  anticipated 
pressure  sensed  by 
transducer 

Noise  is  introduced  by  each  element  in  the 
system.  The  noise  contributed  by  the  recorder  is 
typically  a  fixed  percentage  of  its  full  scale  range  and 
is  therefore  a  constant  level  in  the  final  data.  For  this 
reason,  it  is  important  to  match  the  data  signal  level  to 
tbe  recorder  range  to  keep  the  recorder  noise  floor 
effectively  as  low  as  possible.  Noise  originating  in  the 
transducer  or  through  the  excitation  (power  supply)  is 
amplified  the  same  as  the  data  signal  prior  to  being 
recorded.  As  a  result,  it  is  desirable  to  have  a  high 
transducer  output  and  excitation  level  so  that  the 
required  amplification  is  minimized.  The  inherent  noise 
floor  of  tbe  transducer  is  also  typically  a  fixed 
percentage  of  its  full  scale  output  so  it  is  desirable  to 
match  the  transducer  range  to  the  maximum  pressure  of 
interest  to  the  user  The  best  signal-to-noise 
characteristic  is  usually  achieved  by  optimizing  the 
system  and  its  elements  to  require  the  least  amount  of 
amplification. 

It  is  important  to  consider  how  the  data  are  to 
be  recorded  when  setting  the  output  level  of 
amplification.  If  the  system  is  to  be  DC  coupled  and 
recorded  on  analogue  tape,  improved  signal  to  noise 


where  AMP  = 

REC  RANGE  = 

TRANS  SENS  = 

MAX  PRESS  = 


•  • 


•  • 


ratio  can  be  achieved  by  setting  the  lowest  required 
value  to  the  recorder  lower  band  edge  and  the  highest 
required  value  to  the  recorder  upper  band  edge.  This 
approach  utilizes  the  full  dynamic  range  of  the  system. 

When  high  resolution  of  a  limited  range  is 
required,  consider  using  two  tape  channels  to  record  a 
single  pressure.  One  channel  can  be  set  up  for  overall 
or  full  range  and  the  other  with  a  higher  gain  to 
increase  resolution  over  a  limited  range. 

4.2.4.3  Filtering 

Filtering  of  transient  pressure  dita  removes  unwanted 
or  erroneous  portions  of  the  signal.  High,  low, 
band-pass,  or  notch  filters  can  be  used  to  eliminate 
frequencies  which  are  outside  the  useful  range  of  the 
measurement  system  or  outside  the  range  of  interest  to 
the  user.  Examples  of  the  characteristics  of  some 
typical  filters  are  given  in  Figure  4. 1-2.  Filtering  which 
is  not  required  to  preclude  corruption  of  the  recorded 
data  (such  as  aliasing  of  digitized  data)  is  better  left  as 
part  of  the  data  reduction  task.  This  leaves  the 
maximum  amount  ot  information  to  be  recorded. 

Transient  pressure  data  are  sometimes 
high-pass  filtered  to  allow  greater  amplification  of  the 
signal  for  enhanced  signal-to-notse  ratio  of  the  recorded 
data.  This  is  beneficial  when  low  amplitude,  high 
frequency  pressure  signals  are  of  interest  to  the  user 
and  large,  lower  frequency  variations  are  not. 
High-pass  filtering  (or  AC  coupling)  eliminates  the  low 
frequency  pressure  variations  allowing  a  greater 
amplification  of  the  higher  frequency  data  relative  to  the 
recorder  noise  floor.  The  low  frequency  data  are  lost  or 
must  be  recorded  separately. 

High  or  band-pass  filtering  is  especially  useful 
when  a  very  specific  characteristic  is  of  interest  and  the 
frequency  characteristics  are  well  understood.  In  this 
case,  the  design  of  the  system  and  signal  conditioning 
can  be  tailored  specifically  to  address  the  conditions  of 
interest.  Care  should  be  taken  when  phase  relationships 
between  multiple  pressure  measurements  are  of  interest 
since  filters  impact  phase  as  well  as  amplitude  (see 
Section  4.9.4). 

4.2.4.4  Averaging 

Manifolding  of  multiple  pressure  probes  is  discussed  in 
Section  5.3.3  of  Reference  4.2.1,  It  should  be  sufficient 
to  note  that  the  manifold  pressure  may  deviate  from  the 
true  average  of  the  individual  probe  pressures  when 
pressure  differentials  across  the  probes  are  not  small. 
By  nature,  transient  testing  is  more  likely  than  steady- 
state  operation  to  result  in  significant  pressure 


differentials  and  internal  flows  which  contribute  to  these 
errors.  Also,  the  tubing  length  and  volumes  introduced 
hy  manifolding  will  impact  frequency  response  of  the 
recorded  data.  Summing  amplifiers  may  be  used  to 
average  the  electrical  signals  from  multiple  pressure 
transducers  prior  to  recording  or  display.  It  is  advisahle 
to  record  transient  pressure  measurements  separately 
when  possihle  and  do  any  averaging  as  part  of  data 
reduction. 


4.2.5  Calibration  Procedures 
Calibrations  should  be  performed  during  both  the  design 
and  the  use  of  transient  pressure  measurement  systems. 
Calibration  data  can  verify  manufacturers'  specifications 
for  various  elements  in  the  system  which  often 
represent  nominal  or  minimum  levels  of  performance 
with  significant  variation  in  individual  component 
characteristics.  The  calibration  also  provides 
substantiation  that  the  component  is  functioning 
properly  and  performance  at  least  falls  within  the 
manufacturers'  claimed  tolerance.  Data  acquired  during 
calibrations  may  be  used  in  place  of  or  in  addition  to 
manufacturers'  specification  values  for  the  uncertainty 
analysis  described  in  Section  3. 

Calibrations  of  parts  or  all  of  the  measurement 
system  may  be  necessary  to  verify  adequate  response 
capability  for  the  pressure  transients  of  interest. 
Electrical  and  pneumatic  calibrations  can  provide  at 
least  a  qualitative  indication  uf  how  the  system  will 
respond  under  anticipated  test  conditions.  Such 
calibrations  plus  analytical  predictions  form  the  basis 
for  assessing  transient  uncertainties  discussed  in  Section 
3.  These  calibrations  could  also  reveal  unexpected 
resonant  characteristics,  noise  problems,  or  sensitivities 
lo  installation  or  environmental  conditions.  In  general, 
calibration  procedures  provide  the  engineer  with  insight 
into  the  behavior  of  the  measurement  system  or  its 
components  under  controlled  conditions. 

Installed  end-to-end  checks  assure  continuity 
and  polarity  of  the  entire  system  including  the  terminal 
device .  Steady-state  calibrations  are  often  possible  with 
the  system  installed,  at  least  with  the  engine  not 
running.  In -place  calibration  data  may  actually  be  used 
in  data  reduction  or  simply  to  verify  that  the  system  is 
properly  set  up  and  functioning. 

4.2.5. 1  Accuracy  Requirements 
The  accuracy  requirements  for  transient  pressure 
measurements  vary  with  bow  the  data  are  to  be  used. 
Occasionally,  a  high  degree  of  absolute  accuracy  is 


necessary.  An  example  is  presented  in  Section  4.2.6  for 
surge  margin  determination.  More  commonly  the  abso¬ 
lute  accuracy  is  of  secondary  importance  so  long  as  the 
system’s  dynamic  response  is  sufficient  to  record  the 
general  characteristic  of  the  transient  pressure  wave¬ 
form  without  unacceptable  distortion  over  the  frequency 
range  of  interest.  This  level  of  accuracy  is  sufficient  to 
monitor  the  stability  of  engine  operation  or  to  determine 
the  nature  and  cause  of  an  instability  if  it  occurs. 

The  methodology  of  Section  3  is  suggested  for 
quantifying  the  uncertainty  of  the  measurement.  The 
steady-state  uncertainty  of  the  pressure  measurement 
represents  an  upper  bound  on  the  accuracy  of  the 
transient  data.  A  very  good  treatment  of  the  steady- 
state  error  sources  is  included  in  Reference  4.2.1. 
Transient  errors  are  much  more  difficult  to  characterize 
and  account  for.  Figure  3-7  indicates  some  typical 
sources  of  error  in  a  transient  pressure  measurement 
system.  The  error  sources  are  categorized  as  either 
steady  state  or  transient.  Figure  3-10  gives  a  format  for 
error  accounting.  The  magnitude  of  each  error  source 
must  be  assigned  and  classified  as  a  bias  or  precision. 
A  detailed  discussion  of  this  accounting  methodology  is 
contained  in  Section  3  of  this  report  and  an  example 
applied  to  pressure  measurement  is  presented  in  Section 
4.2.6. 

The  user  must  state  the  required  accuracy  at 
specific  operating  conditions  in  order  for  the 
measurement  errors  to  be  properly  evaluated.  Section 
4.2.3  indicates  some  of  the  information  about  the  test 
which  must  be  supplied.  It  is  essential  that  the  accuracy 
requirements  be  stated  in  such  a  way  that  a  meaningful 
uncertainty  analysis  can  be  conducted. 

For  transient  pressure  measurements  there  are 
three  primary  factors  which  must  be  considered  in  the 
estimate  of  uncertainty  for  the  instrumentation  system. 
These  should  be  defined  at  conditions  where  the  stated 
accuracy  is  desired: 

1)  Flow  conditions  -  flowrate/Mach  number, 
pressure,  temperature,  flow  angularity  or 
swirl,  and  turbulence. 

2)  Environmental  conditions  -  ambient  pressure 
and  temperature  including  transient  conditions, 
vibration  levels,  and  makeup  of  the  fluid,  i.e. 
air,  combustion  products,  fuel,  oil,  etc.. 

3)  Character  of  signal  to  be  measured  • 
representative  frequencies  and  waveforms  or 
pressure  versus  time  histories  for  non-periodic 
signals. 

The  uncertainty  in  the  measurement  can  then 
be  evaluated  at  the  test  conditions  of  interest  to  the 


user.  Situations  where  a  high  degree  of  accuracy  is 
desired  require  the  instrumentation  system  to  be 
designed  such  that  transient  errors  are  negligible.  The 
types  and  sources  of  transient  errors,  illustrated  in 
Figures  3-7  and  3-10,  must  be  considered  in  the  system 
design  and  selection  of  components  to  achieve  the 
desired  level  of  confidence  (see  example  in  Section 
4.2.6). 

4.2.5.2  Steady-State  Calibrations 
Types  and  sources  of  steady-state  pressure  measurement 
errors  and  calibration  techniques  are  covered  in  Section 
5.4  of  Reference  4.2.1.  To  determine  which  steady- 
state  calibrations  are  appropriate  for  a  transient  pressure 
measurement  system,  consider  the  overall  accuracy 
required  to  meet  the  user’s  data  objectives  and  the 
approximate  magnitudes  of  potential  errors  from  the 
various  sources.  The  calibrations  which  are  necessary 
should  become  apparent  based  on  these  considerations. 
Effort  should  not  be  expended  on  calibrations  for 
effects  which  are  not  of  significant  magnitude  relative 
to  the  user’s  data  requirements.  Manufacturer’s 
specifications,  historical  calibration  records,  or 
engineering  judgement  are  sufficient  for  effects  which 
are  small  compared  to  those  from  other  sources. 

Two  steady-state  error  sources  which  typically 
dominate  pressure  measurement  uncertainties  are  the 
probe  calibration  and  transducer  accuracy/environmental 
effects.  Assuming  good  practice  has  been  followed  in 
the  design  of  the  sensor,  the  probe  calibration  er.or  is 
primarily  a  result  of  the  sensor  location  with  respect  to 
the  measurand  of  interest.  Pressure  gradients  and  local 
flowfield  effects  should  be  accounted  for  by  calibration 
of  the  probe.  The  best  calibration  technique  is 
comparison  of  the  transient  pressure  measurement  with 
data  from  a  more  extensive  set  of  steady-state 
instrumentation  during  operation  over  the  speed  range 
and  test  conditions  of  interest.  A  correlation  with  the 
steady-state  performance  data  can  then  be  established. 
If  steady-state  instrumentation  records  are  not  available, 
analytical  models,  historical  data,  or  engu  nng 
judgement  must  be  used  to  evaluate  this  error  source. 

An  end-to-end  pneumatic  calibration  of  the 
instrumentation  installed  on  the  engine  at  test  operating 
conditions  is  the  ideal  final  check  of  the  steady-state 
accuracy  of  the  pressure  data.  This  is  possible  with  the 
ZOC  system  described  in  Section  4. 2. 2. 3. 3.  The  ZOC 
system  can  change  the  reference  side  pressure  by  a 
known  increment  or  set  a  zero  differential  with  the 
engine  running  at  test  conditions.  The  recorded  pressure 
data  provide  overall  sensitivity  and  zero  offset.  The 


calibration  data  can  verify  nominal  system  sensitivities 
and  permit  the  offset  to  be  adjusted  out  or  recorded  for 
data  correction.  System  accuracy  can  be  evaluated 
through  statistical  analysis  of  calibration  data  acquired 
during  the  course  of  the  testing. 

When  a  ZOC  system  is  not  used,  there  are  still 
steady-state  calibrations  that  can  and  should  be 
accomplished.  Pneumatic  calibrations  can  usually  be 
done  when  the  engine  is  not  operating  through  either 
the  reference  or  sensing  side  of  the  transducer.  The 
specific  configuration  of  the  transducer  and  reference 
pressure  and  facility  capabilities  will  dictate  wbat 
techniques  can  be  used.  The  reference  side  of  a 
transducer  is  often  accessible  so  that  known  pressures 
can  be  applied.  The  front  or  sensing  side  may  also  be 
accessible  or  cell  pressure  can  be  varied  in  an  altitude 
facility  with  the  reference  side  held  constant.  These 
procedures  can  be  used  to  verify  sensitivity,  continuity 
and  polarity  between  probes  and  recorded  signals  when 
applied  to  probes  individually.  If  applied  to  multiple 
probes  simultaneously,  sensitivities  and  polarity  are 
checked.  Application  of  even  an  uncalibrated  pressure 
to  individual  probes  is  important  to  assure  proper 
continuity  and  polarity. 

Electrical  calibrations  verify  setup  and 
operation  of  the  signal  conditioning  and  terminal 
devices  downstream  of  the  transducer.  A  known  voltage 
applied  at  the  transducer  output  checks  amplification 
and  recording  ranges.  DC  electrical  calibrations  should 
be  accomplished  periodically  during  the  testing. 

4.2,5.3  Transit  hi  Calibrations 
Transient  calibration  procedures  compare  the  response 
of  the  system  or  element(s)  of  the  system  to  a  reference 
measurement  of  a  time  variant  input  signal.  Distortion 
of  the  signal  results  in  the  errors  indicated  in  Figure 
3-7. 

In  the  case  where  high  accuracy  is  desired,  the 
system  must  be  designed  such  that  transient  errors  are 
negligibly  small.  Transient  calibrations  can  help  to 
demonstrate  achievement  of  this  goal.  If  absolute 
accuracy  is  not  a  primary  concern,  transient  calibrations 
may  only  be  necessary  to  assure  that  no  unanticipated 
characteristics  exist.  Calibration  results  can  indicate  the 
potential  magnitude  of  errors  but  typically  do  not 
provide  a  practical  method  of  correcting  measured  data. 

4.2.S.3.!  Dynamic  Pressure  Calibration 
Properly  designed  pressure  measurement  systems  are 
usually  limited  in  frequency  response  by  the 
characteristics  of  the  tubing  and  volumes  between  the 


sensor  and  transducer.  The  dynamic  response  of  the 
transducer  and  electronic  elements  should  be  many 
times  higher  than  tbe  frequency  range  of  interest. 

Pneumatic  calibrations  should  be  considered  for 
any  system  where  tbe  transducer  is  not  flusb  mounted. 
The  calibration  compares  response  of  the  measurement 
system  to  that  of  a  flush-mounted  transducer.  Figure 
4.2-28  shows  a  pneumatic  calibration  setup 
schematically.  Examples  of  various  types  of  dynamic 
pressure  calibration  devices  are  contained  in  References 
4.2.3,  4.2.7,  4.2.9,  4.2.13,  and  4.2.14.  Use  of  a 
sinusoidal  pressure  wave  generator  with  variable 
frequency  allows  direct  evaluation  of  amplitude  and 
phase  effects  versus  frequency.  Similar  information  can 
be  derived  from  step  or  impulse  input  test  results 
through  Fourier  transform  of  the  measurement  output 
waveform. 

The  two  things  which  are  most  important  for 
acquiring  useful  calibration  data  are  realism  in  the 
system  elements  and  installation,  and  a  pressure  signal 
with  appropriate  amplitude  and  frequency  for  the 
intended  use  of  the  system.  The  actual  response  of  the 
measurement  system  can  be  affected  by  local  geometry 
near  the  sensor,  installation,  routing  of  the  transmission 
tube,  and  defects  or  irregularities  in  tbe  tubing  or  other 
hardware.  For  these  reasons  it  is  important  to  use  actual 
test  hardware  whenever  possible  for  calibration.  The 
system  should  be  configured  in  a  way  that  is 
representative  of  the  actual  installation  including  bends 
and  connections  in  the  tubing. 

The  pressure  calibration  signal  used  should  be 
representative  of  the  intended  use  of  the  system. 
Examples  of  calibration  signals  which  could  be  used 
include  a  rapid  increase/decrease  (step),  impulse,  ramp 
up/down,  sinusoid,  square,  triangular  or  other  shape 
periodic  wave,  or  a  shock  front.  Which  signal  is  most 
appropriate  will  depend  on  the  what  the  system  was 
designed  to  measure  and  how  tbe  calibration  data  are  to 
be  used.  Figures  4.2-15  through  4.2-22  show  some 
typical  presentation  formats  which  can  be  used  for 
calibration  results. 

Transient  calibration  procedures  are 
recommended  to  aid  the  instrumentation  designer  in 
choosing  the  proper  configuration  and  elements  for  the 
transient  measurement  system.  They  provide  assurance 
that  acceptable  characteristics  arc  achieved  in  the 
system  prior  to  installation  on  tbe  engine  and  results 
should  support  the  measurement  response  estimated 
using  techniques  presented  in  Section  3.  Useful  limits 
for  tbe  instrumentation  can  be  established  to  that  the 
data  are  appropriately  used  and  not  misinterpreted. 
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Also,  first  order  estimates  of  the  magnitude  of  transient 
errors  can  be  made. 

4.2.5.3.2  T’mperature  Transients 

Significant  shifts  in  the  transducer  output  can  result 
from  changing  temperatures.  Manufacturers'  specifica¬ 
tions  give  tolerances  for  quasi-steady  temperature  shifts. 
The  effect  of  a  rapid  temperature  transient  is  much  less 
predictable  and  must  be  checked  experimentally  if  it  is 
a  concern. 

The  potential  error  can  be  quantified  by 
monitoring  transducer  output  while  exposing  it  to 
changes  in  temperature  consistent  with  what  is 
anticipated  during  engine  testing.  A  heat  gun,  oven, 
aiijet,  or  submersion  in  liquid  can  be  used  to  effect  the 
temperature  change.  As  an  example,  a  IS  %  of  full  scale 
output  shift  is  reported  in  Reference  4.2.14  for  a  rapid 
change  m  temperature  of  20  K.  If  these  calibrations 
indicate  unacceptable  error,  temperature  control  of  the 
transducer  may  be  required. 

4.2.5.3.3  Electrical  Calibrations 

Transient  errors  from  the  electronic  components 
(amplifiers,  filters,  and  terminal  devices)  should  be  well 
understood  based  on  manufacturer's  specifications. 
Electrical  calibrations  using  periodic  function  generators 
verify  data  acquisition  system  performance  across  the 
frequency  range  of  interest  to  the  user.  Phase  errors  are 
more  likely  to  be  a  problem  than  amplitude  attenuation. 
Acceptable  phase  shift  between  channels  of  pressure 
data  and  with  the  time  base  for  other  transient  data 
should  be  verified.  This  can  be  done  using  electrical 
calibrations  and  is  most  important  when  the  user  intends 
to  interpret  data  based  on  the  relative  phasing  of 
individual  measurements. 


4.2.6  Design  Example 

The  following  example  illustrates  how  pressure 
measurement  systems  are  designed  to  meet  the  specific 
objectives  of  a  transient  engine  test.  Note  the 
importance  of  stating  requirements  with  sufficient  detail 
that  they  can  be  applied  directly  to  the  instrumentation 
design. 

The  example  of  a  surge  margin  determination 
test  from  Section  5.2  requires  instrumentation  for 
measuring  total  pressures  at  the  compressor  inlet  (P25) 
and  at  the  compressor  discharge  (P3)  during  a  transient. 
It  may  not  be  convenient  to  measure  tbe  transient  P3 
directly,  in  which  case  it  can  be  inferred  from  a 
measurement  in  the  dome  of  the  combustor  (PS3I). 


This  approach  has  been  used  in  tbe  example  in  Section 
5.2.  Tbe  specific  transient  of  interest  is  an  intentional 
throttling  to  surge  by  rapidly  increasing  fuel  flow  to  the 
combustor.  The  test  procedure  begins  with  the  engine 
stabilized  at  the  test  speed  and  the  acquisition  of 
steady-state  data  to  establish  the  initial  conditions. 
Combustor  fuel  flow  is  then  increased  at  sucb  a  rate 
that  surge  occurs  with  little  or  no  change  in  speed. 

Refer  to  Section  4.2.3  for  suggestions  on  tbe 
specification  of  requirements. 

Description  of  Conditions  at  the  Sensor 

1)  Two  engine  pressures,  P25  and  PS31,  will  be 
measured  during  the  transients.  The  total  pressure  at  the 
compressor  discharge  (P3)  during  the  transient  will  be 
inferred  from  the  measurement  of  the  static  pressure 
PS31  in  the  combustor  (see  Section  5. 2. 3. 2).  Steady- 
state  data  will  be  used  to  establish  correlations  between 
the  single-point  and  station-averaged  values  for  use  in 
data  reduction.  It  is  assumed  that  a  sufficient  amount  of 
instrumentation  exists  sucb  that  the  steady-state 
operating  pressure  ratio  (P3/P25)  can  be  determined 
(see  Reference  4.2.1  for  methods  applicable  to  steady- 
state  performance  testing). 

2)  Initially,  the  engine  will  be  stabilized  at  90% 
corrected  core  speed.  The  introduction  of  a  fuel  ramp 
will  cause  an  increase  in  the  compressor  operating  point 
at  essentially  constant  speed  up  to  the  point  of  surge.  It 
is  anticipated  that  both  P3  and  P25  will  increase  prior 
to  surge.  The  determination  of  the  pressure  levels  at 
surge  initiation  are  the  data  objective. 

Tbe  transient  test  results  will  be  used  to 
estimate  the  location  of  the  compressor  surge  line.  A 
point  on  the  surge  line  is  defined  by  the  ratio  of  station 
average  total  pressures  at  the  compressor  discharge  and 
inlet.  The  nominal  surge  line  is  typically  established 
during  rig  or  component  testing  by  extrapolation  of 
steady-state  data  to  the  most  throttled  condition  which 
can  be  maintained  in  quasi-steady  operation.  For 
consistency  with  this  nominal  reference,  the  higher 
frequency  content  of  the  pressure  signals  associated 
with  turbulence,  aerodynamic  unsteadiness,  and  local 
flow  disturbances  from  stall  formation  and  propagation, 
which  do  not  correlate  with  the  quasi-steady  results,  are 
not  of  interest. 

3)  The  test  is  to  be  accomplished  in  a  ground  level  cell. 
Approximate  ranges  of  pressure  and  temperature  for 
operation  of  a  large,  moderate  bypass,  military  engine 
between  idle  and  takeoff  are. 

P25  -  100  -  415  kPa  (14.7  -  60  psia) 

T25  -  15  -  175*C  (59  -  SSO’F) 


& 


•  • 


P3  =  240  -  3450  kPa  (35  -  500  psia) 

T3  =  150  -  600°C  (300  -  1 100°F) 
assuming  standard  day  conditions. 

4)  The  PS3 1  transient  prior  to  surge  will  be  a  smooth 
rapid  increase  of  less  than  30%  in  as  little  as  0.050 
seconds.  Figures  5.2-3  shows  the  waveform  of  the 
transient  pressure  for  this  example.  The  P25  transient 
is  anticipated  to  have  a  change  of  less  than  about  5% 
during  this  time  period,  Figure  5.2-4. 

Data  Requirements: 

1)  Pressure  changes  relative  to  initial  stabilized  levels 
are  to  be  measured  during  the  transient  to  surge.  A  true 
time  relationship  (no  phase  shift)  must  be  maintained 
between  the  two  measurements  since  pressure  ratio  is 
the  parameter  of  ultimate  interest. 

2)  The  approximate  test  conditions  aie: 

steady  state  -  at  initial  stabilized  speed,  (N2=90%) 
P25  =  193  kPa  (28  psia) 

T25  =  82°C  (180°F) 

PS31  =  1186kPa  (172  psia) 
T3=380°C  (715°F) 

transient  •  delta  to  point  of  surge  onset 
AP25  =  +4  kPa  (0.6  psi) 

APS31  =  +  365  kPa  (53  psi) 

3)  The  desired  overall  accuracies  of  the  individual 
pressure  measurements  at  the  point  of  surge  onset  are 
±2%  for  P25  and  for  P3  as  stated  in  Section  5. 2. 2.4. 
To  measure  the  transient  pressures  which  correlate  with 
steady-state  data  and  methods  for  mapping  the  surge 
line,  the  instrumentation  must  be  able  to  track  the 
overall  pressure  rise  transient  with  this  stated  accuracy. 
The  pressure  transients  prior  to  surge,  shown  in  Figures 
5.2-3  and  5.2-4,  can  be  thought  of  as  portions  of 
periodic  waves  with  a  fundamental  frequency  of  about 
5  Hz  (assume  the  pressure  rise  is  one  quarter  of  a 
cycle).  A  minimum  frequency  response  several  tiroes 
higher  than  this  fundamental  will  be  required  to  allow 
for  the  non-sinusoidal  shape.  A  specific  method  of 
estimating  the  required  frequency  response  for  the 
instrumentation  is  given  in  Section  5. 2.2.5,  which 
yields  a  70  Hz  requirement.  The  data  can  be  further 
time  averaged  electronically  or  graphically  during  data 
reduction  to  arrive  at  the  proper  values  for  correlation 
with  steady-state  pressures.  In  this  way  the  impact  of 
filtering/averaging  on  peak  pressure  level  and  wave 
shape  can  be  observed. 

4)  The  pressure  data  will  be  acquired  as  described  in 
Section  4.9.  In  addition  to  digital  recording,  the 
pressure  signals  should  be  available  on-line  to  aid  m 
conducting  the  test.  This  could  be  accomplished  using 


a  strip-chart  recorder,  X-Y  plotter,  or  digital  graphics 
display. 

Sensor  and  Tuhing  Design: 

U  will  be  assumed  for  this  example  that  radial  pressure 
rakes  (steady  state)  are  installed  at  the  compressor  inlet 
and  discharge.  Steady-state  measurements  of  the 
pressures  seen  by  the  transient  instrumentation  will  be 
recorded  for  correlation  with  the  steady-state  data  at 
stabilized  operating  conditions.  These  data  will  provide 
calibrations  for  the  transient  instrumentation  as  well  as 
single  point  to  station  average  pressure  correlations. 
The  pressure  levels  at  the  point  of  surge  initiation  will 
be  calculated  by  adding  the  transient  deltas  to  the  initial 
steady-state  data. 

The  transient  pressure  instrumentation  configu¬ 
ration  will  be  resonant  systems  for  both  P25  and  PS31. 
For  P25.  the  measurement  will  be  made  hy  a  high- 
response  transducer  close  coupled  to  a  total-pressure 
probe  mounted  in  the  compressor  inlet  rake  (Figure 
4.2-29)  (see  also  Section  5.2.2. 1). 

A  check  of  the  acoustic  resonance  frequency  as 
suggested  in  Section  4.2.2. 1 .2  indicates  that  this  should 
not  be  a  prohlem.  The  acoustic  speed  at  82°C  (180°F) 
is  about  378  m/sec  (1240  ft/sec),  and  the  tube  length  is 
203  mm  (8  in).  Then,  from  Equation  4.2-1, 

fR  -  465  Hz 

A  low-pass  electrical  filter  with  a  suitable  cutoff 
frequency  will  be  selected  to  eliminate  effects  of 
acoustic  resonances  on  the  pressure  data. 

The  pneumatic  systems  used  to  measure  the 
transient  magnitudes  of  P25  and  PS31  consist  of  short 
lengths  of  relatively  large  diameter  tubing  and  therefore 
behave  approximately  like  second  order  systems  with  a 
simple  time  delay.  The  time  delay,  t^  doesn't  affect  the 
amplitude  of  the  measured  peak  but  the  peak  is  affected 
hy  the  characteristic  resonant  frequency,  fR,  and  the 
damping  constant,  (  The  short  pneumatic  pressure 
tubes  used  for  transient  measurements  are  lightly 
damped  to  achieve  rapid  response.  In  order  to  estimate 
the  uncertainty  we  can  use  the  sawtooth  or  terminated 
ramp  approximation  which  (see  Section  5. 2. 2. 5)  is 
more  conservative  than  a  terminated  sinusoid.  Using  the 
solutions  in  Reference  4.2.6,  it  is  found  that  there  is  a 
constant  lag  error  «L,  during  the  rise  time  of  the  ramp, 
of  the  following  magnitude, 

_ffc_  . 

AP25  2ufat, 
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where  t,  =  the  rise  time  of  the  sawtooth. 

In  addition,  the:  ■  is  a  superimposed  oscillatory 
error  t,  that  can  be  no  larger  than. 


In  a  lightly  damped  system  the  transient  error 
dominates  since  £-•  0. 

Since  the  pneumatic  tubing  length  has  been  set 
at  203  mm  (8  inches),  constrained  by  the  installation 
geometry  and  environmental  temperature,  and  since  the 
203  mm  tube  will  have  a  resonant  frequency  f,  =  465 
Hz,  we  can  estimate  the  transient  uncertainty  due  to  the 
pneumatic  tube  response  to  the  sawtooth  pulse  by  using 
Equation  4.2-5  and  setting  f,  =  465  Hz,  damping 
constant  £  m  0,  and  time  to  reach  the  peak  t,  =  0.05 
sic,  then  the  maximum  percent  transient  error  due  to 
the  tubing  is; 

t  *=  l/(2xf,t)  =  ±0.7*  (of  AP25) 

The  ±  sign  is  used  here  since  the  second  order  lightly 
damped  system  can  either  undershoot  or  overshoot 
depending  on  the  detailed  time  behavior  of  the  signal. 

The  time  delay  in  the  pneumatic  tubing  is 
approximately  equal  to  the  acoustic  propagation  time  in 
the  tube.  From  the  data  given  above,  the  203  mm  tube 
would  have  a  delay  time  of  0.5  msec. 

For  PS3I.  the  transducer  will  be  attached  to  the  end  of 
a  tube  from  a  static-pressure  tap  on  the  combustor  case. 
The  tube  fitted  to  a  modified  fuel  nozzle  bolt  will  be 
about  46  cm  (18  in)  long  with  a  2.16  mm  (.085  in) 
inside  diameter.  The  reference  pressure  tide  of  die 
transducer  is  connected  to  a  tube  to  an  adjacent  fixed 
nozzle  bolt  through  a  remotely  operated,  ftst-acling 
valve.  This  permits  the  use  of  a  low  range  transducer 
which  will  improve  system  accuracy.  A  sketch  of  this 
configuration  is  shown  in  Figure  4.2-30. 

A  check  of  the  acoustic  resonance  frequency, 
assuming  the  tubing  is  exposed  to  a  temperature  in  the 
compressor  bypass  of  82"C,  gives  a  resonant  frequency 
of  205  Hz.  Again,  a  low-pass  electrical  filter  with  a 
suitable  cut-off  frequency  will  be  selected. 

For  PS3I ,  the  maximum  transient  error  due  to 
the  tubing  will  be  approximately  ±  1.5%  of  APS 31  and 
the  delay  time  will  be  approximately  1.2  msec. 


The  reference  pressures  for  both  transducers  are 
connected  to  the  sensed  pressures  through  remotely 


operated  solenoid  valves.  The  valves  will  be  closed  at 
the  stabilized  initial  condition.  This  allows  the 
transducer  output  to  be  set  to  zero  (compensation  for 
zero  shift)  electrically  through  adjustment  of  the  bridge 
balance  circuit  resistance.  During  data  reduction  the 
initial  output  of  the  transient  pressure  measurement  will 
be  set  equal  to  the  steady-state  value  prior  to  the  surge 
transient.  In  this  way,  bias  errors  due  to  temperature 
drift  and  installation  effects  are  minimised.  The 
solenoid  valves  are  opened  automatically  when  a  facility 
detection  circuit  senses  the  surge.  This  protects  the 
transducers  from  the  large  pressure  excursions  resulting 
from  the  throttle  chop  to  idle  following  the  surge. 


The  reference  pressure  system  described  above  permits 
the  use  of  transducers  with  ranges  selected  to  cover 
only  the  fuel  ramp  and  initial  surge  transients.  This 
results  in  significantly  improved  data  accuracy  since 
most  transducer  errors  are  fixed  percentages  of  full 
scale  output. 

The  P25  trace  in  Figure  5,2-4  indicates 
excursions  of  less  than  about  70  kPa  (10  psi)  from  the 
initial  level  pnor  to  and  immediately  following  surge. 
The  transduce!  indicated  in  Figure  4.2-31  with  a  35  kP* 
(5  psi)  range  and  140  kPa  (20  psi)  overpressure 
capability  would  be  appropriate  The  mrnufacturer's 
specification  data  included  in  Figure  4. 1-3 1  will  be  used 
in  determining  signal  conditioning  requirements  and  in 
the  error  analysis.  The  120"C  (250"F)  temperature 
capability  will  be  adequate  for  the  transducer  mounted 
outside  the  fan  case  at  the  compressor  inlet  with  cooling 
provided  by  shop  air. 

The  PS31  transient  shown  in  Figure  5.2-3 
indicates  excursions  of  less  than  about  520  kPa  (75  pci) 
from  the  initial  level.  The  transducer  in  Figure  4.2-31 
for  PS3 1  has  a  345  kPa  (50  psi)  range  sufficient  for 
the  transient  prior  to  the  surge  and  a  690  kPa  (100  psi) 
overpressure  capability.  This  transducer  is  reled  to 
274*C  (525*F)  which  will  not  be  exceeded  insile  a 
container  cooled  by  shop  air. 


Excitation :  10  VDC  is  the  rated  value  for  both 
transducers 

Amplification-,  requirements  are  calculated  below  using 
the  procedure  of  Section  4. 2.4. 2  and  assuming  a  2  volt 
peak-peak  hill  scale  recorder  range,  from  Equation  4.2- 
3  and  Figure  4.2-31: 

AMP  (P25)  -  66.7 
AMP  (PS31)  -  19.2 


•  • 


•  • 


Filtering:  will  be  used  to  eliminate  any  effects  of 
acoustic  resonances  in  the  pneumatic  tubing.  Low-pass 
analogue  filters  with  suitable  cutoff  frequencies  are 
90  Hz  for  P25  and  70  Hz  for  PS3 1 . 

A  schematic  of  the  transient  pressure  instrumentation 
system  for  this  design  example  is  included  as  Figure 

4.2- 32. 

Error  Analysis: 

P25  and  P3  at  surge  will  be  calculated  by  summing  the 
stabilized  pressures  (measured  before  initiation  of  the 
fuel  step  using  steady-state  instrumentation  and  data 
systems)  with  the  pressure  changes  from  stabilized  to 
surge  (AP25  and  APS31  -  using  transient  instrumenta¬ 
tion  and  data  systems).  The  calibration  procedures 
include  the  adjustment  in  pressures  between  the 
measured  PS31  and  the  station  average  P3  (see  Figure 

4.2- 33).  Therefore,  the  total  uncertainty  in  P2S  and  P3 
at  surge  will  reflect  error  sources  in  both  the  steady- 
state  and  transient  instrumentation  and  data  systems. 
Uncertainty  in  steady-state  pressure  measurements  is 
discussed  in  Reference  4.2.1.  For  this  design  example, 
the  uncertainty  levels  in  Section  5.4.3  of  Reference 
4.2. 1  are  assumed  for  the  initial  stabilized  pressures 
measured  using  steady-state  instrumentation: 

((Eb*)'*-  ±.052*  of  reading  and  (E  s1)*-  ±.046*). 

Error  sources  for  the  AP25  transient  pressure 
measurement  are  shown  in  Figure  4.2-34  and  are 
numbered  for  reference  in  the  following  discussion.  The 
uncertainties  in  the  AFS31  transient  pressure 
measurement  are  shown  in  a  similar  manner  in  Figure 

4.2- 35.  As  noted  in  Section  3  3  of  this  report,  there  are 
error  sources  associated  with  the  dynamic  response  of 
transient  measurement  systems  over  and  above  what  are 
accounted  for  in  steady-state  systems.  Figures  4.2-34 
and  4.2-35  therefore  include  steady-state  and/or 
transient  uncertainties  for  each  error  source  at 
appropriate.  The  rationale  for  each  value  in  these 
figures  is  given  below.  These  uncertainties  apply  only 
to  measurement  of  the  pressure  change  (i.e.  AP)  from 
stabilized  lo  surge  but  are  presented  as  percentages  of 
the  absolute  pressure  level  for  consistency  with 
uncertainties  estimated  for  measurement  of  the 
stabilized  tteady-sute  pressures. 

1)  Transducer  steady-state  calibration  -  the  same 
uncertainties  used  for  the  steady-atale 
measurements  have  been  assumed  for  the 
transient  transducers  and  scaled  to  reflect  the 
percentage  of  abaolule  level  (steady  stale  ♦ 
transient). 


2)  Transducer  dynamic  calibration  -  assumed 
negligible  relative  to  time  response  of  the 
transmission  tubing. 

3)  Voltmeter  steady-state  calibration  •  covered  in 
item  1  above. 

4)  Voltmeter  dynamic  calibration  •  assumed 
negligible  relative  to  the  time  response  of  the 
transmission  tubing. 

5)  Time/frequency  standards  -  see  Section  4.9. 

6) ,  7),  Steady-state  installation  effects  -  are  errors  of 

and  8)  method  assumed  negligible  for  properly 

designed  pressure  instrumentation  (see  Section 
g.2  of  Reference  4.2.1). 

9)  Time  response  of  tubing  (see  above)  -  is  the 
predominant  transient  error. 

10)  Calibration  of  transducer  vs  steady-state 
standards  •  for  the  transient  pressure 
measurements  is  a  correlation  with  steady-state 
data  taken  at  stabilized  conditions.  The 
correlation  will  cover  the  pressure  ranges  of 
interest  by  acquiring  data  over  a  sufficient 
range  of  speeds.  Hypothetical  representations 
of  the  correlations  are  shown  in  Figure  4. 2-33. 
The  bias  can  be  calibrated  out  and  repeat 
points  provide  data  to  establish  a  random 
uncertainty  in  the  calibration.  These  correla¬ 
tions  are  based  entirely  on  steady-state  data. 
An  uncertainty  of  0.25*  is  not  untypical. 

11)  Transducer  repeatability  and  linearity  -  are 
taken  from  the  manufacturer's  specifications. 
It  should  be  noted  that  the  transient  measure¬ 
ments  are  added  to  the  initial  steady-state 
levels  and  make  up  only  a  portion  of  the 
ahaolute  pressure.  Therefore,  the  specification 
tolerances  of  0.3  and  0.5%  of  full  scale  output 
for  the  differential  transducers  translate  to 
random  errors  of  less  than  0.1%  of  absolute 
pressure. 

12)  Temperature  drift  -  effect  on  zero  shift  is 
negligible  due  lo  the  initializing  procedure 
There  should  he  no  appreciable  change  in 
transducer  temperatures  within  the  cooled 
environments  over  the  short  period  of  the 
surge  lest  transients.  The  specification 
tolerance  for  thermal  sensitivity  shift  would 
yield  a  typical  random  error  of  0.1%  for 
minor  differences  in  transducer  temperatures 
between  the  time  that  calibration  data  an 
recorded  and  when  the  test  transients  are  run 
(I  %  full  scale  output  sensitivity  shift  per  50°C 
(90*F)  -  0. 1  %  of  the  absolute  level  for  25*C 
(45*F)  temperature  difference. 
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13)  Transient  stress  distribution  -  is  accounted  for 
in  the  on-line  calibration  procedure  and 
inherent  in  the  error  in  item  10  above. 

The  combined  errors  associated  with  the  two  pressure 
measurement  systems  are  listed  in  Section  5.2  in  Table 
5.4  for  P3  and  Table  5.5  for  P25. 


4.2.7  Advanced  Sensors 
The  pressure  transducers  available  today  give  the 
instrumentation  designer  a  variety  of  options  in  size, 
configuration,  and  input/output.  A  real  limitation, 
howtver,  is  the  impact  of  the  operating  temperature 
environment  on  the  transducer.  Most  transducers  must 
be  kept  below  about  120°C  (25CTF),  although  some  may 
be  permitted  as  high  as  about  260°C  (500'F).  This 
requirement  tends  to  negate  some  of  the  advantages  of 
miniaturized  transducers.  Even  within  the  operating 
temperature  range,  a  significant  variation  in  zero  offset 
and  sensitivity  occurs  with  temperature  transients. 

The  advancement  needed  is  first  an  increased 
operating  temperature  capability  so  that  transducers  can 
be  installed  closer  to  the  sensors.  This  would  allow 
miniature  transducers,  without  cooling,  to  be  installed 
closer  to  the  sensor. 

Once  the  transducer  can  survive  in  a  high 
temperature  environment,  compensation  circuitry  or 
thermal  isolation  needs  to  be  improved  to  enhance 
accuracy/stability.  Techniques  such  as  electrical 
high-pass  filtering  or  pneumatic  coupling  of  the 
reference  and  sense  pressures,  used  to  overcome 
uncertainties  caused  by  thermal  shifts,  reduce  the 
information  acquired  by  -fiminaling  the  low-frequency 
content.  Enhanced  thermal  stability  over  an  expanded 
operating  temperature  range  could  significantly  increase 
the  use  of  miniature  transducers  in  Hush  mounted  and 
close-coupled  systems. 

A  second  area  where  there  is  always  room  for 
improvement  is  in  cost.  As  transducer  capabilities  are 
increased,  the  potential  quantities  of  measurements  go 
up,  and  the  cost  can  become  prohibitive.  It  is  worth 
noting  that  in  cases  where  the  specification  values  for 
accuracy  and  thermal  shifts  are  not  acceptable,  tighter 
tolerances  may  be  obtainable  at  a  premium  pnce.  The 
manufacturer  is  sometimes  able  to  supply  individual 
transducers  which  exceed  specification  values. 


Communication  with  the  manufacturers  is 
recommended. 

Another  area  where  improvement  is  needed  is 
in  pneumatic  calibration  techniques  and  available  data 
for  tubing  for  resonant  and  non-resonant  transient 
pressure  measurement  systems.  Experimental  data  are 
useful  for  developing  systems  with  response 
characteristics  sufficient  to  meet  specific  test  data 
objectives.  It  is  most  important  when  conducting  such 
experiments  to  use  hardware  wnich  is  typical  of  what 
might  actually  be  used  and  under  conditions  which  are 
appropriate  for  engine  transient  testing. 

The  tubing  should  be  laid  out  in  the  laboratory 
in  such  a  way  as  to  represent  conditions  commonly 
found  on  the  system  as  installed  on  the  engine.  Use 
hardware  which  is  suitable  for  engine  testing.  Vary  the 
length  and  type  of  tubing  as  well  as  number  and 
severity  of  bends  and  connections.  Evaluate  the  impact 
of  kinks,  flattening,  or  other  discontinuities  or 
deformities  which  are  possible  in  the  installed  system. 
Long  tubes  should  be  restrained  to  varying  degrees  to 
check  for  problems  related  to  motion.  Multiple  setups 
of  complicated  installations  could  be  run  to  check  for 
sensitivity  to  variations  in  configuration  and  installation. 

The  pneumatic  signals  used  should  be  represen¬ 
tative  of  the  test  data  of  interest  in  both  amplitude  and 
frequency.  Most  information  in  the  literature  deal  with 
acoustic  signals  which  are  too  high  in  frequency  and 
much  too  low  in  amplitude  to  be  applicable  to  engine 
pressure  measurement  systems.  Steps,  ramps,  and 
periodic  signals  should  be  used  covering  the  frequency 
range  from  steady  state  to  about  500  Hz.  Amplitudes  of 
interest  are  up  to  about  20*  of  the  operating  pressure 
at  higher  frequencies  and  is  high  as  50*  at  lower 
frequencies. 

Other  factors  which  could  be  significant  and 
might  be  considered  for  evaluation  are  the  effects  of 
operating  pressures  and  temperatures  A  range  of 
pressure  levels  ud  temperature  conditions  could  be 
tested  to  establish  treads. 

A  comprehensive  data  set  would  provide  the 
instrumentation  designer  with  information  necessary  to 
define  a  system  to  meet  his  specific  requirements  The 
data  could  also  be  helpful  when  estimating  system 
characteristics  as  part  of  the  uncertainty  analysis  The 
need  to  beach  check  and  calibrate  systems  prior  to  use 
would  not  be  precluded  but  the  likelihood  of  t  satisfac¬ 
tory  result  would  be  increased. 
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Title  4.2-1 

Typical  Transducer  Specification  Sheet  •  for  Various  Pressure  Ranges 
(semiconductor  strain  gauge  types)  (British  units) 


INPUT 

Prmurt  Rang* 

5  10  25  50  100  200  900  500  tOOO  2000  PSt 

Operational  Mod* 

Absohita,  Gag*.  Seated  Gag*.  Differential 

Ov*r  Pressure 

20  20  100  1002004006001000  2000  3000  PSI 

Burst  Pressure 

3  Tim*s  Rattd  Pressure 

Prttsur*  M*dn 

All  Nonconductiv*.  Nooconostv*  Liquids  or  Gases 

Rated  El*ctric*l  Excitation 

X)  VDOAC 

Maximum  Eitctricai  Excitation 

IS  VDOAC 

Input  tmp*danc» 

500  Oftms  (Min.) 

OUTPUT 

Output  imp*danc* 

500  Owns  (Nom.) 

Full  Seal*  Output  (F90) 

100  rrH  (Horn.) 

RttMuer  UflOannee 

±5%  FSO 

Combined  NorvUo*arity 
and  Hyaltrtsta 

*0.3%  FS  BFSl  *5**  Not*  1 

Hysteresis 

Lams  Than  0.1% 

Repeatability 

05% 

feaotution 

Inftnrt* 

Natural  Frequency  (KH# 

70  70  100  130  160  300  270  350  500  650 

Actuation  Sanaitnnty  S  FS/q 
l^rpeodtcutar 

Dan  ever** 

002  .001  0005  -0004  0002  .00013  .00012  .00001  .00006  00005 

0004  .0002  0001  00006  .00004  .000026  000024  .000016  .000012  00001 

SO  M*gohm  Min.  at  100  VOC 

ENVIRONMENTAL 

Operating  %mp*rtture  Rang* 

-M*F  to  250*F  («56*C  io  120*0  T*mp*r*tyrts  to  330 *F  1173*0  Available  on  Sp*ciat  Ord*r 

Compensated  Vrperature  Rang* 

60 *F  to  160 *F  (25*C  to  60*0  Any  tOO*F  Rang*  Within  Tb*  Operating  Rang*  on  Request 

Thermal  Zaro  VuH 

*1%  F3/100*F  (Man.) 

t  WtOO*  (Max) 

Steady  Acceleration  and 

Unaar  Vibration 

W00g,  S*n# 

PHYSICAL 

Ekctnc*i  Connection 

4  Cond'jctor  32  mhz  Jbietded  Catt*  H‘  Long 

VRtght 

S  Grams  (K«m.)  Excluding  Module  and  teed* 

Sensing  Principle 

Fully  AcM**  Four  Aim  Wheatstone  Bridge 

Mounting  torque 

15  tncAJ^Umds  tM**4 
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Table  4.2-2  Transient  Pressure  Instrumentation  Systems  -  Comparisons 


1  TYPE 

ADVANTAGES 

DISADVANTAGES 

9  o  Flush  Mounted 

-  Highest  FrequencyResponse 

Capability 

-  No  Amplitude  Attenuation/Phase 

Shift 

-  Installation  can  be  difficult  due  to 
space  and  accessiblity  restrictions 

-  Potentially  severe  operating 
environment  -  temperature,  FOD, 
vibrations 

-  Often  requires  small  transducer  with 
associated  costs,  stability,  ruggedness  | 

o  Resonant  System 

-  Increased  installation  flexibility  where 
space  and  accessibility  are  limited 

-  Isolation  from  flowpath  temperatures 
and  FOD  (dependent  on  tube  length) 

•  Temperature  controlled  environment 
may  be  possible 

-  Use  of  larger  more  stable  and  rugged 
tiansducers  may  be  possible 

-  System  resonances  present  upper  limit  1 
to  useful  frequency  range  when  tube 

is  short 

-  System  response  characteristics  (lags)  B 

limit  useful  range  to  relatively  low  B 

frequencies  when  tube  is  long 

-  Amplitude  attenuation  and  phase  shift 
must  be  evaluated  (function  of  design) 

o  Non-Resonant 
System 

-  Eliminates  resonances  which  preclude 
use  of  a  resonant  system  for  some 
combinations  of  required  frequency 
and  tube  length  necessary  for 
installation 

-  Isolation  from  flowpath  temperature 
and  FOD  (same  as  resonant  system) 

-  Temperature  controlled  environment 
is  possible  (same  as  resonant  system) 

-  Use  of  larger  more  stable  and  rugged 
transducers  may  be  possible  (same  as 
resonant  system) 

-  Amplitude  attenuation  and  phase  shift 
are  generally  greater  than  a  resonant 
system  with  similar  tubing  length 

-  Space  requi.edfor  downstream  tube 
(2S>  be  integrated  with  steady-state 
system) 

-  System  response  characteristics  (lags) 
present  upper  limit  to  useful 
frequency  range  (function  of  design) 

1  o  Differential 

-  Accurate  measurement  of  small 
difference  between  two  high  pleasures 

•  Limited  frequency  response  capability 
with  available  transducers 
-  Absolute  pressure  not  measured 

|  o  Engine  Control 

-  In  piece  and  non-intrusive 

-  Response  characteristics  well 
understood 

-  Generally  accessible  with  minor 
engine/control  modification 

•  Response  characteristics  cannot  be 
modified  to  suit  Ike  user's  data 
objective 

Figure  4.2-1  Pressure  Measurement  System 


Wheststone  bridge,  showing  compensating  resistors 


STRAIN  GAUGES  BONDED 
INTO  DIAPHRAGM 

PRESSURE 


Figure  4.2-2  Strain-Gauge  Pressure  Transducer  Schematic 
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Figure  4.2-3e  Differential 

Figure  4.2-3(cont’d)  Typical  Pressure  Transducers 


Figure  4.24  Electronic  Pressure  Scanning  Module 
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Figure  4.2-5  Flush-Mounted  Transducers 
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Figure  4.2-4  Flush-Mounted  Transducer  Installation 


•qn* 


4-43 


•  • 


P»3  »*n»or  IlfM 


Figure  4.2-8  Example  of  a  Resonant  System  Used  10  Measure  Static  Pressure 
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cesMne  cm 

Figure  4.2-9  Example  of  a  Non-Resonant  Transient  Pressure  System 


Figure  4.2-10  Rake-Mounted  Total  Pleasure  Sensor  Using  a  Noe-Resonant  System 
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Figure  4.2-12  Hydromechanics!  Conlrol  Sensor  Differential 
Press  urt  Measured  Using  a  DP  Transducer 
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Figure  4.2-13  Digital  Engine  Control  Parameters  Accessible 
at  the  Data  Buss 
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Figure  4.2-14  Pressure  Sensor  Transmission  Tube  -  General  Model 
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Figure  4.2-19  Pressure  Sensor  Trtnsmtssiioo  Tube  Model 
(Reference  4.2.7) 


pr«i»ur«  r 


oxamplo  of  calibration  dal*  from 


Figure  4.2-24  Example  of  Measured  Response  of  Non-Resooant  Systems 
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Figure  4.2-27  Schematic  of  *  Typical  Power  Supply  Connection  to  a  Transducer 
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Figure  4.2-30  PS31  Transient  Pressure  Measurement  System  for  the  Design  Example 
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Figure  4.2-33  Transient  to  Sutton  Avenge  Pressure  Correlations  for  the  Design  Example 
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Figure  4.2-34  AP25  Error  Source  Diagram  for  the  Design  Example 
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4.3  TEMPERATURE1 


4.3.0  Introduction 

As  described  in  Section  2.5,  transient  temperature 
measurements  are  a  requirement  in  starting,  relight, 
shutdown,  afterburning  ignition,  engine  control  system 
development,  structural  investigations  and  diagnostic 
tests.  Transient  temperature  measurements,  such  as  time 
to  ignition  and  temperature  excursion  on  light  up,  are 
generally  made  on  every  test  vehicle  (Table  2.4-4).  So, 
although  transient  measurements  of  temperature  can  be 
considered  in  the  perspective  of  special  test  require¬ 
ments,  there  are  sensors  in  every  engine  that  must  be 
capable  of  making  both  reliable  steady  state  measute- 
ments  over  extended  periods  of  time  and  responding  to 
rapid  transient  excursions. 

Temperature  measurements  for  steady-state 
component  performance  evaluation  are  described  in 
Reference  4.3.1.  The  considerations  for  steady-state 
design  of  the  sensor  set  the  foundation  ou  which  the 
transient  design  characteristics  are  based.  The  following 
descriptions  of  transient  temperature  sensors  will  first 
introduce  the  basic  requirements  of  the  steady-state 
design  and  then  expand  into  the  specific  requirements 
for  transient  measurement.  It  must  be  emphasised  that 
it  is  essential  to  clearly  define  the  test  requirements  as 
it  is  often  the  case  that  trade-offs  between  steady-state 
and  transient  needs  occur,  resulting  in  a  compromise 
between  longevity,  accuracy  and  response  time. 

The  primary  temperature  measurements  made 
in  engines  under  test  are  Gas,  Solid  Surface  and  Liquid. 
The  most  common  methods  for  sensing  these  tempera¬ 
tures  are  Thermocouples  and  Resistance  Temperature 
Devices  (RTD’s).  For  convenience,  because  of  the 
differences  in  approach  required  for  making  measure¬ 
ments  in  the  three  environments  due  to  differences  in 
heat  transfer,  chemical,  electrical  effects  and  response 
times,  the  subject  of  temperature  measurement  has  been 
separated  into  the  three  major  leadings.  Where  the 
process  is  basically  the  same  in  the  solid  and  liquid 
environments  as  that  in  the  gas,  then  only  the  major 
differences  are  highlighted  in  those  sections  and  the 
reader  is  referenced  to  the  relevant  sections  of  4. 3. 1  for 
more  detailed  information. 


4.3.1  Total  Gas  Temperature 

4.3.1.1  Introduction  and  Definitions 

The  most  common  sensors  used  at  present  for  gas 
temperature  measurements  are  thermocouples,  primarily 
due  to  their  ruggedness,  ease  of  fabrication,  tolerated  (if 
not  acceptable)  response  time  and  relatively  low  cost  to 
use. 

Resistance  Temperature  Devices  (RTDs)  and 
hot  wire  anemometers  are  now  being  applied  more 
often  but  each  has  its  limitations  either  in  size,  rugged¬ 
ness,  signal  processing  or  cost  compared  to  the  more 
common  thermocouple.  Thermistors  are  not  generally 
used  due  to  their  low  limited  temperature  range  which 
is  usually  below  100'C. 

Steady  state  probes,  with  a  few  exceptions, 
e.g.,  sonic  flow  pyrometer  (aspirated  probe),  are  not 
suitable  for  transient  measurements.  Steady  state  probes 
are  generally  designed  to  bring  the  gas  to  near  zero 
velocity  at  the  sensing  element.  Sufficient  time  is  then 
allowed  for  equilibrium  to  be  reached  between  the  gas 
temperature  and  the  sensing  element.  Unfortunately,  the 
heat  transfer  rate  is  slow  and  the  probe  has,  as  a 
consequence,  a  long  time  constant. 

4.3. 1.2  Basic  Theory 

Thermocouples,  RTDs  and  hot-wires  have  a  number  of 
common  application  problems  which  will  be  addressed 
through  the  use  of  the  thermocouple  as  an  example. 

For  transient  conditions  the  sensing  element 
must  be  permitted  to  rapidly  follow  the  gas  tempera¬ 
ture.  A  folly  exposed  element,  or  close  to,  such  as 
illustrated  in  Figure  4.3-1  is  required. 

Thermocouples  and  other  gas  immersed 
temperature  measuring  sensors  are  exposed  to  a  number 
of  errors  due  to  their  presence  in  the  gas  stream.  The 
steady-state  errors  and  corrections  will  be  considered 
first,  then  the  effect  of  transient  conditions  on  these 
corrections  will  be  examined. 

4.3. 1.2.1  Steady  -Stale  Considerations 
(a)  Velocity  Error  Y„ 

There  is  a  velocity  error  that  must  be  considered.  In  a 


*  Tables  and  Figures  for  Section  4.3  begin  on  page  4-84 
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probe, the  gas  is  not  brought  to  rest  adiabatically  and,  as 
a  consequence,  the  indicated  temperature  of  the  junc¬ 
tion,  T,,is  lower  than  Tt,  the  total  temperature  of  the 
gas.  This  error  can  be  expressed  in  terms  of  the  veloc¬ 
ity  of  the  gas  flow  at  the  junction  and  a  recovery  factor 
(Reference  4.3.2). 


Yv  -  VT,  =  <I-r) — - Tt 

l+Z_Ma.2 

2 


where 

Yx 

=  conduction  error 

Tt 

=  total  temperature 

T, 

=  junction  temperature 

T„ 

=  metal  temperature 

L 

=  length  of  exposed  wire 

< 

=  diameter  of  the  wire 

K 

=  convective  heat  transfer  coefficient 

K 

=  thermal  conductivity  of  the  wire. 

(c) 

Radiation  Error  Y. 

In  general,  the  radiation  error  due  to  radiation  between 
the  sensor  and  the  surrounding  wall  under  steady  state 
conditions  is  as  follows  (Reference  4.3.2): 


where  Yv  =  velocity  error 

7  “  Cp  /  Cy 

Maj  =  Mach  number  of  the  flow  at  the 
junction 

r  =  recovery  factor 

and  where  the  thermocouple  recovery  factor  r  is  defined 
as 


r 


T  -T 
*i  ‘s 

T  -T 
*t  *s 


4.3-2 


:  tt-  Tj=  ~ny-  Tw*) 


4.34 


where 


Y,  =  radiation  error 
Tt  =  total  temperature 
Tj  =  junction  temperature 
Tw  =  wall  temperature 
a  —  Stefan-Boltzman  constant 
e  =  emissivity 

h,  =  convective  heat  transfer  coefficient 


where  T,  =  junction  temperature 

Ts  =  static  temperature  of  the  gas 
Tt  =  total  temperature  of  the  gas 

Recovery  factors  can  be  determined  experimen¬ 
tally.  For  bare  thermocouple  wires,  the  values  for  r 
have  been  measured  (Reference  4.3.2)  as: 

wires  normal  to  the  flow  r  =  0.68  ±  0.07 
wires  parallel  to  the  flow  r  =  0.86  ±  0.09 

These  values  are  adequate  for  Ma  =  0  to  1.0. 

(b)  Conduction  Error  Y„ 

In  the  steady-state  condition,  the  heat  transfer  to  the 
thermocouple  is  balanced  by  thermal  conduction  along 
the  wires  and  radiation  to  and  from  the  surrounding 
environment  (Reference  4.3.2).  The  conduction  error 
under  steady  state  conditions  is  given  by: 


Changes  in  the  emissivity  can  occur  due  to 
catalytic  effects  and  the  accumulation  of  debris  on  the 
exposed  junction.  For  short  duration  tests,  the 
emissivity  should  not  vary  appreciably. 

Errors  due  to  flame  radiation  are  difficult  to 
predict  and  it  is  recommended  that  precautions  be  taken 
to  keep  the  sensor  out  of  the  line  of  sight  of  the  flame. 
Gas  radiation  effects  are  not  fully  understood  and  are 
not  generally  considered. 

For  simple,  unshielded  thermocouple  configur¬ 
ations,  radiation  corrections  can  be  estimated  adequately 
by  utilizing  the  following  equation  (Reference  4.3.3): 

Y„«  K~*  (Ii))cll  Q  -  (^)‘l  4.3-5 

y'.Ma  PS/PS0  *' 


Yk*Tt-T,. 


tt-th 


4h  '* 

coshL(— 2.) 
d  k 
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where 


Ma  = 
PS  = 
PS„- 


T, 


radiation  correction  coefficient,  K 
stream  Mach  number 
stream  static  pressure,  MP, 
reference  static  pressure  of  0.1  MP, 
(I  atm) 

probe  indicated  temperature,  K 


# 


•  • 


•  • 
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T0  =  reference  temperature,  555  K 
Tw  =  enclosure  duct  wall  temperature,  K 

For  unshielded,  type  K  (chromel-alumel), 
probes  the  value  of  can  be  expressed  empirically 
by: 

2.5  d®'45  4-3'6 

where  the  wire  diameter  is  in  mm. 

4.3. 1.2.2  Transient  Considerations 
Keeping  the  above  steady-state  requirements  in  mind, 
we  can  now  consider  the  additional  steps  that  are 
imposed  by  the  defined  transient  conditions. 

(a)  Velocity  Effects 

The  heat  transfer  to  the  sensing  element  is  in  most  cases 
primarily  dependent  on  the  unit  mass  flow  of  the  gas. 

The  time  response  of  a  thermocouple  is  given 
by  (Reference  4.3.4): 


-m  cp  -  h£  A  (Tt  -  T,  )  4  3-7 


p  d r  c  X  T 

where  hc 

=  is  the  average  convection  heat  transfer 

coefficient  at  the  junction 

A 

=  the  surface  area  of  the  junction 

tt 

=  the  gas  total  temperature 

Tj 

=  the  temperature  indicated  by  the 

thermocouple  junction 

t 

=  time 

m 

=  the  mass  of  the  junction 

s 

=  the  specific  heat  of  the  junction 

Rearranging  gives: 


junction  in  as  short  a  time  as  oossible  and  A  minimized 
as  this  directly  relates  to  volume  and  hence  the  total 
thermal  mass  of  the  wire.  Therefore,  the  time  constant 
is  dependent  on  the  unit  mass  flow  for  any  element 
exposed  directly  to  the  measurand.  In  the  determination 
of  the  time  constant  to  be  applied  in  compensating  for 
uncertainty  due  to  temporal  variations,  the  mass  flow 
change  and  temperature  change  must  be  taken  into 
consideration.  For  the  same  temperature  step  change, 
the  time  constant  for  a  bare  bead  thermocouple  will  be 
different  if  the  mass  flow  is  changed  from  a  high  flow 
compared  to  a  similar  change  from  a  low  mass  flow. 
An  extreme  case  would  be  excursions  from  and  to  zero 
mass  flow. 

As  an  example,  referring  to  Figure  4.3-2,  for 
a  thermocouple  at  715K  (800 ’F): 

Time  constant  when  mass  velocity  changes  to 
195  kg/m2  sec  (40  lbs/ft2  sec)  *  0.8  secs; 

Time  constant  when  mass  velocity  changes  to 
29.3  kg/m?  sec  (6  lbs/f?  sec)  *>  2.0  secs. 

For  measurements  made  where  there  are  small 
changes  in  mass  flow  and  temperature  (say,  ±  10%), 
the  time  constant  remains  essentially  constant  and 
passive  electronic  compensation  can  be  applied. 

Total  temperature  and  mass  flow  effects  on  a 
bare  thermocouple  junction  are  illustrated  in  Figure4.3- 
3.  The  response  time  can  be  seen  to  vary  from  0.62  to 
5.5  sec  for  a  1 .30  mm  (16-gauge)  wire  for  temperatures 
from  344K  to  1145K  (160°F  to  1600°F)  and  mass 
velocities  from  9.8  to  244  kg/m2  sec  (2  to  50  lbs/ft2 
sec). 

The  effect  of  wire  diameter  on  response  time 
is  illustrated  in  Figure  4.3-4. 

If  the  time  constant  is  known  at  a  reference 
temperature  and  pressure,  then  the  value  under  a  new 
set  of  conditions  can  be  determined  from  Equation  4.3- 
10  (Reference  4.3.3): 


m  c,  dT, 

YT  •  Tt  -  T,  «  _ t  __i 

T  T  1  h„A  dt 
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where  it  is  convenient  to  set 


Time  constant  r  *  m  —L. 

O 


4.3-9 


Considering  the  sensing  element,  this  time 
constant  formula  applies  to  both  thermocouple  and 
resistive  devices.  For  the  shortest  time  constant,  hc 
must  be  maximized  to  transfer  as  much  heat  to  the 


i/Ma  PS /PS, 


<?* 
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-0.11 
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where  r0  = 

Ma  = 
PS  = 
PS0  = 

T,  = 
To  = 


reference  time  constant  for  the  par¬ 
ticular  probe 
stream  Mach  number 
stream  static  pressure,  MPa  (atm) 
reference  static  pressure,  0.1  MPa 
(1  atm) 

probe  indicated  temperature,  K 
reference  temperature,  555  K. 
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For  unshielded,  type  K  (chromel-alumel),  probes,  r0 
can  be  expressed  as 

r4=  0.52di15  4-3-n 

Where  d.  is  the  diameter  of  the  wire  in  a  range  0.03  to 
1.02  nun. 

Orientation  of  the  thermocouple  to  the  flow 
direction  also  affects  the  response  time.  Rotation  of  the 
loop  formed  by  the  thermocouple  junction  in  a  gas  flow 
at  a  temperature  of  810K  (1000“F)  showed  the  effects 
summarized  in  Table  4.3-1  (Reference  4.3.4). 

The  junction  used  was  13  wire  diameters  long, 
with  the  wires  parallel,  and  two  wire  diameters  apart. 
More  dense  shapes  may  be  affected  by  orientation  to  a 
greater  extent,  as  might  the  shorter  junctions. 

(b)  Conduction  Effects 

Errors  due  to  conduction  can  be  pronounced  during 
transients,  particularly  if  the  length  of  the  exposed  wire 
is  small.  This  error  can  be  reduced  significantly  by 
increasing  the  amount  of  wire  exposed  to  the  gas  stream 
and  using  lower  conductivity  thermocouple  wire.  Figure 

4.3- 5  illustrates  the  effects  of  the  length  of  exposed 
wire  for  a  1.30  mm  (16  gauge)  chromel  alumel 
thermocouple  (Reference  4.3.4).  A  ratio  of  exposed 
wire  to  wire  diameter  of  >10:1  is  recommended. 
Mechanical  support  of  the  exposed  wire  may  be  necess¬ 
ary  to  retain  mechanical  integnty. 

An  increase  in  the  weld  bead  size  raises  the 
response  time,  but  does  not  have  the  same  impact  as 
increasing  the  wire  diameter  to  the  same  size.  Table 

4.3- 2  (Reference  4.3.4)  gives,  as  an  example  of  the 
impact,  the  measured  values  of  T  for  three  weld  bead 
sizes  on  1.02  mm  (0.040  inch)  diam.  wire  compared 
with  T  for  uniform  diameter  wire  of  the  same  diameter 
as  the  weld  beads. 

To  minimize  the  response  time,  the  sensing 
element  mass  is  kept  small.  In  the  case  of  RTD’s  and 
hot-wires  the  wire  diameters  are  kept  as  small  as  is 
practical.  For  thermocouples,  the  weld  bead  as  well  as 
the  wire  must  be  made  as  small  as  possible,  preferably 


with  the  bead  the  same  diameter  as  the  wire  (Reference 

4.3.4). 

J  0.JTJ 

1  .  (S  4.3-12 

T.  d. 

where 

T  = 

time  constant  with  weld  bead 

r.  = 

time  constant  without  weld  bead 

d.  * 

diameter  of  weld  bead 

d.  - 

wire  diameter 

The  shape  of  the  junction  also  affects  the 
response  time.  By  aiming  to  keep  the  bead  size  the 
same  as  that  of  the  wire  itself,  this  potential  source  of 
error  is  eliminated. 

(c)  Radiation  Effects 

In  the  above,  we  have  been  addressing  the  application 
of  the  bare  thermocouple  bead.  Since  the  bead  is  fully 
exposed,  radiation  to,  and  from,  the  surrounding 
environment  will  have  an  impact  and  this  must  be 
evaluated  as  to  its  contribution  to  the  response  of  the 
sensor. 

The  effects  of  radiation  to  cold  walls  on 
response  time  of  a  bare  1.27  mm  (  0.051  inch  )  round 
wire,  loop  junction  thermocouple  with  an  1145K 
(1600°F)  gas  temperature  have  been  measured  with  the 
results  shown  in  Table  4.3-3  (Reference  4.3.4). 

4.3. 1.2.3  Sonic  Flow  Pyrometers 

Sonic  Flow  Pyrometers  (aspirated  probes)  remove  much 
of  the  dependence  on  the  measurand  mass  flow  but  add 
the  complication  of  additional  equipment  to  operate. 
An  example  of  a  probe  is  shown  in  Figure  4.3-6.  A 
pressure  differential  must  be  maintained  across  the 
nozzle  so  that  the  air  flow  is  sonic  at  that  location. 
Under  low  measurand  pressures  a  suction  pump  will  be 
required  to  maintain  that  pressure  differential.  This  is 
often  the  situation  when  calibrating  using  a  source  at 
atmospheric  pressure.  In  high  pressure  situations  the 
probe  may  be  vented  to  atmosphere.  The  pumping 
arrangement  must  handle  the  high  temperatures  that  are 
seen  in  the  high  pressure  regions  of  gas  turbine  engines. 
Because  gas  is  being  extracted  from  the  gas  flow  past 
the  bead,  this  probe  is  less  susceptible  to  errors  due  to 
flow  angle  changes. 

A  comparison  of  the  typical  change  in  time 
constant  between  a  bare  thermocouple  junction  in  the 
free  stream  and  the  sonic  pyrometer  is  illustrated  in 
Figure  4.3-7.  The  sonic  pyrometer's  response  is 
essentially  independent  of  the  free  stream  Mach  num¬ 
ber. 

4.3. 1.2.4  Summary 

The  time  dependency  characteristics  of  a  thermocouple 
instrumentation  system  are  illustrated  in  Figure  4.3-8. 
The  contributions  to  the  bias  and  precision  errors  in  the 
steady  state  and  transient  modes  are  shown  in  Figure 

4.3-9. 

To  obtain  a  rapid  response,  the  sensing 
elements  need  to  be  in  direct  contact  with  the  flowing 
gas.  In  order  to  reduce  the  uncertainty  in  the  data  and 


extend  the  life  of  the  sensing  element  the  following 
must  be  consir'.  ;red  in  the  design  and  installation. 

1.  Temperature  range 

2.  Response  time  required 

3.  Mountingof  the  sensing  element,  housing, 
structural  constraints 

4.  Projected  mass  flow  variations 

5.  Mechanical  limit  on  wire  diameter  for  life 
expectancy 

6.  Recovery  factor  of  the  sensing  element 

7.  Effects  of  orientation  of  the  sensing 
element  to  the  flow  and  projected  flow 
directional  changes 

8.  Effects  of  radiation  from  and  to  the  sur¬ 
roundings 

9.  Conduction  errors  through  the  wires 

10.  Signal  conditioning,  averaging  spatially 
and  temporally 

1 1 .  Reference  system,  calibration  of  the  sensor 

The  relative  importance  of  each  of  the  above 

must  be  evaluated  against  the  specific  data  sought. 
Where  the  sensor  must  have  proven  durability,  the  size 
of  the  wire  needed  may  increase  the  response  time, 
which  is  a  trade-off  that  the  designer  must  accept. 
Similarly,  the  design  of  the  probe  housing  may  be 
mechanically  constrained  due  to  the  location  and 
anticipated  stress  levels  such  that  the  design  may  not 
take  fully  into  account  the  projected  flow  variations  or 
have  sufficient  size  to  use  conduction  error  compensat¬ 
ing  techniques.  Each  of  the  listed  items  interacts  to  a 
greater  or  lesser  extent  with  each  of  the  others  and 
cannot,  therefore,  be  considered  in  isolation. 

4.3. 1.3.  Advantages  and  Disadvantages 
In  the  introduction  to  Section  4.3.,  it  was  noted  that 
basic  design  criteria  for  thermocouple  and  resistance 
probes  applied  to  both  steady-state  and  transient  probe 
design. 

Fine  wire  butt-welded  thermocouples  have  been 
demonstrated  in  use  with  time  constants  of  the  order  of 
5  msec  (Reference  4.3.5)  and  thin  tungsten  wires  (5-10 
>im)  as  equilibrium  temperature  probes  with  response 
times  of  10  msec  (Reference  4.3.6),  Thin  film  sensors 
deposited  on  filaments  of  quartz  can  be  produced  with 
short  time  constants  hut  tend  to  be  fragile  and  only 
usable  in  relatively  smooth  steady  gas  flows. 
Advantages: 

Thermocouples-  Small  size 

Point  measurement 

Probe  housing  easy  to  design 

Installation  easy 

Fine  wire  butt -welded  thermo¬ 


couples  have  been  demon¬ 
strated  in  use  with  time  con¬ 
stants  of  the  order  of  5  msec 
(Reference  4.3.5) 

Wide  range  of  applications 
Diversity 

Available  as  bare  or  sheathed  wires 
Low  cost  (except  noble  metals) 
Self-generator 
Easy  to  build  into  probes 
Accuracy 

Fidelity  (Selected  as  reference  for 
calibration  up  to  600°C) 

Good  interchangeability 
Easy  conditioning 

Measurement  precision  requiring  a 
lot  of  care  (calibration) 

Low  output  levels 
Risk  of  aging 
Sensitivity  to  environment 
Size 

Operating  temperature  limited  to 
600  to  650°F 

Must  be  mounted  in  a  strain-free 
environment 

External  power  supply  needed 
Self-heating  error  and  low  recovery 
factor 

4.3. 1.4  Signal  Conditioning 

The  outputs  from  thermocouples,  RTDs.  thermistors 
and  hot-wires  are  electrical  signals.  The  electronics 
used  to  process  these  signals  differ.  Even  so,  the 
biggest  impact  on  the  ability  to  measure  the  changes 
with  minimum  uncertainty  is  the  response  of  the  sensing 
elements  themselves.  Compensation,  either  through 
passive  networks  in  the  electronics  or  through 
algorithms  in  software,  can  be  applied.  The  nature  of 
the  measurand  and  its  predicted  changes  with  time  must 
be  evaluated  to  make  use  of  the  data  obtained  from  the 
sensor. 

Typical  system  configurations  for  thermo¬ 
couples  and  RTDs  are  illustrated  in  Figure  4.3-10.  The 
same  arrangements  as  for  steady  state  recording  apply 
with  the  exception  that  the  elements  of  the  system  must 
be  capable  of  following  the  transient  event.  So,  for 
thermocouples,  the  leads  should  be  shielded,  an  ice 
point  junction  (or  similar  reference)  or  a  uniform 
temperature  reference  unit  installed  and  an  amplifier 
with  low  pass  filtering  used.  The  recording  medium 


RTDs- 


Disadvantages: 

Thermocouples- 


RTDs- 


depends  on  the  test  requirements.  Filtering  for  noise 
rejection,  etc.,  may  be  required,  The  response  of 
various  low  pass  filter  designs  is  given  in  Section  4.9.4. 
The  whole  system  must  be  calibrated,  in  dynamic,  as 
well  as  static,  mode,  where  possible. 

Advanced  sensor  systems,  described  in  Section 
4.3. 1.7,  have  their  own  built-in  signal  conditioning 
which  determines  their  overall  transfer  function, 

4.3.1.5  Calibration  Procedures 
The  calibration  of  sensors  for  transient  measurements  is 
not  as  straight  forward  as  for  steady  state  probes.  If 
there  is  knowledge  of  the  specific  test  requirements  that 
permit  the  prediction  of  the  measunmds  behaviour  over 
the  operating  ranges  then  simulated  calibrations  can  be 
performed.  If  the  test  requirements  have  not  been 
sufficiently  detailed  then  families  of  curves  will  be 
required  that  can  be  called  upon  after  the  test,  based  on 
observations  during  the  test  program,  This  is  not 
desirable.  As  stated  above,  the  sensing  elements  must 
be  of  the  smallest  diameter  within  the  mechanical  limit 
of  wire  diameter  for  life  expectancy.  There  is  a  high 
level  of  risk  that  the  life  of  the  wire  will  be  short  due 
to  under  design  and  that  the  test  data  may  be  lost  after 
expending  time  and  money  on  excessive  calibration  and 
lost  component  test  time  and  program  delays. 

As  well  as  taking  precautions,  as  with  steady 
state  conditions,  of  minimizing  errors  due  to  connec¬ 
tions,  to  wire  inhomogeneities  in  areas  away  from  the 
sensor,  to  unwanted  noise  generated  through  electrical 
interference, etc. ,  there  is  a  need  to  consider  the 
repeatability  and  measurement  of  the  changes  in  the 
calibrator  temperature  and  mass  flow  rate  as  seen  by 
the  sensor  being  calibrated.  The  neod  to  calibrate  will 
depend  on  the  accuracy  required  of  the  test  data.  If  the 
test  is  primarily  to  observe  the  overall  response  charac¬ 
teristics  then  a  calibration  may  not  be  necessary.  On  the 
other  hand,  for  accuracies  approaching  those  of  the 
steady  state  performance  a  transient  calibration  will  be 
required. 

The  most  straight  forward  approach  is  to 
impose  a  step  change  where  either  the  probe  is 
inserled/withdrawn  from  a  calibrated  flow  (Reference 
4.3.7)  or  the  probe  is  held  in  position  and  the  calibrated 
flow  diverted  (Reference  4.3.8).  These  two  methods  are 
illustrated  in  Figures  4. 3-11  and  4.3-12.  In  Figure  4.3- 
1 1.  the  probe  is  initially  held  in  the  retracted  position 
shielded  from  the  nozzle  flow.  A  cooling  flow  may  be 
passed  through  the  shield  to  keep  the  sensor  at  a  steady 
regulated  temperature.  When  stable  conditions  have 
been  established  in  the  nozzle  flow,  the  probe  ia  rapidly 


moved  into  the  flow  stream  by  the  actuator.  The  change 
in  output  voltage  of  the  probe  is  recorded  on  an  oscillo¬ 
scope,  digital  data  system  or  other  appropriate  media. 
The  time  constant  is  determined  from  the  rise  time  of 
the  recording.  In  Figure  4,3-12,  the  probe  is  held  in  a 
fixed  position  and  a  shield,  that  diverts  the  flow  from 
the  nozzle  around  the  probe,  is  rapidly  retracted  so  that 
the  probe  is  exposed  to  the  flow.  Reversing  the  above 
procedures,  that  is,  retracting  the  probe  or  covering  the 
probe  rapidly,  will  give  the  time  constant  for  return  to 
the  lower  temperature  and  cooling  rate  of  the  cooling 
air  flow.  Mass  flow  and  temperature  of  the  calibrating 
air  flow  must  be  recorded  for  each  calibration  condi¬ 
tion. 

The  outputs  from  the  sensors  for  the  step 
change  will  be  as  illustrated  in  Figure  4.3-13.  The  time 
constant  r  may  be  estimated  from  the  response  of  a  first 
order  system  to  a  step  change  in  input  (Equation  4.3- 
13): 


t 


where  V 

VT 


V0 


Voltage  at  time  t. 

Voltage  when  sensor  is  stabilized  at 
temperature  T  @  t  -  infinity. 
Time  constant  (Response  time). 
Voltage  at  time  t  =  0 


From  Equation  4.3-13,  r  will  be  ihe  time  at 
which  (V  •  V0)  reaches  63  %  of  (VT  •  V0). 


4.3. 1.6  Design  Examples 

There  are  many  forms  of  transient  tests  that  range  from 
relatively  steady  slow  changes  such  as  throttle  con¬ 
trolled  accelerations  to  faster  impacting  fuel  spikes.  The 
same  principles  apply  m  each  case,  the  differences 
being  primarily  in  the  temporal  correlation  of  the 
recorded  data. 

Reference  literature  has  limited  test  data  on 
time  constant  determination.  The  majority  of  designers 
of  thermocouple  probes  for  transient  tests  establish  their 
own  data  files  based  on  the  specific  needs  of  the  teats 
they  perform  in  their  own  test  beds  and  unique  installa¬ 
tions. 


EXAMPLE  1  (see  Section  5. 2) 

la  thia  example,  a  fuel  spike  is  introduced  to  observe 


the  stability  of  the  engine  at  the  selected  operating  point 
(see  Section  5,2).  Temperature  of  the  air  flow  is 
measured  at  the  T25  location. 

The  temperature  T25  is  used  to  normalise  the 
data  at  the  operating  point  just  prior  to  the  onset  of 
surge.  Although  the  temperature  of  the  air  may  change 
slightly  during  the  pressure  change  just  prior  to  the 
surge,  the  measurement  required  is  essentially  steady- 
state.  In  this  case,  suitable  steady-state  rakes  ,  as 
described  in  Reference  4.3.1,  will  be  used,  The  flow 
profile  is  assumed  to  be  uniform  and  the  average  station 
temperature  dervied  from  three  five-point  rakes,  the 
probes  being  located  at  centres  of  equal  area.  Tfhe 
temperature  was  measured  as  82°C  (180°F).  This  value 
is  used  in  the  calculation  of  the  mass  flow  as  described 
in  Section  4.4.7.6.  [Note:  To  follow  the  transient 
temperature  change  during  the  surge  would  required  a 
probe  with  a  time  constant  of  the  order  of  10  msec,  the 
wire  diameter  to  meet  this  requirement  would  be  about 
0.025  mm  (.001  inch)  diameter.) 

The  overall  uncertainty  in  this  measurement  is 
detailed  in  Figure  4.3-14.  Only  the  steady-state  uncer¬ 
tainty  is  required  in  this  example  and  this  has  been 
determined  to  be  a  bias  of  ±0.37  C  and  a  precision  of 
±0.17  C”  for  the  instrumentation  system.  The  overall 
uncertainty,  including  the  data  acquisition  and  process¬ 
ing  systems,  is  given  in  Section  5.2. 

EMMEUL2 

The  objective  of  the  test  is  to  establish  the  value  of  the 
peak  of  the  gas  temperature,  T5,  to  which  engine  metal 
surfaces  will  be  exposed.  Here  we  shall  look  at  the 
measurement  of  the  exhaust  gas  temperature  (T5)  for  an 
acceleration  over  a  period  of  5  secs  (Figure  4.3-15). 
The  temperature  range  is  from  365"C  to  813“C  (689”F 
to  1495-F). 

The  thermocouple,  due  to  its  mass,  acts  as  a 
thermal  integrating  device.  The  measurement  system 
recording  is  a  trace  that  is  a  smoothed  representation  of 
the  measurand.  Since  the  metal  surfaces  also  act  as 
integrators,  they  will  respond  to  this  smoothed  repre¬ 
sentation  of  the  measurand.  ignoring  short  term  pertur¬ 
bations. 

The  design  must  first  consider  the  trade-offs  of 
short  time  constant,  implying  small  diameter  wire, 
against  lifetime  of  the  thermocouple,  upper  limit  of  the 
temperature  excursion  and  mechanical  integrity  of  the 
assembly.  Another  factor  to  consider  is  the  use  of 
commonly  available,  off  the  shelf,  materials  to  reduce 
cost  and  lead  time. 

At  the  present  time,  standard  sizes  for 
thermocouple  wires  themselves  typically  range  from 


0.038  mm  (0.0015  inch)  dia  up  to  1.02  mm  (0.040 
inch),  with  corresponding  outside  sheath  diameters  from 
0.25  mm  to  6.35  mm  (0.010  inch  to  0.250  inch).  The 
thermocouple  may  be  provided  complete  by  the  supplier 
or  constructed  in-house  in  the  formats  illustrated  in 
Figure  4.3-1.  Special  designs  similar  to  that  developed 
in  Reference  4.3.9  are  available  from  some  suppliers 
(Figure  4.3-16). 

In  selecting  the  thermocouple  design,  consider¬ 
ation  must  be  given  to  both  the  time  constant  and  the 
estimated  uncertainty.  This  may  require  an  iterative 
process.  The  uncertainty  estimation  will  allow  a  deter¬ 
mination  of  the  estimated  accuracy  for  the  test;  the  time 
constant  will  allow  the  development  of  the  ’true’ 
temperature-time  variation  from  the  recorded  tempera¬ 
ture-time  record. 

For  the  recording,  a  thermocouple  of  the  type 
of  Figure  4.3-16  was  used.  Utilizing  the  techniques  and 
formulae  above,  and  available  historical  data,  the 
thermocouple  wire  diameter  most  likely  to  have  the 
desired  characteristics  based  on  the  projected  mass  flow 
of  the  gas,  the  temperature  range,  durability  and 
temporal  correction  of  the  data  was  selected  and 
incorporated  into  the  probe.  To  maximize  the  response 
to  transient  events, the  probe  would  have,  ideally,  a 
projection  of  the  bead  into  the  flow  stream  from  the 
face  of  the  housing  of  at  least  ten  times  the  wire 
diameter.  For  the  selected  wire  diameter  of  1.27  mm 
(0.051  inches)  the  bead  should  extend  at  least  12.7  mm 
(0.51  inches)  into  the  flow.  For  this  application  a 
compromise  was  reached  in  choosing  a  loop  design 
which  reduced  the  overall  height  of  the  sensing  element 
while  providing  a  more  rigid  supportive  assembly  with 
a  length  to  diameter  of  wire  ratio  of  6  to  1 .  The  design 
incorporated  two  elements,  one  for  control  of  the 
engine  exhaust  area,  and  the  other  exclusively  for  the 
test  measurement. 

Dunng  the  transient  (Figure  4.3-15),  the  core 
flow  in  the  test  engine  levels  out  at  approximately  20 
kg/sec  (45  lbm/sec)  after  2.2  sec.  The  nozzle  area  at 
the  T5  location  is  approximately  1045  cnr  (162  sq. 
ins. ).  For  this  example,  the  flow  conditions  around  the 
probe  are  considered  to  be  195  kg/m!-sec  (40  Ibm/ft3- 
sec)  at  a  temperature  around  80O*C  (1470'F)  with  no 
radiation  from  flames  or  hotter  su faces.  Under  these 
conditions  the  time  constant  from  Figure  4.3-3  is 
approximately  0.7  sec.  The  core  flow  is  essentially 
constant  during  the  period  from  3.0  to  4.2  *ec  and  so  it 
can  be  assumed  that  the  .ime  constant  remains  constant. 

If  dynamic  calibration  data  on  the  instrumenta¬ 
tion  system  is  not  available  then  the  transient  response 
of  the  system  can  be  estimated  from  the  recording. 


From  the  recorded  trace  between  2.7  and  4.2  sec,  the 
compressor  mass  flow  and  speed  are  essentially  con¬ 
stant.  If  we  also  consider,  as  a  first  approximation  that 
the  EGT  (T5)  is  stable  over  that  same  period,  and  that 
there  is  a  first  order  response,  then  we  can  take  the 
slope  of  the  trace  at  the  2.7  sec  point  and  note  the  time 
when  that  slope  intersects  the  peak  temperature  level  of 
the  recording,  this  can  be  seen  to  be  of  the  order  of  0.6 
to  0.7  sec.  Conversely,  one  can  measure  the  time  from 
the  2.7  sec  point  to  where  the  temperature  recording 
reaches  63  %  of  the  difference  in  temperature  between 
the  starting  point  and  the  peak  at  4.2  secs.  This  also 
gives  an  order  of  0.6  to  0.7  sec  for  the  time  constant. 

The  thermocouple  was  calibrated  in  a  steady 
state  flow  stream  and  the  time  constant  determined  as 
described  in  Section  4.3. 1.5,  adjusted  for  test  condi¬ 
tions.  For  the  probe  selected,  the  time  constant  varied 
from  approximately  1.2  sec  at  the  lower  temperature 
and  mass  flow  to  0.7  sec  at  the  higher  values  (Figure 
4.3-15).  Over  the  period  leading  to  the  peak  value, 
between  0.3  and  4.2  sec,  the  core  mass  flow  is  relative¬ 
ly  constant.  Over  the  temperature  range  600  to  813°C 
(1112  to  1495°F)  the  effects  on  the  time  constant  are 
small  and  the  time  constant  can  be  considered  to  be  a 
constant  value  of  0.7  sec. 

The  estimated  measurement  uncertainties  are 
summarized  in  Figure  4.3-17.  The  higher  temperature 
range  in  this  example  leads  to  higher  calibration  uncer¬ 
tainties  than  those  shown  in  Example  1. 

The  effect  of  the  thermocouple  time  constant 
on  the  'true'  temperature-time  variation  can  be  esti¬ 
mated  in  several  ways.  The  example  of  Figure  4.3-15 
has  a  complex  response  of  temperature  against  time. 
The  determination  of  the  maximum  temperature  reached 
hy  the  gas  cannot  be  determined  accurately  directly 
from  the  trace.  However,  a  useful  estimation  of  the 
maximum  temperature  can  be  calculated  if  simplifying 
assumptions  are  made. 

A  very  simple  approach  to  the  estimation  of 
the  maximum  temperature  will  be  described  in  some 
detail.  Assume  that  we  can  substitute  for  the  trace 
preceding  the  peak  value  of  T5,  over  the  period  from 
3.0  to  4.2  sec,  a  quarter  cycle  of  a  sinusoid  with 
amplitude  88  C°  and  period  4.8  sec.  If  we  also  assume 
that  a  first  order  relationship  exists  between  the 
measurand  and  the  recorded  signal,  then  we  can  con¬ 
clude  that,  to  generate  that  quarter-cycle  of  sinusoid, 
the  measurand  must  have  a  fundamental  element  that  is 
sinusoidal.  Here  we  shall  neglect  any  random  perturba¬ 
tions  since  we  cannot  see  them  in  the  trace,  and  are 
therefore  not  able  to  recreate  them  We  can  however, 


predict  the  peak  transition  of  the  smoothed  value  of  the 
measurand  hy  calculation,  relating  the  input  sinusoid  to 
the  attenuated  phase-lagged  sinusoid  on  the  trace. 
Ignoring  the  history  of  the  measurand  prior  to  the  start 
of  the  sinusoid,  we  are  able  to  use  a  single  value  of  0.7 
sec  for  the  time  constant  corresponding  to  the  flow  and 
temperature  conditions  as  described  above. 

For  a  sinusoidal  input/output,  the  relative 
amplitudes  are  given  hy: 


AT„ 


AT: 


(l+(<tr)2)'A 
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and  the  relative  phase  by 


tan#  =  -  ut 
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where:  AT0 

=  indicated  temperature  amplitude 
(output)  =  88°C 

AT; 

-  gas  temperature  amplitude  (input) 

<■> 

=  frequency  =  (2x/4.8) 

=  1.31  radians  per  second 

r 

=  time  constant  —  0.7  secs 

0 

=  phase  lag 

The  calculated  peak  reached  by  the  measurand 

will  be: 

T,«  =  AT0(I  +  oV)H  +  AT„) 

=  844  “C 

The  phase  lag  is  given  by  tan  0  -  -0.917  =  -42.5  °, 
i.e.  a  time  lag  =  0.57  secs.  The  simplified  model  of 
the  true  gas  variation  is  shown  in  Figure  4.3-18.  Note 
that  the  mathematical  relationship  has  the  input  signal 
passing  through  the  peak  of  the  output  which  corre¬ 
sponds  with  the  expectation  that  the  slope  of  the  trace 
will  be  zero  when  the  input  equals  the  output. 

The  effect  on  the  uncertainty  due  to  the 
selection  of  the  period  of  the  sinusoid  will  show  itself 
as  a  difference  in  ui,  This  will  impact  the  amplitude  and 
phase  shift  used  in  the  above  equations. 

Although  the  above  is  a  simplification  of  the 
actual  variation  of  the  measurand,  it  does  indicate  that 
the  actual  peak  temperature  could  well  be  some  3 1  "C 
higher  than  the  recorded  value. 

A  more  precise  determination  of  the  peak  value 
can  be  made  hy  correcting  for  the  changing  time 
constant  for  each  point  on  the  recording  to  reconstruct 
the  measurand.  This  is  a  significantly  more  complex 
process  than  that  described  above. 


4.3.1.7  Aamnced  Sensors 

The  most  significant  advanced  sensors  that  are  being 
developed  for  steady  state  measurements  are  Optical 
Fihre  Thermometers,  Coherent  Antistokes  Raman 
Scattering  (CARS),  Infra-red  Monochromatic  Radiation 
and  Absorption  (IMRA)  and  Atomic  Fluorescence.  The 
Optical  Fihre  technique  with  suitable  interfacing  lends 
itself  to  analogue  recording.  The  other  techniques  rely 
on  high  speed  digitising  and  processing  which  produce 
vast  quantities  of  data  which  can  be  difficult  to  handle 
and,  therefore,  they  are  not  considered  as  being  suitahle 
for  transient  testing  in  the  near  future. 

The  Optical  Fibre  Thermometers  use  fihre 
optics  to  transmit  the  heat  energy  radiated  from  a 
source  to  the  detector.  For  transient  measurements  of 
gas,  the  sensing  element  is  a  thermally  conductive  cap 
encasing  the  end  of  a  fibre  element  which  is  extended 
into  the  gas  path.  The  cap  acts  as  a  hlack  body  radiator, 
the  radiation  being  conducted  down  the  fihre  to  the 
detector  as  illustrated  in  Figure  4.3-19.  As  with  the 
wire  and  thin  film  sensors,  the  thermal  mass  of  the  end 
cap  plays  a  major  role  in  the  response  time  of  the 
device.  A  thin  metallic  film  deposited  on  and  around 
the  tip  has  the  lowest  thermal  mass  hut  suffers  from 
vulnerability  to  erosion  hy  particles  in  the  gas  stream 
and  thermal  stress  at  the  adherence  point  between  the 
metal  film  and  quartz/sapphire  rod.  In  addition,  the 
quartz/sapphire  rods  are  fragile  and  require  special  care 
in  installation. 

The  CARS,  IMRA  and  Atomic  Fluorescence 
measurement  techniques  are  more  applicable  in  the 
higher  temperature  ranges  down  stream  of  the  com¬ 
pressors  i.e.,  comhustor,  turhines,  re-heat  and  exhaust. 
Each  technique  uses  a  pulsed  excitation  of  the  gas  in  a 
preselected  volume  in  space.  Depending  on  the  elec¬ 
tronics  used,  multiple  measurements  as  short  as  1  msec 
apart  can  be  made.  During  a  transient  test  spanning 
several  seconds  this  results  in  thousands  of  measure¬ 
ment  points  for  each  location.  Since  the  measurements 
are  made  in  a  very  short  period  of  time,  the  ’noise" 
level  can  be  very  high  particularly  in  the  combustion 
chamber  and  re-heat  section.  Careful  consideration  must 
be  given  to  filtering  out  the  general  noise  generated  hy 
the  comhustion  process  whilst  preserving  the  response 
required  to  study  the  transient  behaviour  under  investi¬ 
gation. 

Other  temperature  sensors  such  as  acoustic 
devices  exist  (Reference  4.3. 10),  which  with  electronic 
compensation,  can  give  responses  in  the  order  of  50 
msec.  An  edge-tone  resonator  acts  like  an  organ  pipe. 
If  the  Mach  number  within  the  inlet  nozzle  is  kept 


constant,  the  frequency  is  proportional  to  the  square 
root  of  the  ahsolute  temperature.  These  devices  have  a 
number  of  drawhacks  which  include  the  fact  that  the 
gas  being  measured  must  pass  through  the  cavity  and 
the  cavity  volume  must  be  kept  constant. 

4.3.2  Solid  Surface  Temperature 
4.3.2.1  Introduction  and  Definitions 
The  surface  temperature  can  be  measured  hy  contacting 
and  non-contacting  techniques.  The  most  common 
contacting  sensors  are  surface  bonded  thermocouples 
and  thin  films.  The  non-contacting  method  most  often 
used  is  the  Optical  Infra-red  Pyrometer.  Other  tech¬ 
niques  include  surface  deposited  phosphors,  imbedded 
fihre  optics,  noise  thermometry,  ultrasonic  thermometry 
and  Raman  measurement  techniques  (Data  extracted 
from  Reference  4.3.1 1  are  shown  in  Tahle  4.3-4). 

4  3.2.2  Basic  Theory 

The  use  of  thin  film  and  wire  thermocouple  and  resis¬ 
tive  devices  are  often  most  convenient  (Figure  4.3-20). 
Here,  the  thermal  coupling  between  the  sensor  and  the 
surface  plus  conduction  down  connecting  tracks  or 
wires  will  affect  the  response  relative  to  the  surface. 
The  sensors  must  be  small,  the  smaller  the  better. 
Difficulties  can  arise  due  to  thermal  gradients  along  the 
leads,  e.g.  if  the  sensor  is  at  a  remote  position  such  as 
near  the  tip  of  a  hlade  then,  during  the  transient  test, 
differential  tip  to  root  temperatures  can  be  significant. 
The  order  of  magnitude  of  the  impact  of  such  gradients 
can  be  evaluated  hy  applying  a  differential  temperature 
gradient  during  the  calibration  procedure.  Thermo¬ 
couples  with  inhomogeneities  are  particularly  prone  to 
these  types  of  errors. 

The  time  dependent  elements  of  a 
thermocouple  system  are  illustrated  in  Figure  4.3-8 
where  the  probe  assemhly  is  in  fact  the  thermocouple. 
The  contributions  to  be  considered  in  determining  the 
hias  and  precision  errors  in  the  steady  state  and  transi¬ 
ent  modes  are  the  same  as  shown  in  Figure  4.3-9.  For 
RTDs  the  uncertainty  due  to  the  reference  junction  is 
replaced  hy  the  uncertainty  of  the  excitation  module. 

As  with  any  dynamic  measurement,  every 
attempt  must  be  made  to  reduce  the  modification  of  the 
component  time  constant  due  to  the  addition  of  the 
sensing  system.  For  surface  measurements,  non-contact¬ 
ing  optical  pyrometry  offers  the  best  response  with 
minimized  effect  on  the  measurand.  Nevertheless,  the 
use  of  optical  methods  requires  considerable  care. 
Techniques  requiring  a  surface  finish  to  be  applied 


•  • 
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obviously  impact  the  whole  heat  transfer  process  and, 
although  the  sensing  system  in  itself  offers  a  fast 
response,  the  actual  surface  being  observed  may  not,  so 
caution  must  be  taken  to  consider  the  total  impact  of  the 
addition  of  films  to  the  surface  under  observation.  The 
basic  Optical  Pyrometer,  commonly  used  in  engine 
development  and  control  applications,  does  offer  rapid 
response  to  changes  in  surface  temperature  without 
modification  to  the  suhject  surface  under  scrutiny. 
During  temperature  transients  in  the  gas  path  such  as 
during  start-ups  and  surges,  temperature  variations  of 
the  turhine  blades  can  be  significant  and  readily 
ohserved  with  a  radiation  pyrometer.  The  first  step  is 
assuring  access  to  view  the  surface  of  interest.  If  access 
is  practical,  then  the  general  conditions  of  the  surface 
(that  can  affect  the  emissivity  level)  and  the  surrounding 
environment  (that  can  create  errors  due  to  radiation, 
reflection  and  absorption)  must  be  taken  into  account. 
The  complexities  of  designing  even  a  simple  Optical 
Pyrometer  are  illustrated  in  Figure  4.3-21 ,  where  it  can 
be  seen  that  mirrors  and  lenses  are  exposed  to  the 
environment  and  must  be  kept  cool  by  water  circulation 
and  purging  inert  gas  that  also  maintains  a  positive 
pressure  at  the  aperture  thereby  reducing  the  ingress  of 
foreign  matter  onto  the  optics.  Clean  optics  are  essential 
in  minimizing  the  uncertainty  of  the  measurements.  The 
reader  is  directed  to  the  reference  material  that  gives  a 
more  in-depth  understanding  of  the  application  of 
Optical  Pyrometry. 

4.3.2.3  Advantages  and  Disadvantages 
Tahle  4.3-4,  from  Reference  4.3-11,  gives  a  compari¬ 
son  of  the  techniques  at  present  used  for  surface 
temperature  measurement. 

The  most  common  devices  readily  availahle 
and  relatively  easy  to  apply  are  thermocouple,  thin  film 
RTDs  and  optical  pyrometers. 

The  application  of  thermocouples  and  thin  film 
RTDs  to  stationary  parts  is  straight  forward.  The  main 
concern  is  the  temperature  range  of  operation  and  the 
effectiveness  of  the  surface  attachment.  The  application 
to  rotating  components  requires  the  use  of  slip  rings  or 
telemetry.  When  determining  the  uncertainty  in  the 
measurements,  corruption  of  the  signal  due  to  the 
introduction  of  these  additional  elements  must  be 
included  in  the  calculations.  The  choice  of  which  is 
most  appropriate  for  the  particular  test  depends  on  the 
required  accuracy  versus  cost  and  performance.  FM 
telemetry  is  more  costly  than  slip  rings  but  slip  rings 
can  be  noisy. 


Radiation  Pyrometers  have  advantages  in  that 
from  a  stationary  location  they  can  ohserve  remotely  the 
temperature  profiles  of  the  passing  turhine  blades.  They 
are,  however,  generally  hulky  and  susceptihle  to 
environmental  influences  such  as  flame,  reflected 
radiation,  contaminants  in  the  gas,  etc.  Maintaining  the 
optics  at  relatively  low  temper  ,n:res  through  inert  gas 
cooling  or  water  circulation  increases  the  bulk  of  the 
support  equipment.  In  general,  the  upper  temperature 
range  of  pyrometers  is  greater  than  the  maximum 
temperatures  of  the  surfaces  that  they  measure. 

4.3.2.4  Signal  Conditioning 

See  Section  4.3. 1.4  for  thermocouple  and  resistive 
temperature  devices.  The  other  measurement  techniques 
tahulated  in  Table  4.3-4  require  their  own  individual 
electronic  processing  systems  unique  to  the  application. 
The  potential  for  use  in  a  particular  test  requires  a 
detailed  evaluation  of  the  total  measurement  system 
transfer  function. 

4.3.2.5  Calibration  Piocedures 

For  thermocouple  and  RTDs  the  transient  calibration 
very  much  depends  on  the  size  of  the  part  that  requires 
calibration.  Individually  instrumented  hlades  that  are  of 
comparable  size  to  aerodynamic  probes  may  be  readily 
suhjected  to  immersion  into  a  furnace,  the  test  jig  being 
arranged  to  give  the  anticipated  thermal  gradient 
through  cooling  at  the  root  while  heating  the  tip. 

For  large  parts,  such  as  complete  guide  vane 
assemblies,  it  may  not  be  possible  to  perform  the 
calibration  as  desired.  In  this  case,  the  transfer  function 
of  the  attached  sensor  can  be  evaluated  on  a  small 
sample  that  can  be  readily  inserted  in  an  oven.  As  long 
as  the  sensor  mass  is  small  compared  to  the  part  to 
which  it  is  attached  and  the  thermal  coupling  is  high, 
then  the  overall  thermal  response  of  the  part  itself  will 
dominate  and  the  sensor  can  be  considered  as  following 
the  surface  temperature  of  interest  with  no  lag. 

Radiation  pyrometry  is  more  straight  forward 
in  that  the  surface  of  interest  can  be  heated  in  an  oven 
and  the  radiation  to  the  pyrometer  switched  on  and  off 
with  a  shutter.  The  sensor  response  is  therefore  deter¬ 
mined  independently  of  the  rate  of  heating  of  the 
surface  of  interest.  The  relationship  of  the  conditions  at 
calibration  and  in  operation  can  be  critical.  As  materials 
are  heated,  the  surface  finish  can  change,  which  results 
in  changes  in  calibration.  It  may  be  prudent  to  heatsoak 
the  test  component  to  stahilise  the  surface  finish.  This 
will  help  in  maintaining  the  coefficient  of  emissivity.  In 


the  actual  test  environment,  oil,  soot  and  other  materials 
can  contaminate  the  surface.  Alternate  methods  of  on¬ 
line  calibration,  such  as  a  discretely  placed 
thermocouple  to  which  the  pyrometer  can  be  pointed 
while  testing  is  underway,  can  greatly  increase  confi¬ 
dence  in  the  quality  of  the  data  being  recorded,  particu¬ 
larly  in  transient  tests  where  repeatability  is  more 
critical  than  the  absolute  value  of  the  measurement. 

4.3.2.6  Design  Considerations 
Thermocouples  are  the  most  common  method  of 
measuring  surface  temperature,  either  in  the  attached 
wire  format  or  as  thin  film  sensors.  The  wire  may  be 
spot  welded  either  as  a  bead  on  the  surface  or  the  two 
wire  elements  individually  attached  a  small  distance 
apart.  In  either  case,  the  thermocouple  mass  is  kept  as 
small  as  practical  for  the  environment,  small  compared 
to  the  bulk  material  to  which  they  are  attached.  This 
means,  then,  that  the  response  to  temperature  change  is 
dictated  by  the  bulk  material  and  that  the  thermal  lag  of 
the  sensing  element  is  sufficiently  small  that  the  sensor 
temperature  can  be  considered  to  be  that  of  the 
material. 

For  an  acceleration  of  5  secs  duration,  such  as 
in  the  example  of  Section  5.3,  components  such  as  the 
burner  case,  guide  vanes,  disks  and  similarly  bulky 
parts,  generally  have  a  response  that  exceeds  IS  secs. 
The  uncertainty  in  the  surface  temperature  measurement 
on  these  components  will  be  close  to  the  uncertainty  in 
the  steady-state  temperature.  For  this  statement  to  be 
acceptable,  precautions  must  be  taken  to  keep  the 
leadwire  exposure  length  to  the  gas  stream  to  a  mini¬ 
mum,  preferably  directing  the  leadwires  to  a  cooler 
zone  away  from  direct  contact  with  the  hot  gases  «; 
close  to  the  measurement  point  as  is  practically  poss¬ 
ible. 

Unless  there  is  significant  induced  interference 
in  the  signal,  it  is  not  necessary  to  use  a  low  pass  filter. 
The  inherent  noise  generated  by  the  thermocouple  is 
generally  low  compared  to  the  emf  produced  by  the 
thermocouple  at  the  lowest  temperature  of  260°C 
(500°F). 

Components  such  as  the  burner  lining  will 
change  temperature  more  rapidly,  somewhere  between 
the  gas  and  bulk  parts.  Using  the  criteria  for  gas 
measurements  as  a  guide,  the  sampling  rate  can  be  set 
as  described  above.  The  burner  generates  high  ionic 
activity  which  will  induce  high  levels  of  steady  and 
pulsed  noise.  A  filter  would  be  required  for  the 
thermocouple  signals  from  this  area. 


For  small  components  of  low  thermal  mass, 
e.g.  turbine  blades,  the  addition  of  multiple  sensors  will 
increase  the  thermal  mass.  Prior  to  a  test,  the  effect  on 
the  response  of  the  component  to  temperature  changes 
must  be  evaluated  either  in  a  simulated  gas  flow  or 
immersion  in  a  liquid  bath  taking  precautions  to  ensure 
that  the  liquid  will  not  affect  the  material  properties  of 
the  blade  when  it  is  run  in  the  engine.  The  use  of  thin 
film  technology  is  recommended  where  practical  to 
minimize  the  overall  thermal  mass. 

Radiation  pyrometers  have  significant  advan¬ 
tages  with  rotational  components,  being  able  to  sweep 
review  the  surface  temperature  while  being  located  in 
a  static  position.  Their  use  is  recommended  for  transi¬ 
ent  investigations  on  turbines  where  access  is  possible. 
They  are  not  as  convenient  as  thermocouples  for  static 
surfaces  and  in  most  instances  are  not  cost  effective.  In 
addition,  the  lower  limit  on  present  systems  is  around 
425°C  (800°F)  which  restricts  their  use  to  the  hot 
sections,  an  inhospitable  zone  under  the  best  of  condi¬ 
tions. 

4.3.2.7  Advanced  Sensors 

The  advanced  sensors  are  listed  in  Table  4.3-4  (Refer¬ 
ence  4.3.11). 


4.3.3  Liquid  Temperature 

4.3.3. 1  Introduction  and  Definitions 

The  resoonse  of  sensors  to  changes  in  liquid  tempera¬ 
ture  ;s  far  more  rapid  than  for  gases  due  to  the  greater 
thermal  capacity  of  the  measurand  and  closer  thermal 
.oupling.  Difficulties  are  presented  by  contamination 
of  the  sensing  element  by  the  fluid,  by  the  electrical 
characteristics  of  the  fluid  and,  in  some  instances,  by 
high  pressures.  The  necessary  protection  of  the  sensing 
element  results  in  an  increase  in  the  response  time  of 
the  probe. 

The  most  common  methods  of  measurement 
are  thermocouple  and  resistance  temperature  devices 
(RTDs). 

4.3.3.2  Basic  Theory 

Liquids  have  a  significantly  larger  capacity  for  heat 
retention  than  gases.  Therefore,  heat  transfer  to  a 
sensor  from  the  measurand  is  relatively  high.  The 
problems  encountered,  such  as  electrical  conductivity  of 
the  measurand,  corrosion  effects,  flammability  and  high 
pressures,  require  that  the  sensing  element  be  pro¬ 
tected.  This  protection  generally  takes  the  form  of  a 
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metallic  sheath  Figure  4.3-22.  The  sheath  becomes  the 
dominant  factor  in  determining  the  response  time  of  the 
system  (Reference  4.3.12). 

The  model  of  a  thermocouple  system  is  illus¬ 
trated  in  Figure  4.3-8  where  the  probe  is  replaced  by 
the  immersion  assembly.  The  contributions  to  the  bias 
and  precision  errors  in  the  steady  state  and  transient 
modes  will  be  as  shown  in  Figure  4.3-9,  except  there 
will  be  no  contributions  for  recovery  or  radiation.. 

4.3.3.3  Advantages  and  Disadvantages 

A  comparison  of  different  designs  of  thermocouple 
probes  are  given  in  Reference  4.3.13.  The  reference 
also  details  calibration  equipment  and  procedures  for 
different  fluids.  The  results  show  that  bare  wire  thermo¬ 
couples  immersed  in  water  had  response  time  constants 
of  10  to  15  msecs.  The  sheathed  junctions  had  success¬ 
ively  longer  time  constants  depending  principally  upon 
the  mass  of  the  entire  assembly.  Time  constants  as  large 
as  800  msecs  were  recorded. 

In  the  data  obtained  from  transient  measure¬ 
ments,  one  must  consider  changes  in  the  time  constant 
due  to  changes  in  the  measurand.  These  changes  include 
aeration,  changes  in  the  physical  properties  of  the  fluid, 
turbulence,  air  pockets,  etc. 

4.3.3.4  Signal  Conditioning 

See  Section  4.3. 1.4  for  thermocouple  and  resistive 
temperature  devices. 

4.3.3. 5  Calibration  Procedures 

Calibration  is  not  as  straight  forward  as  it  may  at  first 
appear.  Since  the  sensing  element  is  protected  by  a 
metallic  housing  of  significant  thermal  mass  with  high 
thermal  conduction,  the  diameter  of  the  pipe  into  which 
it  is  installed  will  affect  the  response  rate.  For  transient 
testing,  the  probe  should  be  calibrated  in  the  pipe  which 
it  will  be  used  to  make  the  actual  measurements. 

A  basic  rig  for  determination  of  the  response 
rate  is  shown  in  Figure  4.3-23.  The  time  constant 
(Equation  4.3-13)  is  determined  from  the  rate  of  change 
of  the  temperature  as  indicated  by  the  sensor.  Using  a 
logarithmic  scale  for  the  sensor  output  against  time,  the 


slope  of  the  straight  line  section  will  give  the  time 
constant  assuming  that  the  relationship  is  a  first  order 
equation. 

4.3.3.6  Design  Examples 

The  rate  of  change  of  temperature  in  liquids,  such  as 
lubrication  systems,  is  normally  relatively  slow  com¬ 
pared  to  gas  temperatures.  Also,  the  temperature 
excursions  are  small  being  generally  in  the  66°C  to 
121°C  (150°F  to  250I>F)  range. 

Various  probe  des;~ns  are  illustrated  in  Figure 
4.3-22.  Taking  the  insulated  sensors  only,  the  time 
constants  established  in  Reference  4.3.54  were  as 
follows: 


Cl 

55  msec 

Cl 

44  msec 

C3 

1 10  msec 

d, 

250  msec 

d|+d2 

500  msec 

Details  of  the  design  process  for  fluid  tempera¬ 
ture  measurement  are  given  in  Reference  4.3.14.  The 
outside  diameters  of  probes  c,  and  c2  are  less  than 
2.5mm  (0.1  inches)  which  makes  them  suitable  for 
installation  in  fuel  and  oil  lines. 

For  the  example  of  Section  5.2,  the  tempera¬ 
ture  of  the  fuel,  supplied  to  the  engine  during  the 
transient  leading  to  the  surge  point,  must  be  measured 
to  allow  appropriate  corrections  of  the  viscosity  and 
specific  gravity  to  permit  calculation  of  the  fuel  flow 
(see  Section  4.4. 2.6.2).  Because  the  transient  is  very 
short,  taking  place  in  approximately  50  msec,  the 
steady  state  calibration  factors  are  sufficient.  Typical 
values  for  the  uncertainty  factors  for  the  fuel  flow 
temperature  measurement  are  shown  in  Figure  4.3-24. 
Depending  on  the  specific  objectives  of  the  test  the 
sampling  of  the  fluid  temperature  channels  can  be  at  the 
same  rate  as  the  gas  channels  or  at  a  much  slower  rate. 

4.3.3.7  Advanced  Sensors 

At  this  time  there  are  no  direct  reading  sensors  suitable 
to  substitute  for  thermocouple  and  RTD’s  for  transient 
tests. 
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Tabic  4.3-1  Effect  of  Thermocouple  Junction  Orientation  on  Time  Constant  r 

(Reference  4.3.4) 


Plane  of  Loop 

G 

kg/m2sec  (lb/ft2sec) 

r 

sec 

Parallel  to  flow 

24.4  (5) 

2.39 

45  deg  to  flow 

24.4  (5) 

2.31 

90  deg  to  flow 

24.4  (5) 

2.37 

Parallel  to  flow 

48.8(10) 

1.80 

45  deg  to  flow 

48.8(10) 

1.77 

90  deg  to  flow 

48.8  (10) 

1.77 

Table  4.3-2  Examples  of  the  Variation  of  Time  Constant  r  with  Bead  Size  and  Wire  Size 

(Reference  4.3.4) 


Diameter 

r,  sec 

For  a  1.02  mm  (0.040  inch)  wire 
diam  - 

weld  bead  size,  as 
given  in  Col.  1 

t,  sec 

For  variable  wire 
diam,  as  given  in 

Col.  1  -  no  weld  bead 

1.02  mm  (0.040  inch) 

2.4 

2.4 

1.22  mm  (0.048  inch) 

2.6 

3.0 

1.52  mm  (0.060  inch) 

2.8 

3.9 

Table  4.3-3  Effect  of  Radiation  from  Thermocouple  to  Cold  Walls  on  Time  Constant  t 

(Reference  4.3.4) 


Table  4.3-4  Surface  Temperature  Measurement  Concept  Characteristics 


Comments 

o  Spot  weld  to  metal  surface 
o  Adhesive  to  non-metallic 
surfaces 

o  Should  work  on  alumina  I 

o  Development  of  coalings  may 
extend  temperature  range 

o  New  technology 
o  Should  work  on  silicon  alloy 
substrates 

o  Coalings  may  improve  life 

o  Coating  may  improve  I 

performance  f 

o  Development  of  top  coat  is  1 
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o  Laser  generated  acoustic  pulse 

o  Thin  film  configuration 
suitable  only  for  low  EMI 
environments 
(No  reference  to  thin  film 
configuration  in  literature) 

o  Applied  sapphire  sensor 
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o  Calibration  stability  not  known 
o  Oxidation  effect!  may  limit 
temperature 

o  Indium  oxide  highly  volatile 
o  Calibration  stability  not  known 

o  Oxygen  impervious  top  eoat 
required 

o  Attachment  of  sensor  presents 
problems 

o  Senses  average  temperature 
over  sensor  length 

o  Technology  not  well  developed 
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o  Sensitive  to  leadpath 
temperature  variations 
o  Very  difficult  to  install  and  lead 
out  sensor 

o  Must  be  isolated  from  strain 
o  Must  be  isolated  from 
incompatible  substrate 
materials 

o  Oxidation  will  cause  drift 
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Figure  4.3-3  Effect  of  Tout  Temperature  on  Thermocouple  Time  Constants 
(Reference  4.3.4) 


Figure  4.3-4  Effect  of  Wire  Diameter  on  Thermocouple  Tune  Constants 
(Reference  4.3.4) 
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Characteristic  T ime.  Sec 


Thermocouple. 


Figure  4.3-6  Sonic  Pyrometer  -  Schematic 


Free  -Stream  Velocity. 


Comparison  of  the  characteristic  times  or  a  0.64  mm  (No.  22  gauge)  DIA  bare 
junction  In  the  free  stream  and  within  a  sonic  pyrometer  in  the  same  stream. 


Figure  4.3-7  Sonic  Pyrometer  Response 


Figure  4.3-8  Temperature  Instrumentation  System  Model  (Thermocouple’ 
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Figure  4.3-10  Temperature  Instrumentation  System  Configurations 
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Figure  4,3-11  Temperature  Sensor  Dynamic  Calibration  by  Probe  Retraction 


Figure  4.3-12  Temperature  Sensor  Dynamic  Calibration  by  Probe  Shielding 
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Figure  4.3-14  Transient  Temperature  Error  Source  Diagram  -  Gas  Flow  -  T25 


Figure  4.3-15  Exhaust  Gas  Temperature  (T5)  during  Acceleration 
(—  recorded  temperature) 


SHROUD  REMOVED  SHOWING 
CHROMEL-ALUMEL  THERMOCOUPLES 


•  • 


Figure  4.3-17  Transient  Temperature  Error  Source  Diigram  -  Gts  Flow  -  TS 
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Figure  4.3-18  Simplified  Exhaust  Gas  Temperature  (T5)  During  Acceleration 
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Figure  4.3-19  Optical  Fibre  Thermometer 
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Basic  thin  film  thermocouple  installation. 
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Figure  4.3-2!  Examples  of  Optical  Pyrometer  Head  Design 
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Figure  4.3-22  Thermocouple  Sensors  Used  in  Transient  Fluid  Temperature  Measurement 
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4.4  FLOW1 


4.4.1  Introduction  &  Definitions 
Section  4.4  describes  the  transient  flow  measurement 
process  used  in  turbine  engine  testing  (fuel  and  air/gas 
path  flow).  Before  the  transient  flow  measurement 
process  can  be  described,  the  reader  must  first  under¬ 
stand  the  steady  state  measurement  process.  An  attempt 
will  be  made  here  to  describe  briefly  the  basic  concepts 
for  each  flow  measurement  system  to  be  discussed.  It 
is  strongly  recommended  for  the  novice  that  an  intro¬ 
ductory  course  book  or  handbook  on  flow  measurement 
be  acquired  for  reference.  A  recommended  reference  is 
a  Learning  Module  published  by  the  Instrument  Society 
of  America  (Reference  4.4. 1). 

National  and  international  standards  exist  for 
the  measurement  of  steady  state  flows  in  turbine  engine 
testing.  However,  when  time  dependent  or  transient 
measurements  are  considered,  standard  practices  do  not 
exist.  Steady  state  flow  measurement  practices  will  be 
deficient  for  transient  flow  measurement  and  result  in 
serious  errors.  The  purpose  of  this  section  is  to  provide 
transient  flow  measurement  system  design  and  applica¬ 
tion  guidelines.  Admittedly,  the  resources  for  experi¬ 
mental  data  on  this  subject  are  limited  mainly  due  to  the 
complexity  of  transient  flow  measurement.  Some  very 
good  technical  papers  do  exist  and  will  be  referenced  in 
the  particular  flow  measurement  system  sections. 

For  engine  fuel  and  gas  path  flow  measure¬ 
ment,  numerous  transient  flow  measurement  systems 
are  available.  It  is  beyond  the  scope  of  this  document 
to  fully  address  all  of  these  systems  in  detail.  There¬ 
fore,  the  most  commonly  used  types  of  transient  flow 
measurement  systems  will  be  targeted  for  detailed 
description.  They  are  as  follows: 

Section 

Turbine  flowmeter  (fuel)  4.4.2 

-  Fuel  injectordifferential  pressure  measurement 

system  4.4.3 

Fuel  metering  valve  feedback  system  4.4.4 
Venturis,  nozzles,  and  bellmouths  (air/gas) 

4.4.5 

Fore-aft  probe  (air/gas)  4.4.6 

Airflow  determination  using  thermodynamic 
engine  models  4.4.7 

Advanced  systems  will  be  described  briefly  in 
Section  4.4.8.  The  advanced  instrumentation  systems 


for  flow  measurement  referenced  in  that  section 
include: 

Hot-wire  anemometer  (air/gas) 

Laser  anemometer  (air/gas) 

Angular  momentum  flowmeter  (fuel) 

Coriolis  flowmeter  (fuel) 

Target  meter  (fuel) 

Ultrasonic  flowmeter  (fuel  or  air/gas) 
Laser-induced  fluorescence  (air/gas) 

Under  the  general  heading  of  Flow  Measure¬ 
ment  a  variety  of  properties  may  be  measured.  These 
include 

Velocity 
Mach  Number 
Volumetric  Flowrate 
Mass  Flowrate 

The  flow  measurement  systems  described  may 
be  specifically  designed  to  measure  or  inferentially 
calculate  one  of  these  properties.  Conversion  from  one 
to  another  of  these  properties  (for  example,  from 
velocity  to  volumetric  flowrate)  will  sometimes  be 
provided  as  deemed  necessary  either  in  analytical  or 
empirical  form  (calibrations). 

A  design  example  is  provided  for  each  of  the 
most  commonly  used  flow  measurement  systems 
described.  A  turbine  flowmeter  measurement  system 
and  an  airflow  determination  using  engine  model 
examples  will  be  described  in  detail  as  they  will  support 
Section  5,  'Examples  of  A  Measurement  System 
Uncertainty  Analysis  for  Two  Test  Cases.  *  The  other 
design  examples  will  not  include  all  aspects  of  the 
development  of  the  particular  measurement  system  but 
at  least  one  aspect  is  presented  in  each  case  (design, 
calibration,  and/or  engine  test  results). 

4.4.2  Turbine  Flowmeter 
4.4.2. 1  Description 

Turbine  flowmeters  can  be  used  to  measure  either  fuel 
or  air  flowrates.  Only  the  application  to  fuel  flow 
measurement  is  described  in  this  section. 

Turbine  flowmeters  are  the  most  commonly 
used  fuel  flow  measurement  systems  for  steady  state 
turbine  engine  test  monitoring.  Their  application  to 
transient  engine  monitoring  is  somewhat  limited,  mainly 


1  Tables  and  Figures  for  Section  4.4  begin  on  page  4-138 


by  the  effects  of  mainly  inertial  forces  but  also  by 
bearing  friction  and  fluid  slippage.  The  use  of  close 
coupled  low  inertia  turbine  wheel  flowmeters  are  a 
necessity  for  transient  fuel  flow  monitoring  in  order  to 
overcome  some  of  these  limitations.  The  smallest 
available  turbine  flowmeters  still  have  some  limitations 
and  are  useful  for  only  specific  transient  applications  as 
will  be  discussed  in  Section  4.4.2.3. 

A  typical  flowmeter  design  is  shown  in  Figure 
4.4-1.  Most  turbine  flowmeter  designs  incorporate  a 
meter  housing  with  standard  flange  or  fittings.  A 
miniature  turbine,  or  rotor,  is  mounted  axially  in  the 
flowmeter  housing.  Straightening  vanes  are  included 
ahead  of  the  turbine/rotor  to  minimize  swirl.  Also, 
upstream  and  downstream  lengths  of  straight  pipe  are 
usually  specified  by  the  manufacturer  for  maintaining 
uniform  flow  profile  and  as  a  precaution  against 
cavitation. 

The  rotor  rotation  is  sensed  by  an  external 
pickoff  mounted  directly  above  the  flowmeter  rotor. 
The  pickoff  senses  the  passage  of  the  rotor  blades.  Fuel 
flow  passage  through  the  meter  thus  causes  a  train  of 
electrical  pulses.  The  frequency  of  these  pulses  is 
proportional  to  the  fluid  velocity  and  also  volumetric 
flowrate  since  the  passage  of  flow  is  fixed  (area  con¬ 
stant).  The  pulses  are  conditioned,  transmitted,  and 
finally  converted  to  engineering  units  by  a  single,  or 
combination  of,  electronic/computer  processors.  This 
volumetric  flow  can  also  be  converted  to  mass  flow 
with  additional  information  provided  from  an  indepen¬ 
dent  density  measurement  system. 

Typical  fuel  measurements  using  turbine  flow 
meters  for  a  fully  configured  engine  include  the  follow¬ 
ing  measurands: 

Combustor  (primary,  secondary,  total  main 
burner) 

Afterburner  (core,  pilot,  bypass,  total 
afterburner) 

-  Engine  Total  (main  burner  +  afterburner) 

Redundant  metering  is  desirable,  especially  for 
situations  where  full  range  fuel  flow  cannot  be  accurate¬ 
ly  measured  using  a  single  flowmeter.  Figure  4.4-2 
presents  an  example  of  a  complete  fuel  flow  measure¬ 
ment  system  using  turbine  flowmeters. 

4.4.2.2  Basic  Theory 

The  turbine  flowmeter  is  a  transducer  that  measures 
average  fluid  velocity  and  also,  because  of  fixed  flow 
passage  measures  volumetric  flowrate.  When  consider¬ 
ing  steady  state  flow  only,  viscosity  effects  must  be 
accounted  for  in  the  calibration  of  the  flowmeter.  An 


increase  in  viscosity  causes  drag  which  in  turn  affects 
the  rotor  speed.  A  decrease  in  density  reduces  the 
power  available  to  overcome  bearing  friction  and  causes 
a  reduction  in  rotor  speed.  Calibration  of  these  effects 
is  necessary  and  standards  exist  for  their  correction 
(References  4.4.2  and  3).  The  correction  of  these 
steady  state  fluid  effects  can  sometimes  be  incorporated 
in  the  calibrations  for  the  range  of  temperature  and  flow 
that  is  anticipated.  Sometimes  the  correction  may  be 
applied  using  a  Universal  Viscosity  Curve  which  is  a 
function  of  Hz/u  (output  frequency /kinematic  viscosity). 
The  determination  of  viscosity  (u)  in  the  Hz/u  term 
requires  the  measurement  of  fuel  temperature.  The 
above  calibration  techniques  will  be  discussed  in  greater 
detail  in  the  following  sections. 

When  considering  transient  flow  measurement, 
three  additional  effects  are  evident:  moment-of-inertia, 
bearing  friction,  and  effect  of  fluid  slippage. 

The  effect  of  the  moment-of-inertia  is  a  rotor 
lag  behind  the  actual  flowrate.  This  effect  is  quantified 
by  the  equation  for  rotor  motion: 


T  =  Id2#  4.4-1 

dt2 

where  T 

1 

=  Torque 

=  Moment  of  inertia  of  turbine 

flowmeter  rotor  about  its  axis 

e 

=  Angular  displacement 

The  equation  of  motion  is  expanded  by  calcula¬ 

tion  of  force  per  unit  blade  length  (perpendicular  to  the 
effective  velocity)  and  involves  inclusion  of  a  blade  lift 
coefficient  (Reference  4.4-4).  The  fully  expanded 
formula  in  terns  of  known  or  measurable  values  is  as 

follows  (see  Figure  4.4-3): 

T  « 

Nb  t  p  i)A  v2  sincr0  Lc  r(r2-r,) 

[1  ♦  (2  ija/AR)]cos/3 

,  d20 

dt2 

4.4-2 

where  NB 

=  number  of  blades 

P 

=  fluid  density 

*?A 

=  airfoil  efficiency  (Reference  4.4.4 

recommends  value  of  0.9t 

V 

=  fluid  velocity 

4-1 10 


or0  =  blade  effective  angle  of  attack 
Lq  =  blade  mean  chord 

7  —  blade  mean  radius 

r2  =  blade  outer  radius 

r,  =  blade  inner  radius 

AR  =  blade  aspect  ratio  =  (r2-r,)2/(blade 
area) 

0  =  tan’r/vfdfl/dt) 

After  trigonometric  substitutions  and  integra¬ 
tion  the  equation  for  system  time  constant  is  derived: 


where 


T 


1 

A  cos  ot0 


nb  *  P  v  Lc  r®(r2-r,) 
1  [  1  +(2tja/AR)] 


4.4-3 


4.4-4 


The  bearing  friction  effect  must  not  be  con¬ 
fused  with  the  steady-state  friction  effects  (low  density 
effects)  as  during  transients  the  friction  is  due  to  tbe 
increased  loading  from  inertial  forces.  If  tbe  measure¬ 
ment  system  is  designed  properly  (high  rotor  speeds 
per  flow  range),  bearing  friction  is  usually  small 
compared  to  the  moment  of  inertia  effect  and  can  be 
absorbed  into  the  calibration  and/or  treated  as  random 
error.  Fluid  slippage  effects  are  also  very  small  and  can 
be  treated  similarly. 

In  general,  the  correction  of  fuel  flow  for 
transient  effects  is  applied  as  a  first  order  lag  (simulates 
tnainly  the  moment-of-inertia  effect)  (References  4.4.4, 
5,  and  6).  The  flowmeter  can  be  calibrated  against  a 
high  response  measurement  system  used  as  a  prover 
(Reference  4.4.5)  with  errors  attributed  to  drag  torques 
and  fluid  slippage.  Section  4.4.2. 5  will  detail  the 
recommended  calibration  procedures. 

Mass  Flowrate 

Conversion  of  volumetric  flowrate  to  mass  flowrate 
requires  tbe  determination  of  density.  Density  (or 
specific  gravity)  can  be  determined  by  measurement  or 
as  a  function  of  fuel  temperature.  Some  schemes  in 
fact  measure  density  at  the  start  of  a  test  period  using 
some  type  of  measurement  device  (hydrometer  for 
example)  and  correct  for  temperature  effects  as  the  test 
proceeds. 


4.4.2.3  Advantages  and  Disadvantages 

The  advantages  of  turbine  flowmeter  systems,  such  as 

linearity,  compactness  and  durability,  bave  led  to  their 


widely  accepted  use  for  fuel  flow  measurement  (almost 
exclusively  for  steady  state  measurement).  The  turbine 
flowmeter  is  inexpensive  and  easy  to  install.  A  large 
variety  of  signal  conditioning  circuitry  (pickoff,  ampli¬ 
fiers  fi'tering,  etc.)  for  different  applications  are 
available  well  as  built-in  corrections  for  viscosity  and 
fuel  -pfw'ic  g.avity  effects.  Transient  calibrations 
(presented  in  Section  4.4. 2.5)  are  relatively  simple  and 
usually  inexpensive  to  perform. 

The  major  disadvantage  of  tbe  turbine  flow¬ 
meter  is  that  inertial  effects  prevent  its  usage  for  very 
high  response  events.  Uncertainty  can  sometimes  be 
large  given  frequency  count  interval  requirements 
(dynamics  of  interest  are  so  fast  that  blade  passage  is 
not  frequent  enough  in  interval  to  make  an  accurate 
How  calculation). 

Recommending  usage  of  turbine  flcwmeter  for 
transient  fuel  flow  measurement  requires  knowledge  of 
engine  size  (fuel  flow  capacity  during  transients), 
transient  scheduling  (snap  accel/decel  fuel  flow  range), 
and  fuel  hydro-mechanical  limitation(slewrate).  Taking 
these  considerations  into  account,  recommendations  are 
as  follows: 

1)  For  best  results,  transient  fuel  flow  measure¬ 
ments  should  be  made  using  the  high  end  of 
tbe  turbine  flowmeter  range  This  prevents  the 
inertial  effects  from  degrading  significantly  the 
response  of  the  meter.  For  example,  during 
surge  testing  by  fuel  pulsing,  multiple  meters 
can  be  used  to  cover  the  entire  power  range 
such  that  the  low  range  of  the  meters  are  not 
used.  However,  for  very  fast  fuel  slew  rates, 
it  may  become  impossible  to  pick  a  flowmeter 
that  will  have  insignificant  lag.  For  these 
situations,  some  of  the  other  fuel  flow 
measurement  systems  should  be  considered. 

2)  Recommended  for  overall  transient  time  inves¬ 
tigations  where  the  flowmeter  error  at  initial 
pulsing  will  not  be  significant. 

3)  Recommended  forcontrolscbeduling/optimiza- 
tion  where  flowmeter  lag  effect  is  not  signifi¬ 
cant. 

4)  Recommended  for  blowout  studies  given  the 
guidelines  of  number  1  above  are  followed. 

5)  Recommended  for  any  testing  where  tbe  fuel 
control  transient  scheduling  has  relatively 
coasfani  levels  of  fuel  flow  (giving  the  meter 
time  to  catch  up)  or  relatively  slow  slew  rates 
siicb  that  lime  corrections  can  be  applied  or 
are  not  necessary.  Start  testing  is  an  example 
where  constant  levels  of  fuel  flow  are 
scheduled. 


•  • 
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Transient  performance  models  (full  thermo¬ 
dynamic  plus  control  logic  simulations)  can  be  very 
beneficial  in  determining  what  size  turbine  flowmeter 
will  be  acceptable  given  a  specific  application.  The 
models  can  be  used  to  predict  the  influence  of  a  given 
measurement  device,  with  or  without  time  correction, 
on  other  performance  parameters  of  interest  (horse¬ 
power  profile,  thrust  profile,  combustion  velocity, 
combustion  loading  parameter,  control  scheduling,  etc) 
and  whether  or  not  the  error/uncertainty  is  acceptable. 
A  model  of  the  measurement  device  using  formulae  or 
calibration  techniques  described  in  this  section  must  be 
included  in  the  simulation. 

Several  breakthroughs  in  turbine  flowmeter 
design  have  greatly  benefitted  its  application  for 
transient  measurement  and  mainly  pertain  to  its 
miniaturization  (low  moment-of-inertia).  Other  break¬ 
throughs  include  development  of  flowmeters  with 
tungsten  carbide  shafts  and  sapphire  supports  in  vee 
jewel  pivot  bearing  assemblies.  Despite  low  life  and 
low  flow  limitations,  these  type  of  meters  do  offer  less 
starting  and  running  friction  than  the  ball  bearing  types. 
Flowmeter  advancements  are  ongoing  and  many  of  the 
limitations  detailed  herein  may  eventually  be  overcome. 

4.4.2.4  Signal  Conditioning 
For  successful  and  accurate  flow  measurement  using  the 
turbine  meter,  a  number  of  factors  must  be  considered. 
One  of  the  most  important  considerations  is  selection  of 
signal  conditioning  equipment.  This  selection  depends 
on  flowrate,  flow  range,  temperature  range,  pressure 
range,  fluid  properties,  and  numerous  other  factors. 
Manufacturers'  handbooks  are  usually  very  helpful  and 
straight  forward  in  guiding  the  user  to  the  proper 
selection  of  flowmeter  and  signal  conditioning  given 
steady  state  requirements.  However,  information  is 
usually  lacking  for  transient  measurement  considera¬ 
tions.  It  is  important  to  contact  directly  the  manufac¬ 
turer  and  detail  the  specific  "transient  needs"  before 
equipment  is  procured. 

The  frequency  or  pulse  count  conditioning  can 
affect  the  transient  response  of  a  given  flowmeter  if  not 
performed  properly.  The  signal  conditioning  options 
available  to  the  user  are  summarized  in  Figure  4.4-4 
and  detailed  as  follows: 

Two  types  of  pickoffs,  magnetic  and  RF,  are 
available.  The  magnetic  pickoff  utilizes  either 
a  permanent  magnet  mounted  within  the  pick¬ 
off  body  (inductive)  or  magnet  mounted  in  the 
rotor  body  itself  (reluctance).  The  electrical 
output  of  the  magnetic  pickoff  is  amplified 


through  a  pre-amplifier.  The  RF  (modulated 
carrier)  pickoff  utilizes  a  45  kHz  carrier  fre¬ 
quency  which  is  amplitude-modulated  by  the 
passage  of  the  turbine  rotor  blades.  The  RF 
amplification  is  inherently  built  into  the  carrier 
frequency.  The  magnetic  pickoff  causes  drag 
and  is  difficult  to  characterize  at  low  flows 
while  the  RF  pickoff  enhances  low  flow 
performance  and  allows  for  even  higher 
accuracy  by  use  of  low  flow  offset  signal 
conditioners  (alters  output  frequency  to 
enhance  linearity  of  meter  at  low  flow).  At 
high  flows,  either  type  pickoff  is  acceptable 
for  transient  flow  measurement.  At  low  flows, 
the  RF  pickoff  should  be  used  and  not  the 
magnetic  type  because  of  the  low  flow  drag 
limitations.  It  should  be  emphasized  that  "low 
flow"  is  only  relative,  as  flowmeters  of  either 
type  can  be  designed  for  the  expected  flow 
value.  But  as  wide  range  flow  measurement 
become  necessary,  the  low  flow  end  of  the 
magnetic  pickoff  flowmeter  is  deficient 
because  of  the  reasons  stated. 

Amplification  is  necessary  for  signal 
transmission  at  great  distances  and/or  when 
noisy  environments  exist  (noisy  environment 
would  cause  errors  in  a  low  level  un-amplified 
signal).  The  pickoff  and  pre-amplifier  are 
sometimes  provided  as  a  single  unit  built  into 
the  flowmeter  itself.  The  delay  or  lag  of  the 
pickoff/amplification  system  depends  on  capac¬ 
itance  of  input  cable  and  frequency  response  of 
the  amplifier  itself.  The  calculation  of  the  total 
frequency  response  of  the  pickoff/amplifier  is 
complex  and  not  recommended  for  the  normal 
user.  It  is  recommended  that  the  total 
frequency  response  of  the  pickoff/amplifier  be 
taken  from  the  manufacturer’s  specifications 
with  total  flowmeter  response  verified  through 
calibration  methods  which  will  be  detailed  in 
the  following  section.  If  properly  selected,  the 
pickoff/amplifier  transient  effect  is  generally 
insignificant  relative  to  the  moment-of-inertia 
effect. 

Count  processing  can  be  performed  by 
pulse  rate  converters  which  are  basically 
frequency  to  analogue  conversion  devices  or 
by  digital  count  processing  schemes  available 
inside  the  data  reduction  system  itself.  The 
frequency  converter  should  match  system 
requirements  and  of  course  the  frequency 
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range  of  the  flowmeter  itself.  Inadequate 
match  can  cause  aliasing  problems  and  signal 
distortion.  Count  processing  guidelines  are 
provided  in  Section  4.5.2. 

Noise  filtering  may  also  be  part  of  the  signal  condition¬ 
ing  circuitry.  It  is  important  to  isolate  the  noise  fre¬ 
quency  and  magnitude  because  inadequate  filtering 
could  provide  additional  lags  and  attenuate  the  total 
transient  flow  measurement  system.  It  is  also  recom¬ 
mended  that  the  filtering  (if  provided  by  in-line 
circuitry)  be  included  in  the  system  calibration  as 
described  in  the  following  section.  An  important  note  is 
that  the  total  response  of  the  measurement  system  is 
only  as  fast  as  the  noise  filtering.  For  example,  if  240 
Hz  noise  (60  Hz  harmonic)  is  evident  and  filtering 
necessary,  flow  response  measurement  or  correction  is 
only  feasible  below  the  filter  response.  Noise  filtering 
is  generally  performed  by  low-pass  filters  on  the  order 
of  200  Hz  which  does  not  retard  the  flowmeter 
response. 

4.4.2.S  Calibration 
Steady  Stair  Calibration 

Steady  state  uncertainty  calculation  guidelines  are 
provided  in  References  4.4.2  and  3  (see  also  Section  3, 
above;.  Steady  state  fuel  flow  calculation  (mass  flow) 
using  turbine  flowmeters  not  only  requires  the  measure¬ 
ment  of  turbine  wheel  frequency  but  additionally  the 
measurement  of  temperature  (for  viscosity  calculation) 
and  the  determination  of  specific  gravity  (either  by 
measurement  and/or  as  a  function  of  fuel  temperature). 
Separate  uncertainty  analyses  are  then  required  for  each 
of  these  measurement  systems  with  the  total  uncertainty 
for  mass  flow  measurement  being  the  combination  of  all 
the  errors  (see  Section  3).  All  steady  state  calibrations 
should  be  traceable  to  a  national  standards  laboratory. 
Error  sources  for  fuel  temperature  measurements  have 
been  discussed  in  Section  4.3.3.  Error  sources  in  the 
determination  of  specific  gravity  are  illustrated  in  Table 
4.4-1.  Figure  4.4-5  summarizes  the  error  sources 
(including  fuel  temperature  and  specific  gravity)  to  be 
considered  in  estimating  the  total  uncertainty  of  the  fuel 
flow  measurement.  The  possible  error  introduced  by  the 
selected  sampling  rate  is  included  here  as  part  of  the 
measurement  system,  rather  than  as  part  of  the  Data 
Processing  System  described  in  Section  4.9  below. 
Transient  Calibrating 

Two  calibration  procedures  are  recommended, 

The  first  technique  (Reference  4.4,5),  involves 
experimentally  determining  the  flowmeter  transfer 
function  by  frequency  response  approach.  This 


involves  a  calibration  technique  where  a  variable 
sinusoidal  frequency  is  induced  about  an  average  fuel 
velocity.  The  breakpoint  frequency  can  be  determined 
by  calculation  of  the  magnitude  ratio  and  phase  angle  of 
the  actual  flow  meter  reading  to  an  orifice  reading 
(which  is  designed  to  be  ’fast  enough"  to  sense  the 
actual  flow)  (see  Figure  4.4-6).  The  transfer  function 
is  of  first  order  form  (see  Equation  3-16). 
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f0  =  breakpoint  frequency 


The  calibration  requires  variation  of  the 
frequency  about  the  ranges  expected  in  actual  test 
conditions  as  well  as  variation  of  the  average  fuel  flow 
since  the  time  constant  is  directly  proportional  to  this  • 

flow.  The  paper  goes  on  to  state  that  the  breakpoint 
frequency  can  be  found  if  the  amplitude  ratio  and  phase 
angle  are  plotted  on  frequency  plots  and  a  first  order 
lag  function  fit  made.  This  can  more  easily  be  accom¬ 
plished  by  plotting  the  phase  angle  and  amplitude  ratio 

on  Bode  paper  (see  Figure  4. 4-7a).  The  time  constant  0  0 

(which  is  inversely  proportional  to  the  breakpoint 
frequency,  i.e.  t  =  1/(2 irQ  will  be  apparent  as  it  is  the 
point  where  the  asymptotic  lines  intersect.  The  time 
constant  or  breakpoint  frequency  can  be  correlated  as 
linearly  proportional  to  the  average  fuel  flow  by  vari¬ 
ation  of  this  average  fuel  flow.  A  calibration  constant  is  0 

then  determined. 
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The  actual  flow  can  be  determined  from  the 
indicated  flow  using  the  equation: 
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or  in  Laplace  form: 
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The  noise  filtering  may  be  part  of  the  measure¬ 
ment  system  and  will  show  up  in  the  calibration.  By 
design,  the  filters  should  not  interfere  with  the  actual 
flowmeter  signal  at  the  frequency  cf  interest.  If  it  is 
necessary  for  the  filter  time  constant  to  be  close  to  the 
frequency  being  measured,  it  will  show  up  in  the 
frequency  response  calibration  as  a  second  asymptote 
(Figure  4.4-7b)  unless  the  signal  is  measured  before 
filtering  (Figure  4.4-7c  and  d).  Noise  filtering 
guidelines  are  provided  in  Section  4.1. 

In  fact,  the  true  signal  transfer  function  it 
much  more,  complex  because  of  the  combination  of 
inertial  lags,  filter  lags,  line  capacitance,  amplification 
effects,  fluid  slippage,  bearing  forces,  etc.  This  calibra¬ 
tion  technique  is  acceptable  when  the  inertial  lag  is 
dominant  and  the  other  effects  (higher  harmonics)  can 
be  treated  as  random  errors  in  the  calibration  process. 

A  second  method  is  described  (Reference 
4.4.6)  where  a  calibration  constant  is  determined 
(similar  to  the  method  of  Reference  4.4.5  in  that  it  is 
proportional  to  the  flowrate).  The  difference  lies  in  the 
determination  of  the  time  constant  experimentally  (uses 
time  domain  versus  frequency  domain  of  the  first 
method).  For  this  test  the  flowmeter  is  modified  to 
include  a  spring  loaded  pin  which  releases  the  turbine 
wheel  upon  activation.  TV  test  basically  simulates  a 
step  change  from  zero  rpm  io  a  steady  rpm  at  a  known 
steady  state  flow.  Anot.ier  unique  feature  of  this 
technique  is  that  the  transient  response  is  measured  by 
oscillation  amplitude  instead  of  the  traditional  frequency 
method  (see  Figure  4.4-  8).  The  time  constant  is  deter¬ 
mined  by  introducing  the  amplitude  increase  into  a  first 
order  lag  function  and  varying  the  time  constant  until 
the  test  profile  is  matched.  This  is  done  for  several 
magnitudes  of  flow  to  determine  the  calibration  constant 
for  the  particular  meter. 

From  these  two  methods  several  conclusions 
are  made.  The  first  method  has  the  advantage  that  the 
calibration  technique  measures  the  response  in  actual 
conditions  which  more  realistically  represent  actual  flow 
conditions  in  turbine  engine  transients.  This  method 
also  enables  isolation  of  other  effects  (filters  etc. ,)  by 
use  of  Bode  diagrams  The  second  method  has  the 
advantage  of  being  simpler  and  less  expensive  to 
perform  and  measurements  may  be  more  exact  by  the 
fact  that  the  fuel  flows  are  determined  by  magnitude, 
not  frequency,  in  the  count  interval. 


Both  methods  require  actual  fuel  flow  values 
for  the  time  constant  determination.  Since  fuel  flow  is 
the  value  being  determined/measured,  derivative 
guesses  of  flow  based  on  the  previous  digital  time 
sample  calculation  are  necessary.  The  error  in  the 
derivative  guess  can  be  reduced  to  almost  negligible 
amount  by  ensuring  very  small  sample  rates  in  the 
digital  recording  system. 

4.4.2.6  Design  Considerations 
This  section  involves  the  general  assessment  of  turbine 
meters  for  the  measurement  of  fuel  flow  during  transi¬ 
ent  engine  tests.  The  section  includes  discussion  on: 

1)  Laboratory  dynamic  calibration  of  a  turbine 
flowmeter  using  methodology  similar  to  that 
demonstrated  in  Reference  4.4.5. 

2)  Measurement  of  fuel  flow  during  actual  engine 
transient  events  using  a  turbine  flowmeter  with 
the  dynamic  calibrations  applied. 

3)  Final  assessment  of  a  turbine  meter  measure¬ 
ment  for  specific  transient  events. 
Ahighresponsedifferential-pressure-producing 

class  measurement  system  should  be  used  as  the  refer¬ 
ence  system  for  both  the  laboratory  bench  calibration 
and  the  on-engine  testing.  An  orifice  measurement 
system  is  used  as  the  reference  measurement  system 
during  the  bench  calibration  while  a  fuel  injector 
measurement  system  (described  in  Section  4. 4. 3)  can  be 
used  during  the  on-engine  testing.  The  orifice  and  fuel 
injector  flow  measurement  systems  should  be  selected 
to  be  "fast  enough’  for  measurement  of  the  specific 
transient  events  and  not  require  dynamic  corrections. 
Uncertainty  estimates  will  not  be  shown  for  this  dis¬ 
cussion,  but  are  always  recommended  and  should  be 
performed  using  the  guidelines  provided  previously. 

The  bench  calibration  setup  is  slightly  different 
than  that  presented  in  Figure  4.4-6.  A  pure  fuel  flow 
step  (instead  of  sinusoidal)  is  activated  by  installation  of 
a  shut-off  valve  behind  a  slave  fuel  control  unit. 
During  valve  shut-off,  the  slave  fuel  control  is  in 
re-circulation  mode.  Fuel  steps  are  performed  in  both 
directions  (closing/opening  valve)  and  at  target  values 
from  min  to  max  expected  fuel  flows.  Fuel  tempera¬ 
tures  are  monitored  transiently  and  used  in  the  mass 
flow  calculation  (see  Figure  4.4-9)  because  the  fuel 
control  re-circulation  causes  fuel  temperature  fluctu¬ 
ations  (fuel  heats  up). 

The  dynamic  calibration  procedure  involves 
variation  of  the  time  constant  in  a  first  order  transfer 
function  such  that  the  turbine  meter  fuel  flow  reading 
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matches  the  orifice  fuel  flow  reading  (Equation  4.4-10): 

WKtu.,  -  (1  ♦  r  i 

Figure  4.4-10  presents  typical  calibration 
results  for  a  turbine  meter  in  terms  of  time  constant  and 
breakpoint  frequency.  Reference  4.4.5  demonstrates  a 
linear  fk  of  the  breakpoint  frequency  which  passes 
through  the  zero  flow,  zero  frequency  point.  Figure 

4.4- 10  shows  more  scatter  (fuel  step  increases  at  high 
flow  hi  ve  the  highest  scatter)  and  does  not  show  a  truly 
linear  :haracteristic.  Regardless,  a  linear  fit  passing 
through  the  zero  flow,  zero  frequency  point  is  applied 
in  keeping  with  Reference  4.4.5  methodology. 

The  dynamic  calibration  is  applied  to  actual 
on-engine  turbine  flowmeter  measurements.  Figure 

4.4- 11  shows  records  for  the  preliminary  portion  of  an 
engine  snap  acceleration  with  uncorrected  turbine 
meter,  corrected  turbine  meter,  and  fuel  injector  fuel 
flow  readings.  Part  A  of  the  figure  shows  un-filtered 
data  with  high  frequency  noise  which  makes  it  difficult 
to  interpret.  Part  B  of  the  figure  shows  results  after  the 
high  frequency  noise  is  filtered.  During  the  initial 
pulse,  the  turbine  meter  reading  is  successfully  time 
corrected  to  match  the  true  value  as  represented  by  the 
fuel  injector  reading.  After  the  initial  pulse,  the  turbine 
meter  is  attenuated  such  that  it  is  unable  to  keep  up 
with  the  differential-pressure  measurement  system. 
There  appears  to  be  a  high  frequency  fuel  oscillation 
which  causes  the  turbine  meter  error.  It  is  reasoned  that 
the  oscillation  is  induced  by  the  resonant  frequency  of 
the  fuel  control  flapper  valve  inherent  to  this  particular 
engine  configuration.  When  the  transient  is  in  the  pulse 
portion  though,  the  flapper  valve  is  fully  extended  in 
one  direction  (max  slew  rate)  and  does  not  have  signifi¬ 
cant  error. 

Figure  4.4-12  part  A  demonstrates  the  accu¬ 
racy  of  the  turbine  meter  for  measurement  of  overall 
acceleration  fuel  flow  profiles.  Figure  4.4-12  part  B 
demonstrates  the  accuracy  during  the  initial  fuel  spike 
region  as  discussod  previously.  If  this  setup  was  used 
for  surge  testing  hy  way  of  fuel  spike  testing  (at  max 
slew  rate),  the  results  would  have  satisfactory  accuracy. 
If  the  surge  testing  involved  surges  during  transients 
while  on  the  acceleration  schedule  (post-pulse),  the 
results  would  not  obtain  the  required  accuracy  because 
of  the  control  flapper  valve  resonant  frequency.  Figure 
4  4-1)  demonstrates  an  example  of  the  potential  error. 
In  this  figure  the  surge  occurs  at  one  of  the  peaks 
caused  by  the  flapper  valve  oscillations  where  the 


turbine  meter  does  not  respond,  resulting  in  an  error  of 
approximately  4%. 

The  final  assessment  of  this  particular  turbine 
meter  on  this  engine  configuration  shows  that  it  can 
provide  accurate  measurement  for  evaluations  which 
involve  overall  acceleration  and  some  fuel  spike  events. 
However,  because  of  the  fuel  control  flapper  valve 
hysteresis,  surge  investigation  while  on  the  control 
acceleration  schedule  will  not  be  accurate  enough  An 
example  would  be  a  pass-off  test  where  fuel  control 
trim  setting  is  determined  during  acceleration  such  that 
surge  is  cleared  by  a  specified  margin. 

These  design  results  are  particular  to  the 
specific  engine,  configuration  used.  Other  engines  may 
and  do  have  tighter  tolerance  on  fuel  control  hysteresis. 
For  these  engines,  the  turbine  fuel  flow  meter  will  have 
a  wider  range  of  applications. 

4.4.2.7  Design  Example  (see  also  Section  5.2) 
Detailed  information  on  the  fuel  flow  measurement 
system  used  in  the  design  example  presented  in  Section 
5.2  is  provided  here.  The  design  example  in  Section  5.2 
is  for  a  fuel  spike  (surge  test).  The  fuel  flow  sensor 
used  in  this  example  is  a  turbine  flowmeter.  The  sensor 
chosen  here  is  not  necessarily  the  most  suitable  system 
for  the  particular  task,  but  the  primary  objective  is  to 
provide  the  reader  with  an  example  of  an  uncertainty 
estimate  of  a  transient  fuel  flow  measurement  device. 
The  turbine  flowmeter  is  one  of  the  more  common 
transient  fuel  flow  measurement  devices  used  in  the 
industry  today,  mainly  because  of  its  low  cost,  and  can 
be  used  for  applications  similar  to  that  presented  in 
Section  5.2.  (A  more  general  review  of  the  use  of 
turbine  flowmeters  for  transient  tests  is  given  above 
(Section  4.4. 2. 6)). 

The  test  in  Section  5.2  involves  a  fuel  spike 
starting  at  approximately  .265  kg/sec  (2100  PPH), 
p.'Ising  up  to  1.64  kg /sec  (13000  PPH)  in  10  ms,  and 
then  returning  to  265  kg/sec  (2100  PPH)  in  70  ms.  For 
this  example,  the  main  interest  in  the  fuel  flow 
me:  ureraent  is  to  assure  repeatability  of  the  fuel  pulse. 
A  target  uncertainty  for  this  system  would  be  on  the 
order  of  ±10%  error. 

The  fuel  flow  measurement  sensor  chosen  is 
described  as  follows: 

Dual  Axial  Turbine  Flowmeter 

Extended  Flow  Range:  .022  x  10'5  to  2.2  x  10'3 
m’/sec  (.35  to  35  USGPM) 

Approximate  Frequency  Output  of  2000  Hz  at 
max  fuel  flow.  (K  factor  of  approx. 
900,000  pulses  per  m’ ) 


# 
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Design  Considerations 

1)  Turbine  flowmeters  are  selected  which  do  not 
exceed  ±0.2  percent  nonlinearity.  The  non¬ 
linearity  is  that  of  the  K  factor  curve.  The 
objective  here  is  to  start  with  a  small  non¬ 
linearity  in  order  to  reduce  the  K-facto;  cor¬ 
rection  error. 

2)  Turbine  flowmeters  are  calibrated  using  JP-4. 
Calibrations  are  traceable  to  the  national  stan¬ 
dards  institute 

3)  Fuel  temperature  is  controlled  to  ±  .5  C° 

(5F»). 

4)  Fuel  is  deaerated  and  filtered  with  a  S  micron 
filter.  The  purpose  is  to  conserve  the  accuracy 
of  the  precision  flowmeters. 

5)  The  data  reduction  system  corrects  for  changes 
in  specific  gravity  and  also  corrects  K-factor 
shift  due  to  fuel  temperature  changes. 

6)  Two  flow  meters  are  installed  in  series  and 
measurements  are  compared  and  averaged. 

7)  The  flowmeters  are  recalibrated  after  100 
hours  of  engine  operation;  recalibrations  are 
also  performed  when  the  difference  in  reading 
between  the  two  meters  exceeds  ±0.3  percent 
of  1.3  kg/sec  (10000  Ib/hr)  when  below  that 
flow  rate.  Another  option  would  be  to  use  a 
reference  system  in  series  with  the  main  sys¬ 
tem  occasionally  to  verify  performance. 

8)  The  dual  precision  flowmeters  are  bypassed 
through  a  less  precise  flowmeter  when  per¬ 
formance  data  are  not  being  recorded.  The 
purpose  is  to  conserve  the  accuracy  of  the 
precision  flowmeters. 

9)  The  flowmeters  are  mounted  as  close  as  poss¬ 
ible  to  the  flowdivider  (within  5  feet)  in  order 
to  optimize  time  and  amplitude  response. 

10)  Straight  pipe  is  mounted  before  and  after  the 
flowmeter  according  to  the  manufacturer's 
specification  which  is  usually  10  diameters 
before  and  5  diameters  after.  It  is  recom¬ 
mended  that  longer  lengths  of  pipe  than  that 
specified  by  manufacturer's  specification  be 
used  wherever  possible  in  order  to  ensure 
adequate  flow  straightening.  Straight  pipe 
should  also  be  augmented  by  flow  straighten¬ 
ing  sections. 

11)  fhe  flowmeters  should  be  calibrated  on  a 
ballistic  calibrator.  Typical  calibrations  should 
contain  approximately  20  points  between  min 
and  max  fuel  flow.  The  curve  fit  is  by  table 
lookup  with  linear  interpolation  between 
points.  A  residual  error  of  ±  0.1  percent 


error  remains  and  is  the  nonlinearity  left  over 
after  table  lookup  and  linear  interpolation 
between  points. 

12)  A  pulse  rate  converter  with  multiple  settings  is 
used.  The  fastest  setting  is  used  and  has  a  10 
to  90  percent  response  to  a  step  change  of  10 
ms.  This  equates  to  a  3db  cutoff  frequency 
limit  of  about  35  Hz. 

Flowmeter  Dynamic  Calibration/Error 

Dynamic  calibrations  using  the  technique 
described  abve  showed  the  frequency  response  charac¬ 
terization  for  this  flowmeter  to  be  f0=40xW,  (W  in 
kgm/sec).  The  transient  error  without  applying  a  time 
correction  is  estimated  by  simulating  the  transient 
profile  (either  through  transient  models  or  previous 
experience)  and  applying  the  flowmeter  1st  order  lag 
(time  constant  =  1/(2t{q). 

Figure  4.4-14  presents  the  simulation  for  the 
fuel  pulse  example  with  an  error  of  approximately  .08 
kg/sec  (635  PPH)  or  4.88  percent  when  surge  occurs. 
The  meter  response  will  be  treated  as  a  bias  error  with 
no  time  correction  applied  (see  also  Figure  4.4-5). 

Also  note  that  a  200  Hz  low-pass  filter  is 
included  inline  before  the  data  acquisition  system  for 
the  design  example.  The  filter  does  not  significantly 
affect  the  response  of  the  flowmeter  in  the  frequency 
range  of  interest. 

Uncertainty  Calculation  Notes 

The  determinations  of  the  steady-state  measure¬ 
ment  uncertainties  for  fuel  temperature,  fuel  specific 
gravity,  and  fuel  flow  for  this  example  are  not  detailed 
here  but  the  technique  is  similar  to  that  presented 
earlier  and  that  given  in  References  4.4.2  and  4.4.7. 
The  final  steady-state  fuel  flow  error  sources  are 
summarized  in  Figure  4.4-5  which  includes  the  propa¬ 
gated  effects  of  fuel  specific  gravity  and  temperature. 

The  uncertainties  associated  with  the  pulse  rate 
converter  are  estimated  by  applying  a  known  frequency 
and  frequency  rate  increase  and  using  the  methodology 
described  in  Section  3  to  calculate  the  bias  and 
precision. 

Final  Assessment 

Although  the  total  uncertainty  of  the  instan¬ 
taneous  fuel  flow  at  the  surge  point  is  large  (approxi¬ 
mately  ±7.8  percent),  it  is  assumed  that  the  fuel  pulse 
rate  or  time  profile  is  consistent  from  pulse  to  pulse. 
The  surge  condition  is  primarily  a  function  of  the  total 
excess  fuel  flow  during  the  spike  up  to  the  surge  point. 

If  more  stringent  accuracy  requirements  for 
fuel  flow  measurement  during  fuel  pulse  testing  are 
required,  other  measurement  options  must  be  sought.  A 
recommended  measurement  system  would  be  the  fuel 
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metering  valve  feedback  system  which  is  also  discussed 
in  this  report. 

4.4.3  Fuel  Injector 

Fuel  flow  measurement  can  be  accomplished  by  instal¬ 
lation  of  a  nozzle  or  orifice  with  a  delta  pressure 
transducer  somewhere  in  the  engine  inlet  fuel  line.  The 
problem  that  arises  is  that  installation  of  a  single 
nozzle/orifice  will  either  have  non-linear  characteriz¬ 
ation  over  the  required  range  of  delta  pressures  encoun¬ 
tered  (adding  to  uncertainty)  or  will  limit  the  flow  at  the 
high  fuel  flow  demand  conditions  (choke  conditions). 
The  measurement  system  then  requires  installation  of 
multiple  nozzles/orifices  with  flow  division  schemes 
incorporated  to  maintain  linear  delta  pressure  to  fuel 
flow  characterization  and  unrestricted  flow.  These  are 
the  same  problems  that  arise  in  the  design  of  the  fuel 
injector  sy„;em  inherently  built  into  the  engine  fuel 
delivery  system.  It  is  the  'best  practice*  to  take  advan¬ 
tage  of  the  engine  fuel  injector  system  orifice/nozzle  to 
provide  the  del’r  pressure  required  to  measure  fuel  flow 
instead  of  .resigning  a  completely  independent 
differen':^-pressure  measurement  system.  The  use  of 
fu''7  characterized  nozzles/orifices  are  still  recom¬ 
mended  during  the  bench  calibration  stage  and  will  be 
described. 

4.4.3. 1  Dtscription 

Liquid  fuel  injected  into  combustion  zones  (main  or 
afterburning)  of  gas  turbines  must  first  be  atomized. 
Atomization  is  the  process  which  converts  the  fuel 
liquid  into  small  droplets  such  that  evaporation  can 
occur.  The  atomization  is  accomplished  by  spreading 
the  fuel  into  a  thin  sheet  so  that  it  will  more  easily 
disintegrate  into  droplets.  This  sheet  of  fuel  is  formed 
by  various  atomizer  designs  as  shown  in  Figure  4.4-15. 
All  of  these  atomizers  employ  an  orifice  or  nozzle  of 
some  type  to  increase  the  fuel  velocity.  Thus,  fuel  flow 
can  be  calculated  from  pressure  drop  across  the  fuel 
injector. 

The  convenience  of  this 
differential-pressure-producing  class  of  measurement 
system  is  that  the  orifice/nozzle  is  part  of  the  engine 
hardware  itself.  The  fuel  injector  system  consists  of 
multiple  atomizers  (the  number  required  is  dependent 
on  the  combustor  design).  Determination  of  fuel  flow 
only  requires  the  introduction  of  transducers  to  measure 
the  delta  pressure  across  the  fuel  injector  system.  The 
inlet  side  or  fuel  pressure  can  be  sensed  at  the  engine 
external  fuel  lines  while  the  exit  side  or  combustor 
pressure  can  be  sensed  through  available  locations  in 


the  outer  annulus  plenum  (horoscope  holes  for  example) 
or  special  instrumentation  taps  in  the  primary  zone  (see 
Figure  4.4-16). 

For  the  main  burner,  the  fuel  injector  types 
consist  mainly  of  single  fuel  circuit  and  dual  fuel  circuit 
designs.  Dual  fuel  circuit  design  is  sometimes  necessary 
to  accommodate  large  ranges  of  fuel  flow  which  are 
difficult  to  achieve  using  a  single  fuel  circuit  given 
conflicting  pump  design  limits  and  atomization  require¬ 
ments.  Dual  fuel  circuits  have  various  configurations. 
They  may  include  two  individual  atomizers  (orifice, 
simplex,  spill-return,  air-assist)  each  designed  for  a 
specific  range  of  fuel  flow.  The  dual  fuel  circuit  may 
also  be  an  integral  part  of  the  atomizer  itself  (duplex, 
dual  orifice,  pilot-airblast  as  shown  in  Figure  4.4-15). 

The  dual  fuel  circuit  involves  the  use  of  a  flow 
divider  valve  activated  by  either  fuel  pressure,  flow,  or 
electric  solenoid.  For  starting  and  sometimes  for  near 
idle  power  conditions,  only  the  primary  (or  pilot) 
circuit  is  active.  For  higher  power  settings,  the  second¬ 
ary  circuit  becomes  active  (at  the  flow  divider 
crack-point)  along  with  the  primary.  More  than  two 
fuel  circuits  are  sometimes  used  and  are  activated  by 
similar  schemes. 

The  determination  of  the  fuel  flow  for  a  dual 
fuel  circuit  injector  system  can  be  by  either  of  two 
methods.  The  first  method  involves  individual  fuel 
circuit  pressure  measurement  and  the  calculation  of  fuel 
flow  using  the  two  delta  pressures  (primary  minus 
combustor  pressure  and  secondary  minus  combustor 
pressure).  This  first  method  is  not  always  possible  as 
the  flow  divider  may  be  an  integral  part  of  the  fuel 
injector  system,  thus  preventing  individual  circuit 
pressure  measurement.  The  second  method  then 
becomes  necessary  and  involves  single  fuel  pressure 
measurement  before  the  split  to  primary  and  secondary 
fuel.  The  tuel  flow  calculation  by  this  method  requires 
calibrations  curves  tha,  include  correlation  of  a  single 
delta  pressure  to  total  fuel  flow.  These  two  methods  of 
calibration  will  be  discussed  further  in  Section  4. 4. 3. 5. 

For  afterburning,  the  fuel  injector  type  is 
usually  that  of  plain -orifice  design.  Afterburners  involve 
multiple  zones  of  burning  generally  categorized  as  pilot, 
core,  and  bypass  (or  fan)  The  distribution  of  fuel  to 
these  zones  can  also  be  accomplished  by  pressure, 
flow,  or  electrically  activated  flow  dividers.  Each  zone 
of  fuel  flow  measurement  in  the  afterburning  requires 
its  own  pressure  transducer  system  to  measure  the 
respective  della  pressures. 

Transient  fuel  flow  measurement  using  the  fuel 
injector  measurement  system  is  usually  treated  as 
quasi-steady  state.  That  is,  transiently  the  fuel  injector 


is  assumed  to  react  the  same  (hydraulically  and  mechan¬ 
ically)  as  it  does  steady  state.  This  statement  is  true 
only  if  the  pressure  measurement  system  does  not  have 
significant  lag.  Transient  mechanical  hysteresis  effects 
are  sometimes  significant  and  should  be  accounted  for. 
Hysteresis  accommodation  will  be  further  discussed  in 
Section  4.4.3. 5. 

As  the  fuel  injector  is  an  inferential  measure¬ 
ment  system  using  pressure  as  the  primary  measure¬ 
ment.  the  reader  is  referred  to  Section  4.2  for  specifics 
on  pressure  measurement  systems  including  calibration 
and  signal  conditioning.  What  will  be  described  in  this 
section  are  details  which  pertain  only  to  the  determina¬ 
tion  of  fuel  flow. 

4.4.3.2  Basic  Theory 

Using  Bernoulli's  equation  and  the  principle  of  conser¬ 
vation  of  mass,  the  mass  flowrate  through  the  fuel 
injector  is  given  by: 


W  ■  I  D*  C.j2pA?  4.4-11 

Discharge  coefficients  can  be  analytically 
calculated  for  the  various  fuel  injector  types.  Reference 
4.4.8,  for  example,  gives  a  formula  for  the  calculation 
of  discharge  coefficient  for  a  simplex  type  atomizer  as: 


C‘  *  0.0616 
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where  D,  =  swirl  chamber  diameter 
D0  =  orifice  diameter 
Aj,  =  swirl  chamber  inlet  port  area. 

Fuel  injector  production  tolerances  are  usually 
such  that  accurate  fuel  flow  calculations  cannot  be  made 
using  design  specification  values.  Also,  accurate  orifice 
dimension  measurements  for  the  specific  fuel  injector 
unit  to  be  used  are  extremely  difficult  to  make.  It 
therefore  becomes  necessary  to  determine  fuel  flow  by 
calibration.  The  flow  coefficient  for  an  orifice  is  a 
function  of  the  fuel  condition  and  orifice  geometry  (see 
Reference  4.4.1).  Since  the  orifice  dimensions  are  fixed 
and  if  fuel  flow  temperature  effects  are  insignificant, 
fuel  flow  calibrations  can  be  made  using  only  fuel 
injector  della  pressures.  A  typical  calibration  curve 
profile  is  shown  in  Figure  4.4-17  for  single  and  dual 
fuel  circuit  design  (no  temperature  compensation). 


If  fuel  temperature  effects  are  significant,  fuel 
temperature  compensation  will  be  necessary.  Fuel 
temperature  effects  for  constant  tank  temperatures  test 
facilities  are  mainly  due  to  temperature  rise  across  the 
fuel  pump  or  because  of  in-line  heat  exchanger  devices. 
This  temperature  rise  affects  fuel  density  and  can 
sometime  be  significant  from  min  to  max  power  condi¬ 
tions.  Other  iuel  temperature  effects  include  Reynolds 
Number  and  orifice  thermal  growth  effects.  Altitude 
facility  testing  will  have  wide  variations  in  tank  tem¬ 
perature  and  must  indue.,  some  type  of  fuel  tempera¬ 
ture  compensation.  These  issues  and  other  calibration 
procedures  will  be  discussed  further  in  Section  4. 4.3.5. 

The  calcula.ion  of  fuel  flow  requires  the  use  of 
individual  transducer  measurements  for  fuel  pressure 
and  combustor  pressure,  or  the  use  of  a  single  delta 
pressure  transducer.  Close  coupling  of  the  combustor 
gas  pressure  is  absolutely  necessary  for  transient  fuel 
flow  calculation.  Guidelines  as  presented  in  Section  4.2 
should  be  maintained.  Fuel  pressure  coupling  require¬ 
ments  are  not  as  stringent  since  the  dynamics  of  a  liquid 
are  of  much  less  magnitude  per  length  of  transducer 
feed  tubing  than  that  of  a  gas.  It  is  apparent  that  phase 
shifts  will  be  evident  between  the  fuel  pressure  and  the 
combustor  gas  pressure  measurement  and  will  be 
discussed  further  in  Section  4.4. 3.4. 

4.4.3.3  Advantages  and  Disadvantages 
The  major  advantage  of  the  fuel  injector  flow  measure¬ 
ment  system  is  the  fact  that  it  generally  has  a  higher 
rate  of  response  than  the  turbine  flowmeter  if  high 
response  transducers  and  close  coupling  guidelines  are 
maintained.  The  fuel  injector  flow  measurement  system 
requires  only  the  incorporation  of  pressure  transducers 
(if  fuel  temperature  effects  are  insignificant)  as  the 
actual  measurement  hardware  the  orifice/nozzle)  is 
inherently  built  into  the  fuel  delivery  system.  Calibra¬ 
tions  are  relatively  easy  and  can  be  performed  during 
engine  steady  state  calibrations,  as  will  be  discussed  in 
Section  4.4. 3.5. 

The  major  disadvantage  to  the  fuel  injector 
measurement  system  is  that  uncertainty  may  become 
unreasonably  bigb  at  low  flows  where  the  calibration 
curve  is  sometimes  steep  (extremely  sensitive  to  pres¬ 
sure  error  as  shown  in  Figure  4.4-17).  Fuel  injector 
clogging  can  also  cause  problems  as  the  calibration 
curve  will  have  an  evident  shift  because  less  flow  is 
passed  for  i  given  pressure.  This  problem  can  be 
remedied  if  Sequent  steady  state  calibrations  are 
performed  sucb  that  nozzle  clogging  is  recognized  and 
compensated  for  in  the  calibration  curves.  Phase  shifts 
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will  be  evident  because  of  the  differing  dynamics  of 
fuel  versus  gas  pressure  but  can  be  maintained  at  a 
minimum  with  extremely  close  coupling  and  high 
response  transducer  usage.  If  fuel  tank  temperatures  are 
not  maintained  at  relatively  constant  levels  or  if  the 
fuel  temperature  variation  due  to  fuel  pump  or  heat 
exchanger  device  energy  transfer  is  significant,  fuel 
temperature  compensation  will  be  necessary.  Finally, 
some  internal  dual  fuel  circuit  systems  will  have 
hysteresis  which  can  cause  uncertainty  in  the  calibration 
curve  but  may  also  be  remedied  if  dual  calibration 
curves  are  generated  (one  for  increasing  fuel  flow  and 
one  for  decreasing  fuel  flow  as  will  be  discussed  in 
Section  4.4.3. 5). 

For  high  frequency  events  where  the  turbine 
flowmeter  may  be  too  slow  responding,  the  fuel  injector 
measurement  system  should  be  considered. 

4.4.3.4  Signal  Conditioning 

As  a  fuel  flow  calculation  using  the  fuel  injector 
measurement  system  is  inferential,  the  reader  is 
referred  to  Section  4.2  for  pressure  measurement  signal 
conditioning  specifics  which  include  transducer  excita¬ 
tion,  signal  amplification,  and  filtering.  Techniques  for 
frequency  response  and  phase  shift  determination  are 
provided  there. 

4.4.3.5  Calibration 

For  engine  testing  where  the  fuel  is  stored  at  ambient 
conditions  or  maintained  at  a  constant  temperature, 
ambient  bench  calibrations  as  a  function  of  only  delta 
pressure  across  the  fuel  injector  may  be  reasonably 
accurate  if  effects  from  fuel  pump  or  in-line  heat 
exchange  devices  are  insignificant.  Fuel  injector  bench 
calibrations  performed  in  a  fuel  component  test  stand 
involve  determination  of  fuel  flowrate  using  a  reference 
flow  measurement  system.  This  reference  system  has 
quality  limits  checked  and  maintained  by  frequent 
calibrations  with  master  orifices  that  are  certified  by  a 
quality  control  organization.  Since  the  transient  opera¬ 
tion  of  the  fuel  injector  can  be  viewed  as  quasi-steady 
state,  the  bench  calibrations  involve  setting  steady  state 
fuel  flow  at  values  between  min  and  max  expected  from 
transient  engine  testing.  More  calibrations  points  will  be 
necessary  in  areas  where  the  calibration  curve  becomes 
steep  (for  example  on  dual  circuit  design  where  flow 
divider  valve  switches  from  primary  to  primary  plus 
secondary  flow  as  shown  in  Figure  4.4-17).  Typical 
bench  calibration  data  is  presented  in  Figure  4.4-18. 

When  possible,  bench  calibrations  should 
include  the  actual  engine  test  hardware  (fuel  injector 


engine-set,  fuel  pump,  fuel  pump-to-injector  plumbing, 
fuel  pressure  instrumentation,  etc.)  and  fuel  type  to  be 
used.  This  will  minimize  calibration  adjustments  due  to 
variations  between  bench  and  on-engine  configuration. 

Performing  bench  calibrations  for  every  fuel 
injector  unit  to  be  used  for  transient  testing  can  become 
expensive  and  time  consuming.  On-engine  steady  stale 
calibrations  using  an  accurate  reference  system  (turbine 
flowmeter  for  example)  is  possible  and  would  reduce 
cost  and  time.  The  problem  that  will  be  encountered 
with  this  calibration  technique  is  that  on-engine  steady 
state  performance  calibrations  will  not  cover  the  full 
range  of  transient  engine  operation.  Extrapolations  of 
tbe  fuel  injector  calibration  curve  will  become  necessary 
with  a  potential  for  large  errors,  especially  at  the  low 
power  where  the  curve  is  steep.  A  compromise  calibra¬ 
tion  procedure  to  maintain  reasonable  accuracy  is 
recommended  when  lower  cost  and  pre-test  preparation 
time  are  necessary: 

1)  Calibrate  only  one  fuel  injector  engine-set 
which  is  representative  of  production  hardware 
on  the  ambient  fuel  bench  from  min  tc  max 
expected  transient  fuel  flows. 

2)  Calibrate  the  specific  fuel  injectcr  engine-set 
that  will  be  used  for  the  transient  testing 
during  on-engine  steady  state  testing  (from  idle 
to  max  power). 

3)  Extend  the  on-engine  calibration  curve  relative 
to  the  bench  calibration  profiles  to  extremes 
that  will  be  evident  during  transient  testing. 

In  this  recommended  calibration  procedure, 

production  tolerances  are  accounted  for  by  individual 
fuel  injector  unit  calibrations  done  for  on-engine  steady 
state  testing.  Also,  if  the  combustor  outer  annulus 
pressure  instead  of  combustor  primary  pressure  is 
measured,  the  on -engine  calibration  will  account  for  the 
evident  pressure  loss  (combustor  primary  to  outer 
annulus).  An  example  of  application  of  this  calibration 
procedure  will  be  presented  in  Section  4. 4. 3. 6. 

When  a  single  calibration  curve  is  used  for 
a  dual  fuel  circuit  system  (primary  4  secondary), 
hysteresis  in  the  flow  divider  valve  can  sometimes 
cause  large  uncertainties,  especially  in  pressure  regu¬ 
lated  valves  (see  Figure  4.4-19).  It  may  become  necess¬ 
ary  to  develop  two  calibration  curves,  one  for  fuel 
increase  (accel)  and  one  for  fuel  decrease  (decel).  The 
hysteresis  effects  should  always  be  determined  by 
fuelbench  calibrations  because  on-engine  steady  state 
calibrations  may  not  experience  the  full  effect  of  the 
hysteresis.  This  is  especially  true  when  steady  state 
engine  fuel  control  is  closed  loop  with  another  engine 
parameter  (spool  speed  for  example).  For  closed  loop 
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control  types,  the  fuel  flow  oscillates  about  a  value 
which  holds  the  specified  engine  parameter  constant. 
Hysteresis  effects  will  then  he  diminished  at  steady  state 
on-engine  calibrations  (see  Figure  4.4-20). 

The  hysteresis  investigation  is  simple  and 
demands  only  performing  bench  calibrations  in  both 
directions  (inert  tsing  fuel  from  min  to  max  then 
decreasing  from  max  to  min  as  shown  in  Figure 
4.4-19).  When  the  on-engine  steady  state  calibration  is 
performed,  the  bench  calibration  curves  must  still  be 
used  but  shifted  such  that  the  on-engine  data  are  exactly 
centered  (see  Figure  4.4-20).  Note  that  these  calibration 
curves  should  only  be  used  for  either  snap  accel  or  snap 
decel  transients.  For  transient  testing  where  oscillations 
between  fuel  increases  and  fuel  decreases  are  necessary 
(e.g.  throtle  reversal  or  turnaround),  double  hysteresis 
calibration  curve  usage  may  give  incorrect  results. 

Because  flow  divider  valve  hysteresis  is  such 
a  large  contributor  to  the  error  in  fuel  injector  measure¬ 
ment  systems,  dual  calibration  curves  (one  for  primary 
and  one  for  secondary)  should  be  used  if  at  all  possible. 

If  fuel  temperature  compensation  is  necessary, 
the  technique  used  is  dependant  on  source  of  the 
temperature  effect.  If  the  fuel  temperature  effect  is  due 
only  to  tank  temperature  changes  (in  an  altitude  facility 
for  example),  temperature  effects  can  be  compensated 
by  an  independent  steady  state  calibration  at  the  given 
tank  temperature  before  each  actual  transient  is  per¬ 
formed.  Temperature  compensation  can  also  be  in  the 
form  of  a  correction  algorithm  developed  during  bench 
calibrations  as  a  function  of  fuel  temperature.  Of 
course,  this  scheme  requires  an  additional  instrument  in 
the  form  of  a  fuel  temperature  probe.  If  the  fuel 
temperature  effect  is  due  to  fuel  pump  energy  transfer 
or  an  in-line  heat  exchanger  device,  the  compensation 
schemes  can  become  more  complicated.  Because  the 
energy  transfer  is  time  dependent  (metal  to  fluid  heat 
transfer  time  constant),  steady  state  engine  calibrations 
will  not  suffice  for  transient  operation.  Temperature 
compensation  through  actual  fuel  temperature  measure¬ 
ment  and  use  of  a  correction  algorithm  developed 
through  bench  calibrations  may  be  the  only  solution. 
Unctrtainty  Considerations 

Uncertainty  in  the  fuel  injector  measurement  system 
may  be  reasonable  when  fuel  temperature  effects,  flow 
divider  valve  hysteresis,  and  pressure  measurement 
uncertainty  are  negligible.  However,  these  effects 
should  be  fully  analyzed  and  not  simply  ignored, 
especially  the  temperature  effect  errors  as  they  can 
propagate  to  fuel  physical  property  changes  and  thermal 
growth  effects.  Uncertainty  due  to  fuel  temperature 
effects  can  be  minimized  through  compensation  tech¬ 


niques  which  may  require  fuel  temperature  measure¬ 
ment. 

Another  important  uncertainty  consideration  in 
the  fuel  injector  flow  measurement  system  is  that  fuel 
injector  clogging  may  occur  causing  a  shift  in  the 
calibration  curve  (higher  flow  at  a  given  delta  pres¬ 
sure).  Fuel  injector  clogging  can  usually  be  compen¬ 
sated  by  frequent  on-engine  calibration  of  the  fuel 
injector  system. 

Uncertainty  due  to  the  effect  of  different  fuel 
usage  (physical  property  effects)  should  also  be 
accounted  for.  Different  fuel  tyc>t“  'all  have  slightly 
different  calibration  curves  calibrations  for 

specific  fuel  types  can  be  jied.  However,  if  the 
recommended  calibration  procedure  is  followed, 
on-engine  calibrations  will  automatically  compensate  for 
fuel  type  effect, 

A  final  uncertainty  consideration  is  due  to  the 
sensitivity  of  the  differential  pressure  to  the  fuel  flow 
calibration  curve.  Fuel  injectors  will  always  be  most 
sensitive  at  the  low  end  uf  the  calibration  curve  where 
the  slope  is  steep.  Pressure  errors  are  greatly  amplified 
in  this  region  and  operation  in  this  region  should  be 
avoided  if  at  all  possible. 

For  the  recommended  calibration  procedure, 
given  that  all  the  considerations  mentioned  above  are 
examined,  the  fuel  injector  measurement  accuracy  can 
be  as  good  as  the  turbine  flowmeter. 

4.4.3.6  Design  Example 

The  design  example  presented  involves  a  combination 
of  a  fuel  bench  calibration  and  an  on-engine  steady  state 
calibration  as  described  in  the  previous  section.  Fuel 
bench  calibration  is  performed  using  a  typical  produc¬ 
tion  fuel  injector  engme-set  (see  Figure  4.4-21).  From 
this  bench  calibration,  a  characteristic  calibration  profile 
is  developed  (solid  line).  Note  that  no  fuel  flow  divider 
hysteresis  effects  exist  (flow  regulated  crack-point). 
Transient  testing  is  to  be  performed  on  a  specific 
engine,  not  necessarily  using  the  same  fuel  injectors, 
but  of  similar  specification.  Steady  state  calibrations  are 
performed  and  comparison  made  between  ihe  fuel 
injector  delta  pressure  reading  and  a  high  accuracy 
turbine  flowmeter  with  increments  from  idle  to  max 
power.  The  representative  bench  calibration  curve  is 
overlaid  on  top  of  the  on-engine  calibration  and  the 
shape  is  used  to  extend  its  range  so  that  it  can  be 
applied  during  transient  operation  (see  Figure  4.4-21). 
Shifts  in  the  calibration  curve  due  to  production  toler¬ 
ances,  combustor  primary  zone  to  outer  annulus  pres¬ 
sure  loss,  and  fuel  type  are  all  automatically  accounted 


for.  Also,  for  this  example,  fuel  temperature  effects  are 
determined  to  be  insignificant. 

This  final  calibration  curve  is  then  used  to 
convert  the  transient  fuel  injector  delta  pressure 
measurement  into  actual  fuel  flow,  given  that  high 
response  transducer  and  close  coupling  guidelines  are 
followed.  An  example  of  application  of  this  system  will 
be  presented  in  the  next  section  where  fuel  metering 
valve  feedback  measurements  are  compared  to  other 
measurement  techniques  during  actual  turbine  engine 
transient  testing. 

4.4.4  Fud  Metering  Valve  Feedback 
4.4.4. 1  Description 

There  are  a  variety  of  fuel  control  schemes  used  in  the 
turbine  engine  industry  today.  The  type  discussed  in 
this  section  is  that  which  closes  the  loop  on  fuel  flow  by 
use  of  a  fuel  metering  valve  feedback  system.  Fuel 
metering  valve  feedback  can  be  accomplished  by 
various  methods  including  hydraulic,  pneumatic, 
mechanical,  and/or  electrical  means.  The  feedback 
system  to  be  described  is  that  which  uses  the  linear  or 
rotary  variable  differential  transformer  (LVDT  or 
RVDT).  The  LVDT  or  RVDT,  which  converts  valve 
stroke  to  voltage,  is  one  of  the  most  commonly  used 
feedback  systems  because  it  integrates  easily  into  the 
engine  controller  (Full  Authority  Digital  Electronic 
Control-FADEC). 

The  typical  fuel  control  unit  (FCU)  uid  engine 
controller  arrangement  are  shown  m  function.'!  form  in 
Figure  4.4-22.  The  gear  pump  delivers  the  feel  flow- 
rate  at  constant  pressure  maintained  by  a  relief  valve. 
The  fuel  flowrate  is  determined  by  the  fuel  flow 
command  received  from  the  analogue  circuitry  within 
the  controller  and  commands  a  metering  valve  driver 
(torque  motor  in  this  example).  Pressure  drop  across 
the  metering  valve  is  maintained  by  a  pressure  regula¬ 
tor.  The  fuel  metering  valve  position  is  fed  back  into 
both  the  analog  and  digital  part  of  the  controller.  Direct 
loop  closure  is  usually  handled  by  the  analogue  circuitry 
while  the  feedback  into  the  digital  software  is  for 
monitoring  and/or  control  logic  synthesis. 

4.4.4.Z  Basic  Theory 

FCU  metering  valves  have  a  variety  of  designs  includ¬ 
ing  spool,  flapper,  jet  pipe,  slide,  and  plate.  Descrip¬ 
tions  of  the  various  types  of  valves  will  not  be  made 
here.  The  technique  for  converting  the  movement 
(opening/closing)  of  these  valves,  measured  by  linear  or 
rotational  translation  (stroke),  to  actual  fuel  flow  units 
will  be  the  subject  of  discussion. 


The  valve  port  shape  defines  the  gain  of  the 
system  as  well  as  the  stroke  to  flow  area  relationship. 
Square-shaped  ports  have  constant  stroke  to  flow  area 
relationship  while  various  curved  shape  ports  have 
non-linear  relationships.  Logarithmic  shaped  ports 
(exponentially  contoured)  have  constant  gain  resulting 
in  constant  percent  error  regardless  of  valve  position. 
Conversion  of  stroke  to  flow  area  can  be  made  by 
either  geometric  calculations  or  incorporated  as  table 
lookup  in  the  controller  digital  software  (see  Figure 
4.4-23). 

Using  Bernoulli’s  equation  and  the  principle  of 
conservation  of  mass,  the  mass  flowrate  is  calculated 

by: 

(See  also 

W  =  C„  AV'2pAP  4.4-11) 

If  constant  fuel  temperature  is  assumed,  the 
fuel  density  becomes  a  constant.  Because  of  the 
pressure  regulation  scheme,  the  delta  pressure  also 
becomes  a  constant.  The  equation  can  then  be  reduced 
to: 


The  value  for  C  then  includes  the  discharge 
coefficient  effects,  the  delta  pressure  constant,  and  the 
fuel  density  constant.  Since  area  is  a  direct  function  of 
stroke,  the  fuel  flow  can  be  correlated  directly  with 
stroke  and  can  be  determined  through  bench  calibra¬ 
tions. 

Discharge  coefficients  for  orifices  in  incom¬ 
pressible  flow  are  usually  correlated  with  both  Reynolds 
Number  and  Beta  (ratio  of  orifice  diameter  to  inlet  flow 
diameter).  If  the  flow  conditions  are  constant  (tempera¬ 
ture  and  pressure),  the  only  variables  that  will  influence 
discharge  coefficient  are  the  valve  dimensions.  The 
discharge  coefficient  then  correlates  very  well  with 
valve  area  or  stroke.  The  assumption  of  constant  fuel 
flow  temperature  at  the  metering  valve  is  not  always 
reasonable  as  energy  transfer  from  the  fuel  pump  or 
in-line  beat  exchange  devices  will  cause  a  fuel  tempera¬ 
ture  rise  over  the  range  of  fuel  flows  experienced.  Fuel 
temperature  effects  must  be  investigated  and  accounted 
for  if  they  prove  significant.  The  flow  calculation  is 
somewhat  insensitive  to  error  in  constant  delta  pressure 
regulation  because  of  its  square  root  influence.  Other 
potential  error  sources  in  this  calibration  technique  will 
be  discussed  in  Section  4.4.4.S. 


LVDT  circuits  are  discussed  in  more  detail 
in  Section  4.5. 3. 2.  Instead  of  converting  separately 
from  LVDT  voltage  to  valve  stroke,  and  then  valve 
stroke  to  fuel  flow,  calibration  curves  usually  involve  a 
direct  conversion  (LVDT  voltage  to  fuel  flow  as  seen 
in  Figure  4.4-24).  Ideally  the  LVDT  should  be  posi¬ 
tioned  such  that  zero  volts  is  equivalent  to  zero  flow  hut 
this  is  not  absolutely  necessary  as  zero  offsets  can  be 
accounted  for  in  the  calibration  curve  (see  Figure 
4.4-24).  The  demodulator  function  is  handled  through 
electronic  circuitry  in  the  analogue  portion  of  the 
controller  (see  Figure  4.4-22)  hut  for  monitoring 
purposes  can  also  be  handled  in  the  digital  portion. 

The  transient  capabilities  of  the  fuel  control 
unit  are  usually  very  good.  If  the  raw  LVDT  signal  is 
used,  no  measurement  lag  exists  except  for  insignificant 
lag/delays  associated  with  frequency  demodulation  and 
signal  transmission.  The  raw  LVDT  measurement  is 
faster  than  the  other  fuel  measurement  systems  pres¬ 
ented  (turbine  flowmeter  and  fuel  injector  delta  pres¬ 
sure).  If  the  fuel  flow  signal  is  taken  from  the  controller 
(development  controllers  can  have  output  or  recording 
capahility)  it  may  be  slower  due  to  the  existence  of 
sampling  delays  and  signal  filtering.  This  signal  should 
still  have  excellent  response  because  it  must  be  fast 
enough  to  maintain  and/or  monitor  closed  loop  control 
stability. 

4.4.4.3  Advantages  and  Disadvantages 
The  major  advantage  of  the  FCU  metering  valve  feed¬ 
back  measurement  is  that  it  is  a  built-in  feature  (for 
closed  loop  fuel  controls  only).  Since  it  is  always 
present,  it  is  extremely  useful  for  comparison  purposes 
or  as  a  secondary  reading.  Fuel  metering  valve  feed¬ 
back  measurements  have  extremely  fast  response  and 
are  usually  faster  than  the  other  fuel  measuiement 
systems  presented  (dependant  on  whether  raw  signal  or 
post-controller  signal  is  used  with  its  built-in  signal 
conditioning,  as  discussed  previously).  It  then  can  be 
used  to  evaluate  the  response  capability  of  availahle 
primary  measurement  systems  during  transient  engine 
tests,  for  example,  that  of  a  turbine  flowmeter.  An 
example  of  this  will  be  presented  in  Section  4.4.4.6. 

The  major  disadvantage  to  the  FCU  metering 
valve  measurement  is  that  the  typical  data  user  cannot 
dictate  accuracy  requirement  in  its  design.  Engine 
control  stability  and  accuracy  requirements  dictate  the 
FCU  metering  valve  feedback  design.  Because  the 
control  systems  may  be  closed  loop  with  engine  speed 
measurement,  accuracy  of  the  FCU  closed  loop  (fuel 
flow)  may  be  of  secondary  importance.  The  result  may 
be  metering  valve  production  tolerances  and/or  feed¬ 


back  system  design  with  unacceptable  fuel  flow 
measurement  accuracy  for  the  data  user.  For  these 
situations,  acceptable  accuracy  may  be  gained  if  bench 
calibrations  zre  conducted  for  a  specific  FCU  to  be 
used  for  engine  transient  tests.  This  calibration  will 
eliminate  the  production  tolerance  influence.  The  reader 
is  cautioned  that  this  calihration  may  not  be  enough  to 
bring  the  accuracy  within  their  requirements  as  feed- 
hack  system  accuracy  and  fuel  temperature  effects  may 
still  be  significant. 

The  two  options  of  extracting  the  metering 
valve  feedback  (LVDT  signal)  each  have  their  associ¬ 
ated  disadvantages.  If  LVDT  signal  is  obtained  from 
the  engine  controller,  built-in  input/output  signal 
conditioning  circuitry  may  be  unacceptable  or  even 
unknown  unless  inquiries  are  made  with  the  controller 
manufacturer.  If  pre-controller  pickoff  of  the  LVDT 
signal  is  made,  these  prohlems  can  be  avoided  but  new 
ones  might  be  introduced  due  to  influences  of  the  pick¬ 
off  on  the  signal  fed  to  the  engine  controller  (noise, 
hias,  etc.).  Proper  isolation  must  be  exercised  when  this 
method  is  used. 

4.4.4.4  Signal  Conditioning 
LVDT  conditioning  circuitry  varies  depending  on  appli¬ 
cation  and  specific  engine  controller  requirements. 
LVDT  conditioning  circuitry  generally  has  three  distinct 
arrangements  described  as  follows: 

1 )  Conditioning  circuitry,  including  demodulator, 
carrier  frequency,  DC  amplifier,  and  filtering, 
is  included  in  a  hybrid  microcircuit  module  as 
part  of  the  LVDT. 

2)  Conditioning  circuitry,  including  demodulator, 
carrier  frequency,  DC  amplifier,  and  filtering, 
is  included  in  the  hybrid  circuitry  as  part  of 
the  analogue  portion  of  controller. 

3)  Conditioning  circuitry  including  only  carrier 
frequency,  AC  amplifier,  and  filtering  is 
included  in  the  hybrid  circuitry  of  the  analogue 
portion  of  the  controller  while  the  demodula¬ 
tion  is  handled  in  the  digital  portion. 

LVDT  signal  conditioning  may  further  include 

a  buffer  to  establish  isolation  of  the  electronics  from  the 
environment  insuring  that  shorts  and  open  circuits 
within  are  detected  and  do  not  affect  the  operation  of 
the  conditioning  circuitry.  Filtering  usually  consists  of 
a  2-pole  Butterwortb  low  pass  filter.  The  filter's  cutoff 
frequency  is  chosen  to  minimize  pass  band  ripple  while 
maintaining  adequate  response. 

As  mentioned  previously,  there  are  two 
methods  of  obtaining  the  metering  valve  feedback.  The 
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first  method  is  to  extract  the  feedback  from  the  control¬ 
ler  and  the  second  is  to  pick  the  signal  from  the  LVDT 
directly.  If  the  first  method  is  used,  inquiries  as  to  the 
specifics  of  signal  conditioning  techniques  from  the 
FCU  manufacturer  are  necessary,  They  may  or  may  not 
be  exactly  as  presented  in  the  above  paragraphs.  If  the 
second  method  is  used,  conditioning  similar  to  that 
presented  in  the  above  paragraphs  may  be  used  but  it  is 
entirely  dependent  on  data  user  needs. 

4.4.4.5  Calibration 

Caiibra'ion  of  the  metering  valve  stroke  or  LVDT 
output  '.o  fuel  flow  is  simple  and  may  be  performed  hy 
bench  calibrations  or  provided  by  FCU  manufacturer 
(see  Figure  4.4-24).  Because  of  production  tolerance 
uncertainties,  it  is  usually  better  to  calibrate  per  specific 
FCU.  The  calibrations  performed  in  a  fuel  bench 
involve  flowing  fuel  at  set  intervals  from  min  to  max 
range  and  measuring  the  LVDT  feedback  signal.  The 
driver  control  and  feedback  measurement  of  the  FCU  in 
the  fuel  bench  calibration  can  be  made  hy  independently 
designed  systems  (torque  motor  current  driver  and 
LVDT  demodulator)  or  preferably  hy  use  of  the  actual 
engine  controller  itself  (FADEC).  Use  of  the  engine 
controller  for  calibration  eliminates  any  signal 
drift/offset  that  may  be  huilt  inherently  into  the  control- 
ler/FCU  combination.  Calibrations  are  made  at  steady 
state  fuel  flow  conditions  thus  allowing  for  use  of  high 
accuracy  turhine  flowmeters  as  the  reference  measure¬ 
ment  system. 

Fuel  temperature  variations  over  the  range  of 
fuel  flow  experienced  as  discussed  previously  may  be 
significant  (fuel  pump  or  heat  exchanger  device  energy 
transfer)  even  though  the  tank  fuel  temperature  is 
constant  (amhient  conditions).  Fuel  temperature  effects 
should  be  quantified  during  bench  calibrations  as  they 
may  prove  to  be  significant  causing  unacceptable 
uncertainty  during  actual  application.  These  effects 
include  fuel  density  change  and  valve  thermal  growth. 
Temperature  compensation  techniques  similar  to  those 
presented  in  Section  4.4.3  can  be  applied  but  require 
the  inclusion  of  temperature  measurement  and  correc¬ 
tion  algorithms.  Fuel  temperature  can  also  affect  the 
coil  winding  resistance  in  the  LVDT  or  RVDT  which 
in  turn  will  affect  the  calibration.  Correction  for  this 
effect  is  more  thoroughly  discussed  in  Section  4,5,3. 

Calibration  of  the  metering  valve  feedback  can 
also  be  performed  during  actual  steady  state  engine 
testing  but  is  not  recommended  because  full  range  fuel 
flow  will  not  be  possible.  Accel  and  decel  ranges  will 


exceed  that  of  the  on  engine  steady  state  calibration, 
thus  forcing  extrapolations. 

Uncertainty  of  the  fuel  flow  feedback  system 
is  mostly  influenced  by  the  inaccuracies  of  the  stroke  to 
flow  relationship.  This  relationship  is  affected  mainly 
by  production  tolerances.  LVDT  measurement  errors 
can  also  be  significant.  High  accuracy  LVDTs  are 
available  (.3%  full  stroke)  but  are  extremely  expensive 
and  not  standard  on  FCUs.  Typical  LVDT  accuracies 
are  on  the  order  of  1  %  of  stroke  which,  for  a  logar¬ 
ithmic  valve,  translates  to  approximately  2%  of  flow. 
A  major  influence  on  the  system  accuracy  can  also  be 
fuel  temperature  effects  experienced  from  storage  tank 
temperature  variations  (altitude  facility).  For  altitude 
facilities,  where  the  fuel  temperature  can  range  from  • 
55°  to  + 180°C  (-65  to  250°F),  system  errors  can  result 
in  up  to  4  percent  in  fuel  flow  if  temperature  compensa¬ 
tion  is  not  made,  Temperature  compensation  is  gen¬ 
erally  not  applied  in  practice.  For  transient  testing 
where  fuel  temperature  remains  at  a  relatively  constant 
value  (fuel  tanks  at  amhient  conditions  for  example), 
the  uncertainty  may  not  be  significant  but  nevertheless 
should  be  investigated.  Constant  pressure  regulation 
errors,  as  previously  mentioned,  are  small  (square  root 
function  of  delta  pressure  in  the  fuel  flow  calculation) 
hut  also  should  be  investigated. 

The  total  metering  valve  feedhack  accuracy  can 
usually  be  ohtained  from  the  FCU  manufacturer.  It  is 
highly  recommended  that  this  accuracy  be  ascertained 
before  the  FCU  metering  valve  feedback  is  considered 
as  a  fuel  flow  measurement  system.  As  mentioned 
previously,  the  errors  due  to  production  tolerances  can 
be  eliminated  by  calibration  of  a  specific  FCU  to  be 
used  for  transient  testing.  The  effectiveness  of  these 
calibrations  in  reducing  measurement  uncertainty  should 
be  considered  before  ruling  out  usage  of  a  FCU  feed¬ 
back  system  with  too  high  of  an  uncertainty. 

4.4.4.6  Design  Example 

The  FCU  metering  valve  feedback  is  generally  not  used 
as  a  primary  fuel  flow  measurement  device  because  of 
the  uncertainties  due  to  production  tolerances.  LVDT 
accuracy,  and  stroke  to  flow  calibrations.  However, 
because  of  its  extremely  fast  response,  it  can  be  very 
useful  in  assessing  the  transient  response  of  other  fuel 
flow  measurement  systems. 

In  this  design  example,  two  fuel  flow  measure¬ 
ment  systems  are  transiently  evaluated  by  comparison 
to  the  fuel  flow  signal  from  the  FCU  metering  valve 
feedback.  The  two  fuel  measurement  systems  are  a  low 
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inertia  turbine  fuel  flow  meter  and  a  fuel  injector 
measurement  system.  Figure  4.4-25  presents  the 
comparison  of  the  three  traces  for  a  typical  engine 
deceleration.  F  rom  this  plot  it  can  be  seen  that  the  fuel 
injector  measurement  (unfiltered)  and  the  FCU  metering 
valve  feedback  measurement  are  very  similar  in 
response.  The  magnitude  difference  is  also  very  small 
and  possibly  within  accuracy  requirements.  The  turbine 
fuel  flow  meter  trace,  however,  does  not  show  as  quick 
a  response  since  it  has  a  slight  lag.  Its  transient 
measurement  capability  will  be  limited  depending  on 
application. 

For  this  application  the  FCU  metering  valve 
feedback  measurement  provided  valuable  information  in 
assessing  the  transient  measurement  capabilities  of  the 
other  fuel  flow  measurement  systems.  In  this  example, 
the  FCU  metering  valve  feedback  also  showed  good 
agreement  based  on  magnitude  comparisons.  It  is 
important  to  note  that  the  feedback  system  presented 
here  had  more  stringent  accuracy  requirements  than  the 
typical  FCU  system  and  that  magnitude  comparison  in 
general  will  not  likely  be  as  good  on  other  FCU 
designs. 

A  final  comment  on  FCU  feedback  systems  - 
with  its  evolution  and  the  increased  importance  of 
engine  monitoring  capabilities,  the  accuracy  of  the  FCU 
feedback  systems  should  improve  and  become  a  viable 
option  for  many  transient  test  applications. 

4.4.5  Venturis  and  Flow  Nozzles 
4.4.5. 1  Description 

Transient  engine  inlet  airflow  measurement,  though 
difficult  to  achieve,  is  one  of  the  most  important 
parameters  to  be  measured  for  engine  performance  and 
stability  limit  investigations.  Many  technical  papers  and 
handbooks  have  been  written  that  describe  the  use  of 
venturis  and  flow  nozzles  and  define  standards  for 
steady  state  engine  testing  (ISO  and  ASME  are  well 
recognized).  This  is  not  true  for  their  use  as  transient 
measurement  systems,  as  very  limited  information  and 
no  standards  exist.  There  is  however  one  technical 
report  written  by  AEDC  (Reference  4.4.9)  which  does 
investigate  the  performance  of  venturis  (sonic  and 
subsonic)  and  a  flow  nozzle  (or  bellmouth)  using  an 
airflow  simulator  with  known  uncertainty.  This  report 
defines  a  standard  for  which  transient  airflow  measure¬ 
ments  in  engine  inlets  can  be  judged.  A  majority  of  the 
recommendations  given  here  for  transient  flow  measure¬ 
ment  using  venturis  and  nozzles  are  based  directly  on 
the  findings  of  this  report.  It  is  strongly  recommended 


that  this  report  be  reviewed  before  an  engine  inlet 
transient  airflow  measurement  system  is  designed. 

The  most  important  point  made  by  this  report 
is  that  the  determination  of  transient  airflow  is  possible 
by  the  assumption  that  the  airflow  is  quasi-steady  state. 
This  statement  is  true  only  if  the  system  is  properly 
designed.  That  is,  high  response  temperature  and 
pressure  measurement  system  design  guidelines  are 
maintained  and  rigorous  calibn*'on  procedures  are 
followed.  Preferred  transducer  tor  pressure  measure¬ 
ments  are  piezoresistive  close  i-.nieJ  type,  and  for 
temperature,  thin  wire  design  with  time  corrections 
applied.  This  report  recommends  pressure  and  tempera¬ 
ture  responses  to  be  an  order  of  magnitude  greater  than 
which  is  desired  for  final  calculated  airflow.  The 
transient  response  and  calibration  requirements  will  be 
further  discussed  in  the  following  sections. 

4.4.5.2  Basic  Theory 

Airflow  measurement  by  use  of  venturis  and  nozzles  are 
inferential  calculations  which  involve  primary  measured 
values  of  venturi  or  nozzle  inlet  pressure,  inlet  tempera¬ 
ture,  throat  pressure,  wall  temperature,  wet  bulb 
temperature,  dry  bulb  temperature,  upstream  diameter, 
and  throat  diameter.  The  ASME  and,  more  recently, 
ISO  have  been  the  authorities  on  the  proper  use  of 
flowmeters  (References  4.4.10  and  11).  The  ASME 
handbook,  for  example,  provides  all  the  necessary 
equations  and  guidelines  for  the  calculation  of  airflow 
using  nozzles  and  venturis.  Table  4.4-2  presents  all  of 
the  equations  necessary  to  calculate  airflow  from 
primary  measured  parameters  with  exact  reference  to 
location  (figure,  equation,  or  table  number)  in  Refer¬ 
ence  4.4. 10.  Also  presented  in  Table  4.4-2  are  alternate 
references  which  contain  the  same  information  or 
variations  based  on  specific  applications. 

Subsonic  Venturis  and  Flow  Nozzles 

Figure  4.4-26  presents  a  schematic  of  a  typical  venturi 

and  nozzle  with  measuring  stations  identified. 

The  most  commonly  used  venturis  are  the 
classical  (or  Herschel)  -nturi  tube  and  the  venturi 
nozzle.  The  venturi  tube  is  mostly  used  in  North 
America  while  the  venturi  nozzle  is  preferred  in 
Europe.  The  venturi  nozzle  has  an  advantage  over  the 
venturi  tube  in  that  it  is  of  much  shorter  design  result¬ 
ing  in  less  cost  due  to  storage  and  installation. 

The  most  commonly  used  systems  of  flow 
nozzle  measurement,  which  are  also  distinguished  by 
their  usage  in  either  North  America  and  Europe,  are  the 
ASME  long-radius  flow  nozzle  and  the  ISA  1932 
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nozzle.  The  advantage  that  the  nozzle  has  over  the 
venturi  is  its  shorter  overall  length  and  lower  cost.  The 
nozzle  does  also  share  the  advantage  of  lower  pressure 
loss  that  the  venturi  has  with  respect  to  orifices,  but  is 
not  quite  as  good  as  the  venturi.  (Reference  4.4.1 
shows  overall  pressure  losses  for  the  venturi  on  the 
order  of  20  to  50  %  lower  than  the  nozzle).  Discharge 
coefficients  are  also  much  more  complex  for  the  nozzle 
than  for  the  venturi,  as  detailed  by  the  references  noted 
in  Table  4.4-2.  It  is  not  the  intent  of  this  report  to  fully 
describe  the  design  considerations  for  the  flow  nozzles 
and  venturis  as  they  are  already  detailed  sufficiently  in 
the  references  (sections  II-III-20  through  II-IH-48  in 
Reference  4.4.10,  for  example,  details  guidelines  for 
flow  nozzles  and  venturi  tubes).  The  references  detail 
fabrication  guidelines  which  include  material  selection, 
nozzle  form,  pressure  tap  configurations,  pressure  loss 
calculation,  and  airflow  calculation.  The  venturis  and 
nozzles  do  share  the  same  basic  equation  for  calculation 
of  airflow  as  shown  by  Table  4.4-2. 

Sonic  Venturis 

Figure  4.4-26  also  presents  a  schematic  of  a  sonic 
venturi  with  measuring  stations  identified.  The  sonic 
venturi  is  sometimes  called  the  critical-flow  venturi  by 
the  fact  that,  ideally,  it  should  operate  at  critical  flow 
conditions  (choked). 

The  advantage  of  the  sonic  venturi  is  that  when 
it  operates  at  its  critical  pressure  ratio,  the  flow  is  a 
function  of  upstream  conditions  only.  Critical  flow 
venturis,  when  choked,  result  in  a  very  accurate  flow 
calculation  and,  therefore,  sonic  venturis  are  sometimes 
used  as  primary  standards  when  calibrating  other 
airflow  measurement  devices.  The  sonic  flowmeter  does 
require  measurement  of  upstream  total  pressure, 
therefore  approach  velocity  corrections  must  be  made 
if  wall  static  pressure  measurements  are  used.  Sonic 
flowmeters  have  definite  disadvantages  when  consider¬ 
ing  transients  over  the  full  operating  range  and  are 
related  to  the  difficulty  in  maintaining  choke  flow  and 
exit  flow  conditioning  requirements.  These  subjects  will 
be  discussed  further  in  Section  4.4.5. 3. 

Reference  4.4.10  provides  the  equations  for 
calculating  airflow  from  sonic  nozzles  (see  Table  4.4-2) 
but  Reference  4.4.12  is  preferred  because  of  its  thor¬ 
oughness  and  the  additional  information  provided  for 
calculating  discharge  coefficient. 

When  the  sonic  venturi  becomes  unchoked  the 
calculation  of  flow  is  identical  to  that  of  the  subsonic 
venturi  and  flow  nozzles  as  provided  in  Table  4.4-2. 
Discharge  Coefficient 

The  discharge  coefficient  can  be  determined  by  one  of 
three  methods: 


1)  Discharge  coefficients  can  be  determined  by 
matching  fabrication  guidelines  and  using 
empirically  developed  values  (see  References 
4.4.10  and  4.4.11  for  example).  Fabrication 
guidelines  include  nozzle/venturi  dimensions, 
instrument  location,  probe  design,  fabrication 
materials,  and  flow  conditioning.  The  require¬ 
ment  for  no  external  work  by  the  fluid  and  no 
heat  transfer  between  fluid  and  pipe  must  also 
be  met. 

2)  Discharge  coefficients  can  be  determined  by 
using  theoretically  developed  relationships 
(References  4.4.12,  13,14,  15,  and  16).  The 
real  flow  process  must  be  consistent  with  the 
assumptions  that  go  along  with  the  theoretical 
relationships  and  usually  include  two- 
dimensional,  adiabatic,  and  undisturbed  flow. 

3)  Discharge  coefficients  can  be  determined  by 
calibration.  Most  common  calibration  pro¬ 
cedures  involve  comparison  with  a  critical 
flow  standard.  Other  methods  include  calibra¬ 
tion  by  use  of  traversing  measurement  systems 
or  by  liquid  calibration.  These  calibration 
procedures  will  be  further  described  in  Section 
4.4. 5. 4. 

The  advantages  of  determining  discharge 
coefficients  either  by  meeting  fabrication  guidelines  or 
by  calculations  using  theoretically  derived  relationships 
are  reduced  cost  and  development  time.  Obviously, 
meeting  fabrication  guidelines  offers  the  highest  accu¬ 
racy,  but  theoretically  derived  discharge  coefficients  can 
achieve  accuracies  on  the  order  of  ±0.1  percent  within 
that  determined  by  calibration  (Reference  4.4.9). 
Transient  Relationships 

Before  a  transient  airflow  measurement  can  be  realized, 
special  care  must  be  taken  to  ensure  responsive  primary 
measurement  systems.  Pressure  and  temperature 
frequency  response  relationships  are  covered  in  other 
sections  (4.2  and  4.3).  It  is  essential  that  the  highest 
response  measurement  systems  be  used  (miniature 
piezoresistive  transducers  and  thin-wire  thermocouples, 
for  example)  and  guidelines  be  maintained  for  close¬ 
coupling  and  filtering  to  ensure  adequate  response.  The 
requirements  for  high  response  temperature  may  be 
relaxed  if  engine  inlet  airflow  is  the  measurand  (versus 
interstage). 

As  mentioned  previously,  an  AEDC  report 
(Reference  4.4.9)  presents  a  comparison  of  several  inlet 
airflow  measurement  systems  and  evaluates  their 
effectiveness  with  regard  to  given  transient  measure¬ 
ment  accuracy  requirements.  These  systems  will  be 
described  further  in  the  following  sections. 


Reference  4.4.9  states  that  determination  of 
transient  airflow  is  possible  by  the  assumption  that  the 
airflow  is  quasi-steady  state.  This  report  points  out  that 
this  assumption  is  justified  for  pressure  measurement 
because  pressure  waves  travel  at  acoustic  speeds  which 
ate  much  greater  than  the  pressure  time  transients 
encountered.  Air  temperature  transients  are  controlled 
by  heat  transfer  processes  vhich  require  much  longer 
times  to  reach  equilibrium.  However,  engine  testing  is 
generally  for  constant  air  temperatures  which  have 
transients  of  less  than  1  to  2%/sec.  With  time  correc¬ 
tion  applied,  temperature  measurement  can  be  realized 
as  quasi-steady  state  with  minimum  uncertainty  relative 
to  steady  state.  Measured  wall  or  skin  temperatures  are 
of  course  quasi-steady  state  by  the  fact  that  metal 
temperature  gradients  are  usually  an  order  of  magnitude 
slower  than  the  air  temperature  gradient  and  thus  do  not 
require  time  correction. 

If  flows  are  evaluated  that  do  have  larger 
temperature  or  pressure  gradients  than  normal  in  short 
time  periods,  time  correction  and  its  uncertainty  must 
be  added  to  total  uncertainty.  Uncertainty  requirements 
will  be  difficult  to  meet  for  these  cases. 

A  final  time  correction  that  must  be  discussed 
is  the  volumetric  dynamic  correction  which  is  usually 
necessary  whe-t  the  measurement  system  requires  exit 
flow  conditioning  (sonic  nozzle,  for  example,  Reference 
4.4.9).  This  correction  requires  additional  probes  at  the 
engine  face  for  static  pressure  and  total  temperature. 
This  dynamic  flow  correction  is  calculated  is  hy: 
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where  V,  =  volume  between  measurement  device 
and  engine  inlet 

2  =  engine  inlet  face  location 

All  other  notation  is  consistent  with  that 

described  in  the  nomenclature  list. 

4.4.5.J  Advantages  and  Disadvantages 
The  assessments  made  in  this  section  on  sonic  venturis, 
flow  nozzles,  and  subsonic  venturis  are  based  on 
information  from  Reference  4.4.9. 

Flow  Nozzles  (Bellmouths) 

Flow  nozzles  offer  low  pressure  drop  characteristics 
and  do  not  limit  flow  capability  (choking/flow 
throttling)  which  is  extremely  important  during  transient 
testing.  The  subsonic  venturi  may  offer  slightly  better 
pressure  drop  characteristics  but  the  flow  nozzle  is 


cheaper  to  fabricate  and  maintain  by  its  inherently  short 
design. 

The  nozzle  has  drawbacks  when  uncertainty 
considerations  are  important.  Though  it  may  be  accept¬ 
able  for  measurement  in  high  Mach  number  conditions 
(>0.25),  the  uncertainty  can  become  relatively  high 
because  of  airflow  calculation  sensitivity  to  pressure 
error  at  low  Mach  numbers.  This  uncertainty  can  be 
reduced  by  maintaining  rigorous  calibration  procedures 
which  include  frequent  and  online  calibrations  which 
will  be  discussed  in  section  4.4.5.5.  Still,  the  low  Mach 
number  uncertainties  are  high  relative  to  the  subsonic 
venturi.  Reference  4.4.9  shows  that  uncertainty  levels 
of  1  percent  are  obtainable  for  engine  face  flow  Mach 
numbers  greater  than  0.25  to  0.3  but  on  the  order  of  4 
to  8  percent  for  lower  Mach  numbers. 

Sonic/Critical  Flow  Venturi 

The  sonic  venturi  is  simple,  durable,  and  requires 
minimum  maintenance.  Sonic  venturis  have  always  been 
highly  regarded  for  their  steady  state  flow  measurement 
accuracy. 

However,  sonic  venturis  have  major  drawbacks 
when  used  as  transient  airflow  measurement  systems.  A 
major  disadvantage  is  their  inability  to  operate  at 
critical  flow  levels  for  transients  from  idle  to  max 
power.  The  sonic  venturi  must  be  operated  unchoked 
if  it  is  to  realize  the  full  range.  If  it  doesn’t,  it  acts 
as  a  flow  throttling  system,  which  results  in  reduced 
flow  control  for  simulation  of  transient  engine 
operation.  Once  the  sonic  venturi  operates  unchoked  it 
is  identical  to  and  no-better  than  the  suhsonic  venturi. 
Wall  contours  designs  for  the  sonic  venturi  are  not 
optimum  for  subcntical  operation,  hut  effects  can  be 
overcome  by  calibration  at  subcritical  operation.  The 
sonic  venturi  has  an  additional  drawback  in  that  it 
requires  exit  (low  conditioning  which  puts  the  measure¬ 
ment  system  far  away  from  the  engine  inlet  face. 
Dynamic  flow  corrections  are  then  necessary.  The 
transient  flow  calculation  then  requires  additional 
measurement  of  engine  inlet  face  temperature  and 
pressure  for  the  dynamic  flow  calculation  which  adds  to 
the  total  uncertainty  relative  to  that  of  a  subsonic 
nozzle.  Reference  4.4.9  shows  that  uncertainty  levels 
are  obtainable  from  1  to  2  percent. 

Subsonic  Venturi 

A  subsonic  venturi  has  the  advantage  similar  to  the 
bellmoulh  in  that  it  has  low  pressure  drop  characteris¬ 
tics  and  does  not  limit  flow  control.  Additionally,  it  has 
a  reduced  flow  area  resulting  in  higher  Mach  number  at 
the  measurement  plane  and  thus  lower  uncertainty  due 
to  low  sensitivity  to  pressure  measurement  accuracy. 
Also,  because  of  the  increased  Mach  number,  the  flow 
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coefficient  range  is  small  (between  .99  and  unity) 
resulting  in  reduced  uncertainty  when  theoretically 
calculated  flow  coefficients  are  used  (Figure  4.4-27). 
This  is  possible  only  if  flow  conditioning  guidelines  are 
met  (Reference  4.4.10  and  4.4. 1 1).  A  definite  advan¬ 
tage  over  the  sonic  venturi,  as  mentioned  previously,  is 
that  exit  flow  conditioning  requirements  are  reduced, 
thus  close-coupling  with  the  engine  inlet  and  avoiding 
flow  dynamic  corrections. 

A  disadvantage  is  the  cost  which  is  related  to 
the  long  length  of  the  measurement  system  (materials 
and  installation  costs).  Another  disadvantage  is  that  the 
flow  contours  must  be  evaluated  (inlet,  throat,  exit);  if 
fabrication  guidelines  are  adhered  to,  this  disadvantage 
is  minimal. 

The  subsonic  venturi  is  the  system  of  choice 
for  airflow  measurement  because  of  its  low  uncer¬ 
tainties.  Reference  4.4.9  demonstrate  that  uncertainty 
levels  of  0.7  to  1.0  percent  are  obtainable  for  engine 
face  flow  Mach  number  variations  of  0.15  to  0.5, 
respectively. 

4.4.S.4  Signal  Conditioning 
Airflow  determination  using  venturis  and  flow  nozzles 
is  inferential  and  involves  measured  primary  parameters 
of  air  pressure,  air  temperature,  and  metal  temperature. 
Signal  conditioning  for  these  parameter  measurements 
are  covered  in  Sections  4.2  and  4.3. 

Of  primary  concern  in  airflow  measurement  is 
the  phase  relationship  of  the  primary  measured  para¬ 
meters  involved  and  its  effect  on  inferential  flow 
calculation.  Phase  relationships  between  measured 
parameters  are  affected  by  both  the  aerodynamic  design 
and  the  associated  signal  conditioning/recording 
equipment.  It  is  the  intention  of  this  discussion  to 
address  only  the  aerodynamic  concerns  (recording 
system  concerns  are  addressed  in  Section  4.9).  The 
phase  relationships  can  be  handled  by  either  of  two 
methods. 

The  first  methods  assumes  that  no  phase 
correction  is  necessary  because  the  primary  measure¬ 
ments  are  designed  or  deemed  fast  enough  that  the 
phase  effect  is  negligible.  This  is  a  definite  possibility 
when  considering  inlet/throat  static  pressure  measure¬ 
ment  systems  that  are  of  close-coupled  design,  and 
temperature  measurement  where  gradients  experienced 
are  alow.  This  is  generally  the  case  for  engine  inlet 
airflow  measurement. 

The  second  method  involves  designing  the 
system  such  that  primary  measurements  have  the  tame 


phase.  An  example  is  by  matching  pressure  line  vol¬ 
umes  which  is  discussed  in  Reference  4.4.9. 

4.4.5.S  Calibration 

Uncertainty  requirements  are  often  difficult  to  meet  for 
steady-state  processes,  and  even  more  so  for  transients. 
Rigorous  calibration  procedures  are  critical  and  must  be 
maintained  to  keep  the  uncertainty  levels  reasonable. 
Discharge  Coefficient  Calibration 
Calibration  of  venturi  or  nozzle  discharge  coefficients 
can  be  accomplished  by  either  of  three  methods  (Refer¬ 
ence  4.4.13).  That  is  by  comparison  to  a  standard 
flowmeter  where  the  discharge  coefficient  is  known,  by 
traversing  the  meter  throat  with  a  pitot  static  probe  to 
define  the  flow  profile,  or  by  translation  of  the  flow 
measured  for  a  known  volume  of  liquid  to  that  of  a 
compressible  fluid  by  dynamic  similarity. 

When  calibration  by  comparison  to  a  standard 
flowmeter  technique  is  used,  the  sonic  or  critical 
flowmeter  is  the  most  popular,  because  of  its  reduced 
uncertainty  levels.  Reference  4.4.2  provides  the 
necessary  criteria  for  critical  flowmeter  installation  and 
airflow  calculation.  Reference  4.4.2  also  presents  an 
example  and  guidelines  for  calculating  the  discharge 
coefficient  uncertainty  of  an  independent  flowmeter. 

If  the  discharge  coefficient  is  determined  by 
the  traverse  method,  guidelines  are  given  in  Reference 
4.4.2  for  traverse  system  radial  and  circumferential 
positioning  (see  Figure  4.4-28)  as  well  as  for  the 
discharge  coefficient  uncertainty  calculation. 

The  method  of  calibration  by  liquid  flow  is 
also  detailed  in  Reference  4.4.2.  Reference  4.4.2 
cautions  that  published  data  on  expansion  factors  must 
be  used,  with  the  associated  errors  which  will  be 
reflected  in  the  discharge  coefficient.  Also,  an  appeal 
to  dynamic  similarity  through  the  Reynolds  analogy  is 
required,  and  quantitative  assessment  of  the  uncertainty 
of  the  similarity  is  unavoidable. 

Pressure  Calibration 

Pressure  calibration  guidelines  are  proviJed  in  Section 
4.2.  Additional  pressure  calibration  guidelines,  relative 
to  flow  calculation,  are  available  in  Reference  4.4.9 
which  is  briefly  summarized: 
o  The  airflow  measurement  system  uncertainty 
was  greatly  reduced  by  frequent  online  calibra¬ 
tions.  Absolute  pressure  transducers  were 
calibrated  by  applying  the  full  range  of 
expected  pressures  and  matched  to  a  pressure¬ 
measuring  device  calibrated  in  a  Standards 
Laboratory.  This  calibration  was  performed  at 
IS  minute  intervals.  The  online  calibrations 


were  performed  lo  compensate  for  transducer 
drift  and  to  limit  bias  between  the  different 
transducers. 

o  Differential  transducers  were  initially  used  to 
determine  venturi  or  flow  nozzle  delta  pres¬ 
sures.  But  because  of  unacceptable  accuracy 
due  to  nonrepeatability  and  signal  drift,  the 
differential  transducers  were  used  as  low-range 
absolute  transducers.  This  was  accomplished 
by  connecting  one  side  of  the  transducer  to  a 
constant  reference  pressure  system  (similar  to 
the  ZOC  system  described  in  Section  4.2). 
This  system  was  also  calibrated  at  short  time 
intervals. 

o  The  pressure  response  characteristics  were 
estimated  by  the  method  as  described  in 
Section  4.2.  The  frequency  response  was  then 
verified  by  experimental  means  using  the 
proposed  plumbing  for  the  close-coupled 
pressure  transducer  system  and  a  pressure 
pulse  generator.  The  results  did  not  agree  with 
the  calculated  and  this  was  attributed  to 
mass-transfer  lag  or  capacitance  influences 
neglected  in  the  calculated  values.  Precise 
response  characteristics  of  a  given  pressure 
system  are  difficult  to  predict  analytically  and 
should  always  be  backed  up  with  experimental 
evaluation. 

Temperature  Calibration 

Temperature  calibration  guidelines  are  presented  in 
Section  4.3.  Reference  4.4.9  also  presents  an  example 
of  calibration  procedures  where  frequent  and  online 
calibrations  were  performed  using  known  millivolt 
levels  as  input.  The  corresponding  temperature  equi¬ 
valents  were  obtained  from  reference  tables  from  the 
national  standards  organization.  Temperature  time 
corrections  were  also  applied  as  detailed  in  Section  4.3. 
Inferential  Airflow  Uncertainty  Calculation 
Airflow  uncertainty  calculations  during  steady  state  are 
provided  in  Reference  4.4.17.  Transient  uncertainly 
calculation  guidelines  are  provided  in  Section  3.6  and 
involve  the  combination  of  the  steady  state  and  transient 
uncertainties  as  shown  in  Figure  3-7. 

Reference  4.4.9  presents  uncertainty  evaluation 
by  comparison  to  an  airflow  simulator  which  has  a 
calculated  uncertainty  of  0.3  percent  at  max  flow  and 
1.0  percent  at  min  flows.  The  airflow  simulator  consist 
of  a  bullet-nose,  support  struts,  translating  plug,  and 
two  outer  shroud  assemblies  for  two  different  flow 
ranges.  The  simulator  is  calibrated  by  correlating  l  lug 
position  with  air  flowrate  using  a  sonic  venturi.  The 
subsonic  venturi  uncertainty  which  is  the  system  of 


choice  for  transient  engine  inlet  airflow  measurement  is 
demonstrated  by  comparison  to  the  airflow  simulator 
values  (see  Figure  4.4-29). 

4.4.5.6  Design  Example 

A  detailed  design  example  will  not  be  presented  for¬ 
mally,  instead  the  reader  is  referred  to  Reference  4.4.9 
where  details  on  the  development  and  evaluation  of 
several  types  of  inlet  airflow  measurement  systems  are 
available.  The  system  of  choice  (one  with  lowest 
uncertainty)  was  the  subsonic  flowmeter.  Its  design  is 
briefly  summarized. 

The  direct-connected  subsonic  venturi  design 
was  that  of  the  ASME  low  beta  inlet  wall  contour 
design  including  short  cylindrical  throat,  a  conical 
diffuser,  and  inlet/exit  flow-straightener  section  (see 
Figure  4.4-30).  Subsonic  venturi  sizing  procedure,  inlet 
flow-conditioning  requirements,  and  exit  flow¬ 
conditioning  requirements  are  presented  in  detail  in  the 
Appendices  of  Reference  4.4.9.  Venturi  instrumentation 
includes  eight  close-coupled  wall  static  pressure  probes 
(to  evaluate  stagnation  pressure  t  engine  plenum), 
six-probe  total  temperature  rakes  (to  evaluate  stagnation 
temperature  at  engine  plenum),  eight  close-coupled  wall 
static  pressure  probes  (to  evaluate  throat  Mach 
number),  and  two  wall  surface  temperature  probes  (to 
evaluate  thermal  changes  in  the  throat  flow  area). 

Calibrations  were  performed  frequently  for 
temperature  and  pressure  using  on-line  calibration 
procedures  as  previously  described.  Both  experimental 
and  theoretically  derived  flow  coefficients  were  used  to 
calculated  airflow  with  references  noted.  Airflow 
calculation  can  he  made  using  equations  presented  in 
Table  4.4-2.  Results  show  that  the  subsonic  venturi 
system  uncertainty  approached  that  of  the  airflow 
simulator  (see  Figure  4.4-29). 

4.4.6  Fore-Aft  Probes 
4.4.6. 1  Description 

Venturi  and  nozzle  a' r flow  measurement  systems 
described  in  Section  4.4.3,  although  having  the  advan¬ 
tage  of  low  uncertainty,  have  one  major  disadvantage. 
Nozzles  and  venturis  cannot  be  used  for  internal  engine 
airflow  measurements.  A  uniquely  designed  probe 
which  allows  for  compressor  inlet/exit  Mach  number 
and  airflow  measurement  is  the  fore-aft  probe.  This 
probe  is  sometimes  called  a  Mach  probe  or  airflow 
rake. 

References  4.4. 18  and  19  present  examples  of 
the  fore-aft  probe  usage  for  post-stall  compressor 
characteristic  investigations.  Reference  4.4.18  gives 
specific  details  on  a  fore-aft  probe  desir  -  signal 


conditioning,  and  calibration.  The  examples  referenced 
are  for  rig  testing  but  the  fore-aft  probes  can  be  used 
for  full  engine  testing  as  long  as  access  ports  are 
available  to  accommodate  the  probe  configuration  and 
the  calibration  guidelines  are  satisfied.  The  fore-aft 
probe  examples  referenced  are  specialized  for  com¬ 
pressor  section  measurements,  but,  in  principle,  the 
usage  of  fore-aft  probes  may  be  applicable  to  hot 
section  (turbines)  if  probe  internal  cooling  schemes  are 
adequate.  However,  no  literature  is  currently  available 
on  their  usage  in  turbine  engine  hot  sections.  The  focus 
of  this  section  will  then  be  on  their  use  in  investigations 
of  fan/compressor  transient  performance,  surge,  stall, 
rotating  stall,  and  recovery  investigations  where 
measurement  of  forward  and  reverse  flow  is  important. 

Figure  4.4-31  presents  a  schematic  of  the 
fore-aft  probe  showing  internal  placement  of  the 
primary  measuring  devices  of  miniature  piezoresistive 
pressure  transducers  and  a  thin-wire  aspirated 
thermocouple.  This  fore-aft  probe  includes  a  maximum 
of  :S.4  mm  (I  inch)  of  feed  tubing  to  the  in-line 
miniature  transducers.  Frequency  response  capability  of 
a  fore-aft  probe  is  mainly  dependent  on  the  particular 
transducer  chosen  and  feed  tube  geometry.  The  fre¬ 
quency  response  for  fore-aft  probes  are  well  known  and 
can  be  on  the  order  of  5  kHz.  The  transducers  pres¬ 
ented  in  Reference  4,4. 18  are  on  the  order  of  100  to 
400  kHz  frequency  response,  but  with  the  added 
dynamics  of  the  feed  tube,  are  reduced  to  approximately 
400  Hz.  The  fore-aft  probe  design  includes  cooling 
fluid  circulation  (for  example  common  tap  water)  to 
eliminate  thermal  drift  of  the  transducers.  The  probe 
also  includes  adjacent  fore-aft  steady  state  measurement 
paths  for  remotely  located  transducers  that  are  used  for 
calibration  purposes.  Reference  4.4.18  describes  an 
alternate  scheme  where  the  high  response  transducers 
allow  for  a  leakage  path  for  steady  slate  pressure 
measurement  and  calibration. 

Aerodynamic  design  considerations  are  import¬ 
ant  since  the  fore-aft  probe  is  an  intrusive  probe.  Flow 
disturbances  presented  by  the  probe  in  the  flow-path 
must  be  minimized  whenever  possible. 

4.4.6.2  Boric  Theory 

Mach  number  and  airflow  are  inferentially  calculated 
using  primary  measurements  of  gas  path  total  preasure, 
static  pressure,  and  temperature. 

Mach  number  can  be  calculated  by  the  relatioo- 
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For  Mach  numbers  less  than  0.5  this  equation 
can  be  reduced  to  (by  Maclaurin  series  expansion  and 
elimination  of  higher  order  terms): 


This  equation  then  shows  a  linear  relationship  with 
~  if  y  is  assumed  to  be  constant. 

N  p 

As  the  aft  pressure  measurement  is  not  truly  a 
static  pressure  but  a  wake  pressure,  the  Mach  number 
must  be  corrected.  This  Mach  number  effect  must  be 
determined  by  wind  tunnel  calibrations.  The  method  as 
presented  by  Reference  4.4. 18  is  to  apply  the  correction 
as  a  simple  slope  offset  adjustment. 
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This  method  corrects  for  temperature  and  pressure 
recovery  by  adjustment  to  the  calculated  Mach  number. 

Yaw  angle  effects  on  measured  Mach  number 
must  also  be  investigated  during  wind  tunnel  testing. 
Fore-aft  probes  are  designed  such  that  the  variation  in 
total  pressure  recovery  is  insignificant  within  the 
expected  flow  angle  vanation  (see  Figure  4.4-32). 

Corrected  airflow  can  then  be  calculated  by  the 
relationship: 
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From  this,  local  airflow  can  then  he  calculated  by 
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Avenge  airflow  is  determined  by  calibration, 
where  several  methods  are  available  and  will  be  pres¬ 
ented  in  Section  4.4.6.S. 

Corrections  for  tempenture  and  pressure 
readings  are  presented  in  Sections  4.2  and  4.3  respect¬ 
ively,  including  lags  due  to  feed  tube  volume  and  wire 
diameter.  References  4.4.18  and  19  present  examples 
where  pressure  and  tempenture  measurements  are 
designed  such  that  no  lag  corrections  are  necessary  (fast 
enough). 

For  reverse  flow  measurement  during  surge 
and  stall  testing,  the  equations  are  the  same  but  the 
forward  and  aft  readings  are  reversed.  Flow  direction 
sensing  is  obvious  as  flow  tnvels  in  direction  from 
higher  pressure  (stagnation)  to  lower  pressure  (wake). 

4.4.6.3  Advantages  and  Disadvantages 
The  major  advantage  of  the  fore-aft  probe  as  mentioned 
previously  is  that  it  can  be  used  for  inter-engine  airflow 
measurement,  specifically  inlet  or  exit  fan/compressor 
flow.  The  fore-aft  probe  is  considerably  less  expensive 
to  fabricate,  develop,  and  install  as  compared  to  the 
venturi  and  nozzle  measurement  ystems.  Because  of  its 
specialized  design,  it  can  measure  either  forward  or 
reverse  flow  which  makes  it  ideal  for  surge  and  stall 
investigations.  Because  of  the  simplistic  design  and  the 
thorough  understanding  of  the  equations  used  to  calcu¬ 
late  Mach  number  and  flow,  the  fore-aft  probe  is 
currenily  the  'best  practice*  for  measurement  of  full 
en^tiy  fan/coinpressor  transient  airflows.  As  the 
thermal  and  laser  anemometry  measurement  systems 
evolve  (covered  in  Section  4.4.7)  this  statement  may  no 
longer  be  true  because  of  the  unavoidable  disadvantages 
of  fore-aft  probes. 

The  major  disadvantage  of  the  Mach  probe  is 
that  it  is  an  intrusive  probe  and  may  create  flow  dis¬ 
turbances  which  affect  the  overall  flow  profile  and  the 
measurement  process  itself.  The  fore-aft  probe  is  not  a 
true  airflow  measurement  system,  as  it  is  inferential 
requiting  primary  parameter  measurements  of  total 
pressure,  wake  pressure,  and  temperature.  The  probe 
actually  measures  only  local  airflow  and  must  be 
calibrated  against  a  reference  measurement  system  to 
obtain  average  Mach  number  and  airflow  readings. 
Larger  uncertainties  than  that  of  the  venturi  and  nozzle 
measurement  systems  described  in  Section  4.4.S  should 
be  expected  for  full  engine  measurements  using  the 


Mach  probe  because  of  limitations  on  the  number  of 
probes  that  typically  can  be  installed.  Access  to  the 
flow  profile  may  be  difficult  depending  on  the  engine 
configuration,  size,  and  placement  of  the  probes.  As  is 
the  case  for  any  intrusive  measurement  system,  recov¬ 
ery  effects  must  be  considered  and  investigated  through 
wind-tunnel  testing.  Finally,  the  flow  angles  may  vary 
at  different  engine  locations  and  should  be  considered 
in  the  probe  design. 

It  must  be  realized  that,  in  many  cases,  the 
achievable  uncertainty  for  the  fore-aft  probe  measure¬ 
ment  system  may  be  so  large  that  the  lest  results  can  be 
viewed  only  on  a  qualitative  rather  than  quantitative 
basis.  This  may  be  acceptable  for  specific  applications. 
Examples  would  include  investigations  involving 
location  of  surge  relative  to  other  engine  parameters 
(rotor  speed  or  fuel  flow)  or  in  investigations  of  the 
surge  recovery  capability. 

4.4.6. 4  Signal  Conditioning 

The  measurement  of  airflow  using  the  fore-aft  probe,  as 
mentioned  previously,  is  inferential  involving  primary 
parameters  of  total  pressure,  wake  pressure,  and 
temperature.  Signal  conditioning  for  these  parameters  is 
covered  in  Sections  4.2  and  4.3. 

As  is  also  the  case  for  venturi  and  nozzle 
measurement  systems,  the  phase  relationship  between 
the  primary  measured  parameters  involved  is  of  con¬ 
cern.  As  discussed  in  Section  4.4.5. 4,  there  are  two 
ways  to  handle  the  phase  relationships.  The  first  is  to 
design  the  system  such  that  no  phase  correction  is 
necessary  (fast  enough).  The  second  is  to  match  the 
individual  parameter  response  such  that  no  phase 
difference  exists  (pressure  line  matching). 

Reference  4.4.18  presents  an  example  where 
the  fore-alt  measurement  system  is  designed  fast -enough 
such  that  phase  relationships  are  not  of  concern.  This  is 
generally  the  case,  as  very  high-response  transducers 
(miniature  piezoresiative)  are  employed  with  very  close 
coupling  (23  mm  (1  inch)  or  leas  feed  tubing).  In  this 
arrangement,  transient  fan/compressor  flows  during 
snap  transients  and  surge  are  of  lower  frequencies 
relative  to  the  response  of  the  fore-aft  probe.  However, 
when  higher  frequency  events  (i.e.,  rotating  stall  effects 
such  as  flow  separation)  are  to  be  considered,  the  phase 
relationships  of  the  primary  parameters  are  important 
and  should  be  investigated. 

Correcting  for  phase  relationships,  or  the 
matching  of  response  by  pressure  line  sizing,  becomes 
difficult  when  high  frequencies  are  of  interest.  Phase 
shifts  can  occur  because  of  a  multitude  of  factors 


including  feed  tube  dynamics,  transducer  dynamics, 
filtering,  and  digital  sampling.  It  may  be  more  feasible 
in  most  situations  to  determine  phase  relationships  from 
full  system  calibrations. 

Pressure  Signal  versus  Calculated  Airflow  Filtering 
It  sometimes  becomes  necessary  to  filter  out  very 
higb-frequencv  events  from  the  lower  frequency  events 
of  interest.  Reference  4.4.18  presents  an  example 
where  the  air  flowrates  during  surges  are  of  interest  but 
flow  disturbances  caused  by  rotating  stall  cells  are  not. 
Distortion  of  the  data  from  the  rotating  stall!  is  evident 
and  inte' feres  with  data  analysis  and  interpretation.  It 
then  becomes  necessary  to  filter  out  the  hign  frequency 
pressure  fluctuations.  Reference  4.4.18  tas  assessed 
filtering  by  two  methods:  filtering  of  the  individual 
pressure  signals  themselves  or  filtering  of  thecalculated 
airflow.  The  filterin«  system  employed  were  3rd  and 
5th  order  Butterwortb  filters  with  47.7  Hz  cutoff 
frequency.  The  results  showed  that  some  low  frequency 
amplitude  was  lost  when  using  the  calculated  airflow 
filtering  scheme  and  was  attributed  to  the  non-linearity 
of  the  flow  calculation  itself.  For  this  particular  study, 
it  was  recommended  that  filtering  be  performed  on  the 
raw  primary  signals  for  tbe  fore-aft  probe  measurement 
systems.  Determination  of  whether  to  filter  the  raw  data 
or  the  calculated  results  is  generally  dependent  on  the 
application  and  bow  tbe  results  are  going  to  be  used. 

4.4.6.5  Calibration 

Uncertainty  requirements  are  difficult  to  meet  for  any 
transient  airflow  measurement  system.  Rigorous  calibra¬ 
tion  procedures  are  critical  and  must  be  maintained  to 
keep  the  uncertainty  levels  reasonable 

One  of  the  drawbacks  of  the  fore-aft  probe  as 
mentioned  previously  is  that  it  measures  only  local 
airflow.  Calibration  with  a  reference  system  must  be 
performed  in  order  to  determine  average  airflow.  The 
calibrations  may  he  performed  on  a  rig  if  the  inlet 
configuration  and  boundary  layer  growth  effects  are  the 
same  as  that  in  an  actual  full  engine  installation  (effec¬ 
tive  area).  If  the  measurement  is  to  be  performed  on  a 
rig,  the  calibration  can  he  performed  on-line  with  an 
orifice,  venturi,  nozzle,  or  traverse  system.  However, 
full  engine  calibrations  are  preferred  (effective  areas 
from  rig  to  engine  are  usually  difficult  to  resolve),  and 
may  be  performed  using  steady  state  traverse  or  fully 
instrumented  (circumferential  and  radial)  flow  measure¬ 
ment  systems.  On-engine  steady  state  calibrations  may 
be  impossible.  If  rig  calibrations  are  not  acceptable, 
calibrations  must  be  performed  in  conjunction  with  full 
engine  thermodynamic  performance  models. 


The  correction  from  local  to  total  airflow  can 
be  performed  by  various  techniques.  Reference  4.4.18 
employs  a  technique  where  the  high-response  total 
pressure  probes  are  biased  to  match  the  more-accurate 
steady  state  pressure  probes  (pressure  taken  from 
identical  location  from  fore-aft  probe).  The  wake 
pressures  are  then  biased  sucb  that  the  calculated 
airflow  matches  tbe  total  airflow  which  is  measured  by 
an  upstream  venturi.  This  technique,  of  course,  can 
only  be  performed  on  rig  testing  where  inclusion  of  the 
upstream  venturi  is  possible.  In  Reference  4.4.18, 
calibration  is  performed  for  steady  state  operation  only 
but  could  be  applied  for  transients  if  a  high  response 
venturi  measurement  system  as  presented  in  Section 
4.4.5  was  included. 

For  full  engine  testing,  a  correlation  must  be 
developed  (rig  or  on-engine  as  discussed  previously) 
and  applied  to  the  local  Mach  number  to  obtain  the 
average  airflow.  Figure  4.4-33  shows  an  example  of 
local  Mach  number  to  average  airflow  correlation. 

Multiple  immersion  fore-aft  probes  are  always 
an  advantage  and  should  be  employed  whenever 
possible  as  averaging  will  decrease  uncertainty. 
Reference  4.4.18  presents  examples  of  multi-immersion 
probes  at  both  inlet  and  exit  of  a  compressor. 

Pressure  Calibration 

Pressure  calibration  guidelines  are  provided  in  Section 
4.2.  The  method  most  common  to  the  fore-aft  measure¬ 
ment  systems  is  (bat  using  differential  pressure  trans¬ 
ducers.  This  system,  as  discussed  previously  in  Section 
4.4.5. 5,  improves  accuracy  of  the  pressure  measure¬ 
ment  by  introducing  a  constant,  accurately  measured 
pressure  to  the  reference  side  of  the  transducers.  Its 
advantage  is  that  it  allows  for  on-line  and  frequent 
calibrations. 

Reference  4.4.18  presents  a  ZOC  (zero, 
operate,  and  calibrate)  system.  The  zero  mode  is  used 
to  couple  each  side  of  the  transducer  to  force  zeio 
output  so  that  zero  shift  and  electrical  bias  can  be 
determined.  The  calibrate  mode  involves  applying  a 
known  pressure  to  the  reference  side  and  is  used  to 
determine  any  changes  in  transducer  sensitivity  during 
the  testing,  for  example,  for  thermal  sensitivity.  The 
operate  mode  is  that  used  for  actual  transient  test 
measurement.  The  ZOC  system  is  described  in  more 
detail  in  Section  4. 2. 2.3. 3  of  this  report. 

A  final  calibration  performed  during  steady 
state  operation  is  by  comparison  to  the  high  accuracy 
steady  state  remotely  mounted  transducers.  As  men¬ 
tioned  previously,  these  measurements  ere  made  using 
an  adjacent  or  leak  airpath  included  in  the  fore-aft 
probe  design. 


Temperature  Calibration 

Temperature  calibration  and  time  correction  guidelines 
are  presented  in  Section  4.3.  Reference  4.4.18  presents 
an  example  where  time  correction  was  not  necessary 
because  of  the  adequate  response  of  the  probe  relative 
to  the  test  events  *o  be  investigated. 

Probe  Cooling  Effects  Investigation 
The  ti  josducers  mounted  inside  the  fore-aft  probe  must 
be  maintained  at  temperatures  within  those  limits 
specified  by  the  manufacturer.  Cooling  effectiveness 
must  be  investigated  through  some  sort  of  bench 
calibration  arrangement  (oven  for  example).  Figure 
4.4-34  presents  typical  results  of  this  type  of  investiga¬ 
tion. 

Uncertainty  Calculation 

Transient  uncertainty  calculation  guidelines  are  provide 
in  Section  3.6  and  involve  the  combination  of  the  steady 
state  and  transient  uncertainties  as  shown  in  Figure  3-7. 
Overall  uncertainty  estimates  are  not  provided  in 
References  4.4.18  and  19,  but  are  expected  to  be 
similar  to  those  presented  for  venturis  and  nozzles  in 
Section  4.4.5.  However,  if  fore-aft  probe  measurement 
is  used  in  full  engine  testing,  the  uncertainty  is  certain 
to  be  higher.  This  is  because  a  high  accuracy  reference 
system  (orifice,  venturi,  or  nozzle)  for  calibration 
cannot  be  included  on  full  engine  testing  and  the  usage 
of  rig  calibrations  is  generally  inaccurate  as  discussed 
previously. 

4.4.6.6  Design  Example 

Design  examples  for  usage  of  a  fore-aft  probe  are 
provided  in  References  4.4.18  and  4.4. 19.  The  probes 
described  were  specifically  developed  for  the  flowpaths 
of  the  compressors  being  in'  litigated  These  systems 
are  briefly  described.  It  is  recommended  that  the  reader 
acquire  these  reports  if  more  information  is  required. 

Reference  4.4.18  testing  included  two  probes 
at  the  inlet  and  exit  of  the  compressor  to  measure  the 
hub  and  tip  airflows.  The  transducers  at  the  inlet  have 
a  range  of  ±207  kPa  (30  psi)  and  frequency  tesponse 
of  275  KHz.  The  transducers  at  the  exit  have  a  range  of 
±414  kPa  (60  psi)  and  frequency  response  of  275  KHz. 
The  thermocouples  were  of  type  H  (chromel-constantan) 
for  both  inlet  and  exit  rakes.  The  probes  included 
leakage  pressure  paths  for  remote  steady  state  calibra¬ 
tion  of  each  high  response  transducer.  Calibration  of 
airflow  (local  to  average)  was  performed  steady  state 
using  an  upstream  venturi. 

Reference  4.4.19  presents  a  similar  setup  in 
that  two  fore-aft  probes  each  at  inlet  and  exit  are 
included.  Detail  probe  design  information  is  not  pro¬ 


vided  for  the  fore-aft  probe  used  in  Reference  4.4.19. 
The  probe  does  include  a  separate  but  adjacent  tubing 
for  a  remote  steady  state  pressure  measurement  to  be 
used  for  pressure  calibration.  The  local  to  average 
flowpath  calibration  is  performed  using  an  upstream 
orifice. 

General  recommendations  for  the  design  of  the 
fore-aft  probes  are  difficult  because  they  are  highly 
dependent  on  the  various  flow  profiles  (normal/surge) 
of  a  specific  compressor  or  fan.  In  general,  a  back¬ 
ground  in  fluid  mechanics,  internal  flows,  and  boundary 
layer  theory  is  necessary  to  decide  what  pressures  are 
to  be  measured.  It  is  the  responsibility  of  the  end  user 
of  the  data  to  determine  how  to  sense  various  flow 
regimes  and  to  decide  on  location  using  their  under¬ 
standing  of  the  flew  and  the  analysis  techniques  to  be 
employed. 

4.4.7  Airflow  Determination  Using  Engine  Models 

4.4.7. 1  Description 

Transient  airflow  measurement  systems,  as  stated 
repeatedly  in  this  xtion,  are  complex  and  take  con¬ 
siderable  time  to  set  up  relative  to  transient  tempera¬ 
ture,  pressure,  and  fuel  flow  measurement  systems.  The 
cost  and  time  for  development  of  these  airflow  systems 
are  frequently  beyond  that  available  for  most  testing.  It 
may  also  be  very  difficult  or  impossible  to  gain  access 
to  an  adequate  airflow  measurement  location.  This  is 
especially  true  for  the  engine  certifier  and  aircraft 
users.  It  then  becomes  necessary  to  use  an  indirect 
approach  for  determining  airflow.  This  approach 
involves  the  use  of  a  thermodynamic  engine  model 
complete  with  component  maps,  bleed  circuitry,  power 
loading,  and  transient  algorithms. 

Once  an  adequate  model  is  acquired,  the 
determination  of  a  particular  station  airflow  is  achieved 
by  matching  it  to  a  single  measurement  which  deter¬ 
mines  engine  power  with  time.  In  some  cases  multiple 
measured  parameters  may  be  necessary  depending  on 
the  degrees  of  freedom  of  the  engine  control.  For 
example,  an  engine  with  fuel  flow  and  compressor 
guide  vane  control  will  require  an  engine  model  match 
to  two  parameters. 

4.4.7.2  Bade  Theory 

The  thermodynamic  model  consists  of  component  maps 
usually  defined  through  rig  testing  (see  Figure  4.4-35). 
These  component  maps  are  good  only  for  steady  state 
operation  and  do  not  account  for  transient  effects.  The 
transient  effects  which  must  also  be  included  in  the 
model  are  clearance  effects  (due  lo  thermal  growth. 


pressure  deflection,  and  inertial  growth),  component 
metal  heat  storage  effects,  and  volume  dynamics  (mass 
storage).  Algorithms  that  simulate  these  effects  are 
documented  by  various  methods  (References  4.4.20, 
21 ,  and  22).  These  algorithms  are  usually  analytical  in 
nature  but  can  be  calibrated  through  actual  engine  or  rig 
testing.  These  calibrations  involve  measurement  systems 
for  tip  clearances,  metal  temperatures,  air  temperatures, 
and  pressures  which  are  all  described  in  other  sections 
of  this  document. 

Determination  of  a  specific  engine  location 
airflow  is  performed  by  matching  the  transient  model  to 
an  available  measured  parameter  which  determines 
engine  power  level  with  time.  The  most  commonly  used 
being  pressure,  fuel  flow,  and/or  spool  speeds.  The 
extent  of  the  model  is  dependent  on  the  specific 
measurement  to  be  matched  and  the  location  of  the 
airflow  of  interest.  For  example,  if  compressor  airflow 
is  desired  and  compressor  pressure  ratio  and  speed  are 
measured,  only  a  compressor  model  is  necessary.  This 
compressor  model  could  be  as  simple  as  a  compressor 
map,  defined  by  compressor  rig  testing,  and  associated 
transient  algorithms  for  clearance,  mass  storage,  and 
heat  storage  effects  (such  effects  are  usually  translated 
to  component  map  scalars).  However,  if  other  measure¬ 
ments  are  to  be  used,  for  example  fuel  flow  or  engine 
spool  speed,  a  full  thermodynamic  engine  model  will  be 
required.  This  full  engine  model  must,  of  course, 
include  all  engine  component  maps  (compressor,  inlet, 
burner,  turbine,  nozzle,  etc.)  with  their  associated  bleed 
circuitry,  power  connections/extractions,  and  transient 
algorithms. 

4.4.7.3  Advantages  and  Disadvantages 
As  mentioned  previously,  the  main  advantage  of  usiug 
this  airflow  measurement  process  is  that  it  is  less  costly 
and  generally  less  time  consuming  than  alternatives. 
This  statement  is  true  only  if  the  appropriate  model  is 
available.  The  provided  model  may  require  the  transi¬ 
ent  algorithms,  as  specified  above,  depending  on  their 
significance. 

This  measurement  technique  also  provides  the 
engine  certifier  and  aircraft  user  a  means  for  determin¬ 
ing  station  airflows  where  access  on  a  production 
engine  may  be  difficult  or  even  impossible. 

Another  major  advantage  is  that  this  airflow 
measurement  technique  can  be  applied  given  a  multitude 
of  instrumentation  arrangements,  as  long  as  the  particu¬ 
lar  measurements  used  will  determine  engine  power 
with  time  (spool  speeds,  fuel  flows,  component  pres¬ 
sures,  etc.). 


The  disadvantage  of  this  measurement  process 
is  that  it  usually  results  in  higher  uncertainty  than  those 
systems  which  directly  measure  station  airflows.  The 
thermodynamic  model  used  may  consist  of  purely 
analytical  transient  algorithms  or  may  be  more  rigorous¬ 
ly  defined  through  actual  engine/rig  calibrations  depend¬ 
ing  on  the  stage  of  the  engine  development.  The  model 
with  purely  analytical  transient  algorithms  will  of 
course  have  the  highest  uncertainty,  but  in  either  case 
it  is  very  difficult  to  assess  the  total  uncertainty  mainly 
because  of  the  complexity  of  the  entire  calculation 
process  and  propagation  of  errors.  The  total  uncertainty 
calculated  may,  therefore,  be  based  mostly  on  engineer¬ 
ing  judgement.  For  the  engine  certifier  and  aircraft 
user,  it  is  important  to  provide  all  pertinent  information 
to  the  model  developer  (usually  engine  manufacturer) 
on  specifically  how  it  will  be  used  in  order  to  properly 
assess  the  uncertainty.  This  is  very  important  because 
the  user  may  inadvertently  apply  the  model  beyond  its 
limitations.  The  uncertainty  must  be  estimated  for  the 
particular  application  before  it  can  be  considered  for  a 
particular  station  airflow  measurement. 

Even  though  the  uncertainty  of  this  method  is 
generally  high  relative  to  that  of  other  measurement 
systems,  it  is  a  method  frequently  used  because  of  its 
reduced  development  time  and  cost.  Also,  as  mentioned 
previously,  it  may  be  the  only  option  available  to  the 
engine  certifiers  and  aircraft  users  who  do  not  have 
access  to  interstage  component  airflows  on  production 
engines. 

4.4.7.4  Signal  Conditioning 

The  airflow  determination  by  the  use  of  a  thermody¬ 
namic  model  is  purely  an  inferential  measurement 
process  and  thus  is  dependent  on  primary  parameters 
whose  signal  conditioning  is  defined  elsewhere  in  this 
dixument  Refer  tc  the  appropriate  section  for  condi¬ 
tioning  information.  In  general,  the  primary  measure¬ 
ment  systems  mostly  used  in  this  airflow  measuremeut 
process  are  fuel  flow,  pressure,  spool  speeds,  and 
geometries  (variable  guide  vanes  and/or  nozzle  areas). 

4.4.7.5  Calibration 

The  calibration  of  the  thermodynamic  model  is  left  to 
the  engine  manufacturer.  The  engine  certifier  and 
aircraft  user  are  responsible  only  for  calibrating  the 
specific  primary  measurement  device  which  will  be 
used  to  determine  engine  power  level  with  time  via 
model  matches.  The  model  calibration  process  is 
described  only  briefly  here  as  it  is  a  complex  subject  of 
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its  own.  It  will  be  left  to  the  reader  to  acquire  more 
detailed  information. 

The  model  may  in  some  cases  be  generated 
using  purely  analytical  transient  algorithms  with  no 
calibration  being  performed.  The  uncertainty  is  largest 
for  these  types  of  models.  More  accurate  models  are 
developed  by  actual  transient  engine  calibrations  using 
all  the  measurement  processes  described  in  this  docu¬ 
ment.  The  calibration  is  usually  performed  in  two  parts, 
steady  state  effects,  then  transient.  The  steady  state 
calibration  of  the  model  may  involve  particular  compo¬ 
nent  scaling  to  account  for  engine  deterioration,  engine 
production  tolerances,  or  even  specific  engine  problems 
such  as  excess  leakage  or  hardware  damage.  The 
transient  calibration  of  the  model  is  then  performed 
after  the  steady  state  calibration  is  completed.  Some 
transient  calibrations  may  be  quite  extensive  and  involve 
measurement  systems  including  metal  temperature  and 
clearance  probes.  However,  in  many  cases,  the  exten¬ 
sive  measurement  schemes  are  not  possible  for  calibra¬ 
tions.  Calibrations  are  then  performed  simply  by 
adjusting  transient  algorithm  correlation  coefficients  to 
match  standard  measurements  (air  temperature,  pres¬ 
sure,  combustor  fuel  flow,  and  spool  speeds). 

4. 4.7.6  Design  Example 

The  most  widespread  system  for  the  measurement  of 
transient  engine  airflow  utilizes  the  engine  compressor 
and/or  the  fan  as  the  flow  sensor.  The  necessary 
calibrations  of  the  compressor  or  fan  are  obtained  either 
from  steady-state  rig  tests  of  the  component  or  from 
steady-state  tests  of  a  specifically  instrumented  compo¬ 
nent  installed  in  an  engine.  The  use  of  the  compressor 
or  fan  as  the  flow  sensor  offers  major  advantages  in 
measurement  system  simplicity  and  reliability,  and 
generally  provides  results  with  acceptable  uncertainties. 
Use  of  this  method  does  require  careful  attention  to 
ensure  little  or  no  pbeso  shift  in  the  several  simulta¬ 
neous  measurements  required.  Further,  the  validity  of 
the  estimates  of  measurement  uncertainty  is  stroagly 
dependent  on  test  data  to  establish  the  matrix  of  influ¬ 
ence  coefficents  for  the  ranges  of  compressor  islet 
profiles  and  turbulence  and  for  the  expected  range  of 
off-schedule  positions  of  the  variable  vanes  which  will 
occur  during  transient  operation  In  this  sub-section, 
(4.4.7  6)  detailed  information  will  be  given  on  airflow 
measurement  for  the  design  example  presented  in 
Section  5.2,  viz.,  compressor  surge  point  characteriz¬ 
ation  by  a  fuel  spike.  Airflow  will  be  deduced  using  the 
compressor  model,  measured  total  pressure  at  HPC 
entrance  (P25),  measured  total  temperature  at  HPC 


entrance  (T25),  total  pressure  at  HPC  discharge  (P3 
inferred  from  measured  PS31),  measured  high  rotor 
speed  (Nh),  and  measured  compressor  vane  position,  if 
variable.  The  estimated  uncertainty  of  the  flow  so 
obtained  will  be  determined. 

Section  5.2  indicates  that  the  compressor  inlet 
airflow  to  be  calculated  will  be  on  the  order  of  16.8  to 
18.6  kg/sec  (37  to  41  Ibm/s).  The  target  uncertainty  of 
the  airflow  measurement  at  the  surge  point  is  on  the 
order  of  4  percent.  The  frequency  criterion  is  satisfied 
through  design  of  the  primary  measurement  systems 
which  are  discussed  in  their  respective  sections  of  this 
report. 

a)  Air  Flow  Determination 
For  this  case,  the  model  used  will  be  a  fully  calibrated 
steady-state  airflow  and  pressure  ratio  map  for  the 
particular  compressor  build  being  tested.  Pressure 
ratio  and  corrected  speed  at  the  surge  point  are  calcu¬ 
lated  using  measured  parameters: 

P,=  P3/P25 


These  values  fix  a  point  on  the  map  (see  Figure  5.2-1). 
Corrected  airflow  can  then  be  extracted  and  absolute 
airflow  calculated  using  measured  parameters  and 
Equation  4.4-19. 

b)  Uncertainty  Determination 

The  uncertainty  of  the  airflow  is  the  uncer¬ 
tainty  of  the  model  (or  map)  plus  the  uncertainty  of  the 
primary  measurement  systems  propagated  through  the 
model  on  airflow  calculation. 

The  uncertainty  of  the  model  is  due  to  the 
error  in  the  map's  characterization  of  steady  slate  as 
well  as  transient  operation.  The  transient  errors  may  be 
attributed  to: 

1)  Tip  clcaiance  effects 

2)  Heat  storage  effects 

3)  Volume  dynamic  effects 

4)  Vane  Angle  lag  effects 

5)  Interstage  rematch  due  to  all  above. 

Because  of  the  quickness  of  the  fuel  pulse  for 

the  design  example  presented,  many  of  the  transient 
effects  will  be  insignificant.  However,  detailed  dis¬ 
cussion  of  each  is  still  included  in  an  effort  to  inform 
the  reader  of  the  uncertainty  estimate  process  which 
may  be  necessary  for  other  transient  events.  The 
estimated  ’mcertainty  factors  for  each  error  source  are 
summari'ed  in  Figure  4.4-36. 


•  • 


•  • 


4-134 


Steady-Slate  Map  Errors 

The  compressor  maps  are  defined  through  steady-state 
rig  testing.  The  maps  are  calibrated  after  engine  instal¬ 
lation  by  steady-state  engine  runs  using  available 
on-engine  high  accuracy  instrumentation.  The  uncer¬ 
tainty  calculation  of  the  steady-state  component  maps  is 
in  itself  rather  complex  and  the  estimated  accuracy 
should  be  treated  with  caution.  Reference  4.4. 17  should 
be  consulted  for  estimation  of  typical  steady-state 
airflow  errors. 

Transient  Tip  Clearance  Error 
The  clearance  corrections  can  be  included  in  the  model. 
Calibration  of  the  clearance  ejects  is  also  possible 
through  the  use  of  rig  or  on-engine  capacitance  probes. 
The  clearance  correction  may  include  all  component 
growths  that  directly  affect  component  performance 
(blade,  disk,  attachments,  case,  and  outer  seals).  The 
uncertainty  of  the  corrections  is  dependent  on  the 
dynamics  of  the  transient  of  interest.  Because  the 
duration  of  the  pulse  up  to  surge  is  no  more  that  SO  ms, 
the  thermal  growth  correction  errors  can  be  ignored. 
Also,  since  the  absolute  speed  change  during  the  pulse 
is  negligible,  the  centrifugal  growth  correction  errors 
can  also  be  ignored.  The  remaining  clearance  effect  is 
that  due  to  the  pressure  deflection.  This  is  the  clearance 
change  due  to  rotor  shift  in  axial  direction  caused  by 
rotor  group  loading.  Because  this  example  is  for  an 
axial  compressor,  the  pressure  deflections  will  be  small. 
Other  types  of  compressors  like  centrifugal  may  experi¬ 
ence  greater  pressure  deflections.  Because  all  the 
transient  clearance  effects  are  small,  their  correction 
will  not  be  applied  and  error  treated  as  insignificant. 
Transient  Heat  Storage  Error 

The  heat  storage  correction  involves  the  calculation  of 
energy  loss  or  gain  through  heat  transfer  with  compo¬ 
nent  metals.  This  correction  can  be  applied  in  the 
model  by  methods  previously  described  in  this  section. 
Calibration  of  the  heat  storage  corrections  can  be 
performed  by  actual  transient  testing  with  transient 
instrumentation.  This  can  be  achieved  by  sizing  of  the 
analytically  derived  heat  sink  mass  and  time  constants 
to  match  actual  transient  data  such  as  compressor 
pressures,  temperatures,  speed,  and  sometimes  metal 
temperatures.  However,  for  this  design  example,  the 
heat  storage  effects  are  treated  primarily  as  bias  errors. 
Volume  Dynamic  Error 

Volume  dynamic  effects  can  be  applied  to  the  model 
through  the  laws  of  conservation  of  mass  and  energy 
(Reference  4.4.20): 
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These  effects  are  difficult  to  calibrate  without 
interstage  dynamic  pressure  and  temperature  instrumen¬ 
tation.  The  correction  is  usually  applied  using  purely 
analytical  means.  However,  the  error  is  usually  small. 
For  the  Section  5.2  design  example,  the  volume 
dynamic  correction  is  not  applied  and  is  treated  as  an 
error. 

Vane  Angle  Effects 

Blade  row  guide  vanes  are  usually  scheduled  r.s  a 
function  of  NH.  When  a  transient  pulse  is  performed, 
the  blade  row  guide  vanes  will  not  respond  immediately 
to  the  corrected  speed  because  of  the  actuation  lag.  As 
it  has  been  assumed  that  the  speed  change  is  negligible 
during  this  fuel  spike,  the  vane  angle  effects  will  be 
negligible. 

Interstage  Rematch  Error 

This  error  is  caused  by  all  of  the  above  errors.  Because 
of  the  described  errors,  transient  stage-by-stage  remateb 
will  not  be  truly  represented  by  the  overall  compressor 
map.  A  model  with  individual  stage  maps  would  correct 
this  error.  However,  for  the  design  example  provided, 
the  error  is  treated  as  a  bias  error.  Since  this  error  is 
due  to  the  previously  described  transient  errors,  in  each 
case  the  interstage  bias  has  been  added  to  their  individ¬ 
ual  bias  values.  Accurate  estimates  of  these  errors  roust 
he  achieved  by  use  of  a  multi-stage  model.  However, 
these  models  may  not  always  be  available.  It  may 
therefore  be  necessary  to  estimate  this  error  based  on 
engineering  judgement. 

Total  Uncertainty 

Typical  values  for  the  individual  errors  described  above 
are  summarized  in  Figure  4.4-36.  The  total  bias  and 
precision  errors  for  the  airflow  can  then  be  calculated 
using  a  Taylor’s  series  expansion  including  the  individ¬ 
ual  errors  of  each  of  the  contributing  factors  as 
described  in  Reference  4.4.2  (see  also  Section  3  of  this 
report). 

For  the  purposes  of  this  example,  the  inte¬ 
grated  errors  in  the  engine  model  have  been  based  on 
engineering  judgment  and  the  uncertainty  in  the  model 
has  been  assumed  to  equivalent  to  a  bias  of  approxi 
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mately  3%  of  the  air  flow  at  the  surge  point.  It  is 
shown  in  Section  S.2.3.6  that  this  uncertainty  is  the 
dominate  one  in  the  calculation  of  air  flow. 

4.4.8  Advanced  Sensors 

4.4.8.1  Hot-Win  Anemometry 

The  hot-wire  anemometer  is  generally  a  velocity 
measurement  device  and  is  used  mainly  where  pulsa¬ 
tions  in  velocity  or  turbulence  detection  are  of  interest. 
Rotating,  traversing,  and/or  stationary  hot  wire  probes 
have  been  used  to  investigate  the  flow  properties  inside 
a  blade  passage.  Hot  wire  anemometry  has  also  been 
used  in  the  measurement  of  turbulent  fluctuations  in 
hypersonic  flow  fields  and  of  inlet-distortion  generated 
compressor  aerodynamic  unsteadiness. 

Hot-wire  anemometry  has  not  been  widely 
accepted  in  the  past  because  of  high  uncertainty  levels 
due  to  inaccurate  probe  thermal  properties  definition 
and  probe  flow  disturbances.  Installation  concerns  were 
also  a  factor.  Over  the  past  decade,  the  hot-wire  probes 
have  been  accepted  more  widely  due  to  their  evolution 
which  included  enhancement  in  sensor  construction  and 
solid-state  circuitry.  The  current  state-of-the-art  hot¬ 
wire  probe  has  many  advantages.  A  major  advantage  of 
the  hot-wire  anemometer  is  its  capability  of  measuring 
flow  independent  of  direction  as  long  as  flow  is  normal 
to  the  wire.  Other  advantages  include  high  level  volt¬ 
ages  or  current  output,  very  low  pressure  drop,  sensi¬ 
tivity  to  low  flows,  and  ability  to  take  measurements 
close  to  pipe/shroud  walls.  Hot-wire  anemometry  will 
be  more  predominant  in  the  future  and  should  definitely 
be  considered  depending  on  system  requirements. 

4.4.8.2  Laser  Anemometry 

Laser  anemometry  has  become  popular  in  lecent  years 
and  is  becoming  widely  accepted  as  a  dependable 
airflow  velocity  measurement  device.  Laser 
anemometry  has  been  demonstrated  for  flow  measure¬ 
ment  near  and  between  rotating  components  including 
investigations  of  turbulent  flow  regions,  blade  wakes, 
boundary  layers,  and  distorted  flows.  This  includes  both 
compressor  and  turbine  components.  Burner  velocity 
investigations  are  also  documented  using  a  laser 
anemometry  measurement  system. 

There  are  two  basic  types  of  laser  anemom¬ 
eters,  the  Laser-Doppler  anemometer  (LDA)  and  the 
Laser-Two-Focus  (L2F)  anemometer.  The  L2F  is 
referred  by  various  other  names  including  spot  method, 
dual  focus,  and  transit-time  method. 

As  compared  to  other  measurement  systems, 
the  laser  anemometer  has  many  advantages.  The  laser 


anemometry  signals  are  naturally  linearized.  The  lack 
of  a  physical  probe  in  the  flow  field  is  a  major  advan¬ 
tage  especially  on  small  engines  where  flow  disturb¬ 
ances  are  critical.  Measurements  can  also  be  made  close 
to  the  component  surfaces  which  aids  in  investigations 
of  boundary  layers  and  flow  separation. 

Disadvantages  include  the  necessity  for  flow 
seeding,  particle  velocity  rather  than  actual  flow 
velocity  is  measured,  accessibility  is  sometimes  difficult 
(access  windows),  and  systems  are  usually  very  special¬ 
ized  resulting  in  long  setup  times  and  expense.  Flow 
seeding  can  cause  additional  disadvantages  due  to  the 
agglomeration  of  solid  particles.  Access  window 
contamination  can  also  pose  problems.  Because  of  the 
current  limitations  of  laser  anemometry  it  is  generally 
used  only  in  rig  development  tests. 

With  the  evolution  of  laser  anemometry, 
extension  to  a  wider  range  of  applications  will  be 
evident.  This  evolution  may  include  improved  signal-to- 
-noise  ratio,  optics,  access  window  cleaning,  particle 
seeding,  electronics,  and  data  evaluation  techniques. 

4.4.5.3  Angular  Momentum 

Angular  momentum  flowmeters  have  recently  become 
papular  by  the  fact  that  they  are  true  mass  flow  measur¬ 
ing  devices  (versus  inferential,  for  example,  the  turbine 
flowmeter).  The  angular  momentum  flowmeters  are 
immune  to  the  effects  of  variations  in  the  specific 
gravity  of  fuels.  While  the  turbine  flowmeter  must 
account  for  the  specific  gravity  changes  due  to  fuel 
temp  change,  the  angular  momentum  flowmeter  does 
not.  Angular  momentum  flowmeters  are  becoming  very 
popular  in  flight  test  as  they  claim  greater  reliability 
and  less  total  user  cost  than  a  compensated  volumetric 
flowmeter  over  the  same  flow  range. 

Though  angular  momentum  flowmeters  are 
becoming  more  widely  used  for  steady  state  flow 
measurement,  they  are  not  currently  used  as  high 
response  measurement  devices,  mainly  because  of 
drawbacks  related  to  inertial  lags.  They  are  mentioned 
in  this  report  because  of  their  popularity  and  of  the 
expectation  that  the  transient  problems  will  be  overcome 
in  the  future.  Improvement  might  include 
miniaturization  aimilar  to  the  evolution  that  developed 
for  turbine  flowmeters  to  allow  its  application  to 
transient  measurements. 

4.4.8. 4  Coriolis 

Flowmeters  based  on  the  Coriolis  principle  are  aimilar 
to  the  angular  momentum  flowmeters  in  that  they  are 
true  mass  flow  measuring  devices.  There  are  a  variety 


of  flowmeters  based  on  the  Coriolis  principle  (mainly 
used  for  liquid  measurement)  and  include  Coriolis  type. 
Gyroscopic  type.  Oscillating  type.  Oscillating  Gyro¬ 
scopic  type,  and  the  U-shaped  type. 

The  flowmeters  using  the  Coriolis  principle 
have  many  additional  advantages  other  than  just  being 
a  true  mass  flow  measuring  device.  These  advantages, 
depending  on  specific  design,  may  include  low  pressure 
loss  characteristics,  non-intmsiveness,  and  no  require¬ 
ments  for  flow  conditioning.  Disadvantages,  also 
dependant  on  specific  design,  include  pipe  strain, 
vibration  sensitivity,  and  need  for  rotating  seals  and 
parts. 

4.4.8.5  Target  Meters 

Target  meters  are  know  by  a  variety  of  other  names 
such  as  vane,  gate,  drag,  and  force  meters.  Target 
meters  have  generally  been  used  in  the  past  for  difficult 
applications  such  as  dirty,  sediment-laden,  and  high- 
melting  point  or  corrosive  liquid  measurement.  With 
proper  installation  and  calibration,  the  target  meter  can 
provide  accuracies  comparable  to  other  head-class 
flowmeters.  Target  meters  have  just  recently  extended 
their  applications  to  include  turbine  engine  fuel  flow 
measurements. 

The  primary  advantage  of  the  target  meter  is 
that  it  does  not  require  pressure  taps  and  lead  lines.  In 
turn  it  will  have  extremely  high  frequency  response.  In 
fact,  manufacturer  specifications  warn  the  user  that  due 
to  extremely  high  frequency  response  of  these  flow¬ 
meters,  flow  fluctuations  and  transients  may  be  seen 
which  cannot  be  detected  by  other  systems  of  flow 
measurement  and  that  apparent  instabilities  sensed  may 
actually  exist  in  the  fluid  system. 

With  its  evolution,  which  will  includes  larger 
experience  base  related  to  transient/dynamic  measure¬ 
ments,  the  target  meter  should  become  a  very  useful 
and  accurate  transient  futl  flow  measurement  device. 
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4.4.8.6  Ultrasonic  Flowmeters 

Ultrasonic  meters  are  mostly  used  for  liquid  flow 
measurement  but  can  be  applied  to  gas  flows.  Some  gas 
flow  measurement  systems  employ  sound  waves  to 
measure  the  flow  by  the  Doppler  principle. 

There  are  many  advantages  to  using  ultrasonic 
flowmeters  versus  other  volumetric/velocity  measure¬ 
ment  systems.  They  allow  for  measurement  without 
disturbing  the  flow,  are  generally  less  expensive  due  to 
initial  cost  and  maintenance  (especially  an  externally 
mounted  transducer  type),  and  they  do  not  cause 
pressure  drop  inside  the  pipe. 

Disadvantages  include  frequent  pipe  ID  and 
OD  diameter  measurements  to  compensate  for  thermal 
effects  or  mineral  deposits.  They  also  require  fully 
developed,  undistorted  flow  profiles  when  one  measure¬ 
ment  (plane/slice)  is  taken.  This  disadvantage  can  be 
remedied  by  using  multipath  units.  A  final  disadvantage 
is  that  if  mass  flow  measurement  is  desired,  an  addi¬ 
tional  measurement  of  specific  gravity  is  required. 

Ultrasonic  meters  are  relatively  new.  With 
their  evolution  and  experience,  improvements  will  be 
gained  to  allow  for  a  wider  range  of  application  and 
lower  uncertainty. 

4.4.8.7  Laser-Induced  Fluorescence 

Flow  measurement  using  the  laser-induced  fluorescence 
technique  is  also  relatively  new.  This  measurement 
technique  is  non-intrusive  and  is  extremely  useful  flow 
visualization  for  several  specific  applications.  It  has 
been  used  to  study  time  resolved  three-dimensional  flow 
in  transonic  compressor  rotors  and  wind  tunnel  diagnos¬ 
tics.  It  is  also  a  possible  measurement  system  for 
combustion  investigations  including  3-dimensional 
instantaneous  flame  mapping,  species  concentration 
investigations,  and  flow  visualization. 
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Table  4.4-1  Specific  Gravity  Measurement  Errors 


Elemental  Error  Source 

Est.  Bias 
±S.G. 

Est.  Precision 
±S.G. 

Notes 

Calibration  Hierarchy 

0.0011 

- 

±0.14%  of  Rdg. 

1  Hydrometer  Resolution 

0.0005 

- 

0.001/Div. 

|  Temperature  Indicator 
|  Resolution 

0.0004 

- 

±0.5  K 

I  Temperature  Indicator 

1  Linearity 

0.0004 

- 

±0.5  K 

Temperature  Correction 
Chart  for  S.G. 

0.0005 

- 

0.001/Div. 

RSS 

0.0014 

0 

1  0.0014/0.763  -  0.18  percent 

1  Based  on  Fan  Test  Cell  Hydrometer  and  Temperature  Correction 
jj  JP-4  Fuel,  S.G.  Nominal  -  0.763 
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Table  4.4-2  Calculation  of  Air  Flow  Using  Venturis  and  Nozzles 


Figure  4.4-1  Turbine  Flowmeter  Design 


1  Engine  Total 

2  Main  Combustor  Total 

3  Main  Combustor  Total  Low  Verify 

4  Main  Combustor  Primary 

5  Main  Combustor  Secondary 

6  Afterburner  Total 

7  Afterburner  Total  Low  Verify 

8  Afterburner  Core 

9  Afterburner  Pilot 

10  Afterburner  Bypass 


Main  Fuel  Line 


Figure  4.4-2  Complete  Turbine  Fuel  Measurement  System 


Figure  4.4-3  Blide  Dimensions  Necesstry  for  Time  Consum  Metsuremem 
(Reference  4.4.5) 
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Figure  4.4-5  Fuel  Flow  Error  Source  Diagram  for  Fuel  Spike  Ten 
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Figure  4.4-6  Frequency  Response  Calibration  Setup 
(Reference  4.4-6) 


A)  Response  of  turbine  flowmeter  ( 1  st  order  transfer  function). 


B)  Response  of  combined  flowmeter  and  filter  (2nd  order  transfer  function) 


Figure  4.4-7  System  Response  Determination  Using  Bode  Diagrams 


Figure  4.4-8  Amplitude  Response  Interpretation 
(Reference  4.4-7) 
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Single  fuel  pulse  step  per  symbol  type. 

Fuel  pulses  include  both  increasing  and  decreasing  steps. 


Figure  4.4-10  Turbine  Flowmeter  Bench  Citibntion  Results 


Figure  4,4-1 1  On-Engine  Turbine  Flowmeter  Time  Correction  Results 
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Figure  4.4-15  Fuel  Injector  Atomizer  Designs 
(Reference  4.44) 
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Figure  4.4-16  Fuel  Injector  Delta  Pressure  Measurement 
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Figure  4.4-18  Fuel  Injector  Bench  Calibration 
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Figure  4.4-19  Hysteresis  Effects  of  Pressure  Regulated  Flow  Divider  Valve 
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Figure  4.4-20  Fuel  Injector  Hysteresis  (Bench  versus  On-Engine  Calibration) 


Figure  4.4-21  Fuel  Injector  Calibration  Design  Example 


Figure  4.4-22  Fuel  Control  Unit  Functional  Diagram 
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LVDT  Output 


Figure  4.4-24  FCU  Bench  Calibration  Data 
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Figure  4.4-25  Fuel  Control  Unit  Feedback  Design  Example 
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Figure  4,4-26  Sonic/Subsonic  Venturi  and  Nozzle  with  Measuring  Stations 
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Figure  4.4-27  Subsonic  Venturi  Experimental  vs.  Theoretical  Flow  Coefficients 
(Reference  4.4.9) 


Figure  4.4-28  Calibration  by  Traverse 
(Referencd  4.4-3) 


Figure  4,4-29  Subsonic  Venturi  Deviation  from  Airflow  Si 
(Reference  4,4-9 
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Figure  4.4-30  Subsonic  Venturi  Design  Example 
(Reference  4.4.10) 
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Figure  4.4-31  Fore-Aft  Probe  Schem*(ic 
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Airflow  can  be  determined  with: 

•  Measured  speed,  inlet  pressure,  and  exit  pressure. 

•  Measured  speed,  inlet  temperature,  and  exit  temperature. 


Figure  4.4-35  Determination  of  Transient  Airflow  Through  Aero-Map  Relationship 


Figure  4.4-36  Airflow  Error  Source  DUgnm  for  i  Fuel  Pulse  Test 
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4.5  GEOMETRY1 


4.5.1  Introduction  and  Definitions 
This  chapter  discusses  the  measurement  of  physical 
changes  related  to  the  engine  structure  during  transient 
operation.  Three  main  subject  areas  may  be 
distinguished: 

a)  Rotational  speed 

The  shaft  speed  is  a  primary  parameter  used  in 
the  fuel  control  and  from  it  is  derived  the 
corrected  speed  N/V’T,  often  used  as  a  control 
parameter  and  required  to  draw  the  operating 
point  or  transient  line  on  the  compressor  map. 
Both  the  rotational  speed  and  the  speed  rate 
are  important  parameters  during  transients. 

b)  Variable  geometry  regulated  and  controlled  by 
the  engine  control. 

Most  engines  in  use  today  have  many  items 
regulated  and  controlled  by  the  engine  control. 
These  items  are  the  Variable  Inlet  Guide  Vanes 
(VIGV),  Compressor  Inlet  Variable  Vanes 
(CIVV),  Variable  Stator  Vanes  (VSV), 
Variable  Area  Nozzle  and  bleed  valves  for 
anti-surge  and  aircraft  conditionning.  The 
positions  of  all  these  items  determine  the 
engine's  geometry  which  influences  the 
equilibrium  point  (Steady  State  operating  point) 
and  the  transient  operation  of  the  engine 
Further,  some  future  engines,  e.g.  (supersonic 
and  hypersonic  engines)  will  have  an  extended 
variable  geometry  as  variable  bypass  ratio  is 
obtained  by  regulated  flow  valves  in  the 
flowpaths. 

Surge  and  rotating  stall  can  be  induced  by 
an  incorrect  position  of  these  items. 
Therefore,  the  instantaneous  positions  of 
vanes,  bleed  valves  and  nozzle,  i.e.  the 
instantaneous  geometry,  must  be  measured  and 
recorded  during  transients.  The  available 
instrumentation  for  linear  and  angular  positions 
will  be  discussed  in  the  following  paragraphs. 

The  calibration  procedures  for  Variable 
Area  Nozzles  are  unique  and  are  discussed  in 
detail  in  Section  4.5. 3.6. 

The  measurement  of  the  angle  of  the 
pilot's  power  lever  (PI. A)  utilizes  transducers 


similar  to  those  used  to  measure  changes  in 
engine  geometry  instigated  by  the  engine 
control.  The  considerations  that  affect  the 
choice  of  transducer  for  PLA  measurement 
under  transient  operating  conditions  are 
discussed  in  Section  4.5.8. 

c)  The  geometry  determined  by  the  structural 
deformations. 

The  clearances  between  blades  and  stator,  in 
the  air  and  oil  seals,  and  between  discs  and 
static  structures  are  not  only  important  for  the 
engine's  equilibrium  point  but  can  also  induce 
surge  and  stall.  The  measurement  of  these 
clearances  are  rather  difficult  and  needs 
measurement  equipment  and  test  cells  only 
available  in  a  few  large  test  establishments. 

4.5.2  Shaft  Rotational  Speeds 
The  measurement  of  the  engine  rotational  speeds  is  a 
fundamental  necessity  in  all  turbine  engines.  Engine 
performance,  control  and  safety  are  all  inherently 
related  to  engine  rotational  speeds  and  their  limits  of 
operation.  The  measured  speed  can  also  be  used  as  a 
primary  control  parameter  to  provide  stable  operation 
of  the  engine.  In  addition,  in  an  engine  development 
program  the  engine  rotational  speed  can  provide: 

1.  An  intermediate  step  in  obtaining  the 
measurement  of  some  parameter  of  primary 
interest,  such  as  thrust  or  torque. 

2.  Functional  checks  of  engine  performance  in 
events  such  as  flame  out,  relight,  instability, 
etc. 

3.  The  determination  of  the  transient  and 
steady  state  engine  performance  characteristics. 
There  are  a  number  of  techniques  available  for 

engine  speed  measurement.  These  techniques  vary  from 
mechanical  governors  to  variable  reluctance  magnetic 
sensors.  The  accuracy  required  of  the  measured  speed 
dictates,  to  a  large  extent,  the  technique  employed. 
However,  the  required  accuracy  of  the  speed 
measurement  depends  generally  on  the  application.  To 
obtain  a  more  precise  engine  speed  control  and  to 
enable  analysis  of  the  engine  performance,  an  accuracy 
of  0.05*  may  be  considered  necessary,  whereas  an 


1  Tables  and  Figures  for  Section  4.5  begin  on  page  4-183 
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accuracy  <  1  %  may  be  considered  sufficient  when  the 
measured  speed  is  used  to  provide  aircraft  cockpit 
indication  to  ensure  a  safe  operation  related  to  speed 
limits.  A  precise  engine  speed  control  is  particularly 
desired  to  avoid  'beat"  resonances  due  to  minor 
differences  in  rotor  speed  on  multiengined  propeller 
aircraft. 

"Hie  sections  that  follow  provide  brief 

overviews  of  the  different  engine  rotational  speed 
measurement  techniques,  calibration  requirements,  their 
advantages  and  disadvantages,  together  with  a  design 
example  of  variable  reluctance  magnetic  speed 
measurement  techniques  discussed  in  some  detail.  There 
are  many  devices  available  for  measuring  the  rotational 
speed  but,  in  this  section,  only  the  principles  of  the 
speed  measurement  are  discussed. 

4,5.2. 1  Centrifugal  Tachometer 

This  technique  for  measuring  and  regulating  the 

rotational  speed  uses  the  ball-head  speed  sensor 
(flyweight  governor).  The  principle  of  operation  of  the 
flyweight  governor  is  illustrated  in  Figure  4.5-1.  As  the 
speed  increases,  the  force  tending  to  move  the  flyweight 
outwards  increases  as  the  square  of  the  engine  speed. 
The  centrifugal  force  (F)  acting  upon  mass  (m)  is 

F  =  murr  4.5-1 

where  m  is  the  mass  of  the  flyweights,  w  is  the 
rotational  speed,  and  r  is  the  radius  of  the  centre  of 
mass  from  the  axis  of  rotation. 

As  the  centrifugal  force  increases,  it 
compresses  the  spring,  and  by  measuring  the  distance 
AL  (i.e.  the  reduction  in  spnnk  '  ngthj  the  engine  speed 
can  be  determined.  This  speed  measurement  system  can 
be  used  for  mechanical  control  applications  and  to 
actuate  an  indicating  system  Any  force  that  is  required 
to  actuate  an  indicating  system,  or  operate  as  a  servo, 
acts  as  a  load  and  will  decrease  the  effective  travel  (i.e. 
AL)  of  the  rotating  mass  with  speed.  The  system  is  also 
sensitive  to  friction,  which  causes  hysteresis  in  the 
output.  By  using  compensating  masses  on  both  sides  of 
the  bell-crank  pivot  the  sensitivity  to  acceleration  is 
reduced  and  the  system  can  be  operated  in  any  position. 
Advantages  and  Disadwntagcs 
Mechanical  speed  governors  provide  effective  engine 
speed  governing  and  limiting  function  as  the  engine  fuel 
flow  can  be  directly  controlled.  However,  the  indication 
of  the  speed  requires  an  additional  displacement 
measurement  device  or  a  precision  mechanical  linkage. 
The  loading  due  to  mechanical  linkage  will  affect  the 


accuracy  of  the  speed  reading  and  friction  will  add 
hysteresis  to  the  reading. 

4.5.2.2  AC  Tachogenerator 
A  tachogenerator  is  a  small  alternator  which  usually 
consists  of  a  permanent  magnet  rotor  with  a  number  of 
poles,  within  a  three  phase  winding  stator.  The  stator 
typically  has  three  windings  whose  axis  are 
geometrically  displaced  from  one  another  by  12CP,  so 
as  to  generate  a  three  phase  signal. 

A  schematic  of  a  typical  tachogenerator  is 
shown  in  Figure  4.5-2.  The  tachogenerator  is  attached 
to  the  gearbox  which  is  mechanically  coupled  to  the 
shaft  whose  rotational  speed  is  to  be  measured.  A  step 
down  gear  ratio  is  usually  used  depending  on  the  shaft 
speed  to  be  measured,  to  result  in  an  industry  standard 
of  4200  rpm  tachospeed  which  relates  to  100*  engine 
speed  design  point.  However,  for  special  applications, 
the  available  tachogenerators  can  run  up  to  10,000  rpm. 

The  frequency  of  the  three  phase  signal 
available  from  the  generator  is  proportional  to  N  X  P, 
where  N  is  the  engine  rotational  speed  and  P  is  the 
number  of  poles  of  the  magnet.  The  engine  speed  is 
determined  by  measuring  the  frequency  of  the  generator 
output  by  various  means.  The  three  phase  signal 
obtained  from  the  tachognerator  can  be  directly  used  in 
an  electronic  engine  control  to  provide  engine  speed 
control  in  a  monitoring  system  to  provide  engine 
protection  or  to  provide  cockpit  indication. 

The  speed  measurement  is  not  available  at  very 
low  engine  speeds,  as  the  amplitude  of  the  generated 
EMF  is  less  than  a  threshold  level  which  is  dependent 
on  the  type  of  indicating  device  being  used.  The 
amplitude  of  the  signal  is  given  by 

EMF(peak)  *  KBN 

where  K  »  constant  for  the  given  tachogenerator 
configuration 

B  =  flux  density 
N  =  engine  speed. 

The  minimum  measured  speed  is  generally 
about  1*  of  full  speed.  The  error  of  the  speed 
measurement  is  typically  <  ±0.1  %  of  full  speed.  The 
temperature  range  is  usually  limited  to  about  -40  to 
+  I50*X2. 

Advantages  and  Disadvantages 
AC  tachogenerators  involve  the  transmission  of  an 
electrical  voltage  when  the  information  is  contained  in 
the  signal  frequency.  The  measurement  range  is 
typically  between  50  rpm  and  5000  rpm  (although  some 
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modem  units  may  go  as  high  as  10,000  rpm),  therefore 
a  step  down  gearing  is  usually  required.  The  upper 
speed  of  the  tachogenerator  is  limited  as  a  result  of  the 
power  losses  due  to  the  hysteresis  loop  of  the  material 
of  the  stator  and  eddy  current  losses  in  the  magnetic 
circuits.  A  particularly  attractive  application  occurs 
when  the  dedicated  AC  Generator  is  used  to  provide  the 
power  supply  to  the  electronic  engine  control  and  the 
obtained  frequency  of  the  induced  EMF  is  utilized  to 
measure  engine  speed. 

The  tachogenerator  requires  a  dedicated  "drive 
pad"  for  the  generator  and  is  heavy  and  large  in 
comparison  to  magnetic  sensors. 

4.5.2.3  DC  Tachogenerator 

DC  tachogenerators  use  an  AC  tachogenerator  with  a 
rectifier  assembly.  The  generator  delivers  a  DC  voltage 
proportional  to  the  rotational  engine  speed.  The  DC 
generators  are  rarely  used  in  modem  gas  turbines 
because  of  numerous  disadvantages,  the  principle  of 
which  is  lack  of  sufficent  accuracy.  For  example: 

1 .  The  induced  EMF  tends  to  vary  in  time  and  as 
a  function  of  temperature  due  to  the  permanent 
magnet  field  variation. 

2  The  induced  EMF  is  affected  by  the  load 
impedance  of  the  receiving  circuit  or 
instrument. 

3.  Tne  residual  ripple  voltage  is  superimposed 
upon  the  DC  voltage.  However,  this  may  be 
reduced  by  increasing  the  number  of 
commutator  bars,  but  this  complicates  the 
design. 

4.5.2.4  Magnetic  pulse  probe 
4.5.2.4.1  Description  and  Basic  Theory 

The  speed  signal  pick-up  consists  of  a  pole-piece,  one 
or  more  coils,  a  permanent  magnet  and  signal  wires  all 
embodied  in  the  probe  housing,  Figure  4.5-3.  The  pulse 
probe  is  installed  on  the  stator  at  the  periphery  of  a 
toothed  disc  (phonic  wheel)  or  the  blades  of  a 
compressor  disc  with  a  small  airgap.  The  variation  of 
the  magnetic  field  due  to  the  displacement  of  the  teeth 
or  blade  in  front  of  the  probe  induces  a  periodic  output 
signal  from  the  winding.  The  output  signal  is  close  to 
a  sinusoidal  wave,  but  the  shape  of  the  tooth  or  blades 
has  some  influence  on  the  waveform  as  shown  in 
i  tgure  4.5-4.  Figure  4.5-5  shows  typical  suggested 
dimensions  of  a  phonic  (gear)  wheel  design.  With  this 
geometry  the  raw  signal  available  from  the  probe  at 
7396  speed  was  as  shown  in  Figure  4.5-6.  For  a  given 
probe  and  tooth  or  blade  form  the  output  signal 


amplitude  is  a  function  of: 

(a)  the  air  gap.  Although  in  theory  the  output 
signal  should  be  proportional  to  the  inverse  of 
the  square  of  the  gap,  in  practice  it  is 
generally  proportional  to  l/r°,  where  n<2. 
Therefore,  calibration  is  necessary. 

(b)  the  speed  of  the  tooth  or  blade  relative  to  the 
probe.  The  amplitude  increases  with  speed  to 
a  certain  level,  above  this  level  amplitude 
decreases  (Figure  4.5-7).  The  voltage 
amplitude  must  be  sufficient  to  trigger  the 
counting  device,  so  the  minimum  speed  to  be 
measured  is  a  factor  in  the  probe  selection. 

If  the  counting  must  be  done  down  to  zero 
speed,  an  ’active’  pick  up  can  be  used  in 
combination  with  signal  conditioning  circuitry. 
This  unit  needs  an  external  power  source. 

The  tooth  height  is  important  to  the  signal 
quality.  Irregularities  or  metal  discontinuities  can  result 
in  erroneous  double  pulsing  and  falsify  the  counting. 
The  integrity  of  the  probe  is  checked  by  the 
measurement  of  the  coil  resistance. 

The  measurement  of  the  rotational  speed  is 
based  on  the  counting  of  the  number  of  pulses  in  a 
given  time  interval.  A  signal  ’gate’  starts  and  stops  the 
counting  device  and  a  frequency  meter  provides  a 
digital  readout.  This  is  the  normal  and  accurate 
indication  of  RPM  in  steady  state  operation. 

Frequency  meters  are  available  as  laboratory 
instruments.  The  output  of  the  probe  can  be  the  input  of 
the  counter,  if  the  amplitude  of  the  pulses  is  sufficient. 
For  the  measurement  of  the  pulses  from  the  toothed 
wheel,  the  time  gate  of  the  counte.  must  be  between 
some  10  msec  and  1  sec.  The  accuracy  of  the  time 
base,  and  thus  the  gate,  is  very  high  and  does  not  affect 
the  accuracy  of  the  counting. 

The  signal  (RPM)  can  be  read  on  a  digi!.,i 
display  and  is,  on  modem  counters,  also  available  on  an 
IEEE-488  interface  bus  which  links  the  counter  with  the 
computer  and  data  acquisition  system.  Some  counters 
also  have  a  digital  to  analogue  converter  which  delivers 
an  analogue  output  signal  directly  proportional  to  the 
digital  input.  This  output  can  be  a  DC  voltage  between 
0  and  1  volt  with  an  accuracy  of  ±2  mv. 

The  output  of  the  probe  can  also  be  connected 
to  a  converter.  This  device  converts  the  periodic  signal 
of  varying  waveform  and  amplitude  to  a  square-shaped 
wave  of  constant  amplitude  and  width  (Figure  4.5-8). 
The  integration  of  these  waves  in  a  given  time  interval 
gives  a  DC  output,  proportional  to  the  mean  speed  on 
this  time  interval. 
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4. 5. 2.4.2  Frequency  range  and  accuracy 
The  magnetic  probe  is  relatively  light  in  weight  (e.g. 
<  200  gm),  the  effects  of  vibration  and  temperature  are 
negligible  on  the  reading,  it  exhibits  an  accuracy  of 
speed  mea.iu.ement  <0  05%,  it  is  small  in  size,  and 
the  stress  imposed  upon  the  rotating  shaft  is  negligible. 
The  sensors  are  capable  of  operation  under  extremely 
severe  conditions,  such  as  being  immersed  in 
lubricating  oil  or  exposed  to  temperatures  between  -40 
and  +450°C. 

The  maximum  operational  frequency  of  the 
sensor  is  limited  to  obtain  an  acceptable  amplitude  of 
the  induced  EMF  signal.  Considering  the  circuit  model 
of  the  speed  measurement  system,  there  will  be  a  wide 
variation  in  reactances  between  the  low  frequency 
operation  and  high  frequency  operation  since  the 
capacitances  of  the  circuits  become  significant  at  high 
frequencies.  Due  to  the  above  reasons  the  maximum 
frequency  of  the  operation  is  usually  limited  to 
15,000Hz.  However,  the  probe  may  be  used  for  high 
frquencies,  as  long  as  the  signal  does  not  fall  below  the 
threshold  value  of  the  frequency  detection  circuit.  The 
load  impedance  is  required  to  be  within  the  specificed 
band.  Large  numbers  of  teeth  on  a  gearwheel  ate 
usually  used  to  obtain  improved  accuracy  on  the  speed 
measurement. 

The  accuracy,  if  no  false  pulses  are  generated 
outside  the  tooth  or  blades,  is  essentially  dependent  on 
the  number  of  teeth  and  the  time  gate  in  the  steady  state 
operation.  In  the  transient  measurement  the  DC  signal 
is  the  mean  value  obtained  by  integration  over  a  given 
time  interval.  Increasing  the  time  gate  improves  the 
accuracy  of  the  mean  value  but  also  augments  the 
difference  between  the  two  extreme  values  of  RPM 
corresponding  to  the  start  and  the  end  of  the  integration 
time. 

The  number  of  blades  on  the  fan  or 
compressor  is  given  by  the  engine  design.  In  the  case 
of  a  phonic  wheel  the  number  of  teeth  can  be  chosen 
for  convenience  (within  reason).  The  output  frequency 
can  be  increased  by  increasing  the  number  of  teeth  but 
this  will  generally  result  in  a  lower  output  signal 
(depending  on  the  electrical  properties  of  the  pulse 
probe)  and  a  limitation  of  the  maximum  RPM .  Often  a 
phonic  wheel  with  180  teeth  can  be  mounted  on  the 
engine  tachometer  pad. 

On  an  engine  with  digital  electronic  fuel 
control,  the  update  rate  is  about  50/sec  which 
corresponds  with  a  time  interval  of  20  msec. 


4.5.2.4.3  Design  examples 

Examples  of  the  uncertainty  analysis  will  be  presented 
for  two  typical  cases  (see  Section  5): 

(1)  Surge  Margin  Measurement  Using  a  Fuel  Spike 
(see  Section  5.2) 

(a)  Measurement  of  the  rotor  speed  just  prior  to  the 
surge  event,  steady  state: 

This  steady  state  measurement  can  be  done  with  a  pulse 
generator  on  a  phonic  wheel  (mounted  on  the  tacho 
pad)  and  a  frequency  meter. 

n  =  number  of  pulses  per  revolution 
Nh  =  rpm  of  HP  rotor 
Np  =  rpm  of  the  phonic  wheel  (typically 
Nh/3) 

At  =  time  interval  of  the  frequency  counter 
in  sec,  (for  example,  20  msec). 

The  number  of  pulses  in  the  given  time  interval 
is  Np.n. At/60.  The  error  or  uncertainty  is  given  by 


i - xlOO  or 

NpnAt 

60 


60 


Np-n-At 


-xlOO  % 
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Example: 

Phonic  wheel  with  180  teeth,  n  =  180 
Nh  =  1 1700  rpm 

Np  =  3900  rpm 
At  =  20  msec 

The  uncertainty  is: 


±60 

3900  180  0.02 


xlOO  =  ±0.43% 


This  represents  the  precision  error  (s).  The 
only  bias  error  in  the  steady-state  measurement  would 
be  in  the  timer  -  which  would  be  very  small,  and  can 
be  considered  negligible  in  this  case.  (The  output  will 
be  a  digital  signal  updated  every  20  msec.)  Therefore, 
the  absolute  uncertainty  for  the  measurement  of  the 
steady-state  speed  of  11700rpm  is  of  the  order  of  ±50 
rpm. 

(b)  The  speed  measurement  during  the  transient  after  the 
fuel  spike: 

The  frequency  counter  indicates  the  mean  value 
of  the  speed  in  the  time  interval. 

AN  =  the  speed  increase  in  rpm 
the  mean  value  of  the  speed  in  the  time 
interval  is  N;  +  AN/2,  and  the  absolute  error 
is  AN/2  if  there  is  a  continuous  acceleration  or 


•  • 
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deceleration  and  not  an  oscillation  of  the 
speed. 

The  relative  error  (bias  error)  is 

^^xlOO  %  4.5-3 

2-N 


For  bigh  values  of  N  (85%);  AN  %/sec  is 
about  42%N/sec,  and 

For  low  values  of  N  (60%);  AN  %/sec  is  about 
20%N/sec. 

The  absolute  value  of  the  error  at  N  =  85  %  is, 
therefore: 


In  the  example  (Figure  5.2-6): 

Speed  excursion  =  50  rpm  (0.5%  of  NH) 
Time  derivative:  =  1110  ipm/sec 

(approx.  10%  Nh  /sec) 

The  relative  error  (bias  error)  is  then: 


1110'  002 
2  11700 


x  100 


0.10% 


0.42x0.85x16500x0.02 

2 


60  rpm 


The  relative  error  is: 


60 

0.85x16500 


x  100  =  0.4% 


or  an  absolute  error  of  12  rpm. 

Conclusions  -  Surge  Margin  Measurement  Test: 

In  the  limited  speed  variation  of  0.5%  it  seems 
impossible  to  measure  the  instantaneous  speed;  the 
absolute  error  in  the  steady  state  is  of  the  same  order  as 
the  speed  excursion  (±50  rpm).  The  error  in  the 
transient  measurement  will  be  increased  by  tbe  steady- 
state  error. 

It  is  impossible  to  improve  this  accuracy  in  the 
transient  measurement  by  reducing  or  increasing  the 
time  interval  At  (increasing  or  decreasing  the  update 
rate). 

(2)  Acceleration  Timt  Test  (see  Section  5.3,  Figure 
5.3-1) 

(a)  The  steady  state  measuratent  error 

The  relative  uncerta  nty  is  given  by  Equation 

4.5-2. 

Assume  NH  (100%)  =  16,500  rpm. 

Then,  the  uncertainty  (bias)  is: 

for  N*100%:  ± - — - xlOO  -  *0.30% 

5500-180  0.02 


for  N  =  50%- 


* 


60 

2750-180-0.02 


xlOO  =  ±0.60% 


(b)  The  transient  error. 

The  absolute  value  of  the  error  is  AN/2. 

For  tbe  event  we  can  calculate  two  values  of 
AN  % /sec: 

From  Figure  5.3-1, 


Ore  could  make  corrections  during  the 
increase  of  the  speed  from  the  function  N  = 
f(time)  with  tbe  known  bias  of  AN/2. 

4.5.2.5  Turbine  Blade  Frequency  Using  the 
Pyrometer 

Some  engines  are  equipped  with  a  pyrometer  to 
measure  the  temperature  of  the  blade  metal.  The  beam 
of  the  pyrometer  is  small  and  the  output  signal 
proportional  to  the  measured  temperature  is  periodic 
due  to  the  variation  of  tbe  temperature  on  the  blade 
outer  surface  on  a  given  radius  (Figure  4.5-9).  The 
peak  temperature  is  on  the  leading  edge.  The  signal  can 
be  used  in  a  conditioning  circuit  to  produce  square 
shaped  pulses.  The  pyrometer  can  be  used  for 
frequency  measurement  of  tbe  speed  in  case  of  an 
emergency,  such  as  the  normal  pulse  probes  failing. 

4.5.2.6  FM  Grid  and  Blade  Tip  Magnet 

In  a  development  engine  a  grid  can  be  installed  on  tbe 
compressor  casing,  and  a  small  magnet  inserted  on  the 
tip  of  the  blade  (Figure  4.5-10).  Although  the  basic 
purpose  of  this  measurement  system  is  tbe  vibration 
analysis  of  a  blade,  it  may  be  used  as  a  rotor  speed 
measurement. 

The  high  number  of  teeth  (windings)  in  the 
grid,  results  in  a  high  frequency  signal.  A  typical 
example  is  250  windings  (grid)  and  a  speed  of  200 
revolutions  per  second  (12000  RPM).  The  resulting 
frequency  is  50  kHz  with  an  output  signal  in  the 
millivolt  range.  This  signal  has  a  high  resolution  and 
can  give  accurate  speed  signals  in  steady  state 
operations  and  during  transients  if  an  adequate 
integration  time  is  chosen. 
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4.5.3  Variable  Geometry,  Measurement  of  Linear 
and  Angular  Positions 

4.5.3. 1  Potentiometer 

4.5.3. 1.1  Description  and  basic  theory 

The  variable-resistance  transducer  is  a  coil  of  wire  on 
which  slides  a  moving  contact,  through  either  linear  or 
angular  movement  (Figure  4.5-11).  It  is  also  called  a 
resistance  potentiometer  or  rheostat. 

4.5.3.1.2  Transient  measurement 

The  problems  that  arise  are  due  to  the  mechanical 
contact.  The  frequency  response  can  be  good,  as  high 
as  50  Hz.  The  linearity  is  good  and  can  attain  0.1%. 
The  temperature  of  the  wire  changes  the  resistance  and 
some  thermoelectric  effects  can  occur.  The  principal 
problem  in  the  application  of  potentiometers  for 
transient  testing  is  wear. 

4.5.3.2  Displacement  Linear  Variable  Differential 
Transformer  (LVDT) 

4.5.3.2.1  Description  and  basic  theory 
The  linear  variable  differential  transformer  is  an 
electromechanical  transducer  that  produces  an  electrical 
signal  with  an  amplitude  proportional  to  the  linear 
displacement  of  a  movable  core  fixed  on  the  item 
(Figure  4.5-12). 

The  general  arrangement  consists  of  three 
coils,  one  primary  and  two  secondary  coils,  which  are 
equally  spaced  on  a  cylindrical  coil  form  with  a  rod¬ 
shaped  magnetic  core  positioned  axially  inside  the  coil 
assembly  and  providing  a  path  for  magnetic  flux  linkage 
between  the  coils. 

When  the  primary,  or  center  coil,  is  energized 
with  an  alternating  current,  voltages  are  induced  in  the 
two  secondary  coils.  These  two  outer  or  secondary  coils 
are  connected  in  series  opposition.  Th~  two  induced 
voltages  in  the  secondary  circuit  are  therefore  opposite 
in  phase.  The  net  output  of  the  transformer 
arrangement  is  the  difference  between  the  two 
secondary  coils. 

When  the  core  is  in  its  centre  position,  the 
output  of  the  transformer  is  zero.  This  position  is 
referred  to  as  the  null  position.  If  the  core  is  moved 
away  from  the  null  position,  the  induced  voltage 
increases  in  the  coil  toward  which  the  core  is  moved, 
while  the  voltage  induced  in  the  opposite  coil  decreases. 
The  output  is  a  differential  voltage  which  varies  linearly 
with  the  core  position.  A  movement  of  the  core  in  the 
opposite  direction,  i.e,  on  the  other  side  of  the  null 
position,  produces  a  similar  output,  but  with  the  phase 
shifted  180  degrees  (Figure  4.5-13).  In  the  vicinity  of 


the  null  position  a  slight  nonlinearity  is  encountered. 
This  is  due  to  parasitic  capacitances  between  the 
primary  and  secondary  coils. 

For  the  user's  convenience,  the  voltages  of 
both  coils  can  be  rectified  (Figure  4.5-14)  and  opposed. 
The  obtained  mean  voltage  is  proportional  to  the  core’s 
displacement. 

4.5.3.2.2  Transient  measurement 

The  LVDT  is  well  adapted  for  transient  measurements. 
There  is  no  mechanical  contact,  the  frequency  response 
is  primarily  limited  by  the  inertia  characteristics  of  the 
device.  Although  the  LVDT  could,  in  principle,  be  used 
for  vibration  measurements,  it  is  not  suitable  for  high 
frequencies  or  multi-dimensional  vibrations. 

The  output  frequency  is  a  function  of  the 
frequency  of  the  applied  voltage.  The  rule  is  that  the 
frequency  of  the  applied  voltage  should  be  10  times  the 
frequency  of  the  displacement  of  the  core. 

4.5.3.2.3  Guide  to  selection 

Design  considerations  of  windings,  coil  form  and 
selection  of  materials  can  provide  an  accuracy  and 
reliability  with  a  friction-less  operation  and  insensitivity 
to  external  electromagnetic  and  electrostatic  influences. 

The  LVDT  can  be  designed  to  special  physical 
configurations  like  miniature,  subminiature,  long  stroke 
to  body  length  and  high  temperature  applications. 
However,  at  high  temperatures,  the  current  through  the 
primary  coil  is  altered  due  to  the  changed  coil 
resistance,  and  therefore  affects  the  excitation  of  the 
primary  coil. 

A  temperature  compensation  can  be  introduced 
by  using  the  output  sum  of  the  two  secondary  coils, 
i.e.,  the  deviation  from  a  defined  value  as  required 
input  for  a  temperature  correction.  This  method  is  also 
applicable  for  changes  in  the  power  supply  and  can  be 
integrated  as  a  closed  loop  correction.  Another 
possibility  to  reduce  the  temperature  effect  is  to 
increase  the  excitation  frequency  to  2.5  -  5  kHz. 

The  absence  of  contact  is  a  great  advantage  as 
there  is  no  wear  of  the  measuring  device.  The 
sensitivity  can  be  very  high  and  displacements  as  small 
as  1  micron  can  be  measured.  Table  4.5-1  shows  some 
technical  specifications  of  an  LVDT. 

4.5.3.2.4  Signal  conditionning 

The  primary  coil  is  connected  to  an  A.C.  voltage  with 
required  frequency.  It  can  also  be  operated  using  a  DC 
power  supply  with  an  oscillator.  The  electronic 
oscillators,  demodulator,  temperature  control,  and 
amplifier  can  be  built  in  easily  and  the  device  presents 
4  plugs,  2  for  input  voltage  and  2  for  output  or 
measurement  signal  (Figure  4.5-15). 
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4.5.3. 2.5  Comparison  of  potentiometer  and  LVDT 
Table  4.5-1  indicates  the  differences  of  the  two  linear 
displacement  devices  (Reference  4.5.1). 

4.5.3  J  Resolver 

4.5.3.3.1  Description  and  basic  theory 

The  resolver  is  an  assembly  of  two  immobile  windings 
mounted  at  90°  and  a  rotating  winding  (rotor)  as  shown 
on  Figure  4.5-16.  u,  and  Uj  are  the  AC  voltages  with 
a  phase  difference  of  *72  applied  on  the  two  immobile 
windings. 

The  voltage  induced  in  the  rotor  winding  is  a 
sinusoidal  wave  dephased  by  where  <t>  is  the  angle 
of  the  rotor  and  <e/2ir  the  frequency  of  the  input 
voltages.  This  angle  <b  can  be  measured  with  adequate 
electronic  devices.  In  an  alternative  approach,  the  rotor 
winding  is  supplied  with  an  AC  voltage  and  the  signals 
induced  in  the  immobile  secondary  windings  are  used  to 
calculate  the  angle  <j>. 

4.5.3.3.2  Transient  measurement 

The  applied  input  voltage  is  mostly  of  the  order  of  10 
kHz  and  the  accuracy  is  higher  than  I03  rad.  The 
accuracy  is  limited  by  the  electronic  phase 
measurement. 

A  resolver  is  a  rugged  device,  well  suited  foi 
the  measurement  of  angles  of  mechanical  devices  whose 
frequency  components  of  rotation  are  well  below  1/10 
of  the  input  frequency,  i.e.  below  about  I  kHz. 

4.S.3.4  Rotary  variable  transducer 
4.5.3.4.1  Description  and  basic  theory 
The  principle  of  the  rotary  variable  transducer  is  that  of 
an  AC-transformer.  A  given  excitation  voltage  applied 
to  the  transformer  input  produces  an  output  AC  voltage 
without  phase  shift  and  with  an  amplitude,  within 
certain  limits,  proportional  to  the  angle  of  the  rotor 
(Figure  4.5-17).  In  reality  the  measurement  device  is  a 
rotary  variable  differential  transformer  fitted  with  two 
coils,  a  clockwise  and  a  counterclockwise  winding.  The 
magnetic  flux  in  the  zero  position  is  divided  in  two 
equal  parts,  half  of  the  flux  directed  through  the 
clockwise  winding  and  the  other  half  through  the 
counterclockwise  winding.  In  this  position  the  sum  of 
both  voltages  is  zero  (Figure  4.5-18). 

When  the  rotor  has  a  certain  angle  relative  to 
die  zero  position  the  sum  of  the  output  voltages  from 
both  windings  is  an  AC  voltage,  which  is  integrated  to 
an  RMS  value.  The  output  voltage  during  a  360°  full 
rotation  will  be  a  two-cycle  saw  tooth  profile  (2-cycle 
RVT).  The  RMS  value  is  linear  function  of  the  angle 


for  rotations  between  -40°  and  +40°  from  the  zero 
position  (Figure  4.5-19). 

The  use  of  long-stroke  or  one-cycle  RVT  can 
be  applied  to  a  measurand  where  the  sensor  range  may 
exceed  the  ±40°.  The  one-cycle  RVT  can  cover  the 
range  ±80°,  but  the  overall  accuracy  will  be 
deteriorated. 

4.5.3.4.2  Transient  measurement 

The  maximum  response  in  frequency  is  again 
determined  by  the  frequency  of  the  input  voltage.  This 
can  be  between  400  and  5000  Hz  as  indicated  in  Table 
4.5-2. 

4.5. 3. 4.3  Guide  to  selection.  Advantages  and 
Disadvantages 

Table  4.5-2  lists  typical  operational  characteristics  and 
gives  the  guideline  for  a  particular  measurement 
problem. 

RVTs  are  compact  and  can  be  attached  to  the 
measurand  without  backlash,  giving  a  good  response. 
There  is  no  mechanical  contact  except  the  rotor 
bearings.  RVTs  have  a  very  high  i  liability  and  long 
term  stability.  They  have  a  linear  response  with  high 
accuracy.  They  are  resistant  to  harsh  environmental 
conditions  as  well  as  shock  and  vibration.  Additional 
shielding  may  be  required  in  strong  stray  magnetic 
fields. 

A  disadvantage  is  the  range  ±40°,  which 
might  be  too  low  in  some  cases. 

4.5.3.4.4  Calibration 

The  calibration  has  to  be  accomplished  with  the 
classical  mechanical  or  optical  instrumentation  for 
measurement  of  angles  and  comparing  with  the  output 
signal. 

Linearity  is  generally  only  within  ±40° 

rotation  relative  to  the  electrical  zero.  To  obtain  a 
common,  nominal  output  slope  or  scale  factor,  the 
trimming  of  a  calibrating  resistor  across  the  output 
leads  will  be  necessary.  A  variety  of  factors  can 
influence  the  linear  range: 

air  gap  size  (rotor  eccentricity  and  roundness), 
flux  path  permeability, 

-  actual  ratio  of  coils  in  the  input/output 

windings, 

•  temperature, 

impedance  of  the  intended  signal  processing 

circuitry. 

A  typical  temperature  effect  will  be  the 
increase  in  coil  winding  resistance  with  increasing 
temperature,  causing  current  reduction  and  lowered 
magnetic  flux,  giving  less  output  signal.  The  effect  on 
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linearity  is  neglible.  Only  the  scale  factor  or  output 
slope  will  suffer  from  a  temperature  deviation.  Typical 
accuracy  aspects  are  illustrated  in  Figure  4.5-20. 

4.5.3.5  Examples 

The  resolver  as  well  as  the  rotary  variable  transducer 
are  used  to  measure  tbe  angles  of  VIGV,  VSV,  VBV, 
and  possibly  the  nozzle  and  throttle  position.  (These  last 
two  items  are  detailed  in  Sections  4.5. 3.6  and  4.5. 3. 7.) 

In  some  engines,  the  angular  position  of  the 
compressor  inlet  variable  vanes  is  measured  and  given 
to  the  electronic  supervisor  by  the  signal  of  a  resolver. 
Other  resolvers  are  built  in  the  bydromecbanical  fuel 
control  on  rods  or  cams  wbose  angular  positions  are 
proportional  to  physical  variables,  e.g.  burner 
pressure,  rotational  speed. 

In  other  engines  the  position  of  tbe  variable 
stator  and  bleed  valves  are  measured  by  an  LVDT.  We 
give  bere  an  example  of  a  tracking  chart  for  a  variable 
stator  vane  (Figure  4.5-21).  This  engine  has  an  LVDT 
installed  for  cockpit  reading  of  position. 

The  angle  variation  from  closed  vanes  to  full 
open  vanes  is  about  50°  (from  -7°  to  +43°).  The  rate 
of  angle  displacement  is  in  the  order  of  20°/s. 

4.5.3. 6  Nozzle  Throat  and  Exit  Area 

4.5.3.6.1  Introduction  and  definitions 

A  variable  exhaust  nozzle  area  is  necessary  to  fulfill 
several  operational  requirements  from  the  engine  and 
control  system  overall  performance  aspects. 

The  variable  nozzle  can  be  a  multi-flap  type 
convergent  nozzle  to  save  weight,  or  a  more 
sophisticated  convergent-divergent  exhaust  nozzle  to 
obtain  better  performance,  especially  at  high  flight 
Mach  No,  even  with  floating  links  to  obtain  tbe  correct 
exit  area,  i.e.  to  expand  to  the  ambient  pressure.  The 
exhaust  nozzle  layout  and  components  are  shown  on 
Figure  4.5-22. 

The  nozzle  petals  are  operated  by  actuator 
pistons,  powered  by  hydraulic  cylinders  or  flexdrives 
connected  to  an  airmotor,  driven  by  engine  bleed  air. 

The  nozzle  position  or  throat  size  is  measured 
with  a  nozzle  area  transducer,  which  in  a  broad  sense, 
is  a  position  indicator. 

The  nozzle  area  sensor  is  normally  a  basic 
accessory  item,  i.e.  a  part  of  the  control  system.  The 
raw  transducer  output  signal  will  go  into  the  control 
system  circuitry  where  it  must  be  buffered  or  split  for 
measurement  of  nozzle  indicator  purposes  (Figure  4.5- 
23). 


4.5.3.6.2  Transient  measurement 

The  operation  of  the  nozzle  from  a  normal  area  to  a 
fully  open  nozzle  within  0.5  sec  or  during  a  slam 
exAirsion  to  the  full  afterburner  throat  size  within  1  to 
1.5  sec  indicates  how  fast  tbe  nozzle  area  may  change 
for  transient  recording. 

As  the  transducer  is  mechanically  linked  to  the 
moving  shroud,  all  nozzle  movements  will  be  sensed 
immediately  by  a  changed  transducer  output,  even  small 
step  changes  or  nozzle  switching. 

4.5. 3. 6.3  Calibration  procedures 

A  fixed  defined  relationship  between  transducer  output 
voltage  and  geometrical  nozzle  area  is  used  by  the 
control  system,  established  as  average  values  for  tbe 
production  line  scatter  band  (Figure  4.5-24). 

A  more  accurate  relationship  for  the  individual 
transducer  can  be  established  by  a  calibration  procedure 
where  special  disks  with  defined  areas  are  used  as 
reference  for  the  transducer  output  voltage. 

A  calibration  disk  is  positioned  into  the  nozzle 
and  the  petals  are  closed  against  the  disk  with  a  defined 
actuator  force  or  torque. 

The  full  range  calibration  is  normally  done  by 
opening  the  nozzle  in  steps  from  small  areas  to  greater 
areas  and  then  down  again  to  compensate  for  the 
mechanical  resistance  and  hysteresis  in  tbe  system.  As 
the  multiflap  nozzle  arrangement  does  not  yield  an 
accurate  circular  round  shape,  as  indicated  in  Figure 

4.5- 25a,  the  geometrical  reference  area  of  the 
calibration  disc  is  slightly  greater  than  the  circular  area, 
using  the  disk  diameter  alone. 

The  actual  size,  i.e.  applied  correction  to  the 
disc,  has  to  be  measured  on  tbe  drawing  board  and 
identified  on  the  individual  disks. 

Typical  correction  factors  are  shown  in  Figure 

4.5- 25b.  The  real  correction  factor  is  somewhat 
variable  due  to  the  mechanical  friction  and  position  of 
the  flaps,  relative  to  each  other,  tolerated  by  tbe  system 
design. 

A  special  calibration  exercise,  illustrated  in 
Figure  4.5-26,  done  three  times  with  increasing  and 
decreasing  areas,  shows  the  typical  scatter  in  a  nozzle 
calibration.  The  smaller  areas,  normally  for  dry 
operation,  gives  an  expected  accuracy  of  ±  0.3%.  The 
larger  areas,  for  partial  and  max.  afterburner  operation, 
do  not  give  an  accuracy  better  than  ±  0.5%. 

The  calibration  is  done  with  a  cold  engine.  The 
conditions  during  real  engine  operation  with  hot  and 
expanded  materials  and  gas  pressure  on  the  throat  and 
petals  may  give  a  slightly  increased  actual  area  for  the 
same  transducer  output.  One  way  to  compensate  for  the 


effect  of  hot  materials  is  to  cany  out  a  calibration  check 
immediately  after  a  shut  down  from  afterburner 
condition. 

4.5.3.6.4  Example 

A  cable  or  link  rod  connects  the  shroud  to  the 
transducer  and  translates  the  axial  movement  into  an 
electrical  signal.  It  is  recommended  that  the  transducer 
be  mounted  in  zones  where  temperatures  and  vibration 
levels  are  not  too  high. 

A  control  area  sensor  will  have  its  signal  shape 
and  characteristics  corresponding  to  its  accessory 
specification,  i.e.  normally  a  resolver  pick-off  with 
sine-wave  output.  Dedicated  sensors  for  test  bed 
instrumentation  can  be  fitted  to  actuating  rods  or  to  the 
shroud.  Position  indicators  can  be  connected  to  the 
individual  petals  or  even  to  the  angular  position  of  the 
flaps  to  be  used  for  special  purposes. 

However,  the  signal  quality  and  the  durability 
of  the  pick-off  suffer  when  the  pick-off  is  mounted  next 
to  the  petals.  The  nozzle  position  is  often  indicated  in 
the  cockpit.  This  is  done  with  a  synchrotype  gauge 
(Figure  4.5-27).  The  use  of  the  cockpit  nozzle  position 
indicator  in  a  transient  test  is  illustrated  in  Section  5.3. 

4.5.3.7  Throttle/ pilots  Power  Lever 
4.5.3.7.1  Introduction  and  definitions 
The  aircraft-installed  multifunction  throttle-box  is  a 
complex  unit  with  integrated  micro-switches  and 
position  indicator  to  allow  simple  starting,  general 
operation  and  shut-down  of  the  engine.  The  throttle  grip 
itself  may  have  relight-buttons,  airbrakes,  radio- 
transmission,  other  switches  and  push  buttons 
incorporated. 

The  throttle  lever  normally  has  intermediate 
mechanical  stops  and  detents  to  facilitate  the  operation 
in  the  scaled  thrust  ranges,  like: 

-  shut  off  position, 

•  start  and  idle  position, 

Max.  Dry  Condition, 

Afterbumer/reheat  operation, 

Combat  override/Emergency  Rating, 

-  Thrust  reverser  operation. 

The  connection  between  the  throttle  and  engine 
control  system  can  vary,  depending  on  the  engine 
standard: 

Mechanical  linkage  to  the  hydromechanical 
fuel  control  unit, 

-  Electrical,  hardwired  to  the  electronic  control 

unit, 

•  Bus  controller  for  transfer  of  digital  data 


between  pilot’s  lever  and  engine  control 
system. 

However,  as  the  control  system  signals  may 
not  be  cleared  or  permitted  for  instrumentation 
purposes,  the  throttle  box  in  the  aircraft  or  the  test  bed 
lever  may  require  separate  sensors  to  indicate  the  lever 
position. 

The  test  bed  instrumentation  for  recording 
purposes  is  normally  one  of: 

precision  rotary  potentiometer, 
rotary  variable  transformer, 
resolver. 

4.5.3.7.2  Considerations  for  transient  measurements 
The  pilot’s  lever  demand  is  the  prime  input  to  the 
control  system,  and  the  engine  is  reacting  to  obtain  the 
requested  condition.  Any  engine  major  transient  is 
therefore  dictated  by  a  foregoing  throttle  movement. 

The  throttle  movement  can  be  a  moderate 
excursion  or  a  snap  change  between  maximum  and  idle 
throttle  position,  within  a  fraction  of  a  second.  The  test 
bed-related  pilot’s  lever  sensor  must  be  able  to  take 
such  rapid  changes  without  any  delay  or  phase  advance. 

4.5.3. 8  Switches  for  open/close  -  lock/unlock 
Switches  or  microswitches  can  be  used  to  indicate  an 
event  or  a  dedicated  position  of  a  moveable  item.  The 
functional  aspect  is  to  provide  a  yes/no-signal  and  give 
this  information  to  the  control  system  or  to  an 
event/alarm  indicator. 

A  corresponding  arrangement  of  switches  can 
be  fitted  to: 

thrust  reverser,  to  assure  proper  stowed  or 
deployed  position, 

bleed  actuator,  to  indicate  fully  open  or  closed 
position, 

pilot’s  lever,  to  energize  or  deenergize  coils 
and  circuitry  in  the  fuel  system. 

Tapping  of  switches  and  microswitches  in  the 
engine  accessory  equipment  and  additional  switches  for 
test  bed  instrumentation  can  be  used  to  identify  the 
exact  time  of  a  certain  event  or  happening  during  a 
transient  operation. 

4.5.4  Structural  Clearances  and  Deformations 
During  the  operation  of  any  gas  turbine  the  varying 
mechanical  loads,  centrifugal  forces  and  thermal 
gradients  which  arise  can  result  in  relative  deflections 
between  neighbouring  components.  These  movements 
often  become  most  apparent  during  transient  operation 
and  can,  for  example,  lead  to  increases  in  compressor 
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(or  turbine)  tip  clearance  resulting  in  a  fall  of  efficiency 
or  decrease  in  effective  surge  margin.  On  the  other 
hand,  when  an  interference  (i.e.  rub)  occurs  the  erosion 
which  takes  pl~ce  remains  and  this  will  often  result  in 
a  permanently  degraded  engine  performance  and 
reduced  surge  margin. 

Other  deformations  such  as  those  movements 
which  tend  to  cause  a  disengagement  of  labyrinth  seals 
could,  for  example,  lead  to  changes  in  cooling  flows  or 
hot  gas  leakage,  thus  contributing  further  to 
performance  penalties  and  exacerbating  component 
temperature  gradients. 

Many  other  types  of  movement  take  place 
within  an  engine,  e.g.  rotor  blade  untwist,  but  only  a 
limited  number  of  measurement  techniques  will  be 
discussed  below. 

Although  calculated  estimates  of  structural 
displacements  will  have  been  made  during  the  design 
phase  of  the  engine  or  component  it  will  be  necessary 
to  confirm  these  by  direct  measurement.  In  most  cases 
it  will  be  advisable  to  superimpose  allowances  for  surge 
deflection  and  vibration  on  top  of  these  to  account  for 
movements  during  the  worst  transients.  In  many  cases 
the  distortions  will  be  non-axisymmetric,  taking  the 
form  of  casing  out-of-roundness,  eccentric  rotation  and 
tilt  between  neighbouring  parts.  These  unsymmetrical 
distortions  could  result  from  inertia  loads  during  aircraft 
manoeuvring,  transfer  loads  from  engine  thrust  pick  up 
points,  unsymmetrical  temperature  gradients,  etc.  If 
such  distortions  are  suspected  two  or  more  probes  must 
be  installed  at  each  axial  station. 

Taking  compressor  blade  tip  clearance  as  an 
example,  it  is  usually  adequate  to  determine  the 
clearance  of  the  longest  blade,  or  a  mean  value,  for 
each  blade  row.  It  is  seldom  necessary  to  measure  the 
clearance  to  each  blade.  The  total  uncertainty  required 
for  these  measurements  will  be  dependant  on  the 
objectives  of  the  tests  but  values  within  the  range 
±0.05mm  are  normally  sufficient.  Data  of  this  level 
can  usually  be  achieved  providing  care  is  taken  with 
sensor  installation  and  system  calibration. 

As  well  as  measurements  of  deformation  it  will 
be  necessary  to  take  recordings  of  local  structure 
temperature,  rotational  speeds  and  other  essential  engine 
operating  conditions,  all  related  to  a  common  time  base. 

As  engine  testing  proceeds,  and  the  data  bank 
of  measurements  increases,  the  theoretical  model  which 
is  used  to  calculate  displacements  can  be  made  more 
reliable  and  thus  the  necessity  for  gap  measurements 
becomes  less  important. 

There  are  several  different  methods  for 
measuring  gaps  and  displacements  (Reference  4.5-2); 


five  widely  differing  methods  are  listed  below. 
Obviously  these  methods  have  different  characteristics 
and  therefore  different  applications. 

The  methods  discussed  are: 

(i)  Touch  probes 

(ii)  Proximity  probes 

(iii)  Capacitance  probes 

(iv)  Optical  triangulation  probes 

(v)  X-rays 

Probes  (i)  to  (iv)  are  directly  attached  to  the 
engine  or  component  case  and  therefore  care  must  be 
taken  to  ensure  that  they  are  mounted  such  that  a  true 
measure  of  the  gap  or  displacement  is  detected.  This 
must  also  apply  to  any  calibration  equipment  in  which 
a  realistic  engine  environment  must  be  simulated. 

4.5.4. 1  Touch  or  interference  probes 

Touch  probes  can  take  many  different  forms,  the 
simplest  being  that  in  which  the  gap  is  indicated  by  the 
length  remaining  after  the  moving  component  has 
removed  the  excessive  material.  Such  probes  indicate 
the  minimum  gap  which  can  only  be  measured 
following  a  strip  of  the  engine  or  removal  of  the 
probes. 

Other  forms  of  touch  probes  are  those  which 
indicate  the  initial  occurrence  of  contact  through,  for 
example,  the  completion  of  an  electrical  circuit 
(Reference  4.5.3). 

4.5.4.2  Proximity  probes 

Proximity  probes  are  normally  used  to  indicate  rotor 
blade  tip  clearance  although  with  modification  they  may 
be  used  for  other  purposes  (Reference  4.5.4).  In  this 
probe  an  electrode  is  sequentially  advanced,  using  a 
precision  stepper-motor-powered  actuator,  towards  the 
moving  blade  tip  and  "contact"  with  the  blade  is 
indicated  by  an  electri.a!  discharge.  It  is  normal 
practice  when  using  .se  probes  to  operate  the  stepper 
motor  at  frequencies  below  that  indicated  by  the  once- 
per-rev  pick  up.  In  this  case  the  gap  indicated  will  be 
that  of  the  longest  blade.  This  type  of  probe  has  found 
widespread  use  for  tip  clearance  measurement  mainly 
because  of  its  reliability  and  the  simplicity  of  achieving 
a  datum  clearance  calibration  during  engine  or 
component  build.  Further  advantages  are  that  it  is 
possible  to  achieve  relatively  high  accuracy  in  practical 
applications,  better  than  iO.OSmm,  and  that  it  can 
operate  over  the  full  range  of  temperatures  experienced 
in  modem  gas  turbines.  Because  of  these  features  it  is 
often  used  in  parallel  with  other  clearance  measuring 
devices,  e.g.  capacitance  probes,  to  act  as  a  calibrator. 
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Stepper  motor  probes  however,  bave  the  serious 
disadvantage  that  they  are  relatively  bulky  and  therefore 
may  not  be  suitable  where  space  is  limited  or  where  a 
suitably  robust  mounting  structure  close  to  the 
measurement  point  is  not  available. 

4.S.4.3  Capacitance  probes 
Capacitance  probes  can  take  many  forms;  their  main 
use  being  the  measurement  of  blade  tip  clearance  or 
rotor  axial  movement.  The  general  principle  of 
operation  is  the  formation  of  an  electrical  capacitor 
between  the  moving  component  and  a  sensor  plate 
mounted  in  tbe  neighbouring  structure.  When  used  for 
blade  tip  clearance  measurement  the  sensor  will  be 
mounted  in  the  casing  and  the  matching  capacitor  plate 
will  be  formed  by  the  blade  tip.  The  variation  in  circuit 
capacitance  as  each  blade  passes  under  the  sensor,  and 
any  additional  gap  changes  during  a  transient,  can  be 
calibrated  to  give  a  measure  of  the  tip  to  sensor 
clearance  of  each  blade.  The  actual  value  of  electrical 
capacitance  can  depend  upon  many  factors;  the  gap, 
blade  end  geometry,  structure  surrounding  sensor,  fluid 
properties  within  the  air  gap  (ionisation/combustion), 
spurious  build  up  of  electrical  charge,  etc.,  and 
obviously  the  configuration  of  the  sensor  itself  and  its 
associated  equipment. 

Calibration  is  therefore  essential  for  each 
installation  by  traversing  the  probe,  surrounded  by  a 
structure  representing  the  casing,  radially  towards  a 
rotating  model  of  the  blade  tip,  or  preferably  the  actual 
engine  rotor  itself.  The  zero  datum  is  a  particularly 
important  parameter. 

Two  basic  systems  are  currently  is  use;  the 
Direct  Current  (DC)  system  or  the  Frequency 
Modulated  (FM)  system.  The  DC  system  has  the 
advantage  in  that  the  sensor  is  compact  and  can  with 
careful  installation  and  calibration  measure  clearances 
to  a  total  system  uncertainty  approaching  ±0.05mm.  It 
has  the  serious  disadvantage  that  it  is  significantly 
affected  by  gas  ionisation  (combustion)  and  the  build  up 
of  electrical  charge  in  tbe  engine  components.  There 
are,  however,  developments  of  the  DC  probe  which 
make  it  suitable  for  some  compressor  applications.  One 
procedure  is  to  periodically  change  the  polarity  of  the 
DC  signal  (say  every  10  seconds).  This  avoids  or 
minimizes  the  disadvantages  of  ionisation  and  electrical 
charging,  (see  also  Reference  4.5-5). 

As  the  FM  system  is  the  most  commonly  used 
type  it  will  be  discussed  in  detail.  A  block  diagram 
shown  in  Figure  4.5-28  illustrates  the  essential 
components.  As  capacitance  varies  as  the  inverse  of  the 


distance  of  the  electrode  separation  the  output  of  the 
system  will  be  of  the  form  shown  in  Figure  4.5-29.  As 
a  consequence  the  error  in  measurement  will  increase 
as  the  clearance  gap  gets  larger.  A  typical  variation  is 
shown  in  Figure  4.5-30.  These  latter  two  figures  are 
merely  illustrations;  the  actual  values  for  each  probe 
installation/data  acquisition  system  must  be  obtained  by 
careful  calibration.  It  is  essential  that  tbe  manufacturer’s 
recommendations  be  observed.  Some  typical  rotor  blade 
tip  clearance  measurements  taken  on  the  HP  compressor 
of  a  large  civil  turbofan,  during  a  50  minute  flight  cycle 
are  shown  in  Figure  4.5-31.  Because  the  FM  system  is 
insensitive  to  the  ionised  gas  stream  from  the 
combustor,  measurements  within  a  turbine  are  possible. 
However,  as  some  electronic  components  must  be 
mounted  close  to  the  sensor,  in  current  designs,  cooling 
is  often  necessary,  Figure  4.5-32.  The  resulting  bulk  of 
the  instrument  can  therefore  sometimes  present 
installation  problems  on  small  engines.  However, 
providing  care  is  taken  with  installation  and  calibration 
an  uncertainty  witbin  ±  0.05mm,  for  the  total 
measurement  system  is  possible.  A  more  detailed 
discussion  of  the  capabilities  of  this  type  of 
instrumentation  is  given  in  References  4.5.2  and  4.5.6. 

4.5.4.4  Optical  triangulation  probe 

An  optical  triangulation  probe,  shown  schematically  in 
Figure  4.5-33,  uses  a  light  beam  focused  onto  the  blade 
tip.  As  the  clearance  changes  the  light  spot  moves 
across  the  blade  tip  and  the  reflected  beam  is  refocused 
on  an  array  of  light  detectors.  The  movement  of  tbe 
l’ght  spot  across  tbe  detector  can  be  calibrated  to 
indicate  a  blade-to-sensor  gap  measurement  to  an 
accuracy  of  tbe  order  of  ±0.05mm. 

Tbe  advantage  of  this  system  is  that  the  output 
is  independent  of  blade  tip  geometry,  it  is  unaffected  by 
gas  properties,  and  calibration  is  relatively  simple.  The 
disadvantages  are  that  the  probe  is  very  bulky  and  as 
the  prism  must  be  mounted  close  to  the  gas  stream  this 
makes  it  prone  to  contamination.  It  is  also  possible  to 
obtain  measurements  with  this  probe  while  the  engine 
is  stationary. 

Further  information  relating  to  the  capabilities 
of  this  type  of  probe  is  given  in  Reference  4.5-7. 

4.5.4.5  X-ray  techniques 

X-ray  techniques  for  component  measurements  are  an 
entirely  unique  concept  in  that  a  hard  copy  or  real  time 
video  image  of  the  engine  or  component  interior,  during 
transient  or  steady  state  operation,  is  obtained  from 
which  metal  movements  and/or  gap  measurements  can 
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be  deduced.  In  many  cases,  this  information  cannot  be 
obtained  by  any  other  measuring  technique.  These 
images  can  be  obtained  without  any  modification  to  the 
engine  and  therefore  provide  information  in  a  realistic 
test  bed  environment.  In  addition,  conventional 
instrumentation  can  only  provide  information  at 
predetermined  points  whereas  X-ray  images  are  often 
more  effective  in  that  they  cover  the  whole  region  in 
view. 

The  major  elements  of  the  system  (References 
4. 5-8  and  4.5-9)  are  shown  in  Figure  4.5-34  and  consist 
of  a  traversable  high  energy  X-ray  source  and 
radiographic  (film  camera)  or  fluoroscopic  X-ray  video 
(TV)  imaging  system.  The  power  requirement  of  the 
X-ray  source  is  typically  6  to  11  MeV,  depending  upon 
engine  size  (source  to  film  distance)  and  material 
density  through  which  the  penetration  is  required.  The 
images  are  formed  when  radiation  passing  through  the 
engine  is  attenuated  by  differing  thicknesses  of  metal 
components,  thus  creating  a  shadow  picture.  This  image 
has  the  approximate  appearance  of  a  longitudinal  cross 
section  of  the  engine  part  in  view  (Figure  4.5-35). 
Unfortunately  the  varying  depths  of  metal  through 
which  the  beam  must  penetrate  can  often  detract  from 
the  clarity  of  the  area  of  interest.  Other  aspects 
influencing  the  interpretation  and  accuracy  of  the 
recordings  will  be  discussed  later. 

There  are  two  main  modes  of  operation; 
continuous  or  pulsed  beam.  In  the  continuous  mode 
only  steady  state  or  slow  transient  investigation  are 
possible  as  radiographic  film  exposures  between  3  and 
6  seconds  are  normally  required.  However,  within  these 
restrictions  it  is  possible  to  record  differential 
movements  by  comparing  a  sequence  of  exposures 
Figures  4.5-36  and  4.5-37  (idle  and  max  running 
X-rays).  Results  from  a  series  of  X-rays  of  transient 
operation,  illustrating  the  change  in  turbine  tip  seal 
clearance,  are  shown  in  Figure  4.5-38  for  a  transient 
from  idle  to  max  power  and  return  to  idle. 

The  second  mode  of  operation  is  used  when  it 
is  desirable  to  arrest  the  motion  of  a  single  blade  or  to 
index  through  individual  blades  to  examine  blade  to 
blade  variations.  Operation  of  the  system  in  the  pulsed 
mode  (pulse  width  approximately  4  microseconds  and 
pulse  frequency  up  to  575  hertz)  with  the  pulse  rate 
controlled  by  an  engine  mounted  inductive  pick-up  can 
provide  a  range  of  stroboscopic  or  slowly  changing 
sequence  of  radiographic  images.  This  method  can  be 
useful  for  the  investigation  of  vibrations,  blade  and  seal 
clearance  variations,  component  distortions,  etc.,  in 
nominally  steady  state  operation  or  slow  transient 
conditions. 


In  the  case  of  fast  transients,  surge, 
investigations,  vibration  surveys,  "blade  off"  tests,  etc. , 
a  high  speed  imaging  system  is  required.  This  can  be 
achieved  by  running  the  X-ray  source  at  its  maximum 
pulse  rate  (or  in  burst  mode)  for  a  short  period.  The 
low  intensity  images  captured  are  intensified 
electronically  through  systems  incorporating  fast  decay 
phosphors  coupled  with  high  speed  video  recorder 
systems. 

Hard  copies  of  images  produced,  either  directly 
as  a  radiograph  or  from  an  intensified/enhanced 
fluoroscopic  video  recording,  can  be  used  for  direct 
measurement.  Analysis  and  interpretation  of  these 
images  should  be  carried  out  by  skilled  and  experienced 
operators  as  nearly  all  images  have  blurred  edges  and 
are  often  overlaid  by  structures  irrelevant  to  the 
particular  investigation.  Measurements  are  usually  taken 
via  x-y  coordinate  readers,  and  on  average 
contrast/quality  images,  accuracies  of  the  order  of 
±0.2mm  can  be  achieved.  It  is  possible  to  demonstrate 
a  95  %  level  of  confidence  of  repeatability  by 
statistically  assessing  the  results  of  (say)  5  separate 
experienced  readers.  In  addition  to  manual  readings, 
automatic  readers,  comparators  and  digital  image 
processors  are  now  becoming  available  with  the 
potential  for  eliminating  manual  reading  bias. 

The  quality  of  the  images  produced  can  depend 
upon  many  factors;  specification  of  the  X-ray  source, 
film  charac'eristics  when  using  radiography,  and  the 
image  processor/intensifier  in  the  ca-e  of  video 
fluoroscopy.  The  stability  of  the  unit,  the  construction 
of  the  component  and  the  type  of  event  being  examined 
will  also  have  a  major  influence  on  the  sharpness  and 
contrast  of  the  image  recorded. 

In  particular  the  beam  must  traverse  through 
the  full  depth  of  the  engine  r  d  the  feature  of  interest, 
which  must  of  necessity  be  viewed  tangentially,  may 
form  only  a  small  fraction  of  beam  attenuation.  This 
can  result  in  the  image  of  interest  being  faint  and 
obscured  by  items  of  greater  contrast.  Also  the  finite 
dimensions  of  the  X-riy  source  combined  with 
restraints  on  source  to  object  and  object  to  image 
distances  can  also  lead  to  a  reduction  in  image  quality. 

The  X-ray  source  and  its  associated  data 
acquisition  and  processing  systems  represent 
considerable  bulk  and  investment;  the  complete  system 
being  transportable  from  one  test  site  to  another.  Also 
the  X-riy  source  and  receiving  components  must  be 
traversable  through  the  whole  length  of  the  engine, 
raised,  lowered  and  tilted. 

Finally,  it  is  essential  that  the  operation  of  any 
X-ray  system  be  installed  and  operated  in  accordance 


with  the  national  health  and  safety  requirements.  The 
most  obvious  features  are  normally  substantial  concrete 


shielding  of  the  test  cell,  prohibition  of  personnel  access 
and  well  positioned  warning  notices. 
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Table  4.5-1  Comparison  of  Potentiometers  and  Differential  Transformers  (LVDTs) 
as  Linear  Displacement  Transducers 


Potentiometer 

Differential  Transformer  (LVDT) 

• 

Type  of  Input 

Linear  displacement  or  angular 
displacement. 

Linear  displacement. 

Input  range  or  level 

Minimum  level  as  low  as  0. 1  %  of  total 
resistance. 

Total  range  from  ±0.1  to  ±75  mm. 

• 

Input-impedance 
charcteri  sties 

Varies  widely,  depending  on  the  total 
resistance  characteristics  and  physical 
size. 

Depends  on  size.  Forces  from  0. 1  to 
.03  g  usually  required. 

Input  Sensitivity 

Less  than  .05  mm,  or  0.2°  in  an 
angular  measurement. 

0.5%  of  total  input  range. 

• 

Error  and  noise 
characteristics 

Deviation  from  linearity  of  the  order  of 
0.5%  of  total  resistance.  Noise  is 
usually  negligible,  of  the  order  of  10fiV 
at  the  contacts.  Noise  increase  with 
“chatter"  of  contact. 

Deviation  from  linearity  about  0.5%; 
generally  accurate  to  ±1%. 

• 

Frequency  response 

Generally  not  above  50  Hz. 

Frequency  of  applied  voltage  must  be 

10  times  desired  response. 

Temperature  effects 

0.002  to  0. 15%  “C'due  to  a  change  in 
resistance.  Also  some  thermoelectric 
effects  depending  on  types  of  contact. 

Small  influence  of  temperature  may  be 
reduced  by  using  a  thermistor  circuit. 

• 

Type  of  output 

Voltage  or  current,  depending  on 
connecting  circuit. 

Voltage  proportional  to  input 
displacement. 

Output  range  or  level 

Wide. 

0. 16  to  1.6  mV/jim/Vinput  depending 
on  frequency.  Lower  frequency 
produces  lower  output. 

• 

Output-impedance 

characteristics 

Variable 

Mainly  resistive;  low  to  medium 
impedance,  as  low  as  20  ohms, 
depending  on  size. 

Remarks 

Simple,  inexpensive,  easy  to  use,  many 
types  available  commercially. 

Simple,  rugged,  inexpensive,  high 
output,  requires  simple  accessory 
equipment.  Care  must  be  taken  to 
eliminate  stray  magnetic  fields. 

• 

Remarks 


Simple,  inexpensive,  easy  to  use,  many 
types  available  commercially. 
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Table  4.5-2  Rotary  Variable  Transducer  -  Typical  Operational  Characteristics 


Two-cycle  RVT 

One-cycle  RVT 

Input 

Voltage 

0-30  Vnns 

5-30  Vrms 

Frequency 

400-5000  Hz 

400-5000HZ 

Impedance 

300-1000  0 

300-1000  0 

Power 

0.05-0.15  watts 

0.05-0.15  watts 

Output 

Sensitivity 

0.1-0.25  Vrms 

0.05-0.12  Vrms/deg. 

Accuracy 

Range 

±40° 

0.2-0.3  deg. 

±80° 

±  1 .0  deg. 

Range 

±30° 

0.1-0.15  deg. 

±60° 

±0.8  deg. 

Range 

±20° 

0.05-0.1  deg. 

±40® 

±0.5  deg. 

Impedance 

200-400  0 

200-400  0 

Phase-angle 

±5.0  deg. 

±5.0-8.0  deg. 

Sensitivity 

Temp.  Coeff. 

0,005-0.015  %/°C 

0.01-0.02  %I°C 

Figure  4.5-3  Pulse  Probe  and  Phonic  Wheel 


Figure  4.5-4  Waveforms  of  the  Pulse 


Figure  4.S-S  Suggested  Gear  Wheel  Design  Features  for 
Optimum  Speed  Probe  Outputs 


•  • 


Figure  4.5-6  Typical  Raw  Signal  Available  at  73*  Speed 


Figure  4.5-/  Output  Amplitude  of  the  Pulse  Probe 
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SCHEMATIC  INSTALLATION  LAYOUT 
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Figure  4.5-13  Voltage  Output  for  an  LVDT 


Figure  4.5-14  LVDT  Output  Voltage  and  Phase  as  a  Function  of  Core  Position 
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Figure  4.5-19  Effect  of  Rotation  on  RVT  Output 


Figure  4.5-20  Accuracy  Aspects  of  RVT 
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STATOR  FIAT  VALUES 
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Figure  4.5-23  Exhaust  Nozxle  Position  Sensor 
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Disk  geometrical  Area 


Figure  4.5-25b 


Figure  4.5-25  Effect  of  Non-Circular  Nozzle  ou  Area  Measurement 
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Figure  4.5-28  FM  Capacitance  Clearance  System  Schematic  Block  Diagram 
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Figure  4.5-29  Typical  FM  Capacitance  Probe  Output 
Plotted  Against  Known  Clearance 


Figure  4.5-30  Typical  Error  io  FM  Capacitance  Probe  Measurement 
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Figure  4.5-36  X-Ray  of  HP  Turbine  ai  Idle 


4-212 


4-214 


4.6  THRUST  AND  TORQUE1 


4.6.1  Thrust 

4.6. 1.1  Introduction 

The  determination  of  engine  thrust  for  precise  perform¬ 
ance  evaluation  at  stabilized  conditions  is  a  difficult  task 
and  often  the  subject  of  much  debate.  Beyond  the 
fundamental  thrust  measurement  and/or  calculation 
methodologies  are  the  problems  of  separating  out 
installation  and  facility  effects.  Accounting  for  the 
actual  test  operating  conditions  at  the  engine  inlet  and 
exhaust  (inlet  total  pressure  and  temperature  and  exit 
static  pressure)  requires  additional  measurements  or 
calculations  so  that  results  may  be  properly  reported  or 
corrected  to  desired  conditions. 

Thrust  cannot  be  evaluated  as  a  precise 
measure  of  engine  performance  during  tbe  types  of 
transient  tests  listed  in  Section  2.  At  non-stabilized 
conditions  engine  performance  is  path  dependent 
making  the  results  inappropriate  for  performance 
characterization.  Also,  test  facilities  other  than  open-air 
stands  are  unable  to  maintain  constant  inlet  and  dis¬ 
charge  conditions  during  engine  airflow  transients. 
However,  with  tbe  gross  effects  of  non-stabilized 
operating  conditions  properly  accounted  for,  transient 
measurements  can  be  used  to  quantify  variations  in 
thrust  with  time.  Such  results  are  useful  for  understand¬ 
ing  or  documenting  transient  behavior  of  the  engine. 

Engine  thrust  versus  time  provides 
quantification  of  such  things  as  augmentor  lightoff, 
control  stability,  accel/decel  time,  or  takeoff  thrust 
droop.  Engine  thrust  during  transients  is  obtained  by  the 
same  methods  used  in  steady-state  testing.  The  method 
used  will  depend  on  available  facilities,  instrumentation, 
an  1  analytical  capabilities  (computer  models).  The  test 
engineer  must  fully  understand  the  limitations  and 
uncertainties  associated  with  the  specific  available 
method(s)  relative  to  the  end  user's  data  requirements. 
Fortunately,  the  requi.oments  associated  with  transient 
thrust  measurements  for  the  types  of  testing  described 
in  Section  2  often  can  be  met  by  proper  use  of  available 
resources. 

Some  examples  of  the  uses  for  transient  thrust 
are  listed  below: 

o  thrust  versus  throttle  position  (thrust  linearity) 
o  takeoff  thrust  droop  or  bloom  following 

throttle  set 


o  thrust  jump  associated  with  augmentor  lightoff 
or  cancellation 

o  thrust  stability  at  constant  throttle  position 
o  thrust  jump  associated  with  control  mode 
switches  or  simulated  failures 
o  thrust  retention  following  bird,  ice,  or  other 
foreign  object  ingestion 
o  accel  or  decel  times 

For  these  types  of  tests,  transient  measurement 
techniques  can  be  applied  for  the  assessment  of  engine 
thrust  variations  with  time. 

4.6. 1.2  Basic  Theory 

The  fundamental  definition  of  thrust  and  basic  equations 
are  presented  in  References  4.6.1,  4.6.2,  and  4.6.3. 
Gross  thrust  is  ihe  momentum  flux  at  the  exit  plane  of 
the  engine.  Net  thrust  is  defined  as  the  gross  thrust 
minus  the  momentum  of  tbe  fluid  entering  the  inlet 
(ram  drag). 

FG  =  W9Xv9  +  A9(PS9  -  PS(cell))  4.6-1 


and 


FN  =  FG  -  FR  4.6-2 


or 


FN  =  W9xv9  +  A9(PS9  -  PS(cell))  -  WOxvO 

4.6-3 


where 


FN  -  net  thrust 
FG  =  gross  thrust 
FR  =  ram  drag 
W  =  airflow  rate 
v  =  Velocity 
PS  *  static  pressure 
A  -  area 

and  the  numbers  refer  to  the  engine  station, 
(see  Figure  4.6-1,  also  Table  2-3  and 
Figure  2-3) 


Net  thrust  is  more  closely  related  to  the 
propulsive  force  provided  by  the  engine  and  is  often  the 
parameter  of  interest.  Tbe  ram  drag  term  may  or  may 


1  Tables  and  Figures  for  Section  4.6  begin  on  page  4-227 


not  need  to  be  determined  during  the  transients  depend¬ 
ing  on  the  method  used  and  the  specific  test  objectives. 

A  good  overview  of  thrust  measurement 
techniques  for  steady-state  performance  testing  is 
presented  in  Reference  4.6.2.  The  three  methods 
presented  are  I)  scale  force  from  a  load  cell  integrated 
with  the  thrust  stand,  2)  calculation  based  on  a  momen¬ 
tum  balance  using  measured  conditions  in  the  exhaust 
nozzle  with  analytical  models  of  the  nozzle  flow  field 
and  geometry,  and  3)  calculations  using  analytical 
performance  models  of  the  engine  components  with 
measured  engine  operating  parameters  as  inputs.  In 
most  cases  existing  test  facilities  and  analytical  capabil¬ 
ities  will  dictate  which  methods  are  available  to  the 
tester.  The  following  paragraphs  briefly  discuss  the 
application  of  transient  measurement  techniques  and 
considerations  to  each  method. 

4.6. 1.2.1  Scale  Force  Thrust  Measurement 
Figure  4.6-1  shows  the  forces  acting  on  the  engine 
control  volume  as  well  as  the  momentum  of  the  fluid 
entering  and  exiting.  Scale  force  (FS)  is  the  reaction 
necessary  to  equate  the  summation  of  forces  on  the  free 
body  with  the  change  in  momentum  across  the  control 
volume.  In  the  case  of  an  engine  in  a  test  cell  this  is  the 
net  load  on  the  mechanical  structures  which  hold  the 
engine  in  place. 

By  equating  the  summation  of  forces  on  the 
free  body  with  the  change  in  momentum  across  the 
control  volume,  another  expression  of  thrust  is 
obtained: 

FG  =  FS  +  Wlxvl  +  A l (PS I  -  PS(cell))  4.6^t 

Figure  4.6.2  gives  an  indication  of  the  relative 
magnitudes  of  the  three  terms  for  high  and  low  bypass 
ratio  engine  over  a  range  of  operating  conditions.  Scale 
force  is  obtained  by  measuring  the  force  necessary  to 
restrain  the  engine  as  reacted  through  a  load  cell.  Test 
facilities  with  this  capability  are  designed  such  that 
loads  are  carried  through  the  engine  mounts  to  a  thrust 
frame  which  is  restrained  in  the  direction  of  thrust 
(typically  axial)  by  a  system  containing  a  load  cell.  The 
force  reacted  through  the  load  cell  is  converted  to  an 
electrical  signal.  Typical  test  cell  configurations  with 
ihrust  stands  are  shown  in  Figure  4.6-3.  The  equations 
above  apply  to  all  cell  configurations.  The  less  import¬ 
ant  terms,  such  as  scrubbing  forces  and  pressure-area 
for  engine  skin,  supports,  and  slip  joint,  are  not 
included.  A  more  complete  derivation  of  these  equa¬ 
tions  is  contained  in  Reference  4.6.2. 


Transient  engine  operation  in  altitude  test  cells 
often  causes  variations  from  the  desired  value  in  inlet 
total  pressure,  cell  static  pressure,  and  inlet  total 
temperatures.  In  certain  cases,  the  inferred  measure¬ 
ment  of  gross  thrust  can  be  corrected  to  the  desired 
inlet  total  pressure  and  desired  static  pressure  using  the 
transient  neasurements.  For  a  convergent  exhaust 
nozzle  operating  above  critical  pressure  ratio  (or  for  a 
convergent-divergent  exhaust  nozzle  operating  above 
design  pressure  ratio)  at  all  conditions  along  the  transi¬ 
ent  path  from  the  initial  steady-state  condition  to  the 
final  steady-state  condition,  the  following  equation  is 
applicable: 


FGref  =  [FG  +  A9(PS(cell)  -  PS(cell)[;f 


x< 


PI 

Pl„ 


PI 


4.6-5 


)]*<-pff) 


where  FGrtf  is  at  the  desired  conditions  of  Plrcf 
and  PS(cell)ref,  and 

FG  is  at  the  measured  test  conditions  of 
PI  and  PS(cell). 

When  the  inferred  measurement  of  net  thrust 
is  required,  additional  corrections  for  the  effect  of 
pressure  variations  on  engine  airflow  and  freestream 
velocity  can  be  applied. 

Corrections  to  the  inferred  gross  thrust  caused 
by  variations  in  inlet  total  temperature  from  the  desired 
value  cannot  be  determined  from  generalized  thermody¬ 
namic  relationships.  In  the  special  case  of  fixed 
geometry  engines,  the  thrust  behaviour  corresponds  to 
operation  at  the  different  corrected  speeds.  Almost  no 
current  engines  meet  the  fixed-geometry  requirement 
because  of  variable  nozzles,  variable  vanes,  and  gas 
coupled  (not  gear-coupled)  rotors..  For  the  general  case 
of  variable  geometry  engines,  the  variation  in  inlet  total 
temperature  corresponds  to  operation  at  slightly  non- 
standard  atmospheric  conditions.  In  some  rare  instances 
sufficient  derivatives  of  component  parameters  are 
available  to  allow  corrections  for  variations  in  inlet 
temperature. 

Another  term  not  shown  in  the  equations  for 
thrust  is  the  time  rate  of  change  in  momentum  within 
the  engine  (control  volume).  This  term  is  discussed  in 
References  4.6.2  and  4.6.3.  The  term  is  assumed  to  be 
negligible  but  becomes  more  significant  for  extremely 
rapid  transient  conditions.  Engine  thrust  during  condi¬ 
tions  such  as  surge,  is  generally  not  of  primary  interest 
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and  unsteady  terms  are  therefore  not  included  in  this 
discussion. 

Note  that  the  pressure-area  term  must  be  added  to  scale 
force  for  the  general  case.  Transient  measurements,  or 
calculations,  of  inlet  mass  flow,  velocity  and  static 
pressure  are  therefore  necessary  in  order  for  these 
terms  to  be  included.  Only  for  the  open-air  test  stand  in 
Figure  4.6-3  with  a  large  inlet  area  bellmouth  supported 
by  the  engine/thrust  stand  is  this  term  negligible.  The 
ram  drag  term  must  also  be  calculated  when  net  thrust 
is  the  parameter  of  interest.  Free-stream  velocity  (vO) 
is  calculated  from  PI,  Tl,  and  PS(cell). 

The  primary  transient  consideration  of  the 
thrust  stand  measurement  is  dynamic  response.  The 
thrust  stand  is  a  relatively  large  mass  (engine,  inlet 
bellmouth,  and  thrust  frame)  restrained  primarily  by  the 
load  train  and  load  cell  with  its  inherent  spring  rate 
and  natural  damping  provided  by  the  structures.  The 
natural  frequency  of  the  system  must  be  high  enough, 
and  the  damping  low  enough,  that  transient  thru  .t 
measurements  are  not  significantly  affected.  Section 
4.6. 1.5  briefly  discusses  calibration  procedures  which 
can  provide  insight  to  the  dynamic  responses  of  the 
thrust  measurement  system.  However,  most  test  facility 
specifications  are  available  and  response  characteristics 
can  be  evaluated  analytically  considering  a  spring-mass- 
-damper  system: 

fR  =  1/2  (  Ks/m  )'•*  4.6-6 

where  fR  =  natural  or  resonant  frequency 

Ks  =  effective  spring  rate 

m  =  mass 

System  damping  can  be  characterized  by  the 
damping  ratio: 

h  =  C/Cc  4.6-7 

where  C  =  damping  coefficient  of  the  thrust 

stand, 

Cc  *  critical  damping  coefficient  for  which 

the  system  would  achieve  full 

response  to  a  step  input  in  a  minimum 
time  without  any  overshoot. 

Figure  4.6-4  shows  the  response  of  a  system 
with  3  %  damping  to  a  spike  input.  Note  the  overshoot 
and  ringing  at  the  natural  frequency.  An  experimental 
method  for  determining  damping  ratin  is  presented  in 
Section  4.6. 1.5.  Thrust  stands  are  designed  to  be 


relatively  stiff  so  that  the  natural  frequencies  are  above 
those  of  the  primary  input  force  variations  (normal 
engine  thrust  variations).  Large  thrust  stands  typically 
have  a  natural  frequency  on  the  order  of  10  hz  and 
structural  damping  of  about  3%.  This  capability  is 
adequate  for  measurement  of  relatively  slow  thrust 
transients  associated  with  engine  throttle  excursions. 
However,  very  rapid  thrust  changes  due  to  hard 
augmentor  lightoff  or  blowout  or  engine  surge  may  be 
beyond  the  useful  frequency  response  capability  of  the 
facility  system.  An  example  is  shown  in  Figure  4.6-5 
where  underdamped  oscillations  (ringing)  in  the  thrust 
measurement  result  from  an  engine  surge.  Note  the 
presence  of  an  oscillation  in  the  thrust  signal  even 
before  the  surge. 

Thrust  stand  data  should  be  low -pass  filtered  to 
remove  noise  and  higher  frequency  content  which  may 
result  from  system  resonances.  The  data  in  Figure  4.6-5 
are  a  good  example  of  why  this  is  necessary.  The  user’s 
transient  thrust  requirements  should  be  evaluated 
relative  to  the  design  specifications  for  the  particular 
facility  system.  The  predicted  thrust  stand  response  to 
engine  thrust  variations  at  the  highest  frequency  of 
interest  should  be  considered  to  assure  that  significant 
attenuation  does  not  result  from  system  damping  and 
that  resonances  are  avoided. 

4.6.1.2.2  Thrust  Calculation  by  Momentum  Balance 
T.ie  second  method  presented  in  Reference  4.6.2  is 
calculated  thrust  based  on  a  momentum  balance  using 
measured  pressures  and  temperatures  in  the  exhaust 
nozzle.  This  approach  requires  complex  and  high 
quality  measurements  as  well  as  analytical  models  of 
the  nozzle  flow  field  and  geometry.  A  schematic  taken 
from  Reference  4.6.2  and  the  fundamental  equations  on 
which  this  approach  is  based  are  shown  in  Figure  4.6-6. 

The  equation  for  a  rake  at  the  nozzle  exit  in 
Figure  4.6-6  is  a  direct  application  of  the  definition  of 
gross  thrust.  For  rakes  positioned  at  the  nozzle  throat  or 
entrance,  additional  terms  are  added  to  account  for 
scrubbing  drag  and  pressure-area  effects  between  the 
measurement  plane  and  the  nozzle  exit.  Just  as  with  the 
scale  force  method,  engine  inlet  conditions  have  to  be 
measured  to  account  for  variations  during  the  transient 
testing  or  to  calculate  ram  drag  to  find  net  thrust. 

The  momentum  balance  method  of  thrust 
calculation  requires  instrumentation  to  survey  total 
pressure,  total  temperature,  and  determine  exhaust  gas 
composition  at  a  plane  in  the  exhaust  nozzle.  If  the 
instrumentation  is  in  place  and  can  provide  transient 
data  of  sufficient  quality,  this  method  could  be  used  for 
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a  first  order  assessment  of  thrust  variation  with  time. 
Significant  uncertainties  in  the  correlations  between 
measured  and  station-average  pressures  and  tempera¬ 
tures  may  be  introduced  during  non-stabilized  oper¬ 
ation.  Analytical  models  of  the  nozzle  flow  field  for 
those  properties  which  are  not  measured  directly  and  a 
nozzle  geometry  model  are  also  required.  The  accuracy 
of  these  models  during  transient  operating  conditions 
may  be  questionable.  Gas  property  and  geometry  model 
uncertainties  are  increased  due  to  transient  and  off 
design  flow  effects,  thermal  growth,  and  mechanical 
deflections  of  the  nozzle. 

Tne  difficulties  associated  with  obtaining 
transient  data  of  sufficient  quality  and  the  uncertainties 
in  analytical  flow  field  and  geometry  models  during 
transient  operation  should  be  reviewed  carefully.  This 
approach  may  be  impractical  for  transient  measure¬ 
ments,  with  the  possible  exception  of  the  case  where  a 
fixed  conic  exhaust  nozzle  is  installed  on  the  engine. 

4.6. 1.2.3  Thrust  Calculation  by  Performance  Model 
Estimates  of  engine  thrust  are  often  obtained  using 
aero-thermodynamic  representations  of  the  engine 
components  combined  with  control  logic  to  form  an 
engine  cycle  model.  The  accuracy  of  the  model  will 
vary  significantly  with  the  maturity  of  the  program  and 
the  amount  of  model  updating  done  to  match  measured 
engine  performance.  A  schematic  of  the  engine  cycle 
model  components  taken  from  Reference  4.6.2  is  shown 
in  Figure  4.6-7.  Engine  cycle  models  with  the  addition 
of  rotor,  variable  geometry,  and  control  system 
dynamics  can  be  operated  in  a  transient  mode  to 
evaluate  transient  thrust.  The  accuracy  of  the  model 
should  be  verified  by  matching  transient  test  conditions 
and  comparing  model  responses  to  measured  engine 
data.  For  example,  match  measured  fuel  flow  versus 
time  and  observe  the  resultant  speed  transient  relative 
to  measured  data.  Or,  match  measured  fuel  flow  and 
rotor  speed  versus  time  and  observe  the  implied 
combustor  efficiency  relative  to  expected  values. 
Experiments  such  as  these  can  establish  a  confidence 
level  in  the  model  and  also  help  the  engineer  to  deter¬ 
mine  the  best  approach  to  using  the  model  with  the 
available  test  data. 

A  simpler  approach  is  to  use  the  engine  cycle 
model  or  available  steady-state  test  data  to  establish 
correlations  between  key  measurable  parameters  and 
thrust.  The  appropriate  parameters  will  depend  on 
engine  configuration,  control  scheme,  and  operating 
conditions  but  may  include  corrected  rotor  speed, 
engine  pressure  ratio,  engine  airflow,  or  augmentor 


fuelling  level.  This  method  is  often  used  in  the  evalu¬ 
ation  of  time  to  thrust  (accel  or  decel  time)  and  requires 
the  least  amount  of  instrumentation  and  data  analysis. 
This  approach  is  well  suited  for  the  user  with  limited 
instrumentation/facilities  or  analytical  capabilities. 

4.6.1.3  Advantages  and  Disadvantages 
The  three  methods  for  thrust  calculation  described 
above  require  varying  amounts  and  types  of  instrumen¬ 
tation  and  analytical  tools.  The  advantage  of  one 
method  over  another  depends  on  the  availability  of 
instrumentation  and  analytical  tools  and  the  level  of 
accuracy  necessary  to  meet  data  objectives.  A  common 
requirement  is  to  monitor  inlet  and  ambient  conditions 
so  that  the  thrust  values  obtained  can  be  corrected  to  a 
constant  or  reference  operating  condition. 

Scale  force  (when  available)  is  a  relatively 
straight  forward  approach.  Thrust  stands  generally  have 
the  capability  to  provide  high  quality  transient  data  so 
long  as  resonant  frequencies  can  be  avoided.  The 
pressure-area  term  must  also  be  calculated  for  net  thrust 
and  inlet  momentum  included  for  gross  thrust  requiring 
additional  transient  measurements. 

The  momentum  balance  method  relies  on  a 
significant  number  of  measurements  in  the  relatively 
hostile  environment  of  the  exhaust  nozzle.  The 
approach  may  be  practical  only  in  special  circumstances 
where  the  appropriate  instrumentation  and  analytical 
tools  are  available.  The  uncertainty  associated  with 
transient  thrust  calculated  by  this  method  will  be 
difficult  to  assess,  but  is  likely  to  be  relatively  large. 

Methods  which  make  use  of  a  performance 
model  or  data  correlations  require  only  limited  instru¬ 
mentation.  The  number  and  types  of  measurements 
necessary  will  depend  on  the  specific  model  and  how  it 
is  used.  The  uncertainty  in  the  calculated  thrust  will 
vary  greatly  with  the  fidelity  of  the  model  and  the 
extent  to  which  the  specific  model  has  been  updated  or 
matched  to  engine  test  data.  Some  variation  of  this 
approach  can  always  be  used  to  estimate  engine  thrust. 

The  following  guidelines  are  suggested  for 
specifying  requirements  so  that  advantages  and  disad¬ 
vantages  of  available  methods  can  be  weighed  against 
the  test  data  objectives: 

DESCRIPTION  OF  TEST  CONDITIONS: 

1.  Identify  the  thrust  measurement  desired.  Spec- 
ify  whether  net  or  gross  thrust  is  the  required 
measurement  and  if  absolute  or  deltas  (changes 
in  thrust)  are  the  primary  data  of  interest. 
Diagrams  and  equations  can  be  helpful  in 
communicating  the  specific  need. 
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2.  Describe  the  type  of  testing  planned  and  the 
engine  responses  anticipated.  Provide  a  copy 
of  the  test  plan  or  matrix  and  test  procedures 
to  be  used. 

3.  Define  the  anticipated  range  of  thrust.  The 
range  should  cover  all  conditions  to  be  tested, 
operating  speed  range  including  shutdown  and 
overspeed  if  appropriate,  and  off-design  oper¬ 
ation  anticipated  such  as  surge,  stall,  flameout, 
fuel  steps,  or  other  severe  transients. 

4.  Define  the  frequency  and  amplitude  of  thrust 
transients  which  will  result  from  the  testing 
defined  in  Item  3  above.  Generally  each  type 
of  test  or  procedure  will  have  its  own  repre¬ 
sentative  transient  thrust  characteristics.  Pro¬ 
vide  as  much  detail  as  possible;  examples  of 
previous  test  results  may  be  helpful. 

DATA  REQUIREMENTS; 

1.  Specify  how  the  data  are  to  be  disnlaved/- 
recorded.  Indicate  whether  analog  or  digital 
data  are  required  and  what  the  intended  display 
and/or  recording  systems  will  be.  Specify 
whether  absolute  thrust  level  is  of  interest  or  is 
it  sufficient  to  obtain  deltas  (changes  in  thrust 
level)  only. 

2.  Specify  the  thrust  rangefsl  of  interest.  The 
range  may  be  less  than  what  is  described  in 
Item  3  above  when  there  are  anticipated  engine 
operating  conditions  or  transients  which  are 
not  of  interest  to  the  user.  The  data  require¬ 
ments  may  need  to  be  broken  down  into  more 
than  one  thrust  range  such  as  idle  versus  high 
speed  or  upper  left  comer  versus  lower  right 
side  operating  conditions.  It  can  be  useful  to 
specify  data  ranges  for  the  type  of  testing 
included  in  Item  2  above. 

3.  Specify  the  frequency  response  requirements 
»nd  Associated. fluctuating  amplitude?-  Provide 
real  stic  amplitude  and  frequency  requirements 
consistent  with  the  conditions  described  in  Item 
4  above  and  the  intended  use  of  the  data. 
Specify  the  desired  accuracy  and  also  the 
maximum  uncertainty  which  may  be  accept¬ 
able.  Give  the  test  or  instrumentation  designer 
sufficient  information  for  trade-off  studies  and 
decision  making.  If  requirements  vary  signifi¬ 
cantly  for  different  types  of  testing,  then 
specify  requirements  individually  for  each. 

4.  Describe  briefly  how  the  data  are  to  be  used. 
The  test  or  instrumentation  designer  is  better 
able  to  make  decisions  and  suggestions  when 
he  understands  how  the  data  are  to  be  used. 


Not  only  those  things  which  the  user  sees  as 
requirements  should  be  communicated  to  the 
test  or  instrumentation  designer,  but  also  any 
items  which  the  user  does  not  consider  import¬ 
ant.  This  can  prevent  compromises  in  system 
performance  resulting  from  requirements 
which  are  perceived  but  do  not  actually  exist. 
Key  factors  in  selecting  the  best  approach  to 
transient  thrust  measurement,  from  those  discussed  in 
Section  4.6. 1.2,  are  presented  in  Table  4.6-1.  The 
comments  contained  in  the  table  are  indicative  of  how 
tLe  various  techniques  might  match  up  with  specific 
u^er  requirements  and  available  test  facilities  and 
instrumentation. 

4.6.1.4  Signal  Conditioning 

Signal  conditioning  requirements  for  recording  the 
thrust  stand  load  cell  output  are  discussed  in  this 
section.  The  methods  for  calculating  thrust  from  other 
measured  parameters  discussed  in  Section  4.6. 1.2  rely 
on  transient  measurements  of  pressures,  temperatures, 
fuel  flows,  airflow,  rotor  speeds,  control  parameters, 
and  variable  geometry  positions.  Signal  conditioning 
requirements  for  these  various  measurements  are 
discussed  in  Sections  4.2  through  4.5  and  4.7. 

The  scale  force  signal  is  an  electrical  output 
from  a  strain  gauge  bridge  attached  to  a  mechanical 
member  in  the  toad  cell  of  the  thrust  stand.  The  strain 
gauge  bridge  is  discussed  in  Section  4.2. 1.2  as  applied 
to  pressure  transducers.  The  theory  is  the  same  for  the 
load  cell.  The  bridge  electrical  output  is  proportional  to 
the  strain  in  the  mechanical  member  resulting  from  the 
force  reacted  through  it.  Power  supply  and  signal 
amplification  requirements  for  transient  measurements 
should  be  the  same  as  for  steady-state  testing.  The 
primary  considerations  for  transient  testing  are  filtering 
and  data  averaging. 

The  thrust  measurement  should  be  low-pass 
filtered.  A  cutoff  frequency  should  be  selected  to 
remove  noise  and  erroneous  signals  resulting  from 
system  resonant  responses.  When  the  transients  of 
interest  to  the  end  user  represent  rates  of  change  of 
thrust  significantly  below  the  response  capability  of  the 
thrust  stand,  a  lower  cutoff  frequency  filter  or  a  rolling 
average  of  the  digitized  data  will  provide  cleaner  data 
and  remove  the  low  frequency  noise  common  in  thrust 
signals.  Most  engine  thrust  measurement  systems  are 
designed  and  used  primarily  for  steady-state  testing  and 
very  low  cutoff  frequency  filters  are  often  used.  Transi¬ 
ent  data  acquired  without  proper  attention  to  the  filler 
used  may  be  misinterpreted  or  lead  to  false  conclusions. 
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Signal  amplification  will  be  required  to  match  load  cell 
output  to  the  full  scale  input  of  the  terminal  device. 

4.6.1.5  Calibration  Procedures 
Thrust  measurement  accuracy  requirements  for  steady- 
state  performance  characterization  are  typically  very 
challenging.  On  the  other  hand,  some  amount  of 
uncertainty  is  generally  acceptable  for  the  objective  of 
evaluating  thrust  variation  with  time  during  transient 
testing.  The  appropriate  calibration  procedures  for 
transient  tests  therefore  involve  verifying  correlation  of 
the  transient  measurement  with  a  steady-state  reference 
and  an  assessment  of  the  additional  uncertainty  due  to 
transient  effects. 

Before  spending  too  much  time  quantifying  all 
potential  errors,  consider  1)  the  accuracy  requirements 
stated  by  the  user,  2)  the  relative  magnitudes  of  the 
inlet  momentum  and  pressure-area  terms  for  the  testing 
planned,  and  3)  the  anticipated  transient  behavior  of  the 
parameters  which  go  into  the  calculation  of  thrust  using 
the  method  selected.  Concentrate  on  the  error  sources 
with  the  greatest  potential  to  impact  overall  uncertainty. 
It  is  likely  that  many  of  the  errors  are  negligible 
compared  to  a  few  dominating  factors. 

4.6. 1.5.1  Uncertainly  in  The  Scale  Force  Method 
When  gross  thrust  is  the  data  objective,  the  scale  force 
and  pressure-area  terms  must  be  summed  with  the  inlet 
momentum  term.  Inlet  momentum  is  calculated  from 
airflow  and  velocity  (W1  and  vl)  which  are  derived 
parameters  discussed  in  Section  4.4.  Appropriate 
methods  for  calculation  of  transient  airflow  and  velocity 
must  be  determined  and  the  resulting  error  sources 
identified  for  inclusion  in  the  uncertainty  analysis. 

Inlet  and  exit  static  pressures  (PS1  and 
PS(cell))  must  be  determined  for  calculation  of  the 
pressure-area  term.  Cell  ambient  pressure  can  be 
assumed  equal  to  exit  pressure  for  many  test  configur¬ 
ations  but  this  assumption  must  be  reviewed  for  each 
specific  test  setup.  Inlet  static  pressure  can  be  measured 
directly  or  calculated  using  measured  total  pressure, 
temperature,  airflow,  and  inlet  area.  The  discussions  of 
transient  measurements  and  potential  error  sources 
presented  in  Sections  4.2,  4.3,  and  4.4  should  be 
considered  in  the  definition  of  required  instrumentation 
and  error  values  for  the  uncertainty  analysis. 

Error  sources  in  the  scale  force  measurement 
are  shown  in  Figure  4.6-8  with  descriptions  in  Table 
4.6-2.  Because  of  the  importance  to  performance 
testing,  steady-state  scale  force  error  sources  are 
typically  well  understood.  Transient  error  sources 


should  be  reviewed  considering  the  characteristics  of 
the  various  system  elements.  It  is  likely  that  these 
effects  can  be  estimated  based  on  component  specifica¬ 
tions,  historical  data,  or  engineering  judgement. 

4.6.1.5.2  Dynamic  Thrust  Stand  Calibration 
The  dynamic  response  of  a  thrust  stand  can  be  deter¬ 
mined  analytically  by  calculating  the  natural  frequency 
and  amount  of  damping  provided  by  the  structure  (see 
Section  4.6. 1.2.1).  When  necessary,  experimental 
techniques  can  also  be  used  to  evaluate  these  terms. 

A  step  input  can  be  applied  by  loading  the 
thrust  stand  through  a  cable  in  tension  and  then  severing 
the  cable.  Analysis  of  the  measured  response  provides 
both  the  natural  frequency  and  damping  ratio.  The 
natural  frequency  should  be  obvious  by  inspection  of 
the  recorded  force  versus  time  trace  (see  Figure  4.6-4). 
Damping  ratio  can  be  calculated  by  taking  the  natural 
logarithm  of  the  ratio  of  two  successive  amplitudes: 


5  =  2nfl  -  h*  4'6'8 

where  b  =  natural  log  of  the  ratio  of  two  suc¬ 
cessive  amplitudes. 

Once  the  natural  frequency  and  damping 
coefficient  have  been  determined,  the  dynamic  response 
of  a  second  order  system  is: 


amplitude  ratio  »  -  4.6-9 

v/0  -  P1)*  *  (2hp)! 


phase  =  tan_l( — )  4.6-10 

1-PJ 

where  0  -  frequency  /  natural  frequency  4.6-1 1 

4.6.1. 5.3  Uncertainty  in  the  Momentum  Balance 
Method 

General  categories  of  error  in  the  momentum  balance 
method  are  listed  in  Table  4.6-3,  and  errors  associated 
with  individual  measurements  are  covered  in  the  other 
parti  of  Section  4  of  this  report.  The  level  of  uncer¬ 
tainty  is  increased  in  roost  of  the  categories  during 
transients  by  more  than  just  measurement  error.  That  is 
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because  this  method  relies  on  analytical  models  in  order 
to  calculate  thrust. 

Rake  drag  and  flow  profiles  impact  the  correla¬ 
tion  of  measured  conditions  with  the  true  values  (unaf¬ 
fected  by  the  instrumentation).  These  effects  are 
potentially  larger  and  corrections  more  difficult  to 
establish  for  transient  conditions.  This  is  especially 
true  when  the  transient  test  results  in  operating  condi¬ 
tions  which  deviate  significantly  from  steady-state 
operation.  Swirl/viscous  effects  may  also  be  larger  or 
at  least  different  during  transients  compared  to  stabil¬ 
ized  operation. 

Determination  of  gas  properties  becomes  more 
difficult  during  transients  due  to  off-design  fuel-air 
ratios  and  uncertainties  in  the  measurements  which  go 
into  the  calculations.  Uncertainty  in  nozzle  geometry 
and  leakage  could  h:  significant  if  variable  geometry  is 
involved.  Even  with  fixed  geometry,  there  may  be 
effects  due  to  thermal  growth  and  mechanical  deflec¬ 
tions  under  transient  conditions. 

Each  of  these  effects  must  be  considered  and 
estimates  made  of  the  potential  errors  for  the  uncer¬ 
tainty  analysis. 

4.6. 1.5.4  Uncertainty  in  the  Performance  Model 
Method 

As  with  the  momentum  balance  method,  it  is  impossible 
to  generalize  the  uncertainty  associated  with  determin¬ 
ing  thrust  using  a  performance  model.  Uncertainties  in 
the  individual  measurements  which  are  utilized  can  be 
assessed  as  described  in  other  sections  of  this  report.  At 
stabilized  operating  conditions  results  of  the  perform¬ 
ance  model  can  be  compared  with  other  measurements 
or  calculations  of  thrust  if  available.  In  the  end,  the 
engineer  must  determine  the  uncertainty  in  transient 
results  based  of  the  particular  method  used  and  models 
or  data  correlations  employed  in  the  method,  This 
assessment  will  rely  heavily  on  historical  data  and 
engineering  judgement. 

4.6. 1,6  Design  Example 

The  following  example  illustrates  a  typical  approach  to 
evaluating  engine  thrust  variations  with  time.  Note  that 
the  facility/test  and  analytical  capabilities  available  are 
well  suited  to  the  end  user's  stated  data  objectives. 
When  this  is  not  the  case,  the  existing  capabilities 
should  be  reviewed  with  the  user  to  determine  whether 
or  not  useful  data  can  be  obtained. 

The  user  wishes  to  evaluate  the  thrust  transi¬ 
ents  which  result  during  switches  from  primary  to 
secondary  engine  control  mode.  Primary  mode  is  the 
normal  operating  condition  for  the  engine  control  giving 


full  performance  and  transient  capability.  For  certain 
sensed  failure  scenarios  the  control  reverts  to  the 
secondary  or  backup  mode.  In  secondary  mode  the 
engine  is  operated  on  simplified  control  schedules  and 
both  steady-state  thrust  at  any  given  throttle  position 
and  thrust  response  to  throttle  transients  may  be 
affected  as  a  result.  The  testing  planned  to  evaluate  the 
impact  of  switches  from  primary  to  secondary  mode  is 
outlined  in  Table  4.6-4. 

The  user's  requirements  are  stated  below  in  a  format 
consistent  with  that  suggested  in  Section  4.6. 1.3. 
DESCRIPTION  OF  TEST  CONDITIONS: 

1.  It  is  required  to  measure  net  thrust  variation 
with  time  during  switches  from  primary  to 
secondary  control  mode. 

2.  The  testing  to  be  accomplished  consists  of 
manual  switches  from  primary  to  secondary 
control  modes  during  steady-state  and  transient 
engine  operation.  A  representative  test  matrix 
is  included  as  Table  4.6-4.  Power  manage¬ 
ment  and  variable  geometry  schedules  are 
changed  between  primary  and  secondary 
modes  resulting  in  thrust  transients.  The 
largest  effects  are  due  to  cancellation  of 
augmentor  operation  and  a  reduction  in  maxi¬ 
mum  airflow.  At  some  part-power  conditions 
the  steady-state  thrust  level  may  actually  be 
increased.  Transient  response  of  the  engine 
should  not  be  greatly  affected. 

Each  test  will  be  a  comparison  of  primary 
mode  operation  to  the  corresponding  condition 
with  a  switch  to  secondary  mode.  For 
steady-state  conditions,  the  transient  resulting 
from  the  switch  is  of  interest.  For  the 
transient  conditions,  a  back-to-back 
comparison  of  the  engine  response  with  a 
switch  to  secondary  will  be  compared  to  the 
same  throttle  movement  in  primary  mode. 

3.  The  conditions  to  be  tested  are  shown  in  Table 

4.6- 4  with  engine  thrust  levels  ranging  from 
below  idle  to  max  augmentation. 

4.  Testing  planned  consists  of  steady-state  and 
transient  operation  including  rapid  throttle 
movements  and  reversals.  Thrust  transients  in 
primary  mode  will  cover  the  full  thrust  range 
from  idle  to  Mil  power  as  shown  in  Table 

4.6- 4.  Switches  to  secondary  mode  during 
steady-state  opention  result  in  rapid  thrust 
changes  (less  than  1  second)  to  the  secondary 
mode  level.  Switches  during  engine  transients 
may  alter  the  transient  characteristic  as  well  as 
the  end  point. 


DATA  REQUIREMENTS: 

1.  The  transient  thnist  data  are  to  be  recorded  on 
the  digital  data  system  for  subsequent  analysis. 
A  strip  chart  recording  of  the  analog  thrust 
measurement  is  also  required  for  test  direction 
and  monitoring.  Absolute  accuracy  of  this 
on-line  display  is  not  important  so  long  as  the 
general  response  is  indicative  of  the  actual 
engine  behavior. 

2.  The  full  range  of  engine  thrust  from  below  idle 
to  max  augmentation  is  of  interest. 

3.  Thrust  variations  associated  with  the  maximum 
engine  control  responses  during  normal  throttle 
transients  and  switches  from  primary  to  sec¬ 
ondary  mode  are  of  interest.  For  large  thrust 
transients  associated  with  full  throttle  move¬ 
ments  the  time  to  accel  or  decel  is  on  the  order 
of  seconds.  Thrust  variations  resulting  from 
switches  to  secondary  mode  occur  in  less  than 
1  second.  Representative  thrust  transients  due 
to  switches  from  primary  to  secondary  at 
steady-state  conditions  are  indicated  in  Figure 
4.6-10. 

4.  The  data  which  are  acquired  on  the  digital 
system  will  be  used  to  validate  computer 
model  simulations.  The  computer  model  in 
turn  will  be  used  with  a  flight  simulator  to 
evaluate  the  impact  of  control  mode  switches 
on  aircraft  operation.  The  on-line  strip  chart 
display  will  be  used  during  the  test  to  monitor 
engine  responses.  This  information  will  pro¬ 
vide  the  design  engineer  indications  of  the 
magnitude  of  the  transients  and  any  unusual  or 
Unexpected  responses  to  be  used  in  directing 
the  test. 

DESIGN  APPROACH: 

The  requirements  for  thisexample  are  summar¬ 
ized  in  Table  4.6-5  and  an  approach  io  meeting  the 
stated  requirements  is  outlined  in  Table  4.6-6.  The 
altitude  test  cell  to  be  used  has  a  thrust  stand  which 
should  have  adequate  response  for  the  thrust  variations 
and  frequencies  required.  The  thnist  stand  data  will  be 
low-pass  filtered  below  the  resonant  frequency  and 
sampled  at  a  sufficiently  high  rate  to  avoid  erroneous 
content  in  the  data.  Variations  in  inlet  total  pressure 
are  anticipated  during  engine  airflow  transients  and  will 
be  recorded  on  the  digital  data  system.  Post  test  data 
analysis  will  need  to  include  corrections  for  the  inlet 
pressure  variations. 

The  pressure-area  term  will  be  calculated  using 
cell  ambient  pressure  and  close  coupled  static-pressure 
measurements  in  the  inlet, 


THRUST  STAND  DYNAMIC  RESPONSE: 

The  thrust  stand  is  known  to  have  a  natural 
frequency  of  about  9  hz  based  on  available  data  and  the 
damping  coefficient  is  estimated  to  be  3%.  Based  on 
the  thnist  variations  indicated  in  Figure  4.6-9,  a  2  hz 
periodic  oscillation  will  be  assumed  to  estimate  dynamic 
response.  This  is  4  to  5  times  the  fundamental  fre¬ 
quency  of  the  transients  shown.  From  the  relationships 
of  Section  4.6. 1.5.2: 


amp  ratio  =  -  =  1.052 

vft  -  P2)2  *(2hp)2 


where  Q  =  2/9  and  h  =  .03 

This  implies  as  much  as  5.291  overshoot  in 
scale  force  for  a  2  Hz  oscillation. 

FILTER  SELECTION: 

A  low-pass  filter  will  be  used  to  reject  noise 
and  signal  amplification  due  to  the  thrust  stand  reson¬ 
ance.  A  second-order  filter  (such  as  a  Bessel  or 
Butterworth)  with  a  cut-off  frequency  of  4  Hz  is  a  good 
choice.  This  filter  results  in  approximately  5%  attenu¬ 
ation  at  one  half  of  the  cut-off  frequency  or  2  Hz.  The 
filter  characteristic  is  therefore  well  suited  to  offset  the 
amplification  caused  by  thrust  stand  resonances. 
UNCERTAINTY  ANALYSIS: 

The  error  sources  which  impact  the  determina¬ 
tion  of  net  thrust  for  this  approach  consist  of  uncer¬ 
tainties  in  the  scale  force  measurement  and  transient 
measurements  for  the  pressure-area  term.  Refer  to 
Section  4.2  for  a  detailed  discussion  of  transient  pres¬ 
sure  measurement  system  design  and  error  sources. 

The  error  sources  for  scale  force  at  the  sea 
level/static  test  condition  are  listed  in  Figure  4.6-10  and 
are  numbered  for  reference  in  this  discussion.  The 
steady-state  error  values  indicated  in  the  table  are 
typical  of  what  can  be  achieved  in  a  modem  test 
facility.  Where  applicable,  the  steady-state  errors 
represent  corrected  values  since  the  objective  of  this 
testing  is  to  measure  thrust  variation  and  not  absolute 
level.  The  rationale  for  the  estimated  transient  effects 
are  listed  below: 

2)  and  3)  Load  cell  dynamic  calibrations  •  are 
assumed  to  be  negligibly  small  compared  to 
the  other  transient  errors. 

4)  Thrust  stand  alignment  -  could  be  impacted 
during  thrust  transients.  Twice  the  steady-state 


correctable  error  of  0. 1  %  is  assumed  for  the 
transient  effect. 

6)  Labyrinth  seal  effects  -  are  assumed  to  be 
significantly  larger  during  engine  airflow 
transients  resulting  in  inlet  pressure  varia¬ 
tions.  A  factor  of  5  was  assumed. 

II)  Pressure  effects  on  the  load  cell  -  can  be 
corrected  for  a  high  degree  of  accuracy  in 
steady-state  measurements  but  are  assumed  to 
not  be  correctable  for  transient  measurements. 
14)  Temperature  effects  on  the  load  cell  - 
resulting  from  this  type  of  transients  are 
assumed  to  be  negligible. 

21)  Thrust  stand  dynamic  response  -  is  esti¬ 
mated  to  result  in  an  error  of  up  to  1.7%  of 
the  scale  force  measurement.  This  is  based  on 
assuming  that  the  low-pass  filter  reduces  thrust 
stand  overshoot  (estimated  above  at  5.2%)  by 
half.  From  Figure  4.6-10  the  rapid  thrust 
transient  is  as  large  as  about  65%  of  max 
thrust.  Therefore,  (5.2  x  0,5  x  ,65)  = 
1.69%  of  max  thrust. 

The  error  values  from  Figure  4.6-10  must  be 
combined  in  accordance  with  the  methodology  of 
Section  3.  The  uncertainty  analysis  should  be  repeated 
at  each  test  condition  in  Table  4.6-4  considering  the 
relative  magnitudes  of  the  scale  force  and  pressure-area 
terms  as  shown  in  Figure  4.6-2.  At  the  sea  level/static 
condition  the  scale  force  represents  almost  all  of  the  net 
thrust,  and  errors  in  the  pressure-area  term  will  have 
little  impact.  At  0.9  Mach  No.  the  scale  force  and 
pressure-area  terms  are  approximately  equal  in  magni¬ 
tude,  and  at  1.8  Mach  No.  pressure-area  is  the  domi¬ 
nant  term. 


4.6.2  Torque 

4.6.2. 1  Introduction  and  definitions 
Torque  measurement  falls  into  two  major  classes,  the 
first  where  the  measurement  is  made  directly  on  the 
shaft  transmitting  the  torque  and  the  second  through 
secondary  measurements  that  include  insertion  of  a 
torque  meter  in  series  with  the  torque  shaft  and  indirect 
measurement  such  as  the  reaction  on  the  carcass  of  a 
load  dynamometer.  Torque  measurement  is  most 
commonally  associated  with  driving  output  shafts  in 
turbo  prop  and  turbo  shaft  engines,  but  there  are  also 
measurements  made  on  any  rotating  shaft  such  as  those 
driving  gearboxes,  tachometer  couplings,  etc. 

In  the  majority  of  cases,  the  engine  has  a  built 
in  torque  measuring  system  that  is  not  is  located  in  the 


drive  train.  An  external  torque  measuring  system  must 
be  installed  in  the  actual  output  shaft  so  that  actual 
torque  output  to  the  load  can  be  measured  and  the 
performance  of  the  engine  torque  system  verified. 

The  most  common  methods  of  measuring 
torque  are  described  in  Reference  4.6.5.  These  include 
the  torsion  bar  dynamometer,  strain  gauges  and  reaction 
load  cells  on  dynamometer  carcasses.  There  are  in 
addition,  hydromechanical  units  that  are  designed  into 
the  reduction  gearbox  which  produce  a  hydraulic 
pressure  proportional  to  the  torque  generated  (Reference 
4.6.6).  The  various  methods  of  measuring  torque  are 
illustrated  in  Figure  4.6-11.  Additional  information  on 
the  various  methods  of  measuring  torque  are  given  in 
References  4,6,7  through  4,6.10. 

4.6. 2.2  Basic  Theory 

The  measurement  of  total  load  on  the  test  section  during 
a  transient  couples  torque  with  shaft  speed.  Torque  is 
a  reaction  to  change  against  which  the  engine  works  and 
the  rotational  speed  of  the  shaft  determines  how  rapidly 
the  energy  is  extracted  (see  Section  4.8  Horsepower). 
So  the  variation  of  the  horse  power  extraction  during  a 
transient  recording  is  temporally  related  to  the  torque 
and  shaft  speed. 

The  strain  gauged  torque  shaft  is  illustrated  in 
Figure  4,6-1 1(a).  Twisting  of  the  shaft  produces  an 
unbalance  in  the  bridge  made  up  of  the  four  gauges. 
For  this  application,  excitation  power  must  be  supplied 
to  the  bridge  either  through  slip  rings,  transformer 
coupling  or  on  the  shaft  battery  power.  The  signal 
outputs  can  be  fed  out  again  through  the  slip  ring, 
transformer  coupling  or  telemetry. 

The  reaction  load  cell  arrangement  is  illustrated 
in  Figure  4.6-1 1(b).  The  carcass  of  the  dynamometer  is 
mounted  on  flexures  that  permit  limited  rotation  around 
the  axis  of  the  drive  shaft.  The  load  cell  reacts  to 
pressure  exerted  through  the  arm. 

The  torsion  bar  torquemeter  is  illustrated  in 
Figure  4.6-1 1(c).  The  two  discs  are  welded  to  the 
torsion  bar.  As  the  bar  twists,  the  teeth  on  the  discs 
move  relative  to  each  other.  This  displacement  is  sensed 
either  using  magnetic  pickups  or  optical  sensors.  From 
the  phase  shift  observed  between  the  teeth  as  the  shaft 
rotates,  angular  displacement  between  the  ends  of  the 
torsion  bar  is  measured  and  interpreted  through  calibra¬ 
tion  in  terms  of  torque. 

The  hydromechanical  torquemeter  is  illustrated 
in  Figure  4.6-1 1(d).  Rotation  of  the  nng  gear  is  resisted 
by  helical  splines,  which  impart  an  axial  movement  to 
the  ring  gear  and  to  the  torquemeter  piston.  Movement 
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of  the  piston  forces  the  valve  plunger  against  the  spring, 
opening  a  metering  orifice  and  allowing  an  increased 
flow  of  pressure  oil  into  the  torquemeter  chamber. 
Piston  movement  continues  until  oil  pressure  in  the 
torquemeter  chamber  is  proportional  to  the  torque  being 
absorbed  by  the  ring  gear.  Any  change  in  engine  power 
recycles  the  sequence  until  equilibrium  is  again  reached. 
As  the  external  pressure  and  the  pressure  within  the 
reduction  gearbox  may  vary,  the  difference  between  the 
torquemeter  hydraulic  pressure  and  the  gearbox  internal 
pressure  gives  a  more  precise  measure  of  the  output 
torque.  The  pressure  difference  is  measured  with  a 
differential  pressure  transducer  where  one  side  is  oil 
and  the  other  an  oil  mist/gas  combination. 

The  ability  to  relate  the  test  results  to  the 
actual  torque  response  in  the  test  vehicle  requires  that 
any  loading  device  have  an  inertia  closely  resembling 
that  of  the  actual  installation.  In  the  case  of  a  turbo 
prop,  the  dynamometer  must  be  as  closely  matched  to 
propeller  characteristics  as  is  practically  possible. 
Differences  will  have  to  be  taken  into  account  in 
analysing  Ihe  uncertainty  in  the  data. 

The  time  depen dancy  of  typical  torque  measur¬ 
ing  systems  is  illustrated  in  Figure  4.6-12.  The  contri¬ 
butions  to  bias  and  precision  errors  in  the  steady  state 
and  transient  modes  are  shown  in  Figure  4.6-13. 

4.6.2.3  Advantages  and  Disadvantages 
For  transient  test  conditions,  direct  measurement  from 
the  torque  shaft  is  preferred.  This  reduces  the  errors 
due  to  compliance  in  coupling  to  Ihe  secondary  sensing 
systems.  In  many  cases,  the  built-in  engine  torque  shaft 
cannot  be  modified  or  accessed  easily  so  indirect 
methods  must  be  employed.  Special  care  must  be  taken 
to  ensure  thai  the  uncertainty  in  the  data  is  kept  to  a 
minimum. 

The  response  of  strain  gauges  (and  sensors 
working  on  a  similat  principal)  mounted  directly  on  the 
shaft,  is  very  fast.  For  other  techniques  such  as  optical 
displacement  or  phase  changing  across  toothed  wheels 
as  used  by  the  torsion  bar  dynamometer,  the  electronic 
processing  will  cause  time  delays  which  will  require 
temporal  compensation.  The  response  of  the  electronics, 
depending  on  the  design,  may  require  a  number  of 
measurements  over  a  time  period  dependent  on  the 
rotational  speed  of  the  shaft.  It  is  important  that,  for 
transient  measurements,  the  dependency  of  the  tune 
constant  on  the  response  to  changes  be  independent  of 
as  many  external,  and  designed  in,  influences  as 
possible.  Reaction  load  cells  on  a  load  dynamometer 


carcass  are  simple  to  use  but  are  relatively  remote  from 
the.  measurand. 

The  hydromechanical  systems  have  an  inter¬ 
mediate  step  in  the  need  to  convert  to  pressure  and 
relate  that  pressure  to  the  torque.  Precautions  in  the 
application  of  pressure  transducers  are  detailed  in 
Section  4.2. 

The  influence  of  external  sources,  such  as  a 
load  dynamometer  on  the  torque  reading  can  be  prob¬ 
lematic.  Effects  range  from  friction  of  bearings,  wind¬ 
age  on  rotating  shafts  and  flywheels,  forces  in  the 
connection  of  service  lines  (hydraulic  line  flexing) 
through  to  the  dynamometer  load  control  system 
transfer  function  which  may  be  working  with  or  against 
the  test  schedule. 

4.6. 2. 4  Signal  Conditioning 

Signal  conditioning  configurations  are  illustrated  in 
Figure  4,6-14. 

For  the  strain  gauge  set-up,  the  choice  of  slip 
rings,  coupling  transformer  or  telemetry  will  determine 
what  signal  conditioning  may  be  required.  With  slip 
rings,  the  arrangement  is  the  same  as  for  any  strain 
gauge  bridge,  that  is,  excitation  is  supplied  to  the 
bridge,  the  outputs  are  fed  to  an  amplifier  and  then  out 
to  the  recording  systems  through  a  filter.  With  a 
coupling  transformer,  a  regulator  is  required  on  the 
rotating  shaft  for  Ihe  excitation  and  the  output  signal 
from  the  bridge  may  need  demodulation  before  amplifi¬ 
cation  and  Altering.  To  improve  signal  quality  when 
using  transformer  coupling,  frequency  modulation  is 
recommended.  Telemetry  modules  mounted  on  the  shaft 
usually  contain  their  own  regulators  and  the  off-shcft 
receivers  demodulate  and  amplify  so  ihe  output  signal 
may  only  require  filtering  before  passing  on  to  the  data 
recording  systems.  The  choice  of  system  used  will 
depend  on  the  quality  of  the  data  required  for  the 
particular  test  in  progress.  Slip  rings  are  relatively 
inexpensive  but  do  introduce  additional  noise  to  the  low 
level  signals  that  may  degrade  the  signal  to  an  unaccept¬ 
able  uncertainty  level.  FM  telemetry  does  have  superior 
signal  quality  but  is  expensive. 

The  reaction  load  cell  is  the  simplest  set-up. 
Since  it  is  mounted  off-shaft,  the  excitation  is  directly 
coupled  to  the  unit  and  the  output  signal  is  simply 
amplified  and  filtered. 

1  be  torsion  bar  system  usually  comes  with  an 
electronics  package  that  does  all  the  processing.  The 
only  addition  that  may  he  required  is  a  filter. 

The  hydromechanical  system  has  to  'ake  into 
consideration  the  response  of  the  differential  pressure 
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sensing  system  which  will  have  in  general  only  oil  on 
one  side  of  the  diaphragm  and  oil  mist/air  on  the  other. 

4.6.2.S  Calibration  Procedures 
Calibration  in  the  running  rotational  mode  presents  the 
first  difficulty.  Static  calibration  is  fairly  straight 
forward  if  appropriate  precautions  are  taken.  Calib.a- 
tion  of  the  rotating  shaft  presents  difficulties  as  there 
are  no  rotating  standards  for  torque.  Power  transfer 
through  a  rotating  high  speed  shaft  may  not  be  repre¬ 
sented  by  the  shaft  twist  as  determined  under  static 
conditions.  Corrections  can  be  applied  using  secondary 
measurements  from  a  reaction  load  cell  on  the  dyna¬ 
mometer  to  infer  the  correct  calibration  of  the  shaft. 
Transient  measurements  require  additional  precautions 
in  relating  the  transfer  function  between  the  measurand 
and  the  readout  devices. 

A  method  for  calibrating  rotational  torque  is  by 
use  of  a  four  square  dynamometer  as  illustrated  in 
Figure  4.6-15.  These  systems  operate  either  in  a  fixed 
preload  mode  or  with  a  hydraulic,  usually  variable, 
applied  load.  The  assumption  is  made  that  the  load 
applied  does  not  vary  over  the  operating  speeds.  It  is 
however  possible  to  obtain  a  "feel"  for  the  torque 
system  response  during  simple  accelerations  and 
decelerations. 

The  simplest  torque  system  to  use  and  calibrate 
is  the  reaction  load  cell.  In  this  case  known  weights  are 
applied  to  a  known  position  on  a  calibration  load  arm. 
The  calibration  is  performed  with  the  dynamometer 
services  applied,  e.g.,  for  a  water  brake,  the  water 
must  be  tunning  into  the  dynamometer  so  that  the 
stiffness  induced  in  the  supply  pipes  is  included  in  the 
calibration. 

Strain  gauged  shafts  can  be  calibrated  in  static 
conditions  by  simply  applying  a  twist  to  the  shaft. 
Precautions  are  necessary  to  eliminate  stiction  and  off- 
centre  loads.  Techniques  such  as  counter-rotating  driven 
support  bearings  on  each  end  of  the  shaft  plus  a  yoke 
attachment  for  balancing  the  applied  forces  are  necess¬ 
ary  for  best  accuracy. 

For  torsion  bar  systems  (phase  shift),  the 
procedure  is  complicated  by  the  fact  that  the  shaft  must 
rotate  relative  to  the  tensors.  A  static  calibration  similar 
to  that  for  tU-  strain  gauged  shafts  can  be  per  formed  by 
rotating  the  sensors  relative  to  the  shaft  and  applying 
twist  to  the  shaft  taking  precautions  at  described  shove. 
The  feelure,  rotation  of  the  sensors  relative  to  the  shaft, 
is  available  on  some  commercially  available  torque 
metert. 


4.6.2  6  Design  Examples 

Before  addressing  a  specific  design  example,  it  should 
be  noted  that  special  precautions  need  to  be  taken  for 
installation  effects  when  using  instrumented  shafts. 
These  installation  effects  include  thermal  gradients 
across  and  along  the  shaft  modifying  the  shaft  stiffness, 
induced  vibretions/orbitingof  the  shaft,  and  compliance 
between  the  shaft  and  the  sensors.  Heating  in  the  shaft 
occurs  as  the  torque  is  cycled  so  monitoring  of  the  shaft 
temperature  may  be  necessary  to  provide  correction  of 
the  data  obtained  if  on  shaft  measurements  are  being 
used. 

A  specific  example  of  a  tmnsient  test  which 
requires  torque  measurement  is  simulation  of  ‘wave 
ofT  of  a  helicopter  in  autorotation  as  illustrated  in 
Figure  4.6-16.  The  rotor  blades  generally  take  a 
minimum  of  1  sec  for  a  full  travel  from  0  to  100% 
pitch.  Engine  rating  in  normal  (light  is  typically 
between  60%  at  zero  forward  speed  and  80%  at  maxi¬ 
mum  speed.  A  realistic  test  condition  is  obtained  with 
a  collective  pitch  increase  to  ?0%  within  0.75  sec.,  the 
critical  operating  condition  being  for  a  helicopter  at  low 
altitude.  The  collective  pitch  (CLP)  is  used  by  the 
engine  to  anticipate  changes  in  load  due  to  pitch  modifi¬ 
cation  to  the  rotor  thereby  improving  engine  response 
time.  The  output  power  shaft  coupling  to  the  helicopter 
rotor  gearbox  runs  in  a  constant  speed  mode  at  6000 
rpm. 

Ideally,  the  use  of  an  actual  helicopter  drive 
train  and  rotors  would  be  the  closest  to  a  real  simula¬ 
tion.  Unfortunately,  this  is  not  practical  for  engine 
manufacturers  and  so  simulation  of  the  loading  charac¬ 
teristics  are  generally  achieved  through  the  use  of  load 
dynamometers  (Figure  4.6-17). 

The  evaluation  of  the  performance  of  the 
engine  under  test  requires  that  the  torque  loading  along 
with  shaft  responses  he  recorded  relative  to  the  move¬ 
ment  of  the  collective  pitch  control.  Figure  4.6-18 
shows  a  typical  response  to  a  1  second  change  to  80% 
of  the  CLP  for  the  engine  torque,  power  turbine  speed 
(Np),  and  gu  generator  speed  <Nh).  when  operating  in 
an  actual  helicopter.  The  events,  caused  by  the  move¬ 
ment  of  the  CLP  lever,  restabilize  in  a  new  steady-cute 
condition  within  a  5  second  period. 

The  engine  torque  overshoots  the  final  steady- 
state  level  by  nearly  20%.  A  resolution  of  the  measure¬ 
ment  of  this  parameter  of  0.3)%  at  100%  is  acceptable 
(10  times  better  than  the  uncertainty  band).  The  torque 
is  applied  at  a  rata  of  100%  in  a  time  of  1.5  sec.  To 
resolve  the  0.33%  at  the  turn-around  point  needs 
samples  every  0.005  sac,  i.e.  a  sample  rate  of  200  per 


second.  A  common  sampling  rate  of  200  per  sscond 
will  satisfy  the  overall  resolution  requirements. 

In  order  to  meet  the  rapid  response  require¬ 
ments,  an  in-line  strain  gauge  torquemeter  is  used  as 
illustrated  in  Figure  4.6-17.  The  strain  gauge  excitation 
and  signal  leads  are  routed  through  slip  rings  from  the 
rotating  shaft  to  the  data  recording  system.  A  low  pass 
filter  is  necessary  to  remove  the  unwanted  noise 
inherent  in  the  slip  rings  plus  the  vibration  induced 
noise  generated  by  the  dynamometer  loading  system.  A 
low  pass  filter  with  a  cut-off  frequency  of  SO  Hz  will 
suit  this  application.  The  filter  will  accommodate  the 
200  per  second  sample  rate  of  thn  data  acquisition 
system  and  reject  the  unwanted  high  frequency  noise 
but  will  introduce  a  lag  in  the  output  signal  of  12.5 
msec,  i.e.  2.S  sample  periods.  At  100%  torque,  2.S 
sample  periods  gives  a  bias  lag  of  -0.8±0.l7  %.  The 
0.8%  is  bias  tint  can  be  added  directly  to  the  output, 
while  the  ±0.1'.  %  due  to  sampling  error  is  part  of  the 
overall  uncertairty.  In  this  example  the  total  contribu¬ 
tions  of  sample  period  uncertainty  have  been  lumped 
together  as  a  1.0%  uncertainty  due  to  lag. 

As  a  convenient  method  of  on-line  calibration 
confirmation  of  the  stability  of  the  torquemeter,  the 
torque  applied  to  the  dynamometer  is  verified  through 
the  use  of  t  reaction  load  cell  on  the  carcass.  The  test 
setup  is  illustrated  in  Figure  4.6-17.  Calibration  of  the 
reaction  load  cell  is  performed  using  calibration  weights 
loaded  onto  an  extension  arm.  This  is  a  static  calibra¬ 
tion  which  does  not  take  into  consideration  friction  and 
windage  loading  that  will  be  present  under  running 
conditions.  For  the  test  being  described  these  contribu¬ 
tions  to  uncertainty  are  not  considered  significant  as  the 
reaction  load  cell  is  used  as  a  pro  and  post  test  compari¬ 
son  at  steady-state  conditions  to  establish  that  the  in-line 
torquemeter  has  not  changed  characteristics  due  to 
environmental  or  physical  effects.  The  low  pass  filter  in 
the  system  is  necessary  to  reduce  high  level  noise  due 
to  dynamometer  vibrations. 

The  uncertainty  for  the  system  described  in  this 
example  is  summarized  as  follows: 

Bias  (B)  »  ±0.26%  and  Precision  (S)  - 
±  1. 12%.  from  Figure  4.6-14. 


4.6,3  References 


Then,  total  uncertainty  URSS  «=  ±  [(B2)  + 
(2S)2]'/l  =  ±  1 .6%  ,  for  the  measurement  system  up  to 
the  data  recording  system. 

The  last  step  is  to  determine  the  transient 
characteristics  of  the  loading  system.  This  may  be  done 
using  an  engine  which  is  accelerated  at  different  rates 
of  change  over  the  torque  range  of  interest  to  produce 
a  series  of  curves  similar  to  those  of  Figure  4.6-18. 
The  dynamometer  control  ts  then  fine  tuned.  During  the 
test  being  described  the  dynamometer  operates  in  a 
constant  speed  mode  with  the  torque  loading  applied 
according  to  a  preprogrammed  schedule. 

4.6.2.7  Advanced  Sensors 

There  are  many  variations  on  the  measurement  of  the 
torque  in  shafts  in  development.  Techniques  range  from 
improvements  to  those  already  described  above  to 
measurement  of  changes  in  electrical  properties  induced 
in  the  shaft  material  by  stress  as  twisting  occurs.  The 
choice  depends  on  the  application  and  accessibility  to 
the  measurand.  References  4.6.8  to  4.6.10  give  more 
detailed  information  on  sensors. 

A  non-contacting,  non-intrusive  torque  meter 
and  load  condition  monitor,  utilizing  the  photoelastic 
principle  to  measure  torque,  bending  and  tension  loads 
under  rotating  conditions,  is  presently  in  the  develop¬ 
ment  stage.  This  concept  s  electro-optically  based,  and 
employs  the  principle  of  classifying  the  interference 
patterns  produced  in  an  epoxy  film  applied  to  the  loaded 
shaft.  It  has  already  been  proven  that  a  unique  optical 
signature  exists  for  each  load  condition.  A  major 
advantage  is  elimination  of  any  mechanical  slip  ring  or 
FM  transmission  system  which  can  be  noisy  and 
complex.  Since  the  system  does  not  depend  upon  optical 
intensttities,  a  relatively  clean  environment  is  not 
required.  Demonstrated  static  accuracies  for  single  and 
multiple  load  conditions  are  in  the  order  of  ±0.2%, 
while  expected  operational  system  accuracy  should  be 
better  than  ±2%.  The  system  takes  advantage  of  recent 
advances  in  optical  detection  and  signal  processing 
techniques,  and  is  based  upon  ideas  originally  published 
by  Dr.  F.  Zand  man  in  1959  and  1962. 
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Table  4.6-1  Advantages  and  Disadvantages  of  Thrust  Measurement  Methods 


Method 

Instrumentation 

Required 

Analysis 

Required 

Confidence 

Level 

Appropriate 

Method 

Application 

(Typical) 

Scale  force 
(Thrust  stand) 

o  Thrust  stand  with  load 
cell 

o  Inlet  pressure  and 
temperature 
o  Ambient  pressure 
o  Air  flow/velocity  for 

FG 

o  Correction  for  inlet 
pressure  variations 
o  Calculation  of  inlet 
momentum  for  FG 

Good  for  thrust 
transients  well 
below  the 

resonant 

frequency  of  the 
thrust  stand 

Frequency 
response 
limited  by 
thrust  stand 
characteristic 

Calculation  by 
momentum 

balance 

o  Exhaust  nozzle 
pressure  and 
temperature 
o  Ambient  pressure 
o  Exhaust  gas 
composition 
o  Nozzle  geometry 
o  Fluid  flow  rates 

o  Exhaust  nozzle  flow 
field  model 
o  Exhaust  nozzle 
geometry  model 
o  Calculation  of  inlet 
momentum  for  FN 

Undetermined 
(best  with  fixed 
conic  nozzle) 

Limited 

Calculation  by 

performance 

model 

o  Inlet  pressure  and 
temperature 
o  Ambient  pressure 
o  Fuel  flows 
o  Rotor  speeds 

o  Transient  engine  cycle 
model 

Varies  with 
amount  of 
model  validation 

Throttle 

transients 

including 

augmentor 

Correlation 

with 

measured 

engine 

parameters 

o  Inlet  temperature 
o  Rotor  speed 
o  Engine  pressure  ratio 
o  Fuel  flows  l 

o  Steady-state  data  base 

i 

Varies  with  type 
of  correlation 

i 

. 

Throttle 

transients 

including 

augmentor 
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Table  4.6-2  Thrust  Stand  Error  Sources 


1 

Error  from  standard  lab  calibration  of  load  cells,  including  traceability  to  national  standards. 

2 

Error  from  dynamic  calibration  of  load  cells. 

3 

Error  from  standard  lab  calibration  of  clock. 

4 

Error  due  to  misalignment  between  the  engine  force  vector  and  the  force  vector  measured 
by  the  data  load  cell  train. 

1  5 

Error  due  to  shift  in  load  cell  calibration  caused  by  attachment  of  adapters  and  flexures. 

3  6 

Error  due  to  pressurization  of  the  labyrinth  seal. 

7 

Error  caused  by  the  measurement  of  the  forces  on  an  axis  different  from  the  engine  centreline. 

8 

Error  due  to  system  hysteresis. 

;  9 

Error  due  to  system  non-repeatability,  as  determined  by  repeated  calibration  both  pre  and  post 
test. 

10 

Error  due  to  system  non-linearity 

11 

Error  due  to  the  effect  of  changes  in  cell  pressure  on  the  load  cell. 

12 

Error  due  to  the  effect  of  changes  in  cell  pressure  on  the  test  cell  wall  which  is  the  thrust 
system  ground. 

13 

Error  due  to  the  effect  of  changes  in  line  pressure  on  the  tare  forces  exerted  on  the  thrust 
measurement  system  by  service  lines,  etc.,  routed  to  the  engine. 

14 

Error  due  to  the  effect  of  a  change  in  temperature  on  the  load  cell. 

r  15 

Error  due  to  the  effect  of  changes  in  temperature  on  the  tare  forces  exerted  on  the  thrust 
measurement  system  by  lines  routed  to  the  engine. 

16 

Error  due  to  thermal  growth  of  the  thrust  stand. 

17 

Error  in  force  measurement  as  a  result  of  inlet  air  ram  effects  on  sea  level  test  stands.  (This  1 

error  is  also  present  for  altitude  test  cells  but  will  be  taken  into  account  in  the  elemental  error  I 
propagation  activities.)  Jj 

18 

Etror  in  the  force  measurement  as  a  result  of  secondary  arrfiow  external  dtag  effects  on  engine 
surface  and  service  lines. 

19 

Error  due  to  the  effect  of  vibration  on  tire  load  cell. 

20 

Error  due  to  the  effect  of  vibration  on  the  thrust  stand. 

j  21 

Error  due  to  dynamic  response  of  thrust  stand  to  transient  force  input. 

Table  4.6*3  Error  Sources  in  Momentum  Balance  Method  for  Transient  Thrust  Calculation 


Rake  Drag 

Theoretical/Experimental  corrections 

Total  pressure/temperature 

Flow  Profiles 

Static  pressure 

Flow  angularity 

Flow  Measurements 

Working  fluids 

Swirl/Viscous  Effects 

,  Gas  Properties 

High/Low  FARs 

Engine  Geometry  Definition 

Thermal  Transients 

Nozzle  Leakage 

Deflections 
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Table  4.6-4  Test  Matrices  for  Design  Example  of  section  4.6.1.6 


Inlet  Conditions 

Transient  Tests 

Thrust  Variation/ 

Delta  Time 

o  Sea-level  static 

o  Switch  from  primary  to 
secondary  mode 

o  9.15  km/ 0.9  Ma 

-  Mil  power 

-  Mil  -  80%  mil/<  1  second 

-  Max  augmentation 

-  Max  -  80%  mii/<  1  second 

o  15.2  km  /  0.45  Ma 

-Idle 

-  Supersonic  idle  -  subsonic  idle/ 

<  2  seconds 

o  12.2  km/  1.8  Ma 

o  Switch  from  primary  to 
secondary  mode 

-  Accel,  idle-mil 

-  Idle  -  mii/2-12  seconds 

-  Accel,  mil-max 

-  Mil  -  max/1-6  seconds 

-  Decel,  mil-idle 

-  Reburst,  mil-idle-mil 

-  Mil  -  idle/1-5  seconds 

Table  4.6-5  Data  Requirements  for  Design  Example  of  Section  4.6.1.6 


was  n  '■  11 

Transient  Thrust 
Measurement 

Frequency 

Response 

Data  Recording 
or  Display 

o  Thrust  vs.  time  during  engine 

o  Approximately  2  Hz  for  thrust 

o  Digital  recording  along  with 

transients  and  control  mode 

variations  up  to  +  25  %  of  max 

other  engine  and  facility 

switches 

augmentation 

parameters 

o  Repeatability  and  thrust 
variation  (deltas)  more 

1  important  than  accuracy  of 
absolute  value 

o  Approximately  1/2  Hz  for  full 
thrust  variations,  i.e.,  idle-max 
(static) 

0  Strip  chart  display  on-line 

Table  4.6-6 1  ransient  Thrust  Measurements  for  Design  Example  of  Section  4.6. 1 .6  t 


9  Measured 

1  Systnm/Approach 

Instrumentation 

Signal  Conditioning 

1  o  Facility  thrust  stand 

o  Load  cell 

o  Low-pass  filter  at  5  Hz  | 

J  measurement 

(load  cell  signal) 

9  o  Record  inlet  pressure  for  post 

o  T ransient  mitt  pressure 

1  test  analysis  (data  correction) 

_ j 

free-state 


conditions 

po  • - PS  ceil  - • 

VO  conditions 


trlcHonless/zero  leakage  seal 


Figure  4.6-1  Engine  Control  Volume  for  Thust  Definition 


Figure  4.6-2  Relitive  Magnitudes  of  Grots  sod  Net  Thust  tod  Run  Drag 
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FG  =  FN  =  Fs  assuming  vO  =  0  and  uniform  static  pressure 

around  the  engine/beilmouth 


ALTITUDE  TEST  CELL 

FG  =  Fs  +  Wlvl  +  A1(Ps1  -  Ps  celi) 
assuming  negiigabie  friction  In  a  cylindrical  duct  between 
the  slip  joint  and  engine  inlet  (Station  1) 

Figure  4.6-3  Typical  Thrust  Stand  Configurations 
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Figure  4.6-6  Sc  be  nunc  and  Equation*  for  Momentum  Balance 
(Reference  4.6.2) 
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Figure  4.6-7  Schematic  of  Performance  Model 
(Reference  4.6.2) 
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Figure  4  6-4  Thruu  Sand  Error  Source  Diagram 
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Figure  4.6-9  Typical  Control  Mode  Switch  T ramienu 
PLA  CcxMtani 
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Error  values  are  percent  of  max  thrust 
*  Values  represent  error  after  correction 


StANOARCS 

CAUBRAHON 

HIERARCHY 


Figure  4.6-10  Scale  Force  Error  Source  Diagram  for 
Example  Care  at  Sea  Level  Suite  Test  Cottdttiooi 


Figure  4.6-1 1  Torque  Measuring  Systems 
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Figure  4.6-13  Transient  Torque  Error  Source  Diagram 


Slip  Rings,  I  I 

Coupling  Transformer  Filter,  Amplifier 

or  1  I 

Telemetry.  I  | 


Figure  4.6-14  Torque  Meisurement  Systems 
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Data  Recording 


Phase  Shift 
Detector  an d 
Demodulator 


Arrplif  ier 


To 

Data  Recording 
Systems 


Splined  Wheel 

And  I 

Pressure  Regulator  | 


Pressure 
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Figure  4.6-14(cont'd)  Torque  Measurement  Systems 


Figure  4.6-15  Four-square  Dynamometer 
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1 

1 

1  1  1 

2  3 

1  1 

Seconds 

Figure  4.6-18  Truuieni  Calibration  of  Torquemeter 
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4.7  CONTROL  SYSTEM  PARAMETERS' 


#> 


4.7.1  Introduction 

The  control  system  monitors  engine  operation  and 
modulates  the  controlled  engine  variables  to  satisfy 
demand  thrust  and  to  maintain  critical  parameters  within 
scheduled  limits.  Most  engine  transients  are  either  a 
direct  result  of  control  actions  or  are  strongly  affected 
by  the  response  of  the  control  to  changing  external  or 
engine  operating  conditions.  Any  control  system 
consists  of  a  number  of  sensors  which  measure  specific 
parameters  as  inputs  to  the  control,  a  computing  section 
which  embodies  the  control  logic  and  a  number  of 
actuators  which  control  key  engine  variables. 
Collectively,  the  inputs,  intermediate  variables  and  the 
outputs  represent  a  suite  of  control  parameters.  Control 
system  parameters  can  be  very  important  to  under¬ 
standing  transient  engine  behavior. 

Occasionally,  the  performance  of  the  control 
system  itself  is  of  primary  interest  during  the  transient 
tests.  It  is  noted,  however,  that  most  gas  turbine  control 
systems  are  strongly  partitioned  with  respect  to 
function.  For  example,  the  acceleration  schedule  is  only 
invoked  during  large  scale  accelerations.  Similarly, 
temperature  limits  may  be  invoked  only  during  very 
rapid,  high  power  transients  under  specific  flight 
conditions.  Thus,  planning  a  ground  based  test  to  obtain 
maximum  information  about  the  control  system  requires 
considerable  knowledge  of  the  control  strategy  used  on 
the  engine  under  test. 

Control  system  parameters  are  acquired  using 
many  of  the  measurement  techniques  discussed  in  other 
sections  of  this  report,  i.e.  pressure,  temperature,  flow, 
and  geometry.  As  such,  the  specifics  of  the  various 
types  of  measurements  will  not  be  repeated  here.  This 
section  is  intended  to  identify  some  of  the  more  com¬ 
mon  control  parameters  and  to  assist  the  user  in  deter¬ 
mining  when  control  parameters  are  appropriate  for 
transient  engine  measurement. 

4.7. 1.1  Engine  Control  Systems 

Modern  gas  turbine  engines  utilize  both 
hydromechanical  and  electrical  control  components. 
Some  control  systems  are  made  up  entirely  of 
hydromechanical  components,  while  others  include 


analogue  or  digital  electrical  units  with  functions 
ranging  from  supervisory  power  management  to  full 
authority.  Control  system  inputs  include  sensed  engine 
operating  parameters,  pilot/aircraft  control  inputs, 
ambient  and  flight  conditions,  and  operational  status  of 
engine  and  aircraft  systems.  Table  4.7-1  lists  some  of 
the  inputs  which  are  typically  received  by  the  engine 
control.  It  is  evident  that  many  parameters  which  may 
be  of  interest  during  transient  engine  testing  are  control 
inputs. 

The  control  processes  the  received  inputs  and 
generates  output  signals  which  are  demand  values  for 
the  controlled  variables.  The  algorithms  relating  outputs 
and  inputs  are  programmed  into  t!  control  hardware  or 
software.  The  functionality  of  controlled  parameters 
often  involve  intermediate  parameters  which  are  gener¬ 
ated  within  the  control  by  modifying  or  combining 
inputs  in  a  prescribed  manner.  These  intermediate 
values  can  represent  corrected  or  normalized  parame¬ 
ters,  ratios,  differences,  or  averages  of  input  parame¬ 
ters,  or  approximations  of  values  which  are  not  sensed 
directly.  Parameters  generated  within  the  control  are 
often  of  interest  to  the  tester  since  they  represent  values 
which  are  significant  to  operation  of  the  engine.  Typical 
parameters  generated  within  the  control  are  included  in 
Table  4.7-1. 

Examples  of  controlled  variables  are  also  given 
inTable4.7-l .  The  controlled  parameters  are  scheduled 
or  modulated  within  scheduled  limits  to  drive  other 
sensed  or  derived  parameters  to  desired  values.  Control 
outputs  are  important  to  the  tester  when  evaluating 
system  responses  or  cause  and  effect  relationships 
during  transient  engine  operation. 

4.7. 1.2  Control  Dolt 

If  the  data  are  available,  the  use  of  the  control  system 
as  a  source  of  information  is  frequently  quite  valuable. 
Specifically,  the  large-scale  transient  schedules  of  fuel 
and/or  area  provide  very  considerable  insight  into  the 
performance  of  the  engine.  Moreover,  the  availability 
of  the  input  measurements  from  reliable  sensors  with 
very  good  frequency  response  provide  data  about  the 
engine  itself.  It  can  permit  comparison  with  other 


•  • 


1  Tables  and  Figures  for  Section  4.7  begin  on  page  4-235 


•  • 
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derived  parameters  or  can  be  used  as  a  direct  means  of 
assessing  the  engine  performance  in  transient  operation. 
Perhaps  of  greatest  importance,  the  obtaining  of  input 
and  output  parameters  of  the  control  system  permits 
open  loop  analysis  of  either  the  engine  or  the  control  or 
both. 

4.7.2  Basic  Control  Design  Concepts 
Essentially,  gas  turbine  control  systems  can  be 
categorized  according  to  the  medium  of  computation. 

4.7.2.1  H-  Jromechanical  Control  Systems 

'  'aoitional  hydromechanical  control  systems 
utilize  mechanical  analogues  of  the  governing  control 
algorithms  or  equations.  The  basic  design  is  such  that 
algebraic  relationships  are  represented  by  force  balances 
in  some  convenient  combinations  of  levers,  bellows, 
etc.  The  computing  medium  is  a  force.  Transduction  of 
such  important  mts  as  speed  is  achieved  through 
simple  flyweights  whereas  pressures  require  no 
transduction  other  than  to  be  applied  to  a  known  area  to 
generate  a  force.  Computation  of  nonlinear  parameters 
is  usually  achieved  by  a  combination  of  shaped  cams 
and/or  valves.  Regardless  of  the  specifics  of  the  control 
law,  each  parameter  is  represented  by  a  force  which  is 
imposed  on  a  mechanism,  and  steady  state  is  achieved 
when  a  balance  is  reached  in  these  forces.  A  control 
system  block  diagram  with  representative 
hydromechanical  components  is  shown  in  Figure  4.7-1 . 

In  terms  of  measurement,  it  is  clear  that  use  of 
hydromechanical  control  systems  will  require  the 
application  of  external  sensors/iransducers  to  obtain 
relevant  information.  There  are  two  major  limitations  to 
the  successful  use  of  this  type  of  control  as  a  test 
element. 

1)  Only  certain  parameters  will  be  available  to 
which  external  instrumentation  can  be  applied. 

2)  The  dynamics  of  the  control  system  must  not 
be  altered. 

The  first  limitation  is  frequently  less  severe  than 
appeats  at  Tint  glance.  Many  external  ports  are 
available  from  which  to  obtain  internal  control 
pressures.  These  can  be  used  in  post-test  analysis  to 
infer  much  of  the  operation  of  the  control. 

The  second  limitation  is  a  serious  issue.  For  the 
most  part,  hydromechanical  controls  are  stabilized  by 
various  volumes  within  the  system.  Introduction  of 
sensors  must  be  very  close-coupled  and  must  be  capable 
of  very  rapid  response.  Long  pressure  tubes,  for 
example,  are  out  of  the  question. 


The  addition  of  electronic  components  to  a 
hydromechanical  control  system  creates  a  hybrid  system 
with  enhanced  functionality.  The  control  system  in 
Figure  4.7-1  shows  the  integration  of  hydromechanical 
components  with  an  analogue  electrical  unit.  Such 
systems  usually  divide  functions  between  electronic  and 
mechanical  components  with  necessarily  more  complex 
interfaces.  In  this  situation,  part  of  the  computing 
medium  is  voltage  and  part  is  force. 

Measurements  obtained  from  hybrid  control  systems 
must  recognize  the  additional  need  for  external 
measurements.  Once  again  the  primary  concern  is  the 
application  of  sensors  in  a  manner  which  does  not  affect 
the  operation  of  the  control  system. 

In  the  case  of  the  electronic  components,  they 
frequently  have  external  test  points  which  enable  the 
measurement  of  many  key  internal  voltages.  Use  of 
these  test  points  implies  that  the  system  designers  have 
disclosed  (or  are  willing  to  disclose)  the  specifics  of  the 
unit  design.  If  so,  impedances  can  be  matched  properly 
and  the  data  can  be  scaled  in  a  meaningful  manner. 

4.7.2.2  Digital  Electronic  Control  Systems 

The  use  of  digital  electronics  in  engine  fuel  control 
design  has  created  a  completely  new  type  of  control 
system  where  the  computing  medium  is  the  binary 
number  system.  This  feature,  together  with  the 
introduction  of  a  central  processor,  has  permitted  the 
abandonment  of  the  traditional  physical  analogue 
representation  of  control  laws.  In  other  words,  any 
linear  or  nonlinear  function  can  be  represented  in 
abstract  mathematical  form  creating  great  potential  for 
flexibility  since  non-linear  schedules  and  logic  can  be 
represented  in  software. 

The  introduction  of  the  digital  processor  has 
brought  with  it  an  entirely  new  concept  in  control.  The 
serial  nature  of  the  processor  implies  that  it  will  have  to 
operate  on  a  time  sequence  of  discrete  "snapshots" 
parameters  which  are,  of  course,  analogue  in  nature. 
This  discretization  has  introduced  new  control  problems 
associated  with  the  very  concept  of  time  sharing  of  a 
single  processor.  Signal  aliasing,  round-off  errors  in 
computation,  and  the  presence  of  resonant  frequencies 
associated  solely  with  the  discrete  time  representation  of 
continuous  data  have  all  represented  design  challenges 
to  be  resolved. 

Currently,  full  authority  digital  electronic  control 
(FADEC)  systems  include  recognizable  components  of 
typical  control  architectures  (Figure  4.7-2).  Major 
components  include  A/D  conveners,  D/A  conveners, 
serial  I/O,  memory  chips  and  centra!  processors,  some 


of  which  have  sophisticated  partitioning  of  functions  to 
improve  speed  of  execution. 

The  most  important  feature  of  the  FADEC 
architecture  is  the  concept  of  a  data  bus.  This 
component  permits  the  sharing  of  data  among 
components  of  the  control  systems  and  with  external 
systems.  It  is  the  concept  of  the  data  bus  which  makes 
the  FADEC  an  attractive  means  of  obtaining  much  test 
information  from  an  engine  so  equipped. 

There  are  essentially  two  major  bus  standards  in  the 
industry  at  the  time  of  writing.  The  military  standard  is 
MIL-STD-1553,  whereas  the  civil  standard  is  ARINC 
429. 

Obtaining  any  information  from  a  FADEC  requires 
the  test  designer  to  be  familiar  with  these  standards  and 
to  understand  their  utilization  in  the  specific  control 
system  in  question.  Both  standards  represent  data 
highways  to  other  components  of  a  complete  avionics 
suite. 

4.7.3  FADEC  Systems 
4. 7.3.1  mL-STO-1553 

The  MIL-STD-1553  bus  is  a  bi-directional,  time  sliced 
multiplexing  bus.  Its  rate  of  data  transfer  is  1  MHz. 

Access  to  the  bus  is  through  a  bus  controller 
from/to  a  remote  terminal  point.  Thus,  from  a 
configuration  viewpoint,  the  FADEC  represents  a 
remote  terminal  point  which  can  place  data  on  the  bus 
or  obtain  data  from  other  systems  within  the  avionics 
suite.  It  must,  however,  operate  with  the  bus  in 
accordance  with  the  dictates  of  the  bus  controller. 

All  traffic  on  the  bus  is  controlled  by  the  bus 
controller.  This  is  ichieved  through  a  command  word 
which  is  a  binary  bit  stream  containing  the  remote 
terminal  (e.g.  the  FADEC)  address,  a  mode  word  or 
word  count  and  sub-address.  If  the  command  contains 
a  "mode"  word,  this  signals  the  remote  unit  to  execute 
any  number  of  standard  functions  such  as  reset,  self-test 
and  transmit  status.  These  commands  provide  the  bus 
contioller  with  vital  information  on  the  status  of  the 
device  at  the  remote  location  (i.e.  the  FADEC). 

If  the  command  contains  a  'transmit  data' 
instruction,  the  device  at  the  remote  terminal  receives 
this  information  and.  if  so  programmed,  will  execute  a 
software  function  which  places  specific  data  on  the  bus. 
The  'status’  word  contains  a  remote  terminal  address 
and  status  bit  and  always  precedes  data  sent  by  the 
device  at  the  remote  location. 

A  data  word  is  16  bits  with  content  and  format 
open  to  the  designers,  as  is  the  total  content  of  a 
message. 


In  addition  to  the  features  described  above  the  bus 
will  permit  the  broadcast  of  messages  to  all  devices  and 
provides  for  a  bus  monitor  which  can  listen  to  all  data 
traffic  on  the  bus. 

4.7.3.2  ARINC  429 

The  Aeronautical  Radio  Inc.  Specification  429  Digital 
Information  Transfer  System  Mark  33,  429  is 
commonly  referred  to  as  ARINC  429.  It  is  the  basis  for 
digital  buses  in  modem  civil  aircraft  just  as  MIL-STD- 
1553  is  the  basis  for  digital  buses  in  modern  military 
aircraft. 

Requirements  for  low  weight  and  maximum 
flexibility  drove  1553  to  operate  at  1  MHz  on  a  bi¬ 
directional  bus  while  certification  requirements  drove 
429  to  operate  at  12  -  14.5  kHz,  or  100  kHz  on  a 
unidirectional  bus.  The  unidirectional  bus  is  one  on 
which  there  is  only  one  transmitter,  but  multiple 
receivers  (up  to  20).  If  a  message  from  one  of  the 
receivers  is  required  by  the  transmitter,  a  separate  bus 
must  be  set  up  with  the  roles  of  transmitter  and  receiver 
reversed.  While  this  may  seem  cumbersome,  it  can  be 
cheaper  in  certain  circumstances  and  is  readily  certified. 
Of  greatest  significance  is  the  fact  that  there  is  no  bus 
controller,  remote  terminal  or  bus  monitor  concepts  as 
there  is  with  the  1553  standard. 

Communication  on  429  buses  uses  a  32  bit  word 
format.  A  low  speed  bus  is  used  for  general  purpose, 
low  criticality  applications,  whereas  a  high  speed  bus  is 
used  for  large  quantities  of  data  or  where  time  is 
critical  to  flight  safely. 

Messages  on  the  429  bus  adhere  to  specifications  of 
the  standard.  Within  the  32  bits,  there  are  5 
recognizable  formats  possible:  2  for  numerical  data.  2 
for  alphanumerical  data  and  1  for  discrete  data.  All 
worda  begin  with  a  label  (9  bits)  Other  bits  are  used 
for  status  and  identification.  Data  can  be  encoded  in 
either  binary  or  BCD  formal.  Complete  messages 
contain  initial,  intermediate  and  final  words.  In  general, 
initial  and  final  words  contain  commands,  status, 
handshaking  etc.,  while  the  intermediate  words  contain 
the  application  specific  data.  Message  content  and 
formal  is  device  specific  in  the  ARINC  429  standard. 

4.7. 3.3  FADEC  Ttstmt 

It  is  obvious  from  the  foregoing  description  that  the 
design  and  implementation  of  a  FADEC  must  adhere  to 
one  or  other  of  the  communication  standards.  To  do  so 
requires  the  following  minimum  features: 
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•  The  FADEC  must  have  been  designed  with  the 
intention  of  providing  some  communication 
with  other  devices. 

•  A  controller  function  within  the  FADEC  must 
exist  for  communicating  on  the  external  bus. 
In  the  case  of  ARINC  429  this  may  be 
restricted  to  receive  or  transmit  only.  If  this  is 
the  case,  the  FADEC  will  likely  have  very 
inflexible  external  communication  features. 

•  Software  must  exist  within  the  FADEC  to 
enable  the  device  to  accept  commands  and  to 
transmit  data  to  the  outside  world. 

To  permit  the  testing  of  the  FADEC  with  or 
without  the  engine  in  the  loop  requires  the  test 
personnel  to  set  up  an  external  bus  system  to  which  the 
FADEC  can  be  attached.  In  addition,  the  test  system 
will  require  a  programmable  device  capable  of  issuing 
commands,  receiving  messages,  and  decoding  messages 
to  obtain  the  control  parameters  in  engineering  units. 
Such  an  undertaking  requires  knowledge  of  the  control 
system  design,  its  protocol  for  bus  communication  and 
the  specifics  of  how  messages  are  to  be  sent  and 
received.  Unless  the  original  designer  intended  that  the 
FADEC  allow  such  communication,  the  use  of  the 
FADEC  as  an  engine  test  article  is  next  to  impossible. 
Happily,  however,  most  designers  have  provided  this 
capability  and  the  FADEC  can  provide  a  very  powerful 
'data  acquisition'  capability  for  engine  testing. 

4.7.4  Sources  or  Control  Data 
4.7.4. 1  Control  Season 

Control  system  sensors  represent  instrumentation  which 
are  permanently  installed  in  the  engine.  The  control 
manages  the  engine  based  on  information  received  from 
the  sensor  set  (control  inputs)  including  many  of  the 
most  important  and  often  requested  engine  measure¬ 
ments.  Even  more  to  the  point,  the  control  operates  the 
engine  in  'real  time'  which  requires  that  most  of  the 
sensors  be  designed  for  transient  capability  consistent 
with  normal  operation  of  the  engine.  The  case  with 
which  transient  measurements  can  be  obtained  from 
control  sensors  varies  greatly  with  the  type  of  system 
and  the  intended  use  of  the  data.  A  good  example  is 
compressor  discharge  pressure  (CDP).  Most  engine 
controls  have  CDP  as  a  sensed  input  with  the  typical 
sensor  being  a  static-pressure  tap  in  the  combustor. 
The  pressure  signal  is  transmitted  through  a  pneumatic 
tube  to  the  outside  of  the  engine  and  directly  to  a 
hydro  mechanical  control  unit  or  to  a  transducer  which 
converts  the  pressure  to  an  electrical  signal  for  an 
electrical  control  unit.  A  transducer  must  he  applied  to 


the  control  pressure  sensor  tube  (using  the  guidelines 
presented  in  Section  4.2)  in  order  to  record  the  CDP 
signal.  With  an  electrical  control,  it  may  also  be 
possible  to  record  the  output  from  the  transducer  which 
is  part  of  the  control  system.  In  this  case  the  signal 
being  recorded  is  the  input  as  received  by  the  control. 
The  tester  may  wish  to  do  both  in  order  to  evaluate  the 
characteristics  of  the  control  transducer  itself. 

With  a  hydromechanical  control  system  it  is  more 
difficult  to  measure  the  actual  CDP  signal  as  it  is  used 
by  the  control.  The  pressure  signal  enters  the  control 
where  it  is  convened  into  hydromechanical  form  for  use 
within  the  control  unit.  Application  of  a  transducer 
within  the  control  unit  would  be  necessary  if  the  tester 
wished  to  measure  the  CDP  signal  in  its 
hydromechanical  form. 

There  are  many  cases  where  control  sensors  are 
useful  for  obtaining  transient  measurements.  Table 
4.7-2  lists  some  typical  control  sensors  and  the  types  of 
signals  they  generate.  Applied  instrumentation  will  be 
required  to  provide  electrical  signals  for  recording  or 
display  from  hydromechanical  control  sensors.  Care 
must  be  taken  to  assure  that  applied  instrumentation 
does  not  interfere  with  normal  operation  (signal  ampli¬ 
tude,  time  response,  or  phase)  of  the  control  inputs. 

Analogue  electrical  control  units  often  include  a 
special  connector  for  monitoring  control  parameters. 
Digital  electronic  control  data  can  usually  be  accessed 
through  an  interfacing  data  bus.  Considerations  when 
using  digital  control  data  are  discussed  in  Section  4.7.4. 

4.7.4.2  Control  Outputs  and  Internal  Parameters 
Control  inputs  (see  Table  4.7-1)  are  received  from 
sources  other  than  just  the  engine  sensors.  Inputs  are 
also  received  from  aircraft  sensors  and  control  systems 
and  from  the  flight  crew.  Calculated  parameters  are 
generated  within  the  control  from  the  inputs  received 
using  logic  contained  in  the  control  hardware/softwarc- 
Outputs  are  then  generated  to  drive  controlled  engine 
variables  and  to  provide  data  to  aircraft  systems  or 
cockpit.  These  internally  generated  parameters  and 
outputs  could  also  be  of  interest  to  the  tester  when 
evaluating  transient  operation  of  the  engine  and  control 
system. 

Control  outputs  (controlled  variable  demand  values) 
are  sometimes  recorded  as  approximations  of  controlled 
variable  positions.  A  more  appropriate  use  of  these  data 
is  for  comparison  with  the  actual  values  obtained  from 
applied  instrumemstion  to  evaluate  control  system 
response  and  tracking  characteristics. 


Parameters  generated  within  the  control  usually 
include  calculated  values  which  are  key  indicators  of 
engine  operating  conditions.  Corrected  rotor  speeds, 
fuel  flow/CDP,  and  engine  pressure  ratios  are  primary 
control  variables  and  can  be  of  great  significance  to  the 
tester.  Internally  generated  control  parameters  are 
relatively  difficult  to  obtain  from  hydromechanical 
components  requiring  special  applied  instrumentation. 
As  a  result,  this  is  done  only  when  necessary  to  isolate 
a  problem  wirhin  the  control.  Electrical  control  compo¬ 
nents  have  made  the  data  much  easier  to  obtain.  Control 
parameters  are  often  recorded  in  place  of  applied 
instrumentation  and  in  many  test  situations  have  become 
the  primary  source  of  engine  data.  The  tester  must  be 
aware  of  the  response  characteristics  and  limitations  of 
the  control  system  to  assure  that  the  data  are  not 
misinterpreted  and  that  his  needs  can  be  met. 

4.7.4.3  Factors  to  Consider 
Some  items  to  consider  are  listed  below  to  alert  the 
tester  to  the  types  of  things  which  should  be  checked 
prior  to  making  a  decision  to  record  control  data  as  an 
alteraaiive  to  applied  instrumental.  ;, 
o  Cost  and  reliability  are  very  hign  priorities  in  the 
design  of  control  sensors  ar«l  transducers.  The 
ruggedness  required  may  result  in  less  than 
optimum  time  response  and  accuracy 
characteristics.  This  is  especially  true  for 
temperature  sensors. 

o  Engine/control  system  configuration  and  space 
constraints  may  result  in  limited  frequency  response 
of  pressure  data  when  long  pneumatic  tubing 
lengths  or  small  diameters  arc  installed, 
o  Control  sensors  are  designed  to  provide  predictable 
and  correlatable  measurements  but  not  necessarily 
station  average  values  of  temperature  and  pressure, 
o  Most  control  sensors  must  operate  throughout  the 
flight  envelope,  requiring  measurement  ranges 
which  meet  envelope  extremes  but  are  far  from 
optimum  at  some  test  conditions.  On  the  other 
hand,  some  sensors  function  only  over  a  portion  of 
the  engine  operating  range.  An  example  is  the 
turbine  blade  pyrometer  signal,  which  is  cut  off 
below  a  threshold  temperature  level  allowing  the 
sensor  to  be  optimized  at  high  temperature 
conditions.  As  a  result,  no  data  are  available  at 
lower  temperatures. 

o  The  tester  should  understand  exactly  how  calculated 
parameters  are  generated  within  the  control. 
Computations  may  be  approximated  for  ease  of 
implementation  in  hydromccha  4  or  analogue 


electrical  units.  Digital  controls  use  tables  or 
possibly  simplified  equations.  Be  aware  of  the 
source  of  all  control  inputs.  Sometimes  control 
outputs  (demanded  values)  are  used  rather  than 
sensed  feedback  signals  from  controlled  variables  to 
reduce  noise  in  digital  systems.  Logic  may  be  used 
to  compensate  for  time  lag  in  input  parameters 
(especially  temperatures).  Also,  the  source  of  a 
control  input  may  change  with  time.  An  example  is 
compressor  inlet  temperature  which  is  sensed 
during  steady-state  operation  but  calculated  during 
transients. 

o  When  multiple  or  redundant  inputs  are  available  to 
the  control,  the  selection  logic  should  be 
understood.  Multiple  values  may  be  averaged  or  the 
high/low  value  selected.  Logic  used  to  discriminate 
between  valid  and  invalid  input  should  also  be 
reviewed.  Rate  and  range  checks,  maximum 
allowable  tolerance  between  redundant  inputs,  and 
’voting"  by  internally  generated  (model)  values 
may  be  used.  Parameter  substitution  schemes  and 
failure  modes  should  be  reviewed,  and  recorded 
data  should  include  the  status  of  each  parameter  so 
that  the  method  of  calculation  is  always  known, 
o  With  digital  con'rols  the  time  relationships  of  data 
at  the  interface  bus  can  be  confusing.  Update  rates 
of  individual  parameters  may  not  all  be  the  same. 
A  detailed  flowchart  of  how  the  data  are  sampled 
and  how/when  values  at  the  interface  bus  are 
updated  is  required. 

4.7.S  Advantages  and  Disadvantages 
Many  of  the  advantages  and  disadvantages  of  the 
various  control  parameters  have  been  covered  in  the 
preceding  paragraphs.  Control  parameters  represent  a 
source  of  transient  data  which  may  often  be  acquired 
without  the  need  for  supplementary  instrumentation  or 
probes  within  the  engine.  However,  supplementary 
instrumentation  is  required  to  obtain  data  from 
hydromechanical  sensors  and  control  components. 
Recording  of  control  parameters  during  trensient  testing 
allows  the  performance  of  the  control  system  to  be 
evaluated;  schedules,  limits,  and  logic  can  be  developed 
and  problems  isolated.  Additional  transient  engine 
instrumentation  will  be  required  to  obtain  independent 
data  for  comparison  with  control  sensors  if  assessment 
of  control  input  characteristics  is  a  test  objective. 

Control  systems  are  designed  with  response 
characteristics  suitable  for  normal  engine  operation.  In 
some  cases  however,  the  control  sensors  or  sampling 
rases  of  digital  controls  may  not  meet  the  user’s 
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frequency  response  requirements  or  the  accuracy  of  the 
system  may  not  be  sufficient  for  the  test  objectives. 

Control  system  characteristics  should  be 
documented  in  specifications  and  verified  by  component 
and  engine  testing.  Specifications  and  component 
acceptance  test  results  should  be  reviewed  relative  to 
the  data  requirements  of  the  user.  Caution  should  be 
exercised  when  the  user's  requirements  are  beyond 
specification  values  or  outside  of  the  experience  range 
where  control  parameters  have  been  verified  against 
independent  engine  measurements. 

If  an  operational  problem  involving  control  system 
response  is  being  investigated,  it  will  not  be  sufficient 
to  record  only  control  parameters.  Supplementary 
transient  engine  measurements  will  be  required  to 
isolate  the  problem.  For  example,  the  control 
parameters  of  core  speed,  compressor  inlet  temperature, 
and  variable  stator  position  may  be  recorded  to  check 
how  well  the  variable  stators  track  the  nominal  schedule 
during  transients.  The  nominal  schedule  is  a  function  of 
speed  corrected  to  compressor  inlet  temperature  and 
analysis  of  the  recorded  control  data  shows  good 
transient  tracking.  This  proves  that  the  variable  stator 
actvitor  can  follow  the  position  demand  generated  by 
the  control.  An  independent  measurement  of 
compressor  inlet  temperature  however  might  show  that 
the  control  temperature  sensor  has  a  large  time  lag 
resulting  in  erroneous  input  to  the  control  during 
transient  operation.  The  result  is  a  significant  error  in 
stator  tracking  relative  to  the  desired  schedule  which 
could  not  be  identified  from  control  data  alone.  Control 
data  in  conjunction  with  transient  data  from  applied 
instrumentation  would  be  required  to  isolate  the 
problem. 

Proper  use  of  control  parameters  based  on  a 
thorough  understanding  of  their  characteristics  and 
limitations  can  frequently  meet  the  user’s  requirements 
for  transient  data.  The  extent  to  which  control 
parameters  can  be  used  in  place  of  supplementary 
transient  engine  instrumentation  will  depend  on  the 
specific  requirements  of  the  user,  the  type  of  transient 
tests  planned,  and  the  degree  to  which  the  control 
system  characteristics  are  understood  and  can  meet 
these  requirements. 


4.7.6  Signal  Conditioning 

The  signal  conditioning  requirements  for  recording 
control  parameters  will  depend  on  the  specific  types  of 
measurements  as  indicated  in  the  preceding  Sections. 
Hydromechanical  sensors  and  components  require 
pressure,  geometry,  or  position  measurements  covered 
elsewhere  in  this  report.  Signals  from  electrical  control 
components  may  require  conversion  from  analogue  to 
digital  or  digital  to  analogue.  Amplification  may  also  be 
needed  to  match  signal  levels  to  terminal  device  ranges. 
Considerations  for  sampling,  filtering,  and  recording  of 
electrical  signals  are  covered  in  Section  4.9. 

A  primary  concern  when  recording  control 
parameters  is  to  avoid  changing  the  operational 
characteristics  of  the  control  system.  Supplementary 
instrumentation  or  electrical  interfaces  must  not  alter 
the  performance  of  the  control.  In  the  case  of  electrical 
interfaces  this  means  that  appropriate  isolation  must  be 
provided.  This  is  necessary  both  to  obtain  valid  data 
and  to  assure  safe  operatioi  <f  the  engine.  The  user 
should  review  requirements  witn  both  Instrumentation 
and  Controls  Engineers  to  determine  the  proper 
approach  to  acquiring  the  control  parameters. 

4.7.7  Calibration 

Calibration  requirements  for  supplementary 
instrumentation  applied  to  measure  hydromechanics] 
control  parameters  are  as  presented  in  the  sections  of 
this  report  corresponding  to  the  specific  types  of 
instrumentation  used.  The  characteristics  of  control 
sensors  and  components  themselves  should  be  well 
documented.  System  specifications  and  acceptance  test 
results  provide  nominal  and  specific  calibration  data  for 
control  components.  In  special  cases  bench  testing  or 
in-place  calibration  procedures  can  provide  additional 
data  for  the  "/stem. 

It  is  always  preferable  to  correlate  the  control 
parameters  with  data  from  a  more  extensive  array  of 
instrumentation.  Control  parameters  are  often  the  only 
common  thread  between  instrumented  factory  test 
engines  and  non-instrumented  production  engines.  It  is 
important  therefore  that  the  correlations  be  established 
early  or  whenever  appropriate  data  are  available. 


Table  4.7-1  Control  Parameters 


INPUTS 

INTERNALLY  GENERATED 

OUTPUTS 

Rotor  Speeds 

Temperatures 

Engine  Inlet 

Compressor  Inlet 

Compressor  Discharge 

J  LP  Turbine  Inlet 

Turbine  Exit 

Pressures 

Engine  Inlet 
|  Fan  Discharge 

Bypass  Duct  Static 

Compressor  Discharge 

Exhaust  Nozzle 
[  Bleed  Manifold 

Variable  Geometry  Positions 

Fan  Variable  Stators 

Compressor  Variable  Stators 

1  Exhaust  Nozzle 

Bleed  Valves 

Fuel  Flow 

Main 

Augmentor 

Bypass 

Turbine  Blade  Pyrometer 

Flame  Detector 

Aircraft 

Throttle 

P  ambient 

Mach 

Weight  on  wheels 

Armament  Firing 

Bleed  Request/Valve  Position 
Vector/Reversing 

Angle  of  Attack  or  Sideslip 

Corrected  Rotor  Speeds 
Temperatures 

Averaged 

M  inf  Max  Selected 

Compensated  for  Time  Lag 
Pressures 

Averaged 

Ratios 

Deltas 

Nozzle  Area/ Area  Ratio 

Fuel  Flow/PS3 

Main 

Augmentor 

Total 

Control  Variable  Position  Demands 
Fuel  Metering  Valve 

Main 

Augmentor 

Ignition  On/Off 

Fan  Variable  Stators 

Compressor  Variable  Stators 

Nozzle  Area  or  Flap  Position 

Bleed  Valves 

Status  Words  (Digital) 

Control  Mode  Selection 

Limits 

Event  Counters 

Maintenance  Flags 

i 

Table  4.7-2  Control  Sensors 


PARAMETER 

TYPICAL  SIGNAL 

HYDROMECHANICAL 

ELECTRICAL 

Rotor  Speed 

Rotational  (Shaft) 

Frequency 

Temperature 

Differential  Hydraulic  Pressure 

DC  Electrical 

Pressure 

Pneumatic  Pressure 

DC  Electrical 

Variable  Geometry 

Feedback  Cable  Position 

DC  Electrical 

PNEUMATIC 

FLUID 

ELECTRICAL 


Figure  4.7-1  HydroMechanical/AnalogueElecmcal  Control  System 


ELECTRICAL 

MECHANICAL 
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Figure  4.7-2  FADEC  System 
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4.8  MISCELLANEOUS 

4.8.1  Flame  detection 

Flame  detection  as  a  means  of  indicating  light-up, 
flame-out  and  combustion  non-uniformity  or  instability 
is  often  a  necessary  part  of  transient  testing.  For 
example,  the  failure  of  an  afterburner  to  light-up  can 
have  serious  implications  if  the  final  nozzle  area  is  not 
reset.  Thus  sensors,  sometimes  referred  to  as  light-up 
detectors,  are  often  a  feature  of  production  afterburning 
engines.  In  practice,  these  sensors  may  be  designed  to 
detect  the  direct  presence  of  combustion  or  some  other 
easily  measured  secondary  parameter,  e.g.  turbine 
pressure  ratio.  Light-up  detectors  can  also  be  used  as 
a  surge  indicator  by  reacting  to  the  presence  of  flame 
pulsations  at  the  turbine  exit.  Information  such  as  this 
is  of  value  in  the  development  of  control  and  fuel 
systems. 

This  section  will  concentrate  on  the  direct 
detection  of  combustion  itself  but  will  not  consider  the 
accurate  measurement  of  temperature  levels  or 
combustion  efficiency.  For  measurement  of  temperature 
levels  refer  to  Section  4.3.  Further,  only  those  areas  in 
which  combustion  is  designed  to  take  place  will  be 
considered,  i. e. ,  combustion  chambers  and  afterburners . 

As  with  all  transient  testing,  the  response  rate 
will  be  dependent  on  the  objective  of  the  investigation 
but  in  the  case  of  flame  detection  will  normally  be  less 
than  1/10  sec. 

Sensors  can  be  classified  into  two  main  groups: 
poke-in  probes  responding  to  local  gas  temperature  or 
remote  radiation  indicators.  The  poke-in  would  usually 
take  the  form  of  a  thermocouple  as  described  in  Section 
4.3.  Unfortunately,  to  achieve  an  adequate  response 
rate  the  sensor  configuration  is  essentially  very  delicate 
and  would  be  unlikely  to  survive  long  in  the  harsh 
environment  of  combustion.  A  poke-in  probe  more 
likely  to  survive  is  a  fibre-optic  sensor  (References 

4.8.1  and  4.8.2)  also  described  in  Section  4.3. 1.7  of 
this  report.  Unfortunately,  the  present  versions  of  these 
probes  have  a  response  rate  •  hich  is  too  slow  to  meet 
the  needs  of  the  most  transient  investigations. 

The  form  of  radiation  detector  considered  in 
this  second  group  are  those  in  which  the  transducer 
(radiation  energy  to  emf)  is  mounted  external  to  the 
combustion  zone.  Because  of  this,  the  transducer  can  be 
made  both  reliable  and  have  a  very  rapid  response  rate. 
For  these  instruments  to  act  as  light-up  detectors,  they 
must  be  focused  so  that  they  respond  to  the  radiation 
resulting  from  combustion  products  rather  than  that 
from  near-by  structures.  Unfortunately,  radiation  from 
the  wide  range  of  components  which  make  up 


combustion  products  implies  a  very  wide  range  of 
radiated  wavelengths  from  the  ultra-violet  through  the 
visible  to  the  infrared.  Which  particular  groups  of 
radiated  wavelengths  predominate  at  any  one  time  will 
be  dependent  upon  the  temperature  and  composition  of 
the  gas  upon  which  the  pyrometer  is  focused 
(References  4.8.3  and  4.8.4).  Also  there  are  a  wide 
range  of  materials  and  designs  which  can  be  used  for 
the  transducer,  filters  and  windows  (Reference  4.8.5). 
It  is  thus  necessary  to  refer  to  the  makers  description  to 
ascertain  the  wavelengths  to  which  the  instrument  is 
most  sensitive  and  to  focus  on  those  regions  where  the 
instrument  response  will  be  most  effective.  A 
considerable  amount  of  trial  and  error  to  establish  the 
appropriate  set  up  may  thus  be  necessary. 

Recent  developments  in  thermal  image 
scanners  and  data  recording  methods,  including  digital 
and  video  systems,  may  provide  much  more  detail  of 
the  transient  combustion  process  (References  4.8.6  and 
4.8,7). 

Perhaps  the  simplest,  and  often  the  most 
revealing,  method  of  investigating  afterburner  light-up, 
combustion  stability  and  uniformity  is  by  observation 
using  a  high  speed  video  camera  with  the  recording 
linked  to  the  common  time  base  and  thus  to  related 
engine  parameters.  Such  cameras  can  also  be  used  to 
indicate  surge  by  displaying  the  presence  of  flame 
pulses  at  turbine  exit  or,  in  some  cases,  fan  inlet. 

4.8.2  Accessory  Power  Extraction 
4.8.2. 1  Introduction 

Horsepower  is  just  one  of  many  names  given  to  the 
more  general  tenn  ’rate  of  work",  which  in  turn  is  a 
force  moved  over  a  distance  in  a  given  time.  Hence: 

Horsepower  =  foot-pounds  per  minute 
=  Newton-metres/sec 
=  etc. 

More  specifically  in  the  case  of  rotating  machines: 

Horsepower  =  torque  x  rotational  speed. 

From  the  above  it  can  be  stated  that  the 
provision  of  a  system  to  extract  or  apply  a  horsepower 
loading  to  a  gas  turbine  engine  can  be  accomplished  by 
applying  the  requisite  torque  at  a  given  rotational  speed. 
The  majority  of  gas  turbine  engine  transient 
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investigations,  where  development  tests  are  called  for, 
do  not  include  a  requirement  for  a  variable  time- 
dependent  horsepower  extract  ion  test  to  be  performed. 
The  more  usual  practice  is  for  a  horsepower,  or  shaft 
power  loading  to  be  set  at  a  pre-determined  value  and 
then  the  engine  itself  to  be  operated  transiently  to  see 
how  it  reacts  to  supporting  the  given  load.  For  this 
more  usual  case  it  is  relatively  easy  to  set  a  given  shaft 
power  off-take  to  the  pre-determined  level  via  some 
type  of  brake  or  electrical  loading  machine  which  has 
been  statically  calibrated.  However,  since  this  report 
covers  transient  behaviour,  suggestions  will  be  put 
forward  which  would  enable  the  power  extraction  to  be 
varied  over  a  pre-determined  time  schedule  whilst  the 
engine  itself  is  maintained  at  a  fixed  power  lever 
setting.  The  systems  discussed  for  the  extraction  of 
shaft  power  can  be  used  in  both  the  above  cases  and 
therefore  the  simpler  case  of  fixed  loading  will  not  be 
addressed  here. 

This  section,  which  describes  methods  of 
horsepower  extraction,  has  many  common  factors  with 
both  section  4.6.2  and  4.5  which  deal  with  torque  and 
rotational  speed  respectively.  Reference  will  be  made 
to  the  earlier  sections  to  save  repetition. 

4.8.2.2  Accessory  Power  Extraction  Systems 
The  provision  of  a  transient  horsepower  extraction 
system  for  a  gas  turbine  engine  test  can  be 
accomplished  in  several  different  ways;  three  methods 
are  outlined  below:- 

(a)  The  use  of  an  alternator  installed  to  be  driven 
from  the  power  output  shaft  or  the  accessory 
gearbox  output  of  the  engine  is  one  method  of 
extracting  power  from  the  engine.  The 
alternator  can  be  loaded  by  a  resistance  bank 
to  give  the  appropriate  horsepower  rating  and 
controlled  to  provide  the  required  rate  of 
change  or  planned  variation  in  loading.  The 
alternator  drive  system  will,  however,  have 
some  residual  loading  even  when  no  electrical 
loading  is  applied.  This  residual  power  loading 
is  generally  small  and  can  be  determined  by 
calibration.  Calibration  of  the  whole  drive  and 
loading  system  can  be  carried  out  against  a 
known  standard  brake  system  or  an  inter¬ 
connecting  shaft  can  be  instrumented  to 
provide  a  measurement  of  torque  and 
combined  with  rotational  speed  the  horsepower 
can  be  calculated.  Alternative  methods  of 
determining  torque  could  use  the  degree  of 
shaft  twist  developed  in  a  suitably  shaped  shaft 


which  enhanced  this  deflection  when  loaded. 

(b)  An  alternative  electrical  method  of  applying 
load  to  the  output  shafts  of  the  gas  turbine 
could  be  achieved  by  an  eddy  current  machine. 
In  the  eddy  current  machine  forces  are 
generated  by  the  stator  assembly  and 
controlled  by  the  DC  power  supply  fed  to  the 
field  coil.  With  this  method  a  wide 
torque/speed  characteristic  can  be  generated 
for  transient  horsepower  extraction.  The  power 
can  be  calculated  from  the  torque  developed  by 
the  stator  housing.  The  remarks  applying  to 
the  calibration  and  variations  in  torque 
measurement  mentioned  in  the  alternator 
method  also  apply  here. 

(c)  The  use  of  a  hydraulic  brake  using  water  or 
other  fluid  to  provide  a  means  of  applying  a 
power  loading  is  another  alternative  method. 
Here  the  torque  is  developed  by  the  interaction 
of  a  rotor  and  stator  using  the  hydraulic  fluid 
as  a  transfer  medium.  The  torque  can  be 
controlled  via  sluice  gates  which  vary  the 
quantity  of  fluid  between  the  moving  pans. 
The  torque  can  be  measured  by  the  moment 
developed  in  the  stator  casing  using  a  suitable 
load  cell  and  hence  the  horsepower  can  be 
calculated.  With  this  system  there  is  once 
again  some  residual  power  due  to  friction 
within  the  machine. 

Although  there  are  other  techniques  using 
mechanical  brakes  to  extract  shaft  power,  these  are  not 
ideally  suitable  for  this  application.  The  most  elegant 
method  and  easiest  to  install  and  control  is  undoubtedly 
one  of  the  electrical  methods  described  in  (a)  or  (b), 
These  systems  can  also  often  be  directly  coupled  to  the 
output  shaft  avoiding  the  necessity  of  installing  an 
additional  gearbox  with  its  attendant  mechanical 
efficiency  loss. 

4.8.2.3  Advantages  and  Disadvantages 
For  transient  horsepower  loading  applications  the 
alternator  loading  technique  offers  the  best  method  since 
it  is  relatively  easy  to  configure  the  control  system  to 
provide  the  requisite  resistance  load  profile  with  a  good 
response  time.  The  eddy  current  machine  also  offers  a 
good  response  time  for  transient  load  application  with 
its  DC  power  control  system.  The  hydraulic 
dynamometer  method  on  the  other  hand  does  not  offer 
as  good  a  response  time  due  to  the  mechanical  features 
of  the  control  system.  All  methods  suffer  to  some 
extent  from  the  sheer  bulk  of  the  mechanical  parts  and 


4-261 


so  temporal  compensation  will  be  needed  in  all  cases. 
In  addition,  the  transient  loading  schedule  will  be 
limited  by  the  time  constant.  These  features  will  depend 
on  many  factors,  most  importantly,  on  the  degree  of 
horsepower  extraction  to  be  simulated  relative  to  the 
gas  turbine  power  capability.  This  in  turn,  will 
determine  the  system  mass  weight,  rotational  speed  and 
electronic  processing  requirements  and  hence  the  time 
constant. 

4.8. 2,4  Primary  measurements 
As  outlined  in  the  introduction  the  primary 
measurements  for  horsepower  extraction  in  a  transient 
simulation  are  torque,  rotational  speed  and  time. 

The  most  direct  measurement  of  torque  can  be 
obtained  from  a  torquemeter  fitted  to  the  inter¬ 
connecting  shaft  between  the  gas  turbine  and  the 
loading  system.  Section  4.6.2  suggests  three  different 
methods  of  torque  measurement  for  this  case: 

(a)  A  strain-gauged  torque  shaft. 

(b)  A  torsion  bar  torquemeter. 

(c)  A  hydro-mechanical  torquemeter. 

The  strain-gauged  torque  shaft  offers  the  best 

response  rate  since  the  strain  gauges  react  very  quickly 
to  the  changes  in  torsion  load.  Therefore  this  system 
requires  virtually  no  correction  for  time  lag.  The 
response  rates  for  methods  (b)  and  (c)  are  not  so  rapid 
and  therefore  temporal  compensation  may  be  needed. 
Section  4.6.2  covers  this  subject  in  more  detail. 

The  alternative  method  of  measuring  torque  via 
the  stator  reaction  and  a  load  cell,  although  relatively 
simple,  does  have  two  inherent  problems.  Firstly,  the 
measurement  includes  bearing  friction  and  windage 
losses,  etc  and  secondly,  the  inertia  of  the  system 
requires  significant  temporal  corrections  to  be  made, 
particularly  in  transient  operation. 

The  measurement  of  rotational  speed  is 
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relatively  straightforward  and  can  be  accomplished  in  a 
number  of  ways,  many  with  relatively  small  time  lag 
characteristics  and  with  a  low  uncertainty  bandwidth. 
Section  4.5  covers  this  aspect  in  detail  and  should  be 
referred  to  for  specific  advice  on  sensors  and  signal 
conditioning. 

4.8.2.5  Calibration  procedures 

Calibration  of  the  torque  measurement  in  the  transient 
rotational  mode  is  extremely  difficult  but  may  be 
achieved  against  the  characteristics  of  a  brake  and 
reaction  load  cell  system.  Static  calibration  is  somewhat 
easier,  particularly  in  the  case  of  a  torque  shaft. 
Statically  the  shaft  can  be  loaded  with  weights  at  a 
known  position  on  a  calibration  load  arm  and  the  strain- 
gauge  bridge  calibrated.  The  same  principle  can  be 
applied  in  the  rotating  mode  through  the  dynamometer 
mechanism,  but  in  this  case  the  extraneous  forces  of 
friction  and  pipe  stiffnesses  must  be  representative  and 
constitute  part  of  the  calibration.  Further  details  are 
discussed  in  Section  4. 6. 2. 4. 

4.8. 2.6  Flow  Offtake  or  Injection 

As  with  horsepower  extraction  via  shaft  gearing,  power 
offtake  taken  in  the  form  of  airflow  bleed  is  very  often 
required.  Should  the  bleed  be  applied  rapidly,  a 
transient  engine  response  will  be  induced. 

Flows  which  are  required  for  external  services 
can  be  dumped  overboard  but  those  required  for 
internal  cooling,  etc.,  must  remain  within  the  engine 
and  measurements  taken  such  that  a  minimum 
disturbance  is  caused  to  the  bleed  flow.  Some  of  the 
simpler  methods  of  flow  measurement  described  in 
Section  4.4  could  be  applicable. 

Also,  the  sudden  ap  lication  of  flow  injection, 
e.g.,  water,  will  influence  the  engine  in  a  similarly 
transient  manner. 
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4.9  DATA  ACQUISITION  AND  PROCESSING  SYSTEMS' 


4.9.1  Introduction 

Data  acquisition  is  of  major  importance  in  the 
measurement  and  understanding  of  the  Transient 
Performance  of  Aircraft  Engines  and  Components.  If  it 
is  not  performed  satisfactorily,  then  subsequent  analysis 
will  be  severely  restricted  and  conclusions  erroneous. 
This  section  discusses  the  background  to  the  subject  of 
data  acquisition  and  draws  attention  to  those  areas 
where  particular  caution  should  be  exercised. 

It  is  extremely  important  to  understand  the 
limitations  of  measurement  and  data  capture  since  the 
validity  of  the  signals  which  will  be  processed  is 
dependent  on  these  factors.  Too  often  physical 
processes  are  quickly  measured  and  acquired  with  the 
mistaken  belief  that  the  analysis  will  compensate  for 
measurement  errors.  Previous  Sections  (4.1  to  4.8) 
have  gone  through  the  instrumentation  techniques  in 
detail  and  these  must  be  carried  out  with  sufficient 
accuracy  to  meet  the  objectives  of  the  test  proposal. 
Uncertainty  analysis  methods  have  been  described  in 
Section  3  for  these  instrumentation  procedures.  It 
should  be  noted  that  data  acquisition  is  an  additional 
source  of  error,  though,  in  many  cases,  this 
contribution  is  small. 

In  general,  transducers  can  be  described  as 
instruments  which  translate  physical  quantities  into  an 
electrical  output  signal;  other  devices  convert  the 
electrical  signal  into  digital  numbers  for  subsequent 
processing.  Figure  4.9-1  (also  Figure  4.1-1)  shows  a 
typical  situation  where  a  transducer  measures  some 
quantity  of  interest  in  the  environment  and  the  signal  is 
played  into  the  acquisition  system.  Data  storage  from 
the  experiment  can  take  two  forms,  analogue  or  digital. 
In  the  analogue  form  this  would  normally  be  recorded 
as  a  frequency  modulated  (FM)  signal  stored  on 
magnetic  tape.  This  could  subsequently  be  replayed  into 
the  processing  system.  In  the  digital  system  the 
analogue  signal  would  be  immediately  converted  into  a 
digital  representation  by  the  analogue  to  digital 
converter,  and  then  stored  in  this  form.  An  intermediate 
form  of  digital  storage  is  the  Pulse  Code  system  what 
the  analogue  signal  is  represented  and  stored  in  a  pulse 
coded  format  (Reference  4.9.1)  (set  also  Section 
4. 9.3. 4).  Pulse  coded  systems  are  needed  to  provide 
efficiem  and  undistorted  transmission  of  data.  Pulse 


coded  digital  systems  are  desirable  for  transmission  of 
data  over  long  distances  or  for  storage  of  accurate 
information  on  magnetic  tape.  With  all  digital  systems 
it  is  particularly  important  to  use  a  sampling  rate  which 
is  adequate  to  capture  the  signal  with  acceptable 
uncertainty . 

The  type  of  sensor,  transducer,  and  the 
installation  used  is  dependent  on  several  factors 
including  the  physical  quantity  to  be  measured  and  the 
environmental  conditions  under  which  the  measurements 
are  to  be  made.  This  subject  has  already  been 
dequately  covered  in  Sections  4.2  to  4.8  of  this 
document.  However,  it  should  be  noted  that  the 
transducer  used  must  be  able  to  measure  the  required 
parameter  accurately  and,  in  particular,  be  able  to 
encompass  the  frequency  range  over  which  subsequent 
analysis  is  required. 

The  analogue  voltages  from  the  transducers 
should,  in  general,  be  amplified  using  signal 
conditioning  equipment  (see  Sections  4. 1  to  4.8)  so  that 
they  ire  at  a  suitable  level  for  digitisation  and,  if 
required,  recording  to  an  analogue  magnetic  tape.  This 
section  assumes  that  the  signals  are  at  such  levels. 
These  analogue  voltages  are  then  accepted  and  stored 
by  the  data  acquisition  system.  The  arrangement  of 
Figure  4.9-1  shows  an  antialiasing  filter  followed  by  a 
parallel  sample-and-hold  element,  multiplexer,  analogue 
to  digital  converter,  recorder,  processor,  and  display. 
The  data  in  this  system  are  also  stored  in  analogue  form 
on  magnetic  tape.  The  antialiasing  filter  is  introduced  to 
guard  against  signal  distortion  and  is  briefly  discussed 
in  Section  4.9.4.  The  parallel  sample-and-hold  system 
shown  in  Figure  4.9-1  is  discussed  in  Section  4. 9.3. 2 
where  the  the  alternative  sequential  sampling  system 
and  the  related  phase  correction  methods  are  also 
discussed.  The  conversion  of  the  analogue  signal  to 
digital  form,  and  its  storage,  is  discussed  in  Section 
4.9.3. 1.  Calibration  factors  for  the  sensor,  transducer 
or  total  measurement  system  response  can  be  applied 
during  the  data  reduction  process  so  that  the  uncertainty 
in  the  output  (in  engineering  units)  is  minimised. 

It  is  recommended  that,  wherever  possible,  on¬ 
line  indicators  (e  g.  trace  recorders)  be  provided  so  that 
testing  may  be  aborted  if  the  response  of  the  system 
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appears  faulty  or  inadequate,  and  also  to  detect,  if 
possible,  impending  unsteady  events. 

Finally,  the  overall  performance  of  the  data 
acquisition  system  must  be  reviewed  and  the  elemental 
error  characteristics  be  identified  with  respect  to  both 
hardware  and  software.  Included  in  this  assessment 
should  be  software  error  sources  related  to  the 
interpolation  procedures  for  the  instrumentation 
calibration  data  supplied,  the  influence  of  the  test 
procedure  adopted,  etc.  An  example  of  some  of  the 
error  sources  likely  to  be  present  is  illustrated  in 
Section  4.9.7. 

4.9.2  Time  and  Sampling  ’’ate 
The  recording  of  time  is  an  impoi.ant  requirement  in 
transient  or  dynamic  gas  turbine  engi  te  tests  in  order  to 
provide  a  reference  base  against  whi  :h  the  relationship 
of  detected  physical  events  can  be  jud  ged .  The  accuracy 
of  time  recording  has  to  be  set  by  a  pretest  uncertainty 
analysis  based  on  the  sampling  rate  necessary  to  capture 
an  anticipated  event.  This  implies  that  a  choice  has  to 
be  made  between  recording  time  with  a  resolution 
sufficiently  accurate  to  capture  only  the  features  of  the 
engine  transient  expected,  or  with  a  degree  of  resolution 
sufficient  to  detect  the  instant  of  a  high  speed  event. 
Therefore,  careful  pretest  consideration  of  each 
situation  will  always  be  necessary  to  establish  the 
sampling  rate  required  to  detect  and  faithfully  record 
the  measurand  characteristics.  In  many  cases  it  is 
desirable  to  sample  at  10  to  20  times  the  highest 
frequency  of  interest  associated  with  the  measurand. 
Surge  type  tests,  where  data  change  relatively  quickly, 
may  require  that  parameters  be  monitored  at  rates  of  up 
to  500  or  1000  samples  per  second. 

The  choice  of  sampling  rate  is  very  important 
and  will  depend  upon  many  factors  and,  in  particular, 
upon  the  shape  of  the  measurand  signal  anticipated. 
Each  case  must  therefore  be  treated  on  its  merits.  An 
example  case  for  surge  pressure  ratio  measurement  is 
given  in  Section  5. 2. 2. 5.  In  that  section  a  Fourier 
analysis  of  the  anticipated  signal  is  undertaken  to  derive 
the  highest  order  harmonic  needed  to  adequately  define 
the  measurand.  This  harmonic  is  then  assumed  to  be  the 
highest  frequency  of  interest.  Alternatively,  a  guide  to 
the  sampling  rate  necessary  could  be  obtained  by 
examining  the  response  of  the  filter  as  described  in 
Sections  4.9.4  and  4.9.7. 

The  recording  of  time,  either  by  a  quart!  based 
high  accuracy  clock  or  by  using  the  clock  generator  of 
the  data  acquisition  system,  is  very  accurate  and  there 
is  no  need  to  be  concerned  with  the  errors  in  such 
readings.  It  is  usual  to  record  the  actual  real  time  at 


the  start  of  a  test  (from  the  computer  clock  or  from  an 
external  clock)  and  record  the  sampling  rate  of 
digitisation.  From  this  any  subsequent  time  can  be 
calculated  as: 

Base  Time  +  n  •  At, 

where  n  the  n*  sample,  and 
At,  =  the  sampling  time 
Although  the  accuracy  of  the  sampling  time  has 
almost  zero  error,  problems  do  arise  relating  to  the 
measurement  of  time  and  these  are  mainly  associated 
with  the  mechanics  of  the  data  acquisition  system,  the 
configuration  of  the  instrumentation,  the  form  of  signal 
being  recorded  and  the  type  of  analysis  being 
undertaken. 

Although  these  aspects  have  already  been 
discussed  in  earlier  sections  a  short  summaty  is 
included  here  as  it  is  a  fundamental  requirement  of  all 
transient  testing  that  all  events  are  related  to  a  single 
time  base. 

Transient  behaviour  can  be  initiated  in  several 
different  ways,  e.g.,  steady  but  rapid  throttle  shift, 
geometry  change,  fuel  spike,  etc.  Precise  recording  of 
these  input  events,  which  are  in  effect  influenced  by  the 
engine  control  system  characteristics,  must  be  properly 
carried  out. 

Allowances  must  be  made  for  system  lags. 
Lags  can  be  defined  as  the  time  interval  between  the 
input  and  response  Some  examples  of  lags  are: 

(a)  Delay  between  throttle  movement  and  fuel 
pressure  rise  (say)  due  to  pump  or  throttle 
controller  characteristics. 

(b)  Delay  due  to  sensor  being  remote  from  point 
of  reaction,  e.g.  pump  flow  meter  or  pressure 
sensor  to  spray  nozzle. 

(c)  Delay  due  to  sensor/transducer  characteristics, 
e.g.  tubing  volume  or  time  constants. 

(d)  Delays  or  distortion  of  recorded  signal  due  to 
characteristics  of  acquisition  system. 

Further,  the  analysis  of  an  event,  rate  of 

change,  magnitude,  period,  etc.,  will  need  careful 
consideration  in  relation  to  the  chosen  or  defined  time 
interval.  Hence,  the  time  interval  over  which  the  event 
is  considered  to  happen  may  need  careful  thought.  It 
may  extend  over  several  minutes  as  a  result  of  changing 
(stabilization)  of  thermal  gradients. 

4.9.3  Analogue  to  Digital  Conversion  Methods 
Analogue  to  digital  conversion  is  an  important  stage  of 
Data  Acquisition.  If  done  correctly,  errors  can  be 
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controlled  but  if  done  without  thought,  the  subsequent 
analysis  may  be  meaningless. 

Major  points  to  be  considered  are: 

•  Quantisation  error  and  amplification 

•  Sampling  phase  errors 

•  Calibration 

Each  of  these  topics  are  discussed  below. 

4.9.3. 1  Quantisation  Error  and  Amplification 
Analogue  to  Digital  Converters  (ADC)  usually  have  12 
or  16-bits  capability.  For  instance,  a  12-bit  ADC  will 
convert  the  analogue  voltage  (say  in  the  range 
+.10  volts)  into  4096  digital  sample  points  which  may 
be  in  the  range  either  of  -2048  to  +2047  or  0  to  4096. 
(A  16-bit  ADC  will  divide  the  voltage  input  into  65536 
sample  points.)  Since  there  are  only  a  finite  number  of 
digital  sample  points,  the  converted  value  will  not  be  an 
exact  representation  of  the  voltage  data  but  will  be 
rounded  to  the  nearest  digital  level.  In  Figure  4.9-2, 
point  t,  will  be  converted  to  the  digital  value  x«  but  t,, 
which  lies  between  x2  and  x,,  will  be  converted  to  the 
nearest  level.  With  certain  types  of  ADC  the  value  may 
be  rounded  up  or  down  independent  of  the  position  ot 
t,  between  x2  and  x,.  The  error  in  this  process  is  called 
'quantisation  error"  or  'digital  noise  error". 

An  important  point  to  consider  is  the  full  scale 
range  of  the  ADC  being  used.  For  example,  if  the  full 
scale  of  a  transducer  signal  output  of  0  to  10  volts 
represents  a  temperature  of  0  to  40°C,  then  the 
resolution  resulting  from  a  12-bit  ADC  is  0.01“C. 
However,  if  the  0  to  10  volt  signal  represented  0  to 
400“C,  then  the  resolution  due  to  the  ADC  would  be 
0.1°C.  It  is  important  that  as  much  as  possible  of  the 
range  of  the  ADC  be  used.  Provided  the  full  range  of 
the  ADC  is  used,  this  'quantisation'  error  is  usually 
small  compared  with  other  measurement  errors. 

It  is  useful,  sometimes,  to  introduce  an  offset 
to  the  signal  to  improve  the  accuracy  of  conversion. 
For  example,  if  a  signal  is  always  in  the  range  400  to 
SOCK  but  the  measuring  device  creates  a  signal  0  to  10 
volts  for  0  to  500"C  then  it  is  possible  to  subtract  an 
offset  (e  g.  8  volts)  from  the  signal  and  amplify  the 
remaining  signal  (say  by  5).  Hence,  the  range  of 
interest  is  spread  over  the  full  0  to  10  volt  range  being 
used  by  the  ADC.  The  offset  and  amplification  can  be 
taken  care  of  in  the  calibration  process 

In  addition,  if  the  acquired  signal  is  low  level 
(i.e.  <  1  volt),  the  signal  may  be  amplified  prior  to 
digitisation  to  enable  use  of  the  full  range  of  the  ADC. 
However,  the  signal  will  be  clipped  if  it  is  amplified 
excessively.  Figure  4.9-3  shows  that  if  the  analogue 


voltage  exceeds  the  maximum  value  of  the  ADC  range 
then  the  value  given  by  the  ADC  will  be  the  maximum 
(or  minimum)  value  achievable.  If  this  occurs,  a  true 
representation  of  the  analogue  signal  will  not  be 
achieved.  Care  must  be  taken  to  ensure  that  the  signal 
is  correctly  amplified,  particularly  when  surge  tests  are 
being  performed. 

It  should  be  noted  that: 

(i)  Using  a  16-bit  ADC  as  opposed  to  a  12-bii 
ADC  will  mean  that  there  is  less  need  to 
amplify  the  signal  since  the  quantisation  error 
is  reduced  by  a  factor  of  16. 

(ii)  Some  12-bit  ADC  systems  have  gains 
incorporated  in  them. 

(iii)  Some  anti-aliasing  filters  combine 
amplification  with  filtering,  thereby  reducing 
the  need  for  separate  amplifiers. 

When  digitising  data  it  is  often  good  practice 
to  check  both  the  number  of  points  out  of  range  (i.e.  ill 
defined)  and  the  range  of  the  ADC  used.  If  inaccurate 
data  has  been  acquired,  and  if  the  data  is  being  replayed 
for  analogue  tape,  then  the  gain  of  the  amplifiers  can  be 
adjusted  and  the  data  re-acquired.  If  the  data  is  being 
taken  on-line,  a  warning  flag  should  be  raised  about  the 
possible  inaccuracy  of  the  data. 

4.9.3.2  Sampling  Time/Phase  Errors 
There  are  three  possible  arrangements  for  installation  of 
analogue  to  digital  conveners  (ADC)  as  shown  in 
Figures  4.9-4, 4.9-5  and  4.9-6. 

In  the  sequential  sampling  system  (Figure  4.9- 
4)  each  input  signal  is  multiplexed  into  a  single  ADC 
for  digitisation.  Figure  4.9-7  shows  the  details  of  a 
typical  multi-channel  sequential  sampling  digitisation 
process.  During  the  sampling  lime  At,,  a  serial  sample- 
and-hold  circuit  stores  the  value  of  the  analogue  signal 
over  the  aperture  lime  A,  and  the  rest  of  the  sampling 
lime  is  used  to  convert  this  value  into  a  digital  value. 

After  the  first  channel  is  converted  the  next 
channel  is  selected  and  sampled.  This  process  leads  to 
a  time  delay  between  the  sampling  of  different 
channels.  The  speed  at  which  the  ADC  goes  from  one 
channel  to  the  next  is  called  the  'burst  sampling  rate'. 
For  subsequent  signal  processing  using  single  channel 
statistics  this  error  is  irrelevant  but.  for  multi-channel 
analysis,  where  an  accurate  common  time  base  is 
required  and  channels  have  to  be  combined  together, 
this  can  lead  to  errors. 

The  'Burst  Sampling  Rate'  is  dependent  upon  the 
ADC  used: 
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•  25/iscc  for  an  ADC  running  at  40k  samples  per 
second 

•  3psec  for  an  ADC  running  at  333k  samples  per 
second 

•  1/isec  for  an  ADC  running  at  1000k  samples  per 
second 

Note  that  when  sampling  31  channels  using  a 
40  kHz  ADC  the  time  lag  between  the  first  and  last 
channel  will  be  30  x  25psecs  =  750  psecs. 

As  discussed  earlier,  data  from  certain 
measurement  channels  may  be  combined  with  other 
channels.  Care  must  be  taken  that  the  time  interval 
between  such  channels  is  small  and  significant  errors 
are  not  introduced  in  such  calculations.  This  can  often 
be  accomplished  by  using  a  high  speed  ADC  (e.g.  1000 
kHz)  and  have  those  channels  which  are  to  be  combined 
next  to  each  other  in  the  multiplexing  sequence. 

It  is  always  important  to  consider  the  time 
varying  nature  of  the  parameter.  For  instance,  a  delay 
of  1  millisecond  may  be  acceptable  on  a  slow  moving 
variable  such  as  temperature.  If  this  error  is  deemed  to 
be  significant  then  it  can  be  corrected  by  a  pre-analysis 
software  process.  Interpolation  of  the  time  domain  data 
can  be  done  to  allow  for  this  delay  in  sampling.  This 
should  be  done  with  caution  and  only  when  the  data  has 
been  sampled  at  many  times  (at  least  20)  the  cycle  of 
highest  frequency  content. 

In  the  example  given  in  Figure  4.9-g(a),  10 
parameters  were  scanned  at  a  rate  of  20  times  per 
second  with  a  channel  delay  of  1/400  sec  between 
measurements.  At  a  later  stage  it  may  be  required  to 
combine  the  individual  channels  and  hence  it  is 
necessary  to  have  them  on  the  same  time  (scan)  base. 
To  do  this,  an  interpolated  value  can  be  calculated  as: 


♦  (V  -V  ,)  x  (Al  T-?1!  4.9-1 


At 


where:  •  V„  «  new  interpolated  value  for 

point  i 

V,  |,  V,  »  values  taken  interval  At  apart 
(1/20  in  Figure  4.9-8a> 

At-4t  »  time  from  the  first  sample  in 

the  scan. 

The  calculation  can  be  recognised  more  clearly 
from  the  diagram  in  Figure  4.9-8{b). 

The  above  assumes  a  linear  variation  of 
measurand  within  the  sampling  interval.  Obviously, 
higher  order  interpolation  procedures  could  be  used 
which  would  allow  a  reduction  in  sampling  rate. 

The  alternative  acquisition  method  is  to  use  a 
parallel  sample-and-hold  system  such  as  shown  in 


Figures  4.9-5  or  4.9-6.  When  a  digitisation  sequence  is 
initiated  a  sample  of  each  channel  is  stored 
simultaneously  for  subsequent  conversion.  This  process 
for  the  multiplexed  system  (Figure  4.9-5)  is  further 
illustrated  in  Figure  4.9-9  where  A  represents  the 
sample  aperture  time  and  At,  the  ADC  conversion  lime. 
The  obvious  advantage  of  the  parallel  sample-and-hold 
system  is  that  each  measurand  is  sampled  at  the  same 
instant  in  time.  Other  characteristics  of  these  three 
arrangements  are  given  in  References  4.9.1  and  4.9.2 


4.9.3.3  Calibration 

The  ADC  converts  an  analogue  voltage  into  a  digital 
number,  say  in  the  range  ±2048.  The  simple  equation 
to  convert  this  into  engineering  units  is: 


Eng.  Units  * 


(Digital  Value)  x  FACT 

- um - 


-OFFSET 


4.9- 


x 


1  2 
CAL 


where  FACT  =  is  a  system  constant  which 
converts  the  digital  value  into 
millivolts, 

GAIN  =  is  an  amplifier  gain  used  before 
digitising  the  signal  into  the 
system, 

OFFSET »  is  a  dc  offset  in  millivolts, 

CAL  =  is  the  sensitivity  or  calibration 
constant  in  millivolts  per  unit. 

In  previous  Sections  (4.1  to  4,g),  methods  of 
calibration  of  the  sensors  and  transducers  have  been 
discussed  in  detail.  Using  this  calibration  information, 
and  any  further  calibrations  of  the  data  acquisition 
system  itself,  the  acquired  digitised  data  may  then  be 
converted  to  engineering  units  using  a  simplified 
relationship,  as  above,  or  through  a  high  (e.g.  5th) 
order  polynomial  representation  of  the  calibration. 
However,  in  most  cases  it  is  preferable  to  store  data  in 
raw  digitised  form  (i.e.  prior  to  conversion  to 
engineering  units)  as  this  makes  it  easier  to  carry  out 
further  analysis  at  a  later  date  or  to  revise  calibration 
data  should  that  prove  advisable. 


4.V.3.4  Acquisition  of  Data  in  False  Coded  Form 
When  data  has  to  be  transmitted  from  one  location  to 
another  it  is  best  done  using  a  pulse  coded  format  as  an 
analogue  signal  can  become  degraded.  In  some 
acquisition  systems  it  is  this  pulse  code  representation 
which  is  recorded:  the  most  popular  code  being  'Pulse 
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Code  Modulation"  (PCM)(References4.9. 1  and4.9.5). 
Pulse  coded  tapes  can  usually  be  read  into  the  data 
analysis  system  using  a  digital  input  interface  (as 
opposed  to  an  analogue  to  digital  converter  interface). 

If  this  is  done,  and  if  this  data  has  to  be 
correlated  or  combined  with  the  data  which  was 
acquired  through  the  ADCs,  then  a  common  time  code 
must  be  recorded  on  the  PCM  tape  and  the  analogue 
recording.  In  both  methods  of  input  (digital  or 
analogue),  the  system  can  then  time  stamp  each  sample 
accordingly.  This  is  very  important  where  applying  the 
Sampling/Time  phase  corrections  as  described  in 
Section  4. 9. 3. 2. 

4.9.4  Filtering 

The  frequency  of  interest  in  transient  data  will,  in  many 
cases,  contain  frequency  components  up  to  100  Hz,  and 
will  have  been  sampled  at  1000  or  more  samples  per 
second  (see  Sections  4.9.2  and  5. 2. 2. 5).  There  are, 
however,  other  cases  where  the  maximum  frequency  of 
interest  will  be  much  lower,  and  then  the  sampling  rate 
can  be  much  reduced.  The  raw  data  may  also  contain 
unwanted  noise  and  other  data  at  higher  frequencies 
than  those  of  interest.  It  is  necessary  to  remove  these 
from  the  data  before  recording.  This  is  usually  carried 
out  by  the  incorporation  of  a  carefully  selected  low  pass 
filter  either  incorporated  in  the  signal  conditioning 
components  (Sections  4. 1 .3.3  and  4.2.  to  4.8)  or  in  the 
data  acquisition  system.  Signal  processing  can  also  be 
carried  out  after  the  signal  has  been  digitised.  The 
term  "digital  filter*  is  used  to  represent  a  digital 
processor  which  receives  a  sequence  of  input  values  and 
carries  out  some  preprogrammed  digital  operation  on 
them  which  can,  in  effect,  be  a  filtering  process. 

The  sampling  of  any  signal  must  be  viewed 
from  two  main  aspects.  Consider  Figure  4.9-10(a) 
where  sufficient  data  points  have  been  sampled  to 
correctly  identify  the  frequency  of  the  sinusoid.  An 
increased  sampling  frequency  will  improve  the  fidelity 
of  the  digitised  signal  and  provide  a  more  reasonable 
estimate  of  its  peak  amplitude.  On  the  other  hand,  in 
Figure  4.9-10(b)  the  sampling  rate  is  too  low  and 
insufficient  points  are  sampled  to  correctly  identify  the 
frequency.  The  data  would  falsely  appear  in  a  spectrum 
analysis  as  being  a  lower  frequency  than  it  actually  is 
but.  most  importantly  for  transient  data,  the  peaks  of 
the  signal  would  not  be  determined  correctly.  This 
effect  is  known  as  aliasing.  The  critical  frequency, 
where  there  are  exactly  two  poims  per  cycle  is  called 
lhe  Nyquisi,  or  folding,  frequency  (fH)  and  is  equal  to 
half  the  sampling  frequency  (ft).  This  Nyquist 
frequency  is  the  minimum  that  can  be  used  if  aliasing 


is  to  be  avoided.  However,  as  stated  above,  a  sampling 
rate  of  10  to  20  times  the  top  frequency  of  interest  is 
recommended  in  many  transient  test  programmes. 
Nevertheless,  filters  are  usually  incorporated  in  the  data 
acquisition  system  in  order  to  reject  (attenuate)  those 
frequency  components  of  the  signal  which  are  outside 
the  range  of  interest  and  to  guard  against  aliasing. 

Selecting  a  filter  is  not  easy.  All  filters, 
whether  executed  in  the  analogue  or  digital  domains, 
alter  the  signals  passing  through  them  in  some  way  and, 
for  any  filter  characteristic,  the  effect  is  strongly 
dependant  on  the  kind  of  information  contained  in  the 
signal.  Therefore,  it  is  always  important  to  assess  the 
errors  or  distortions  (attenuation  and  phase  shift)  of  the 
measurand  that  will  be  introduced  by  the  filter  itself. 

Many  types  of  filters  are  available,  each 
offering  different  characteristics  (see,  for  example, 
References  4.9.1,  4.9.2  and  4.9.4).  Figure  4.9-11 
illustrates  this  for  some  low  pass  filters.  The  elliptic 
filter,  while  providing  a  sharp  cut  off  may  have  poor 
fidelity  in  the  pass  band  and  is  prone  to  ringing.  At  the 
other  extreme,  the  Bessel  filter  has  a  drooping  pass 
band,  is  unsurpassed  for  fidelity,  and  has  a  short 
settling  time.  More  details  of  three  of  these  types  of 
filters  are  given  in  Figures  4.9-12  to  4.9-14 
(Reproduced  with  permission  of  Frequency  Devices. 
Inc.).  The  main  performance  features  of  these  filters 
can  be  described  by: 

a)  The  flatness,  ripple  or  droop  in  the  pass  band, 
its  cut  off  frequency  and  the  attenuation  decay 
rate  beyond  cut  off. 

b)  The  phase  shift  (between  input  and  output)  as 
a  function  of  frequency. 

c)  The  rise  time  v.  time  constant),  overshoot  and 
settling  time  in  response  to  a  sudden  change  of 
input,  e.g.,  step  or  ramp. 

Butterworth  filters  (Figure  4.9-12)  have  a  flat  response 
in  the  pass  band,  a  relatively  sharp  cut  off  and  a 
moderate  phase  shift  but  a  slow  rise  lime  and  a 
significant  overshoot.  They  could  be  the  preferred  type 
if  the  overriding  requirement  was  pass  band  fidelity. 
Bessel  filters  (Figure  4.9-13)  have  a  linearly  increasing 
phase  shift  in  their  pass  band  and  a  short  rise  time  with 
minimum  overshoot  but  a  slow  droop  which  extends 
into  the  pass  band. 

Chcbvshev  filters  are  designed  to  have  a  specific  ripple 
in  their  pass  band.  Compared  to  Butterworth  and  Bessel 
filters  they  (Chebysbev)  can  achieve  a  faster  roll  off  but 
only  at  the  expense  of  pass  band  ripple.  The  example 
shown  in  Figure  4.9-14  has  a  pass  band  ripple  of  0.5 
dB. 
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Cauer-Ellimic  filters  are  designed  10  acnieve  maximum 
sharpness  of  frequency  cut  off.  However,  the  pass  band 
is  rippled  2nd  the  stop  band  descends  deeply  into  one  or 
more  notches,  returning  to  a  finite  level.  These  filters 
are  specified  by  the  amount  of  pass  band  ripple,  cut  off 
frequency  and  required  stop  band  attenuation. 

The  performance  of  high  pass  or  band  pass 
filters  can  be  similarly  described. 

There  are  thus  many  factors  which  must  be 
taken  into  account  when  selecting  a  filter.  These  will 
include  the  input  signal  characteristics,  the  frequency 
content  of  interest  and  the  necessary  behaviour  of  the 
filter  in  terms  of  freedom  from  signal  distortion, 
settling  time,  sharpness  of  cut  off,  phase  shift,  etc. 
Finally,  it  is  important  that  all  channels,  which  are  to 
be  compared  and  combined,  are  put  through  the  same 
type  of  filter,  otherwise  an  allowance  for  phase  shift 
may  be  required. 

Figure  4.9-15  illustrates  the  response  to  a  step 
input  for  three  different  4  pole  filters  each  having  a  cut 
off  frequency  of  100  Hz.  Figures4.9-16to4.9-18show 
the  response  of  the  same  three  types  of  filter  to  a  saw 
tooth  input.  In  this  case,  different  levels  of  cut  off 
frequency,  50  Hz,  100  Hz  and  200  Hz  are  illustrated. 
In  each  case,  the  output  signal  shows  a  time  delay  and 
a  depression  in  peak  output  level.  The  magnitude  of  the 
errors  is  illustrated  in  the  “design  example"  given  in 
Sections  4.9.7  and  5. 

It  is  possible  to  minimize  some  of  the  errors 
introduced  by  the  filter  by  as  calculation  procedure 
known  as  deconvolution.  Here  the  recorded  filter  output 
signal  is  reprocessed,  using  the  known  filter 
specification  arid  characteristics,  to  reconstitute  the 
measurand.  Figure  4.9-19  shows  the  deconvolution  of 
the  solid  line  (filter  output)  to  the  dotted  line  which  to 
all  intents  and  purposes  was  the  initial  measurand. 

Even  though  the  above  discussion  refers  only 
to  the  theoretical  performance  of  the  different  types  of 
filters,  it  is  an  adequate  guide  on  which  to  base  the 
choice  of  filter.  For  example,  the  abrupt  step  used  as 
input  in  deriving  the  response  curves  shown  in  Figures 
4.9-12  to  4.9-15  is  unlikely  to  represent  a  real  world 
situation  which  would  be  better  described  by  a  ramp 
input.  Table  4.9-1  shows  the  calculated  percentage 
overshoots  for  a  range  of  Butterworth  filters  (and  a 
single  Elliptic  filter)  subjected  to  a  series  of  ramp  input' 
The  significance  of  these  results  is  that  even  though  real 
world  systems  do  not  precisely  simulate  a  sensor  with 
an  ideal  step  input,  for  relatively  slow  rise  time  inputs 
( in  relation  to  cut-off  frequency)  the  peak  overshoots 
remain  nearly  the  same  as  that  obtained  from  an  ideal 
step. 


As  well  as  these  theoretical  performance 
characteristics,  there  are  other  “steady  state  elemental 
error  sources"  inherent  in  the  build  of  any  filter.  A 
typical  manufacturer’s  specification  will  often  refer  to 
the  following  sources  of  error:  input  and  output  drift 
with  temperature,  zero  offset  (sometimes  adjustable  to 
zero),  crosstalk,  distortion,  internally  generated  noise, 
gain  (can  be  calibrated  out),  etc.  The  magnitudes  of 
these  errors  can  be  estimated  from  the  manufacturer’s 
specifications. 

4.9.5  Data  Manipulation 

Advances  in  the  technology  of  measurement  and  data 
acquisition  have  greatly  increased  the  quantity  of 
information  which  may  be  captured  from  a  given 
experiment.  Although  an  understanding  of  the  physical 
system  may  be  obtained  by  examining  the  data  directly, 
further  knowledge  is  often  obtained  from  manipulated 
data.  When  this  is  held  in  digital  form  the  processes  of 
display  and  manipulation  become  relatively  easy  to 
achieve.  Calculating  derived  functions  from  the  data 
measured,  e  g.  velocity  from  acceleration,  horsepower 
from  torque  and  speed,  can  save  considerable  time  and 
money  either  by  reducing  the  number  of  functions  to  be 
measured  or  by  eliminating  the  need  for  expensive 
instrumentation  when  less  expensive  instruments  are 
-vailable  to  measure  related  functions. 

When  calculating  combined  components  the 
time  lag  between  measurements  in  the  physical  system 
should  be  accounted  for  as  mentioned  in  Section 
4.9.3  2.  Also,  it  is  essential  to  ensure  that  the 
uncertainty  in  the  derived  parameters,  obtained  using 
the  methods  suggested  above,  remains  acceptable. 

4.9.6  Analysis  and  Processing  System 

It  is  not  the  purpose  of  this  report  to  describe  specific 
hardware  or  analysis  and  processing  procedures. 
However,  the  basic  components  of  such  a  system  are 
(Figure  4.9-20): 

(a)  Computer  processor  to  run  the  software  which 
analyses  the  data  and  controls  the  peripherals. 

(b)  An  analogue  input  system  (A1S)  to  acquire  the 
data;  this  data  may  also  be  in  digital  form. 

(c)  Graphics  display  units  to  output  the  analysed 
data. 

(d)  Disc  backing  store  to  store  programs  and 
analysed  data. 

(e)  Printer  or  plotter  to  get  a  permanent  copy  of 
results. 


4.9.6. 1  Analogue/Digtial  Input  System 

The  critical  area  of  the  analysis  system  is  the 
acquisition  of  the  data.  Relevant  points  in  this  area  were 
discussed  above. 

Analogue  signals  from  the  experiment  are  fed 
through  anti-aliasing  filters  into  the  Analogue  to  Digital 
Converter  (Figure  4.9-21).  The  ADC  is  controlled  by, 
and  feeds  data  through,  an  interface  module  (1FM) 
using  software  drivers  and  subroutines  so  that  digital 
information  (i.e.  a  replica  in  digital  format  of  the 
measured  signals)  can  be  stored  in  the  computer. 

4.9.6.2  What  Type  of  Analysis  System ? 

Such  systems  could  range  from  a  PC  to  powerful  mini¬ 
computer.  The  requirement  is  dependent  on  the  input 
bandwidth  of  the  data  and  the  type  of  calculation  to  be 
done.  In  addition,  the  requirement  for  on-line  display  of 
the  results  during  or  immediately  after  the  test  should 
be  considered.  In  general,  much  time  can  be  saved  by 
seeing  immediately  that  good  data  was  acquired  from  a 
test. 

The  type  of  system  and  its  capacity  can  only  be 
considered  when  all  the  facts  about  data  measuring  and 
output  requirements  have  been  defined.  This  is 
particularly  important  when  a  new  system  is  being 
designed  so  that  the  widest  possible  use  can  be  made  of 
the  facility. 

4.9.7  Design  Example 

This  section  illustrates  the  sources  of  error  arising 
within  the  DAS  for  the  surge  margin  measurement 
example  using  a  fuel  spike  (see  Section  5).  In  practice, 
the  DAS  is  usually  fixed  hardware  installed  in  the  test 
facility,  often  with  fixed  operational  boundaries  and  a 
limited  range  of  adjustment.  It  will  therefore  be 
necessary  to  determine  the  uncertainty  limitations  of  the 
DAS  and  estimate  whether  or  not  the  system  is  capable 
of  acquiring  (accepting  and  recording)  the  input  signals 
with  an  adequate  level  of  confidence  (accuracy). 

The  arrangement  proposed  for  pressure 
measurement  is  shown  in  Figure  4.9-22  (i.e.  Figure 
5.2-9)  and  consists  of  a  parallel  sample  and  hold 
system.  The  pressure  signals  (PS31)0,  (P25)„,  APS25 
and  APS31  are  measured.  Then  PS31  =  (PS31)0  + 
APS31,  with  a  corresponding  equation  for  inlet 
pressure,  P25  =  (P25)„  +  AP25.  A  correction  will  be 
applied  to  transpose  the  measured  combustion  chamber 
casing  static  pressure  PS31  to  an  equivalent  mean 
compressor  outlet  pressure  P3  (see  Section  4.2.6  and 
5.2.5). 


A  block  diagram  representing  the  DAS  and 
Processor  and  the  Error  Model  is  shown  in  Figure  4.9- 
23  where  the  main  sources  of  error  are  considered  to 
arise  in  the  filter,  sample  and  hold  system,  A/D 
converter  and  data  processor.  The  input  levels  to  the 
DAS  are  assumed  to  be  as  in  Table  4.9-2. 

In  the  filter,  distortion  will  be  introduced  by 
the  filter  transient  transfer  characteristics  and  also  by  its 
steady  stale  performance  specification.  It  has  been 
assumed  that  all  transient  channels  have  filters  with  the 
same  specification  and  hence  similar  time  delays.  Also, 
since  peak  pressure  ratio  is  the  measurement  objective, 
only  this  error  will  be  considered. 

In  Section  5.2. 2. 5,  a  derivation  is  presented  for 
the  selection  of  the  "highest  frequency  of  interest"  and, 
hence,  a  justification  of  the  sampling  rate  referred  to 
earlier.  Then  follows  the  selection  of  the  appropriate 
filter  type,  its  cut-off  frequency  and  related  elemental 
errors.  All  these  filter  errors,  discussed  in  Section 
5. 2.2.5,  have  been  entered  in  Figure  4.9-23,  even 
though  many  of  them  arise  in  the  signal  conditioning 
component.  These  results  are  further  illustrated  in 
Figure  4.9-24,  where  the  theoretical  attenuation  over 
the  range  of  frequencies  associated  with  this  example 
are  plotted. 

The  parallel  samplc-and-hold  system,  used  in 
this  example  to  capture  the  various  pressures  (Figure 
4.9-22),  was  chosen  to  effeciively  freeze  the  fast 
moving  signals  at  a  series  of  corresponding  instances  in 
time.  These  frozen  (i.e.  held)  signals  would 
subsequently  be  digitised  through  an  A  to  D  converter. 
The  input  and  output  from  a  sample-and-hold  amplifier 
is  shown  in  Figure  4.9-25.  The  features  to  be 
considered  in  selecting  this  component  are  aperture 
time,  settling  time,  droop  rate  and  the  related 
performance  uncertainties.  Note  that  the  digitisation 
process  is  initiated  at  the  end  of  the  settling  time. 
Further  information  on  sample-and-hold  systems  can  be 
obtained  from  References  4.9.1  and  4.9.2  or 
manufacturers'  manuals. 

A  typical  error,  obtained  from  manufacturers’ 
specifications  for  the  sample-and-hold  component 
required  for  this  example,  would  be  ±5  mvolts  in  a  ±5 
volt  range  (i.e.  ±0.1%  FS). 

There  are  a  wide  variety  of  current  designs  for 
analogue  to  digital  conveners:  more  information  is 
available  in  References  4.9.1  and  4.9.2.  The  various 
types  differ  in  speed,  accuracy,  cost,  etc.  and 
manufacturers’  specifications  should  be  referenced  for 
this  data.  For  the  surge  margin  example  being 
considered  here  a  12  bit  A  to  D  converter,  with  a 
conversion  time  of  12  psec,  was  chosen.  Typical  bias 


and  a  precision  errors  of  such  a  component  would  be  of 
the  order  of  0.03%  FS  in  both  cases  (see  also  Section 

8.2  of  Reference  4.9.3). 

In  both  the  sample-and-hold  system  and  the  A 
to  D  converter  it  is  assumed  that  the  full  operating 
range  is  used  and  thus  the  error  in  reading  relates  to  the 
full  scale  (FS)  error  limit. 

Data  reduction  by  the  processor  consists  of 
converting  the  digital  recordings  to  engineering  units 
via  calibration  curves.  It  is  assumed  for  this  example 
that  uncertainties  introduced  by  the  processor  (e.g. 
calibration  curve  interpolation  process)  result  in  a  a 
precision  error  of  ±0.03%  FS  (see  also  Section  8.2  of 


Reference  4.9.3). 

The  above  elemental  errors  have  been  entered 
in  Figure  4.9-23  (exit  pressure)  where  it  will  be  seen 
that  the  overriding  error  component  results  from  the 
peak  response  of  the  filter.  Similar  percentage  errors 
can  be  anticipated  in  the  varying  inlet  pressure  (P25), 
so  care  must  be  exercised  in  relating  inlet  and  outlet 
pressures  to  a  common  time  base  with  the  appropriate 
allowances  for  signal  delay. 

Typical  uncertainties  that  would  be  introduced 
by  the  data  system  into  the  measurement  of  T25  are 
summarized  in  Table  5-6. 
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Ramp  Rise 

Butterworth 

Elliptic 

Time 

(sec) 

2  pole 

4  pole 

6  pole 

8  pole 

0.0 

4.34 

10.87 

13.83 

15.58 

20.18 

0.1 

4.34 

10.86 

13.80 

15.74 

20.17 

0.2 

4.33 

10.84 

13.76 

15.69 

20.16 

0.5 

4.30 

10.74 

13.65 

15.61 

20.01 

1.0 

4.17 

10.39 

13.24 

15.13 

19.52 

2.0 

3.70 

9.06 

11.60 

13.40 

17.70 

5.0 

2.00 

3.63 

4.25 

4.98 

7.60 

Filter  cut-off  frequency  (fc)  =  1  Hz 

Table  4.9-2  DAS  Error  Source  Diagram  Requirements  •  Example  of  Section  4.9.7 


Parameters 

Frequency 

Signal 

Range 

Impedance 

Electrical 

Interface 

AP25 

<75Hz 

mV 

0-100 

500  0 

2  wide  +  shield 

APS31 

<75  Hz 

mV 

0-100 

1000  0 

2  wide  +  shield 

P25 

steady-state 

mV 

0-100 

1000  0 

2  wide  +  shield 

PS31 

steady-state 

mV 

0-100 

1000  0 

2  wide  +  shield 

T25 

5  Hz 

mV 

0-20 

low 

2  wide  +  shield 

nh 

iJEsaM-i 

12-bit 

0.020  sec 
update 

bus 

bus 

•  • 


Notes: 


Systems  for  pressure  measurement  -  see  Sections  4.2.6,  5. 2.3. 2  and  5. 2.3. 3. 

Air  flow  is  inferred  and  error  data  are  described  in  Sections  4. 4.7. 6  and  5. 2.3.6. 


Figure  4.9-6  Simultaneously  Sampled  Multi-channel  System 
-  Parallel  Sampling 
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Figure  4.9-9  Parallel  Sample  and  Hold  ADC 


Figure  4.9-10  Effect  of  Data  Sampling  Rate 
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Figure  4.9-1 1  Attenuation  of  Typical  8-Pole  Low  Pass  Fillers 
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Figure  4.9-12  Theoreticil  Response  -  Butterwonh  Fillers 
(Published  with  Permission  of  Frequency  Devices.  Inc.) 
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Figure  4.9-14  Theoretical  Response  -  Chebyshev  Filters 
(Published  with  Permission  of  Frequency  Devices.  Inc.) 
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Figure  4.9-16  Response  of  50  Hz  4-Pole  Filters  iO  Triangular  Input  Signal 
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Figure  4.9-17  Response  of  100  Hz  4-Pole  Filters  to  Triangular  Input  Signal 
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Figure  4.9-19  Deconvolution  of  Filter  Output  Signal  -  (see  text  Section  4.9-4) 
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5.  EXAMPLES  OF  A  MEASUREMENT  SYSTEM  UNCERTAINTY  ANALYSIS  FOR 

TWO  TEST  CASES1 


5.1  SELECTION  OF  EXAMPLES 

In  this  section  two  examples  of  pre-test  uncertainty 
analysis  will  be  developed  in  order  to  illustrate  the 
application  of  the  principles  of  transient  measurements 
described  in  this  document.  Since  the  document 
envisions  a  wide  spectrum  of  users  from  engine 
operators  and  overhaul  and  repair  personnel  through 


engine  developers,  the  first  example  represents  a 
complex  test  that  requires  special  instrumentation  and  is 
normally  done  only  by  the  engine  developer,  and  the 
second  example  represents  a  very  common  test 
procedure  of  universal  interest  employing  standard 
instrumentation.  The  tests  selected  are: 


1.  Compressor  Pressure  Ratio  and  Air  Flow  at  Surge  -  Engine  developer  test  for  surge  margin  assessment. 

2.  Accel  Time  from  Idle  to  100%  Rated  Engine  Thrust  -  Typical  final  acceptance  test  after  engine  overhaul. 


MEASUREMENT  OF  COMPRESSOR  PRESSURE  RATIO  AND  AIR  FLOW  AT  SURGE 


5.2 

5.2.1  Description  of  Test 

5.2.1. 1  Tea  Objective  and  Method 

The  test  objective  in  this  example  case  is  to  determine 
the  pressure  ratio  and  airflow  at  the  time  of  surge  in  a 
sea  level  test  with  a  clean,  undistorted  inlet  flow  in  a 
large  medium  bypass  military  engine. 

Pressure  ratio  is  a  derived  parameter  which  is 
calculated  from  the  measurement  of  compressor 
discharge  pressure  (P3),  and  compressor  inlet  pressure 
(P25).  Air  flow  is  inferred  via  a  compressor  analytical 
model  which,  for  any  input  pressure  ratio  (P3/P25), 
uses  compressor  inlet  temperature  (T25)  and  rotor 
speed  (Nh)  to  calculate  air  flow.  The  time  of  surge  is 
defined  either  as  the  time  P3  peaks  or  the  time  that  a 
rapid  rise  is  observed  in  P25,  whichever  occurs  Erst. 

Figure  2-2  in  Section  2  shows  a  map  of 
compressor  operating  characteristics  in  which  pressure 
ratio  vs.  corrected  air  flow  is  plotted.  Both  the  design 
steady-state  operating  line  of  the  compressor  and  the 
'steady-state'  surge  line  are  shown.  The  nominal 
'steady-state*  surge  line  represents  the  locus  of  points 
at  which  the  compressor  would  be  expected  to  surge  if 
its  operating  point  moved  from  a  steady -state  design 
point  to  the  point  of  surge  under  quasi-steady 
conditions.  When  testing  a  compressor  as  a  separate 
component  this  quasi-steady  state  change  is 
accomplished  by  throttling,  and  the  surge  line  ia 
determined  using  a  series  of  steady-state  data 
acquisitions  along  a  constant  speed  line  uottl  the  surge 
event  occurs.  When  the  compressor  is  installed  in  an 


engine  it  is  not  always  possible  to  induce  a  surge  in  this 
way  and  other  expedients  must  be  used.  One  common 
approach  is  to  use  a  fuel  spike. 

The  fuel  spike  technique  requires  the  use  of 
special  equipment  to  rapidly  inject  excess  fuel  through 
the  combustor  nozzles.  This  causes  the  pressure  to  rise 
rapidly  at  the  compressor  discharge,  at  approximately 
constant  rotor  speed,  until  surge  occurs.  Since  under 
normal  conditions  most  engines  will  not  surge  by  rapid 
throttle  movements  alone,  the  alternative  technique 
frequently  requires  that  the  engine  fuel  control  be 
temporarily  adjusted  to  modified  acceleration  and  bleed 
schedules  with  higher  rate  limits  on  fuel  flow, 
temperature  rise  and  rotor  speed.  Alternatively  an 
auxiliary  system  which  bypasses  the  main  fuel  control 
can  be  used  to  inject  the  excess  fuel.  In  addition  the 
compressor  operating  line  can  be  raised  by  in-bleeding 
high  pressure  air. 

Figure  2-2  also  depicts  transient  operating  lines 
for  acceleration  and  deceleration  using  normal  throttle 
settings.  Figure  2-9  illustrates  surge  lines  which  are 
lowered  due  to  steady-state  effects  such  as  Reynolds 
number  changes,  blade  tip  erosion,  and  also  surge  line 
degradation  which  occurs  during  transients  due  to  rapid 
changes  in  temperature,  clearance  and  the  like.  The 
transient  operating  line  is  the  trajectory  on  the 
compressor  performance  map  during  an  acceleration  or 
deceleration  transient  and  the  transient  surge  line  ia  the 
locus  of  points  at  which  the  compressor  would  be 


1  Tables  and  Figures  for  Section  5  begin  on  page  5-14 


expected  to  surge  with  the  engine  operating  in  the 
transient  condition. 

5.2. 1.2  Specific  Parameters  to  be  Measured. 

For  a  typical  surge  margin  test  in  a  two  spool  turbofan 
engine,  the  required  parameters  to  be  measured  are 
shown  in  Table  24.  For  this  specific  example,  using  a 
fuel  spike,  the  additional  parameters  to  be  measured  art 
shown  in  Tahle  5-1. 

The  uncertainty  of  these  transient  parameters 
is  described  in  the  sections  of  this  document  indicated 
in  the  table  and  this  information  will  be  used  to  estimate 
the  total  uncertainty.  Tht  remaining  parameters  are 
needed  to  establish  the  initial  steady-state  operating 
point,  and  their  time  dependence  during  the  transient  is 
not  critical. 

5.2. 1.3  Test  Technique  -  Fuel  Spike  from  Steady 
State 

This  test  is  normally  carried  out  beginning  with  the 
engine  stabilized  at  a  preselected  design  operating  point. 
Steady-state  data  are  acquired  for  all  the  parameters 
listed  in  Tahle  2-3  and  for  the  additional  parameters  in 
Table  5-1  which  are  unique  to  the  specific  transient  test. 

At  the  same  steady-state  condition,  the 
calibration  of  all  pressure  transducers  to  be  used  in  both 
the  steady  state  and  transient  data  acquisition  should  be 
checked.  The  "steady-state*  transducers  are  generally 
mounted  some  distance  from  the  engine  through  tubes 
that  can  be  30  m  long  or  more  and  they  are 
consequently  slow  in  response  and  not  adequate  for 
transient  measurements  with  bandwidth  require  meets  of 
greater  than  about  1  Hz.  The  pressure  transducers  used 
for  the  transient  data  acquisition  are  close  coupled 
where  "close",  as  explained  in  Section  4.2,  means  the 
connecting  tubing  is  short  enough  to  that  the  transient 
response  of  the  tubing  does  not  produce  excessive 
uncertainty  in  the  measurement.  Since  the  remotely 
mounted  steady-state  transducers  are  normally  in  a  well 
controlled  environment,  and  since  they  can  be  calibrated 
in  situ  against  absolute  standards,  they  are  used  as 
references  to  check  and  adjust  the  calibration  of  the 
transient  transducers  during  steady-state  data  acquisition 
which  precedes  the  transient.  They  are  rechecked  after 
the  transient. 

After  the  steady -state  point  is  recorded,  and  the 
data  are  reviewed  to  ensure  that  the  engine  is  at  the 
selected  condition,  a  controlled  fuel  spike  is  introduced. 
The  trajectory  on  the  compressor  map  is  approximately 
along  a  constant  speed  line  toward  the  surge  point.  This 


is  depicted  in  Figure  5.2-1  which  shows  the  specific  test 
that  will  be  reviewed  in  this  example. 

The  transient  measurements  required  to  define 
the  surge  point  on  the  compressor  map  are:  P3,  P25, 
T25,  Nh,  and  WA.  The  corrected  air  flow  WA  is 
inferred  from  these  measurements  as  described  in 
Section  4.4.  In  addition,  the  transient  fuel  flow  must  be 
measured  to  insure  that  the  specified  flow  rate  spike 
was  achieved.  This  is  essential  in  order  to  achieve 
reproducihle  results,  however  high  absolute  accuracy  is 
not  required  since  only  repeatability  of  the  fuel  flow  is 
needed  for  repeat  tests.  Figure  5.2-2  shows  an  example 
of  the  fuel  flow  during  the  fuel  spike.  The  system  is 
designed  to  inject  the  full  increment  of  fuel  in  less  than 
about  80  milliseconds,  with  the  first  half  introduced  in 
about  30  milliseconds. 

The  transient  excursions  that  are  anticipated  in 
PS31,  P25,  T25,  Wf  and  NH  are  shown  in  Figures  5.2- 
2  to  5.2-6.  The  time  of  surge  is  defined  by  the  time  at 
which  the  combustor  pressure  PS31  peaks  and  starts  to 
decrease  since  this  occurs  slightly  before  the  rapid  rise 
in  P25.  The  HPC  pressure  ratio  at  that  time  is 
(P3peakfP25),  where  P25  refers  to  the  pressure  at  the 
time  at  which  the  peak  in  P3  occurs  and  just  before  the 
rapid  rise  in  P25.  The  corrected  airflow  will  be 
determined  for  this  same  instant  in  time. 

5.2.2  Measurement  Requirements 

5.2.2.1  Number,  location  and  orientation  of 
measurements 

The  detaila  of  each  primary  measurement  system 
needed  in  this  example  are  covered  in  Section  4.  The 
locations  of  the  stations  for  these  measurements  are 
shown  in  Figure  2-3. 

The  probe  location  for  station  31  is  a  single 
static  tap  in  the  combustor  case.  Since  the  Mach  No.  at 
this  location  is  very  low,  this  measurement  is  very  close 
to  the  total  pressure  at  the  HPC  discharge.  The 
correlation  with  P3  steady-state  data  is  described  in 
Section  4.2.6. 

Since  both  the  station  25  probe  and  the 
combustor  pressure  tap  described  in  4.2.6  are  used  for 
transient  measurements,  they  must  be  "close  coupled" 
to  their  transducers,  i.e.  the  line  lengths  and  sizes  have 
been  selected  to  as  to  achieve  the  desired  accuracy 
given  the  expected  time  behavior  of  the  input  signal. 

5.2.2.2  Relationship  to  Station  Averages 

Since  the  transient  pressure  probes  sample  the  flow  at 
a  limited  number  of  points,  the '  elatiooship  between  the 
points  they  measure  and  the  station  averages  must  be 


determined.  This  is  usually  done,  as  explained  in 
Section  4.2,  by  steady-state  comparisons  between  the 
transient  probes  and  the  steady-state  probe  arrays  that 
are  used  for  performance  calibration  of  tbe  engine. 

5.2.2.3  Range  of  Measurements 

The  measurement  systems  required  for  transient  testing 
must  be  capable  of  covering  the  complete  range  of  the 
measured  parameters  needed  to  satisfy  the  test 
objectives.  In  surge  margin  testing  it  is  not  always 
desirable  to  use  the  same  instruments  over  the  whole 
range  of  the  compressor  operating  conditions  because, 
for  example,  a  transducer  which  is  designed  for  the 
high  pressure  regime  will  be  operating  near  the  low  end 
of  its  range  at  idle  conditions  and  therefore  may  not 
satisfy  the  accuracy  requirements  for  this  condition.  In 
some  cases  separate  instruments  may  have  to  be 
provided  for  the  low  and  bigb  ranges  of  the 
measurements.  One  means  for  overcoming  this  problem 
is  discussed  in  Section  4.2  on  pressure  measurements. 
In  the  technique  described  there,  the  transient 
measurements  are  all  differential  pressure  measurements 
referenced  to  the  initial  steady-state  condition  and 
therefore  only  the  transient  overpressure  is  measured  by 
these  systems.  The  typical  ranges  required  for  these 
parameters  in  a  sea  level  test  stand  for  a  large,  medium 
bypass  military  engine  are  shown  in  Table  3-2.  The 
magnitude  of  the  expected  overpressure  is 
approximately  the  difference  between  the  operating  line 
pressure  and  the  pressure  at  surge. 

5.2.2.4  Uncertainty  Requirements 

In  this  example  the  target  for  total  uncertainty  will  be 
based  on  the  recommendations  in  Aerospace 
Recommended  Practice  1420,  Reference  5.2.  For 
stability  measurements  of  the  type  covered  in  this 
example,  ARP  1420  calls  for  measurement  of  steady- 
state  absolute  pressure*  with  an  error  not  to  exceed 
±0.5*  and  unsteady  pressures  with  an  error  not  to 
exceed  ±2.0*,  both  defined  as  two  standard 
deviations,  and  the  unsteady  pressure  is  to  include 
information  up  to*  tlte  highest  frequencies  of  interest*. 
The  next  section  discusses  the  problem  of  determining 
frequency  response  requirements. 

Since  the  uncertainty  of  P3  and  P2S  will 
combine  as  the  root-sum-square,  2  *  uncertainty  in  each 
is  equivalent  to  a  2.8*  uncertainty  in  pressure  ratio. 
The  objective  for  total  uncertainty  in  pressure  ratio  for 
this  test  was  therefore  set  at  3*.  The  uncertainty 
objective  for  air  llow  was  set  at  4* . 


5.2.2.5  Frequency  Response  Requirements 
A  major  potential  source  of  error  in  transient  testing  is 
the  uncertainty  caused  by  the  time  response  limitations 
of  the  measurement  systems  themselves.  One  objective 
in  planning  most  transient  tests  is  to  avoid,  if  possible, 
the  necessity  of  applying  corrections  for  known  bias  of 
the  measurement  systems.This  means  tbat  the 
magnitude  of  the  transient  corrections  must  be  estimated 
and  that  the  systems  must  be  designed  sucb  that  tbe 
corrections  are  small  and  therefore  can  be  incorporated 
in  the  total  estimated  uncertainty.  The  range  and  time 
scale  of  the  measu rands  has  been  defined  for  the 
example  case  in  the  above  table  and  in  Figures  5.2-2  to 
5.2-6.  We  can  now  investigate  what  the  frequency 
response  of  the  measurement  systems  will  have  to  be  to 
satisfy  the  above  objectives.  To  do  this  we  will  use  P3 
as  the  principal  example  since  this  parameter  varies 
most  rapidly  and  its  accurate  measurement  is  critical  to 
the  objective  of  the  test.  Fuel  flow  also  changes  very 
rapidly  but  its  measurement  is  not  part  of  the  defined 
test  objective  and  is  used  only  to  insure  repeatablity  of 
the  fuel  injection  system. 

The  expected  behavior  of  P3  (PS3I)  is  shown 
in  Figure  5.2-3.  Prior  to  the  test  we  do  not  know  what 
the  precise  time  behavior  of  the  signal  will  be,  but  from 
prior  testing  we  know  that  it  will  be  similar  to  that 
shown  in  Figure  5.2-3  and  lie  somewhere  between  two 
extreme  approximate  forms,  the  sawtooth  pulse  and  the 
terminated  sinusoid  shown  in  Figures  5.2-7  and  5.2-8. 
Analytical  solutions  to  the  response  of  first  and  second 
order  measurement  systems  can  be  obtained  using 
methods  such  as  those  described  in  Reference  5.3. 
Then  methods  allow  the  magnitude  of  the  transient  bias 
corrections  to  be  estimated  for  systems  that  can  be 
approximated  as  linear  systems.  Figures  5.2-7  and  5.2-8 
also  show  examples  of  the  response  of  First  older  linear 
systems  to  the  sawtooth  and  the  terminated  sinusoid. 

The  transient  response  of  the  measurement 
system  shown  in  Figure  5.2-9  is  dominated  by  two  of 
tbe  system  components.  First,  the  pneumatic  tubing 
which  connects  the  static  Up  in  the  combustor  to  the 
transducer  which  measures  the  transient  overpressure 
and,  second,  tbe  low  pass  filter  in  the  signal 
conditioning  or  data  acquisition  system. 

The  tubing  to  tbe  transducer  is  made  as  short 
si  possible  consistent  with  the  available  space  and  the 
need  to  maintain  tbe  transducer  in  a  very  stable  thermal 
environment.  Its  transient  response  can  be  approximated 
as  a  second  order  lightly  damped  system  (Section  4.2) 
and  is  therefore  descnbable  by  a  resonant  frequency  f„ 


5-4 


utd  *  damping  constant  £  which  is  small  (see  Section 
4.2.6  for  this  example). 

In  order  to  minimize  noise  in  the  signal,  the 
low  pass  filter  cut-off  frequency  is  set  to  as  low  a  value 
as  possible  consistent  with  passing  the  'highest 
frequency  of  interest'  in  the  signal,  assuming  that  the 
highest  frequency  is  known.  Since  in  this  example  no 
specific  frequency  of  interest  can  be  defined  a  priori,  an 
alternative  strategy  can  be  used.  Once  a  sharp 
discontinuity  at  the  peak  amplitude  is  assumed,  as  with 
the  sawtooth  and  the  terminated  sinusoid,  a  very  broad 
frequency  spectrum  in  the  signal  would  be  expected. 
We  then  ask  what  frequency  limit  is  necessary  in 
describing  the  pulse  in  order  for  the  peak  amplitude  to 
be  reproduced  with  less  than  the  prescribed  uncertainty 
defined  in  the  uncertainty  requirements  for  the  test. 

First  consider  how  much  error  is  allowed.  The 
peak  pressure  (P3)p  is  the  adjusted  sum  of  two 
measurements,  the  initial  pressure,  (P3)„,  and  the 
adjusted  peak  overpressure,  from  (APS31)p. 

(P3)p  *  (P3)0  +  C4p(APS3I)p  S-l 

where  CAp  is  the  correction  of  the  pressure  rise 
observed  at  station  31  to  station  3,  based  on  the 
correlation  of  steady  state  measurements  at  tnose 
locations  as  described  in  Section  4.2.6  (see  Figure  4.2- 
33). 

Since  the  required  relative  uncertainty  in  (P3)p 
is  2#  (at  95%  confidence),  and  there  will  be 
uncertainty  in  both  the  (P3)„  and  the  (APS31)p 
measurements  as  well  as  in  the  estimated  correction 
C4p,  we  will  assume  that  the  total  allowed  uncertainty 
in  (P3)p  is  distributed  among  these  three  terma.  From 
Figure  4.2-33  we  see  that  the  precision  error  due  to  the 
correction  factor  is  approximately  0.25%.  If  we  assume 
that  the  allowable  contribution  to  the  uncertainty  in 
(P3)p  from  the  (APS31),,  measurement  is  1%.  this 
leaves  an  additional  0  75%  error  as  the  allowtble 
contribution  from  the  measurement  of  (PS31),. 
Expressing  the  allowed  error  as  s  percentage  of 
(APS31)p  this  yields: 

Total  Uncertainty  in  (APS31)p  “  about  4.5%  of  rdg. 

.SigiMJjteJ?*!*  $yswm..  filter  ChitKitritliH  vni 

Sampling  Time 

The  me  shod  for  determining  the  filter  characteristics 
and  sampling  rate  required  by  the  data  system  when 
applied  to  this  example  case  can  be  summarised  as 
follows  (see  References  5.4  and  5.5  for  further 
discussion  of  this  subject.): 


1.  Determine  the  "highest  frequency  of  interest"  in  the 
measurand  using  the  estimated  waveform  of  the 
pressure  pulse  and  calculate  the  upper  frequency  limit 
in  the  Fourier  representation  of  the  signal  which  will 
reproduce  the  peak  amplitude  to  within  the  allowed 
uncertainty  limit  specified  for  the  measurement  process. 
The  total  uncertainty  allowed  in  (APS31)p,  as  discussed 
above,  is  found  to  be  about  4.5%. 

2.  Select  a  filter  with  flat  response  up  to  the  'highest 
frequency  of  interest”  in  the  measurand.  Decide  on  the 
filter  type  and  roll-off  rate  based  on  the  anticipated 
noise  spectrum  in  the  signal  by  requiring  that  the 
additional  uncertainty  due  to  noise  passing  the  filter  be 
tolerably  small  compared  to  the  total  required 
uncertainty  in  peak  pressure.  Tbe  noise  present  will 
include  broadband  electrical,  mechanical  and 
aerodynamic  noise  plus  noise  at  discrete  frequencies 
from  the  power  line,  the  rotors  and  the  resonant 
pressure  sampling  tube. 

3.  Set  the  sampling  frequency  of  the  digital  data 
acquisition  system  based  on  one  or  both  of  the 
following  criteria: 

a)  Tbe  requirement  that  high  frequency  noise  passing 
through  the  filter  produce  negligible  distortion  in  the 
filter  pas;  band  due  to  aliasing. 

b)  The  requirement  that  the  sampling  rate  yield 
sufficient  samples  in  the  vicinity  of  the  peak  amplitude 
to  allow  the  peak  to  be  determined  to  within  the 
specified  uncertainty  limit. 

The  frequency  content  of  the  sawtooth  and  the 
terminated  sinusoid  which  approximate  APS31(t)  are 
shown  in  Figures  5.2-10  and  5.2-11.  It  is  difficult  to 
tell  from  the  spectra  alone  what  maximum  frequency  of 
interest  should  be  selected.  To  display  this  more 
clearly,  the  error  in  tbe  peak  of  the  sawtooth  and  the 
terminated  sinusoid  is  shown  in  Figures  5.2-12  and  5.2- 

13  as  a  function  of  the  upper  frequency  limit  which  is 
used  in  its  Fourier  representation.  The  sawtooth  wave 
form  can  be  wen  to  be  much  more  demanding  than  the 
terminated  sinusoid  in  terms  of  its  frequeoev  content. 
For  this  waveform,  if  tbe  peak  distortion  is  required  to 
be  no  greater  than  4.5%  ,  then  frequencies  of  at  least 

14  times  the  fundamental  must  be  passed  by  the 
measurement  system  with  little  attenuation.  Since  the  50 
msec  rise  time  is  one  quarter  wave  of  tbe  approximate 
wave  form,  tbe  fundamental  frequency  is  5  Hz.  The 
nominal  filter  cut  o*f  frequency  should  therefore  be 
equal  to  or  greater  than  14  times  5,  or  approximately 
70  Hz.  Since  the  true  transient  signal  is  likely  to  be 
between  a  sawtooth  and  a  truncated  sinusoid,  error 
estimations  based  on  a  sawtooth  form  will  represent  an 
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upper  limit  on  the  uncertainty  in  peak  amplitude  arising 
from  the  filter. The  nominal  upper  limit  of  the 
■frequency  of  interest"  of  the  measurand  will  therefore 
be  set  at  70  Hz  and  the  filter  characteristics  selected  by 
examining  bow  various  types  of  filters  would  perform 
with  this  measurand.  Die  filter  is  chosen  to  remove  as 
much  noise  as  possible  and  still  produce  negligible 
distortion  of  the  frequencies  of  interest.  We  first  look 
at  hew  the  filter  affects  the  noise  free  signal,  and  then 
estimate  its  response  to  noise. 

The  responses  of  the  several  filters  described 
in  Section  4  9.4  to  the  uoise-ffee  sawtooth  pressure 
pulse  are  shown  in  Figures  4.9-16  to  18,  The 
attenuation  of  the  peak  in  e«ch  case  is  given  in  Table  5- 
3. 

The  50Hz  Chebyshev  (1  dB)  filter  and  all  the 
filters  with  cut  off  frequencies  above  70  Hz  meet  the 
criterion  that  peak  attenuation  is  less  than  4.5%.  We 
select  a  4  pole  Bessel  filter  for  this  example  because  it 
satisfies  our  uncertainty  requirement  and  will  produce 
less  distortion  of  the  overall  wave  form  of  the  pressure 
pulse.  Wc  next  need  to  estimate  the  amount  of  noise 
which  passes  through  this  fili'r. 

From  prior  tests  of  similar  type  in  which  some 
very  fast  response  pressure  measurements  were  made, 
an  estimate  of  the  amount  of  noise  to  be  expected  in 
this  test  can  be  made.  The  power  spectrum  of  the 
expected  noise  is  shown  in  Figure  5.2-14.  The  spectrum 
shown  with  the  engine  shutdown  is  the  electrical  noise 
which  can  be  seen  to  approximate  white  noise  with 
higher  amplitude  spikes  at  60  Hz  and  its  harmonics. 
This  noise  is  due  to  internally  generated  noise  in 
electrical  components,  cross  talk  and  common  mode 
voltage  and,  as  shown  in  the  figure,  is  one  to  two 
orders  of  magnitude  below  the  noise  present  when  the 
engine  is  running.  The  broadband  mechanical  and 
aerodynamic  and  the  discrete  rotor-related  noise,  which 
is  present  when  the  engine  is  running  and  passes 
through  the.  filter,  is  the  principal  contributor  to  the 
transient  random  error  in  the  measurement. 

We  can  calculate  the  rms  amplitude  of  file 
noise,  NOISEr^,  which  is  transmitted  by  the  filter, 
using  the  following  expression  (see  Rtference  5.6): 

(NOlSE^r  *  |  G(f)|H(f)|2df  5'? 

w'v  c  G(0  =  Power  Spectral  Density  of  Noise  with 
engine  running  -  (pressure)2 'Hz 
H(f)  =  Sinusoidal  Frequency  Response 
Transfer  Function  of  the  filter. 


Carrying  out  this  calculation  for  a  4  pole  Bessel  filter 
yields: 

RMS  noise  transmitted  hy  the  filter  =  1.38  kPa  (0.20 
psi) 

We  can  equate  this  with  the  transient  precision  index, 
sN1,  arising  from  the  noise  transmitted  by  the  filter  and 
set, 

sN1  =  ±  1.38  kPa  (0.20  psi) 
or,  in  terms  of  %  of  peak  amplitude  of  APS31, 
sN,  %  =(  ±1.38/365  )  x  100  =  ±  0.38  % 

The  next  data  system  characteristic  that  must 
be  selected  is  the  sampling  frequency,  fs.  As  the 
calculation  above  shows,  a  significant  amount  of  noise 
is  transmitted  by  the  filter  and  this  includes  noise  above 
the  nominal  cut-off  frequency  of  the  filter.  How  much 
noise  is  above  the  cut-off  depends  on  the  filter  roll-off 
characteristics.  One  method  (criterion  "a"  above)  for 
setting  the  sampling  frequency  is  to  specify  a  limit  on 
how  much  distortion  can  be  tolerated  in  the  filter  pass 
band  due  to  aliasing.  If  we  require  that  the  additional 
distortion  due  to  noise  above  the  filter  pass  hand  be 
0. 1  %  (60  dh)  or  less,  then  the  sampling  frequency  can 
be  calculated  as  follows  (Reference  5.4): 

fN*  =  l/2(fc  +  O 

where  fN  =  the  folding  frequency 

fc  =  the  filter  cut-off  frequency 
fc*  =  frequency  at  which  the  filter 
attenuation  is  60  dh 

The  sampling  rate,  fs,  must  be  twice  the 
folding  frequency: 

h  =  2fN*  =  (fc  +  fc*) 

From  Figure  4.9-13  we  see  that,  for  the  4  pole 
Bessel  filter: 

fc’/fc  =  8.5 
Since  fc  =  100  Hz 

fs  =  (100  +  850)  =  950  Hz 
and  we  can  conclude  that  the  sampling  rate  must  be 
equal  lo  or  greater  than  950  Hz  in  order  to  eliminate 
the  additional  uncertainty  that  could  be  caused  by 
aliasing. 

The  above  criterion  for  selecting  a  sampling 
frequency  is  most  appropriate  for  frequency  domain 
analysis  of  a  signal,  however  other  considerations  imply 
that  a  high  sampling  rate  is  required  in  a  time  domain 
analysis  as  well  (criterion  "b*  above).  First,  since  the 
noise  free  signal  is  rising  at  a  rate  of  about  0.4%  per 
msec  near  the  peak,  a  sampling  interval  of  1  msec 
could  produce  as  much  as  0.2%  error  in  capturing  the 
peak. 

Second,  since  there  is  a  residual  rms  noise 
level  of  1.38  kPa  (0.20  psi)  in  the  signal  (i.e.  sN1  « 
1.38  kPa  (0.20  psi)),  a  number  of  samples  are  needed 
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in  the  neighborhood  of  the  peak  in  order  to  permit 
reducing  the  uncertainty  of  the  peak  amplitude  due  to 
noise  hy  smoothing  of  the  output  signal  near  the  peak. 
From  Figure  4.9-18  the  duration  of  time  in  which  the 
output  signal  is  within  13.8  kPa  (2  psi)  (i.e.  ~  4%)  of 
the  peak  is  about  4  msec.  Several  samples  need  to  be 
recorded  during  that  time  in  order  to  allow  a  curve  fit 
in  the  neighborhood  of  the  peak  and  a  post-test  estimate 
of  the  error  of  the  curve  fit.  (See  Section  3.2.3) 

On  the  basis  of  the  above  arguments  we  select 
a  sampling  rate  fs  =  1  kHz. 

In  summary,  we  select  a  4  pole  Bessel  filter 
with  nominal  cut-off  frequency  of  100  Hz  and  use  a 
sampling  rate  of  1  KHz.  This  filter  satisfies  the  peak 
attenuation,  noise  rejection  and  anti-aliasing 
requirements  and  will  be  used  on  all  transient  channels 
so  that  the  time  delay  in  all  channels  will  be  essentially 
identical  (see  also  Figure  4.9-25). 

The  uncertainties  arising  from  these  choices  are 

then: 

Bias  due  to  filter  attenuation  of  the  peak: 
b,=  0  to  -3.8%  in  AP3lp 

Precision  index  due  to  noise  passing  through 
the  filter: 

|  —  ±  0.38  % 

Precision  error  due  to  aliasing  of  high 
frequency  noise: 

sM  =  S  ±0.1% 

5. 2.2.6  Time  Correlation  and  Sampling  Rate 
Since  in  the  fuel  spike  method  the  several  primary 
measurands  used  to  derive  compressor  pressure  ratio 
and  airflow  vary  rapidly  in  time,  the  measurement 
systems  must  be  designed  to  allow  correlation  of  the 
measured  parameters  in  time  and  the  sampling  of  the 
signal  must  be  fast  enough  so  that  the  change  in 
amplitude  between  samples  is  small  and  consistent  with 
the  uncertainty  objectives.  In  the  last  section  we 
examined  the  effects  of  the  time  responses  of  the 
measurement  systems. 

The  data  system  recommended  for  use  for 
transient  measurements  (Section  4.9.7)  samples  all  the 
transient  channels  simultaneously  at  a  rate  of  1  kHz. 
Since  all  these  channels  use  low  pass  filters  with  the 
same  specifications,  the  filter  time  delays  are  equal  in 
all  channels  and  no  time  skew  errors  are  caused  hy  the 
data  system.  We  can  now  hriefly  review  whether  the 
sampling  rate  would  be  adequate  to  satisfy  our 
requirement  to  correlate  the  measurements  at  the  time 
of  the  surge  event. 


The  correlation  must  be  based  on  careful 
analysis  of  the  requirements  of  the  user  of  the  data  to 
insure  that  the  measurements  are  compatible  with  his 
analytical  needs.  The  basic  issues  are  as  follows: 

The  objective  of  the  test  is  to  determine  the 
compressor's  maximum  sustainable  pressure  ratio  prior 
to  surge.  This  aerodynamic  stability  limit  is  defined  for 
quasi  steady  operating  conditions  hut,  in  the  fuel  spike 
type  of  test,  conditions  are  changing  rapidly  with  time. 
In  this  example  the  transient  quantities  of  primary 
interest  are  the  measurement  of  HPC  discharge  pressure 
P3  and  the  measurement  of  HPC  inlet  total  pressure 
P25.  The  questions  are:  At  what  instant  in  time  did  the 
surge  event  occur,  and  at  what  points  in  time  should  the 
values  of  P3  and  P25  be  taken  for  computing  the 
pressure  ratio  at  surge? 

Using  the  planar  wave  description  in 
References  5.7  and  5.8,  the  surge  event  generally 
begins  at  one  stage  in  a  multi  stage  compressor,  and  the 
pressure  disturbance  propagates  upstream  and 
downstream  at  the  speed  of  sound  plus  or  minus  the 
convection  velocity  of  the  air  flow  (see  Figure  5.2-15). 
Depending  on  which  stage  stalls  first,  the  disturbance 
can  arrive  at  either  station  25  or  3  first,  although,  since 
the  downstream  propagation  velocity  is  roughly  460 
m/sec  (1500  ft/sec)  while  the  upstream  is  150  m/sec 
(500  ft/sec),  station  3  or  P3  is  more  likely  to  see  the 
event  first.  For  a  compressor  that  is  roughly  1  m  (3 
feet)  long,  the  delay  times  are  as  shown  in  Figure  5.2- 
16.  The  maximum  delay  time  is  1.5  msec. 

The  pressure  at  P3  would  be  expected  to 
continue  to  rise  for  a  short  time  depending  on  which 
stage  stalls,  since  excess  fuel  continues  to  be  injected 
into  the  combustor.  The  magnitude  of  this  error  for  the 
P3  measurement  can  be  estimated  from  the  rate  of 
pressure  rise  anticipated  near  the  peak  as  shown  in 
Figure  5.2-3  and  the  time  delay  as  follows: 

Time  Delay  Error  =  l/'Pj  x  dPj/dt  x  td 
=  0.4%/msec  x  1.5  msec 
=  0.6% 

At  the  upstream  location,  station  25,  the  delay 
would  be  also  be  no  greater  than  1.5  msec  and,  since 
the  pressure  rise  at  this  location  is  not  being  driven 
directly  by  the  fuel  spike,  the  rate  of  pressure  rise  prior 
to  the  arrival  of  the  surge  disturbance  is  much  slower 
than  the  rate  of  rise  of  P3  and,  consequently,  the  time 
delay  error  is  negligible. 

It  can  be  concluded,  therefore,  that  the  errors 
due  to  time  delay  effects  might  be  as  much  as  0.6%  in 
P3  and  negligible  at  P25.  Notice  also  that  this  bias  error 


in  P3  would  be  positive,  that  is,  the  measured  pressure 
would  tend  to  be  somewhat  higher  than  the  pressure 
that  was  present  at  the  time  of  surge  and  this  is  the 
opposite  in  sign  fora  the  error  due  to  measurement 
system  time  lag  discussed  in  the  previous  section. 

Since  the  data  system,  employed  for  this  test, 
samples  and  holds  all  channels  simultaneously  at  a  rate 
of  1  kHz,  there  are  negligible  time  skew  errors  due  to 
the  data  system. 

In  addition  to  the  time  delays  due  to  the 
propagation  of  the  surge  in  the  compressor,  there  is  an 
additional  time  delay  in  the  measurement  of  P3  and  P25 
which  is  due  to  the  difference  in  propagation  time  of 
the  pressure  disturbance  in  the  P3  and  P25  probe 
tubing.  The  effect  of  the  tubing  on  the  value  of  these 
signals  was  evaluated  in  Section  4.2.6  above.  The  effect 
on  the  correlation  in  time  could  also  be  significant  if 
there  was  a  large  difference  in  the  lengths  of  these 
tubes.  In  this  case,  using  the  data  in  Section  4.2.6,  the 
delay  time  for  P3  is  1 .2  msec  and  for  P25  is  0.5  msec. 
Since  the  rate  of  change  of  P25  is  only  some  0.03%  per 
msec,  this  difference  in  time  will  not  add  significantly 
to  the  error  in  pressure  ratio  at  surge. 

5.2.3  Analysis  of  Total  Uncertainty 

5.2.3.1  General 

The  detailed  design,  uncertainty  model  and  lists  of  error 
sources  for  each  measurement  required  in  this  test  are 
covered  in  the  individual  sections  of  this  document  as 
indicated  in  Table  5-1.  This  section  (5.2.3)  will 
summarize  and  reference  those  results  and  use  them  to 
develop  a  total  uncertainty  estimate  for  this  test  case. 

For  steady-state  testing  it  is  feasible  to  use 
UADD  (99%  confidence)  for  the  total  uncertainty.  For 
transient  testing  it  is  reasonable  to  accept  URSS  (for 
95%  confidence  level);  this  has  been  done  for  the 
calculations  of  total  uncertainty  in  this  chapter. 

5.2.3.2  Compressor  Discharge  Pressure 

The  total  pressure  at  station  3,  P3,  is  not  measured 
directly  but  is  inferred  from  the  measurement  of  static 
pressure,  PS31,  in  the  combustor  dome.  A  simplified 
block  diagram  of  the  system  is  shown  in  Figure  5.2-9 
which  emphasizes  the  components  which  dominate  the 
time  response.  The  inference  is  derived  from  steady- 
state  testing  as  explained  in  Section  4.2.6.  In  this 
example  the  predicted  values  at  point  A  in  Figures  5.2- 
1  and  5.2-3  are  P3  -  1277  IcPa  (185  psia)  and  PS31  = 
1190  kPa  (172  psia).  The  initial  steady-state  value  of 
PS31  is  measured  by  the  steady-state  instrumentation. 


Prior  to  the  mitiation  ji  the  transient,  the  transient 
measurement  system  is  initialized  (zeroed)  by 
correlation  with  the  steady-state  reading.  The  transient 
system  measures  only  the  transient  overpressure  and  the 
transducer  is  selected  to  accommodate  the  maximum 
predicted  oveipressure.  This  improves  the  accuracy  of 
the  measurement  considerably  over  that  which  would  be 
possible  with  a  transient  transducer  that  had  to 
accommodate  the  total  pressure. 

The  pressure  measurement  required  by  the 
defined  test  objective  is  the  peak  total  pressure  at  the 
high  pressure  compressor  discharge,  which,  as  shown 
in  Equation  5-1,  consists  of  the  measurement  of  the 
initial  pressure  at  station  3  (P3)0,  the  overpressure  at  31 
(APS31)^  and  the  application  of  the  correction  factor 
C,p.  The  uncertainty  of  the  P3  measurement  is 
summarized  in  Table  5-4  using  data  from  Section  4.2.6, 
Section  4.9  and  Section  5.2.2. 

The  bias  due  to  the  resonance  of  the 
underdamped  pressure  tubing  was  estimated  in  Section 
4.2.6  to  be  ±  1.5%  of  (APS31),  which  is  equivalent  to 
0.33%  of  P3p.  Since  this  error  would  occur  at  the  tube 
resonant  frequency  of  205  Hz.  it  would  be  significantly 
attenuated  by  the  100  Hz  filter  ( - 13  dB),  giving  only 
about  ±0.02%  as  the  uncertainty  contribution  fiom  this 
source. 

As  anticipated,  the  transient  error  dominates 
the  uncertainty  in  this  kind  of  test.  To  combine  this 
error  into  total  bias,  B,  total  precision.  S,  and  total 
uncertainty,  U,  we  will  use  the  approach  suggested  by 
Abemethy,  Reference  3.13,  for  unsymmetric  biases. 
We  will  also  assume  that  the  amount  of  data  used  to 
estimate  the  S's  is  30  or  greater  so  that  the  Student  t 
factor,  tqj  can  be  set  equal  to  2  and  combine,  the  bias 
and  precision  by  root-sum-square  of  the  error  source 
term,  given  in  Table  5.4. 

3  *(P3)*  +  10.  lkPa(1.46  psi) 

B"(P3)*  -14.0  kPa  (2.03  psi) 

S(P3)  *  ±6.0kPa(0.87  psi) 

U  *(P3) -/[  B  *(P3)]2+|2S(P3)]: 

-  15.7kPa  -  0.94% 

U'(P3)  -  /(B'(P3)]2  ♦  [2S(P3)]J 
»  -18.5kPa  »  -1.11% 
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$.2.3.3  Compressor  Inlet  Pressure 
The  compressor  inlet  transient  pressure  is  measured 
using  a  system  identical  in  concept  to  that  used  for 
PS3I.  The  steady  state  piessnre  immediately  prior  to 
the  initiation  of  the  transient  is  used  as  the  reference  for 
the  overpressure  measurement  and  the  total  pressure  is 
then  the  sum  of  the  initial  pressure  F25„  and  AP25(t). 
Since  the  overpressure  at  25  does  not  change  much 
prior  to  the  surge,  the  transient  term  is  much  smaller 
than  that  for  P3.  The  transient  biases  due  to  both  the 
tube  resonance  and  the  time  delay  are  negligible. 
However,  there  is  a  significant  sampling  error  term 
which  must  be  estimated  from  correlations  obtained 
during  steady-state  testing  with  probe  arrays  as  shown 
in  'figure  4.2-33.  The  uncertainty  is  dominated  by  the 
steady  state  error. 

The  total  uncertainty  in  P25  is  therefore: 

±B(P25)  =  0.27kPa  S(P25)  =  0.54kPa 


U(P25)  =  ii/[B(P25)]2  +  [2S(P25)]J 


$.2.3.6  Air  Flow 

This  measurement  is  inferred  via  an  air  flow  model  in 
which,  for  a  given  pressure  ratio,  the  air  flow  is 
determined  from  the  measurement  of  NH  and  T25  as 
described  in  Section  4.4.  The  change  in  airflow  prior  to 
the  surge  is  not  very  great  and  therefore  the  uncertainty 
is  dominated  by  the  steady-state  measurements  which 
occur  in  the  interval  immediately  prior  to  the  surge. 
The  greatest  comnnution  to  uncertainty  comes  from  the 
uncertainty  in  the  airflow  model  itself  since  it  involves 
assumptions,  many  of  which  are  based  on  data  obtained 
under  steady-state  conditions.  For  this  reason  a  potential 
bias  of  3%  has  been  assumed  to  account  for  the 
uncertainty  in  the  model. 

The  uncertainty  in  WA  is  estimated  as  follows 
(where  the  paitial  derivatives  are  determined  from 
steady-state  flow  maps): 


_ 1  =  0.005  kg/sec /rpm 

dN,4 


=  ±  1.12kPa  *  0.58% 


awA 

3T25 


-  0.050  kg/sec /Cc 


S.2,3.4  Compressor  Inlet  Temperature 
This  measurement  is  required  only  to  permit  calculation 
of  corrected  air  flow  and  rotor  speed.  It  contributes  to 
the  total  uncertainty  only  through  this  correction  as 
shown  in  Section  5.2.4.  Because  i  ,.  j  undergoes  only  a 
very  small  change  prior  to  the  surge,  transient 
uncertainty  is  negligible.  The  estimated  uncertainty  in 
T25,  obtained  from  Suctions  4.3  and  4.9.7,  and 
summarized  in  Table  5-6,  is  as  follows: 


Est  Bias  in  model,  B(M)  =  3%  ■  0.523kg/sec 


B(Wa), 


fawA  12 

— -B(N„) 
3Nh  h 


(7T25 


B(T25) 


►  B(M)2 


=  0.527  fcg/sec 

±B(T25)  =  0.43 'C  S(T25)  =  0.21’C 

U(T25)  -  0.60  ”C 


aw. 

2 

awA 

S( wak 

^TS(Nh> 

♦ 

— -7S(T25) 

5.2.3. 5  Rotor  Speed 

N 

aN„ 

oT25 

Rotor  speed  also  does  not  change  very  much  prior  to 

the  surge.  Its  uncertainty  contributes  to  the  uncertainty  -  0-12  kg/sec 

of  the  inferred  air  flow  immediately  prior  to  the  surge. 

The  estimated  uncertainty  from  Section  4.5.2  is: 


f> 


*tj 


•  • 


B(Nh)  *  12  rpm 


S(Nh)  *  x  50  rpm 


U(Nh)  -  ±  100  rpm 


•  • 
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5.2.3. 7  Fuel  Flow 

The  fuel  flow  measurement  in  this  test  is  done  only  to 
assure  reproducibility  of  results.  The  uncertainty  in  the 
fuel  flow  does  not  directly  affect  the  uncertainty  of  the 
measurement  since  it  was  demonstrated  in  prior  testing 
that,  once  the  excess  fuel  introduced  by  the  special 
pulsing  equipment  vs  time  was  repeatable  within  several 
percent,  the  pressure  ratio  measured  at  surge  was 
independent  of  the  exact  shape  of  the  fuel  pulse. 

5.2.3.8  Pressure  Ratio 

The  uncertainty  of  a  single  measurement  of  surge 
pressure  ratio,  as  shown  for  example  as  the  transient 
trajectory  from  point  A  to  point  X  in  Figure  5.2-1,  can 
be  found  from  the  information  in  the  sections  above 
which  give  the  uncertainty  for  each  of  the  primary 
measurands,  P3  and  P25,  from  which  PR  is  derived.  In 
addition,  since  the  test  objective  is  to  plot  the  derived 
pressure  ratio  as  a  function  of  the  inferred  air  flow,  we 
have  to  consider  the  possible  effect  on  uncertainty  if  the 
derived  and  inferred  parameters  have  any  primary 
measurands  in  common  (see  Section  3.2.3).  In  this  case 
they  do  not.  Pressure  ratio  is  derived  from  primary 
measurands  P25  and  P3.  For  any  given  pressure  ratio 
the  model  through  which  air  flow  is  inferred  requires 
only  the  input  of  the  primary  parameters  of  rotor  speed, 
Nh,  and  compressor  inlet  temperature,  T25.  We  can 
therefore  use  the  following  expressions  for  the 
computation  of  precision  and  bias: 


<0040 


B4(PR)=  0.083  B‘(Pr)=0.0% 


U*(Pr)  =  0.115  =  1.3  % 
U‘(PR)  =  0.125  =  1.5% 


5.2.4  Summary  and  Conclusions 
The  above  analysis  indicates  that  the  measurement  of 
pressure  ratio  and  air  flow  using  the  methods  described 
in  this  report  can  be  carried  out  with  acceptable 
uncertainty.  The  uncertainty  in  P3  (+0.94  to  -1.11%) 
is  dominated  by  transient  errors  due  to  the  time 
response  characteristics  of  the  filter  and  the  noise 
transmitted  by  the  filter.  It  would  have  been  possible  to 
reduce  that  uncertainty  by  deconvoluting  the  signal  (see 
Section  4.9.4);  however,  as  the  uncertainty  is  already 
acceptable,  that  was  not  necessary.  The  oscillatory  error 
that  could  potentially  arise  due  to  tubing  resonance  (fR 
=  205  Hz)  is  significantly  attenuated  by  the  100  Hz 
filter  so  it  makes  only  a  minor  contribution  to  the  total 
uncertainty.  The  uncertainty  in  P25  (±0.58%)  is 
primarily  due  to  steady-state  error  sources  arising  from 
the  transducer  calibration  stability. 

The  uncertainty  estimated  for  the  airflow 
measurement  (±3.3%)  was  based  on  propagating  the 
uncertainty  in  rotor  speed,  NH,  and  HPC  inlet 
temperature,  T25,  through  d.e  air  flow  model.  Both  NH 
and  T25  are  slowly  varying  during  the  time 
immediately  prior  to  surge  and  can  therefore  be 
measured  with  relatively  small  uncertainty.  The 
uncertainty  in  corrected  air  flow  is  therefore  dominated 
by  the  uncertainty  in  the  airflow  model. 


«  • 
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5.3  ENGINE  ACCELERATION  TIME 


5.3.1  Description  of  the  Test 
The  engine  acceleration  test  is  a  typical  engine  pass-off 
test  following  engine  overhaul.  It  is  normally  a  part  of 
a  series  of  tests  for  the  given  engine  type  as  described 
in  Section  2.5.7.  In  this  example,  the  uncertainty 
analysis  for  an  acceleration  test  that  applies  to  a  small 
afterburning  or  augmented  military  turbine  engine  will 
be  described. 

The  test  consists  of  "n  initial  stabilization  of 
the  engine  for  5  minutes  with  the  power  lever  set  at 
ground  idle  followed  by  a  rapid  motion  of  the  power 
lever  to  a  prescribed  high  thrust  setting.  In  this  example 
the  high  thrust  setting  is  100%  and  corresponds  to 
military  rated  thrust.  The  initial  throttle  motion  is 
specified  to  occur  in  0.5  seconds  or  less.  The  required 
elapsed  time  between  initiation  of  the  throttle  motion 
and  the  time  at  which  the  nozzle  position  reaches 
minimum  area  is  recorded.  The  test  specification 
requires  the  nozzle  reach  a  position  between  7  and  9% 
in  less  than  8  seconds. 

The  time  behavior  of  several  significant 
parameters,  including  nozzle  position,  for  this  kind  of 
a  test  are  shown  in  Fig. 5. 3-1.  [Note:  There  was  a 
known  bias  of  -7  %  in  exhaust  nozzle  position  in  the  test 
shown  in  the  figure.  All  Nozzle  Position  Indicator 
(NP1)  readings  should  have  7%  added].  These  data 
were  obtained  in  a  fully  instrumented  test  bed  which 
allowed  thrust  and  airflow  measurements.  These 
measurements  may  not  all  be  available  in  a  field  test 
and  for  this  reason  the  maintenance  manual  for  this 
engine  requires  the  recording  of  only  the  more  readilv 
available  parameter,  nozzle  position.  The  nozzle 
position  is  a  good  measure  of  the  engine's  transient 
acceleration  capability. 

The  test  can  be  carried  out  using  strip  chart 
recorders  to  record  the  data,  or  using  entirely  manual 
and  visual  data  recording  methods.  The  uncertainty  for 
both  approaches  will  be  described. 

For  the  manual  method,  the  test  opcratoi  is 
assisted  by  a  person  who  times,  reads  and  records  the 
data.  After  stabilization,  when  the  operator  announces 
all  is  ready,  the  timer  gives  the  voice  command  ■start". 
At  this  time  the  operator  slams  the  power  lever  to  the 
100%  setting  and  at  the  same  time  the  timer  starts  the 
stop  watch.  The  timer  observes  the  nozzle  position 
indicator  and  stops  the  watch  when  the  preselected 
reading  is  reached.  He  then  records  the  elapsed  time. 


5.3.2  Measurement  Requirements 
In  this  test  a  full  set  of  readings  are  normally  required 
at  the  end  of  the  5  minute  stabilization  time.  These  are 
steady  state  readings  and  normally  consist  of  the 
following: 


Rotor  speed 

N 

Exhaust  Gas  Temperature 

T5 

Fuel  Flow 

WF 

Inlet  Air  Temperature 

T1  or  T2 

Turbine  Discharge  Pressure 

P5 

Oil  Pressure 

P OIL 

Oil  Temperature 

Ton. 

Fuel  Inlet  Pressure 

PF 

Nozzle  Position 

NP1 

For  the  transient  test,  the  measurands  required 

to  satisfy  the  test  objectives  are  nozzle  position  (NP1) 
and  time  (t).  The  nozzle  position  measurement  is 
described  in  Section  4. 5. 3.6.  The  plots  in  Figure  5.3-1 
show  typical  results  when  recorded  on  a  strip  chart 
recorder. 

The  typical  ranges  of  acceptable  uncertainty  for 
both  the  automated  (strip  chart)  and  manual 
measuiements  are  given  in  Table  5-7. 

5.3.3  Instrument  Definitions 
Nozzle  Position  Indicator 

The  nozzle  position  indicator  is  described  in  some  detail 
in  Section  4.5. 3.6.  The  nozzle  position  is  transmitted 
mechanically  via  a  cable  or  link  rod  to  a  resolver  which 
is  calibrated  to  generate  an  electrical  signal 
corresponding  to  nozzle  area.  (Figure  4.5-24).  The 
static  calibration  is  shown  in  Figure  4.5-26  and  the 
read-out  meter  in  Figure  4.5-27. 

The  time  response  of  all  components  of  the 
nozzle  position  indicator  are  rapid  compared  to  the 
motion  of  the  nozzle  components  themselves  and 
therfore  the  mechanical  links  and  resolver  do  not 
contnuute  to  the  transient  uncertainty  of  the  test.  If  the 
NP1  signal  is  recorded  with  a  galvanometric 
oscillograph  or  one  of  the  digital  data  acqisition  systems 
now  available,  the  parameters  of  the  recording  system 
should  be  set  up  such  that  the  transient  errors  fron  the 
recording  system  are  also  negligible.  Using  the  data 
from  Figure  5.3-1  we  can  estimate  the  most  rapid  rate 
of  change  to  be  expected  in  the  NP1  signal  and  then  use 


5-11 


the  results  shown  in  Figure  3-9  of  Section  3  to  estimate 
the  time  resolution  required  in  the  recorder  in  order  to 
achieve  the  desired  uncertainty  objectives.  The  most 
rapid  rate  of  change  is  a  75  %  area  change  per  second 
during  the  period  just  before  reaching  minimum  area. 
In  the  example  shown  in  the  figure,  the  minimum  area 
is  reached  in  about  2.3  seconds  after  which  the  NPI  is 
approximately  constant  for  about  0  6  seconds  at  which 
time  further  changes  occur  due  to  augmentor  light  off. 
The  input  signal  therefore  behaves  approximately  like 
a  descending  ramp  which  terminates  at  constant  value 
which,  in  this  case,  is  the  minimum  nozzle  area.  This 
simplified  model  can  be  used  to  set  the  dynamic 
response  requirements  of  the  automated  recording 
system. 

The  magnitude  of  the  correction  for  a  ramp 
input  to  a  damped  second  order  system  is: 

C2  =  M  ^  5-3 

2  u  il 


method  is  therefore  about  1/for  U(Osciliograph)  =  .03 
sec. 

The  ability  to  time  events  using  a  manual  stop 
watch  has  been  studied  for  applications  such  as  timing 
sporting  events.  The  results  of  the'1-  studies  show  that, 
given  some  training,  a  timer  can  achieve  i  precision  of 
about  ±  0.05  sec  and  that  positive  xnd  negative  biases 
occur,  with  a  negative  bias  of  approximately  0.10  sec 
being  typical  due  to  what  is  evidently  a  strong 
psychological  tendency  to  anticipate  the  completion  of 
the  event  being  timed.  We  can  conclude  from  this  that, 
although  manual  timing  would  not  be  adequate  to 
determine  the  instant  at  which  a  certain  NPI  occurred 
during  the  period  of  rapid  change,  it  is  more  than 
adequate  to  determine  the  time  at  which  NPI  reached  a 
minimum  and  that  this  time  could  be  determined  with 
an  uncertainty  of 

U(t)  manual  =  B(t)]2  +  [2S(t)]2  *  0.14sec 


where  C, 

dQ/3t 

to 


£ 


correction  for  a  damped  second 
order  system 

race  of  change  of  measurand 
natural  frequency  of  the  2nd 
order  system  (rad/sec)  = 
2irf(Hz) 

damping  constant  (dimensionless) 


If  a  gaivanometric  oscillograph  were  used  for 
the  read  out,  it  would  be  set  up  for  ideal  damping,  and 
the  damping  constant  would  therefore  be  (  =0.65.  The 
error  at  the  time  the  ramp  reached  minimum  is  equal  to 
C,  as  calculated  above.  Following  that  time,  the  error 
due  to  system  time  response  would  decrease 
exponentially  with  a  time  constant  approximately  equal 
to  !/({&!).  If  we  conservatively  require  that  the 
maximum  error  in  NPI  at  the  time  the  ramp  terminates 
be  no  greater  than  0.5%,  we  can  calculate  the 
frequency  response  requirements  by  setting  Cj  =  0.5% 
and  calculate  f. 


An  important  source  of  uncertainty  in 
determining  the  elapsed  time,  using  manual  read  out,  is 
the  readability  of  the  dial  indication  on  the  NPI  meter. 
The  contribution  of  the  uncertainty  in  NPI  to  the  total 
uncertainty  in  the  elapsed  time  measurement  is 
discussed  in  the  next  section. 

5.3.4  Analysis  of  Total  Uncertainty 
The  defined  result  of  this  test  is  the  measurement  of  the 
time  for  NPI  to  reach  9%  and  the  requirement  that  the 
minimum  reached  after  this  time  be  between  7  and  9%. 
in  order  to  estimate  the  total  uncertainty  in  elapsed  time 
we  can  use  the  results  of  Section  3.2.3  where  the  case 
of  two  functionally  related  measurands  is  treated. 

The  uncertainty  of  the  NPI  measurement 
system  is  given  in  Section  4.5. 3.6  and  is  summarized  in 
Table  5-8. 

The  total  uncertainty  in  the  NPI  measurement 
is  therefore; 


U(NPI)  -  /EB^PxES]2 


2f  dQ 
2*'Cj  dt 


30  Hz 


and  U(NPI)  using  oscillograph  =  16% 

U(NP1)  using  Visu.nl  =  4.5  ft 


This  frequency  response  is  easily  achieved  with 
current  oscillographs  and  transient  digital  recording 
systems.  The  uncertainty  in  time  as  measured  by  this 


These  results  show  that  the  measurement 
objective  which  requires  that  Che  minimum  area  be 
between  7  and  9%  cannot  be  achieved  with  the  visual 


# 


S 


•  • 


•  9 


system  because  of  the  poor  readability  of  the  meter. 
The  oscillograph  readout  is  also  marginal  although 
feasible. 

As  discussed  in  the  above,  the  uncertainty  in 
the  measurement  of  time  itself  is  relatively  small  for 
both  the  automated  (oscillograph)  and  the  visual  manual 
method  of  read  out.  The  uncertainty  in  the  NPI 
measurement  could  significantly  influence  the 
uncertainty  in  time  however  as  a  consequence  of  the 
propagation  of  error  for  functionally  related 
ineasu rands.  Since  the  measurands,  time  and  nozzle 
position  have  no  common  measured  parameters  the  total 
uncertainty  in  the  time  measurement  can  be  estimated 
using  the  equivalent  of  Equation  3-6  which  for  this  case 
is: 

[u(t))Li  =  [apsi)  *  U(NP1)] 2  +  U(t)2 

where: 

[U(t)]Toll|  «■-  Total  Uncertainty  in  Elapsed  Time 
3t/d(NPl)  =  Slope  of  time  vs  NPI  curve 
U(NP1)  =  Total  Uncertainty  in  NPI 

U(t)  =  Uncertainty  in  the  time  measurement 

Table  5-9  summarizes  the  magnitudes  of  the 
terms  needed  to  calculate  total  uncertainty  in  time.t. 
Using  these  results,  the  uncertainty  in  the  measurement 
of  the  elapsed  time  by  the  two  techniques  is: 

Oscillograph  [C(t)]ToU1  =  0.04  sec 

Visual/Manual  [U(t)]Toul  =  0. 14  sec 


With  either  method,  the  uncertainty  in  the 
measurement  of  elapsed  time  for  the  NPI  measurement 
to  reach  the  minimum  area  is  small  compared  to  the 
specified  8  econd  limit.  In  this  particular  test  the  time 
to  reach  minimum  is  well  within  the  8  second  limit  and 
the  time  measurement  would  present  no  difficulty. 

The  requirement  that  the  minimum  area  NPI 
reading  be  between  7  and  9%  would  be  impossible  to 
determine  with  the  manual  method  however.  Not  only 
is  the  dial  readability  inadequate  for  an  operator  to 
resolve  this  limit  but  the  time  available  for  the  reading 
is  only  0.6  seconds  (see  Figure  5.3-1)  so  while  the  stop 
watch  could  be  activated  within  the  estimated 
uncertainty  in  time,  the  value  of  %NP1  read  by  the 
operator  would  be  no  better  than  ±  4.5%. 

The  oscillograph  method  is  a  much  better 
choice  for  the  measurement.  The  uncertainty  in  time  is 
well  within  the  desired  limit.  The  measurement  of 
%NP1  at  the  minimum  is  still  rather  marginal  however. 
The  estimated  uncertainty  at  the  95%  confidence  level 
is  seen  above  to  be  ±  1.6%  which  is  extremely  close 
to  the  2%  tolerance  objective  for  the  minimum  %NP1 
measurement.  This  means  that  there  would  be  a  high 
probability  that  the  test  would  appear  to  fail  the  7  to  9% 
criterion,  even  when  the  true  value  of  %NP1  was  within 
the  limits,  due  to  random  error  alone.  The  uncertainty 
in  the  %NP1  measurement  should  be  reduced  to 
approximately  1/1  Oth  of  the  2%  limit  in  order  reduce 
the  incidence  of  test  failure  from  random  error  to 
acceptable  limits.  It  would  therefore  be  advised  that  an 
improved  data  acquisition  system,  with  digital  recording 
capability,  be  employed  for  the  measurement  since,  as 
shown  in  Table  5-8,  the  largest  source  of  uncertainty  is 
the  readability  of  the  oscillograph  readout. 
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Table  5-1  Specific  Parameters  to  be  Measured 


I 

Steady-State  Parameters 

Symbol 

0  Channels 

Rang  e/U nits 

Output 

References  | 

Total  Pressure  -  HPC  Inlet 

P25 

IS 

100-415  kPa 

0-100 

mV 

5.1  • 

Total  Pressure  -  HPC  Exit 

P3 

IS 

240-1635  kD« 

0-100 

mV 

5.1 

Static  Pressure  in  Combustor 

PS31 

IS 

240-1725  lcPa 

0-100 

mV 

Section  B 
4.2.6  I 

Transient  Parameters 

Symbol 

#  Channels 

Range/Units 

Output 

Sections  | 

Total  Overpressure  -  HPC  Inlet 

AP25 

1 

35  lcPa 

0-100 

mV 

B 

Static  Overpressure  -  Combustor 

APS31 

1 

350  lcPa 

0-100 

mV 

MM 

High  Rotor  Speed' 

N« 

1 

5-15,000 

RPM 

4200  cps 

B 

|  Fuel  Flow' 

Wp 

1 

.02-2.2  X101 
m’/sec 

0-2000 

Hz 

B 

|  Total  Temperature  -  HPC  Inlet' 

T25 

IS 

15-175  °C 

l-10mV 

before 

amp. 

■ 

These  parameters  may  be  recorded  at  a  lower  rate  than  pressure  during  the  transient. 

Note,  as  explaiued  in  Section  4.2,  the  transient  measurement  of  P3  is  not  made  directly  but  is  inferred  from  the 
combustor  static  pressure  PS31. 
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Table  5-2  Range  of  Measurements 


|  Measurand 

90%  N2  * 

Op.  Line 

Surge 

P3  kPa  (psia) 

1276  (185) 

1670  (243) 

P25  kPa  (psia) 

190  (27.5) 

194  (28)  | 

PR 

6.7 

8.6 

T25  °C  (oF) 

82(180) 

-83  (-184) 

WF  kg/sec  (lb/hr) 

0.27  (2100) 

f  N2  (rpm) 

11700 

-11700  | 

Table  5.3  Peak  Attenuation 


Filter  Type 
(all  4  pole) 

Cut-off  Frequency  fc  | 

50  Hz 

100  Hz 

200  Hz 

I  BESSEL 

-5.9  % 

-3.8  % 

-1.9  % 

BUTTERWORTH 

-5.5  % 

-3.5  % 

-1.8  * 

CHEBYSHEV  (1  dB) 

-3.8  % 

-1.9  * 

-1.7  % 

(P3,  =  P30+C4p(APS3iy 


Table  5-4  Uncertainty  of  E3p 


|  Error  Sources 

1  (All  %  refer  to  the  absolute 
value  of  E3,,) 

re. 

(APS31)p 

Steady-State 

Steady-State 

Transient 

Pressure  System 
(Section  4.2) 

±B 

s 

±B 

S 

+B 

-B 

S 

* 

.04 

.04 

.01 

.27* 

| 

,021 2 

•213 4 5 

kPa 

.66 

.66 

.17 

4.51 

.33 

.33 

3.51 

Data  System 
(Section  4.9) 

% 

.08 

.03 

.02 

.01 

.02 

-.83* 

,08s 

kPa 

1.28 

.51 

.34 

.17 

.33 

-13.86 

1.34 

Time  Delay 
(Sect.5. 2.2.6) 

1 

% 

■ 

■ 

■ 

D 

■i 

kPa 

■ 

■ 

|  | 

■ 

10.0 

■ 

Notes  on  some  dominant  terms  in  the  error  sources 


1  Steady  state  calibration  of  AP31  transducer.  See  p.  4-32  and  Fig.  4.2-35 

2  Pressure  tube  resonant  response  attenuated  by  100  Hi  filter.  See  p.  5-7  and  Fig.  4.2-35 

3  AP31  transducer  random  error  due  to  temperature  drift.  Fig.  4.2-35 

4  Uncertainty  in  attenuation  of  peak  by  100  Hi  filter  p.  5-6 

5  Noise  passing  the  100  Hi  filter,  p.  5-6 

e  Error  due  to  propagation  time  in  the  compressor,  p.  5-6 
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Table  5-7  Recommended  Uncertainty  Objectives 


|  Total  Uncertainty 

|  Measurand 

Automated  Recording 

Visual  Manual  f 

1  Nozzle  Position 

±1.0% 

±2.5%  | 

|  Time 

±0.05  sec. 

+0.20  sec.  | 

Table  5-8  Uncertainty  of  Nozzle  Position  (%  NPI) 


Table  5-9  Uncertainty  in  Elapsed  Time  Measurement 
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Figure  5.2-1  Performance  Map  -  High  Pressure  Compressor  (Design  Intent) 
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Figure  5.2-10  Sawtooth  Waveform  and  Spectrum 


Amplitude  of 
Spectrum  of  y(t) 


F/uquanqr  ■  5  H*  •  m 


Figure  5.2-1 1  Termini  ted  Sinusoid  and  Spectrum 


Figure  5.2-12  Peak  Amplitude  of  Sawtooth  vs  the  Number  of  Harmonics  of  the  Fundamental  Frequency 


NOISE  POWER  SPECTRUM  WITH  ENGINE  RUNNING 


POWER 

SPECTRUM 

G(f) 

LOG[(PSI)2/HZ] 


NOISE  POWER  SPECTRUM  WITH  ENGINE  SHUT  DOWN 


FREQUENCY  (Hk) 


Vmax  ■  457  m/s«c 


•  • 


Initiation  Fteint  u  Fraction  of  Oompr***or  Lanyth 
0*  St*.  2.5  1“  SU.3 


Figure  5.2-16  Time  Delay  for  Arrival  of  Surge  Signal  a!  Stations  25  or  3 
(Compressor  Length  «  I  metre) 
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procedures  for  the  transient  measurement  pressures,  temperatures,  flows,  component  procedures  for  the  transient  measurement  pressures,  temperatures,  flows,  component 

geometry  including  rotational  speed  of  and  clearances,  thrust,  torque,  and  the  use  of  the  engine  geometry  including  rotational  speed  of  and  clearances,  thrust,  torque,  and  the  use  of  the  engine 

control  system  for  transient  parameter  measures.  Typical  examples  arc  presented.  A  section  on  control  system  for  transient  parameter  measures.  Typical  examples  are  presented.  A  section  on 

data  acquisition  and  processing  is  included.  Higher  frequency  dynamic  measurements  are  data  acquisition  and  processing  is  included.  Higher  frequency  dynamic  measurements  are 

excluded.  Two  examples,  the  measurement  of  compressor  ratio  and  air  flow  at  surge  and  a  excluded.  Two  examples,  the  measurement  of  compressor  ratio  and  air  flow  at  surge  and  a 
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